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PREFACE. 


The  present  work  is  a  third  edition  of  "  Notes  to  Mechani- 
cal Laboratory  Practice,"  published  in  1890;  of  which  a  second 
edition  was  published  in  1891,  and  soon  exhausted  by  an 
unexpected  demand  from  engineering  schools  and  the  profes- 
sion. 

These  earlier  editions  were  prepared  especially  for  the  use 
of  students  in  the  Laboratory  of  Experimental  Engineering, 
Sibley  College,  Cornell  University,  for  the  purpose  of  facili- 
tating investigation  of  engineering  subjects,  and  of  providing 
a  systematic  course  of  instruction  in  experimental  work. 

The  book  has  been  rewritten  and  very  much  enlarged,  so 
that  the  change  in  title  to  Text-book  of  Experimental  Engineer- 
ing seems  to  be  justified.  Its  principal  object  is  the  same 
as  that  of  the  earlier  editions,  but  it  is  also  believed  that  the 
volume  will  not  be  without  value  as  a  reference-book  to  the 
consulting  and  practising  engineer,  since  it  is  the  only  work  on 
the  subject  which  contains  in  a  single  volume  the  principal 
standard  methods  which  have  been  from  time  to  time  adopted 
by  various  engineering  societies  for  the  testing  of  materials, 
engines,  and  machinery. 

The  book  is,  however,  chiefly  intended  for  use  in  engineer- 
ing laboratories,  and  presents  information  which  the  exper- 
ience of  the  author  has  shown  to  be  necessary  to  carry  out 
experiments  intelligently  and  without  great  loss  of  time  on 
the  part  of  students. 

The  importance  of  engineering  laboratories  is  now  so 
fully  recognized  in  colleges  of  engineering  that  it  is  hardly 


VI  PREFACE. 

necessary  to  refer  to  the  advantages  which  they  confer  on 
such  engineering  students  as  avail  themselves  01  the  oppor- 
tunities they  present.  The  principal  function  of  such  a 
laboratory  should  doubtless  be  to  afford  the  student  an 
opportunity  of  obtaining  practical  knowledge  of  the  application 
and  limitation  of  theoretical  principles  by  personal  investiga* 
tion,  under  such  direction  as  will  insure  systematic  methods 
of  observation,  accurate  use  of  apparatus,  and  the  proper 
methods  of  drawing  conclusions  and  of  making  reports  of  .my 
experimental  investigation.  One  other  function  of  an  engineer- 
ing laboratory  is  that  of  furnishing  facilities  by  means  ni  which 
skilled  observers  may  undertake  by  systematic  research  to  dis- 
cover laws  or  coefficients  of  value  to  the  engineering  profession. 

This  work  deals  principally  with  the  educational  methods. 
the  use  of  apparatus,  and  the  preparation  required  for  becoming 
a  skilled  observer. 

In  order  that  an  engineering  laboratory  should  best  meet 
the  educational  needs  of  students,  a  systematic  schedule  of 
experiments  should  be  adopted  parallel  to  the  course  of  in- 
struction in  theoretical  principles.  While  such  a  'laboratory 
course  cannot  be  laid  down  here  as  applicable  to  any  general 
course  of  instruction  in  engineering,  the  following  scheme  of 
laboratory  experiments  is  presented  for  consideration  as  one 
which  has  been  successfully  followed  for  students  in  the  Tuniur 
and  Senior  classes  in  Siblev  College,  Cornell  University.  The 
order  of  the  experiments  was  largely  determined  by  the  attempt 
to  make  a  limited  amount  of  apparatus  do  maximum  duty,  and 
the  course  is  presented  more  as  an  illustration  of  one  that  has 
been  practically  tested  than  as  a  model  for  other  institutions 
to  foilow. 

COURSE  OF  EXPERIMENTS,  SIBLEY  COLLEGE  ENGINEER- 

ING  LABORATORY. 

Junior   Year. 
Fall  Term. 

Strength  of  Matf.riuU — Tensile  rind  Transverse  :  Calibration — Indi- 
oator-sj,r  r.-s  .m<:  Steam -ga uljcs  .  Weirs  and  Waier-tneters :  Mercurial 
Thermometers ;   Pyrometers  ;  Transmission-dynamometers. 
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Winter  Term, 

Strength  of  Materials — Compression  and  Torsion  ;  Lubricants — Co- 
efficient of  Friction  ;  Steam-engine — Indicator-practice  ;  Flue-gas 
Analysis;  Temperature— Pyrometers,  Air-thermometers;  Calibration— 
Indicator  Drum-springs. 

Spring  Term. 

Strength  of  Materials— Impact ;  Flexure;  Lubricants— Viscosity  ; 
Chill-test ;  Flash-test ;  Steam-engine— Valve-setting  ;  Efficiency-tests— 
Water-moter;  Steam-boiler;  Steam-pump;  Steam-engine. 

Senior  Year. 

Fall  Term. 

Strength  of  Materials — Brick;  Stone;  Cement;  Calorimetry—BsLrre} 
and  Continuous,  Throttling  and  Separator;  Efficiency-tests— Hot-air 
Engine;  Gas-engine;  Injector;  Centrifugul  Pump;  Hydraulic  Ram; 
Belting ;  Compound  Engine. 

Winter  Term. 

Steam-engine — Calori metric  Test  by  Hirn's  Method;  Efficiency-tests — 
Air-compressor ;  Triple-expansion  Engine ;  University  Electric-lighting 
Plant;  Turbine  Water-wheel ;  Windmill;  Manufacturing  Plant;  Re- 
search and  Thesis  Work. 

Spring  Term. 

Steam-engine — Compound  and  Triple-expansion  Engine  by  Hirn's 
Method  ;  Special  Research  ;  Thesis  Work. 

Note. — The  course  is  arranged  to  give  ten  experiments  in  the  fall 
term,  nine  in  the  winter,  and  eight  in  the  spring ;  several  important  tests 
being  repeated  to  make  the  requisite  number.  Students  work  in  groups 
of  three. 

This  work,  being  intended  as  a  hand-book  for  laboratory 
use,  in  connection  with  a  course  similar  to  that  mentioned, 
gives  in  a  very  brief  manner,  in  connection  with  each  experi- 
ment, a  statement  of  the  theoretic  principles  involved,  a 
description  of  the  apparatus  or  machines  used  in  the  experi- 
ment, and  a  full  statement  of  the  methods  to  be  employed, 
followed  by  forms  for  data  and  report. 

It  also  gives,  for  the  convenience  of  the  practising  engineer 
as  well  as  the   student,  a  statement  of  the   more   important 
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standard  methods  of  testing  adopted,  and  an  extensive  series 
of  tables  useful  in  computing  results  of  experiments,  or  in 
comparing  such  results  with  those  previously  obtained. 

A  few  demonstrations  are  given  in  full  when  references 
could  not  readily  be  given,  but  in  general  a  simple  statement 
of  the  methods  of  deriving  the  formulae  has  been  thought 
sufficient. 

An  attempt  has  been  made,  by  dividing  the  book  into 
several  chapters  of  moderate  length,  by  making  the  paragraphs 
short,  and  by  placing  the  paragraph-numbers  at  the  top  of  the 
page,  to  make  eferences  to  the  book  easy  to  those  who  care  to 
consult  it.  The  references  to  the  more  complete  treatises  on 
the  various  subjects  discussed  will,  it  is  believed,  be  found 
ample  for  all  purposes  of  the  student  or  engineer.  The  general 
design  is  presented  in  the  following  condensed  Table  of 
Contents. 

That  portion  of  each  chapter  which  relates  to  the  theory  or 
principles  is  in  general  compiled  from  authorities  named  in 
the  references,  but  some  sections  are  for  the  first  time  printed 
in  a  form  available  for  engineers.  As  illustrations,  atten- 
tion might  be  called  to  part  or  all  of  the  following  chapters : 
Testing-machines ;  Dynamometers  ;  Measurement  of  Flow  of 
Fluids;  Moisture  in  Steam;  Heating  Value  of  Fuels;  Steam- 
injector  ;  Experimental  Determination  of  Inertia. 

The  author  desires  to  express  thanks  for  co-operation  and 
assistance  in  preparing  the  volume  to  Dr.  R.  H.  Thurston, 
Director  of  Sibley  College,  Cornell  University ;  Prof.  C.  W. 
Scribner,  of  the  University  of  Illinois;  Mr.  E.  F.  Williams, 
of  Buffalo,  N.  Y. ;  and  to  his  colleagues  and  colaborers  in 
the  various  departments  of  Sibley  College. 

Ithaca,  N.  Y.,  July  i,  1892. 
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INTRODUCTION. 


i.  Objects  of  Engineering  Experiments. — The  object  of 
experimental  work  in  an  engineering  course  of  study  may  be 
stated  under  the  following  heads :  firstly,  to  afford  a  practical 
illustration  of  the  principles  advanced  in  the  class-room  ;  sec- 
ondly,  to  become  familiar  with  the  methods  of  testing;  thirdly, 
to  ascertain  the  constants  and  coefficients  needed  in  engineer, 
ing  practice ;  fourthly,  to  obtain  experience  in  the  use  of  vari- 
ous types  of  engines  and  machines ;  fifthly,  to  ascertain  the 
efficiency  of  these  various  engines  or  machines ;  sixthly,  to  de- 
duce general  laws  of  action  of  mechanical  forces  or  resistances, 
from  the  effects  or  results  as  shown  in  the  various  tests  made. 
The  especial  object  for  which  the  experiment  is  performed 
should  be  clearly  perceived  in  the  outset,  and  such  a  method 
of  testing  should  be  adopted  as  will  give  the  required  informa- 
tion. 

This  experimental  work  differs  from  that  in  the  physical 
laboratory  in  its  subject-matter  and  in  its  application,  but  the 
methods  of  investigation  are  to  a  great  extent  similar.  In  per- 
forming engineering  experiments  one  will  be  occupied  princi- 
pally in  finding  coefficients  relating  to  strength  of  materials  or 
efficiency  of  machines ;  these,  from  the  very  nature  of  the  ma- 
terial investigated,  cannot  have  a  constant  value  which  will  be 
exactly  repeated  in  each  experiment,  even  provided  no  error 
be  made.  The  object  will  then  be  to  find  average  values  of 
these  coefficients,  to  obtain  the  variation  in  each  specific  test 
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from  these  average  values,  and,  if  possible,  to  find  the  law  and 
cause  of  such  variation. 

The  results  are  usually  a  series  of  single  observations  on  a 
variable  quantity,  and  not  a  series  of  observations  on  a  con- 
stant quantity;  so  that  the  method  of  finding  the  probable 
error,  by  the  method  of  least  squares,  is  not  often  applicable. 
This  method  of  reducing  and  correcting  observations  is,  how- 
ever,  of  such  value  when  it  is  applicable,  that  it  should  be 
familiar  to  engineers,  and  should  be  applied  whenever  practi- 
cable. The  fact  that  single  observations  are  all  that  often  can 
be  secured  renders  it  necessary  in  this  work  to  take  more  than 
ordinary  precautions  that  such  observations  be  made  correctly 
and  with  accurate  instruments. 

2.  Relation  of  Theory  to  Experiment — It  will  be  found 
in  general  better  to  understand  the  theoretical  laws,  as  given 
in  text-books,  relating  to  the  material  or  machine  under  inves- 
tigation,  before  the  test  is  commenced ;  but  in  many  cases  this 
is  not  possible,  and  the  experiment  must  precede  a  study  of  the 
theory. 

It  requires  much  skill  and  experience  in  order  to  deduce 
general  laws  from  special  investigations,  and  there  is  always 
reason  to  doubt  the  validity  of  conclusions  obtained  from  such 
investigations  if  any  circumstances  are  contradictory,  or  if  any 
cases  remain  unexamined. 

On  the  other  hand,  theoretical  deductions  or  laws  must  be 
rejected  as  erroneous  if  they  indicate  results  which  are  con- 
tradictory to  those  obtained  by  experiments  under  the  condi- 
tions supposed  to  exist  in  both  cases. 

3.  The  Method  of  Investigation  is  to  be  considered  as 
consisting  of  three  steps :  firstly,  to  standardize  or  calibrate  the 
apparatus  or  instruments  used  in  the  test ;  secondly,  to  make 
the  test  in  such  a  way  as  to  obtain  the  desired  information  ; 
thirdly,  to  write  a  report  of  the  test,  which  is  to  include  a  full 
description  of  the  methods  of  calibration  and  of  the  results, 
which  in  many  cases  should  be  expressed  graphically. 

The  methods  of  standardizing  or  calibrating  will  in  general 
consist  of  a  comparison  with  standard  apparatus,  under  the 
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conditions  as  nearly  as  possible  the  same  as  those  in  actual 
practice.  These  methods  later  will  be  given  in  detail.  The 
manner  of  performing  the  test  will  depend  entirely  on  the  con- 
ditions. 

The  report  should  be  written  in  books  or  on  paper  of  a 
prescribed  form,  and  should  describe  clearly:  (i)  Object  of  the 
experiment;  (2)  Deduction  of  formulae  and  method  of  per- 
forming  the  experiment;  (3)  Description  of  apparatus  used, 
with  methods  of  calibrating;  (4)  Log  of  results,  which  must 
include  all  the  figures  taken  in  the  various  observations  of  the 
calibration  as  well  as  in  the  experiment.  These  results  should 
be  arranged,  whenever  possible,  in  tabular  form  ;  (5)  Results  of 
the  experiment;  these  should  be  expressed  numerically  and 
graphically,  as  explained  later;  (6)  Conclusions  deduced  from 
the  experiment.  Compare  the  results  with  those  given  by 
theory  or  other  experiments. 

4.  Classification  of  Experiments. — The  method  of  per- 
forming  an  experiment  must  depend  largely  on  the  special 
object  of  the  test,  which  should  in  every  case  be  clearly  com- 
prehended.    The  following  subjects  are   considered   in   this 
treatise,  under  various  heads :  (1)  The  calibration  of  apparatus ; 
(2)  Tests  of  the  strength  of  materials;  (3)  Measurements  of 
liquids  and  gases;  (4)  Tests  of  friction  and  lubrication;  (5) 
Efficiency-tests,  which  relate  to  (a)  belting  and  machinery  of 
transmission,  (b)  water-wheels,  pumps,  and  hydraulic  motors, 
(c)  hot-air  and  gas  engines,  (d)  air-compressors  and  compressed- 
air  machinery,  (e)  steam-engines,  boilers,  injectors,  and  direct- 
acting  pumps. 

5.  Efficiency-tests. — Tests  may  be  made  for  various  ob 
jects,  the  most  important  being  probably  that  of  determining 
the  efficiency. 

The  efficiency  of  a  machine  (Rankine's  "Steam-engine," 
Page  88)  is  a  fraction  expressing  the  ratio  of  the  useful  work  to 
the  whole  work  performed  or  to  the  whole  energy  expended. 
The  limit  to  the  efficiency  of  a  machine  is  unity,  which  denotes 
the  efficiency  of  a  perfect  machine. 

The  whole  work  performed   in  driving  a  machine  is  evi- 
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dently  equal  to  the  useful  work,  plus  the  tostwork.  The  lost 
work  of  a  machine  often  consists  of  a  constant  part,  and  of  a 
part  bearing  some  definite  proportion  to  the  useful  work ;  in 
some  cases  all  the  lost  work  is  constant. 

Efficiency-tests  are  made  to  determine  the  ratio  of  useful 
work  to  total  work,  and  require  the  determination  of,  first,  the 
work  done  or  energy  expended  in  driving  the  machine ;  sec- 
ond, the  useful  work  delivered  by  the  machine ;  third,  the  lost 
work,  which  for  any  given  observation  is  the  difference  between 
the  total  work  and  the  useful  work.  In  case  the  efficiency  of 
the  various  parts  of  the  machine  is  computed  separately,  the 
efficiency  of  the  whole  machine  is  evidently  equal  to  the  prod- 
uct of  the  efficiencies  of  the  various  component  parts,  which 
transmit  energy  from  the  driving-point  to  the  working-point. 

The  work  done  or  energy  transmitted  is  usually  expressed 
in  foot-pounds  per  minute  of  time,  or  in  horse-power,  which 
is  equivalent  to  33,000  foot-pounds  per  minute,  or  550  foot- 
pounds per  second  of  time. 

The  time  of  run  of  efficiency-tests  should  be  as  long  as 
possible,  in  order  to  overcome  errors  of  starting  and  stopping, 
and  also  to  obtain  a  greater  number  of  observations.  In  ac- 
tual plant  tests  the  length  of  test  should  never  be  less  than 
ten  hours,  with  forty  observations,  if  conditions  permit  it :  but 
in  the  laboratory  practice-tests  the  time  of  run  and  time  be- 
tween observations  is  necessarily  much  shortened. 
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REDUCTION  OF  EXPERIMENTAL  DATA. 

METHOD  OF  LEAST  SQUARES— NUMERICAL  CALCULATIONS- 
GRAPHICAL  REPRESENTA  TION  OF  EXPERIMENTS. 


CHAPTER  I. 
APPLICATION  OF  THE  METHOD  OF  LEAST  SQUARES. 

In  the  following  articles  the  application  of  this  method  to 
reducing  observations  and  producing  equations  from  experi- 
mental data  is  quite  fully  set  forth.  The  theory  of  the 
Method  of  Least  Squares  is  not  given,  but  it  can  be  fully 
studied  in  the  work  by  Chauvenet  published  by  Lippincott  & 
Co.,  or  in  the  work  by  Merriman  published  by  John  Wiley  & 
Sons. 

6.  Classification  of  Errors. — The  errors  to  which  all  ob- 
servations are  subject  are  divided  into  systematic  and  accidental. 

Systematic  errors  are  those  which  affect  the  same  quanti- 
ties in  the  same  way,  and  may  be  further  classified  as  instru- 
mental and  personal.  The  instrumental  errors  are  due  to 
imperfection  of  the  instruments  employed,  and  are  detected  by 
comparison  with  standard  instruments  or  by  special  methods 
of  adjustment.  Personal  errors  are  due  to  a  peculiar  habit  of 
the  observer  tending  to  make  his  readings  preponderate  in 
a  certain  direction,  and  are  to  be  ascertained  by  comparison  of 
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observations:  first,  with  those  taken  automatically;  secon 
with  those  taken  by  a  large  number  of  observers  equally  skillet 
third,  with  those  taken  by  an  observer  whose  personal  error 
known.  Systematic  errors  should  be  investigated  first  of  a 
and  their  effects  eliminated. 

Accidental  errors  are  those  whose  presence  cannot  be  foi 
seen  nor  prevented;  they  may  be  due  to  a  multiplicity  of  caus< 
but  it  is  found,  if  the  number  of  observations  be  sufficient 
great,  that  their  occurrence  can  be  predicted  by  the  law 
probability,  and  the  probable  value  of  these  errors  can  be  coi 
puted  by  the  Method  of  Least  Squares. 

Before  making  application  of  the  "  Method  of  Lea 
Squares,"  determine  the  value  of  the  systematic  errors,  elin 
nate  them,  and  apply  the  method  of  least  squares  to  the  d 
termination  of  accidental  errors. 

7.  Probability  of  Errors. — The  following  propositions  a 
regarded  as  axioms,  and  are  the  fundamental  theorems  t 
which  the  Method  of  Least  Squares  is  based  : 

1st.  Small  errors  will  be  more  frequent  than  large  ones. 

2d.  Errors  of  excess  and  deficiency  (that  is,  results  great 
or  less  than  the  true  value)  are  equally  probable  and  will  1 
equally  numerous. 

3d.  Large  errors,  beyond  a  certain  magnitude,  do  not  occi 
That  is,  the  probability  of  a  very  large  error  is  zero. 

From  these  it  is  seen  that  the  probability  of  an  error  is 
function  of  the  error.  Thus  let  x  represent  any  error  and  y  i 
probability,  then 

r=A')- 

By  combination  of  the  principles  relating  to  the  probabili 
of  any  event  Gauss  determined  that 


in  which  c  and  h  are  constants,  and  t  the  base  of  the  Napieii 
system  of  logarithms. 
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8.  Errors  of  Simple  Observations. — It  can  be  shown  by 
calculation:  I.  That  the  most  probable  value  of  a  series  of 
observations  made  on  the  same  quantity  is  the  arithmetical 
mean.  2.  If  the  observations  were  infinite  in  number  the 
giean  value  would  be  the  true  value.  3.  The  residual  is  the 
difference  between  any  observation  and  the  mean  of  all  the 
observations.  The  mean  error  of  a  single  observation  is  the 
square  root  of  the  sum  of  the  squares  of  the  residuals,  divided 
by  one  less  than  the  number  of  observations.  4.  The  probable 
error  is  0.6745  time  the  mean  error.  5.  The  error  of  the 
result  is  that  of  a  single  observation  divided  by  the  square  root 
of  their  number. 

Thus  let  n  represent  the  number  of  observations,  5  the  sum 
of  the  squares  of  the  residuals ;  let  e,  ex ,  et ,  etc.,  represent  the 
residual,  which  is  the  difference  between  any  observation  and 
the  mean  value '  let  2  denote  the  sum  of  the  quantities  indi- 
cated by  the  symbol  directly  following. 

Then  we  shall  have 

Mean  error  of  a  single  observation        ±  a  / .     .    .    (2) 

Probable  error  of  a  single  observation  ±  0.6745*  /  — — .     (3) 

Mean  error  of  the  result  ±  \  /  —, r.      .     (4) 

y   n{n  —  1)  v^' 


V  ;/(;/- ij- 


Probable  error  of  the  result  ±  0.6745  \/  „,  „    7^.  (5) 

In  every  case  S  =  -2?*\ 

9.  Example. — The  following  example  illustrates  the  method 
of  correcting  observations  made  on  a  single  quantity: 

A  great  number  of  measurements  have  been  made  to 
determine  the  relation  of  the  British  standard  yard   to   the 
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meter.  The  British  standard  of  length  is  the  distance,  on  a 
bar  of  Bailey's  bronze,  between  two  lines  drawn  on  plugs  at 
the  bottom  of  wells  sunk  to  half  the  depth  of  the  bar.  The 
marks  are  one  inch  from  each  end.  The  measure  is  standard 
at  720  Fah.,  and  is  known  as  the  Imperial  Standard  Yard. 

The  meter  is  the  distance  between  the  ends  of  a  bar  of 
platinum,  the  bar  being  at  o°  Centigrade,  and  is  known  as  the  , 
MHre  des  Archives. 

The  following  are  some  of  these  determinations.  That 
made  by  Clarke  in  1866  is  most  generally  recognized  as  of 
the  greatest  weight. 

COMPARISON  OF  BRITISH   AND    FRENCH   MEASURES. 


Name  of  Observer. 


Kater 

Hassler 

Clarke 

Rogers 

Comstock . . . 

Mean  value 


Date. 


1821 
1832 
1866 
1884 
1885 


Observed 

length  of  meter 

in  inches. 


39.37079 
39-38I03 

39- 370432 

39-370I5 

39.36o85 


39.372250 


Difference  from 

the  mean. 

Residual  =  e. 


—  O.OOI460 
+  8780 

—  1818 
— .       .2IOO 

—  O.OO2400 


Square  of  the 
Residuals. 


0.OOOOO2 I 3 16 
O.OOO0770884 
0.0000033124 
O.OOOOO44100 
0.0000057600 


0.0000907024 


2f  =  5  =  0.0000907024,     n  =  5,    n{n  —  1)  =  20. 


Mean  error  of  a  single  observation 


i°n  =  ±y^4l=0. 


00476. 


Probable  error  of  single  observation  =  ±  0.00317. 


Mean  error  of  mean  value 


=  ±V^lj  =  aoo2I3- 


Probable  error  of  mean  value 


=  ±  0.00142. 
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That  is,  considering  the  observations  of  equal  weight,  it 
would  be  an  even  chance  whether  the  error  of  a  single  obser- 
vation were  greater  or  less  than  0.00317  inch,  and  the  error 
of  the  mean  greater  or  less  than  0.00142. 

10.  Combination  of  Errors. — When  several  quantities  are 
involved  it  is  often  necessary  to  consider  how  the  errors  made 
upon  the  different  quantities  will  affect  the  result. 

Since  the  error  is  a  small  quantity  with  reference  to  the  re- 
sult, we  can  get  sufficient  accuracy  with  approximate  formulae. 

Thus  let  X  equal  the  calculated  or  observed  result,  F  the 
error  made  in  the  result;  let  x. equal  one  of  the  observed 
quantities,  and  /  its  error.     Then  will 

*-/£■•  • » 

dX  > 
in  which  -r-  is  the  partial  derivative  of  the  result  with  respect 

to  the  quantity  supposed  to  vary.     In  case  of  two  quantities 
in  which  the  errors  are  F,  F',  etc,  the  probable  error  of  the 

result 


=  ±  VF*  +  F'\ (7) 

II.  As  an  example,  discuss  the  effect  of  errors  in  counting  the 
number  of  revolutions,  and  in  measurement  of  the  mean  effec- 
tive pressure,  acting  on  the  piston,  with  regard  to  the  power 
furnished  by  a  steam-engine.  Denote  the  number  of  revolu- 
tions by  »,  the  mean  pressure  by  /,  the  length  of  stroke  in  feet 
by  /,  and  the  area  of  piston  in  square  inches  by  a ;  the  work 
in  foot-pounds  done  on  one  side  of  the  piston  by  W.    Then 

W  =  plan,  F  =  Ian/, 

F      dW 
?=^  =  ^'  F=plaf. 

F'       dW 
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The  error/  in  the  mean  pressure  is  itself  a  complicated 
one,  since  /  is  measured  from  an  indicator-diagram  and  depends 
on  accuracy  of  the  indicator-springs,  accuracy  of  the  indicator- 
motion,  and  the  correct  measurement  of  the  indicator-diagram. 
These  errors  vary  with  different  conditions.  Suppose,  however, 
the  whole  error  to  be  that  of  measurement  of  the  indicator- 
diagram.  This  is  usually  measured  with  a  polar  planimeter,  of 
which  the  minimum  error  of  measurement  may  be  taken  as 
0.02  square  inch ;  with  an  indicator-diagram  three  inches  in 
length  this  corresponds  to  an  error  of  0.0067  of  an  inch  in  ordi- 
nate. In  a  similar  manner  the  error  in  the  number  of  revolu- 
tions depends  on  the  method  of  counting:  with  a  hand-counter 
the  best  results  by  an  expert  probably  would  involve  an  error 
of  one  tenth  of  a  second ;  with  an  attached  chronograph  the 
error  would  be  less,  and  would  probably  depend  on  the  accu- 
racy with  which  the  results  could  be  read  from  the  chronograph- 
diagram.  The  ordinary  errors  are  fully  three  times  those 
given  here. 

Take  as  a  numerical  example,  a  =  100  square  inches, 
/=  2  feet,   n  =  300,  p  =  50  pounds,  /=  0.335,  /'  =  0.5. 

F  =  20,100,  F  =  5,000,  W  =  3,000,000. 


Probable  error  =  ±  VF*  +  F*  =  20,712  ft.-lbs.,  which  in  this 
case  is  0.0069  of  the  work  done. 

12.  Deduction  of  Empirical  Formulae. — Observations  are 
frequently  made  to  determine  general  laws  which  govern 
phenomena,  and  in  such  cases  it  is  important  to  determine 
what  formula  will  express  with  least  error  the  relation  between 
the  observed  quantities. 

These  results  are  empirical  so  long  as  they  express  the  re- 
lation between  the  observed  quantities  only;  but  in  many  cases 
they  are  applicable  to  all  phenomena  of  the  same  class,  in 
which  case  they  express  engineering  ox  physical  laws. 

In  all  these  cases  it  is  important  that  the  form  of  the  equa- 
tion be  known,  as  will  appear  from  the  examples  to  be  given 
later.     The  form  of   the  equation   is  often  known  from   the 


I 
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general  physical  laws  applying  to  similar  cases,  or  it  may  be 
determined  by  an  inspection  of  the  curve  obtained  by  a 
graphical  representation  of  the  experiment.  A  very  large  class 
of  phenomena  may  be  represented  by  the  equation 

y  =  A  +  Bx  +  Cx%  +  Dx%  +  etc (8) 

In  case  the  graphical  representation  of  the  curve  indicates  a 
parabolic  form,  or  one  in  which  the  curve  approaches  parallel- 
ism with  the  axis  of  X,  the  empirical  formula  will  probably  be 
of  the  form 

y  =  A+Bx*  +  Cx*  +  Dx* +etc.      ...    (9) 

In  case  the  observations  show  that,  with  increasing  values  of  xt 
jr  passes  through  repeating  cycles,  as  in  the  case  of  a  pendulum, 
or  the  backward  and  forward  motion  of  an  engine,  the  charac- 
teristic curve  would  be  a  sinuous  line  with  repeated  changes 
in  the  direction  of  curvature  from  convex  to  concave.  The 
equation  would  be  of  the  form 


.0 


y  =  A  +  Bx  sin  &-x  +  Bx  cos  &x  +  Cx  sin  ^-2x 

m  m  m 

+  C,cos- 2*+ etc.  .     .     .     (10) 

tn 

Still  another  form  which  is  occasionally  used  is 

y  =  A  +  B  sin  mx  +  C  sin*  mx  +  etc.      .    .    (11) 

13.  General  Methods. — The  method  of  deducing  the  em- 
pirical formula  is  illustrated  by  the  following  general  case: 

In  a  series  of  observations  or  experiments  let  us  suppose 
that  the  errors  (residuals)  committed  are  denoted  by  e,  e',  e", 
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etc.,  and  suppose  that  by  means  of  the  observations  we  have 
deduced  the  general  equations  of  conditions  as  follows: 

e     =  h     +  ax    -\-  by     +  czy 
e'    =A'    +a'x    +  b'y    +  c'z, 
e»  =  //"  +  a"x  +  b"y  +  c"s, 
em  =  K"  +  a"'x  +  b'"y  +  c"'s, 
etc.  etc.        etc. 

Let  it  be  required  to  find  such  values  of  x,  yf  zf  etc.,  that  the 
values  of  the  residuals  e,  e',  e",  e"\  etc.,  shall  be  the  least  pos- 
sible, with  reference  to  all  the  observations. 

If  we  square  both  members  of  each  equation  in  the  above 
group  and  add  them  together,  member  to  member,  we  shall 
have 

S  +  e"  +  e>"  +  •"■  +  etc.  =  x\a*  +  *  "  +  a"x  -f  etc.) 

+  2x  \  (ah  +  a'h'  +  a"h"  +  etc.)+  a{by  -f  cz  +  etc) 
+  a\b'y  +  c'z  +  etc.)  +  etc. }+//'  +  A"  +  etc. 

This  equation  may  be  arranged  with  reference  to  x  as 
follows  : 

u  =  f  +  *"  +  <"■  +  etc.  =  Px*  +  2 0*  +  7?  +  etc. ; 

in  which  the  various  coefficients  of  the  different  powers  of  x 
are  denoted  by  the  symbols  P9  Q,  R,  etc. 

Now  in  order  that  these  various  errors  may  be  a  minimum, 
e%  +  e'%  +  '"*  +  etc-  =  *  must  be  a  minimum,  in  which  case 
its  partial  derivative,  taken  with  respect  to  each  variable  in 
succession,  should  be  separately  equal  to  zero.     Hence  . 

or,  substituting  the  values  of  P  and  Qf 

x(a'  +  a"  +  etc.)  +  ah  +  «#.+  etc.  +  «(fr  tF^&C^"- 

Similar  equations  are  to  be  formed  \* 
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From  the  form  of  these  equations  we  deduce  the  principle 
that  in  order  to  find  an  equation  of  condition  for  the  minimum 
error  with  respect  to  one  of  the  unknown  quantities,  as  x  for 
example,  we  hai*e  simply  to  multiply  the  second  member  of  each 
of  the  equations  of  condition  by  the  coefficient  of  the  unknown 
quantity  in  that  equation,  take  the  sum  of  the  products,  and  place 
the  result  equal  to  sero.  Proceed  in  this  manner  for  each  of  the 
unknown  quantities,  and  there  will  result  as  many  equations  as 
there  are  unknown  quantities,  from  which  the  required  values 
of  the  unknown  quantities  may  be  found  by  the  ordinary 
methods  of  solving  equations. 

14.  Example. — As  an  illustration,  suppose  that  we  require 
the  equation  of  condition  which  shall  express  the  relation  be- 
tween the  number  of  revolutions  and  the  pressure  expressed 
in  inches  of  water,  of  a  pressure-blower  delivering  air  into  a 
closed  pipe.  Let  m  represent  the  reading  of  the  water-column, 
and  n  the  corresponding  number  of  revolutions.  Suppose 
that  the  observations  give 


for  m 
«« 


«« 


«< 


m  == 
m  = 

m  = 


24  inches,  n 

32  "  n 

33  "  n 

35      ft  n 


297  revolutions ; 

340 

355 
3/6 


«« 


<< 


« 


Average  values  for  m  =  31  inches,  n  =  342  revolutions. 
Arranging  the  results  in  the  following  form,  we  have : 


Water-column. 

Revolutions. 

Observations.         j           Residuals. 

1 

Observations. 

Residuals. 

24 

32 

33 
35 

-7 

+  1 
+  2 

+  4 

297 
340 

355 
376 

-45 

—     2 

+  13 
+  34 

Assume  that  the  equation  of  condition  is  of  the  form 


A  +  Bx+Cx'  =y. 
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To  find  those  values  of  A,  B,  and  C  which  will  most 
nearly  satisfy  the  equation,  as  shown  in  the  experiment: 
Taking  the  values  of  x,  as  the  residual  or  difference  between 
the  mean  and  any  observation  in  height  of  water-column,  and 
the  value  of  y  as  the  corresponding  residual  in  number  of 
revolutions,  we  have  the  following  equations  of  condition : 


I. 


A-?B  +  4gC=  -45, 
A+  B  +  C=-  2, 
A  +  2B+  4C=  +  i3, 
A+4B+i6C=+34.  J 

Multiplying   each   equation   by  the  coefficient  of  A   in  that 
equation,  we  have 


A-7B+49C  = 

-45, 

A+  B  + 

C  = 

-    2, 

A  +  2B  + 

4c= 

+  13, 

A  +  *B+\ 

i6C  = 

+  34- 

II. 


Equations  of  minimum  condi- 
tion of  error  with  respect  to  A, 


4A  +  oB  +  70C  =         o.    III.  Sum  of  equations  in  group  II. 

Multiplying  each  equation  in  group  I  by  the  coefficient  of 
B  in  that  equation,  we  have 


-7,4+49j9-343C=      315 

A  +     B+       C=-      2 

2A+  4B+     $C=        26 

4A  +  16B+   64^=       136 


Equations   of    minimum 
-  IV.     condition  of  error  with 
respect  to  B. 


oA  +  yoB  —  270C  =      475      Sum  of  equations  in  group  IV. 

Multiplying  each  equation  in  group  I  by  the  coefficient  of 
C  in  that  equation,  we  have 

49,4  -  343i9  +  240iC=  -  2205  1         _  .  . 

A   ,  r>  1  r  ~  Equations  of   minimum 

4^+     sb  +      i6C=  52  ^V'     condition  of  error  with 

16^+   645+   256^=        544 


respect  to  C. 


70A  —  26SB  +  2674C  =  —  1611      Sum  of  equations  in  group  V. 
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The  sums  of  these  various  equations  of  minimum  condition  are 
the  same  in  number  as  the  unknown  quantities,  and  by  com- 
bining them  the  various  values  of  A,  B,  C,  etc.,  can  be  deter- 
mined.    We  have,  in  the  following  case : 

4A  +     off  +     7oC  =  o  \ 

oA  +   70B  —    270C  =        475  >  VI. 
7a<4  —  2685  +  2674C  =  —  1611) 

Solving  the  above, 

^4  =  i.6o8;        5  =  7.140;        C=  —  0.0919. 

Substituting  in  the  original  equation  of  condition, 

y  =  1.608  +  7.140*  —  0.0919*'. 

To  reduce  this  form  to  an  equation  expressing  the  probable 
relation  of  the  number  of  revolutions  to  the  height  of  the  water- 
column,  we  must  substitute  for  y  its  value,  n  —  342 ;  and  for  x 
its  value,  m  —  31.     In  this  case  we  shall  have 

*  —  342  =  1.608  +  7.14(1*  — 31)  —  o.09i9(w  —  31)'; 

which  reduced  gives  the  following  equation  as  the  most  proba- 
ble value  in  accordance  with  the  observations : 

n  =  34.952  +  13.021*  —  0.0919***; 

which  is  the  empirical  equation  sought. 

15.  Rules  and  Formulae  for  Approximate  Calculation.— 
When  in  a  mathematical  expression  some  numbers  occur  which 
are  very  small  with  respect  to  certain  other  numbers,  and  which 
are  therefore  reckoned  as  corrections,  they  may  often  be  ex- 
pressed with  sufficient  accuracy  by  an  approximate  formula, 
which  will  largely  reduce  the  labor  of  computation. 
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On  the  principle  that  the  higher  powers  of  very  small  quan- 
tities may  be  neglected  with  reference  to  the  numbers  them- 
selves, we  can  form  a  series  by  expansion  by  the  binomial 
formula,  or  by  division,  in  which,  if  we  neglect  the  higher 
powers  of  the  smaller  quantities,  the  resulting  formulae  become 
much  more  simple,  and  are  usually  of  sufficient  accuracy. 

Thus,  for  instance,  let  6  equal  a  very  small  fraction  ;  then 
the  expression 

Iff- j\ 

{a  +  6)m  =  or  +  tnar-x6  -f  m- V"1**  -f  etc., 


will  become  aT  +  maP~l&,  if  the  higher  powers  of  d  be  neglected. 

If  6  is  equal  to  TflVir  Part  °'  a'  t^ie  error  which  results  from 
omitting  the  remaining  terms  of  the  series  becomes  very 
small,  as  in  this  case  the  value  of  <P  =  100ft000#. 

The  following  table  of  approximate  formulae  presents  several 
cases  which  can  often  be  applied  with  the  effect  of  materially 
reducing  the  work  of  computation,  without  any  sensible  effect 
on  the  accuracy : 


(1  +  6)'  =  1  +  mS, 

(1  —  *)"  =  I  —  m6 ;     .    . 

.    .    (12) 

(l+tf)'   =1+2*. 

(l-<*)'  =1  -26,.    .    . 

•    •    (13) 

♦  i  +  tf  =  i+i*, 

.    .    (14) 

(,+*)■  =1  +  3*, 

(!-<*)•  =1-3*;.   .   . 

•    •    (15) 

I+*  -1-*' 

XL6    -«  +  *;  •  •  . 

•    •    (16) 

I 

—  t     1     *>A  • 

•    •    07) 

(I  +  d)»  - '    26> 

(i-tf)'-1  1  26' '   -   - 

-J^-  =  I  -  id, 

♦  1  -f  <5 

T       1      Irf- 

•    •    (18) 

^_rf-,+**'   *    *     ' 

o~*Xi  +  «Xi  +  0. 

..  i  +  <y-+-e  +  C;  .    .    .    . 

•    •    (19) 

(1  _  rfV,  _e)(!  _£). 

..1  —    —  e  —  C;  .    .    .    . 

.    .    (20) 
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(i±<*)(i  ±«)(i  ±C)...i  ±*±e±C; (21) 

('«  ±  %  ±  %  ...l±*±CT«Tf;    ....    <*) 

^=^;    ...     .     . (23) 

sin  (x  +  <*)  =  sinx  -{-  tf  cos  * ; (24) 

cos  (x  -+-  d)  =  cos*  —  <?  sin  -*; (25) 

tan  (jt  +  6)  =  tan  *  -\ —  =  tan  x  +  <*  sec*  * ;      .    .    (26) 

cos  * 

sin  (x  —  tf)  =  sin  x  —  tf  cos  * ; (27) 

cos  (*  —  6)  =  cos  *  +  <*  si"  •*•     • (28) 

16.  The  Rejection  of  Doubtful  Observations.* — It  often 
happens  that  in  a  set  of  observations  there  are  certain  values 
which  are  so  much  at  variance  with  the  majority  that  the  ob- 
server rejects  them  in  adjusting  the  results.     This  might  be 
done  by  application  of  Rule  3,  Article  7,  provided  the  magni- 
tude of  the  errors  which  could  not  occur  were  definitely  deter- 
mined ;  but  to  reject  such  observations  without  proper  rules  is 
a  dangerous  practice,  and  not  to  be  recommended. 

This  brings  into  sight  a  class  of  errors  which  we  may  term 
mistakes,  and  which  are  in  no  sense  errors  of  observation,  such 
as  we  have  been  considering.  Mistakes  may  result  from  vari- 
ous causes,  as  a  misunderstanding  of  the  readings,  or  from  re- 
cording the  wrong  numbers,  inverting  the  numbers,  etc. ;  and 
when  it  is  certainly  shown  that  a  mistake  has  occurred,  if  it 
cannot  be  corrected  with  certainty,  the  observations  should 
be  rejected.  After  making  allowance  for  all  constant  errors,  no 
results  except  those  which  are  unquestionably  mistakes  should  be 
rejected. 

The  remaining  discrepancies  will  then  fall  under  the  head 

*Sce  Adjustment  of  Observations,  by  T.  W.  Wright.  N.  Y.,  D.  Van 
Nostrand. 
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of  irregular  or  accidental  errors,  and  are  to  be  corrected  as  ex. 
plained  in  the  preceding  articles ;  the  fact  of  a  large  error  is 
largely  or  wholly  compensated  for  by  the  greater  frequency  of 
the  smaller  errors. 

17.  When  to  Neglect  Errors.— Nearly  all  the  observe 
tions  taken  on  any  experimental  work  are  combined  with 
observations  of  some  other  quantity  in  order  to  obtain  the 
desired  result.  Thus,  for  example,  in  the  test  of  a  steam- 
engine,  observations  of  the  number  of  revolutions  and  of  the 
mean  effective  pressure  acting  on  the  piston  are  combined  with 
the  constants  giving  the  length  of  stroke  and  area  of  piston. 
The  product  of  these  various  quantities  gives  the  work  done 
per  unit  of  time. 

All  of  these  quantities  are  subject  to  correction,  and  it  is 
often  important  to  allow  for  such  correction  in  the  result.  Just 
how  important  these  corrections  may  be  depends  on  the  degree 
of  accuracy  which  is  sought. 

As  the  degree  of  accuracy  increases,  the  number  of  influenc- 
ing circumstances  increases  as  well  as  the  difficulty  of  eliminat- 
ing them ;  hence  this  part  of  the  work  is  often  the  most  difficult 
and  sometimes  the  most  important.  To  what  limit  these  cor- 
rections may  be  carried  depends  on  our  knowledge  of  the  laws 
which  govern  the  experiments  in  question,  as  well  as  the 
accuracy  with  which  the  observations  may  be  taken.  It  is 
evidently  unnecessary  to  correct  by  abstruse  and  difficult  cal- 
culation for  influences  which  make  less  difference  than  the 
least  possible  unit  to  be  determined  by  observation,  and  this 
consideration  should  no  doubt  determine  whether  or  not  correc- 
tions should  be  taken  into  account  or  neglected. 

Thus,  in  the  case  of  the  test  of  a  steam-engine,  we  have 
errors  made  in  obtaining  the  engine  constants,  i.e.,  length  of 
stroke  and  area  of  piston.  These  errors  may  be  simply  of 
measurement,  or  they  may  be  due  to  changes  in  the  tempera- 
ture of  the  body  measured.  The  errors  of  measurement  depend 
on  accuracy  of  the  scale  used,  care  with  which  the  observations 
are  made,  and  can  be  discussed  as  direct  observations  on  a  single 
quantity.     The  errors  due  to  change  of  temperature  can  be  cal- 
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ciliated  if  observations  showing  the  temperature  are  taken,  and 
if  the  coefficient  of  expansion  is  known.  A  calculation  will,  in 
case  of  the  steam-engine  constants  referred  to  above,  show  that 
in  general  the  probable  error  of  observation  is  many  times  in 
excess  of  any  change  due  to  expansion,  and  hence  the  latter 
may  be  neglected.  The  effect  of  errors  in  the  other  quantities 
has  already  been  discussed  in  Article  1 1. 

It  is  to  be  remembered  that  the  method  of  correction 
outlined  in  the  "  Method  of  Least  Squares"  applies  only  to 
those  accidental  and  irregular  errors  which  cannot  be  directly 
accounted  for  by  any  imperfection  in  instruments  or  peculiar 
habit  of  the  observer ;  usually  the  correction  for  instrumental 
and  personal  errors  is  to  be  made  to  the  observations  them- 
selves, before  computing  the  probable  error. 

18.  Accuracy  of  Numerical  Calculations. — The  results  of 
all  experiments  are  expressed  in  figures  which  show  at  best 
only  an  approximation  to  the  truth,  and  this  accuracy  of  ex- 
pression is  increased  by  extending  the  number  of  decimal  figures. 
It  is,  however,  evidently  true  that  the  mere  statement  of  an  ex- 
periment, with  the  results  expressed  in  figures  of  many  decimal 
places,  does  not  of  necessity  indicate  accurate  or  reliable  ex- 
periments. The  accuracy  depends  not  on  the  number  of 
decimal  places  in  the  result,  but  on  the  least  errors  made  in 
the  observations  themselves. 

It  is  generally  well  to  keep  to  the  rule  that  the  result  is  to 
be  brought  out  to  one  more  place  than  the  errors  of  observa- 
tion would  indicate  as  accurate :  that  is,  the  last  decimal  place 
should  make  no  pretensions  of  accuracy;  the  one  preceding 
should  be  pretty  nearly  accurate.  In  doubtful  cases  have  one 
place  too  many  rather  than  too  few.  No  mistake,  however, 
should  be  made  in  the  numerical  calculations ;  and  these,  to 
insure  accuracy,  should  be  carried  for  one  place  more  than  is 
to  be  given  in  the  result,  otherwise  an  error  may  be  made  that 
will  affect  the  last  figure  in  the  result.  The  extra  place  is  dis- 
carded if  less  than  5  ;  but  if  5  or  more  it  is  considered  as  10.  and 
the  extra  place  but  one  increased  by  1. 

In  performing  numerical   calculations,  it  will   be   entirely 
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used,  the  averages  of  a  series  of  observations  are  all  that  can 
be  considered,  and  the  effect  of  a  gradual  change,  and  the 
relation  of  that  change  to  the  result,  which  is  often  more  im- 
portant than  any  numerical  determination,  is  entirely  disre- 
garded, and  often  not  perceived. 

Every  experiment  should  be  expressed  graphically,  and  stu- 
dents should  become  expert  in  interpreting  the  various  curves 
produced.  A  sample  of  paper  well  suited  for  representing 
experiments  is  bound  in  the  back  portion  of  the  present  work. 

All  important  tests  should  also  be  accompanied  by  a 
graphical  log;  in  this  case  time  is  taken  as  the  abscissa,  and  the 
various  observations  corresponding  to  the  time  are  plotted  at 
convenient  heights.  The  variation  of  these  quantities  from  a 
horizontal  line  shows  in  a  striking  way  irregularities  which 
occur  during  the  test,  a  horizontal  line  indicating  uniform  con- 
ditions. 

20.  Area  of  the  Diagram  represents  Work  done.— 
In  case  the  horizontal  distances  or  abscissae  represent  space 
passed  through,  and  the  vertical  distances  or  ordinates  represent 
the  force  acting,  then  will  the  area  included  between  this  curve 
and  the  initial  lines,  represent  the  product  of  the  mean  force 
into  the  space  passed  through, — or,  in  other  words,  the  work 
done.  The  units  in  which  the  work  will  be  expressed  will 
depend  on  the  scales  adopted.  If  the  unit  of  space  represent 
feet,  the  unit  of  force  pounds,  the  results  will  be  in  foot-pounds. 
The  initial  lines  in  each  case  must  be  drawn  at  distances  corre- 
sponding to  the  scales  adopted,  and  must  represent,  respectively, 
zero-force  and  zero-space. 

21.  Autographic  Diagrams. — In  various  instruments  used 
in  testing,  a  diagram  is  drawn  automatically,  in  which  the  ab- 
scissa corresponds  to  the  space  passed  through,  the  ordinate 
to  the  force  exerted,  and  the  area  to  the  work  done.  A 
familiar  illustration  is  the  steam-engine  indicator-diagram,  in 
which  horizontal  distance  corresponds  to  the  stroke  of  the 
piston  of  the  engine,  and  vertical  distance  or  ordinates  to  the 
pressure  acting  on  the  piston  at  any  point.  The  absolute 
amount  of  the  pressures  may  be  determined  by  reference  to  the 
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unnecessary  to  attempt  greater  accuracy  of  computation  t 
can  be  carried  out  by  a  four-place  table  of  logarithms,  exc 
in  cases  where  the  units  of  measurements  are  very  small  \ 
the  numbers  correspondingly  great.  In  general,  suffici 
accuracy  can  be  secured  by  the  use  of  the  pocket  slide-r 
the  readings  of  which  are  hardly  as  accurate  as  a  three-pl 
table  of  logarithms.  The  slide-rule  will  be  found  of  great  < 
venience  in  facilitating  numerical  computations,  and  its  us 
earnestly  advised. 

19.  Methods  of  representing  Experiments  Graphica 
— Nearly  all  experiments  are  undertaken  for  the  purpose 
ascertaining  the  relation  that  one  variable  condition  bear: 
another,  or  to  the  result.     All  such  experiments  can  be  re] 
sented  graphically  by  using  paper  divided  into  squares, 
result  of  the  experiment  is  represented  by  a  curve,  drawn  as 
lows :  Lay  off  in  a  horizontal  direction,  using  one  or  more  squ; 
as  convenient,  distances  corresponding  with  the  values  of 
of  the  various  observations,  and  in  a  similar  manner,  using 
convenient  scale,  lay  off  in  a  vertical  direction  from  the  po 
already  fixed,  distances  proportional  to  the  results  obtaii 
Connect  these  various  points  with  a  light  line,  which  often 
be  more  or  less  irregular,  but  will  represent  by  its  direction 
relation  of  the  results  to  any  one  class  or  set  of  observati< 

I  This  connecting  line  may  form  a  smooth  curve,  but  if,  a 

usually  the  case,  the  line  is  irregular  and  broken,  a  smo 
curve  should  be  drawn  by  a  heavier  line,  representing 

I  average  value  of  the  observations.     In  case  the  line  drawn  d 

not  pass  through  all  the  points  of  observation,  these  po 
should  be  distinctly  marked  by  a  cross,  or  a  point  surroun 
with  a  circle,  triangle,  or  square ;  and  farther,  all  observati 
of  the  same  kind  should  be  denoted  by  the  same  mark ;  so  t 
the  relation  of  the  curve  to  the  observations  can  be  percei 
at  any  time. 

The  value  of  the  graphical  method  over  the  numerical 
depends  largely  on  the  well-known  fact  that  the  mind  is  m 
sensitive  to  form,  as  perceived  by  the  eye,  than  to  large  n 
bers  obtained  by  computation.     Indeed,  when  numbers 
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used,  the  averages  of  a  series  of  observations  are  all  that  can 
be  considered,  and  the  effect  of  a  gradual  change,  and  the 
relation  of  that  change  to  the  result,  which  is  often  more  im- 
portant than  any  numerical   determination,  is  entirely  disre- 
garded, and  often  not  perceived. 

Every  experiment  should  be  expressed  graphically,  and  stu- 
dents should  tiecome  expert  in  interpreting  the  various  curves 
produced.  A  sample  of  paper  well  suited  for  representing 
experiments  is  bound  in  the  back  portion  of  the  present  work. 
All  important  tests  should  also  be  accompanied  by  a 
graphical  log;  in  this  case  time  is  taken  as  the  abscissa,  and  the 
various  observations  corresponding  to  the  time  are  plotted  at 
convenient  heights.  The  variation  of  these  quantities  from  a 
horizontal  line  shows  in  a  striking  way  irregularities  which 
occur  during  the  test,  a  horizontal  line  indicating  uniform  con- 
ditions. 

2a  Area  of  the  Diagram  represents   Work   done.— 
In  case  the  horizontal  distances  or  abscissae  represent  space 
passed  through,  and  the  vertical  distances  or  ordinates  represent 
the  force  acting,  then  will  the  area  included  between  this  curve 
and  the  initial  lines,  represent  the  product  of  the  mean  force 
into  the  space  passed  through, — or,  in  other  words,  the  work 
done.    The   units  in  which  the  work  will  be  expressed  will 
depend  on  the  scales  adopted.     If  the  unit  of  space  represent 
feet,  the  unit  of  force  pounds,  the  results  will  be  in  foot-pounds. 
The  initial  lines  in  each  case  must  be  drawn  at  distances  corre- 
sponding to  the  scales  adopted,  and  must  represent,  respectively, 
zero-force  and  zero-space. 

21.  Autographic  Diagrams. — In  various  instruments  used 
in  testing,  a  diagram  is  drawn  automatically,  in  which  the  ab- 
scissa corresponds  to  the  space  passed  through,  the  ordinate 
to  the  force  exerted,  and  the  area  to  the  work  done.  A 
familiar  illustration  is  the  steam-engine  indicator-diagram,  in 
which  horizontal  distance  corresponds  to  the  stroke  of  the 
piston  of  the  engine,  and  vertical  distance  or  ordinates  to  the 
pressure  acting  on  the  piston  at  any  point.  The  absolute 
amount  of  the  pressures  may  be  determined  by  reference  to  the 


CHAPTER   II. 

APPARATUS  FOR  REDUCTION  OF  EXPERIMENTAL  DATA 
AND  FOR  ACCURATE  MEASUREMENT. 

23.The  Slide-rule. — The  slide-rule  is  made  in  several  forms, 
but  it  consists  in  every  case  of  a  sliding  scale,  in  which  the 
distance  between  the  divisions,  instead  of  corresponding  to  the 
numbers  marked  on  the  scale,  corresponds  to  the  logarithms  of 
these  numbers.  This  scale  can  be  made  to  slide  past  another 
logarithmic  scale,  so  that  by  placing  them  in  proper  positions 
there  may  be  shown  the  sum  or  difference  of  these  scales,  and 
the  number  corresponding.  As  these  scales  are  logarithmic,  the 
number  corresponding  to  the  sum  is  the  product,  that  corre- 
sponding to  the  difference  is  the  quotient.  Operations  involv- 
ing involution  and  evolution  can  also  be  performed.  Scales 
showing  the  logarithmic  functions  of  angles  are  also  usually 
supplied. 
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Fig.  x.— Th«  Slide-hulk. 


The  usual  form  of  the  slide-rule  is  shown  in  Fig.  i.  This 
form  carries  four  logarithmic  scales,  one  on  either  edge  of  the 
slide,  and  one  above  and  one  below.  Either  scale  can  be  used; 
that  above  is  generally  to  one  half  the  scale  of  the  lower,  and 
while  not  quite  as  accurate,  is  more  convenient  than  the  one 
below.    The  trigonometrical  scales  are  on  the  back  of  the  slide. 
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The  principal  use  to  the  computer  is  the  solution  of  problems 
in  multiplication  and  division. 

The  following  directions,  which  were  kindly  written  by 
Prof.  H.  D.  Williams  of  Sibley  College,  give  a  simple  practical 
method  of  multiplying  or  dividing  by  the  slide-rule,  experience 
having  shown  that  when  these  processes  are  fully  understood 
the  others  are  mastered  without  instruction. 

Suppose  that  a  student  has  a  slide-rule  of  the  straight  kind, 
and  similar  to  the  one  in  Fig.  I,  which  consists  of  a  stationary 
scale,  a  sliding-scale,  and  a  sliding  pointer  or  runner.  These 
parts  we  will  term,  respectively,  the  "  scale,"  the  slide,  and  the 
runner. 

24.  Directions  for  using  the  Slide-rule. — Holding  the 
rule  so  that  the  figures  are  right  side  up,  four  graduated  edges 
will  be  seen,  of  which  only  the  upper  two  are  used  in  the 
problem  we  are  about  to  describe.  (The  method  of  using  the 
two  lower  scales  would  be  exactly  the  same,  the  difference 
being,  that  they  are  twice  as  long,  and  that  the  slide  is  above 
instead  of  below  the  scale.) 

Move  the  slide  to  such  a  position  that  the  graduations 
agree  throughout  the  length  of  the  scale,  and  place  the  runner 
at  a  division  marked  1,  and  the  rule  is  ready  for  use.  Arrange 
the  factors  to  be  dealt  with  in  the  form  of  a  fraction,  with  one 
more  factor  in  numerator  than  in  denominator,  units  being  in- 
troduced if  necessary  to  make  up  deficiencies  in  the  factors. 

Thus,  to  multiply  6  by  7  by  3  and  divide  by  8  times  2, 
arrange  the  factors  as  follows : 

6X7X3 
8  X  2    * 

The  factors  in  the  numerator  show  the  successive  positions 
which  the  runner  must  take;  those  in  the  denominator  the 
positions  of  the  slide.  Thus,  to  solve  above  example,  start  (1) 
with  runner  at  6  on  the  scale,  always  reading  from  same  side  of 
runner ;  (2)  bring  figure  8  on  slide  to  runner ;  (3)  move  runner 
to  7  on  slide:  the  result  can  now  be  read  on  the  scale;  (4) 
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bring  2  on  slide  to  runner;  (5)  move  runner  to  3  on  slide.  The 
result  is  read  directly  on  the  scale  at  position  of  runner. 

Another  example  :  Multiply  11  by  6  by  7  by  8,  and  divide 

by  31- 

In  this  case  arrange  the  factors 

11X6x7x8 
1  X  1  X  31 

Start  with  runner  at  1 1  on  scale,  move  1  on  slide  to  runner, 
move  runner  to  6  on  slide,  move  1  on  slide  to  runner,  runner 
to  7  on  slide,  move  31  on  slide  to  runner,  runner  to  8  on  slide: 
read  result  on  scale  at  runner. 

The  numbers  on  the  slide-rule  are  to  be  considered  signifi- 
cant figures,  and  to  be  used  without  regard  to  the  decimal 
point.  Thus  the  number  on  the  rule  for  8  is  to  be  used  as  .8 
or  80  or  800,  as  may  be  desired,  even  in  the  same  problem. 
The  significant  figures  in  the  result  are  readily  determined  by 
a  rough  computation.  In  case  the  slide  projects  so  much 
beyond  the  scale,  that  the  runner  cannot  be  set  at  the  required 
figure  on  the  slide,  bring  the  runner  to  1  on  the  slide,  then 
move  the  slide  its  full  length,  until  the  other  1  comes  under 
the  runner.  Then  proceed  according  to  directions  above:  i.e., 
move  runner  to  number  on  slide,  and  read  results  on  the  scale : 

6  X  25  X  3-5  X  7  X  7  X  3*  _  5 
n  X  426  X  914  X  1  X  1     ~~ ' 

Begin  with  the  first  factor  in  the  numerator,  and  multiply 
and  divide  alternately, — 

X  6,     -7-  ar,     X  25,     -=-  426,     X  3-5>     -*-  9*4*     etc.,— 

until  all  the  factors  have  been  used,  checking  them  off  as  they 
are  used,  to  guard  against  skipping  any  or  using  one  twice. 
To  multiply,  move  the  runner;  to  divide,  move  the  slide:  in 
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cither  case  see  that  the  runner  points  to  a  graduation  on  the 
slide  corresponding  to  the  factor.  The  result  at  the  end  or  at 
any  stage  of  the  process  is  given  by  the  runner  on  the  station- 
ary scale.  Or,  to  be  more  exact,  the  significant  figures  of  the 
result  are  given,  for  in  no  case  does  the  slide-rule  show  where 
to  place  the  decimal  point.  If  the  decimal  point  cannot  be 
located  by  inspection  of  the  factors,  make  a  rough  cancellation. 

(See  "Slide-rule,  and  How  to  Use  it."  By  C.  Hoare.  No. 
158  of  the  Scientific  Series,  pub.  by  D.  Van  Nostrand  Co.) 

25.  The  Vernier. — The  vernier  is  used  to  obtain  finer  sub- 
divisions than  is  possible  by  directly  dividing  the  main  scale, 
which  in  this  discussion  we  will  term  the  limb. 

The  vernier  is  a  scale  which  may  be  moved  with  reference 
to  the  main  scale  or  limb,  or,  vice  versa,  the  vernier  is  fixed 
and  the  limb  made  to  move  past  it. 

The  vernier  has  usually  one  more  subdivision  for  the  same 
distance  than  the  limb,  but  it  may  have  one  less.  It  is  impor- 
tant to  thoroughly  understand  verniers  and  to  be  able  to  read 
them  quickly,  as  they  are  used  on  nearly  all  instruments  of  pre- 
cision. The  theory  of  the  vernier  is  readily  perceived  by  the 
following  discussion.  Let  d  equal  the  value  of  the  least  subdi- 
vision of  the  limb ;  let  n  equal  the  number  of  subdivisions  of 
the  vernier  which  are  equal  to  /*  —  1  on  the  limb.     Then  the 

The  difference  in  length  of  one  subdivision  on  the  limb  and 
one  on  the  vernier  is 


value  of  one  subdivision  on  the  vernier  is  d\ 


\     n     I       n 


which  evidently  will  equal  the  least  reading  of  the  vernier,  and 
indicates  the  distance  to  be  moved  to  bring  the  first  line  of 
the  vernier  to  coincide  with  one  on  the  limb.  In  case  there  is 
crie  more  subdivision  on  the  limb  than  on  the  vernier  for  the 
Scjne  distance,  the  interval  between  the  graduations  on  the 
vernier  is  greater  than  on  the  limb,  and  the  vernier  must  be 
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behind  its  zero-point  with  reference  to  its  motion,  and  henc 

termed  retrograde.     The  formula  for  this  case,  using  the  sa 

/;/  +  I  \  d 

notation  as  before,  gives  tft J  —d=-  for  the  least  readi 

The  following  method  will  enable  one  to  readily  read  ; 
vernier:  I.  Find  the  value  of  the  least  subdivision  of  the  Hi 
2.  Find  the  number  of  divisions  of  the  vernier  which  co 
sponds  to  a  number  one  less  or  one  greater  than  that  on 
limb :  the  quotient  obtained  by  dividing  the  least  subdivh 
of  the  limb  by  this  number  is  the  value  of  the  least  reading 
the  vernier.  The  following  rules  for  reading  should  be  c 
fully  observed : 

Firstly.  Read  the  last  subdivision  of  the  limb  passed  ovei 
the  zero  of  the  vernier  on  the  scale  of  the  limb  as  the  reading 
the  limb. 

Secondly.  Look  along  the  vernier  until  a  line  is  found  wt 
coincides  with  some  line  on  the  limb.  Read  the  number  of , 
line  from  the  scale  of  the  vernier.  This  number  multiplied 
the  least  reading  of  the  vernier  is  the  reading  of  the  vernier. 

Thirdly.  The  sum  of  these  readings  is  the  one  sought. 

Thus,  in  Fig.  3,  page  25,  (1)  the  reading  of  the  limb  rs  t 
I  at  a;  (2)  that  of  the  vernier  is  0.04 ;  (3)  the  sum  is  4.74. 

j  26.  The  Polar  Planimeter. — The  planimeter  is  an  ins 

\\  ment  for  evaluating  the  areas  of  irregular  figures,  and  in  sc 

1  one  of  its  numerous  forms  is  extensively  used  for  finding 

areas  of  indicator  and  dynamometer  diagrams. 

The  principal  instrument  now  in  use  for  this  purpose  1 
invented  by  Amsler  and  exhibited  at  the  Paris  Rxpositioi 
1867.  This  form  is  now  generally  known  as  Amsler's  P< 
Planimeter;  as  most  of  the  other  instruments  are  modificati 
of  this  one,  it  is  important  that  it  be  thoroughly  understood 
i  The  general  appearance  of  the  instrument  is  shown  in  1 

j  j  2,  from  which  it  is  seen  that  it  consists  of  two  simple  arms 

and  FK,  pivoted  together  at  the  point  K.  The  arm  PKA\x\ 
use  is  free  to  rotate  around  the  point  Pf  and  is  held  in  place 
a  weight.  The  arm  KF  carries  at  one  end  a  tracing-pc 
which  is  passed  around  the  borders  of  the  area  to  be  integra 


1 ,  1 
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It  also  carries  a  wheel,  whose  axis  is  in  the  same  vertical  plane 
with  the  arm  KF,  and  which  may  be  located  indifferently  be- 
tween and  KF,  or  in  KF  produced.  It  is  usually  located  in  KF, 
produced  as  at  D.  The  rim  of  this  wheel  is  in  contact  with 
the  paper,  and  any  motion  of  the  arm,  except  in  the  direction 
of  its  axis,  will  cause  it  to  revolve.  A  graduated  scale  with  a 
vernier  denotes  the  amount  of  lineal  travel  of  its  circumference. 
This  wheel  is  termed  the  record-wheel. 


-AwLu's  PoLAK  Plimiubhi. 


The  detailed  construction  of  the  record-wheel,  and  the  ar- 
rangement of  the  counter  G,  showing  the  number  of  revolutions, 


is  shown  in  Fig.  3.  The  wheel  D  is  subdivided  into  a  given 
number  of  parts,  usually  100 ;  the  value  of  one  of  these  parts  is 
to  be  obtained  by  dividing  the  circumference  of  the  rim  of  the 
wheel  which  is  in  contact  with  the  paper  by  the  number  of 
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divisions.  This  result  will  give  the  value  of  the  least  division 
on  the  limb ;  this  is  subdivided  by  an  attached  vernier,  in  this 
particular  case  to  tenths  of  the  reading  of  the  limb,  so  that  the 
least  reading  of  the  vernier  is  one  thousandth  of  that  of  one 
revolution. 

27.  Theory  of  the  Instrument.  (See  Fig.  4.) — First,  the 
Zero-circle. — If  the  two  arms  be  clamped  so  that  the  plane  of 
the  record-wheel  intersects  the  centre  E,  and  be  revolved 
around  E>  the  graduated  circle  will  be  continually  travelling 
in  the  direction  of  its  axis,  and  will  evidently  not  revolve. 
A  circle  generated  under  such  a  condition  around  E  as 
a  centre  is  termed  the  zero-circle.  If  the  instrument  be  un- 
damped and  the  tracing-point  be  moved  around  an  area  in  the 
direction  of  the  hands  of  a  watch  outside  the  zero-circle  the 
registering  wheel  will  give  a  positive  record,  while  if  it  be 
moved  in  the  same  direction  around  an  area  inside  the  zero- 
circle  it  will  give  a  negative  record.  This  fact  makes  it  neces- 
sary in  evaluating  areas  that  are  very  large,  and  have  to  be 
measured  by  swinging  the  instrument  completely  around  E  as 
a  centre,  to  know  the  area  of  this  zero-circle,  which  must  be 
added  to  the  determination  given  by  the  instrument,  since  for 
such  cases  that  circumference  is  the  initial  point  for  measure- 
ment. 

Second,  Movement  of  the  Record-wheel. — From  the  preced- 
ing discussion  it  is  seen  that  the  record-wheel  does  not  register, 
so  long  as  its  plane  is  radial,  or  so  long  as  angle  ED'F"=:  900. 
The  amount  of  rotation  due  to  variation  in  the  angle  EJD 
between  the  arms  is,  if  an  area  be  completely  circum- 
scribed, equal  in  opposite  directions,  and  hence  does  not 
affect  the  result,  so  that  it  is  necessary  to  discuss  merely  the 
case  of  motion  around  the  pole  E,  with  the  angle  EJD  fixed. 
Thus,  for  instance,  suppose  angle  EJD  to  remain  constant,  and 
the  tracing-point  to  swing  through  the  infinitesimal  angle  Ff/EF, 
designated  by  dOt  the  record-wheel  would  move  near  the  path 
DDf  more  or  less  irregularly,  but  subtending  an  equal  angle 
DED '.  The  component  of  this  motion  which  constitutes  the 
record  is  ODfJ  designated  by  dR,  which  is  the  projection  of 
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this  path  on  a  perpendicular  to  JF.    Since  DEH  is  infinitesi- 
mal, we  have 


DD,=DEdO;    also    dR  =  0Df  =  DD'  cos  ED D; 
but  EUD  =  ZjZ)0  from  similar  triangles.     Hence 

dR  =  ED  cos  £Z>CW0. 

Denote  the  length  of  arm  EJ  by  m,  the  length  of  arm  EF  from 
pivot  to  tracing-point  by  /,  the  distance  JD  from  pivot  to  record- 
wheel  by  ny  the  angle  EJD  by  B.  Let  fall  a  perpendicular 
from  £  on  FD9  or  /*Z?  produced  at  0.     Then  we  have 

£Z?  cos  EDO  =  OD  =/0  —  JD  =  mcos  B  —  n. 

Hence 

dR  =  (tn  cos  B  —  n)d9 (i) 

Third,  the  infinitesimal  area  FtF"t\  lying  adjacent  to  the 
zero-circle. — Let  EF  =  r,  let  EF"  =  r',  the  radius  of  the 
zero-circle.  Let  dA  =  the  area  sought.  Let  dO  =  /?£/. 
Then 

area  /*!£/  =  irV0, 

and 

area  /?"£/'  =  k^dB. 

Then 

dA  =  FEt-F"Ef  =  Xr>-r")de.    ...    (2) 

From  the  oblique  triangle  ZT/F, 

r»  =  **•  +  /*  +  2mlcosB (3) 
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From  the  right  triangle  EiyF", 

r"=tri,  +  i,  +  2nl 


(4) 


Substituting  the  values  of  r*  and  rJ%  in  equation  (2),  we  have 

dA  =  I  (m  cos  B  -  n)dO. (5) 

By  comparing  equation  (5),  the  differential  equation  for  the 
area,  with  equation  (1),  the  corresponding  equation  for  the 


record,  we  see  that 


Pig.  4.— Pouut  Plakimxtbb. 


dA  =  ldR\      . 


(Q 


or  by  integration  between  limits  o  and  R9  since  1  is  a  constant, 

A  =  IR. (7) 

This   shows  that  the  area  is  cquai  to  the  length  tf  arm 
from  pn>ot  to  the  tracing-point,  multiplied  by  the  space  registered 
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on  the  circumference  of  the  record-wheel,  and  is  independent  of 
the  other  dimensions  of  the  instrument. 

That  this  is  true  for  areas  not  adjacent  to  the  zero-circle, 
or  for  areas  partly  inside  and  out,  can  readily  be  proved  by 
subtracting  the  areas  between  the  zero-circle  and  the  given 
area,  or  by  a  similar  process.  Hence  the  demonstration  is 
general. 

The  Amsler  instrument  is  usually  constructed  so  that  the 
arm  /  is  adjustable  in  length,  and  consequently  it  may  be 
made  available  for  any  scale  or  for  various  units.  Gradua- 
tions are  engraved  on  the  arm  which  show  the  length  required 
to  give  a  record  in  a  given  scale  or  for  given  units. 

The  area  of  the  zero-circle  is  usually  engraved  on  the  top 
of  the  arm  /.  In  case  it  is  not  given,  it  may  be  found  by 
evaluating  the  areas  of  two  circles  of  known  area,  each  greater 
than  the  area  of  the  zero-circle  *rr'\  Let  the  areas  of  such 
circles  be  respectively  C  and  C\  and  the  corresponding  read- 
ings of  the  record-wheel  R  and  R\  in  proper  units.  Then  we 
have 


C  =  7trft  +  R  and  C  =  nr'%  +  R'f 


from  which 


2;^r,1  =  C+^-(Z^+Z^,) (8) 

Having  found  r'f,  we  can  compute  n>  since  r/i  =  m%  +  I9  +  2»/, 
and  m  and  /  can  both  be  obtained  from  measurement. 

28.  Design  of  Polar  Planimeters. — Polar  planimeters  are 
made  in  two  forms :  1.  With  the  pivot/,  Fig.  4,  fixed.  2.  With 
pivot /movable,  so  that  the  arm  /  between  pivot  and  tracing- 
point  may  be  varied  in  length.  Since  the  area  is  in  each  case 
equal  to  the  length  of  this  arm,  multiplied  by  the  lineal  space 
R  moved  through  by  the  record-wheel,  we  have  in  the  first 
case,  since  /  is  not  adjustable,  the  result  always  in  the  same 
unit,  as  square  inches  or  square  centimeters.     In  this  case  it  is 
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customary  to  fix  the  circumference  of  ttoe  record-wheel  and 
compute  the  arm  /  so  as  to  give  the  desired  units. 

For  example,  the  circumference  of  the  record-wheel  is 
assumed  as  equal  to  ioo  divisions,  each  one-fortieth  of  an  inch, 
thus  giving  us  a  distance  of  2.5  inches  traversed  in  one  revolu- 
tion. The  diameter  corresponding  to  this  circumference  is 
0.796  inch,  which  is  equal  to  2.025  centimeters.  The  distance 
from  pivot  to  tracing-point  can  be  taken  any  convenient  dis- 
tance :  thus,  if  the  diameter  of  the  record-wheel  is  as  above, 
and  the  length  of  the  arm  be  taken  as  4  inches,  the  area 
described  by  a  single  revolution  of  the  register-wheel  will  be 
2.5  X  4  =  10.0  square  inches. 

Since  there  were  100  divisions  in  the  wheel,  the  value  ol 
one  of  these  would  be  in  this  case  0.1  square  inch.  This  would 
be  subdivided  by  the  attached  vernier  into  ten  parts,  giving  as 
the  least  reading  one  one-hundredth  of  a  square  inch.  By  mak- 
ing the  arm  larger  and  the  wheel  smaller,  readings  giving  the 
same  units  could  be  obtained. 

The  formula  expressing  this  reduction  is  as  follows :  Let  a 
equal  the  value  of  one  division  on  the  record-wheel ;  let  /  equal 
the  length  of  the  arm  from  pivot  to  tracing-point ;  let  A  equal 
the  area,  which  must  evidently  be  either  1,  10,  or  100  in  order 
that  the  value  of  the  readings  in  lineal  measures  on  the  record- 
wheel  shall  correspond  with  the  results  in  square  measures, 
Then  by  equation  (7)  we  shall  have,  supposing  100  divisions, 

100   d/=A; (8] 

/=T^ <9 


If  A  =  10  square  inches  and  d  =  ^  inch, 


7        *0 

/=  =4. 

2.5 


§29.]  APPARATUS.  3 1 

If  j4  =  10  square  inches  and  d  =  ^  inch, 


,      10 
/=—  =  5. 

2       J 


The  length  of  the  arm  from  centre  to  the  pivot  has  no  effect 
on  the  result  unless  the  instrument  makes  a  complete  revolu- 
tion around  the  fixed  point  E,  in  which  case  the  area  of  the 
zero-circle  must  be  considered.  It  is  evident,  however,  that 
this  arm  must  be  taken  sufficiently  long  to  permit  free  motion 
of  the  tracing-point  around  the  area  to  be  evaluated. 

The  second  class  of  instruments,  shown  in  Fig.  2,  are 
arranged  so  that  the  pivot  can  be  moved  to  any  desired  posi- 
tion on  the  tracing-arm  KF,  or,  in  other  words,  the  length  can 
be  changed  to  give  readings  in  various  units.  The  effect  of 
such  a  change  will  be  readily  understood  from  the  preceding 
discussion. 

V29.  The  Mean  Ordinate  by  the  Polar  Planimeter.— 
If  wfclet/  equal  the  length  of  the  mean  ordinate,  and  let  L 
equal  the  length  of  the  diagram,  then  the  area  A  =  Z/,  but 
the  area  A  =  IR  [eq.  (7)].     Therefore  Lp  =  IR>  from  which 

l+L=p  +  R (10) 

In  an  instrument  in  which  /  is  adjustable,  it  may  be  made 
the  length  of  the  area  to  be  evaluated.  Now  if  /  be  made 
equal  L,  p  =  R.  That  is,  if  the  adjustable  arm  be  made  equal 
to  the  length  of  the  diagram^  the  ntran  ordinate  is  equal  to  the 
reading  of  the  record-wheel,  to  a  scale  to  be  determined. 

The  method  of  making  the  adjustable  arm  the  length  of 
the  diagram  is  facilitated  by  placing  a  point  U  on  the  back  of 
the  planimeter  at  a  convenient  distance  back  of  the  tracing- 
point  F  and  mounting  a  similar  point  V  dX  the  same  distance 
back  of  the  pivot  C;  then  in  all  cases  the  distance  17 Vvtill  be 
equal  to  the  length  of  the  adjustable  arm  /.  The  instrument  is 
readily  set  by  loosening  the  set-screw  5  and  sliding  the  frame 


32 


EXPERIMENTAL  ENGINEERING. 


L§29- 


carrying  the  pivot  and  record-wheel  until  the  points  t/f'are.at 
the  respective  ends  of  the  diagram  to  be  traced,  as  shown  in 

Fig.  5- 

In  the  absence  of  the  points  U  and  V  the  length  of  the 
diagram  can  be  obtained  by  a  pair  of  dividers,  and  the  distance 
of  the  pivot  C  from  the  tracing-point  F  made  equal  to  the 
length  of  the  diagram. 

In  this  position,  if  the  tracing-point  be  carried  around  the 
diagram,  the  reading  will  be  the  mean  ordinate  of  the  diagram 


Fig.  5. — Method  op  Setting  the  Planimeter  for  Finding  the  Mean  Ordinate. 

expressed  in  the  same  units  as  the  subdivisions  of  the  record- 
wheel  ;  thus  if  the  subdivisions  of  this  wheel  are  fortieths  of 
one  inch,  the  result  will  be  the  length  of  the  mean  ordinate  in 
fortieths.  This  distance,  which  we  term  the  scale  of  the  record- 
wheel,  is  not  the  distance  between  the  marks  on  the  graduated 
scale,  but  is  the  corresponding  distance  on  the  edge  of  the 
wheel  which  comes  in  contact  with  the  paper. 

The  scale  of  the  record-zvheel  evidently  corresponds  to  a 
linear  distance,  and  it  should  be  obtained  by  measurement  or 
computation.  It  is  evidently  equal  to  the  number  of  divisions 
in  the  circumference  divided  by  nd%  in  which  d  is  the  diameter, 
or  it  can  be  obtained  by  measuring  a  rectangular  diagram  with 
a  length  equal  to  /,  and  a  mean  ordinate  equal  to  one  inch,  in 
which  case  the  reading  of  the  record-wheel  will  give  the  num- 
ber of  divisions  per  inch.  A  diameter  of  0.795  inch,  which 
corresponds  to  a  radius  of  one  centimeter,  with  a  hundred  sub- 
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divisions  of  the  circumference,  corresponds  almost  exactly  to 
a  scale  of  forty  subdivisions  to  the  inch,  and  is  the  dimension 
usually  adopted  on  foreign-made  instruments. 

30.  The  Suspended  Plaaimeter- — In  the  Amsler  sus- 
pended planimeter  as  shown  in  Fig.  6,  pure  rolling  motion 
without  slipping  is  assumed  to  take  place.  The  motion  of  the 
record-wheel,  not  clearly  shown  in  the  figure,  is  produced  by 
the  rotation  of  the   cylinder  c  in  contact  with   the   spherical 


PlO.  6 Sl.'bl 


segment  K.  The  rotation  of  the  segment  is  due  to  angular 
motion  around  the  pole  O,  that  of  the  cylinder  c  to  its  posi- 
tion with  reference  to  the  axis  of  the  segment.  This  position 
depends  on  the  angle  that  the  tracing  arm,  As,  makes  with  the 
radial  arm,  BB.  The  area  in  each  case  being,  as  with  the 
polar  planimeter,  equal  to  the  product  of  the  length  of  tracing 
arm  from  pivot  to  tracing  point  multiplied  by  a  constant 
factor. 

31.  The  Coffin  Planimeter  and  Averaging  Instrument. 
— This  instrument  is  shown  in  Fig.  7,  from  which  it  is  seen 
that  it  consists  of  an  arm  supporting  a  record-wheel  whose  axis 
is  parallel  to  the  line  joining  the  extremities  of  the  arm.  This 
instrument  was  invented  by  the  late  John  Coffin,  of  Johnstown, 
in  1874.  The  record-wheel  travels  over  a  special  surface;  one 
end  of  the  arm  travels  in  a  slide,  the  other  end  passes  around 
the  diagram. 

32.  Theory  of  the  Coffin  Instrument. — This  planimeter 
may  be  considered  a  special  form  of  the  Amsler,  in  which  the 
point  P,  see  Fig.  8,  page  85,  moves  in  a  right  line  instead  of 
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Tltat  is,  the  area  is  equal  to  the  space  registered  by  the  record- 
wheel  multiplied  by  the  length  of  the  planimeter  arm. 

This  instrument  may  be  made  to  give  a  line  equivalent  to 
the  M.  E.  P.  by  placing  the  diagram  to  be  measured  so  that 
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Pig.  8.— Coffin  Averaging  Instrument. 


one  edge  is  in  line  with  the  guide  for  the  arm ;  starting  at  the 
farthest  portion  of  the  diagram,  run  the  tracing-point  around 
in  the  usual  manner  to  the  point  of  starting,  after  which  run 
the  tracing-point  perpendicular  to  the  base  along  a  special 
guide  provided  for  that  purpose  until  the  record-wheel  reads 
as  at  the  beginning.  This  latter  distance  will  be  equivalent  to 
the  M.  E.  P. 
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To  prove,  take  as  in  Art.  29  the  M.  E.  P.  =/,  the  length 
of  diagram  =  Z,  the  perpendicular  distance  ==  S.     Then 

A=pL  =  /R (14) 

Let  C  be  the  angle,  EPT,  that  the  arm  makes  with  the  guide, 
Fig.  8.  In  moving  over  a  vertical  line  this  angle  will  remain 
constant,  and  the  record  will  be 

R  =  S  sm  C. (15) 

For  the  position  at  the  end  of  the  diagram 

sin  C  =  L  -T-  /; 

therefore 

R  =  SL  -r-  L 

Substituting  this  in  equation  (14), 

pL  =  lR  =  lSL  +  l=SL. 

Hence/  =  5  (15^),  which  was  to  be  proved. 

From  the  above  discussion  it  is  evident  that  areas  will  be 
measured  accurately  in  all  positions,  but  that  to  get  the 
M.  E.  P.  the  base  of  the  diagram  must  be  placed  perpen- 
dicular to  the  guide,  and  with  one  end  in  line  of  the  guide 
produced. 

It  is  also  to  be  noticed  that  the  record-wheel  may  be  placed 
in  any  position  with  reference  to  the  arm,  but  that  it  must  have 
its  axis  parallel  to  it,  and  that  it  registers  only  the  perpen- 
dicular distance  moved  by  the  arm. 

33.  New  Planimeter. — A  planimeter,  termed  the  New 
Planimeter,  is  manufactured  by  the  Mechanical  Specialties  Co. 
of  Boston,  Mass.  This  instrument  consists  of  a  single  arm, 
one  end  of  which  moves  in  a  fixed  groove ;  the  other  end  carries 
*   tracing-point  which   is   moved   around   the   diagram  to  be 
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evaluated,  and  in  this  respect  is  similar  to  the  Coffin  Planim- 
eter.  The  perpendicular  motion  of  the  arm  is  measured  by 
the  slipping  of  a  sharp-edged  wheel  on  a  graduated  axis  per- 
pendicular to  the  arm. 

The  mathematical  demonstration  is  exactly  as  for  the  Coffin 
Planimeter,  but  in  this  case  it  is  evident  that  the  perpendicu- 
lar distance  which  is  registered  on  the  axis  is  independent 
of  the  circumference  of  the  wheel.  The  only  conditions  of 
accuracy  are,  that  the  axis  of  the  wheel  shall  be  at  right  angles 
to  the  arm  of  the  planimeter,  and  that  its  graduations  shall 
be  equal  to  the  area  to  be  measured  divided  by  the  length  of 
the  arm. 

Although  not  especially  designed  for  this  purpose,  the  mean 
ordinate  may  be  obtained  by  proceeding  exactly  as  in  the 
Coffin  Planimeter;  that  is,  place  the  diagram  so  that  the 
dimension  representing  the  length  will  be  perpendicular  to  the 
guides,  and  one  extremity  will  be  in  the  line  of  the  guides. 
Start  at  the  farthest  point,  and  after  passing  around  the  dia- 
gram, move  in  a  parallel  direction  to  the  guides  until  the  initial 
reading  is  obtained.  This  last  distance  is  equal  to  the  mean 
ordinate. 

The  Engineers'  Instrument  Company  of  New  York  are 
manufacturing  a  form  of  the  Amsler  Polar  Planimeter  for  large 
areas,  in  which  the  total  number  of  revolutions  of  the  record- 
wheel  is  given  by  a  scale  carried  by  a  revolving-screw  in  the 
axis  of  the  record-wheel. 

34.  The  Roller-planimeter. — This  is  the  most  accurate 
of  the  instruments  for  integrating  plane  areas,  and  is  capable 
of  measuring  the  area  of  a  surface  of  indefinite  length  and  of 
limited  breadth.  This  instrument  was  designed  by  Herr  Corradi 
of  Zurich,  and  is  manufactured  in  this  country  by  Fauth  & 
Company  of  Washington,  D.  C. 

A  view  of  the  instrument  is  shown  in  Fig.  9.  The  features 
of  this  instrument  are :  firstly,  the  unit  of  the  vernier  is  so 
small  that  surfaces  of  quite  diminutive  size  may  be  determined 
with  accuracy ;  secondly,  the  space  that  can  be  encompassed 
by  one  fixing  of  the  instrument  is  very  large ;   thirdly,  the 
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results  need  not  be  affected  by  the  surface  of  the  paper  on 
which  the  diagram  is  drawn  ;  and,  fourthly,  the  arrangement  of 
its  working  parts  admit  of  being  kept  in  good  order  a  long 
time. 

The  frame  B  is  supported  by  the  shaft  of  the  two  rollers 
RxRit  the  surfaces  of  which  are  fluted.  To  the  frame  B  are 
fitted  the  disk  A,  and  the  axis  of  the  tracing-arm  F.  The  whole 
apparatus  is  moved  in  a  straight  line  to  any  desired  length 
upon  the  two  rollers  resting  on  the  paper,  while  the  tracing- 
point  travels  around  the  diagram  to  be  integrated.  Upon  the 
shaft  that  forms  the  axis  of  the  two  rollers  R,R,  a  minutely 


divided  mitre-wheel  R,  is  fixed,  which  gears  into  a  pinion 
S, .  This  pinion,  being  fixed  upon  the  same  spindle  as  the 
disk  A ,  causes  the  disk  to  revolve,  and  thereby  induces  the  roll- 
ing motion  of  the  entire  apparatus. 

The  measuring-roller  E,  resting  upon  the  disk  A,  travels 
thereon  to  and  fro,  in  sympathy  with  the  motion  of  the  tracing- 
arm  F,  this  measuring-roller  being  actuated  by  another  arm 
fixed  at  right  angles  to  the  tracing-arm  and  moving  freely 
between  pivots.  The  axis  of  the  measuring-roller  is  parallel  to 
the  tracing-arm  F.     The  top  end  of  the  spindle  upon  which 
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the  disk  A  is  fixed  pivots  on  a  radial  steel  bar  CCX ,  fixed  upon 
the  frame  B. 

35.  Theory. — The  following  theory  of  the  roller-planim- 
eter  is  partly  translated  from  an  article  by  F.  H.  Reitz,  in  the 
Zeitschrift fiir  Vermessungs-Wesen%  1884. 

According  to  the  general  theory  of  planimeters  furnished 
with  measuring-rollers,  it  is  immaterial  what  line  the  free  end 
of  the  tracing-arm  travels  over ;  nevertheless  there  is  some 
practical  advantage  in  the  construction  of  the  apparatus  to  be 
obtained  from  causing  that  end  to  travel  as  nearly  as  possible 
in  a  straight  line.  Still  it  is  obvious  that  a  slight  deviation 
from  the  straight  line  would  not  involve  any  inaccuracy  in  the 
result. 

Seeing  that  the  fulcrum  of  the  tracing-arm  keeps  travelling 
in  a  straight  line,  it  appears  advisable,  in  evolving  the  theory 
of  the  apparatus,  to  assume  a  rectangular  system  of  co-ordinates, 
and  fix  upon  the  line  along  which  that  fulcrum  travels  as  the 
axis  of  abscissae. 

The  passage  of  the  tracing-point  around  the  perimeter  of  a 
diagram  may  be*looked  upon  as  being  made  up  of  two  motions 
—one  parallel  to  the  axis  of  abscissae  and  the  other  at  right 
angles  to  that  axis.  Inasmuch  as  the  latter  of  these  two 
motions,  in  the  direction  of  the  axis  of  ordinates,  is  after  all 
but  an  alternate  motion  of  the  tracing-point  which  takes  place 
in  an  equal  ratio  until  the  tracing-point  has  returned  to  its 
starting-point,  no  one  point  of  the  circumference  of  the  measur- 
ing-roller is  continuously  moved  forward  in  consequence  of  this 
motion.  Therefore  it  is  only  necessary  to  take  the  differential 
motion  of  the  tracing-point  in  the  direction  of  the  axis  of 
abscissae  into  consideration. 

In  Pig.  10  the  same  letters  of  reference  denote  identical  parts 
or  organs  as  in  Fig.  9,  and  the  position  of  the  parts  in  the  two 
figures  correspond  exactly,  the  letter  D  denoting  the  distance 
between  the  fulcrum  of  the  tracing-arm  and  the  axis  of  the 
disk  A.  The  amount  of  motion  of  a  point  on  the  record- 
wheel  Ey  while  the  tracing-point  travels  to  the  extent  of  dxy 
must  be  determined.     If  the  construction  of  the  planimeter  is 
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correct,  this  quantity  must  be  the  product  of  a  constant  derived 
from  the  instrument,  multiplied  by  the  differential  expression 
for  the  surface.  This  latter  quantity  with  reference  to  rectan- 
gular co-ordinates  is  ydx. 

It  is  readily  seen  that  as  the  tracing-point  moves  an  amount 
equal  to  dx,  a  point  in  the  circumference  of  the  rollers  RXRX 
must  be  shifted  the  same  amount,  since  the  axes  of  these  rollers 
are  parallel  to  the  ordinate  y. 

Any  point  in  the  pitch-line  of  the  mitre-wheel  Rt  must  move 

an  amount  equal  to  -rrdx. 


Pic.  zo. 


Suppose  that  while  the  tracing-point  moves  a  distance  dx, 
the  disk  A  moves  a  distance  ab,  Fig.  iov  since  this  disk  is  turned 
by  the  mitre-wheel  whose  pitch-circle  is  R% ,  and  ad  \s  the  dis- 
tance from  record-wheel  to  the  axis  of  this  wheel,  we  nuis* 
have 


_      R%  ad 
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tcause  of  the  position  of  the  axis  of  the  record-wheel  E,  the 
otion  of  the  disk  A  to  the  extent  of  ab  produces  a  shifting 
i  a  point  in  the  circumference  of  E  equal  to  cb9  while  the 
^cord-wheel  slips  a  distance  ac.  The  distance  cb  is  the  reading 
»f  the  record-wheel  and  is  the  quantity  required.  We  have 
lab  =  90°,  cag  =  900 ;  hence  caf-=.  a,  and  fab  =  ft,  and  cab 
=  a  -J-  ft.     So  that  since  acb  =  900, 

cb  =  ab  sin  (a  4-  /3)  =  a£  (sin  a  cos  ft  +  cos  *  sin  /*)•  •  (*7) 
But  it  is  seen  that 


sin  «  =  -=.. 

Hence 


cos  a 


Vi-£5 


.  <*/  sin  a 

8tn/?  =  5rf  =  ^ 


«£? 


a«/        /^m*/' 


cos/J  =  ^= V_ 


a</ 


Substitute  these  values  in  equation  (17) : 


-.ail 


Substitute  the  value  of  ab  in  (16), 


=ab 


yD 


Fadf 


(18) 


ci  =  igrjrpix  =  (constant)  ydx%   .    .    .    .    (19) 


vas  to  be  proved. 
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The  differential  distance  cb  is  the  reading  of  the  record-wheel ; 

DR 

let  this  be  represented  by  dr,  denote  by  C  the  constant  -v.^  '  ; 

then 

dr  =  Cydx ;        ydx  =  -£ ;  /  ydx  =  L  J     jr% 

This  expression  integrated  gives 

a  *  /  \       FRXR%.  . 

Area  =  ^-(r,  -  rf)  =  "jj^\rx  -  r.) ;      .     .     (20) 

in  which  r,  and  r%  are  the  initial  and  final  readings  of  the 
record-wheel. 

In  the  construction  of  the  instrument  Rl9Rtf  D%  and  R%  are 
fixed  quantities,  but  the  length  of  the  tracing-arm  F  can  be 
varied,  with  a  corresponding  variation  in  the  unit  of  measure- 
ment. 

36.  Care  and  Adjustment  of  Planimeters. — From  the 
preceding  discussion  it  is  seen  that  the  area  in  every  case  is 
the  product  of  the  distance  actually  moved  by  the  circum- 
ference of  the  record-wheel  into  the  length  of  the  arm  from 
the  tracing-point  to  the  pivot,  into  a  constant  which  may  be 
and  is,  in  the  polar  planimeter,  equal  to  one.  It  is  also  to  be 
noticed  that  the  record-wheel  is  so  arranged  as  to  register  the 
distance  moved  by  a  point  in  a  direction  perpendicular  to  that 
of  the  tracing-arm,  and  that  for  other  directions  it  slips.  This 
indicates  that  any  change  whatever  in  the  diameter  of  the 
record-wheel  or  gear-wheels,  due  to  wear  or  dirt,  will  require  a 
corresponding  change  in  the  length  of  tracing-arm ;  and  further, 
any  irregularities  in  the  edge  of  this  wheel  will  make  the  rela- 
tive amounts  of  slipping  and  rolling  motion  uncertain,  and  con- 
sequently impair  its  accuracy. 

Again,  the  plane  of  the  record-wheel  must  be  perpendicular 
to  the  tracing-arm,  otherwise  an  error  will  result. 

In  the  planimeter  the  moving  parts  usually  have  pivot- 
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bearings  which  can  be  loosened  or  tightened  as  required.  The 
revolving  parts  should  spin  around  easily  but  at  the  same  time 
accurately,  and  the  various  arms  should  swing  easily  and  show 
do  lost  motion.  The  pitch-line  of  the  record-wheel  should  be 
as  dose  as  possible  to  the  vernier,  but  yet  must  not  touch  it ; 
the  counting-wheel  must  work  smoothly,  but  in  no  way  inter- 
fere with  the  motion  of  the  record-wheel. 

37.  Directions  for  Use. — 1.  Oil  occasionally  with  a  few 
drops  of  watch  or  nut  oil. 

2.  Keep  the  rim  of  the  record-wheel  clean  and  free  from 
rust.     Wipe  with  a  soft  rag  if  it  is  touched  with  the  fingers. 

3.  Prepare  a  smooth  level  surface,  and  cover  it  with  heavy 
diawing-paper,  for  the  record-wheel  to  move  over.  Stretch 
the  diagram  to  be  evaluated  smooth. 

4-  Handle  the  instrument  with  the  greatest  care,  as  the 
least  injury  may  ruin  it.  Select  a  pole-point  so  that  the  instru- 
ment will  in  its  initial  position  have  the  tracing-arm  perpen- 
dicular either  to  the  pole-arm  or  to  the  axis  of  the  fluted 
rollers,  as  the  case  may  be;  for  in  this  position  only  is  the 
error  neutralized,  which  arises  from  the  fact  that  the  tracer  is 
not  returned  to  its  exact  starting-point.  Then  marking  some 
starting-point,  trace  the  outline  of  the  area  to  be  measured  in 
the  direction  of  the  hands  of  a  watch,  slowly  and  carefully, 
noting  the  reading  of  the  record-wheel  at  the  instant  of  start- 
ing and  stopping.  It  is  generally  more  accurate  to  note  the 
initial  reading  of  the  record-wheel  than  to  try  and  set  it  at  zero. 

5.  Special  Directions. — To  obtain  the  mean  ordinate  with 
the  polar  planimeter,  make  the  length  of  the  adjustable  arm 
equal  to  the  length  of  the  diagram,  as  explained  in  Art.  28, 
page  30,  and  follow  directions  for  use  as  before. 

6.  In  using  the  Coffin  planimeter,  the  grooved  metal  plate  / 
is  first  attached  to  the  board,  upon  which  the  apparatus  is 
counted  as  shown  in  the  cut,  page  34,  being  held  in  place  by 
a  thumb-screw  applied  to  the  back  side. 

The  diagram  will  be  held  securely  in  place  by  the  spring-clips 
adjacent,  A  and  C,  Fig.  7.  The  area  may  be  found  by  running 
the   tracing-point   around  the  diagram,  as  described   for   the 
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polar  planimeter,  for  any  position  within  the  limits  of  the  arm. 
The  mean  ordinate  may  be  found  by  locating  the  diagram  as 
shown  in  the  cut,  with  one  extreme  point  in  the  line  of  the 
metal  groove  produced,  and  the  dimension  representing  the 
length  of  the  diagram  perpendicular  to  this  groove.     Start  to 
trace  the  area  at  the  farthest  distance  of  the  diagram  from  the 
metal  guide  produced,  as  shown  in  Fig.  7 ;  pass  around  in  the 
direction  of  the  motion  of  the  hands  of  a  watch  to  the  point 
of  beginning ;  then  carry  the  tracing-point  along  the  straight- 
edge, AK,  which  is  parallel  to  the  metal  groove,  until  the  record- 
wheel  shows  the  same  reading  as  at  the  instant  of  starting: 
this  latter  distance  is  the  length  of  the  mean  ordinate. 

38.  Calibration  of  the  Planimeter. — In  order  to  ascertain 
whether  the  instrument  is  accurate  and  graduated  correctly,  it 
is  necessary  to  resort  to  actual  tests  to  determine  the  character 
and  amount  of  error. 

It  is  necessary  to  ascertain:  I.  If  the  same  readings  are 
given  by  different  portions  of  the  record-wheel.  2.  Whether 
the  position  of  the  vernier  is  correct,  and  agrees  with  the  con- 
stants tabulated  or  marked  on  the  tracing-arm.  3.  Whether 
the  scale  of  the  record-wheel  is  correct,  and  agrees  with  the 
constants  marked  on  the  tracing-arm. 

These  tests  are  all  made  by  comparing  the  readings  of  the 
instrument  with  a  definite  and  known  area.  To  obtain  a  defi- 
nite area,  a  small  brass  or  German-silver  rule,  shown  at  L,  Fig. 
11,  is  used;  this  rule  has  a  small  needle-point  near  one  end, 
and  a  series  of  small  holes  at  exact  distances  of  one  inch  or 
one  centimeter  from  the  needle-point.  To  use  the  rule  the 
needle-point  is  fixed  on  a  smooth  surface  covered  with  paper, 
the  planimeter  is  set  with  its  tracing-point  in  one  of  the  holes 
of  the  rule,  and  the  pole-point  fixed  as  required  for  actual  use. 
With  the  tracing-point  in  the  rule  describe  a  circle,  as  shown 
by  the  dotted  lines  (Fig.  11)  around  the  needle-point  as  a 
centre.  Since  the  radius  of  this  circle  is  known,  its  area  is 
known;  and  as  the  tracing-point  of  the  planimeter  is  guided  in 
the  circumference,  the  reading  of  the  record-wheel  should  give 
the  correct  area. 
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The  method  of  testing  is  illustrated  in  Figs.  II,  12,  13,  and 
14.  Figs,  11  and  13  show  the  method  with  reference  to  the 
polar-planimeter,  Figs.  12  and  14  show  the  corresponding 
methods  of  testing  the  rolling-planimeter.  In  Figs.  11  and  13 
Pis  the  position  of  the  pole,  B  the  pole-arm,  and  A  the  tracing- 
arm.  In  Figs.  12  and  14  B  is  the  axis  of  the  rollers  and  A  is 
the  tracing-arm. 

First  Test.  This  operation,  see  Figs.  11  and  12,  consists 
in  locating  the   planimeters  as  shown,  and  then  slowly  and 


Fig.  11. 


Fig.  is. 


carefully  revolving  so  as  to  swing  the  check-rule  as  shown 
by  the  arrow.  Take  readings  of  the  vernier  at  initial  point, 
and  again  on  returning  to  the  starting-point :  the  difference  of 
these  readings  should  give  the  area.  Repeat  this  operation 
several  times. 

The  instrument  is  now  placed  in  the  position  shown  in 
Figs.  13  and  14  when  the  circle  K  appears  on  the  r/^4/-hand 
side  of  the  tracing-arm  A,  and  the  passage  of  the  tracer  takes 
place  in  exactly  the  same  way. 

If  the  results  obtained  right  and  left  of  the  tracing-arm  be 
equal  to  one  another,  it  is  clear  that  the  axis  ab  of  the  measur- 
ing-wheel is  parallel  to  the  tracing-arm,  and,  this  being  so,  the 
second  test  may  now  be  applied.  But  if  the  result  be  greater 
in  the  first  case,  that  is  to  say,  when  the  circle  lies  to  the  left 
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of  the  tracing-arm.  the  extremity  a  of  the  axis  of  the  measur*- 
ing-wheel  must  be  further  removed  from  the  tracing-arm ;  if  it 
be  less,  that  extremity  must  be  brought  nearer  to  the  tracings 
arm. 

Second  Test.  The  tracing-arm  is  adjusted  by  means  of  the 
vernier  on  the  £uide  and  by  means  of  the  micrometer-screw, 
in  accordance  with  the  formula*  tor  lifferent  areas;  it  then  i» 
fixed  within  the  guide  by  means  of  the  binding-screw.  The 
circumference  of  circles  of  various  sizes  are  then  travelled  over 


PlC-  I,. 
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with  the  check-rule,  and  the  results  thus  obtained  are  multi- 
plied into  the  unit  oi  the  vernier  corresponding  to  the  area 
;*iven  for  that  particular  adjustment  by  the  formula*  The  fig- 
ures thus  obtained  ought  to  be  equal  to  the  calculated  area  a£ 
the  circles  included  bv  the  circumferences.  U  the  results  ob- 
tained  with  the  plan i meter  fall  short  of  the  calculated  areas  to 

the  extent  of  -  of  those  areas,  the  length  of  the  tracing-arm^ 

ft 

that  is  to  *ay.  the  distance  between  the  tracer  and  the  fulcrum 
of  the  tracing-arm,  must  be  reduced  to  the  extent  of  —  of  that 

length :  in  the  oooosite  case  it  must  be  increased  in  the  same 
proportion.  The  vernier  on  the  guide-piece  of  the  tracing-arm 
shows  the  length  thus  defined  with  sufficient  accuracy,  usually 
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in  half-millimeters,  or  about  fiftieths  of  an  inch,  on  the  gauged 
portion  of  the  arm. 

In  order  to  test  the  accuracy  of  the  readings  according  to 
the  two  methods  just  described,  some  prefer  the  use  of  a 
check-plate  in  lieu  of  the  check-rule.  The  check-plate  is  a  cir- 
cular brass  disk  upon  which  are  engraved  circles  with  known 
radii 

It  is  advisable  to  apply  the  second  test  also  to  a  large  dia- 
gram drawn  on  paper  and  having  a  known  area. 

The  instrument  having  been  found  correct  or  its  errors  de- 
termined, it  may  now  be  used  with  confidence. 

The  following  form  is  used  to  record  the  results  of  the  test : 

Calibration  of Plan i meter 189. . 

by. Dia.  register-wheel,  in. . . . 

Formula  of  Instrument Length  of  arms,  pole  to  pivot,  in ... . 

Pivot  to  register-wheel,  in. . .  •  Pivot  to  tracing- point,  in. . . . 
In  Roller  Pla.  radius  roller,  in. . . .     Pitch  radius  Gears,  No.  I No.  II 

COMPARISON  WITH  STANDARD. 


Aha. 

1 
I 

Mean  Ordinate. 

No. 

Inst.  Reading. 
0 

Difference  from 
Mean. 

€ 

1 

1  Inst.  Reading. 

1             0 

Difference  from 
Mean. 

€ 

r» 

I 

j 

1 

1 

1 

Mean 

I 
1 

i 

Mean  error  of  one  observation,  ±  %/St* -*-  (w  —  x)  in  area in  ordinate. .  .in. 

Mean  error  of  result,  ±  tfSe*  -*-  *{m  —  x)  in  area. . .,  in  ordinate. .  .in. 

Probable  error  of  one  obs.,  ±  0.67  jfSt* -M»  —  1)  in  area in  ordinate. .  .in. 

Probable  error  of  result,       ±0.67  f^r* -*-«(«—  x)  in  area. ....  in  ordinate. .  .in. 


39.  Errors  of  Different  Planimeters. — Professor  Lorber, 
of  the  Royal  Mining  Academy  of  Loeben,  in  Austria,  made 
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extensive  experiments  on  various  planimeters,  with  the  results 
shown  in  the  following  table : 


The  error  in  one  passage  of  the  tracer  amounts  on  an  average  to 
the  following  fraction  of  the  area  measured  by — 

AXKA  IN— 

iThe  ordinary 
Polar  Plan- 
imeter  Unit 
of  Vernier: 

to  sq.  mm.  = 
.015  sq.  in. 

Stark's  Linear 
Planimeter 
Unit  of  Ver- 
nier: 
z  sq.  mm.  = 
.015  sq.  in. 

Suspended 
Planimeter 
Unit  of  Ver- 
nier: 

1  sq.  mm.  = 
.0015  sq.  in. 

Rolling  Planimeter— 

Square 
cm. 

Square 
inches. 

Unit  of  Ver. 

nier: 
1  sq.  mm.  = 
.00x5  sq.  in. 

Unit  of  Ver- 
nier: 
1 .1  sq.  mm.  = 
|  .0001  sq.  in. 

IO 

20 

50 

IOO 

200 

300 

1-55 
3-IO 

7-75 
15.50 
31.00 
46.50 

f 

IFF 

•  •  •  • 

fir 

"IR5F 

tAf 

•    •    •    * 

tit 

TT»TT 

TIFT 

ttVf 
ftVf 

tit 

Wffff 

ifW 

ftVf 

W&F 
Ton's 

TlVl 

1  didi 

The  absolute  amount  of  error  increases  much  less  than  the 
size  of  the  area  to  be  measured,  and  with  the  ordinary  polar 
planimeter  is  nearly  a  constant  amount. 

The  following  table  is  deduced  from  the  foregoing,  and 
shows  the  error  per  single  revolution  in  square  inches : 


Area  in— 


Square 

Square 

cm. 

inches. 

10 

.  1.55 

20 

3-10 

50 

7.75 

IOO 

15.50 

200 

3I.OO 

300 

46.50 

Error  in  one  passage  of  the  tracer  in  square  inches- 


Polar  Planim- 
eter Unit  of 
Vernier: 
10  sq.  mm.  = 

.015  sq.  inches. 


0.0207 
O.0206 
0.0221 
0.0237 
O.0243 


Suspended  Plan- 
imeter Unit  of 
Vernier: 
1  sq.  mm.  = 

.0015  sq.  inches. 


0.OO25 
0.0028 
0.003I 
O.OO35 
0.0043 
O.OO49 


Rolling  Planimeter— 


Unit  of  Vernier: 

1  sq.  mm.  = 
.00x5  sq.  inches. 


0.OO25 
O.OO3I 
O.O038 
O.OO43 
O.OO60 
O.OO58 


Unit  of  Vernier. 

.1  sq.  mm.  = 

.0001  sq.  inches. 


O.OOI55 
O.OOX58 
O.O0258 
0.00310 
O.OO403 
O.OO465 


These  errors  were  expressed  in  the  form  of  equations,  as 
follows,  by  Professor  Lorber.    Let  /  equal  the  area  corrcr 
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sponding  to  one  complete  revolution  of  the  record-wheel ;  let 
dF  be  the  error  in  area  due  to  use  of  the  planimeter.  Then 
for  the  different  plan i meters  we  have  the  following  equations : 


Lineal  planimeter, 
Polar  planimeter, 
Precision  polar  planimeter, 
Suspended  planimeter, 
Rolling  planimeter, 


dF  =  0.0008 1/  +  0.00087  ♦  f*f 
dF  =  0.00126/+  0.00022  I  Ff 
dF=  0.00069/"+ 0.00018  \  ~Ff 
dF  =  0.0006/  +  0.00026  ♦  Ff ; 
dF  =  0.0009/  +  o.ooo6#  i  ~Ff. 


40.  Other  Instruments  much  more  complicated  than 
those  described  have  been  made  for  special  purposes,  of  which 
we  will  mention  Amsler's  planimeter  for  finding  the  moment  of 
inertia,  and  an  instrument  described  by  Sylvanus  Thompson 
for  drawing  the  derivative  of  any  curve,  the  principal  curve 
being  known. 


■  1 


TnTrPH^r1  i  .  J  i-"  ;'"P?  |TIT!Ti,',riTT! 


nv-  —r< 


Fic  15. — Vernier  Caliper. 


40.  Vernier  Caliper. — This  instrument  consists  of  a  slid- 
ing-jaw,  which  carries  a  vernier,  and  may  be  moved  over  a 
fixed  scale.  The  form  shown  in  Fig.  1 5  gives  readings  to  ^ 
inch  on  the  limb,  and  ^  this  amount  or  to  one-thousandth  of 
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an  inch  on  the  vernier.  The  reading  of  the  vernier  as  it  is 
shown  in  the  figure  is  1.650  from  the  scale,  and  0.002  on  the 
vernier,  making  the  total  reading  1.652  inches.  This  instru- 
ment is  useful  for  accurate  measurements  of  great  variety;  the 
especial  form  shown  in  the  cut  has  a  heavy  base,  so  that  it  will 
stand  in  a  vertical  position  and  may  be  used  as  a  height-gauge. 
To  use  it  as  a  caliper,  the  specimen  to  be  measured  is  placed 
between  the  sliding-jaw  and  the  base ;  the  reading  of  the  vernier 
will  give  the  required  diameter. 

41.  The  Micrometer. — This  instrument  is  used  to  meas- 
ure small  subdivisions.  It  consists  of  a  finely  cut  screw,  one 
revolution  of  which  will  advance  the  point  an  amount  equal  to 
the  pitch  of  the  screw.  The  screw  is  provided  with  a  gradu- 
ated head,  so  that  it  can  be  turned  a  very  small  and  definite 
portion  of  a  revolution.  Thus  a  screw  with  forty  threads  to 
the  inch  will  advance  for  one  complete  revolution  ^  of  an 
inch,  or  25  thousandths.  If  this  be  provided  with  a  head  sub- 
divided to  250  parts,  the  point  would  be  advanced  one  ten- 
thousandth  of  an  inch  by  the  motion  sufficient  to  carry  the 
head  past  one  subdivision; 

The  micrometer  is  often  used  in  connection  with  a  micro- 
scope having  cross-hairs,  and  in  such  a  case  represents  the 
most  accurate  instrument  known  for  obtaining  the  value  of 
minute  subdivisions;  it  is  also  often  used  in  connection  with 
the  vernier.  The  value  of  the  least  reading  is  determined  by 
ascertaining  the  advance  due  to  one  complete  revolution,  and 
dividing  by  the  number  of  subdivisions.  The  total  advance  of 
the  screw  is  equal  to  the  advance  for  one  revolution  multiplied 
by  the  number  of  revolutions  plus  the  number  of  subdivisions 
multiplied  by  the  corresponding  advance  for  each. 

The  accuracy  of  the  micrometer  depends  entirely  on  the 
screw  which  is  used. 

Accuracy  of  Micrometer-screws. — The  accuracy  attained  in 
cutting  screws  is  discussed  at  length  by  Prof.  Rogers  in  Vol.  V. 
of  Transactions  of  American  Society  of  Mechanical  Engineers, 
from  which  it  is  seen  that  while  no  screw  is  perfectly  accurate, 
still  great  accuracy  is  attained.    The  following  errors  are  those 


§42.] 


APPARA  TUS. 


Si 


in  one  of  the  best  screws  in  the  United  States^ expressed  in 
hundred-thousandths  of  an  inch,  for  each  haU-inch  space, 
reckoned  from  one  end.  . 


CORNELL  UNIVERSITY  SCREW. 
Total  Errors  in  Hundred-thousandths  of  an  Inch. 


No.  of  Space. 

Total  Error. 

No.  of  Space. 

Total  Error. 

No.  of  Space. 

Total  Error. 

O 

O 

12 

-    4 

24 

-S 

I 

+  6 

13 

-     7 

25 

-  7 

2 

+  8 

14 

-    9 

26 

-7 
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A  recent  investigation  made  by  the  author  of  the  errors  in 
the  ordinary  Brown  and  Sharpe  micrdmeter-screw,  failed  to 
detect  any  errors  except  those  of  observation,  which  were 
found  to  be  about  4  hundred-thousandths  of  an  inch  for  a 
distance  equal  to  three-fourths  its  length.  The  errors  in  the 
remaining  portion  of  the  screw  were  greater ;  the  total  error 
in  the  whole  screw  being  12  hundred-thousandths  of  an  inch. 
As  the  least  reading  was  one  ten-thousandth,  the  screw  was  in 
error  but  slightly  in  excess  of  the  value  of  its  least  subdivision. 
In  another  screw  of  the  same  make  the  error  was  three  times 
that  of  the  one  described. 

42.  Micrometer  Caliper  consists  of  a  micrometer-screw 
shown  in  Fig.  1 6,  which  may  be  rotated  through  a  fixed  nut. 
To  the  screw  is  attached  an  external  part  or  thimble,  which 
has  a  graduated  edge  subdivided  into  25  parts.  The  fixed  nut 
is  prolonged  and  carries  a  cylinder,  termed  the  barrel,  on  which 
are  cut  concentric  circles,  corresponding  to  a  scale  of  equal  parts, 
and  a  series /of  parallel  lines,  which  form  a  vernier  with  refer- 
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ence  to  the  scale  on  the  thimble,  the  least  reading  of  which  is 
one  tenth  that  on  the  thimble.  If  the  screw  be  cut  40  threads 
per  inch,  one  revolution  will  advance  the  point  0.025  inch  ;  and 
if  the  thimble  carry  25  subdivisions,  the  least  reading  past 
any  fixed  mark  on  the  barrel  would  be  one  thousandth  of  an 
inch. 

By  means  of  the  vernier  the  advance  of  the  point  can  be 
read  to  ten-thousandths  of  an  inch.     Thus  in  the  sketches  of 


THIMBLE 


Pig.  16.— Micrometer  Caliper. 


the  barrel  and  thimble  scales  in  Fig.  16  the  zero  of  the  vernier 
coincides  in  the  upper  sketch  with  No.  7  on  the  thimble ;  but 
in  the  lower  figure  the  zero  of  the  vernier  has  passed  beyond  7, 
and  by  looking  on  the  vernier  we  see  that  the  3d  mark  coincides 
with  one  on  the  thimble,  so  that  the  total  reading  is  0.007  + 
0.0003,  which  equals  0.0073  inch. 

This  number  must  be  added  to  the  scale- reading  cut  on  the 
barrel  to  show  the  complete  reading.  The  principal  use  of  the 
instrument  is  for  measuring  external  diameters  less  than  the 
travel  of  the  micrometer-screw. 

The  Sweet  Measuring-machine. — The  Sweet  measuring- 
machine  is  a  micrometer  caliper,  arranged  for  measuring  larger 
diameters  than  the  one  previously  described.    The  general 
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form  of  the  instrument  is  shown  in  Fig.  17.  The  micrometer- 
screw  has  a  limited  range  of  motion,  but  the  instrument  is  fur- 
nished with  an  adjustable  tail  spindle,  which  is  set  at  each 


observation  for  distances  in  even  inches,  and  the  micrometer- 
screw  is  used  only  to  measure  the  fractional  or  decimal  parts 
of  an  inch.     The  instrument  is  furnished  with   an    external 


Kale,  graduated  on  the  upper  edge  to  read  in  binary  fractions 
of  an  inch,  and  on  the  lower  edge  to  read  in  decimals  of  an 
inch;  this  scale  can  be  set  at  a  slight  angle  with  the  axis  to 
correct  for  any  error  in  the  pitch  of  the  micrometer-screw. 


54  EXPERIMEXTAL  EXGIXEERIXG.  [§  43- 

The  graduated  disk  is  doubly  graduated  ;  the  right-hand  grad- 
uations corresponding  to  those  on  the  lower  side  of  the  scale. 
The  scale  and  graduated  disk  is  shown  in  Fig.  1 8,  and  the  read- 
ings corresponding  to  the  positions  shown  in  the  figure  are 
O.6822,  the  last-number  being  estimated. 

The  back  or  upper  side  of  the  scale,  and  the  left-hand  disk, 
are  for  binary  fractions,  the  figures  indicating  32ds.     Fig.  19 

shows  the  arrangement  of  the  figures. 
Beginning  at  o  and  following  the  line  of 
chords  to  the  right,  the  numbers  are  in 
regular  order,  every  fifth  one  being  counted, 
and  coming  back  to  o  after  five  circuits. 
This  is  done  to  eliminate  the  factor  five 
from  the  ten-thread  screw.  In  Fig.  18  the 
portion  to  the  left  of  o  in  Fig.  19  is  seen. 
The  back  side  of  the  index-bar  is  divided  only  to  i6ths,  the 
odd  32ds  being  easily  estimated,  as  this  scale  is  simply  used  for 
a  " finder;"  thus:  In  the  figure  the  reading  line  is  very  near 
the  \\  mark,  or  six  32ds  beyond  the  half-inch.  This  shows 
that  6  is  the  significant  figure  upon  this  thread  of  the  screw. 
The  other  figures  belong  to  other  threads.  The  figure  6  is 
brought  to  view  when  the  reading  line  comes  near  this  division 
of  the  scale.  Bring  the  6  to  the  front  edge  of  the  index-bar. 
and  the  measurement  is  exactly  \\  without  any  calculation. 
Thus  every  32d  may  be  read,  and  for  64U1S  and  other  binary 
fractions  take  the  nearest  32d  below  and  set  by  the  interme- 
diate divisions,  always  remembering  that  it  requires  Jive  spaces 
to  count  one. 

43.  The  Cathetometer. — This  instrument  is  used  exten- 
sively to  measure  differences  of  levels  and  changes  from  a 
horizontal  line.  Primarily  it  consists  of  one  or  more  telescopes 
sliding  over  a  vertical  scale,  with  means  for  clamping  the  tele- 
scope in  various  positions  and  of  reading  minute  distances. 
The  one  shown  in  the  engraving  (Fig.  20)  consists  of  a  solid 
brass  tripod  or  base  supporting  a  standard  of  the  same  metal, 
the  cross-section  of  which  is  shown  at  different  points  by  the 
small  figures  on  the   left.     A  sliding-carriage   upon  which  is 
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ired  the  small  levelling  instrument,  and  which  has  also  a 
lier  scale  as  shown,  is  balanced  by  heavy  lead  weights,  sus. 


Pic  *>.   -Th«  CATHtTOMrrtK. 


pended  within  the  brass  tubes  on  either  side  by  cords  attached 
to  the  upper  end  of  the  carriage,  and  passing  over  the  pulleys 
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shown  at  the  top  of  the  column.     The  column  is  made  ver- 
tical by  reference  to  the  attached  plumb-line. 

The  movable  clamping-piece  below  the  carriage  is  fixed  at 
any  point  required,  by  the  screw,  shown  at  its  side,  after  which 
the  telescope  can  be  raised  or  lowered  by  rotating  the  micro- 
meter-screw attached  to  the  clamp.  The  telescope  is  provided 
with  cross-hairs,  which  can  be  adjusted  by  reversing  in  the 
wyes  and  turning  180  degrees  in  azimuth.  The  vertical  scale 
is  provided  with  vernier  and  reading- microscope. 
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CHAPTER   III. 
GENERAL  FORMULAE. 

In  this  chapter  a  statement  is  made  of  the  principal  for- 
mulae required  for  the  experimental  work  in  "  Strength  of 
Materials."  The  full  demonstration  of  these  formulae  is  to  be 
found  in  "Mechanics  of  Engineering,"  by  I.  P.  Church; 
'•  Strength  of  Materials,"  by  D.  V.  Wood  ;  "  Materials  of  Con- 
struction/' by  R.  H.  Thurston:  N.  Y.,  J.  Wiley  &  Sons. 

44.  Object  of  Experiments. — The  object  of  experiments 
relating  to  the  "  Strength  of  Materials  "  is  to  ascertain,  firstly, 
the  resistance  of  various  materials  to  strains  of  different  char- 
acter: secondly,  the  characteristics  which  distinguish  the 
different  qualities,  i.e.,  the  good  from  the  bad  :  thirdly,  experi- 
mental proof  of  the  laws  deduced  theoretically;  fourthly, 
general  laws  of  variation,  as  dependent  on  form,  material,  or 
quality. 

The  following  methods  of  testing  are  ordinarily  employed  : 
(1)  by  tension  or  pulling;  (2)  by  compression;  (3)  by  trans- 
verse loading;  (4)  by  torsion:  ($)  by  impact:  (6)  by  repeated 
loading  and  unloading,  or  fatigue. 

45-  Definitions. — Stress  is  the  distributed  force  applied  to 
the  material ;  it  may  be  internal  or  external. 

Stress  is  of  two  kinds,  normal  or  direct,  and  shearing  or 
tangential*  the  latter  force  acting  at  right  angles  to  the  first. 
A  direct  stress  on  an  element  is  always  accompanied  by  a 
shearing  stress,  which  tends   to  move  the   particles  at  right 
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angles  to  the  line  of  action  of  the  force.  This  is  well  shown  in 
the  simple  break  by  tension,  in  which  case  the  particles  are  not 
only  pulled  apart,  but  they  are  moved  laterally,  since  the  break 
is  accompanied  with  an  elongation  of  the  original  specimen, 
and  a  corresponding  reduction  in  area  of  the  cross-section. 

Strain  is  the  distortion  of  the  material  due  to  the  action  of 
the  force,  and  within  the  limits  of  elasticity  is  proportional  to 
the  stress. 

Each  stress  produces  a  corresponding  strain. 

Elasticity  is  the  property  that  most  materials  have  of  re- 
gaining their  original  form  when  the  forces  acting  on  them  are 
removed.  This  property  is  possessed  only  to  a  limited  extent, 
and  if  the  deformation  or  strain  exceeds  a  certain  amount,  the 
material  will  not  regain  its  original  form. 

The  critical  condition  beyond  which  the  body  cannot  be 
strained  without  a  permanent  distortion  or  set  is  termed  the 
elastic  limit ;  this  point  is  gradually  reached  in  most  materials, 
and  is  indicated  by  an  increase  in  the  increment  of  strain  due 
to  a  constant  increment  of  stress. 

Rigidity  or  stiffness  is  the  property  by  means  of  which 
bodies  resist  change  of  form. 

The  coefficient  of  ultimate  strength  is  the  number  of  pounds 
per  square  inch  required  for  rupture,  and  is  obtained  by  calcu- 
lation from  the  known  area  and  actual  breaking-load.  The  co- 
efficient of  strength  at  the  elastic  limit  is  the  number  of  pounds 
per  unit  of  area  acting  upon  the  material  when  a  failing  in 
strength  is  shown  by  an  increased  increment  of  distortion  for 
an  equal  increment  of  load. 

The  resilience  is  the  potential  energy  stored  in  the  body, 
and  is  the  amount  of  work  the  material  would  do  on  being  re- 
lieved from  a  state  of  strain.  Within  the  elastic  limit,  it  is  the 
work  done  by  the  force  acting  on  the  body,  and  is  evidently 
equal  at  any  point  to  the  product  of  one  half  the  load,  into  the 
distortion  of  the  piece,  this  latter  being  the  space  passed 
through.  The  ductility  is  the  total  relative  strain ;  it  is 
usually  expressed  in  percentage  of  the  full  length,  and  is 
calculated   for    the   point   of   rupture.      In   connection  with 
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this  should  be  measured  the  reduction  of  area  of  cross-section. 
The  modulus  of  elasticity  is  the  ratio  of  the  stress  per  unit  of 
area  to  the  corresponding  increment  of  distortion.  The 
modulus  of  rigidity  is  the  amount  of  tangential  stress  per 
unit  of  area,  divided  by  the  deformation  it  produces,  expressed 
in  angular  or  it  measure.  The  maximum  load  is  usually  greater 
than  the  load  at  rupture. 

The  safe  load  must  always  be  less  than  the  load  at  the 
elastic  limit,  and  is  usually  taken  as  a  certain  portion  of  the 
ultimate  or  breaking  load.  The  ratio  of  the  breaking-load  to 
the  safe  load  is  termed  a  factor  of  safety. 

The  different  kinds  of  stress,  consequently  the  different 
kinds  of  strain  produced,  are :  Longitudinal,  divided  into  tension 
and  compression  ;  Transverse,  into  shearing  and  bending ;  and 
Twisting  or  Torsional. 

46.  Strain-diagrams  are  diagrams  which  show  the  rela- 
tions which  the  increments  of  strain  bear  to  the  stress.  If  the 
strain-diagrams  of  several  specimens  be  drawn  on  the  same 
sheet,  the  relative  values  of  stress  and  of  strain  at  elastic  limit 
and  at  breaking  can  be  determined  by  inspection.  Within 
the  elastic  limit  the  diagram  will  be  a  straight  line. 

Strain-diagrams  are  constructed  (see  Article  19,  p.  16)  by  lay- 
ing of!  the  strain  on  the  horizontal  axis  to  a  scale  that  is  readily 
apparent  to  the  eye,  and  the  corresponding  loads  as  ordinates 
to  a  convenient  scale,  as  3000  or  5000  pounds  per  inch  :  a  curve 
drawn  through  the  extremities  of  these  various  ordinates  will 
be  the  strain-diagram.  When  no  part  is  perfectly  elastic,  as  in 
cast-iron  or  rubber,  no  portion  of  the  curve  will  be  straight. 

The  general  form  of  the  strain-diagram,  as  drawn  auto- 
graphically,  is  shown  in  Fig.  21.     In  this  diagram  the  strain  is 
represented  by  distances  parallel  to  OX,  the  stress  as  a  certain 
number  of  pounds  per  inch  parallel  to  OY.     For  a  short  dis- 
tance from  O  to  A  the  diagram  is  a  straight  line,  showing  that 
the  increments  of  strain  and  stress  are  uniform;  at  A  there  is 
a  sudden  increase  in  the  strain,  without  a  marked  increase  in 
load,  shown  by  the  curved  line  A  to  £.     The  point  A  is  often 
spoken  of  as  the  yield-point.     In  most  of  the  ductile  materials 
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this  sudden  increase  of  strain  is  accompanied  with  an  apparent 
reduction  of  stress,  as  shown  by  the  curve  from  B  to  C.  This 
reverse  curvature  is  often  well  marked  on  curves  taken  auto, 
matically,  and  is  probably  due  to  the  fact  that  the  increase  in 


Fig.  at.— The  Strain-diagram. 

strain  is  so  great  that  the  scale-beam  of  the  machine  falls  until 
the  stress  is  increased.  The  curve  then  continues  to  rise,  reach- 
ing its  maximum  position  at  D%  and  falling  soon  after  when 
the  specimen  breaks,  as  shown  at  E. 

47.  Viscosity  or  Plasticity. — This  is  the  term  applied  to 
denote  the  change  of  form  or  flow  that  results  from  the  appli- 
cation of  stress  for  a  long  time.  It  is  the  result  of  internal 
molecular  friction,  and  the  resistance  exerted  is  proportioned 
to  the  rapidity  of  the  change.  The  definition  of  viscosity  is 
given  by  Maxwell  (see  Theory  of  Heat)  as  follows :  "  The  vis- 
cosity of  a  substance  is  measured  by  the  tangential  or  shearing 
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force  on  the  unit  of  area  of  either  of  two  horizontal  planes  at 
the  unit  of  distance  apart,  one  of  which  is  fixed,  while  the 
other  moves  with  the  unit  of  velocity,  the  space  between  being 
filled  with  the  viscous  substance/1 

Let  the  substance  be  in  contact  with  one  fixed  plane  and 
with  one  plane  moving  with  the  velocity  v ;  denote  the  dis- 
tance between  the  planes  by  c.  Let  F  be  the  coefficient  of 
shearing-force,  or  the  force  per  unit  of  area  tending  to  move 
the  substance  parallel  to  either  plane.  Let  M  be  the  coefficient 
of  viscosity. 

Then  we  have 

^="7 (0 

If  we  let  b  =  the  breadth  and  a  the  length  of  the  plane 
and  R  the  total  force  acting, 

R  =  abF. 

Hence 

_cF__cR 

z/  ~"  vab  * 

When  c,  af  and  b  each  equal  unity, 

M  =  R. 

If  i?  is  the  moving  force  that  would  generate  a  certain  velocity     I 
^in  the  mass  M  in  time  /,  R  will  equal  Mv  -5-  / ;  from  which 


Mvc 


*1I  of  which  quantities  may  be  determined  by  experiment, 
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Breaking-load  for  round-ended  or  two-pin  column, 

Pt  =  FC+  (i+4/8^) (12*) 

Breaking-load  for  one  round  end  and  one  square  end  or  pin 
and  square  end, 


*  =  rc+(i +  £/»£) (i2 


9     k 


i>) 


Value  of  Coefficients  as  given  by  Rankine. 


Coefficients. 


C  in  pounds  per  sq.  inch 
j3  (abstract  number) 


Cast-iron. 


80000 
I  -*-  6400 


Wrought-iron. 


36000 
I  -f-  36000 


Timber. 


7200 
I  -*-  3000 


Notation  in  above  Formulas. 
F  =  area  in  square  inches. 
/=  length  in  inches. 
K  =  radius  of  gyration. 
K*  =  /  -T-  F.     See  page  68  for  values  of  /. 
In  case  the  modulus  of  elasticity  is  required,  Euler's  for- 
mula should  be  used ;  in  this 


//! 


P."  =  Elit1  -5-  / 


lor  round-ended  columns,  in  which  I"  =  I  —  X, 


_  p."(i-\y 


(13) 


For  a  column  with  flat  ends, 


Px"  =  4EIn*  h-  /'" ;     /"  =  /-\.    .     .     .  (i3„) 

For  a  column  with  one  pin  or  round  end  and  the  other  end 
square, 

/>"  =  \EIn*  +  l"\      l"  =  l-\.    .     .     .(13*) 

Euler's  formula  has  only  been  approximately  verified  by 
experiment. 
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£2.  Transverse  Stress. — TJuory. — fn  case  if  transverse 
^tre-s  the  fore*?.  >r  ♦  .romnonent  of  the  force.  .5  .ujniied  .xr  richr 
^rialf^  *o  the  r>nnc;nai  iimensions  of  the  material.  The 
mat* -rial  is  generally  in  the  form  of  a  beam,  and  the  itnuns 
rtrtviiuvd  make  the  beam  assume  a  concave  form  with  refer- 
'■nee  to  the  direction  of  the  force  uiniied.  "Hie  result  of  this 
:«;  :%  compression  of  the  fibres  nearest  the  force,  and  a  corre- 
>TV>nriin£  elongation  of  those  farthest  awav.  The  fibres  of 
the  beam  not  strained  or  'ieiormed  by  any  longitudinal  farce 
lie  in  vhat  is  called  the  neutral  axis*  Tlie  curve  which  the 
neutral  «xis  Aftwimes  due  to  the  forces  acting  is  termed  the 

Tlie  weight  carried  tends  to  rapture  the  beam  at  right 
angles  to  the  neutral  axis:  this  stress  is  enuai  to  the  resultant 
force  acting  at  any  point,  and  is  termed  the  transverse  sjuot* 
In  addition  to  this  there  is  a  shearing-force  tending  to  move  the 
fibre*  of  the  beam  with  reference  to  each  other  in  a  longitudi- 
nal direction,  which  in  termed  paralLl  riuar;  this  force  is  a 
small  one  compared  with  the  other  forces,  and  for  that  reason 
is  difficult  to  measure  exoerimentailv. 

Formula. —  lt\  this  case  the  external  load  is  applied  with  an 
arm.  and  tend*  to  produce  rotation  :  the  resuit  is  termed  the 
Moment  of  Flexure  or  BendinGf-moment.  which  is  denoted  bv  J/. 

The  internal  moment  of  resistance  is  equai  to  //"-=-  e,  in 
which  p  equal*  the  intensity  of  strain  on  the  outermost  fibre 
of  the  piece,  /  equals  the  moment  of  inertia,  e  equals  the 
d  Ufa  nee  of  the  outermost  fibre  to  the  neutral  axis.  Since 
th^v,  momenta  must  be  equal,  we  have 

M  =  pI-?-e, (14) 

which  formula  may  be  used  for  strength.     We  also  have 

£f+fi  =  M, (15) 

whii.h  may  be  used  for  flexural  stiffness  ( Church's  Mechanics. 

PW     2tf>).    in     which    p  =  radius    of    curvature  =  I  -5-  ^-5 
approximately). 
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Hence 

±EI^  =  M, (16) 

which  is  the  differential  equation  of  the  elastic  curve. 

To  find  the  external  moment  Mt  consider  the  beam  as  a 
lever,  subject  to  action  of  forces,  only  on  one  side  of  the  free 
section.  If  we  consider  A  as  the  amount  carried  by  any  abut- 
ment, or  the  resistance  acting  at  one  end,  x  the  distance  to  the 
free  section,  W  the  weight  of  any  load  or  loads  between  the 
abutment  and  the  free  section,  and  x'  the  distance  of  the  point 
of  centre  of  gravity  of  these  loads  to  the  free  section,  then  by 
the  principles  of  moments  we  have  the  general  equation 

M=Ax-  Wx\    ......     (17) 

In  problems  relating  to  the  elastic  curve  assume  the  general 
differential  equation 

Find  the  numerical  value  of  M  expressed  in  terms  of  one 

dimension  of  the  beam  as  variable.     Thus,  as  above,  M  =  Ax 

—  Wx.     Select  the  origin  of  co-ordinates  in  such  a   position 

that  the  constants  of  integration  can  be  determined.     Then 

dy 
integrate.    The  first  integration  will  give  the  value  of  ~-  or 

the  tangent  of  the  elastic  curve ;  the  second  integration  will 
give  y,  the  ordinate  to  the  elastic  curve. 

The  parallel  shear  is  maximum  in  the  neutral  axis,  and  de- 
creases either  way  proportionally  to  the  ordinates  of  a  parabola. 

The  value  of  the  parallel  shear  per  unit  of  section  in  the 
neutral  axis  is 

area  above  neu-  \        I  the  distance  of  its 

tral   axis   (or  V  X -<      centre  of  gravity  }- ;  (18) 
below)  )        (      from  that  axis. 
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in  which  /  is  equal  to  the  moment  of  inertia,  J  the  total  trans- 
verse shear,  and  b%  the  thickness  of  beam  in  the  neutral  axis. 

In  the  ordinary  cases  of  shearing-force s,  such  as  act  on 
rivets  or  pins,  the  intensity  is  uniform  :  this  case  is  considered 
later. 

The  following  tables  of  moments  of  inertia,  of  transverse 
loads,  and  of  external  moments  will  be  useful  in  working  up 
the  results  of  the  experiments. 

TABLE   NO.    I. 
Moments  of  Inertia. 


Ordinary  Moment. 


Rectangle,  width  t>,  depth  h iV** 

Hollow  rectangle,  symmetrical tV^»3  ~~  *»*»*) 

Triangle,  width  =  bt  height  =  h. .  iV/*1 

Circle  of  radius  r I  ±itr* 

Ring  of  concentric  circles i*Ci4  —  ^4) 

Rhombus  h  =  vertical  diagonal —  -fabh* 

Square  with  side  (b)  vertical ,  fab* 

(*)at45' A*4 


«< 


Polar  Moment. 


WW+x*) 


Max.  Fibre 
Di»L 

e 


r 

n 


TABLE   NO.    II. 
Formulas  for  Transverse  Loads. 


Deflection  =  d 

Maximum  fibre-strain  / 

Safe  load 

Coefficient  R* 

Relative  strength,  equal  length 

Relative  stiffness,  equal  load 

"         safe  load 

Modulus  elasticity.  

Max.  shear 


Cantilhvkhs. 


With  one  End 
Load  P  -. 

Wt.  of  Beam 
neglected. 


\Pfl 
Pl*-t 
R'l- 
PU-t 


}-Ef 

r 

■  u 
I 


With  Uni- 
form Load. 
W=wl. 


WP  +  EI 

Wl*  -+-  a/ 


PP  +  jJf     I     Wl*-t-Ml 
P  at  support  W  at  support 


Beams  with  Two 

Sl'PI'uKTS. 


Load  P.  in  r  .fofiii 

Middle.      I  LTn,fo.rm 

Wt.  of  Beam  jb~-, 

neglected.  '  ~"  wim 


&PI*  -t-  El 

*hirp  -*-ei 

PU  +  +I 

Wit  ■+■  8/ 

4/i'I  +  l* 

wf-t-i* 

PU++I 

wu-*-u 

4 

8 

x6 

4" 

4 

V 

PP+4MI 

iWP-*-&ldt 

i/'at  supp't  '  \W at  suppl 
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53.  Moment  of  Inertia  by  Experiment. — If  the  body  can 
be  suspended  on  a  knife-edge  so  that  it  can  be  oscillated  back- 
ward and  forward  like  a  pendulum,  its  moment  of  inertia  can  be 
found  as  follows :  First,  balance  the  body  on  a  knife-edge,  and 
find  experimentally  the  position  of  its  centre  of  gravity;  denote 
the  distance  of  the  centre  of  gravity  from  the  centre  of  suspen- 
sion by  5.     Weigh  the  body,  and  compute  its  mass  M\  denote 
its  weight  by  W.     Suspend  the  body  on  the  knife-edge,  and  set 
it  swinging  through  a  very  small  arc ;  find  the  time  of  a  single 
vibration,  by  allowing  it  to  swing  for  a  long  time  and  divid- 
ing by  the  number  of  vibrations.     Let  /  equal  the  time  in 
seconds  of  a  single  vibration  or  beat ;  let  K  equal  radius  of 
gyration,  so  that  MIC  equals  moment  of  inertia. 

Then,  by  mechanics, 

Af=  W  +  g\ 


*MJC  =  ^; 


or,  by  reduction, 


**  =  $ (.9) 


In  this  equation  Kis  reckoned  from  the  point  of  suspension, 
and  the  moment  of  inertia  is  the  moment  around  the  point  of 
suspension. 

The  moment  of  inertia  about  a  parallel  axis  through  the 
centre  of  gravity,  may  be  denoted  by  MKe*9  and  we  shall  have 


MKe%  +  MS%  =  MK% ; 


•See  Wdsbach,  Vol.  I.,  page 662. 
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from  which 
and 

mk;  =  M(/c  -  s*). 

54.  Shearing-strain. — This  strain  acts  in  a  transverse 
direction,  without  an  arm,  and  thus  tends  to  produce  a  square 
break;  it  acts  uniformly  over  the  whole  section,  so  that 

P=SF;   S=P+F. (20) 

The  strain  produces  on  the  molecules  of  the  material  an 
angular  distortion,  which  is  usually  expressed  in  n  measure,  or 
the  linear  length  of  the  degree  of  distortion  to  a  radius  unity, 
and  is  denoted  by  #. 

Let/,  be  the  stress  per  square  inch. 

E$=pt  +  6 (21) 

Et  is  termed  the  modulus  of  rigidity. 

The  coefficient  of  shearing-strength  5  can  be  obtained  by 
direct  experiments,  by  using  the  specimen  in  the  form  of  pins 
or  rivets  holding  links  together,  the  links  being  fitted  to  go  in 
the  machine  like  tensile  specimens,  and  tensile  force  applied  ; 
if  the  specimen  is  a  plate,  its  resistance  to  shearing-strain  can 
be  found  by  forcing  a  punch  through,  as  in  compression- 
strains.  The  angular  distortion  cannot  be  measured  directly, 
but  may  be  determined  by  tests  in  torsion,  as  described. 

55.  Torsion. — The  strain  produced  by  torsion  is  essentially 
a  shearing-strain  on  the  elements  of  the  specimen.  The  effect 
of  torsion  is  to  arrange  the  outer  fibres  of  the  specimen  into 
the  form  of  helices,  as  can  readily  be  seen  by  examining  a  test- 
piece  broken  by  torsion  stress ;  each  one  of  these  fibres  makes 
an  angle  with  its  original  position  or  axis  of  the  piece,  equal 
to  its  angular  distortion,  or  tf,  which  is  expressed  in  n  measure. 
This  has  the  effect  also  of  moving  any  particle  in  the  surface  of 
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the  specimen,  through  an  angle  lying  in  a  plane  perpendicular 
to  the  axis  and  with  its  vertex  in  the  axis.  This  last  angle  is 
called  a.  Letting  /  equal  the  length  of  the  specimen,  c  equal 
its  radius,  we  have,  neglecting  functions  of  small  angles, 

ea  =  I6y (22) 

from 

6  =  ea  -f-  /. (22a) 

But  since  2? ,  =  p,  -5-  $, 

E,^=p,l -T-  ea; (22*) 

from  which  E, ,  the  modulus  of  rigidity,  may  be  computed. 
Since  the  external  moment  of  forces  is  equal  to  the  internal 
moment  of  resistance,  if  we  let  P  equal  the  external  load,  a  its 
lever-arm,  and  Ip  the  polar  moment  of  inertia,  we  will  have 

Pa  =  (/,/,)  -  e, (23) 

from  which 

ps  =  Pze  +  Ip {24) 

For  a  circular  rod  of  radius  r, , 

Ia  =  — — ,  also  e  =  r. 

F         2 

Let  the  external  moment  Pa.  =  Mt .     Then 


2     ' 


4.  -2M> 
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The  torsional  resilience,  or  work  done,  will  equal  the  aver- 
age load  multiplied  by  the  space,  or 

U,=iP^a. (25) 

56.  Modulus  of  Rigidity  of  a  Wire  by  swinging  under 
Torsion. — The  transverse  modulus  of  elasticity,  or  the  modu- 
us  of  rigidity,  can  be  determined  by  hanging  a  heavy  weight 
)n  the  wire,  and  swinging  it  around  a  vertical  axis  passing 
hrough  its  point  of  suspension.  Let  /equal  its  length  in  feet, 
'  its  radius  in  feet,  Ip  the  polar  moment  of  inertia  of  the  swing- 
ng  weight,  /  the  time  in  seconds  of  an  oscillation.  Let  E, 
>e  the  modulus  of  rigidity.     Then 

£t  =  ^L (26) 

57.  Relation  of  E,  and  Et . — Let  the  distortion  in  direc- 
tion of  the  stress  equal  e,  the  angular  lateral  distortion  =  Sy  the 
lineal  lateral  distortion  =  m  ;  then 

.      f    o       &\       I  —  ** 

tan  [45 = - —  =  I  —  tn  —  e,  nearly. 

V  2/        I  +  e 

But  since  6  is  small, 


tan  [45  ° J  =  1  —  d,  nearly. 


Hence,  by  substituting, 


Now 


Et  =  >   and    £.  =  *>; 

€  6 
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Hence 

E$      e  e 


Et     26       2(m  +  e)- 

In  cast-iron,  by  experiment,  Prof.  Bauschinger  found  for 
cast-iron  m  =  .235 ;  hence  for  this  case  Eg  =  0407^. 

58.  Combination  of  Two  Stresses.  Intensity  of  combined 
Shearing*  and  normal  Stress. — Let  q  be  the  intensity  of  the 
shearing-stress,  which  acts  on  the  transverse  section  and  on  a 
parallel  section,  and  let/  be  the  intensity  of  the  normal  stress 
on  the  transverse  section ;  it  is  required  to  find  a  third  plane 
such  that  the  stress  on  it  is  wholly  normal,  and  to  find  r  the 
intensity  of  that  stress ;  let  this  plane  make  an  angle  0  with 
the  transverse  section.     Then,  from  equilibrium  of  forces, 

(r  —  /)  cos  6  =  q  sin  0,     and     r  sin  6  =  q  cos  0. 
Hence  <f  =  r(r  —  p\ 

tan  20  =  2q -?- p (2]) 


r  =  ifi±  ♦V  +  i/ (28) 

58a.  Twisting  combined  with  Longitudinal  Stress.— In 
a  circular  rod  of  radius  rx ,  a  total  longitudinal  force  .Pin  the 
direction  of  the  axis  gives  a  longitudinal  normal  stress 

px  =  P^r  area  =  p  -r-  nr?. 

A  twisting-couple  M  applied  to  the  same  rod  gives  a  shearing- 
stress  whose  greatest  intensity 

qx  =  2 Mt  -r-  nr*. 


Encyc.  Britannica,  art.    "  Strength  of  Materials." 
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The  two  together  give  rise  to  a  pair  of  principal  stresses,  as 
above, 


P   ^      /f2MV  .     P*  ,    , 

=^±v^+^r (29) 


59.  Twisting  combined  with  Bending. — This  important 
practical  case  is  realized  in  a  crank-shaft. 

Let  P  be  the  force  applied  to  the  crank-shaft ;  let  R  be  the 
radius  of  the  crank-shaft ;  let  B  equal  the  outboard  bearing, 
or  the  distance  between  the  plane  of  revolution  of  the  centre 
of  the  crank-pin  and  the  bearing. 

If  we  neglect  the  shearing-force,  there  are  two  forces  acting: 
a  twisting-force  Mv  =  PR,  and  bending-moment  M%  =  PB. 
The  stresses  per  unit  of  area  on  the  outer  fibre  would  be/,  = 
4^i  •*-  nr\  0n  which  r,  is  the  radius  of  the  crank-shaft)  from 
formulae  for  transverse  strength,  and  pt  =  2MX  -r-  nr*  from  for- 
mula for  torsion. 

Combining  these  as  in  equation  (27),  we  find  for  the  prin- 
cipal stress 


r  =  2(Af%  ±  VM?  +  M?)  -5-  nrx\ 
By  substituting  values  of  Mx  and  M% , 


r  =  2J\B±\/Bt  +  Rt)+nrlt (30) 

The  greatest  shearing-stress  equals 


p,  =  2PVBt+R'  +  7rrl* (31) 

The  axes  of  principal  stresses  are  inclined  so  that 

tan  26  =  Mx  -^  M%  =  R  -=-  B (32) 
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60.  Thermodynamic  Relations.* — Therm odynamictheoiy 
shows  that   heat   is   absorbed   when   a  solid    is  strained  by  j 
opposing  and    is    given    out   when   it   is   strained    by  yield-    ■ 
ing  to  any  elastic  force  of   its  own,  the   strength  of  which 
would   diminish    if    the    temperature   were    raised.      As,   for 
example,  a   spiral   spring  suddenly   drawn   out   will  become 
lower  in   temperature,  but  when  suddenly  allowed  to  draw    < 
in  will  rise  in  temperature.     With  an  india-rubber  band  the 
reverse  condition  is  true,  which  indicates  that  the  effect  of 
heat  is  to  contract  instead  of  to  expand  the  rubber.     From 
this  theory  the  rise  in  temperature  can  be  calculated  for  a 
given  strain.     Thus  let  /  equal  the  absolute  temperature  of  the    J 
body;  0  the  elevation  of  temperature  produced  by  sudden 
specific  stress/ ;  let  e  equal  the  corresponding  strain  ;  J  Joule's 
equivalent ;   k  the  specific  heat  of  the  body  under  constant 
stress ;  d  its  density.     Then 

°=w Csa) 

in  which  both  e  and/  are  infinitesimal,  or  very  small  quantities. 

■ ■ ■ 

*  See  paper  by  Wm.  Thomson  in  Philosophical  Magazine  1877,  also  toI. 
in,  page  814,  ninth  edition  Encyc.  Britannica. 


CHAPTER  IV. 
STRENGTH  OF  MATERIALS— TESTING-MACHINES. 

61.  General  Description. — The  testing-machine  consists 
essentially  of  a  weighing  device,  head  and  clamps  for  holding 
the  specimen,  apparatus  for  applying  the  power  to  strain  the 
specimen,  and  a  frame  to  hold  these  parts  together  and  to  re- 
sist the  stress  caused  by  a  rupture  of  the  specimen.  Some 
testing-machines  have  in  addition,  or  as  a  substitute  for  the 
weighing  device,  means  for  producing  an  autographic  record  of 
the  strain.  The  same  machine  is  frequently  adapted  for  ten- 
sile, compressive,  and  transverse  strains. 

The  testing-machines  of  recent  construction  generally  have 
a  platform,  to  which  is  rigidly  connected,  by  cast-iron  columns, 
a  fixed  head  in  which  is  a  rectangular  opening,  the  platform 
and  fixed  head  being  a  portion  of  the  weighing  system ;  inter- 
mediate between  these  and  connected  by  rods  to  the  power 
system  is  a  head,  which  is  adjustable,  to  accommodate  sped* 
mens  of  different  length.     If  the  specimen  is  to  be  pulled  apart, 
it  is  held  by  clamps  between  the  upper  fixed  head  and  the 
movable  one ;  if  it  is  to  be  compressed  or  broken  transversely, 
it  is  held  by  suitable  supports  between  the  movable  head  and 
the  lower  platform.     In  most  machines  the  specimen  is  vertical 
for  tension  or  compression  tests,  and  such  machines  are  termed 
vertical  machines.     Vertical  machines  are  now  generally  pre- 
ferred to  horizontal  ones,  as  they  take  less  room  and  are  some- 
what more  convenient  in  form. 

62.  Weighing  System. — The  weighing  system  in  the  pres- 
ent English  machines,  and  in  former  ones  built  in  this  country, 
consists  of  a  single  lever  or  scale-beam,  along  which,  can  be 

78 
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moved  a  poise,  and  which  can  be  connected  by  one  or  more 
levers  to  the  test  specimen.  Such  machines  are  objectionable 
principally  from  the  space  occupied. 

The  weighing  device  in  nearly  all  recent  machines  consists 
of  a  series  of  levers,  arranged  very  much  as  in  platform-scales, 
finally  ending  in  a  graduated  scale-beam  over  which  a  poise  is 
made  to  move.  The  machines  are  usually  so  constructed  that 
the  effect  of  the  strain  on  the  specimen  is  transmitted  into 
a  downward  force  acting  on  the  platform,  and  the  effect  of 
a  given  stress  is  just  the  same  as  a  given  load  on  the  plat- 
form. 

The  weighing-levers  usually  consist  of  cast-iron  beams  car- 
rying hardened  steel  knife-edges,  which  in  turn  rest  on  har- 
dened-steel bearing  plates.  This  is  the  system  adopted  by  most 
scale-makers  for  their  best  scales. 

In  the  Emery  testing-machines,  which  are  especially  noted 
for  their  accuracy  and  sensitiveness,  the  knife-edges  and  bear- 
ing plates  are  replaced  by  thin  plates  of  steel,  the  flexibility  of 
which  permits  the  necessary  motion  of  the  levers. 

The  weighing  device  should  be  accurate,  and  sufficiently  sen- 
sitive to  detect  any  essential  variation  in  the  stress.  The 
amount  of  sensitiveness  required  must  depend  largely  on  the 
purposes  of  the  test.  An  amount  less  than  one  tenth  of  one 
per  cent  will  rarely  make  any  appreciable  difference  in  the  re- 
sult, and  probably  may  be  taken  as  the  minimum  sensitiveness 
needed  for  ordinary  testing.  Means  should  be  provided  for 
calibrating  the  weighing  device.  This  can  be  done,  in  the  class 
of  machines  under  consideration,  by  loading  the  lower  platform 
with  standard  weights  and  noting  the  corresponding  readings 
of  the  scale-beams.  Testing-machines  may  be  calibrated  with  a 
limited  number  of  standard  weights,  by  the  use  of  a  test- 
specimen,  which  is  not  to  be  strained  beyond  the  elastic  limit. 
The  weights  are  successively  added  and  removed,  and  strain  is 
maintained  on  the  test-piece,  equal  to  the  reading  on  the  cali- 
brated portion  of  the  scale-beam. 

63.  Tlie  Frame. — The  frame  of  the  machine  must  be 
sufficiently  heavy  and  strong  to  withstand  the  shock  produced 
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by  a  weight  equal  to  the  capacity  of  the  machine  suddenly  ap- 
plied. 

The  weighing  levers  must  sustain  all  the  stress  or  force  act- 
ing on  the  specimen,  without  sufficient  deflection  to  affect 
accuracy  of  the  weighing,  and  the  frame  must  be  able  to  sus- 
tain the  shock  consequent  upon  the  sudden  removal  of  the 
load,  due  to  breaking,  without  permanent  set  or  deflection. 

64.  Power  System. — The  power  to  strain  or  rupture  the 
specimen  is  usually  applied  through  the  medium  of  a  train  of 
gears  or  by  a  hydraulic  press,  operated  by  power  or  hand. 
The  hydraulic  machine  is  very  convenient  when  the  stress  is 
less  than  50,000  pounds;  but  if  there  is  any  leakage  in  the 
valves,  the  stress  will  be  partially  relieved  the  instant  the  pump 
ceases  to  operate,  and  difficulty  may  be  experienced  in  ascer- 
taining the  stretch  for  a  given  load. 

65.  Shackles. — The  shackles  or  clamps  for  holding  the 
specimen  vary  with  the  strain  to  be  applied.  These  clamps  for 
tension  tests  usually  consist  of  truncated  wedges  which  are  in- 
serted in  rectangular  openings  in  the  heads  of  the  testing-ma- 
chines, and  between  which  the  specimen  is  placed.  The  inte- 
rior face  of  the  wedges  is  for  flat  specimens  plane  and  serrated, 
but  for  round  or  square  specimens  it  is  provided  with  a  trian- 
gular or  V-shaped  groove,  into  which  the  head  of  the  specimen 
is  placed.  When  the  strain  is  applied  to  the  specimen  these 
wedges  are  drawn  closer  together,  exerting  a  pressure  on  the 
specimen  somewhat  in  proportion  to  the  strain  and  often  in- 
jurious to  its  strength.  In  tensile  testing  it  is  essential  to  the 
correct  determination  of  the  strength  of  the  specimen  that  the 
force  shall  be  applied  axially  to  the  material ;  in  other  words,  it 
shall  have  no  oblique  or  transverse  component.  This  requires 
that  the  wedge  clamps  shall  be  parallel  to  the  specimen,  and 
that  the  heads  which  contain  the  clamp  shall  separate  in  a 
right  line  and  parallel  to  the  specimen. 

This  construction  is  well  shown  in  the  following  description 
of  the  clamps  used  in  the  Olsen  and  Riehle  testing-machines. 

A  plan  and  section  of  the  draw-heads  used  with  the  Olsen 
machine  is  shown  in  Fig.  23.     The  small  numbers  refer  to 
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the  same  part  in  each  view,  and  also  in  Figs.  29  to  33,  so  that 
any  part  can  be  easily  identified  ;  60,  59  is  a  counterbalanced 
lever  used  to  prevent  the  wedges  falling  out  when  the  strain 
is  relieved;  63,63,15  a  screw  connected  to  a  plunger  for  ad- 
justing the  space  into  which  the  wedge-clamps  are  drawn.  A 
lateral  motion  of  the  specimen  is  obtained  by  unscrewing  on 
one  side  and  screwing  up  simultaneously  on  the  other  side: 


this  adjustment  is  of  advantage  in  some  instances  in  centering 
the  specimen.  For  use  of  the  other  parts  shown  in  Fig.  20,  see 
Art.  64,  page  91. 

The  clamps  used  by  Riehle  Brothers  for  holding  flat  speci- 
mens are  shown  in  Fig.  24  and  Fig.  25,  as  follows : 
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Fig.  24a  is  a  plan  of  wedge-clamp,  with  specimens  i 
position;  CC,  curve-faced  wedges;  D,  specimens;  e  is  a  pi 
that  is  used  to  guide  the  specimen  to  the  centre  of  the  testing 
tools. 


Ficu*. 


Fig.  25  is  a  sectional  view  of  same.  Fig.  24  is  a  view  of 
the  wedge-faced  clamp.  The  inclination  of  the  surfaces  of  the 
wedges  are  exaggerated  in  the  drawings, so  as  to  distinctly  set 
forth  their  features. 

Wedges  have  been  made  with  spherical  backs,  and  a  por- 
tion of  the  draw-heads  mounted  on  ball  surfaces  in  order  to 
insure  axial  strains.  Special  holders  into  which  screw-threads 
have  been  cut  have  been  used  with  success,  and  in  many 
instances  the  specimens  have  been  fastened  to  the  draw-heads 
by  right  and  left  threaded  screws, 

66.  Specifications  for  Government  Testing-machine.— 
The  large  machine  in  use  by  the  United  States  Government  at 
the  Watertown  Arsenal  was  built  by  Albert  H.  Emery.  The 
machine  is  not  only  of  large  capacity,  but  is  extremely  delicate 
and  very  accurate.  A  perspective  view  of  the  machine  is 
shown  in  Fig.  22. 

The  requirements  of  the  United  States  Government  as  ex- 
pressed in  the  specifications,  which  were  all  successfully  met, 
were  as  follows : 
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1st.  A  machine  with  a  capacity  in  tension  or  compression 
of  800,000  pounds,  with  a  delicacy  sufficient  to  accurately  reg- 
ister the  stress  required  to  break  a  single  horse-hair. 

2d.  The  machine  should  have  the  capacity  of  seizing  and 
giving  the  necessary  strains,  from  the  minutest  to  the  greatest, 
without  a  large  number  of  special  appliances,  and  without 
special  adjustments  for  the  different  sizes. 

3d.  The  machine  should  be  able  to  give  the  stresses  and 
receive  the  shocks  of  recoil  produced  by  rupture  of  the  speci- 
men without  injury.  The  recoil  from  the  breaking  of  a  speci- 
men which  strains  the  machine  to  full  capacity  may  amount 
to  800,000  pounds,  instantly  applied.  The  machine  must  bear 
this  load  in  such  a  manner  as  to  be  sensitive  to  a  load  of  a 
single  pound  placed  upon  it,  without  readjustment,  the  next 
moment. 

4th.  The  parts  of  the  machine  to  be  at  all  times  accessible. 

5th.  The  machine  to  be  operated  without  excessive  cost. 

67.  Description  of  Emery  Testing-machine. — These  ma- 
chines are  now  constructed  by  Wm.  Sellers  &  Co.  of  Phila- 
delphia, under  a  license  from  the  Yale  &  Towne  Mfg.  Co.  of 
Stamford,  Conn. 

The  following  description  will  serve  to  explain  the  principle 
on  which  the  machine  acts  : 

The  machine  consists  of  the  usual  parts:  1.  Apparatus 
to  apply  the  power.  2.  Clamps  for  holding  the  specimen. 
3.  The  weighing  device  or  scale. 

1.  The  apparatus  for  applying  power  consists  of  a  large  hy- 
draulic press,  which  is  mounted  on  wheels  as  shown  in  the  en- 
gravings, Fig.  22  and  Fig.  26,  and  can  be  moved  a  greater  or 
less  distance  from  the  fixed  head  of  the  machine.  Two  large 
screws  serve  to  fix  or  hold  this  hydraulic  press  in  any  position 
desired,  according  to  the  length  of  the  specimen :  and  when 
rupture  is  produced  the  shock  is  received  at  each  end  of  these 
screws,  which  tend  to  alternately  elongate  and  compress,  and 
take  all  the  strain  from  the  foundation. 

2.  Clamps  for  holding  the  specimen.    These  are  peculiar  to 
the  Emery  machine,  and  are  shown  in  Fig.  26  in  section.    This 


i 
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figure  also  shows  a  section  of  the  fixed  head  of  the  machine, 
and  a  portion  of  the  straining- press,  with  elevation  of  the 
holder  for  the  other  end  of  the  specimen. 

The  clamps,  numbered  1484  in  Fig.  26,  are  inserted  between 
two  movable  jaws  (1477),   which  are   pressed  together   by  a 


hydraulic  press  (1480),  resting  on  the  fixed  support  (1476).  By 
this  heavy  lateral  pressure  force  equal  to  1,000,000  pounds  can 
be  applied  to  hold  the  specimen.  The  amount  of  this  force  is 
shown  by  gauges  connected  to  the  press  cylinder,  and  can  be 
regulated  as  required. 
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For  the  vertical  machines  these  shackles  or  holders  are  ar- 
ranged so  as  to  have  sufficient  lateral  motion  to  keep  in  the 


line  of  the  test-piece. 

3.  The  weighing  device.     This  is  the  especial  peculiarity  of 


§  67.]    STRENGTH  OF  MATERIALS— TESTING-MACHINES.       87 

the  Emciy  machine:  instead  of  knife-edges,  thin  plates  of 
steel  are  used,  which  arc  flexed  sufficiently  to  allow  the  neces- 
sary motion  of  the  levers.     The  steel  used  varies  from  0.004  to 


05  inch  thick,  and  the   blades  are   so  wide  that  the  stress 
>es  aot  cxcfJ-d  40,000  to  60.000  pounds  per  square  inch. 

Fig-  31  shows  the  form  of  fulcrums  used  for  light  forces 
■EB  He  steel  fulcrums  are  in  tension. 


The  method  of  measuring  the  load  is  practically  that  of 
the  hydraulic  press  reversed,  but  instead  of  pistons,  diaphragms 
having  very  little  motion  are  used.  Below  the  diaphrapm  ir- 
a  very  shallow  chamber  connected  by  a   tube  To   a   second 
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chamber  covered  with  a  similar  diaphragm,  but  of  a  different 
diameter.  Any  downward  pressure  on  the  first  diaphragm  is 
transmitted  to  the  second,  giving  a  motion  inversely  as  the 
squares  of  the  diameters.  This  latter  motion  may  be  farther 
increased  in  the  same  manner,  with  a  corresponding  reduction 
in  pressure,  or  it  may  at  once  be  received  by  the  system  of 
weighing  levers.  The  total  range  of  motion  given  the  first 
diaphragm  in  the  50-ton  testing-machine  is  4  0  fa  0  0  part  of  an 
inch,  but  the  indicating  arm  of  the  scales  has  a  motion  of  y|? 
of  an  inch  for  each  pound.  This  increase  of  motion  and  cor- 
responding reduction  of  pressure  is  accomplished  practically 
without  friction.  These  parts  will  be  well  understood  by  Figs. 
28,  29,  and  30,  showing  the  Emery  100,000-pound  vertical  test- 
ing-machine. 

Fig.  27  shows  the  elevation  of  the  vertical  machine  arranged 
for  transverse  tests.  Fig.  28  shows  the  scale-beam  and  case,  and 
Fig.  29  is  a  section  of  the  base-frame  and  hydraulic  supports. 
In  this  last  figure  the  diaphragm,  filled  with  liquid,  is  placed 
between  the  frames  EE.  These  frames  are  allowed  the  neces- 
sary but  slight  vertical  motion  by  the  thin  fulcrum-strips  b  and 
c,  but  at  the  same  time  are  held  from  lateral  motion.  The 
frame  EE  and  diaphragms  are  supported  by  springs  </,  so  as 
to  have  an  initial  tension  acting  on  the  test-piece.  The  dia- 
phragm and  its  enclosing  rings  fill  the  whole  space  between 
the  frame  to  within  0.005  inch,  which  is  the  maximum  amount 
of  motion  permitted. 

The  pressure  on  the  diaphragm  between  the  frames  EE  is 
communicated  by  the  tube  f  to  a  similar  diaphragm  in  com- 
munication with  the  weighing-levers.  Fig.  30  represents  the 
weighing-levers  for  platform-scales.  In  case  a  diaphragm  is  used 
it  is  placed  beneath  the  column  A  ;  the  motion  of  the  column 
A  is  communicated  to  the  scale-beams  by  a  system  of  levers 
as  shown. 

The  scale-beam  of  the  testing-machine  is  shown  in  Fig.  28, 
and  is  so  arranged  that  by  operating  the  handles  on  the  out- 
side of  the  case  the  weights  required  to  balance  the  load  can 
be  added  or  removed  at  pleasure.    The  device  for  adding  the 
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weights  is  shown  in  Fig.  32.  a,  6,  c,  d,e,  and /are  the  weights, 
which  are  usually  gold-plated  to  prevent  rusting.  These  when 
not  in  use  are  carried  on  the  supports  A  and  B  by  means  of 
pins.  When  needed,  these  supports  can  be  lowered  by  the  out- 
side levers,  and  as  many  weights  as  are 
needed  are  added  to  the  weighing-poise 
CD. 

68.  Richie  Brothers'  Hydraulic 
Testing- machines. — The  testing-ma- 
chines built  by  Riehle  Brothers  of  Phil- 
adelphia vary  greatly  in  principles  and 
methods  of  construction.  In  the  ma- 
chines built  by  this  firm,  power  is  ap- 
plied either  by  hydraulic  pressure  or  by 
gearing,  and  the  weighing  device  con- 
sists of  one  or  more  levers  working  over 
steel  knife-edges,  as  in  the  usual  scale 
construction. 

Machines  have  been  built  by  this  firm 
since  1876.  The  form  of  the  first 
machine  constructed  was  essentially 
that  of  a  long  weighing-beam  sus- 
pended in  a  frame  and  connected  by 
differential  levers  to  the  specimen,  the 
power  being  applied  by  a  hydraulic  t 
press.  The  later  forms  are  more  com- 
pact. The  standard  hydraulic  machine 
is  constructed  by  this  firm  is  shown 
m  Fig-  33-  In  this  machine  the  cylin- 
der of  the  hydraulic  press,  which  is 
situated  directly  beneath  the  specimen,  ^^VM^mVmia^""' 
is  movable,  and  the  piston  is  fixed. 

This  motion  is  transmitted  through  the  specimen,  and  is 
resisted  by  the  weighing  levers  at  the  top  of  the  machine, 
fhich  are  connected  by  rods  and  levers  to  the  scale-frame. 
Two  platforms  connected  by  a  frame  are  carried  by  the  weigh- 
ing levers:  the  upper  one  is  slotted  to  receive  the  wedges  for 
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holding  the  specimen  :  the  lower  one  forms  a  plane  table.  The 
intermediate  platform,  or  draw-head,  can  be  adjusted  in  dif- 
ferent positions  by  turning  the  nuts  on  the  screws  shown  in 
the  cut.  For  tension-strains  the  specimen  is  placed  between 
the  upper  and  intermediate  head :  for  compression  it  is  placed 
between  the  intermediate  and  lower  heads.  An  attachment  is 
often  added  to  the  lower  platform,  so  that  transverse  strains 
can  be  applied. 

The  cylinder  is   connected  by  two  screwed  rods   to   the 
intermediate  platform   or  draw-head,  and  when  it  is   forced 


downward  by  the  operation  of  the  pump   this  draw-head  is 
moved  in  the  same  direction  and  at  the  same  rate. 

69.  Richie  Power  Machines. — The  machines  hi  which 
power  is  applied  by  gearing  are  now  more  generally  used  than 
hydraulic  machines.  Fig.  34  shows  the  design  of  geared  ma- 
chine now  built  by  Riehle  Bros-,  in  sizes  of  50,000.  icxj.000,  and 
200.OOO  pounds  capacity.  In  this  machine  both  the  gearing 
for  applying  the  power  and  the  levers  connected  with  the 
weighing  apparatus  are  near  the  floor  and  below  the  specimen, 
thu*  giving  the  machine  great  stability.  The  heads  for  hold- 
ing the  specimen  are  arranged  as  in  the  hydraulic  machine,  and 
power  is  applied  to  move  the  intermediate  platform  up  or  down 
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as  required.  The  upper  head  and  lower  platform  form  a  part 
of  the  weighing  system.  The  intermediate  or  draw-head  may 
be  moved  either  by  friction-wheels  or  spur-gears  at  various 


speeds,  which  are  regulated  by  two  levers  convenient  to  the 
operator  standing  near  the  scale-beam. 

The  poise  can  be  moved  backward  or  forward  on  the  scale- 
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beam,  without  disturbing  the  balance,  by  means  of  a  hand- 
wheel,  opposite  the  fulcrum  on  which  the  scale-beam  rests. 

The  scale-beam  can  be  read  to  minute  divisions  by  a 
vernier  on  the  poise. 

70.  Olseo    Testing-machine.  — General  Form. — The  ma- 


Fro.  j).— Tin.  Dunn  Tutihg  Machine.  Fkoht  Vie*. 

chines  of  Tinius  Olsen  &  Co.  of  Philadelphia  are  all  operated 
by  gearing,  driven  by  band  in  the  machines  of  small  capacity, 
and  by  power  in  those  of  larger  capacity. 

The  general  form  of  the  machine  is  shown  in  Figs.  34  and 
35.  from  which  it  is  seen  that  the  principles  of  construction 
are  the  same  as  in  the  machine  last  described. 
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The  intermediate  platform  or  draw-head  is  operated  by 
four  screws  instead  of  by  two.  and  there  is  a  marked  difference 
in  the  arrangement  of  the  weighing-levers  and  in  the  gearing. 

The  machine  can  be  operated  at  various  rates  of  speed  in 
either  direction,  and  is  readily  controlled  by  convenient  levers. 


Fh.    *  -Tnf  ClMt 


71.  The  Olsen  Autographic  Apparatus—  TV. 
for  drawing  strain-diagram?-  '*  trntirri;  ad  -r: 
opCTatec  substantially  as  follow-? 

Tbt  diagram  k-  drawr,  on  a  druir;  ■  1 Z «  '•■■■ r^ '.'•„' 
h*an-..  by-  *  penci!  actuated  by-  a  screw-threai  ci::  - 
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on  the  end  of  the  rod  which  actuates  the  poise  (106),  so  that 
the  pencil  will  move  in  a  definite  ratio  to  that  of  the  poise. 
The  drum  is  actuated  by  the  stretch  of  the  specimen.  This 
is  brought  about  by  four  fingers  shown  in  Fig.  35,  and  on  a 
larger  scale  in  Fig.  38  by  numbers  82  and  83.  These  fingers, 
shown  in  plan  in  Fig.  38,  tend  to  separate  and  follow  any 
motion  of  the  collars  (65)  placed  on  the  test-piece,  as  shown  in 
Fig.  35  ;  the  motion  of  these  fingers  is  multiplied  five  times, 


and  connected  by  steel  bands  to  the  drum,  102,  in  such  a  man- 
ner that  the  resultant  force  only  is  effective  to  rotate  the  drum. 
The  poise  is  moved  by  a  friction  device  attached  to  the 
main  power  system,  which  is  thrown  into  or  out  of  gear  auto- 
matically by  an  electric  current,  as  required  to  keep  the  beam 
floating  ;  the  current  passes  through  the  scale-beam  in  opposite 
directions,  according  as  the  place  of  contact  is  above  or  below 
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the  beam.  Finally,  an  alarm-bell  is  rung  whenever  the  scale- 
beam  operates  beyond  its  normal  amount,  thus  calling  the  at- 
tention of  the  operator. 

Gauge-marking  Dmice. — A  special  and  very  ingenious  ar- 
rangement, shown  in  Fig.  39,  is  used  to  hold  the  test-piece  and 
mark  the  extreme  gauge-marks  in  any  position  desired. 

72.  Parts  of  Olsen  Machine. — The  following  reference 
numbers  to  the  parts  of  the  Olsen  machine  will  serve  to  show 
the  construction : 


1.  Entablature. 

2.  Columns. 

3.  Platform  supporting  columns. 

4.  Pivots. 

5.'  Lower  moving  head. 
22.  Sleeve  on  driving-shaft. 

24.  Rock-shaft  operating  lever  shifting 

22. 

25.  Hand-lever  operating  24. 

26, 27.  Pulleys  rotating  driving-shaft. 
28, 29.  Friction-clutches  engaging   26 
with  driving-shaft. 

30.  Sleeve  operating  clutches. 

31.  Forked  lever  controlling  sleeve  30. 

33-  Hand-lever  operating  30. 

34-  Grooved  wheel  on  driving-shaft. 

40.  Tilting  bearing. 

41.  Band-wheel. 

42.  Endless  band. 
44-  Helical  spring. 

46.  Fulcrum  of  lever  117. 

48.  Specimen  under  test. 

49-  Gripping  jaws. 

So.  Projecting  flanges  on  jaws  49. 

5*.  Block-slide. 

52.  Grooves  in  51. 

S3*  Slotted  slide  supporting  49. 

ft.  Opening  in  53. 

55.  Eye  in  53. 

56.  Bolt  connecting  53  and  57. 

57.  Lever  to  open  and  shut  jaws. 

58.  Fulcrum  of  57. 
59  Counterweight. 

to.  Handle  of  lever  57. 


61.  Plungers  for  slides  51. 

62.  Screws  for  61. 

63.  Screw-bolt. 

64.  Collars  or  clamps  for  caliper  bear- 

ing. 

72.  Guiding-block. 

73.  Cam. 

74.  Lever  moving  87. 

75.  Sliding-blocks. 

78.  Polygonal  prism  in  75. 
82,  83.  Calipers. 

85.  Arm  of  caliper. 

86.  Clamps. 

95.  Cord  operating  recording-cylinder 

96.  Pulley. 

97.  Lever. 

98.  Fulcrum  to  97. 

99.  Pulley  or  sheave. 

100.  Drum  or  winding-barrel  of  102. 

101.  Link. 

102.  Recording-cylinder. 

103.  Pencil. 

104.  Screw. 

105.  Screws  shifting  106. 

106.  Poise  or  weight. 

in.  Balancing  pivot  of  beam. 

117.  Force  multiplying  lever. 

118.  Weighing-beam. 

118'.  Slide  to  small  poise  on  118. 

119.  Link. 

144.  Endless  band  for  moving  poise. 

145.  Guiding-pulleys. 

146.  Grooved  wheel. 
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73.  Thurston's  Torsion  Testing-machine. — Both  the 
breaking-strength  and  the  modulus  of  rigidity  can  be  obtained 
from  the  autographic  testing-machine  invented  by  Professor 
Thurston. 


— TntmvTOM1!  Avtogi 


In  this  machine  the  power  is  applied  by  a  crank  at  one 
side,  tending  to  rotate  the  specimen,  the  specimen  being  con- 
nected at  the  opposite  end  to  a  pendulum  with  a  heavy 
weight 

The  resistance  offered  by  the  pendulum  is  the  measure  of 
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drum  moves  through  the  angle  or,  relatively  to  the  pendulum 
which  moves  through  the  angle  /?.  The  test-piece  is  inserted 
between  the  pendulum  and  drum. 

The  value  of  a  in  degrees  can  be  found  by  dividing  the 
distance  on  the  diagram  by  the  length  of  one  degree  on  the 
surface  of  the  paper  on  the  drum,  which  may  be  found  by 
measurement  and  calculation. 

Application  of  the  Equations  to  the  Strain-diagratn. — For 
the  breaking-load  apply  equation  (23)  of  Chapter  III.,  page  72. 

Pa=pJp  +  e (21) 

The  external  moment  Pa  equals  Pr  sin  /?,  in  which  P  is 
the  fixed  weight,  r  the  length  of  the  pendulum,  fi  the  angle 
made  with  the  vertical.     Hence 

Pr  sin  /3  =  pjp  -5-  e. 
* 

In  this  equation  P  and  r  are  constant,  and  depend  upon  the 
machine ;  Ip  and  e  are  constant,  and  depend  upon  the  test- 
piece. 

sin  /?  is  the  ordinate  in  inches  to  the  autographic  strain- 
diagram,  and  can  be  measured ;  knowing  the  constant,  /,  may 
be  computed. 

/,  =  Pr  sin  fie  -r-  Ip. 

For  the  modulus  of  rigidity,  apply  equation  (22<?),  Chapter 
III.,  page  72. 

Eg  =/,/  -T-  ea  =  Pit  sin  ft  -f-  Tpoc. 

In  this  equation  sin  /3  is  the  ordinate  to  the  strain-diagram,  and 
a  the  corresponding  abscissa,  the  other  quantities  are  constant, 
and  depend  on  the  machine  or  on  the  test-piece. 

The  Resilience  (see  equation  (25),  page  73)  is  the  area  of  the 
diagram  within  the  elastic  limit,  expressed  in  absolute  units. 

U  =  ±Pa*  =  £/V  sin  fia. 
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The  Helix  Angle  (see  equation  (22),  page  72)  6  =  ea  -f-  /,  in 
which  /  is  the  length  of  the  specimen  in  inches.  The  elongation 
of  the  outer  fibre  can  be  computed  by  multiplying  /  by  secant  6. 
The  per  cent  of  elongation  is  equal  to  secant  d.  (Sec  S  is 
equal  to  the  square  root  of  1  +  tan*  d.) 

74.  Machine  Constants. — To  obtain  the  Constants  of  the 
Machine. — First,  the  external  moment  Pa.  This  is  obtained  on 
the  principle  that  it  is  equal  to  any  other  external  moment 
which  holds  it  in  equilibrium.  Swing  the  pendulum  until  its 
centre-line  is  horizontal ;  support  it  in  this  position  by  a  strut 
resting  on  a  pair  of  scales;  the  product  of  the  corrected  reading 
of  the  scales  into  the  distance  to  the  axis  on  the  arm  will  give 
Pa.  Check  this  result  by  trials  with  the  strut  at  different  points. 
Correct  for  friction  of  journal.  Second,  the  value  of  the  scale  of 
ordinates  can  be  obtained  by  measuring  the  ordinate  for  /?  =  900 
and  for  /?  =  300,  since  sine  900  =  1  and  sine  300  =  £.  Third,  the 
value  of  the  scale  of  abscissae  can  be  obtained  by  dividing  the 
abscissa  on  the  diagram  by  the  radius  of  the  drum  including 
the  paper.  This  may  be  expressed  in  degrees  by  dividing  by 
the  length  of  one  degree. 

Constants  of  the  Material  are  obtained  by  measuring  the 
dimensions  of  the  specimen.  The  values  of  /  and  e  are  given 
on  page  68. 

Conditions  of  Accuracy. — In  obtaining  these  values,  the  fol 
lowing  conditions  are  assumed  :  Firstly,  the  test-piece  is  exactly 
in  the  centre  of  motion  of  the  pendulum  and  of  the  drum ;  sec- 
ondly, the  pencil  is  in  line  of  the  pendulum  produced  ;  thirdly, 
the  curve  of  the  guides  is  that  of  the  sine  of  the  angle  of  devia- 
tion; and,  fourthly,  the  specimen  is  held  firmly  from  rotation 
by  the  shackles  or  wedges,  and  yet  allowed  longitudinal  motion. 
These  constitute  the  adjustments  of  the  machine,  and  must 
be  carefully  examined  before  each  test.  Any  eccentricity  of 
the  axis  of  the  specimen  will  lead  to  serious  error. 

75*  Riehlfc  Torsion-machine. — This  machine  is  shown  in 
Fig.  42.  Power  is  applied  at  various  rates  of  speed  by  means 
of  the  gearing  shown.  The  specimen  is  held  by  means  of  two 
chucks:  the  one  on  the  left  is  rotated  an  amount  shown  by  the 


100  EXPERIMENTAL  ENGINEERING.  \%  75' 

graduated  scale  in  degrees;  the  one  on  the  right  is  prevented 
from  rotating  by  a  lever  connected  with  the  scale-beam.     The 


external  moment  is  the  product  of  the  reading  of  the  scale- 
beam  P  into  the  fixed  arm,  which  is  taken  as  one  foot,  or  unity. 
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The  angle  of  torsion  a  is  given  by  reading  of  the  attached 
graduated  arc. 

The  heads  are  movable,  and  the  machine  is  adapted  to 
specimens  of  varying  length  and  cross-section. 

Olseris  Torsion-machine  differs  from  the  above  principally 
in  details  of  construction. 

76.  Impact-testing  Machine. — The  Drop  Test — Testing  by 
Impact. — This  test,  see  page  143,  is  recommended  for  material 
used  in  machinery,  railroad  construction,  and  generally  when- 
ever the  material  is  likely  to  receive  shocks  or  blows  in  use. 

This  test  is  usually  performed  by  letting  a  heavy  weight 
fall  on  to  the  material  to  be  tested.    The  Committee  on  Stand- 
ard Tests  of  the  American  Society  of  Mechanical  Engineers 
recommend  that  the  standard  machine  for  this  purpose  consist 
of  a  gallows  or  framework  operating  a  drop  of  twenty  feet,  the 
weight  to  be  2000  pounds,  the  machine  to  be  arranged  sub- 
stantially like  a  pile-driver.     The  impact  machine  designed  by 
Mr.  Heisler  consists  of  a  pendulum  with  a  heavy  bob,  which 
delivers  a  blow  on  the  centre  of  a  bar  securely  held  on  two 
knife-edge  supports  affixed  to  a  heavy  mass  of  metal.     This 
machine  is  especially  designed  for  comparative  tests  of  cast- 
iron  ;  it  is  furnished  with  an  arc  graduated  to  read  the  vertical 
fall  of  the  bob  in  feet,  and  a  trip  device  for  dropping  the  ram 
from  any  point  in  the  arc.     A  paper  drum  can  be  arranged 
for  automatically  recording  the  deflection  of  the  test-pieces. 

Let  W  =  the  weight  of  the  bob ; 

h  =  the  distance  fallen  through ; 
i*=  centre  load ; 
X  =  deflection. 


Then 


Hence 


Wh  =  iP\. 


P=2lVh  +  \. 


\ 


77.  Machines  for  Testing  Cement— Cement  mortar  can 
be  formed  into  cubes,  and  after  hardening  can  be  tested  in  the 
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usual  testing-machines  for  compression;  but  tensile  tests 
usually  required,  and  for  this  purpose  a  delicate  machine  \ 
special  shackles  is  needed.  In  order  that  the  tests  maj-j 
correct  results,  it  is  necessary  that  the  power  be  applied 


Kic.  43.-Fai.. 


formly,  and  absolutely  in  the  line  of  the  axis  of  the  specim 
and  to  make  different  tests  comparable,  the  specimen,  or  a 
is  called,  the  briquette,  must  be  always  of  the  same  shape  1 
size,  and  made  in  exactly  the  same  manner.  The  engravi 
(Fig.  43)  shows  Fairbanks'  Automatic  Cement  Tester,  in  which  t 
power  is  applied  by  the  dropping  of  shot  into  the  pail/".  T 
specimen  is  held  between  clamps,  which  are  regulated  at  t. 


:o* 
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Cornell  Criiwsfiity.  In  this  machine  water  is  supplied  Sowing 
from  a  constant  head  through  a.  mtlsjJ  .pasa  orifice.  The  fall 
fit  the  iwun  consequent  on  the  breaking  of  the  apedmen  in- 
Mamly  itops  the  flow  of  water;  the  weight  at  this  water,  mul- 
tiplied by  a  known  constant,  gives  the  breaking-load  on  the 
briquette. 

The  OUen  Cement  tester  is  shown  in  Fig.  44.     The  power  is 
applied  by  the  hand-wheel  and  screw.  50  that  it  strains  the 


briquette  very  slowly.  The  poise  on  the  scale-beam  is  moved 
by  turning  a  crank  so  that  the  beam  can  readily  be  kept  float- 
ing. The  peculiar  method  of  mounting  the  shackles  or  hold- 
ers to  insure  an  axial  puil  is  well  shown  in  the  engraving. 

The  Riehle  cement-tester  is  shown  in  Fig.  4;.  The  briquette 
to  be  tested  is  placed  between  two  shackles  mounted  on  pivots 
so  as  to  be  free  to  turn  in  every  direction. 

Power  is  applied  to  the  specimen  by  the  hand-wheel  below 
the  machine,  and  :s  measured  by  the  reading  on  the  scale-beam 
at  the  position  of  the  poise,     special  crushing  tools,  consisting 
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of  a  set  of  double  platforms,  which  may  be  drawn  together  by 
application  of  the  force,  is  furnished  with  this  machine.  The 
specimen  to  be  crushed  is  placed  between  these  platforms,  and 
the  power  applied  as  for  tension. 

Besides  the  machines  described,  various  machines  for  special 
testing  are  manufactured ;  these  machines  have  a  limited  use, 
and  do  not  require  special  description. 


F 


TESTING-MACHINE  ACCESSORIES. 

78.  General  Requirements  of  Instruments  for  Measur- 
ing Strains. — In  the  test  of  materials  it  is  necessary  to  meas- 
ure the  amount  of  strain  or  distortion  of  the  body  in  order  to 
compute  the  ductility  and  the  modulus  of  elasticity.  The 
ductility  or  percentage  of  ultimate  deformation  can  often  be 
obtained  by  measurement  with  ordinary  scales  and  calipers, 
since  the  latter  is  usually  a  large  quantity.  Thus  in  the 
tension-test  of  a  steel  bar  8  inches  long,  it  will  increase  in 
length  before  rupture  nearly  or  quite  2  inches  ;  if  in  the  meas- 
ure of  this  quantity  an  error  equal  to  one  fiftieth  of  an  inch 
be  made,  the  resulting  error  in  ductility  is  only  one  half  of 
one  per  cent.      In  the  measure  of  deformation  or  strain  oc- 
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curring  within  the  elastic  limit  the   case  is  very  different,  as 

the  deformation  is  very  small,  and  consequently  a  very  small 

error  is  sufficient  to  make  a  great  percentage  difference  in  the 

result. 

The  instruments  that  have  been  used  for  this  purpose  are 

called  extensometers,  and  vary  greatly  in  form  and  in  principle 
of  construction.  The  instrument  is  generally  attached  to  the 
test-piece,  either  on  one  or  on  both  sides,  and  the  strain  is  ob- 
tained bv  direct  measurement  with  one  or  two  micrometer- 
screws,  or  by  the  use  of  levers  which  multiply  the  deformation 

so  that  the  results  can  be  read  on  an  ordinary  scale.     As  a 
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rule,  instruments  which  attach  to  one  side  of  the  test-piece 
will  give  erroneous  readings  if  the  test-piece  either  be  initially 
curved,  or  strained  so  as  to  draw  its  axis  out  of  a  right  line, 
and  this  error  may  be  large  or  small,  as  the  conditions  vary. 

79.  Wedge-scale. — The  wedge-shaped  scale,  Fig.  46,  which 
could  be  crowded  between  two  fixed  points 
on  the  test-piece,  was  one  of  the  earliest 
devices  to  be  used.  In  using  the  scale  two 
projecting  points  were  attached  to  the  speci- 
men, and  as  these  points  separated,  the  scale 
could  be  inserted  farther,  and  the  distance 
measured. 

80.  The  Paine  Extensometer.— This 
instrument,  shown  in  Fig.  47,  operates  on 
the  principle  of  the  bell-crank  lever,  the  long 
arm  moving  a  vernier  over  a  scale  at  right 
angles  to  the  axis  of  the  specimen.  It  reads 
by  the  scale  to  thousandths  of  an  inch,  and 
by  means  of  the  vernier  to  one  ten-thou- 
sandth of  an  inch.  Points  on  the  instru- 
ment are  fitted  to  indentations  in  one  side 
of  the  test-piece,  and  the  instrument  is  held 
in  place  by  spring  clips.  It  is  of  historical 
importance,  having  been  invented  by  Col- 
onel W*.  H.  Paine,  and  used  in  the  tests  of 
material  for  the  Brooklyn  Bridge,  and  also 
on  the  cables  of  the  Niagara  Suspension 
Bridge  when,  a  few  years  since,  the  question 
°f  its  strength  was  under  investigation. 

81.  Buzby  Hair-line  Extensometer. 
This  is  an  extensometer  in  which  the  strain 
is  utilized  to  rotate  a  small  friction-roller 
connected  with  a  graduated  disk  as  shown  in 
F'g.  48.  A  projecting  pin  placed  in  the 
ttis  of  the  graduated  disk  is  held  between 
'so  parallel  bars,  each  of  which  is  connected  FlG-  *■>■ 

to  the  specimen.    The  strain  is  magnified  an  amount  propor- 
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tional  to   the   ratio  of  diameters  of  the   disk  and  pin.    The 
amount  of  strain  is  read  by  noting  the  number  of  subdivisions 


Fio.  4I.— Buziv  ILua- 


of  the  disk  passing  the  hair-line.     To  prevent  error  of  parallw 
in  reading!  a  small  mirror  is  placed  back  of  the  graduations,  ana 


// 
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specimen  will  be  corrected  by  taking  the  average  of  the  two 
readings. 

The  accuracy  of  such  extensometers  depends  on — 

1.  The  accuracy  of  the  micrometer-screws. 

2.  The  screws  to  be  compensating  must  be  two  in  number, 
in  the  same  plane,  and  at  equal  distances  from  the  axis  of  the 
specimen. 

3.  The  framework  and  clamping  device  must  hold  the  mi- 


crometers rigidly  in  place,  and  yet  not  interfere  with  the  ap. 
plication  of  stress. 

83.  The  Henning  Extensometer  —  This  instrument,  which 
was  designed  by  G.  C.  Henning  and  C.  A.  Marshall,  is  shown  in 
Fig.  50.  It  is  constructed  on  the  same  general  principles  as  the 
Thurston  Extensometer,  but  the  clamps  which  are  attached  to 
the  specimen  are  heavier,  and  are  made  so  that  they  are  held 
firmly  in  position  by  springs  up  to  the  instant  of  rupture. 
This  extensometer  is  furnished  with  links  connecting  the  two 
parts  together.  The  links  are  used  to  hold  the  heads  exactly 
eight  inches  apart,  and  are  unhooked  from  the  upper  head 
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before  stress  is  applied  to  the  specimen.  The  micrometer  is 
connnected  to  an  electric  bell  in  the  same  manner  as  the 
Thurston  extensometer. 


84.  The  Marshall  Extensometer. — This  extensometer, 
;own  in  Fig.  51,  is  the  latest  design  of  the  late  Mr.  C.  A. 
arshall.     Its   principal  difference  from  the  Thurston  exten- 
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someter  is  in  the  convenient  form  of  clamps,  which  are  well 
shown  in  the  cut,  and  in  the  spring  apparatus  for  steadying 
the  lower  part. 

The  micrometer-screw  used  with  this  instrument  has  a, 
motion  of  only  one  inch.  When  the  motion  exceeds  the 
range  of  the  micrometer-screws,  the  movable  bars  BP9  B'P' 

are  changed  in  position,  and  a  new  series 

, ,  of   readings   taken  with  the   micrometer- 

%-rar  js=* ^  screw.     To  facilitate  the   change  of  posi- 

Jl  la <    tion  of  these  bars,  and  allow  the  microme- 
ter-screw to  return  to  zero  at  each  change, 
the    arrangement    shown    in    Fig.    52    is 
adopted,  which  consists  of  a  nut  to  which 
r..« .«.  i>  attached  a  slotted  taper-screw,  on  which 

screws  a  second  nut.  which  serves  to  clamp  the  lower  nut  to 
The  b.ir :  by  turning  the  lower  n^t  when  clamped,  the  desired 
juvustment  cm  be  made. 

The  io"c\\:~c  are  the  directions  tor  use: 
R;:~  w::e     r:~   ;i    from  one  terminal  of  batterv  to  lower 
c*.iwy  it  .{,  :r^n:  5  .ir.i  5  to  b:nc:r.£-r»>i  C  on  the  electric 
b/. .  :"rvrt*  the  othjr  b:r.ii"-c-CK>st  marked  P  to  switch  Ey  and 

V."  *.v?jw>,:rc  <tri:  *.  screw  up  n::cror::etcr-scriews  at/*  and  P' 

*»    *►,  >■       — «.*    »      »  ■  •.»     «^«         »  wy       •»,  ^«»    ^        »■      »     "    - 

S>    Boston   Micrometer  Extecsometer. — Tbss  instru- 

vr*:  r:--^.s^?w  is  i:w"  t~  F:^.  53L  of  tace  graduated  microm- 
e:\r-->c*,r  <*>  r^ii;.":£  trt  tiottRiraiife*  ur  to  one  imdx.  and  having 
yo  *:v%:  r\:^*v~-yi  *e;s  itriciwe.  tec  gasping  the  distance 
bsrv \-<-t  r>:  &t.jL  yrv;*ct:c-Ts  ^n  tli«i  coJLurs  tlastraed  to  the 
s.vc  •• .' fc  jl:  t  :*c  yrvwr  iisc-xros.  Tb.*i5e  woJIars  arte  anade  partly 
<c-.^i.:  -sc--'£  b>  :'v  ^f^  wiici  £*;i?  to  cexajtaraEine  them. 
V'^rv  ir?  ::*c?r  c:.r.vyo,:  rr  viae;  ?y  SKstrw  ot  ziuc  pointed 
^^••■•>'vs  of!  ":*r  sors  x:rc  *vc  js^; -t;!:tx*!?s>  ,ire  made  between 
tn*  vi  v  ccc-ciTs  :r  :*:[?*:&'?;  <;c«  ct  ciic  specnaiKxi  ssnS  com- 
,m:w.  :v    Jer«;cv   i"->     C'Ta.ri^rr<  ill  <&J£ii  CC  YOlItatHMSts   in    the 
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The  Brown  and  Sharpe  micrometer  can  readily  be  used  with 
similar  collars, thus  forming  an  exten- 
someter ;  the  accuracy  of  this  form  is 
considerably  less  than  those  in  which 
the  micrometers  are  fixed,  but  it 
will,  however,  be  found  with  careful 
handling  to  give  good  results. 

Of  the  various  extensometers  de- 
scribed, the  Paine,  Buzby,  Marshall, 
and  Riehle  are  manufactured  by 
Riehle  Bros.,  Philadelphia;  the 
Thurston,  by  Olsen  of  Philadelphia  ; 
the  others,  by  the  respective  de- 
signers. 

86.  Combined  Extensometer 
and  Autographic  Apparatus. — An 
extensometer  designed  by  the 
author,  and  quite  extensively  used 
in  the  tests  of  materials  in  Sibley 
College,  is  shown  in  Fig.  54  in  ele- 
vation and  in  Fig.  55  in  plan.  In 
this  extensometer  micrometers  of 
the  kind  shown  in  Fig.  16,  Article  42, 
P>  52,  with  the  addition  of  an  exten- 
sion-rod for  holding,  are  used.  This 
rod  sets  into  a  socket  A,  which  holds 
the  micrometer  in  position.  Read- 
ings are  taken  on  the  thimble  B,  as 

explained  on  p.  52.  Connections  are  made  with  bell  and 
battery  at  m,  n,  and  m',  ft',  so  that  contact  of  the  micrometer- 
screws  is  indicated  by  sound.  The  construction  of  the  clamp- 
wg  device  is  fully  shown  in  the  plan  view,  Fig.  55. 

The  principal  peculiarity  of  this  extensometer  consists  in  the 
addition  of  four  pulleys,  C, ,  C% ,  C,  and  Ct ,  which  are  arranged 
» that  a  cord  ab  can  be  fastened  at  C,  and  passed  down  and 
around  the  pulley  Ct,  thence  over  the  guide-pulley  W,  Fig.  55, 
to  pulley  Ct ,  thence  over  the  pulley  Ct ,  and  thence  to  a  paper 
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drum.  It  is  at  once  evident  that  any  extension  of  the  speci- 
men SS'  will  draw  in  the  free  end  of  the  cord  at  twice  the 
rate  of  the  extension  ;  moreover,  any  slight  swinging  or  rock- 
ing of  the  extensometer  head  will  produce  compensating 
effects  on  the  length  of  the  cord.  By  connecting  the  free  end 
of  the  cord  to  a  drum,  the  drum  will  be  revolved  by  the  stretch 


Fig.  54. 


Fig.  55. 


of  the  specimen.  As  this  work  may  be  done  against  a  fixed 
pull,  there  may  be  a  uniform  tension  on  the  cord  so  that  the 
motion  of  the  drum  would  be  uniform  and  proportional  to  the 
stretch.  A  pencil  is  moved  along  the  axis  of  the  drum  pro- 
portional to  the  motion  of  the  poise. 

An  autographic  device  constructed  in  this  way  has  given 
excellent  diagrams,  and  in  addition  has  served  as  an  extensom- 
eter for  accurate  measurements  of  strain  within  the  elastic 
limits.  Wire  has  been  used  to  connect  extensometer  to  drum 
in  place  of  the  cord  with  success.  A  suggested  improvement  is 
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to  rotate  the  drum  by  the  motion  of  the  poise,  and  to  move 
the  pencil  by  the  stretch  of  the  material,  using  two  pencils, 
one  of  which  is  to  move  at  a  rate  equal  to  fifty  times  the 
strain,  the  other  at  a  rate  equal  to  five  times  the  strain  ;  thus 
producing  two  diagrams — one  on  a  large  scale,  for  use  in  deter- 
mining the  strains  during  the  elastic  limit;  the  other  on  a 
small  scale,  for  the  complete  test. 

87.  Deflectometer  for  Transverse  Testing. — Instru- 
ments for  measuring  the  deflection  of  a  specimen  subjected  to 
transverse  stress  are  termed  deflectometer s. 

The  deflectometer  usually  used  by  the  author  consists  of  a 
light  metal-frame  of  the  same  length  as  the  test-piece,  and 
arched  or  raised  sufficiently  in  the  centre  to  hold  a  micrometer 
of  the  form  used  in  the  extensometer  described  in  Article  86, 
above  the  point  to  which  measurements  are  to  be  taken.  In 
using  the  deflectometer  it  is  supported  on  the  same  bearings 
as  the  test-piece,  and  measurements  made  to  a  point  on  the 
specimen  or  to  a  point  on  the  testing-machine  which  moves 
downward  as  the  specimen  is  deflected.  This  instrument 
eliminates  any  error  of  settlement  in  the  supports.  A  steel 
wire  is  sometimes  stretched  by  the  side  of  the  specimen,  and 
marks  made  on  the  specimen  showing  its  original  position  with 
reference  to  the  wire.  The  deflection  at  any  point  would  be 
the  distance  from  the  mark  on  the  specimen  to  the  corre- 
sponding point  on  the  wire.  The  cathetometer,  see  Article  43, 
page  55,  is  very  useful  in  determining  the  deflection  in  long 
specimens.  The  deflection  is  often  measured  from  a  fixed 
point  to  llie  bottom  of  the  specimen,  thus  neglecting  any  error 
due  to  the  settlement  of  the  supports.  One  of  the  most  use- 
ful instruments  of  this  kind  is  made  by  Riehl6  Bros.,  and  is 
shown,  together  with  the  method  of  attachment,  in  Fig.  56. 
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CHAPTER  V. 
METHODS  OF  TESTING  MATERIALS  OF  CONSTRUCTION. 

Standard  Methods. — The  importance  of  standard 
methods  of  testing  material  can  hardly  be  overestimated  if  it 
is  desired  to  produce  results  directly  comparable  with  those 
obtained  by  other  experimenters,  since  it  is  found  that  the  re- 
sults obtained  in  testing  the  strength  of  materials  are  affected 
by  methods  of  testing  and  by  the  size  and  shape  of  the  test- 
specimen.  To  secure  uniform  practice,  standard  methods  for 
testing  various  materials  have  been  adopted  by  several  of  the 
engineering  societies  of  Germany  and  of  the  United  States,  as 
well  as  by  associations  of  the  different  manufacturers.  The 
general  and  special  standard  methods  adopted  by  these  asso- 
ciations form  the  basis  of  methods  described  in  this  chapter. 

88.  Form  of  Test-pieces. — The  form  of  test-pieces  is 
found  to  have  an  important  bearing  on  the  strength,  and  for 
this  reason  engineers  have  adopted  certain  standard  forms  to 
be  used.  The  form  recommended  by  the  Committee  on 
Standard  Tests  and  Methods  of  Testing,  of  the  American 
Society  of  Mechanical  Engineers  is  as  follows:* 

"  Specimens  for  scientific  or  standard  tests  are  to  be  pre- 
pared with  the  greatest  care  and  accuracy,  and  turned  accord- 
ing to  the  following  dimensions  as  nearly  as  possible.  The 
tension  test-pieces  are  to  have  different  diameters  according  to 
the  original  thickness  of  the  material,  and  to  be,  when  ex- 
pressed in  English  measures,  exactly  0.4,  0.6,  0.8,  and  1.0  inch 
in  diameter;  but  for  all  these  different  diameters  the  angle,  but 


*  See  Vol.  XI.  of  Transactions. 
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not  the  length,  of  the  neck  is  to  remain  constant.  This  neck 
is  a  cone,  not  a  fillet  connecting  the  shoulders  and  body.  The 
length  of  the  gauged  or  measured  part  to  be  8  inches,  of  the 
cylindrical  part  8.8  inches.  The  length  of  the  coned  neck  to 
be  2\  times  the  diameter,  increasing  in  diameter  from  the 
cylindrical  part  to  1 J  times  the  cylindrical  part.  The  shoul- 
ders to  have  a  length  equal  to  the  diameter,  and  to  be  con- 
nected with  a  round  fillet  to  a  head,  which  has  a  diameter 
equal  to  twice  that  of  the  cylinder,  and  a  length  at  least  1  \ 
the  diameter. 

Fig.  57   shows   the  form  of   the  test-piece   recommended 
for  tension  ;  the  numbers  above  the  figure  give  dimensions  in 


Fig.  57. — Standard  Test- piece  in  Tension. 

millimeters,  those   below  in  inches.      For  flat  test-pieces  the 
shape  as  shown  in  Fig.  58  is  recommended :  such  specimens 
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Fig.  58.— Test-pibck  for  Flat  Specimens. 

are  to  be  cut  from  larger  pieces  ;  the  fillets  are  to  be  accurately 
milled,  and  the  shoulders  made  ample  to  receive  and  hold  the 
full  grip  of  the  shackles  or  wedges. 

The  length  for  rough  bars  is  to  remain  the  same  as  for  fin- 
ished  test-pieces,  but  the  length  of  specimen  from  the  gauge- 
mark  to  the  nearest  holder  is  to  be  not  less  than  the  diameter 
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of  the  test-piece  if  round,  or  one  and  a  half  times  the  greatest 
side  if  flat. 

For  commercial  testing  the  standard  form  cannot  always 
be  adhered  to,  and  no  form  is  recommended.* 

It  is  recommended  in  all  cases  that  the  specimens  be  held 
by  true  bearing  on  the  end  shoulders,  as  gripping  or  holding 
devices  in  common  use  produce  undesirable  effects  on  the 
cylindrical  portion  of  the  specimen. 

The  forms  of  test-specimens  which  have  been  heretofore 
used  are  somewhat  different  from  the  standards  recommended. 
These  forms  are  shown  in  Fig.  59,  No.  1  to  No.  5,  and  are  as 
follows ; 


Fig.  y).—  Fowl  or  SricnHH  rot  Tniu  Snuim 


89.  Test-pieces  of  Special  Materials.--  Wood.— Wood  i» 
a  difficult  material  to  test  in  tension,  as  the  specimen  is  likeJy 
to  be  crushed  by  the  shackles  or  holders.    The  author  has  bid 

fairly  good   success  with  specimens,  made  with  a  very  lUF 
bearing-surface  in  the  shackles,  of  the  form  shown  in  Fig-  5 


ission  ol  the  effect  of  varying  proportion  of  test-pieces  '» 
"  Text-boolt  of  Materials,"  pages  356-7. 
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page  117  for  flat  specimens,  but  with  the  breadth  of  the  shoul- 
ders or  bearing-surfaces  increased  an  amount  equal  to  one  half 
the  diameter  of  the  specimen  over  that  shown  in  Fig.  58. 

Cast-iron. — Cast-iron  specimens  of  the  usual  or  standard 
forms  are  very  likely  to  be  broken  by  oblique  strains  in  tension 
tests  much  before  the  true  breaking-point  has  been  reached. 
To  insure  perfectly  axial  strains  Riehle  Bros,  propose  a  form 
of  specimen  shown  in  Fig.  60,  A,  B,  and  C,  cast  with  an  enlarged 
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Fig.  60.— Fbommbd  Fom  ran  Cast-ikon  Sriciums. 


head,  the  projecting  portion  of  which,  as  shown  in  C,  has 
i  knife-edge  shape.  The  specimen  is  carried  in  holders  or 
shackles,  A  and  B,  which  rest  on  knife-edges  extending 
at  right  angles  to  those  of  the  specimen.  This  permits 
free  play  of  the  specimen  in  either  direction,  and  renders 
oblique  strains  nearly  impossible. 

Chain. — In  the  case  of  chain,  large  links  are  welded  at  the 
"ids,  as  shown  in  Fig.  61 ;  these  are  passed  through  the  heads 
°f the  testing-machine  and  held  by  pins. 
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Hemp  Rope, — A  similar  method  is  used  in  testing  hemp 
rope,   the   specimen   being    prepared   as  shown   in    Fig.   62. 


Fig.  6a.—  Ro?e  Tkst- piece. 


Special  hollow  conical  shackles  have  also  been  used  for  hold- 
ing the  rope  with  success. 

Wire  Rope. — Wire-rope   specimens   may   be    prepared   as 
shown  in  Fig.  63,  or  they  may  be  prepared  by  pouring  a  mass 


Fig.  63.— Wirb-sopk  Test-piece, 


of  melted  Babbitt  metal  around  each  end  and  moulding  into  a 
conical  form,  taking  care  that  the  rope  is  in  the  exact  centre 
of  the  metal. 

Cement. — Cement  test-pieces  for  tension  are  made  in  moulds 
and  permitted  to  harden  for  some  time  before  being  tested.  It 
is  found  that  the  strength  is  affected  by  the  form  of  the  speci- 


Fkj.  64.— Standabd  Specimen  for  Cement. 


fa 
f  _,  „ , , ra,x" 

ing  the  cement.   To  get  results  which  may  safely  be  compared, 

it  is  necessary  to  have  the  test-specimens  or  briquettes  01 

exactly  the  same  form,  and  pulled  apart  in  shackles  or  holders 
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which  exert  no  side  strain  whatever,  and  the  strain  applied 
uniformly  and  without  any  jerky  motion.  Various  standard 
forms  of  briquettes  have  been  adopted,  but  the  one  in  most 
common  use  is  that  adopted  by  the  American  Society  of  Civil 
Engineers,  and  shown  full  size  in  Fig.  64. 

The  form  of  the  mould  used  in  making  the  briquettes  and 
the  holders  or  shackles  used  in  the  Riehl6  machine  are  shown 
in  Fig.  65. 


Pig.  65.— Cbmbnt  Moulds  and  Briquettes. 


The  form  of  briquette  adopted  in  the  standard  German 
tests  differs  from  the  above  in  having  a  distinct  necking  or 
indentation  at  the  points  of  least  section.  The  German  form 
applied  to  briquettes  of  the  American  size  is  used  in  the  cement- 
testing  laboratory  of  Cornell  University. 


FlC  66.— Standard  German  Briquette. 


13  form  of  briquette  is  shown  in  Fig.  66,  abed.  The  form 
briquette  is  determined  by  arcs  struck  from  various 
in  order  as  follows:  o,  1,  2,  3,  4,  5,  6,  7  and  8.     The 

f    the   arcs  are  as  follows :    ort  =  o^  =  Ckr  =  o^=ii 
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inches,  \a  =  2b  etc.  =  \  inch,  01  =  02  =  1  inch,  05  =  06  =  \\ 
inch,  07  =  08  =  J  inch.  The  distance  AB  =  1  inch.  The 
angle  aob  =  6o°. 

The  enclosing  mould  E,  F,  G%  //,  is  in  two  pieces,  EG  and 
HF%  and  is  prevented  from  moving  endwise  by  the  pins  shown  in 
dotted  lines  at  C  and  D.  The  two  parts  of  the  mould  are  heid 
together  when  in  use  by  spring  clips,  not  shown  in  the  figure. 

90.  Compression-test  Specimens— Test-pieces.— Test- 
pieces  are  in  all  cases  to  be  prepared  with  the  greatest  care,  to 
make  sure  that  the  end  surfaces  are  true  parallel  planes  normal 
to  the  axis  of  the  specimen. 

1.  Short  Specimens. — The  standard  test  specimens  are  to  be 
cylinders  two  inches  in  length  and  one  inch  in  diameter,  when 
ultimate  resistance  alone  is  to  be  determined. 

2.  Long  Specimens. — For  all  other  purposes,  especially  when 
the  elastic  resistances  are  to  be  ascertained,  specimens  one  inch 
in  diameter  and  ten  or  twenty  inches  long  (see  No.  2,  Fig.  59) 
are  to  be  used.  Standard  length  on  which  strain  is  to  be 
measured  is  to  be  eight  inches,  as  in  the  tension-tests.  Great- 
est care  must  be  taken  in  all  cases  to  insure  square  ends,  and 
that  the  force  be  applied  axially. 

The  specimens  are  to  be  marked  and  the  compression 
measured  as  explained  for  tension-test  pieces,  page  126. 

91.  Transverse-test  Specimens. — For  standard  trans- 
verse tests,  bars  one  inch  square  and  forty  inches  long  are  to 
be  used,  the  bearing  blocks  or  supports  to  be  exactly  thirty- 
six  inches  apart,  centre  to  centre.  For  standard  or  scientific 
tests  of  cast-iron,  such  bars  are  to  be  cut  out  of  a  casting  at 
least  two  inches  square  or  two  and  a  quarter  inches  in 
diameter,  so  as  to  remove  all  chilling  effect.  For  routine  tests, 
bars  cast  one  inch  square  may  be  used,  but  all  possible  precau- 
tions must  be  taken  to  prevent  surface-chilling  and  porosity. 

Test  bars  of  wood  are  to  be  forty  inches  in  length,  and 
three  inches  square,  in  section. 

92.  Torsion-test  Specimens.  —For  standard  tests,  cylin- 
drical specimens  with  cylindrical  concentric  shoulders  are  to  be 
used ;  the  two  are  connected  by  large  fillets.    The  specimen 
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is  to  be  held  in  the  chuck  or  heads  of  the  machine  by  three 
keys,  inserted  in  key-ways  \  inch  deep,  cut  in  the  shoulder. 

93.  Ductility — Fracture. — The  character  of  the  fracture 
often  affords  important  information  regarding  the  material. 
The  structure  of  the  fractured  surface  should  be  described  as 
coarse  or  fine,  either  fibrous,  granular,  or  crystalline.  Its  form, 
whether  plane,  convex,  or  concave,  cup-shaped  above  or  below, 
should  in  each  case  be  stated.     Its  location  should  be  accu- 
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rately  given,  from  marks  on  the  specimen  one  half  inch  or  less 
apart.  The  reduction  of  diameter  which  accompanies  fracture 
should  be  accurately  measured.  Accompanying  the  report 
should  be  a  sketch  of  the  fractured  specimen. 

Fracture  occurs  usually  as  the  result  of  a  gradual  yielding 
of  the  particles  of  the  specimen.  This  at  first,  when  the  stress 
is  well  within  the  elastic  limit,  is  distributed  nearly  uniformly 
over  the  specimen,  but  after  the  yield-point  is  passed  the  dis- 
tortion becomes  nearly  local ;  a  rapid  elongation  with  a  corre- 
sponding reduction  in  section  is  manifest  as  affecting  a  small 
portion  of  the  specimen  only.  This  action  in  materials  with 
sensible  ductility  takes  place  some  little  time  before  rupture ; 
in  very  rigid  materials  it  cannot  be  perceived  at  all.  This 
peculiar  change  in  form  is  spoken  of  as  "  necking." 

The  drawing  Fig.  67  shows  the  appearance  of  a  test  speci- 
men in  which  the  "necking"  is  well  developed.  Rupture 
occurs  at  £— bf  a  point  in  the  neck  which  may  be  near  one 
*nd  of  the  specimen. 

In  order  to  measure  the  ductility  of  the  specimen  fairly,  a 
correction  should  be  applied,  so  that  the  reduced  elongation 
shall  be  the  same  as  though  the  stretch  either  side  of  the  point 
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of  rupture  were  equal.  This  can  only  be  done  by  dividing  uj 
the  original  specimen  into  equal  spaces,  each  of  which  is  markec 
so  that  it  can  be  identified  after  rupture. 

Supposing  that  twenty  spaces  represent  the  full  length  be 
tween  gauge-marks :  then  if  the  rupture  be  nearest  the  marl 
o,  Fig.  67,  three  spaces  from  the  nearest  gauge-mark,  th« 
total  length  to  compare  with  the  original  length  is  o  to  3  or 
the  right,  plus  o  to  10  on  the  left,  plus  the  distance  3  to  ic 
on  the  left.  These  spaces  are  to  be  measured,  and  the  sura 
taken  as  the  total  length  after  rupture.  The  stretch  is  the 
difference  between  this  and  the  original  length  ;  the  per  cent 
of  stretch,  or  ductility,  is  the  stretch  divided  by  the  original 
length.     This  method  is  stated  in  a  general  form  as  follows: 

Divide  the  standard  length  into  ;//  equal  parts,  and  repre- 
sent the  number  of  these  parts  in  the  short  portion  after  rupture 
by  s.  Note  two  points  in  the  long  portion,  A  and  £,  at  s  and 
\m  divisions  respectively  from  the  break.  Lay  the  parts  to- 
gether, and  measure  from  the  gauge-mark  in  the  short  por- 
tion to  point  A.  This  distance  increased  by  double  the 
measured  distance  from  A  to  £  gives  the  total  length  after 
rupture.  Subtract  the  original  length  to  obtain  the  total  elon- 
gation:  thus  the  elongation  of  the  standard  m  parts  will  be 
obtained  as  though  the  fracture  were  located  at  the  middle 
division. 

94.  Strain-diagrams. — The  results  of  measurements  of 
the  strain  should  be  represented  graphically  by  a  curve 
termed  a  strain-diagram. 

Strain-diagrams  are  drawn  (see  Art.  46,  page  60)  by  taking 
the  loads  per  square  inch  (j>)  as  ordinates,  and  the  relative 
stretch  or  strain  (e)  to  a  suitable  scale  as  abscissae.  The  curve 
so  formed  will  be  a  straight  line  from  the  origin  to  the  elastic 
limit,  and  the  tangent  of  the  angle  that  it  makes  with  the  axis 
of  X  {p  -T-  €  =  E)  will  be  proportional  to  the  modulus  of  elas- 
ticity. The  area  included  between  the  axis  of  A'  and  that  por- 
tion of  the  curve  preceding  the  elastic  limit  will  represent  the 
Elastic  Resilience  or  work  done  by  the  resistance  of  the 
material  to  that  point. 
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Autographic  Strain-diagrams  are  drawn  automatically 
on  a  revolving  drum.  In  most  machines  the  drum  is  revolved 
by  the  stretch  of  the  material  and  a  pencil  is  moved  parallel 
to  its  main  axis  and  proportional  to  the  motion  of  the  weigh- 
ing poise,  although  in  some  devices  for  drawing  autographic 
diagrams  the  drum  is  actuated  by  the  poise  motion,  the  pencil 
by  the  stretch.  The  Olsen  autographic  apparatus  is  described 
in  Article  71,  Figs.  37  to  39,  page  93.  This  apparatus  is  very 
perfect  in  all  its  details,  and  produces  a  diagram  similar  to 
that  shown  in  Fig.  68. 

The  ordinates  on  this  diagram  are  proportional  to  the 
load,  the  abscissae  to  the  strain.  The  lines  are  straight  and 
nearly  vertical  until  the  yield-point ;  then  for  a  time  the  strain 
rapidly  increases,  with  little  increase  of  stress  as  shown  by  the 
line  of  stress  ;  this  is  followed  by  an  increase  of  both  stress  and 
strain,  until  the  point  of  maximum  loading  is  reached.  After 
passing  the  elastic  limit  the  strain  increases  very  rapidly,  the 
stress  but  little. 

The  autographic  attachment  is  a  valuable  addition  to  a 
testing-machine,  especially  if  its  use  does  not  interfere  with 
the  measurement  by  micrometers ;  but  if  the  scale  of  the  dia- 
gram does  not  exceed  five  or  ten  times  that  of  the  actual 
strain,  it  is  of  value  only  in  showing  the  general  character  of 
the  strain,  and  is  not  to  be  considered  of  value  in  obtaining 
coefficients  or  moduli  within  the  elastic  limit. 


TENSION  TESTS. 

95.  Objects  of  Tension  Tests. — Tension  tests  are  con- 
sidered valuable  as  affording  information  of  the  qualities  of 
Material,  and  a  certain  tensile  strength  is  required  of  nearly 
*U  materials  used,  even  though  in  practice  they  may  be  sub- 
jected to  different  kinds  of  strain.  The  breaking-strength  is 
frequently  specified  within  limits,  and  is  to  be  accompanied  with 
*  certain  amount  of  ductility. 

Directions  for  Tension  Tests. — Examine  the  test-piece  care- 
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adjusts  itself  somewhat  during  this  period  of  loading,  and  the 
specimen  assumes  a  true  position  should  any  slight  irregularity 
exist. 

96.  Attachment  of  Extensometer.— Attach  the  auxiliary 
apparatus  for  measuring  stretch,  or  obtaining  autographic  dia- 
grams. The  method  of  attaching  extensomcters  will  depend 
on  the  special  form  used  (see  Articles  80  to  86),  but  this  act 
should  always  be  carefully  performed,  and  the  specimen  exactly 
centred  in  the  extensometer,  and  the  gauge-points  arranged 
8  inches  apart.  The  following  directions  for  applying  and  using 
the  Henning  extensometer  will  serve  to  show  the  method  to  be 
used  in  all  cases. 

The  Henning  extensometer  (see  Article  83,  Fig.  50,  page 
no)  is  attached  and  used  as  follows:  Before  attaching  the  in- 
strument, adjust  the  knife-edges  in  the  clamps  by  means  of  the 
two  milled  nuts  so  that  they  arc  equally  distant  from  the 
frame  and  not  so  far  apart  as  the  diameter  of  the  test-piece. 
Then,  since  the  springs  acting  on  the  knife-edges  are  of  equal 
strength,  the  instrument  will  adjust  itself  in  the  plane  of  the 
screws  symmetrically  with  respect  to  the  test-piece.  Advance 
or  withdraw  the  set-screws  until  their  points  are  equally 
distant  from  the  frame  and  far  enough  apart  to  admit  the  test- 
piece. 

Separate  the  upper  portion  of  the  instrument,  put  it  around 
the  test-piece  (already  inserted  in  the  machine)  near  the  upper 
shoulder,  with  the  smaller  part  to  the  right,  force  together  and 
fasten  securely.  Advance  the  set-screws  simultaneously  until 
their  points  indent  the  test-piece.  Separate  the  lower  portion, 
put  it  around  the  test-piece  with  the  vertical  scales  to  the  front, 
force  together  and  secure.  Hang  the  links  on  the  proper  bear- 
ings on  both  portions  of  the  instrument.  Then  advance  the 
set-screws  as  above.  Throw  the  links  out,  take  readings  of  the 
micrometers,  apply  the  first  increment  of  load,  and  proceed 
with  the  test  as  directed.  To  read  the  micrometers  make  the 
electrical  connections ;  advance  one  micrometer  until  the  bell 
rings  announcing  contact,  back  off  barely  enough  to  stop  ring- 
ing, and  advance  the  other  until  the  bell  rings.    Back  off  as 
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before,  and  read  both  micrometers.  The  vertical  scale  and  the 
micrometer  head  are  graduated  so  that  readings  to  -ru^^  inch 
can  be  obtained  directly.  ' 

97.   Tension   Test. — The  test   is  made  by  applying  the 
stress  continuously  and  uniformly  without  intermission  until 
the  instant  of  rupture,  only  stopping  at  intervals  long  enough 
to  make  the  desired  observations   of   stretch  and  change  of 
shape.     The  stress  should  at  no  time  be  decreased  and  re- 
applied in  a  standard  test,  but  should  be  maintained  continu- 
ously.   The  auxiliary  apparatus  for  measuring  strain  must  be 
removed  before  rupture  takes  place,  except  it  is  of  a  character 
not  likely  to  be  injured.     It  should  usually  be  taken  off  very 
soon  after  the  elastic  limit  is  passed ;   although   for  ductile 
material  it  may  be  left  in  place  for  a  longer  time  after  the 
elastic  limit  has  been  passed  than  for  hard  and  brittle  materials. 
The  material  is  then  to  be  loaded  until  fracture  takes  place, 
keeping  the  beam  floating,  after  which  the  distortion  for  each 
part  is  to  be  measured  by  comparison  with  the  reference  divi- 
sions on  the  test-piece,  measured  from  the  point  of  rupture  as 
previously  explained.     It  is  to  be  noted  that  measurements 
within  the  elastic  limit  are  of  especial  importance,  since  materials 
in  use  are  not  to  be  strained  beyond  that  point. 

98.  Report. — Remove  the  fractured  piece  from  the  machine  ; 
make  measurements  of  shape,  external  and  fractured  surface ; 
give  time  required  in  making  the  test.*    When  fracture  is  cup- 

1  shaped,  state  the  position  of  cup — whether  in  upper  or  lower 
piece. 
In  recording  the  results  of  tests,  loads  at  elastic  limit,  at 
yield-point,  maximum,  and  instant  of  rupture  are  all  to  be  noted. 
The  load  at  elastic  limit  is  to  be  that  stress  which  produces 
*  change  in  the  rate  of  stretch. 

The  load  at  yield-point  is  to  be  that  stress  under  which  the 
ttte  of  stretch  suddenly  increases  rapidly. 


*&*  Report  of  Committee  00  Standard  Tests,  Vol.  XI.,  Am.  Society  Mech. 
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The  maximum  load  is  to  be  the  highest  load  carried  by  the 
test-piece. 

The  load  at  instant  of  rupture  is  not  the  maximum  load 
carried,  but  a  lesser  load  carried  by  the  specimen  at  the  instant 
of  rupture. 

In  giving  results  of  tests  it  is  not  necessary  to  give  the  load 
per  unit  section  of  reduced  area,  as  such  figure  is  of  no  value; 
(1)  because  it  is  not  always  possible  to  obtain  the  load  at  in- 
stant of  rupture ;  (2)  because  it  is  generally  impossible  to  obtain 
a  correct  measurement  of  the  area  of  section  after  rupture; 
(3)  lastly,  because  the  amount  of  reduction  of  area  is  principally 
dependent  upon  local  and  accidental  conditions  at  the  point  of 
rupture.  The  modulus  or  coefficient  of  elasticity  is  to  be 
deduced  from  measurements  of  strain  observed  between  fixed 
increments  of  load  per  unit  section  ;  between  2000  pounds  per 
square  inch  and  12,000  pounds  per  square  inch;  or  between 
1000  pounds  per  square  inch  and  11,000  pounds  per  square 
inch.  With  this  precaution  several  sources  of  <rxox  are 
avoided,  and  it  becomes  possible  to  compare  results  on  the 
same  basis. 

In  the  report  describe  the  testing-machine  and  method  of 
testing,  form  and  dimensions  of  specimen,  character  and  posi- 
tion of  rupture.  Calculate  coefficients  of  elasticity,  maximum 
strength,  breaking-strength,  strength  at  elastic  limit,  and  resili- 
ence, and  submit  a  complete  log  of  test.  Also,  draw  a  strain- 
diagram  on  cross-section  paper ;  make  a  sketch  of  surface  of 
rupture.  The  curve  of  stress  and  strain  is  to  be  drawn  as 
follows:  Plot  a  curve  of  stress  and  strain  up  to  a  point  beyond 
the  elastic  limit,  using  for  ordinates  values  of  /,  on  the  scale 
1  div.  =  2000  lbs.  per  sq.  in,,  and  for  abscissae  values  of  6,  on 
the  scale  1  div.  =  0.0001";  compute  E  and/.  Then  plot  the 
complete  curve  of  stress  and  strain  to  the  point  of  rupture, 
using  scales  of  1  div.  =  10,000  lbs.  per  sq.  in.,  and  I  div.  =Q£I 
inch  for  ordinates  and  abscissae,  respectively. 

A  blank  form  for  the  log  is  shown  below,  which  is  to  be 
filled  out  and  filed.     On  this  log  is  to  be  entered,  value  of  the 
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modulus  of  elasticity,  load  at  elastic  limit,  character  of  rupture, 
area  of  least  section,  and  measurements  between  each  mark 
made  on  the  specimen. 

The  following  form  is  used  by  the  author  for  both  tension 
and  compression  tests : 


Test  of by. 

Kind  of  Test 

Material  from 

Machine  used 

Time  of  Testing min. 


Date 189 

Tempt degrees  F. 


No. 


1 

Load. 

Micrometer- 
readings. 

Extension. 

Modulus 

Elasticity. 

E 

Actual. 
P 

Per  sq.  in. 

I 

II 

Mean. 

Actual. 
A 

Difference. 
AA 

Per  in. 

« 

1 

Original  length in.    Diameter in.    Area sq.  in. 

Final  "     in.    Diameter in.    Area " 

Form  of  section Fracture:  position ;  character 

Moduli:  resilience ;  breaking-strength 

Load  per  sq.  inch :  elastic  limit max breaking 

Equivalent  elongation  for  8  inches inches per  cent. 

Ductility Reduction  area. per  cent.     Local  elongation  each 

half-inch,  from  top,  1st ;  2d ;  3d  ......;  4th ;   5th ; 

fch ;  7th ;  8th ;  9th ;  10th ;  nth ;  12th  ...; 

13th ;  14th ;  15th.  .....;  16th 

i 

The  following  form,  from  Vol.  XL  Trans.  American  Society 
[  Mech.  Engineers,  is  excellent  for  reporting  the  principal 
t  results  of  a  series  of  tests.  Attention  is  called  to  the  full 
jj  descriptions  accompanying  the  report. 
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Prof.  G.  Lanza  of  the  Massachusetts  Institute  of  Tech- 
nology  uses  the  following  forms  for  log  and  report  of  tension- 
tests: 


TENSION-TEST. 


Date 


No 

Specimen 

Length  between  clamps Tested  by. 

Original  section 


Loads. 


Per  sq.  in. 


Micrometer-readings. 

Mean. 

Differences. 

z 

a 

z 

3 

Actual. 

Per  inch. 

1 

Remarks. 


Fractured  section Breaking-stress  per  sq.  in.  fractured  section. , 

Reduction  of  area  of  cross-section Modulus  of  elasticity 

Ultimate  extension Modulus  of  elastic  resilience 

Cross-section  at  maximum  load Modulus  of  ultimate  resilience, 

Tensile  limit  per  sq.  in , 


REPORT. 


•    •     • 


•    • 


•     • 


No 

Specimen 

Length  between  clamps, 
Original  section,   .     .     , 
Elastic  limit,    .     . 
Breaking-load, .    . 

Fractured  section, 

Reduction  of  area  of  cross-section,  .     . 

Ultimate  extension, 

Breaking-stress  per  square  inch  fractured 

Modulus  of  elasticity, 

Signed 


Date, 


•     •    •     •    • 


•     •    •    •    •     •     ••■•*.. 


•     •    •     •     ••••••• 


•  • .  •  • 


..... 


..... .... 


... 


section, .... 


» •••••• 


•  ••«•• 
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COMPRESSION-TESTS. 

99.  Methods   of  Testing   by   Compression,     i.  Short 
Pieces :  Method  of  Testing. — In  case  of  short  pieces,  measure- 
ments of  strain  cannot  be  made  on  the  test-piece  itself,  but 
must  be  made  between  points  on   the  heads  of  the  testing- 
machine.     It  is  necessary  to  ascertain  and  make  a  correction 
for  the  error  due  to  the  yielding  of  the  parts  of  the  testing- 
machine.     This  is  done  as  follows :    Lower  the  moving-head 
until  the  steel  compression-plate  presses  on  the  steel  block  in 
the  lower  platform  with  a  force  of  about  500  pounds.     Attach 
the  micrometers  to  the  special  frame,  which  is  supported  by 
the  upper  platform,  and  read  to  a  point  on  the  movable  head. 
With  load  at  500  pounds,  read  both  micrometers.     Apply  loads 
by  increments  of  1000  pounds  up  to  three  fourths  the  limit  of 
the  machine,  taking  corresponding  readings.     Plot  a  curve  of 
loads  and  deflections  with  ordinates  1  long  division  =  1000 
pounds,   and  abscissae   I   long   division  =  0.001   inch.      From 
this  curve  obtain  corrections  for  the  deflections  caused  by  the 
loads  used  in  the  compression-test.     In  making  the  test  calcu- 
late the  increment  of  load  as  explained  for  tensile  strain,  Arti- 
cle 98.     Conduct  the  experiment  in  the  same  manner  as  for 
tension,  except  that  the  stress  is  applied  to  compress  instead 
of  to  stretch  the  specimen.     If  the  material  tested  is  hard  or 
brittle,  as  in  cast-iron,  care   should  be  taken  to  protect  the 
person  from  the  pieces  which  sometimes  fly  at  rupture. 

Report  and  draw  curve  as  for  tension-tests,  and  in  addition 
show  why  brittle  material  breaks  in  planes,  making  angles  of 
about  450  with  the  axis  of  \he  piece ;  compare  the  results 
obtained  for  wrought-iron  in  compression  with  those  obtained 
in  tension. 

2.  Long  Pieces:  Melhod of 'Testing. — In  this  case  the  exten- 
someters  used  for  tension-tests  can  be  connected  directly  to 
the  specimen,  and  the  measurements  taken  in  substantially  the 
same  wiy,  except  that  the  heads  of  the  extensometer  will 
approach  instead  of  recede  from  each  other ;  this  makes  it 
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necessary  to  run  the  screws  back  each  time  after  taking  a  meas- 
urement a  distance  greater  than  the  compression  caused  by 
the   increment  of  load.     In  case  large  specimens  are  tested 
horizontally,  initial  flexion  is  to  be  avoided  by  counterweight- 
ing  the  mass  of  the  test-piece. 

Calculate  the  increment  of  load  as  one  tenth  the  breaking- 
load  given  by  Rankine's  formula,  Article  51,  page  64.     Apply 
the  first  increment  and  take  initial  reading  of  micrometers; 
continue  this  until  after  the  elastic  limit  has  been  passed,  after 
which  remove  the  extensometer,  and  apply  load  until  rupture 
takes  place.     Protect  yourself  from  injury  by  flying  pieces. 
Compute  the  breaking  coefficient  Cby  Rankine's  formula,  and 
compare  with  the  usual  results. 

Compute  the  modulus  of  elasticity  by  Euler's  formula: 

(!)  />"  =EIn%  +  r  (Church, "  Mechanics  of  Materials,"  p.  366). 
(2)  E  =  I"* P."  -h  nV.    /"  =  /  -  X".   (3)  E  =  (/ -  X'JP '  +■  ttV. 

Also  by  the  method  used  in  testing  short  specimens. 

In  the  above  approximate  formula  the  notation  is  the  same 
as  in  Article  48,  page  62. 

Note  in  the  report,  load  at  elastic  limit,  yield-point,  and 
ultimate  resistance,  as  well  as  increase  of  section  at  various 
points,  and  total  compression  calculated  as  explained  for 
tension. 

Submit  a  strain-diagram,  and  follow  the  same  general  direc- 
tions as  prescribed  in  the  report  for  tensile  strain,  Article  98. 

TRANSVERSE  TESTS. 

100.  Object* — This  test  is  especially  valuable  for  full-sized 
Pieces  tested  with  the  load  they  will  be  required  to  carry  in 
actual  practice. 

The  deflections  of  such  pieces,  with  loads  at  centre  or  in 
various  other  positions,  afford  means  of  computing  the  coeffi- 
cients of  elasticity  and  the  form  of  the  elastic  curve. 

Metbd  0/  7V*/ttfcr:— Arrange  the  machines  for  such  tests 
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by  putting  in  the  supporting  abutments,  and  by  arranging  the 
head  for  such  tests,  or  else  by  using  the  special  transverse 
testing-machine. 

In  this  experiment  the  test-piece  is  usually  a  prismatic 
beam,  3  feet  long  (see  Article  91,  page  121),  and  it  is  supported 
at  both  ends,  the  stress  being  applied  at  the  centre.  The 
same  data  are  required  to  be  observed  as  in  the  preceding 
experiment,  viz.,  loads  and  deflections,  or  stresses  and  corre- 
sponding strains. 

Sharp  edges  on  all  bearing-pieces  are  to  be  avoided,  and 
the  use  of  rolling  bearings  which  move  accurately  with  the 
angular  deflections  of  the  ends  of  the  bars  are  recommended ; 
otherwise  the  distance  between  fixed  supports  measured  along 
the  axis  of  the  specimen  is  continually  changing. 

Place  the  test-bar  upon  the  supports,  and  adjust  the  latter 
36  inches  apart  between  centres,  and  so  that  the  load  will  be 
applied  exactly  at  the  middle.  Obtain  the  necessary  dimen- 
sions, and  calculate  the  probable  strength  at  elastic  limit  and 
at  rupture  by  means  of  the  formula/  =  Wle  -=-  4/.  (See  Arti- 
cle 52,  page  66.)  Adjust  the  specimen  in  the  machine  in  a 
horizontal  plane,  and  apply  the  stress  at  the  centre  normal 
to  the  axis  of  the  specimen,  and  in  a  plane  passing  through 
the  three  points  of  resistance. 

Measure  the  deflections  at  the  centre  from  a  fixed  plane 
or  base,  allowing  for  the  settling  of  the  supports,  or  by  the 
special  deflectometer  (see  Article  87,  page  1 14),  from  which 
compute  the  coefficient  of  resilience  and  the  modulus  of 
elasticity. 

Balance  the  scale-beam  with  the  test-bar  in  position  and 
the  deflectometer  lying  on  the  platform.  Set  the  poise  for  one 
increment  of  load  and  apply  stress  until  the  beam  tips.  Place 
the  poise  at  zero,  and  balance  by  gradually  removing  the  load. 
Place  the  deflectometer  in  position  on  the  supports,  and  with 
the  micrometer  at  zero  make  contact  and  record  zero-reading 
and  zero-load. 

Apply  the  load  in  uniform  increments  equal  to  about  one 
fifth  the  calculated  load  for  the  elastic  limit,  stopping  only 
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long  enough  to  measure  the  deflections.  Wrought-iron  is  to 
be  strained  only  until  it  has  a  sensible  permanent  set,  but  cast- 
iron  and  wood  are  to  be  tested  to  rupture.  Wood  specimens 
generally  rupture  on  one  side  only :  in  that  case  turn  over  and 
make  complete  test  as  in  the  first  instance. 

101.  Form  of  Report. — In  the  report  describe  the  ma- 
chine, method  of  making  test,  form  of  cross-section,  peculi- 
arities of  the  section,  and  make  a  sketch  showing  position  and 
form  of  rupture.  Submit  a  complete  log  of  the  test,  together 
with  drawing  of  the  elastic  curve,  to  be  filed  for  permanent 
record.  The  following  is  a  form  for  data  and  results  of  a 
transverse  test : 


DATA  OF  TRANSVERSE  TEST  OF, 


Form  of  cross-section 

Length  between  supports ins. 

On 

Time 


.  Testing-machine. 


hrs mins. 

Date Observers:  ] 


Load 

Deflection. 

Remarks. 

No. 

Reading. 

Net. 

REPORT  OF  TRANSVERSE  TEST. 

Material Wt.  per  cu.  ft, 

Form 

Composition Specific  Gravity. . . , 

Load  Applied 

Testing-machine. 

Time hn min. 

Dtte ,189    .    Observers:] 


lbs. 


,•  ^ 
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Dimensions. 

Symbol. 

• 

V 

I 

fa 

O 

a 
#o 

w 

a 

3 

/ 

D 

b 

h 

e 

I 

Load. 

Actual. 

Reduced  per  sq.  in. 
in  Outer  Fibre. 

Deflection. 

V 

9 
3 

u 
ft. 

0 

Remarks: 

Sketch 

• 

The  following  forms  are  used  by  Prof.  Lanza  in  the  labora- 
tory of  the  Institute  of  Technology  for  log  and  report  of  trans 
verse  test : 


Da 

LOG. 

Specirr 
Positio 

.       Wt.  of  yc 

Tested 

Loads. 

Micrometer-readings. 

Mean. 

Differences. 

Remarks. 

i 

2 

I 

2 

Modulus  of  elasticity 

Modulus  of  rupture  (including  weight  of  beam). 
Maximum  intensity  of  longitudinal  shear 
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of  elasticity, 

of  rupture  (including  weight  of  beam),   .... 

n  intensity  of  longitudinal  shear, 

(Signed) 

.  Elastic  Curve. — The  object  of  this  experiment  is  to 
ine  the  coefficient  and  moduli  of  the  material,  by  loads 
an  that  required  at  the  elastic  limit.  The  required 
I  formulae  are  to  be  found  in  Art.  52,  page  67.  A  table 
ections  corresponding  to  various  centre  loads  is  to  be 
on  page  69.  The  beam  is  to  be  supported  at  both  ends 
ided  supports  or  on  rollers.  The  loads  consist  of  weights 
,vn  amount  that  can  be  suspended  at  various  points. 
toratus  needed. — Cathetometer  or  other  suitable  instru- 
Dr  measuring  deflection. 

ections. — Obtain  dimensions  of  beam,  compute  moment 
tia  of  cross-section ;  note  material  of  beam,  and  com- 
•robable  deflection  and   corresponding  load  at  elastic 


efully  divide  the  length  of  the  beam  into  equal  parts, 
irk  these  divisions  on  the  centre-line  of  the  beam.  With 
1  on  the  beam,  take  cathetometer-readings  of  each  point, 
pply  successive  increment  of  loads,  each  equal  to  one 
e  probable  load  at  the  elastic  limit,  and  take  correspond- 
adings  of  the  cathetometer.  From  readings,  obtain 
flections  for  each  point,  and  plot  the  elastic  curve. 
ite  the  deflections  for  the  corresponding  points  from  the 
a,  using  tabulated  values  of  Ey  and  plot  the  correspond- 
*oretical  curve.  Make  deductions  concerning  the  rela- 
the  two  curves. 
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The  above  experiment  is  to  be  performed  with  the  load  at 
center,  and  again  with  the  load  at  a  point  one  fourth  or  one 
third  the  length  of  the  beam. 

Similar  experiments  may  be  performed  on  beams  fixed  at 
one  end,  or  fixed  at  one  end  and  supported  at  the  other. 

TORSION-TEST. 

103.  Object. — The  object  of  this  experiment  is  to  find  the 
strength  of  the  material  to  resist  twisting  forces,  to  find  its 
general  properties,  and  its  moduli  of  rigidity  and  shearing- 
strength. 

Thurston* s  Machine. — The  special  directions  apply  only  to 
Thurston's  torsion-machine  (see  Article  73,  Figs.  40  and  41, 
page  96).  In  the  use  of  the  machine  the  constants  are  first  ob- 
tained, the  test-piece  inserted  between  the  jaws  of  the 
machine,  stress  applied,  and  the  autographic  strain-diagram 
obtained.  This  diagram  is  on  a  large  scale,  and  gives  quite 
accurate  measures  of  the  stresses  or  loads.  The  diagram  is, 
however,  drawn  by  attachment  to  the  working  parts  of  the 
frame,  and  consequently  any  yielding  of  the  frame  or  slipping 
of  the  jaws  appears  on  the  diagram  as  a  strain  or  yield  of  the 
specimen.  The  angular  deformation  a,  as  obtained  from  the 
diagram,  is  likely  to  be  too  great,  especially  within  the  elastic 
limit.  This  error  should  be  determined  in  each  test  by  attach- 
ing index  arms  at  each  end  of  the  specimen,  and  corrections 
made  to  the  results  obtained  from  the  diagram. 

The  characteristic  form  of  diagram  given  by  the  torsion- 
machine  is  shown  in  Fig.  70,  in  which  the  results  of  tests  of 
several  materials  is  shown.  In  the  above  diagrams*  the  ordi- 
nates  are  moments  of  torsion  (Pa)9  the  abscissae  are  develop- 
ments of  the  angle  of  torsion  (a).  The  value  of  one  inch  of 
ordinate  is  to  be  found  by  measuring  the  ordinate  correspond- 
ing to  a  known   moment  of  torsion,  and  the  abscissa  corre- 


*See  4I  Mechanics  of  Materials,"  page  240,  by  I.  P.  Church.     Published  by 
Wiley  &  Son,  N.  Y. 
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sponding  to  one  degree  of  torsion  is  to  be  calculated  from 
the  known  radius  of  the  drum.  Knowing  these  constants, 
numerical  values  can  readily  be  obtained,  and  the  coefficients 
of  the  strength  of  the  material  can  be  computed. 

During  the  test,  relax  the  strain  occasionally :  if  within  the 
elastic  limit,  the  diagram  will  be  retraced ;  but  if  beyond  that 


Fig.  70. 

limit,  a  new  path  is  taken,  called  an  "  elasticity ,r  line  by 
Church,  which  is  in  general  parallel  to  the  first  part  of  the  line, 
and  shows  the  amount  of  angular  recovery  BCt  and  the  per- 
manent angular  set  OB. 

104.  Methods  of  Testing  by  Torsion  with  Thurston's 
Autographic  Testing-machine.    (See  Articles  55  and  73.) 

Method. — Determine  first  the  maximum  moment  of  the 
pendulum.  This  may  be  done  by  swinging  the  pendulum  so 
that  its  centre-line  is  horizontal,  supporting  it  on  platform- 
scales  and  taking  the  weight  and  the  distance  of  the  point  of 
support  from  the  centre  of  suspension  of  the  pendulum.  The 
product  of  these  two  quantities  is  the  maximum,  moment  of 
the  pendulum.  Make  three  determinations,  using  different 
lever-arms,  and  take  the  mean  for  the  true  moment  of  the 
pendulum.  A  correction  for  the  friction  of  the  journal  of  the 
pendulum  must  be  made.  When  hanging  vertically,  measure 
with  a  spring-balance,  inserted  in  the  eye  near  the  bob,  the 
force  necessary  to  start  the  pendulum.  Add  this  moment  to 
that  obtained  above,  and  the  result  is  the  total  maximum 
moment  of  the  pendulum.  From  this  the  value  of  the  mo- 
ment for  any  angular  position  may  be  calculated. 
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Note  the  variation  of  the  pencil-point  between  the  vertical 
and  the  horizontal  positions  of  the  pendulum.  This  distance 
laid  down  on  the  F-axis  of  the  record-sheet  corresponds  to 
the  maximum  moment  obtained  above,  whence  calculate  the 
value  of  one  inch  of  ordinate.  Calculate  the  length  corre- 
sponding to  one  degree  on  the  surface  of  the  paper  drum, 
parallel  to  the  JST-axis.  This  will  be  the  unit  to  be  used  in 
calculating  the  angle  of  torsion.  Fix  the  paper  on  the  drum 
and  draw  the  datum-line  or  jf-axis.  Insert  the  test-piece  be- 
tween the  centres  and  screw  in  the  centre  until  the  neck  of  the 
test-piece  is  about  midway  between  the  jaws.  Wedge  the  test- 
piece  between  the  jaws  as  firmly  as  possible  by  hand,  and  then 
tap  the  wedges  slightly  with  a  copper  hammer.  Fasten  an 
index-arm  to  each  end  of  the  specimen  in  such  a  manner  that 
twisting  or  slipping  of  the  specimen  can  be  observed  by  ref- 
erence to  the  centre  of  the  pendulum  on  one  end,  and  to  a 
fixed  point  on  the  drum  on  the  opposite  end.  Throw  the 
worm  into  gear  and  turn  the  handle  slowly  and  steadily  until 
rupture  occurs,  only  relaxing  the  stress  once  or  twice  during 
the  test.  Take  the  record  of  all  the  test-pieces  on  the  same 
sheet  with  the  same  origin  of  co-ordinates. 

Correct  each  diagram  for  amount  of  slipping  of  test-piece 
or  yielding  of  frame  by  reference  to  index-arms  carried  by  the 
test  specimen. 

The  record  of  torsion-tests,  page  142,  is  a  numerical  example, 
obtained  from  diagrams  similar  to  those  shown  in  Fig.  70. 

IMPACT  TESTS. 

X05.  Directions  for  Testing  Cast-iron  by  Impact  with 
Heisler's  Impact  Testing- machine.    (See  Article  76,  p.  100.) 

Method. — Take  a  transverse  test-bar  of  cast-iron  and  place 
^  in  the  machine,  cope  side  out,  so  that  the  blow  will  be 
struck  in  the  middle  of  its  length.  Arrange  the  autographic 
device  so  that  it  will  register  the  deflection  of  the  bar.  Place 
the  tripping  device  or  "  dog "  for  a  fall  of  two  inches. 
C^tch  the  bob  at  this  point,  and  trip  at  every  notch  above 
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successively  until  the  bar  breaks.  Note  the  maximum  height 
of  fall.  Report  on  the  experiment  the  behavior  of  the  test- 
bar  and  character  of  its  fracture,  and  the  number  of  impacts 
and  the  force  in  inch-pounds  of  the  last  blow.  Compute  the 
resilience  of  the  test-piece.  Try  a  similar  bar  at  same  ultimate 
fall,  and  observe  the  number  of  blows  required  to  break  it. 
Draw  conclusions.  Write  complete  report,  and  give  moduli 
and  coefficients. 

106.  Drop-tests. — The  following  method  of  making  drop- 
tests  has  been  recommended  by  the  Committee  on  Standard 
Methods  of  Testing  appointed  by  the  American  Society  of 
Mechanical  Engineers,  and  is  substantially  the  same  as  adopted 
by  the  German  Engineers  at  Munich  in  1888: 

Drop-tests  are  to  be  made  on  a  standard  drop,  which  is  to 
embody  the  following  essential  points : 

a.  Each  drop-test  apparatus  must  be  standardized. 

b.  The  ball  {falling  mass)  shall  weigh  1000  or  1500  pounds; 
the  smaller  is,  however,  preferable. 

c.  The  ball  may  be  made  of  cast-iron,  cast  or  wrought 
steel ;  the  shape  is  to  be  such  that  its  centre  of  gravity  be  as 
low  as  possible. 

d.  The  striking-block  is  to  be  made  of  forged  steel,  and  is 
to  be  secured  to  the  ball  by  dovetail  and  wedges  in  a  rigid 
manner,  and  so  that  the  striking-face  is  placed  strictly  sym- 
metrical about  and  normal  to  its  vertical  axis  passing  through 
the  centre  of  gravity.  Special  permanent  marks  are  to  indi- 
cate the  correctness  of  the  face  in  these  respects. 

Special  marks  should  be  made  to  indicate  the  centre  of 
the  anvil-block. 

r.  The  length  of  guides  on  the  ball  should  be  more  than 
twice  the  width  between  the  guides,  which  are  to  be  made  of 
metal ;  Le^  rails  so  placed  that  the  ball  has  but  a  minimum 
amount  of  play  between  them.  Graphite  is  recommended  as 
lubricant. 

fm  The  detachment  or  shears  must  not  cause  the  ball  to 

e  between  the  guides,  and  must  be  readily  and  freely 

tie,  with  the  point  of  suspension   truly  above  the 
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centre  of  gravity  of  the  ball;  and  a  short  movable  link,  chain, 
or  rope  is  to  be  fixed  between  the  ball  and  shears  or  detach- 
ment. 

g.  When  a  constant  height  of  drop  is  used,  an  automatic 
detaching  device  is  recommended. 

k  The  bearings  for  the  test-piece  are  to  be  rigidly  attached 
to  the  scaffold  or  frame,  and  they  should  be,  wherever  possible, 
in  one  piece  with  it. 

i.  The  weight  of  frame,  bearings,  and  anvil-block  should  be 
at  least  ten  times  that  of  the  ball. 

k.  The  foundation  should  be  inelastic,  and  consist  of 
masonry,  the  magnitude  of  which  is  to  be  determined  by  the 
locality  and  subsoil. 

/.  The  surface  struck  should  always  be  accurately  level ; 
therefore  proper  shoes  or  bearing-blocks  are  to  be  provided 
for  testing  rails,  axles,  tires,  springs,  etc.,  etc.,  to  insure  a 
proper  level  upper  surface ;  these  blocks  are  to  be  as  light  as 
possible. 

The  exact  shape  of  these  bearing-blocks  is  to  be  given  on 
each  test  report 

m.  The  gallows  or  frame  should  be  truly  vertical  and  the 
guides  accurately  parallel. 

».  The  height  of  fall  of  ball  should  be  20  feet  clear,  be- 
tween striking  and  struck  surfaces. 

0.  Drops  which  by  friction  of  ball  on  guides  absorb  two 
percent  of  the  work  due  to  impact  are  to  be  discarded. 

p*  For  large  tests  a  ball  weighing  2000  pounds  is  to  be 
used. 

q.  A  sliding-scale  is  to  be  attached  to  the  frame,  and  in 
such  a  manner  that  the  zero-mark  can  always  be  placed  on  a 
kvel  with  the  top  of  the  test-piece. 

SPECIAL  TESTS  OF  MATERIALS. 

107.  The  following  comparative  tests  are  often  useful : 
1.  The  Welding-test. — This  is  to  be  done  with  a  hammer 
sighing  eight  to  ten  pounds,  with  a  given  number  of  blows. 
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The  weld  is  to  be  a  simple  scarf  weld,  made  in  a  coke  or  gas 
flame  without  fluxes.  Each  bar  to  be  tested  to  be  treated  in 
the  same  way,  using  in  each  case  two  or  three  samples  of 
iron ;  one  sample  to  be  tested  on  the  tension-machine,  the 
other  to  be  nicked  to  the  depth  of  the  weld  and  then  bent  or 
broken,  to  show  the  character  of  the  welded  surfaces. 

2.  The  Bending-test. — This  affords  a  ready  means  of  find- 
ing the  ductility  of  metals.  The  test-piece  is  to  be  bent  about 
a  stud  having  a  diameter  twice  that  of  the  specimen.  The 
piece  is  to  be  bent  with  a  lever,  and  no  pounding  is  permitted. 
If  the  plate  holding  the  stud  is  graduated,  the  angular  deflec- 
tion at  time  of  permanent  set  may  be  read  at  once.  A  modi- 
fication of  the  bending-test  is  often  used  to  determine  the 
property  of  toughness,  by  bending  the  specimen,  first  hot  and 
then  cold,  until  it  is  doubled  over  on  itself. 

3.  The  Hardening-test  is  used  in  connection  with  the  other 
tests  to  determine  the  qualities  of  the  specimen ;  the  mate- 
rial, one  specimen  of  which,  having  been  previously  welded,  is 
carefully  heated  to  a  red  heat,  and  plunged  in  water  having  a 
temperature  of  32-40  degrees.  This  specimen  is  tested  by 
torsion  and  bending,  the  same  as  the  unhardened  specimen. 

4.  The  Forging-test. — The  material  is  brought  to  a  red 
heat  and  hammered  until  cracks  begin  to  show,  the  relative 
amount  of  flattening  indicating  the  red-shortness  of  the  ma- 
terial.    Useful  principally  with  rivet-rods. 

5.  Punching-tests. — Find  the  least  material  that  will  stand 
between  the  edge  and  the  hole  punched,  by  measurement 

6.  Abrasion-tests. — Find  the  amount  of  wear  from  a  given 
amount  of  work. 

7.  Hammer-test. — This  is  made  with  a  light  hammer,  and 
the  character  of  the  material  is  determined  by  the  sound 
emitted.  Is  useful  in  locating  defects  in  finished  products, 
but  of  little  value  on  test  specimens. 

Fatigue  of  Metals,  or  the  effect  of  repeated  stresses,  is  a 
matter  of  great  practical  importance,  and  was  investigated 
very  extensively  by  Wohler.  These  results  are  discussed  in 
full  in  a  work  by  Weyrauch.     It  is  well  established  that  the 


§I08.]       TESTING  MATERIALS  OF  CONSTRUCTION.  147 

breaking-point  is  lowered  by  a  large  number  of  applications 
of  stress.  The  proportional  loads  for  wrought-iron,  according 
to  VVohler,  being  as  follows :  Breaking-load  applied  once,  4  ; 
tension  alternating  with  no  stress,  2  ;  tension  alternating  with 
compression,  1. 

Rest  of  materials  or  removal  of  stress  in  some  instances 
seems  to  restore  both  strength  and  elasticity. 

Viscosity  or  the  fluidity  of  metals  under  certain  conditions 
is  also  well  established. 

The  effect  of  temperature  on  the  strength  of  metals  has  not 
been  thoroughly  investigated.  The  investigations  at  the 
Watertown  Arsenal  show  that  steel  and  wrought-iron  bars  in- 
crease slightly  in  tensile  strength  as  the  temperature  increases 
to  6oo°  F.,  and  then  decrease  in  proportion  to  increase  of 
temperature,  so  that  the  breaking  coefficients  at  16000  F.  lie 
between  10,000  and  20,000  pounds.  See  U.  S.  Report,  Test 
of  Metals,  1888. 

10&  Tests  required  for  Different  Material. — In  general 
the  material  is  to  be  tested  in  such  a  manner  as  to  develop 
the  same  strains  that  will  be  called  forth  in  the  peculiar  use  to 
which  it  is  devoted. 

The  table,  page  148,  shows  the  tests  that  are  prescribed  for 
materials  for  various  uses,  by  the  Committee  on  Standard 
Tests  and  Methods  of  Testing  of  the  American  Society  of 
Mechanical  Engineers. 

Pipes  and  Pipe-fittings. — These  should  be  subject  to  an 
internal  hydraulic  pressure. 

Car-wheels. — Car-wheels  are  usually  subjected  to  the  drop- 
test.  The  following  method  is  employed  by  the  Pennsylvania 
Railroad  Company  for  testing  cast-iron  wheels : 

For  each  fifty  wheels  which  have  been  shipped,  or  are 
ready  to  ship,  one  wheel  is  taken  at  random  by  the  railroad 
company's  inspector,  either  at  the  railroad  company's  shops  or 
at  the  wheel-manufacturer's,  as  the  case  may  be,  and  subjected 
to  the  following  test:  The  wheel  is  placed  flange  downward 
°nan  anvil-block  weighing  1700  pounds,  set  on  rubble  masonry 
two  feet  down,  and  having  three  supports  not  more  than  five 
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inches  wide  for  the  wheel  to  rest  upon.  This  arrangement 
being  effected,  the  wheel  is  struck  centrally  on  the  hub  by  a 
weight  of  140  pounds,  falling  from  a  height  of  twelve  feet, 
Should  the  wheel  break  in  two  or  more  pieces  before  nine 
blows  or  less,  the  fifty  wheels  represented  by  it  are  rejected' 
If  the  wheel  stands  eight  blows  without  breaking  in  two  or 
more  pieces,  the  fifty  wheels  are  accepted. 

109.  Metbodsof  Testing  Bridge-materials.— The  follow- 
ing  directions  are  abstracted  from  the  standard  specification* 
adopted  by  bridge-builders* 

Wrought-iron.  r.  Appearance, — All  wrought-iron  must  be 
tough,  ductile,  fibrous,  and  of  uniform  quality  for  each  eh*i 


*  See  Handbook  published  by  Carnegie,  Phippi  &  Co.,  Piiutnug- 
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straight,  smooth,  free  from  cinder  pockets  or  injurious  flaws, 
buckles,  blisters,  or  cracks.  When  rolls  are  working  at  maxi- 
mum thickness,  poorer  finish  will  be  accepted. 

2.  Manufacture. — No  special  process  of  manufacture  re- 
quired. 

3.  Standard  Test-piece. — The  tensile  strength,  limit  of  elas- 
ticity and  ductility  shall  be  determined  from  a  standard  test- 
piece,  not  less  than  one  quarter-inch  in  thickness,  cut  from  a 
full-sized  bar,  and  planed  or  turned  parallel ;  if  the  cross-sec- 
tion is  reduced,  the  tangent  between  shoulders  shall  be  at 
least  twelve  times  its  shortest  dimensions,  and  the  minimum 
area  of  cross-section  shall  not  be  less  than  one  fourth  square 
inch  in  area  and  not  more  than  one  square  inch.  Whenever 
practicable,  two  opposite  sides  of  the  piece  are  to  be  left  as 
they  come  from  the  rolls.  A  full-sized  bar  if  less  than  the  re- 
quired dimensions  may  be  used  as  its  own  test-piece. 

The  ductility,  or  per  cent  of  strain,  is  obtained  by  measuring 
the  elongation  after  breaking  from  the  point  of  rupture  both 
ways,  on  an  original  length,  ten  times  the  least  cross-section, 
or  at  least  five  inches  long. 

In  this  length  must  occur  the  curve  of  reduction  of  area. 

4.  Strength. — The  strength  of  the  specimens  to  be  a  func- 
tion of  the  size,  and  to  be  determined  by  the  formulae  in  the 
following  table : 


STRENGTH  O^  IRON  REQUIRED  FOR  BRIDGE-BUILDING. 


Character  of  the  Iron. 

Formulae  tor  Ulti- 
mate Strength. 
Pounds  per  sq.  in. 

Strength  at 

Elastic  Limit. 

Per  cent  of 

Breaking. 

Elongation 

at  Rupture. 

Per  cent- 
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In  above  formulae  A  represents  area  in  square  inches, 
circumference  in  inches. 

5.  Hot-bending. — All   plates   and  angles   must   stand   at 
working  heat  a  sharp  bend  at  right  angles  without  sign  < 
fracture. 

6.  Rivet-iron. — Rivet-iron  must  be  tough  and  soft,  an 
capable  of  bending  cold  until  the  sides  are  in  close  contact. 

7.  Cold-bending. — All  tension-iron  pins,  bolts,  and  plat 
less  than  8  inches  wide,  must  bend  cold  1800,  to  a  curve  whosi 
inner  radius  equals  the  thickness,  without  sign  of  fracture. 

8.  Specimens  of  full  thickness,  from  plate-iron  or  from 
flanges  or  webs  of  shaped  iron,  must  bend  cold  through  900  to 
a  curve  whose  inner  radius  is  1 J  times  its  thickness. 

9.  Number  of  Test-pieces. — Four  standard  test-pieces  to  be 
tested  free  of  cost  on  each  contract,  with  one  additional  for 
each  50,000  pounds  of  iron,  and  as  many  more  as  the  con- 
tractor will  pay  for  at  $5  each.     If  any  test-piece  gives  results 
more  than  4  per  cent  below  the  requirements,  the  particular 
bar  from  which  it  was  taken  may  be  rejected,  but  the  results 
shall   be   included  in  the  average.     If  any  test-piece  have  a 
manifest  flaw,  its  test  shall  not  be  considered.     Two  test-ban 
out  of  ten  falling  more  than  4  per  cent  below  the  requirement 
shall  be  a  cause  for  rejecting  the  whole  lot  from  which  the 
were  taken  as  a  sample. 

A  variation  of  more  than  2J  per  cent  of  weight  will  also  \ 
a  cause  for  rejection. 

Steel. — The  requirements  as  for  manufacture,  finish,  nu- 
ber  of  test-pieces  and  method  of  testing  as  for  iron. 

1.  Test-pieces. — Round  test-pieces  are  to  be  obtained  fn 
three  separate  ingots  of  each  cast,  not  less  than  three  quart 
of  an  inch  in  diameter  and  of  a  length  not  less  than  ei 
inches  between  the  jaws  of  the  testing-machine.    These  I 
are  to  be  truly  rounded,  finished  at  a  uniform  heat,  and 
ranged  to  cool  uniformly,  and  from  these  test-pieces  alone 
quality  of  the  material  shall  be  determined. 

2.  Strength. — All  the  above-described  bars  are  to  ha 
tensile  strength,  not  less  than  4000  pounds  of  that  specifie 
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specimens,  rolled  at  the  same  time  as  those  required  for  the 
structure. 

The  lot  to  which  the  sample  test-bars  belong  shall  be  ac- 
cepted when — 

a.  Not  more  than  one  third  the  bars  tested,  break  in  the 
eve. 

b.  Or  if  more  than  one  third  break  in  the  eye,  the  ten- 
sile strength  is  within   5  per  cent  required   by  the  formula, 

7nn0vJ 
T=  52000  —  — -„ 500  (width  of  bar) ;  all  in  inches. 

Steel  bars  must  show  a  strength  within  4000  pounds  of 
that  required  in  clause  13. 

A  variation  in  thickness  of  heads  will  be  allowed,  not  ex- 
ceeding fa  inch  small,  or  -^  inch  large,  from  the  specifications. 

Annealing. — If  a  steel  piece  is  partially  heated  during  the 
progress  of  the  work,  the  whole  piece  must  be  subsequently 
annealed.  All  bends  in  steel  must  be  made  cold,  or  the  piece 
must  be  subsequently  annealed. 

1 10.  Admiralty  Tests. 

Tests  for  Iron  Plate. 

Hot,  to  bend  without  fracture  from  900  to  1250. 

Cold,  to  bend  without  fracture  to  the  following  angles: 
i-inch  plate.,  .lengthwise  io°  to  150,  crosswise     50 
i-  "         "...         "  200  to  250,        "  50  to  ioc 

i-  "         "...         "  30°to35°,        "  io°  to  15° 

i-  "         "...        "         55°to70°,        "  200  to  30° 

Tests  for  Plate  Steel.* 

I.  Strength.— Strips  cut  lengthwise  or  crosswise  of  the  plate 
to  have  an  ultimate  tensile  strength  of  not  less  than  26  and 
not  exceeding  30  tons  per  square  inch  of  section,  with  an 
elongation  of  20  per  cent  in  a  length  of  8  inches. 

*  St*  "Manual  of  the  Steam-engine,"  Vol.  II.,  page  488,  by  R.  H.  Thurston. 
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2.  Temper. — Strips  cut  lengthwise  of  the  plate  \\  inches 
wide,  heated  uniformly  to  a  low  cherry-red  and  cooled  in 
water  of  82°  F.,  must  stand  bending  in  a  press  to  a  curve  of 
which  the  inner  radius  is  one  and  a  half  times  the  thickness  of 
the  plates  tested. 

3.  The  strips  are  to  be  cut  in  a  planing-machine,  and  have 
sharp  edges  removed. 

4.  The  ductility  of  every  plate  is  to  be  tested  by  the  appli- 
cation of  the  shearing  or  bending  tests  on  the  contractor's 
premises  and  at  his  expense.  The  plates  are  to  be  bent  cold 
with  the  hammer. 

5.  All  plates  to  be  free  from  lamination  and  injurious 
surface  defects. 

6.  One  plate  out  of  every  fifty  or  fraction  thereof  to  be 
taken  for  testing  by  tensile  and  tempering  test  from  every 
invoice. 

7.  The  pieces  cut  out  for  testing  are  to  be  of  parallel  width 
from  end  to  end,  or  for  at  least  8  inches  in  length.  A  latitude 
or  variation  in  thickness  will  be  permitted  of  10  per  cent  for 
plates  less  than  one  half-inch  thick,  and  of  5  per  cent  for  plates 
over  that  thickness. 

Tests  for  Angle,  Bulb,  or  Bar  Steel. 

1,  2.  Strength  and  Temper. — The  requirements  the  same  as 
for  plate  steel. 

3.  Number  of  Tests. — Cross  ends  to  be  cut  off,  and  one 
piece  for  each  fifty  or  fraction  thereof  to  be  tested  in  each 
invoice. 

in.  Lloyd's  Tests  for  Steel  used  in  Ship-building* 
1.  Strength. — Strips  cut  lengthwise  or  crosswise  of  the  plate, 
and  also  angle  and  bulb  steel,  to  have  an  ultimate  tensile 
strength  of  not  less  than  27  and  not  exceeding  31  tons  per 
square  inch  of  section,  with  an  elongation  corresponding  to  20 
per  cent  on  a  length  of  8  inches  before  fracture. 

2.  Temper. — Tempering  test  the  same  as  the  Admiralty 

*Scc  Thurston's  "  Steam-engine,"  Vol.  II. 


154  EXPERIMENTAL  ENGINEERING.  [§  la- 

test, except    that   inner   radius   of   bend  is  three  times  the 
thickness. 

Rivets  to  be  same  size  as  required  for  iron. 

112.  Standard  Specifications  for  Cast-iron  Water-pipe. 
Adopted  by  the  American  Water-works  Association,  Phila- 
delphia, 1 89 1.    (Abstract  from  Transactions.) 

1.  Length. — Each  pipe  shall  be  of  the  kind  known  as 
"socket  and  spigot,"  and  shall  be  12  feet  long  from  bottom 
of  the  socket  to  the  end  of  the  pipe. 

2-7.  Metal. — The  metal  shall  be  best  quality  neutral  pig- 
iron,  with  no  admixture  of  cinder,  cast  in  dry-sand  moulds, 
placed  vertically,  numbered  and  marked  with  name  of  maker 
and  date  of  making.  The  shell  to  be  smooth  and  round,  with- 
out  imperfections,  and  of  uniform  thickness. 

8-10.  Test-bars. — Test-bars  to  be  26  inches  long,  2  inches 
wide,  and  I  inch  thick,  and  to  be  tested  for  transverse  strength. 
These  bars  shall  stand,  when  carried  flatwise  on  supports  24 
inches  apart,  a  centre  load  of  1900  lbs.,  and  show  a  deflection 
of  not  less  than  0.25  inch  before  breaking.  Test-bars  are  to 
be  cast  when  required  by  the  inspector,  and  to  be  as  nearly  as 
possible  the  specified  dimensions. 

12-16.  All  pipes  to  be  thoroughly  cooled  when  taken  from 
the  pit,  afterward  thoroughly  cleaned  without  the  use  of  acid, 
then  heated  to  3000  F.,  and  plunged  into  coal-pitch  varnish. 
When  removed,  the  coating  to  fume  freely  and  set  hard  within 
an  hour. 

17.  Testing. — The  pipes  to  be  tested  after  the  varnish  hard- 
ens with  hydrostatic  pressure  of  300  lbs.  per  square  inch  for  all 
sizes  below  12  inches  diameter,  and  250  lbs.  for  all  above  that 
diameter,  and  simultaneously  to  be  struck  with  a  3-lb.  hammer. 

18-20.  Templates  to  be  furnished  by  the  maker ;  the  weight 
of  pipe  to  vary  not  over  3  per  cent  from  the  standard;  all  tests 
to  be  made  at  expense  of  maker. 

113.  Tests  of  Stone,  Brick,  Cements. — These  materials 
are  principally  used  in  walls  of  buildings  and  for  foundations. 
For   this  use  they  are   subjected   principally  to  compression 
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drill  working  under  definite  conditions.     2.  Examine  the  stone 
for  resistance  to  shearing  as  well  as  to  boring. 

Report  the  results  of  the  boring  test  on  the  following  form : 

STANDARD   REPORT   BLAXK   FOR  BORIXG  TEST. 

1.  Description  of  scone  in  its  geological  and  mineralogical  relations. 

2.  Miner's  clasiitfcafion  (hard,  very  hard,  or  extremely  hard). 

3.  T curare  fi.  e.,  coarse-grained,  ftne-gramrrf,  narailri.  normal  to  or  inclined 
to  axis  of  drill-hole). 

4.  Specific  gravity  of  the  scone. 

5.  Diameter  of  hole  drilled. 

6.  Diameter  of  hole  and  core  when  boring, 

7.  Straight  or  curve  edged  drills. 
&,  Angle  of  edge  of  drills. 

9.   X umber  of  blows  per  revolution  of  drill. 
ro.   Effective  weight  of  drilL 
rr.   Mean  effective  drop  of  drill, 

12.  dumber  of  blows  required  to  drill  the  depth  of  hole. 

1 3.  Xnmber  and  form  of  teeth  of  borer. 

14.  Statement  of  pressure  on  and  velocity  of  borer  while  boring, 
r*.  Actual  or  total  depth  of  bore-hole. 

16.  Calculated  or  indicarrri  work  done  during  boring  staled  m  meter-kilo* 
grams  per  c.  m.  of  hole  bored.  (When  osing  a  hollow  borer  the  annulus  of 
scone  cut  away  is  alone  to  be  considered.) 

3.  Find  when  possible  the  position  in  the  quarry  originally 
occupied  by  the  specimen  tested. 

4.  Find  out  the  intended  use  of  the  stone,  and  determine 
the  character  of  tests  largely  from  that.  5.  Dry  the  stone 
until  no  further  loss  of  weight  occurs  at  a  temperature  of  300  C. 
(86°  F.;,  and  test  in  a  dry  condition. 

Make  the  tests  for  strength  as  described,  using  as  large 
specimen?*  as  possible.  Also,  test  by  compression  rectangular 
blocks.     Test  also  for  tension  and  bending. 

6.  Obtain  the  specific  gravity,  after  drying  at  a  temperature 
of  86°  F. 

7.  Examine  the  specimen  for  resistance  to  frost  by  using 
samples  of  uniform  size,  7  cm.  (2.76  inches)  on  each  edge. 

8.  The  frost-test  consists  of : 

a.  The  determination  of  the  compressive  strength  of  satu- 
rated stones,  and  its  comparison  with  that  of  dried  pieces. 
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b.  The  determination  of  compressive  strength  of  the  dried 
one  after  having  been  frozen  and  thawed  out  twenty-five 
mes,  and  its  comparison  with  that  of  dried  pieces  not  so 
reated. 

c.  The  determination  of  the  loss  of  weight  of  the  stone 
ifter  the  twenty-fifth  frost  and  thaw.  Special  attention  must 
ae  had  to  the  loss  of  those  particles  which  are  detached  by  the 
mechanical  action,  and  also  those  lost  by  solution  in  a  definite 
quantity  of  water. 

d.  The  examination  of  the  frozen  stone  by  use  of  a  magni- 
fying-glass,  to  determine  particularly  whether  fissures  or  scal- 
ing occurred. 

9.  For  the  frost-test  are  to  be  used  : 

Six  pieces  for  compression-tests  in  dry  condition,  three 
normal  and  three  parallel  to  the  bed  of  the  stone,  provided 
these  tests  have  not  already  been  made,  in  which  it  is  permis- 
sible, on  account  of  the  law  of  proportions,  to  use  cubical  test- 
blocks  larger  than  7  cm.  (2.76  inches). 

Six  test-pieces  in  saturated  condition — not  frozen,  how- 
ever; three  tested  normal  to  and  three  parallel  to  bed. 

Six  test-pieces  for  tests  when  frozen,  three  of  which  are  to 
be  tested  normal  to  and  three  parallel  to  bed  of  stone. 

10.  When  making  the  freezing-test  the  following  details  are 
to  be  observed : 

a.  During  the  absorption  of  water  the  cubes  are  at  first  to 
be  immersed  but  2  cm.  (0.77  inch)  deep,  and  are  to  be  lowered 
little  by  little  until  finally  submerged. 

b.  For  immersion,  distilled  water  is  to  be  used  at  a  tem- 
perature of  from  1 50  C.  (590  F.)  to  200  C  (68°  F.). 

c  The  saturated  blocks  are  to  be  subjected  to  temperatures 

of  horn  -  io°  to  -  1 50  C  (140  to  50  F.).    This  can  be  done  in 

a  vessel  surrounded  with  melting  ice  and  salt. 

1      £  The  blocks  are  to  be  subjected  to  the  influence  of  such 

oW  for  four  hew       tad  they  are  to  be  thus  treated  when 

*  ■*tio  a  given  quantity  of 

H 
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11.  An  investigation  of  weathering  qualities — stability  un- 
der influences  of  atmospheric  changes — can  be  neglected  when 
the  frost-test  has  been  made.     However,  the  effects  in  this  re- 
spect, in  nature,  are  to  be  carefully  observed  and  compared  with 
previous  experience  in  the  use  of  similar  material.     Observe— 

a.  The  effect  of  the  sun  in  producing  cracks  and  ruptures 
in  stones. 

b.  The  effect  of  the  air,  and  whether  carbonic-acid  gas  is 
given  off. 

c.  The  effect  of  rain  and  moisture. 

d.  The  effect  of  temperature. 

115.  Bricks  or  Artificial  Building-stone. — Brick  are  tested 
for  strength,  principally  by  compression. 

1.  They  should  be  ground  to  a  form  with  opposite  parallel 
faces,  and  are  tested  between  layers  of  thin  paper;  or,  without 
grinding,  between  thin  layers  of  plaster-of-Paris,  as  explained  for 
stone.  The  variation  in  size  of  specimen,  and  whether  the  brick 
is  tested  on  end,  side-ways,  or  flat-ways,  will  make  a  great  differ- 
ence in  the  results.  The  test,  to  be  of  any  value,  must  state 
the  method  of  testing.  Whole  bricks  are  stronger  per  unit  of 
area  than  portions  of  bricks,  and  should  be  used  when  practi- 
cable. 

2.  It  is  also  recommended  that  brick  be  tested  for  compres- 
sion in  the  shape  of  two  half-bricks  superimposed,  united  by  a 
thin  layer  of  Portland  cement,  and  covered  on  top  and  bottom 
with  a  thin  layer  of  such  paste  to  secure  even  bearing- 
surfaces.* 

3.  The  transverse  test  for  brick  is  believed  to  be  a  valuable 
index  to  its  building  properties.  Support  the  brick  on  knife- 
edges  6  inches  apart,  and  apply  the  load  at  the  centre.  Com- 
pute the  modulus  of  rupture : 

R_lWl 


♦Sec  Vol.  XI.  (Standard  Method  of  Testing),  Transactions  of  American 
Society  Mechanical  Engineers,  regarding  Articles  114-118. 
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in  which  W  equals  the  centre-load,  /  the  length,  b  the  breadth, 
</ the  depth,  all  in  inches. 

4.  Dry  as  for  stone,  and  determine  the  specific  gravity. 

5.  Test  hard-burned  and  soft-burned  from  the  same  kiln. 

6.  Determine  the  porosity  of  the  brick  as  follows : 
Thoroughly  dry  ten  pieces  on  an  iron  plate ;  weigh  these 

pieces ;  then  submerge  in  water  to  one  half  the  depth  for 
twenty-four  hours  ;  then  completely  submerge  for  twenty-four 
hours,  dry  superficially,  and  weigh.  Determine  porosity  from 
the  weight  of  water  absorbed,  which  should  be  expressed  as 
per  cent  of  volume.     Express  absorption  as  per  cent  of  weight. 

7.  Determine  resistance  against  frost,  as  previously  ex- 
plained for  stones,  using  five  specimens,  and  repeating  the 
operation  of  freezing  and  thawing  twenty-five  times  for  each 
specimen.  Observe  the  effect  with  a  magnifying-glass.  After 
freezing,  test  for  compression,  and  compare  the  results  with 
that  obtained  with  a  dry  brick. 

8.  To  test  brick  for  soluble  salts,  obtain  samples  from  an 
underburned  brick  and  grind  these  to  dust.  Sift  through  a 
sieve  4900  meshes  per  square  cm.  (31,360  per  square  inch). 
The  dust  sifted  out  is  lixiviated  in  250  c.c.  of  distilled  water, 
boiled  for  about  one  hour,  filtered,  and  washed.  The  amount 
of  soluble  salts  is  then  determined  by  boiling  down  the  solu- 
tion and  bringing  the  residue  to  a  red  heat  for  a  short  time. 
The  amount  is  determined  by  weight  and  expressed  in  per- 
centage ;  its  composition  is  determined  by  a  chemical  analysis. 

9.  Determinations  of  the  presence  of  carbonate  of  lime, 
mica,  or  pyrites  are  to  be  made  by  chemical  analysis. 

1x6.  Tests  of  Paving  Material,  Stones,  and  Ballast, 
Natural  and  Artificial. — In  this  case  the  following  observa- 
tions and  tests  should  be  made : 

1.  Information  in  regard  to  petrographic  and  geologic 
classification,  the  origin  of  the  samples,  etc.,  etc. ;  also : 

2.  Statement  in  regard  to  utilization  of  same. 

3.  Specific  gravity  of  the  samples  is  to  be  determined. 

4.  All  materials  used  in  the  construction  of  roads,  provided 
they  are  not  to  be  used  under  cover  or  in  localities  without 
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frost,  are  to  be  tested  for  their  frost-resisting  qualities  by  simil 
test  to  those  prescribed  for  natural  stone. 

5.  Stones  or  brick  used  for  paving  are  tested  most  satisfa- 
torily  in  a  manner  representing  their  mode  of  utilization  by  d< 
termining  the  wearing  qualities  by  an  abrasion-test  describee 
by  Prof.  I.  O.  Baker  as  follows  :*  The  abrasion-tests  are  made 
by  putting  the  bricks  and  a  number  of  pieces  of  iron  into  a  re- 
volving horizontal  cylinder.  The  cylinder  used  by  Prof.  Baker 
was  a  foundry-rattler  45  inches  long,  26  inches  in  diameter,  and 
revolved  at  rate  of  24  revolutions  per  minute.  The  iron  used 
consisted  of  546  pieces  of  "  foundry-shot,"  weighing  about  \ 
pound  each,  thus  making  a  total  weight  of  83$  pounds. 

In  making  the  test,  the  "  brick  "  is  inserted  in  the  rattler, 
which  is  put  in  motion  and  the  loss  determined  by  weighing 
at  the  end  of  each  run.  Three  runs  are  made,  each  one  half- 
hour  in  length ;  the  comparisons  are  all  made  from  the  loss 
during  the  third  run,  expressed  in  percentages.  Granite  and 
various  stones  treated  in  the  same  way  afford  a  valuable  basis 
for  comparison. 

The  uniformity  of  wearing  qualities  of  brick  for  parts  more 
or  less  distant  from  the  exterior  surface  is  determined  by  re- 
peating the  trial  on  the  same  piece,  and  not  merely  testing  ont, 
but  a  greater  number  of  pieces.  It  is,  moreover,  necessary  to 
test  samples  of  the  best,  the  poorest,  and  the  medium  qualities 
of  bricks  in  any  one  kiln. 

6.  Obtain  the  transverse  strength  as  explained. 

7.  Obtain  the  per  cent  of  water  absorbed  after  the  bricks 
have  been  thoroughly  dried  at  300  C.  (830  F.),  as  explained 
Arts.  91-95. 

8.  Test  materials  for  ballast  in  a  similar  manner. 

9.  In  some  cases  it  may  be  desirable  to  test  stones  as  to  the 
capacity  for  receiving  a  polish. 

10.  Examinations  of  asphalts  can  only  be  made  in  an 
exhaustive  manner  by  the  construction  of  trial  roads.    An 


*  See  City- worker  *  August  mod  September  1891. 
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opinion  coinciding  with  the  results  of  such  trial  may  be  formed 
by- 

(a)  Determination  of  the  quantity  and  quality  of  the  bitu- 
men contained  therein  (whether  the  bitumen  be  artificial  or 
natural). 

(i)  By  physical  and  chemical  determination  of  the  residue. 

(c)  By  determination  of  the  specific  density  of  test-pieces  of 
the  material  used  by  a  needle  of  a  circular  sectional  area  of  I 
sq.mm.,  carrying  a  weight  of  300  grams.    (See  Art.  1 18,  p.  163.) 

(d)  By  the  determination  of  the  wear  of  such  test-pieces  by 
abrasion  or  grinding  trials. 

(e)  By  the  determination  of  the  resistance  to  frost  of  these 
test-pieces.     (See  Art.  119,  page  163.) 

117.  Hydraulic  Cements  and  Mortars— Definitions.— 
The  standard  scientific  methods  of  testing  cements  depend  prin- 
cipally upon  researches  conducted  in  the  German  laboratories. 
The  standard  method  as  here  given  is  that  recommended  by 
the  Committee  on  Standard  Methods  of  Testing  at  Munich  in 
1888. 

The  following  definitions  will  serve  to  distinguish  the  dif- 
ferent classes  of  hydraulic  bond  materials  : 

1.  Common  limes  are  produced  by  roasting  or  burning  lime- 
stones containing  more  or  less  clay  or  silicic  acid,  and  which 
when  moistened  with  water  become  wholly  or  partly  pulverized 
and  slaked.  According  to  local  circumstances,  these  are  sold 
in  shape  of  lumps  or  in  a  hydrated  condition  in  the  shape  of  a 
fine  flour. 

2.  WaterMmes  and  Roman  cements  are  products  obtained  by 
burning  clayey  lime  marls  below  the  temperature  of  decrepita- 
tion, and  which  do  not  disintegrate  upon  being  moistened,  but 
must  be  powdered  by  mechanical  means. 

3.  Portland  cements  are  products  obtained  by  burning  clayey 
marls  or  artificial  mixtures  of  materials  containing  clay  and  lime 
at  decrepitation  temperature,  and  are  then  reduced  to  the  fine- 
ness of  flour,  and  which  contain  for  one  part  of  hydraulic 
material  at  least  1.7  parts  of  calcareous  earth.    To  regulate 
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properties  technically  important,  an  admixture  of  2  per  cent 
of  foreign  matter  is  admissible. 

4.  Hydraulic  fluxes  are  natural  or  artificial  materials  which 
in  general  do  not  harden  of  themselves,  but  do  so  in  presence 
of  caustic  lime,  and  then  in  the  same  way  as  a  hydraulic  ma- 
terial ;  i.e.,  puzzuolana,  santorine  earth,  trass  produced  from  a 
proper  kind  of  volcanic  tufa,  blast-furnace  slag,  burnt  clay. 

5.  Puzzuolana  cements  are  products  obtained  by  most  care- 
fully mixing  hydrates  of  lime,  pulverized,  with  hydraulic  fluxes 
in  the  condition  of  dust. 

6.  Mixed  cements  are  products  obtained  by  most  carefully 
mixing  existing  cements  with  proper  fluxes.  Such  bond  ma- 
terials are  to  be  particularly  stated  as  "  Mixed  Cements,"  at 
the  same  time  naming  the  base  and  the  flux  used. 

Mortar  is  made  by  mixing  three  or  four  parts  of  sharp  sand 
with  one  part  of  quick-lime  or  cement,  and  adding  water  until 
of  trie  proper  consistency.  Mortar  made  from  quick4ime  will 
neither  set  nor  stay  hard  underwater;  that  made  from  hydraulic- 
ox  water-lime,  if  allowed  to  set  in  the  air,  will  not  be  softened 
by  water;  while  that  made  from  cement  will  harden  under 
water. 

118.  Method  of  Testing  Cements. — The  principal  prop- 
erties which  are  necessary  to  know  are :  (1)  its  fineness ;  (2)  time 
of  setting ;  (3)  its  tensile  strength ;  (4)  its  soundness  or  freedom 
from  cracks  after  setting;  (5)  its  heaviness  or  specific  gravity; 
(6)  its  crushing  strength ;  (7)  its  toughness  or  power  to  resist  defi- 
nite blows. 

Of  these  the  first  four  are  of  principal  importance. 

1.  The  fineness  is  determined  by  finding  the  per  cent  of 
cement  that  will  not  pass  through  sieves  with  meshes  of  a  given 
size.     Large  particles  of  cement  are  as  inert  as  sand. 

The  fineness  is  to  be  determined  by  the  use  of  sieves  of  900 
and  4900  meshes  per  sq.  cm.  (5732  and  31,170  per  sq.  in.)  for 
Portland  cements,  and  of  900  and  2500  meshes  per  sq.  cm. 
(5732  and  15,900  per  sq.  in.)  for  the  other  hydraulic  bond 
materials,  and  for  each  test  a  quantity  of  1000  grm.  (2.22  lbs.) 
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is  to  be  used.     The  wires  used  in  the  above  sieves  shall  have 

diameters  of  0.05,       0.07,     and     0.1  mm. 

(0.00197,  0.002758,  and  0.00391;  *n0 
for  sieves  having    4900,      2500,    and    900  meshes  per  sq.  cm. 

(5732,     15,900,  and  3 1, 1 70  meshes  per  sq.in.); 

and  it  is  recommended  to  always  procure  the  sieves  from  the 
same  makers. 

The  American  Society  of  Civil  Engineers  recommend  sieves 
with  2500,  5476,  and  10,000  meshes  per  sq.  in. 

2.  Consistency  of  the  Mortar. — It  is  important  to  have  the 
mortar  always  of  the  same  *'  standard  consistency."  This  is 
determined  by  the  "  consistency-meter,"  which  is  a  rod  1  cm. 
diameter,  weighing  300  grm.  (0.66  lb.),  and  a  cylindrical  vessel  4 
cm.  high  and  8  cm.  in  diameter  (1.576  x  3.152  in.)  inside,  made 
of  hard  rubber.  The  consistency  is  determined  as  follows : 
Stir  400  grm.  of  the  material,  with  sufficient  water,  at  a  temper- 
ature  of  from  590  to  65 °  F.  for  a  stiff  paste,  with  a  spoon- 
shaped  spatula,  for  exactly  three  minutes  for  slow-setting  and 
one  minute  for  quick-setting  materials.  Fill  this  into  the 
vessel  without  shaking,  stroke  the  surface  of  the  paste,  care- 
fully insert  the  rod  in  the  "consistency-meter,"  while  maintain- 
ing it  in  a  vertical  position ;  when  this  rod  remains  standing  6 
mm.  (0.2364  in.)  above  the  bottom  of  the  vessel  the  paste  is  of 
"  standard  consistency." 

The  conditions  of  set  are  determined  by  a  standard  needle 
1  sq.  mm.  (0.000157  sq.  in.)  cylindrical  section,  and  a  weight 
of  300  grm.  (0.66  lb.),  using  the  same  vessel  as  before. 

Mix  the  materials  as  explained  for  standard  consistency; 
carefully  insert  the  needle  from  time  to  time.  The  beginning 
of  set  is  indicated  when  the  needle  will  not  penetrate  to  the 
bottom  of  the  vessel.  With  quick-setting  cements  this  is  also 
indicated  by  a  change  of  temperature.  Every  hydraulic  bond 
material  can  be  said  to  have  set  when  the  needle  no  longer 
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makes  any  impression  on  it.    The  time  of  setting  is  to  b-^ 
noted. 

The  setting  test  may  also  be  made  by  spreading  the  past< 
to  a  thickness  of  2  cm.,  when  mixed  to  standard  consistency— 
on  a  glass  slab;  the  time  of  setting  is  determined  by  its  re=~- 
sistance  to  the  finger-nail  under  a  light  pressure. 

3.  Specific  Gravity. — This  is  obtained  in  the  Cornell  cement- 
testing  laboratory  by  measuring  the  displacement  of  a  known 
weight  of  cement  in  spirits  of  turpentine,  as  follows:  A  vesseJ 
with  a  long  stem,  which  is  graduated  in  c.c,  is  used ;  turpentine 
is  poured  in  until  it  rises  to  the  lower  graduations  of  the  tube; 
a  weight  of  100  grm.  of  the  cement  is  then  slowly  poured  in  at 
the  top  of  the  tube  and  allowed  to  settle  to  the  bottom.  The 
displacement  of  the  turpentine  is  shown  in  c.c.  by  the  difference 
between  the  first  and  last  readings  on  the  graduated  tube. 
The  specific  gravity  is  computed  from  the  known  weight  and 
volume. 

4.  Constancy  of  Volume  is  determined  by  the  cake  test  on 
glass  plates,  which  is  executed  as  follows:  100  grm.  (0.22  lb.)  is 
made  into  a  paste  of  normal  consistency  and  a  cake  thereof  of 
about  2  cm.  (0.788  in.)  thickness  is  made  on  a  plate  of  glass. 
Two  of  these  cakes,  protected  from  drying  by  keeping  in  an 
air-space  filled  with  saturated  water  vapor  for  24  hours,  are 
submerged  in  water  after  24  hours  or  when  set,  and  the 
material  is  said  to  have  a  constancy  of  volume  when  the  cakes 
after  28  days'  submersion  show  neither  warping  nor  cracking  of 
the  edges.  This  operation  is  facilitated  with  Portland  cement 
after  the  cake  has  set  by  baking  in  an  oven  at  a  temperature 
of  from  2300  to  2480  F.  for  one  hour,  or  until  no  steam  is  given 
off.  If  the  cakes  show  no  warping  or  cracks  on  the  edges,  it 
may  be  considered  to  have  constancy  of  volume. 

119.  Tests  of  Strength.— a.  The  tests  of  strength  are  to 
be  made  with  a  mixture  of  standard  consistency  as  explained, 
and  with  pure  (neat)  cement,  or  with  mixtures  of  sand  equal 
in  weight,  or  three  times  that  of  the  cement. 

b.  The  sand  to  be  used  is  to  be  standard  sand,  obtained 
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from  the  purest  quartz  sand,  the  fineness  of  which  is  to  be 
determined  by  using  three  sieves, — 64, 144,  and  225  meshes  per 
sq.  cm.  (407,  916,  143 1  per  sq.  in.), — so  that  one  half  passes  the 
first  and  remains  on  the  second,  and  the  other  half  passes  the 
second  and  remains  on  the  third  sieve. 
The  wires  of  these  sand  sieves  are  to  be  as  follows : 

Sieves  of                64  144  225  meshes  per  sq.  cm. 

(407  916  143 1  meshes  per  sq.  in.) 

Diam.  of  wire,    0.40  0.30  0.20  mm. 

(0.0157  0.01 182  Q.00788  in.) 

In  American  practice  the  sieves  used  are  two  in  number, 
containing  400  and  900  meshes  per  square  inch.  The  sand  is 
crushed  quartz,  as  used  by  makers  of  sand-paper.  All  of  the 
sand  used  must  pass  the  first,  none  must  pass  the  second  sieve, 

c.  The  compression-test  is  the  deciding  test  of  resistance, 
determining  its  value ;  this  is  to  be  made  with  cubes  of  50  sq. 
cm.  (7.75  sq.  in.)  section. 

d.  The  tension-test  is  the  usual  test  of  quality :  this  is  made 
on  test-pieces  of  the  German  standard  form,  having  a  section 
of  5  sq.  cm.  (0.775  S(l-  *n0  at  the  Part  to  be  ruptured.  The 
dimension  of  the  American  standard  briquette  is  exactly  1  sq. 
in.  in  section  at  the  part  to  be  ruptured.  (See  Article  89,  Fig. 
66,  page  119.) 

The  method  of  testing  in  tension  is  as  follows  (in  this  con- 
nection read  Article  77,  page  1 01,  describing  the  various  ma- 
chines for  this  purpose)  :  Prepare  the  briquette  by  mixing  400 
grm.  of  the  mortar,  of  standard  consistency,  as  explained,  the 
mixing  to  be  done  with  a  spatula,  or  by  placing  in  a  vessel  and 
giving  a  definite  number  of  shakes.  The  mortar  when  thor- 
oughly mixed  is  then  placed  in  the  mould  and  rammed  with 
short  wooden  rammers.  To  insure  constant  density  the 
German  laboratories  use  a  machine,  made  very  much  like  a 
trip-hammer,  which  delivers  150  blows  automatically  on  each 
specimen. 
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The  specimen  is  to  be  kept  in  a  saturated  lar-space  for 
24  hours,  after  which  it  is  submerged  in  water  of  i  ifimpcratare 
ot  59  to  65"  F.,  where  it  remains  untii  Tequrrec  l'cr  rising. 
The  water  is  to  be  changed  once  even-  seven  days. 

The  critical  tension-test  for  all  bond  material  in-  be  the 
2S-dav  test.  To  judge  of  the  quaiitv  in  leas  time  il  xnt  c^se 
o:  Portland  cement,  the  resistance  mav  be  rieterminec  uzon 
mortar  ot  the  composition  of  3  sand.  1  cement,  after  serririg 
r  davs. 

*  • 

f.  Adhcsinn-trst  is  to  be  determined  bv  the  standard  te 


machine,  usinc  test -nieces  enclosed  in  frames  Diacec  or  zSl 
crround<rlas:r  prisma  Tru  tesr-surtace  i-  to  bt  *  >  =  =  r=  53. 
cm.     The  tension-holders  must  be  nertectlv  mobile. 

I:  i>  absolutely  necessary  that  all  test-pieces  o:*  xiyrixaujic 
bond  materials  he  ken:  in  a  snare  saturated  with  water  or  sub- 
merged.  a>  prescribed  for  tensioi»-test.v 

It.  order  to  determine  tru  adhesion  of  bone  materials  cor- 
rectly, all  accidental  effect  o!  the  material  upon  tht  surfaces 
11  niter  mits;  he  exrUidru.  fcrick:*  therefore,  art  neve:  to  be 
u«if*i'  vhpT  routine;  limcv>  ami  hyrtrauh:  hmes  and  cements  ic 
pjj«-r»cnlai.  a-  th?  -voiil,  *onv  witi  iim:  ;.  nuzzuoianii  cement. 
whir:    pvv*nr|-  \nfi    th;    substnnre  <v  ttv.    one*; 

120    Other    Methods    of   Testing:    Cements. — Various 
r,M,/  -  nru-tiioiv-  #v    i^riiy  cement-  r.iv  usee    n-  difteren:  ianora- 
^'r'^     »i*.-  Amcrir:»:-  S^irsif  n:  vT'v;.  i  .ii£rinccr>  havt.  adopted 
;.  Tv.-.-.tiirM     »-u;,»,i  .lificN   imp.  th.  on:    r'ves.  principally  ir_  the 
ci,-.^.->    i-v«, "   ;m.     i:    th,    mrtlio,"    o-    mixmc;  the  cemen;      The 
v,:.-.i.p.    .-r;fHM.-,».     *,-.     th.    r.»iy.rn:    hpv.    2^:00.  ?47c.  ane   10.00D 
n;r**)\.-*K  .■.■»<ii,.,'!;»,.i,(i,,  ■  <nti{i     iviri: :  Hi?;:  torthesancl  ha^^OD 
-»•*.-  f~,r^  o*.^i.,v   i-o<i,f,'*M  :.-K  ,  in  ■■  s«iiiar,«  inch,     li.  mixing.  t:it 
;..-..>^..    ;..  t%i..,-(*  :  l.v^...'     ;■»  t i .  .  rn.-.n].:  ami  no:   rammec     Tht 
..r->,>v—%«- «,—«:,-,.    i.K.ii-.i.,-.     ■  .-.:;c.v     r= "  {  ivi    Engineering;   Co- 
.>..  !  ,  t, ,:,,...... ;• ,    .,..,-..  i),    ,;  .,.,v, -. ■•  t-i,..t hi-ir!- d»  mixing  an <..  hr»ni- 

"i-.,     iv,.-.  .-..»>.%.,        ti*.    i>i-j...,MMo.  ■■'»■,    h/*M\'f»ver.  dned  ir.  tht  air 

.u    uv..^*  t.     »-      ,i,    ,;.,,.  ♦..■.■..Ih;.if,i,  ■  hnur>  after  mixing, 


•  1, 
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The  following  observations  are  taken  with  respect  to  each 

briquette : 

Brand  of  cement 

Temperature  of  air  at  mixing 

Temperature  of  water  at  mixing 

Percentage  of  sand 

"  water 

••  M  cement... 

Date  of  mixing 

Time  of  mixing 

In  the  log  of  the  tests  the  following  are  the  headings  for 
the  columns :  No. ;  Time  of  Testing ;  Weight  of  Water ;  Ten 
sile  Strength ;  and  Remarks. 

Prof.  Lanza  of  Boston  requires  a  report  of  the  following 
form: 

CEMENT  TEST. 


Date  of  test, 

Dale  of  mixing 

So.  of  days  set, 

Manner  of  setting  (in  air  or  in  water). 

Kind  of  cement, 

Brand,     •••••••••• 


...#«. 


Cement. 

Mixture  (by  wt,), % 

Breaking-strength  per  sq.  in.  (tension), 
Crashing- load  (a-in.  cube).       .... 

Signed.. 


Sand. 


Water. 


Lime. 


•   •  •   • 


•  •  •   •  1 


The  cement-testing  laboratory  of  Berlin,  which  has  perhaps 
the  best  reputation  for  this  line  of  work,  makes  observations  as 
shown  on  the  following  schedule,  which  gives  the  results  of 
eleven  tests,  as  given  in  a  paper  by  P.  M.  Bruner,  before  the 
Engineers'  Club  of  St.  Louis: 
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121.  Coefficients  of  Strength. — It  is  desirable  to  know  in 
advance  of  the  test  the  probable  load  the*material  under  in- 
vestigation will  safely  bear,  in  order  that  increments  of  stress 
may  be  so  proportioned  as  to  make  a  reasonable  number  of 
observations.     It  is  also  often   desirable   to   know   how   the 
results  obtained  compare  with   the  standard  values   for  the 
material  under  investigation.     To  provide  this  information  a 
brief  statement  of  the  results  of  various  tests  are  tabulated  in 
the  Appendix.     These  results  are  mainly  obtained  from  "  Ma- 
terials of  Construction,"   by  R.  H.  Thurston  (3  vols.;  N.  Y., 
Wiley  &  Son);  and  from  "Applied  Mechanics,"  by  Prof.  G. 
Lanza  (N.  Y.,  J.  Wiley  &  Son) ;  and  "  Materials  of  Engineer 
ing,"by  Prof.  W.  H.  Burr  (N.  Y.,  J.  Wiley  &  Son).     These 
books  will  be  found  of  great  value  for  reference  in  the  testing- 
laboratory. 


CHAPTER  VI. 
FRICTION— TESTING  OF  LUBRICANTS. 

I220  Friction. — This  subject  is  of  great  importance  to  en- 
gineers, since  in  some  instances  it  causes  loss  of  useful  work, 
and  in  other  instances  it  is  utilized  in  transmission  of  power. 
The  subject  is  intimately  connected  with  that  of  measurement 
of  power  by  dynamometers,  treated  in  Chapter  VII. ;  in  con- 
nection with  these  two  chapters,  the  student  is  advised  to  read 
"  Friction  and  Lost  Work  in  Machinery  and  Mill-work,"  by  R. 
H.  Thurston  ;  N.  Y.,  J.  Wiley  &  Sons. 

Definitions. — Friction,  denoted  by  F9  is  the  resistance  to 
motion  offered  by  the  surfaces  of  bodies  in  contact  in  a  direc- 
tion parallel  to  those  surfaces. 

The  normal  force,  denoted  by  R,  is  the  force  acting  perpen- 
dicular to  the  surfaces,  tending  to  press  them  together. 

The  coefficient  of  friction  %  f  is  the  ratio  of  the  friction,  Ff  to 
the  normal  force,  R ;  that  is,f=F+R. 

The  total  pressure,  P>  is  the  resultant  of  the  normal  pressure, 
Rt  and  of  the  friction,  F,  and  its  obliquity  or  inclination  to  the 
common  perpendicular  of  the  surfaces  is  the  angle  of  repose, 
ox  friction,  whose  tangent  is  the  coefficient  of  friction. 

The  angle  of  repose  or  friction,  0,  is  the  inclination  at  which 
a  body  would»start  if  resting  on  an  inclined  plane.  It  is  easy  to 
show*  that  for  that  condition,  if  Wis  the  weight  of  the  body, 

IV  cos  0  =  R  ;    also,     Wsin  0  =  F; 


*  See  Mechanics,  by  I.  P.  Church;  p.  164. 
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and  since /=  F+  R> 


W  sin  0 

/  =  -rr? =  tan  0. 

'       Jr  cos  <p 


It  has  been  shown  by  experiment  that  for  sliding  friction 
(i)the  coefficient/" is  independent  of  R;  (2)  it  is  greater  at  the 
instant  of  starting  than  after  it  is  in  motion ;  (3)  it  is  independ- 
ent of  the  area  of  rubbing  surfaces ;  (4)  it  is  diminished  by 
lubrication  ;  (5)  it  is  independent  of  velocity. 

123.  Classification  and  Notation. — The  subject  of  friction 
is  naturally  divided  into  the  following  sub-heads,  all  of  which 
are  intimately  connected  with  methods  of  lubrication : 

A.  Friction  of  rest,  occurring  when  a  body  is  about  to  start. 
It  is  the  resistance  to  change  of  position. 

B.  Friction  of  motion,  occurring  during  uniform  motion,  and 
being  less  than  the  friction  of  rest. 

The  second  kind,  or  friction  of  motion,  is  of  principal  im- 
portance, and  consists  of — 

1.  Sliding  friction. 

a.  Bodies  sliding  on  a  plane. 

b.  Axles  or  journals  rolling  in  boxes. 

c.  Pivots  turning  on  a  plane  step. 

2.  Rolling  friction. 

a.  One  body  rolling  over  a  plane. 

b.  One  body  rolling  over  another. 
124.  Formulae  and  Notation. 


<*  =  angle  of  inclination  of  plane; 

0 = angle  of  friction ; 

5  =  arc  of  contact  on  journal; 

0=  inclination  of  force  with  plane; 

ff = normal  force  on  a  plane; 

f=  coefficient  of  friction; 


r  =  radius  of  journal; 

/  =  length  of  journal; 

a  =  apace  passed  through ; 

p  =  intensity  of  pressure  per  sq.  in.; 
P  =  total  pressure; 
W  =  weight  of  the  body. 


The  most  important  formulae  relating  to  friction  can  be 
ibulated  as  follows : 


172 


EXPERIMENTAL  ENGINEERING. 


[§126. 


TABLE  OF  USEFUL  FORMULA 


c 

<A 

a 

c 
O 


c 

»    w 
%i  s 

S  o 

**  c 


c 

u 

o 

•— » 

c 


c 

V 

0, 


Force  of  friction 

Coefficient  of  friction . 
Oblique  force 


Force  of  friction. 


Square  of  reaction  of  bearing. 
Weight  on  journal  (squared)  . . 


Moment  of  friction 

Work  of  friction  per  minute. . 


F 

f 


N9 
W* 

M 

U 


Weight  on  journal  (general). . . 

Intensity  of  pressure  at  6=90° 

Weight,  perfect  fit  of  journal . . 

Pressure  per  square  inch 

Maximum  pressure  per  sq.  inch 

Total  pressure  on  bearing 


Total  force  of  friction 

Work  of  friction 

Moment  of  friction 

Work  of  friction  per  minute 


Sg.a 


Maximum  pressure  per  sq.  inch 


f 
W 

P 

Pm 


F 

I/1 

M 

U 


£.  s  i  Total  pressure 


o  1 


g  ^v  j  Total  force  of  friction 
,0  §     Moment  of  friction, 

I- 


Work  of  friction  per  minute. . . 


F 
F 
M 

U 


fW=fVtana  =  fruLn  0. 
Tan  a  =  tan  0  =  ^  W  *  —  R*  -§-  R. 
W  (sin  a  ±  /  cos  a)  -*-  (cos  0  ±  f 
sin  B). 


W*  -  F*  =  W\\  -  sin»  0)  =  W* 

COS9  0. 

N*  +  F*  =  N*(i+/*)  =  F*(i+/*) 

Fr  -  IVr  sin  0  -fWr  ■*-  fi  +/*. 
War    sin    0  =  2*9tr1V   sin     0  = 
i%nrfW+  ^i+p. 


I 


+  • 


//r  cos  Grf9. 

-• 

/  -*-  COS  $. 

/7r  /        cos*  &#  =  i.57//r. 

0.64  JF  cos  Q-t-Ir. 

0.64  ff -4- /r. 


•/*. 


0.64  IF  /     cos  9</5  =  1.27  W. 

fP'W^  1.27/ W. 

1. 27/ W  (space). 

P/r=  1.27/ Wr. 

Ma  =  1.27/ IV  r  =  2.54Jf//ir  fF. 

tf'  -*-  2/r. 

p'lxr  =  i*ir=  X.57W. 

Ffr=\.*nfWr. 

Ma  =  i.57tf/»V  =  X*fWrn. 


125.  Friction  of  Journals  in  V  or  Triangular  Bearings. 

— Force  of  friction  F=  P  cos  0  sin  0  -f-  cos  ar,  in  which  P 
equals  the  force  transmitted  through  the  shaft.  When  cos 
0  =  1,  F=  Psin  0  -j-  cos  ar. 

126.  Friction  of  Pivots  on  Flat  Rotating  Surfaces. — 
Intensity  of   pressure  =/;   total   pressure  =  P.     Moment  of 
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friction,  M  =  i/Pr.     Work  of  friction,  U  =  \nnfPr.     For  a 
conical  pivot,  M  =  \fPr  -=-  sin  a.     a  =  £  angle  of  cone. 

fir  Friction  on  a  Flat  Collar. — Moment  of  friction,  M  = 
\fF\f— r'*)-r-(r*— r");  r=  radius  of  collar  ;  r'=  radius  of  shaft 
on  which  it  is  fitted. 

127.  Friction  of  Teeth— Rolling  Friction. — Work  lost  in 
a  unit  of  time,  (/=  nFPs,  in  which  s  equals  the  sliding  or  slip- 
ping ;  «,  number  of  teeth ;  other  terms  as  before.  For  in 
volute  teeth,  in  which  Cx  =  length  of  arc  of  approach,  C%  that 
of  arc  of  recess,  0  the  obliquity  of  action,  r,  and  rt  respective 
pitch-radii,  we  have  for  involute  teeth 

U  =  n/Ps  =  n/P{Q  +  C)(l  +1-)  +  2  cos  *. 

This  is   nearly  accurate   for  any  teeth.      (See   article  "Me- 
chanics," Encyc.  Britannica.) 

128.  Friction  of  Cords  and  Belts— Sliding  Friction.— 

Let  Tx  be  the  tension  on  driving  side  of  belt,  Tt  on  the  loose 
side,  7*  the  tension  at  any  part  of  the  arc  of  contact ;  let  6  be 
the  length  of  the  arc  of  contact  divided  by  the  radius,  i.e.,  ex- 
pressed in  circular  measure ;  let  c  equal  the  ratio  of  the  arc  of 
contact  to  the  entire  circumference;  let  d equal  the  number  of 
degrees  in  the  arc  of  contact,  e  the  base  of  the  Napierian 
logarithms  =  2.71828,  tn  the  modulus  of  the  common  loga- 
rithms =  0.434295 ;  let  F  equal  the  force  of  friction. 

nr  d      nd 
°=  Ito7  =  ito' {a) 

'  =  35  =  5? {b) 

,      1800        ,                         '  .  , 

d  = =  360c. (c) 

The  tension  at  any  point,  dTy  is  equal  to  the  resistance  Tfdtt. 

Hence 

dT=  TfdO, (d) 

or 

dT 
fdd  =  -j,. 


-■    -      r       -    -■ 
■-   ..     .      t    i  . 


-,.fa- 


'  .T 


=      t) 
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•-        t 
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the  work  of  friction, 

U=  Rs  =  RVt=/A  V*t  =  fAhwVt. 

In  the  above  formulae  R  =  resistance  of  friction,  A  =  area 

of  surface,  V  ==  velocity  of  slipping,  h  =  head  corresponding 

to  velocity,  w  =  weight,  f  the  resistance  per  unit  of  area  of 

2gf 
surface,  f  =  coefficient  of  liquid  friction,  f  =  -e=L. 

Viscosity  and  density  of  fluids  do  not  affect  to  any  appreci- 
able extent  the  retardation  by  friction  in  the  rate  of  flow,  but 
have  some  influence  upon  the  total"  expenditures  of  energy. 
Molecular  or  internal  friction  also  exists. 

130.  Lubricated  Surfaces. — Lubricated  surfaces  are  no 
doubt  to  be  considered  as  solid  surfaces,  wholly  or  partially 
separated  by  a  fluid,  and  the  friction  will  vary,  with  different 
conditions,  from  that  of  liquid  friction  to  that  of  sliding  fric- 
tion between  solids.  Dr.  Thurston  *  gives  the  following  laws, 
applicable  to  perfect  lubrication  only: 

1.  The  coefficient  of  friction  is  inversely  as  the  intensity  of 
the  pressure,  and  the  resistance  is  independent  of  the  pressure. 

2.  The  coefficient  varies  with  the  square  of  the  speed. 

3.  The  resistance  varies  directly  as  the  area  of  journal  and 
bearing. 

4.  The  friction  is  reduced  as  temperature  rises,  and  as  the 
viscosity  of  the  lubricant  is  thus  decreased. 

Perfect  lubrication  is  not  possible,  and  consequently  the 
laws  governing  the  actual  cases  are  likely  to  be  very  different 
from  the  above.  The  coefficient  of  friction  in  any  practical 
case  is  likely  to  be  made  up  of  the  sum  of  two  components, 
solid  and  fluid  friction. 

TESTING  OF  LUBRICANTS. 

131.  Determinations  required. — The  following  determina- 
tions are  required  in  a  complete  test  of  lubricants : 

1.  The  composition,  and  detection  of  adulteration. 

2.  The  measurement  of  density. 

*  See  Friction  and  Lost  Work,  by  Thurston, 
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3.  The  determination  of  viscosity. 

4.  The  detection  of  tendency  to  gum. 

5.  The  determination  of  temperatures  of  decomposition, 
vaporization,  ignition,  and  solidification. 

6.  The  detection  of  acids. 

7.  The  measure  of  the  coefficient  of  friction. 

8.  The  determination  of  durability  and  heat-removing 
power. 

9.  The  determination  of  its  condition  as  to  grit  and  foreign 
matter. 

132.  Adulteration  of  Oils. — Adulteration  can  be  detected 
only  by  a  chemical  analysis.* 

Animal  oils  may  be  distinguished  from  vegetable  oils  by 
the  fact  that  chlorine  turns  animal  oil  brown  and  vegetable  oil 
white. 

133.  Density  of  Oils. — The  density  or  specific  gravity  is 
usually  obtained  with  a  hydrometer  (see  Fig.  71)  adapted  for 
this  special  purpose,  and  termed  an  oleometer.     The  distance 

that  it  sinks  in  a  vessel  of  oil  of  known  temperature 
is  measured  by  the  graduation  on  the  stem ;  from 
this  the  specific  gravity  of  the  oil  may  be  found. 

The  density  is  usually  expressed  in  Beaum£'s  hy- 
drometer-scale, which  can  be  reduced  to  correspond- 
ing specific  gravities  as  compared  with  water  by  a 
table  given  in  the  Appendix. 

Beaum£'s  hydrometer  is  graduated  in  degrees  to 
accord  with  the  density  of  a  solution  of  common 
salt  in  water;  thus,  for  liquids  heavier  than  water 
the  zero  of  the  scale  is  obtained  by  immersing  in 
pure  water ;  the  five-degree  mark  by  immersing  in  a 
five-per-cent  solution  ;  the  ten-degree  mark  in  a  ten- 
Fic  7i.     per-cent    solution ;   etc.      For   liquids   lighter   than 

Hydrometer.  r  4  ** 

water  the  zero-mark  is  obtained  by  immersing  in  a 
ten-per-cent  solution  of  brine ;  the  ten-degree  mark  by  im- 
mersing in  pure  water.  After  obtaining  the  length  of  a 
degree  the  stem  is  graduated  by  measurement. 

*  See  Friction  and  Lost  Work,  by  R.  H.  Thurston. 
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The  density  may  be  found  by  obtaining  the  loss  of 
weight  of  the  same  body  in  oil  and  in  distilled  water.  The 
ratio  of  loss  of  weights  will  be  the  density  compared  with 
water. 

It  may  also  be  obtained  by  weighing  a  given  volume  on  a 
pair  of  chemical  scales.  The  density  of  animal  oils  varies  from 
.62  to  .89;  sperm-oil  at  390  F.  has  a  density  of  .8813  to  .8815  ; 
rape-seed  oil  has  a  density  of  .9168;  lard-oil  (winter)  has  a 
density  of  .9175 ;  cotton-seed  oil  a  density  of  .9224  to  .9231  for 
ordinary,  and  of  .9128  for  white  winter;  linseed-oil,  raw,  has  a 
density  of  .9299;  castor-oil,  pure  cold-pressed,  a  density  of 
.9667. 

134.  Method  of  finding  Density. — A.  With  Hydrometer 
Thermometer,  and  Hydrometer  Cylinder. 

Method. —  1.  Clean  the  cylinder  thoroughly,  using  benzine 
fill  first  with  distilled  water.  Set  the  whole  in  a  water-jacket, 
and  bring  the  temperature  to  6o°  F.  Obtain  the  reading  of  the 
hydrometer  in  the  distilled  water  and  determine  its  error. 

2.  Clean  out  the  cylinder,  dry  it  thoroughly,  and  fill  with 
the  oil  to  be  tested  ;  heat  in  a  water-jacket  to  a  temperature  of 
6o°  F.,  and  obtain  reading  of  hydrometer ;  also  obtain  reading, 
at  temperatures  of  400,  8o°,  ioo°,  1250,  and  1500,  and  plot  a 
curve  showing  relation  of  temperature  and  corrected  hydrome- 
ter-reading. 

Reduce  hydrometer-readings  to  corresponding  specific 
gravities,  by  table  given  in  Appendix. 

B.  Weigh  on  a  chemical  balance  the  same  volume  of  dis- 
tilled water  at  6o°  F.,  and  of  the  oil  at  the  same  temperature; 
and  compute  the  specific  gravity. 

C  Weigh  the  same  metallic  body  by  suspending  from  the 
bottom  of  a  scale-pan  of  a  balance:  1.  In  air;  2.  In  water;  3. 
In  the  oil  at  the  required  temperature.  Carefully  clean  the 
body  with  benzine  after  immersing  in  the  oil.  The  ratio  of  the 
»88  of  weight  in  oil  to  that  in  water  will  be  the  density. 

*35»  Viscosity. — Viscosity  of  oil  is  closely  related  but  not 
Proportional  to  its  density.  It  is  also  closely  related,  and  in 
many  cases  it  is  inversely  proportional,  to  its  lubricating  prop- 
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erties.  The  relation  of  the  viscosities  at  ordinary  temperatures 
is  not  the  same  as  for  higher  temperatures,  and  tests  for  vis- 
cosity should  be  made  with  the  temperatures  the  same  as  those 
in  use.  The  less  the  viscosity,  consistent  with  the  pressure  to 
be  used,  the  less  the  friction. 

The  viscosity  test  is  considered  of  great  value  in  determin- 
ing the  lubricating  qualities  of  oils,  and  it  is  quite  probable 
that  by  means  of  it  alone  we  could  determine  the  lubricating 
qualities  to  such  an  extent  that  a  poor  oil  would  not  be  accepted 
nor  a  good  oil  rejected.  It  is,  however,  in  the  present  method 
of  performing  it,  to  be  considered  rather  as  giving  comparative 
than  absolute  results. 

There  are  several  methods  of  determining  the  viscosity 
It  is  usual  to  take  the  viscosity  as  inversely  proportional  to  its 
flow  through  a  standard  nozzle 
while  maintained  at  a  constant 
or  constantly  diminishing  head 
and  constant  temperature,  a 
comparison  to  be  made  with 
water  or  with  some  well-known 
oil.  as  sperm.  lard,  or  rape-seed, 
under  the  same  conditions  of 
pressure  and  temperature. 

136.  Viscosimeter. — A  pi- 
pette surrounded  by  a  water- 
jacket,  in  which  the  water  can 
be  heated  by  an  auxiliary  lamp 
and  maintained  at  any  desired 
temperature,  is  generally  used 
as  a  viscosimeter.  Fig.  72 
shows  the  usual  arrangement 
for  this  test.  E  is  the  heater 
f.o.  T..-v11C05rTY  of  0.^.  for  the  jacket-water,  BB    the 

jacket,  A  the  pipette.  C  a  thermometer  for  determining  the 
temperature  of  the  jacket-water.  The  oil  is  usually  allowed  to 
run  partially  out  from  the  pipette,  in  which  case  the  head 
diminishes.     Time  for  the  whole  run  is  noted  with  a  stop-watch. 
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In  the  oil-tests  made  by  the  Pennsylvania  R.  R.  Co.  the 
pipette  is  of  special  form,  holding  100  c.c.  between  two  marks, 
—one  drawn  on  the  stem,  the  other  some  distance  from  the  end 
of  the  discharge-nozzle. 

137.  Tagliabue's  Viscosimeter. — In  Tagliabue's  viscosim- 
eter,  shown  in  Figs.  73  and  74,  the  oil  is 
supplied  in  a  basin  C,  and  trickles  down- 
ward through  a  metal  coil,  being  dis- 
charged at  the  faucet  on  the  side  into  a 
vessel  holding  50  c.c.  The  oil  is  main- 
tained at  any  desired  temperature  by 
heating  the  water  in  the  vessel  B  sur- 
rounding the  coil ;  cold  water  is  supplied 
from  the  vessel  A,  as  required  to  main- 
tain a  uniform  temperature.  The  tem- 
perature of  the  oil  is  taken  by  the  ther- 
mometer D. 

138.  Gibbs'  Viscosimeter.  —  In  the 
practical  use  of  viscosimeters  it  is  found 
that  the  time  of  flow  of  100  c.c.  of  the  ' 
same  oil,  even  at  the  same  temperature, 
is  not  always  the  same, — which  is  probably  whit.*, 

due  to  the  change  in  friction  of  the  oil  adhering  to  the  sides  of 
the  pipette. 

To  render  the  conditions  which  produce  flow  more  constant, 
Mr.  George  Gibbs  of  Chicago  surrounds  the  viscosimeter,  which 
is  of  the  pipette  form,  with  a  jacket  of  hot  oil.  A  circulation 
of  the  jacket-oil  is  maintained  by  a  force-pump.  The  oil  to 
be  tested  is  discharged  under  a  constant  head,  which  is  insured 
by  air-pressure  applied  by  a  pneumatic  trough.  The  tempera- 
ture of  the  discharged  oil  is  measured  near  the  point  of  dis- 
charge. 

139.  Perkins*  Viscosimeter. — The  Perkins  Viscosimeter 
consists  of  a  cylindrical  vessel  of  glass,  surrounded  by  a  water  or 
oil  bath,  and  fitted  with  a  piston  and  rod  of  glass.  The  edges 
of  this  piston  are  rounded,  so  as  not  to  be  caught  by  a  slight 
angularity  of  motion.     The  diameter  is  one-thousandth  of  an 
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Inch  less  than  that  of  the  cylinder.     In  practice  the  cylinder  is 
filled  nearly  full  of  the  oil  to  be  tested,  and  the  piston  inserted. 


Fig.  74.— Tagliablk's  Viscosimstbx. 

The  time  required  for  the  piston  to  sink  a  certain  distance  into 
the  oil  is  taken  as  the  measure  of  the  viscosity.* 

14a  Stillman's  Viscosimeter. — Prof.  Thomas  B.  Stillman 
of  Stevens  Institute  uses  a  conical  vessel  of  copper,  6$  inches 
in  length  and  1 J  inches  greatest  diameter,  surrounded  by  a 
water-bath,  and  connected  to  a  small  branch  tube  of  glass, 
which  is  graduated  in  cubic  centimeters :  the  time  taken  for 
25  c.c.  to  flow  through  a  bottom  orifice  ^  of  an  inch  in  diam- 
eter is  taken  as  the  measure  of  the  viscosity,  during  which  time 
the  head  changes  from  6  to  5  inches.  Prof.  Stillman  makes  all 
comparisons  with  water,  which  is  the  most  convenient  and 
uniform  standard.  The  temperature  of  the  oil  is  taken  at 
about  the  centre  of  the  viscosimeter. 

141.  Standard-orifice  Viscosimeter. — A  form  of  viscosim- 
eter designed  bv  the  author  is  in  the  form  of  a  frustum  of  a 
cone,  with  an  internal  diameter  at  the  bottom  of  1.25  inches. 
and  of   1.95  inches  at  a  height  of  6  inches  from  the  bottom. 

*  See   paper  by  Prof.    Demon.  Vol.   IX..  Transactions  of   Am.  Society  at 
Mechanical  Engineers. 
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In  the  oil-tests  made  by  the  Pennsylvania  R.  R.  Co.  the 
pipette  is  of  special  form,  holding  100  c.c.  between  two  marks, 
-one  drawn  on  the  stem,  the  other  some  distance  from  the  end 
of  the  discharge-nozzle. 

137.  Tagliabue's  Viscosimeter.— In  Tagliabue's  viscosim. 
eter,  shown  in  Figs.  73  and  74,  the  oil  is 
supplied  in  a  basin  C,  and  trickles  down- 
ward through  a  metal  coil,  being  dis- 
charged at  the  faucet  on  the  side  into  a 
vessel  holding  50  c.c.  The  oil  is  main- 
tained at  any  desired  temperature  by 
heating  the  water  in  the  vessel  B  sur- 
rounding the  coil ;  cold  water  is  supplied 
from  the  vessel  A,  as  required  to  main- 
tain a  uniform  temperature.  The  tem- 
perature of  the  oil  is  taken  by  the  ther- 
mometer D. 

138.  Gibbs'  Viscosimeter.  —  In  the 
practical  use  of  viscosimeters  it  is  found 
that  the  time  of  flow  of  100  c.c.  of  the  J 
same  oil,  even  at  the  same  temperature, 
is  not  always  the  same, — which  is  probably  sim«™. 

due  to  the  change  in  friction  of  the  oil  adhering  to  the  sides  of 
the  pipette. 

To  render  the  conditions  which  produce  flow  more  constant, 
Mr.  George  Gibbs  of  Chicago  surrounds  the  viscosimeter,  which 
is  of  the  pipette  form,  with  a  jacket  of  hot  oil.  A  circulation 
of  the  jacket-oil  is  maintained  by  a  force-pump.  The  oil  to 
txtested  is  discharged  under  a  constant  head,  which  is  insured 
Sy  air-pressure  applied  by  a  pneumatic  trough.  The  tempera- 
ore  of  the  discharged  oil  is  measured  near  the  point  of  dis- 
iarge. 

139.  Perkins'  Viscoaimeter.— The  Perkins  Viscosimeter 
onsists  of  a  cylindrical  vessel  of  glass,  surrounded  by  a  water  or 
il  bath,  and  fitted  with  a  piston  and  rod  of  glass.  The  edges 
f  this  piston  are  rounded,  so  as  not  to  be  caught  by  a  slight 
figularity  of  motion.     The  diameter  is  one-thousandth  of  an 
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to  a  point  above  the  upper  or  initial  mark.  Allow  the  oil  tc 
run  out,  noting  accurately  with  the  stop-watch  the  exact  time 
required  to  discharge  a  given  amount.  Make  determinations 
at  6o°,  ioo°,  and  1500  F.,  two  for  each  temperature.  Clean 
the  apparatus  thoroughly  at  the  beginning  and  end  of  the  test, 
using  benzine  or  alkali  to  remove  any  traces  of  oil. 

143.  Gumming  or  Drying. — Gumming  or  drying  is  a  con- 
version of  the  oil  into  a  resin  by  a  process  of  oxidation,  and 
occurs  after  exposure  of  the  oils  to  the  air.  In  linseed  and  the 
drying  oils  it  occurs  very  rapidly,  and  in  the  mineral  oils  very 
slowly. 

Methods  of  Testing. — Nasmytlis  Apparatus. — An  iron  plate 
six  feet  long,  four  inches  wide,  one  end  elevated  one  inch. 
Six  or  less  different  oils  are  started  by  means  of  brass  tubes  at 
the  same  instant  from  the  upper  end :  the  time  taken  until  the 
oil  reaches  the  bottom  of  the  plane  is  a  measure  of  its  gum- 
ming property. 

Bailey  s  Apparatus  consists  of  an  inclined  plane,  made  of  a 
glass  plate,  arranged  so  that  it  may  be  heated  by  boiling  water. 
A  scale  and  thermometer  is  attached  to  the  plane.  Its  use  is 
the  same  as  the  Nasmyth  apparatus. 

This  effect  may  also  be  tested  in  the  Standard  Oil-testing 
Machine  by  applying  fresh  oil,  making  a  run,  and  noting  the 
friction;  then  exposing  the  axis  to  the  effect  of  the  air  for  a 
time,  and  noting  the  increase  of  friction.  In  all  cases  a  com- 
parison must  be  made  with  some  standard  oil. 

144.  The  Flash-test—  The  effect  of  heat  is  in  nearly 
every  case  to  increase  the  fluidity  of  oils  and  to  lessen  the  vis- 
cosity ;  the  temperature  at  which  oils  ignite,  flash,  boil,  or 
congeal  is  often  of  importance. 

The  Flash-test  determines  the  temperature  at  which  oik 
discharge  by  distillation  vapors  which  may  be  ignited.  The 
test  is  made  in  two  ways. 

Firstly.  With  the  open  cup. — In  this  case  the  oil  to  be  tested 
is  placed  in  an  open  cup  of  watch-glass  form,  which  visXs  on  a 
sand-bath.  The  cup  is  so  arranged  that  a  thermometer  can 
be  kept  in  it.     Heat  is  applied  to  the  sand-bath,  and  as  the  oil 
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becomes  heated  a  lighted  taper  or  match  is  passed  at  intervals 
of  a  few  seconds  over  the  surface  of  the  oil,  and  at  a  distance 
of  about  one  half-inch  from  it.  At  the  instant  of  flashing  the 
temperature  of  the  water-bath  is  noted,  which  is  the  tempera- 
ture of  the  "  flash-point." 

Fig.  75  shows  Tagliabue's  form  of  the  open  cup,  in  which 
heat  is  applied  by  a  spirit-lamp  to  a  water  or  sand  bath  sur- 
rounding the  cup  containing  the  oil. 

The  method  of  applying  the  match  is  found  to  a  have  great 
influence  on  the  temperature  of  the  flash-point,  and  should  be 
distinctly  stated  in  each  case.     When  the  vapor  is  heavier  than 
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*ir,  a  lower  flash-point  will  be  shown  by  holding  near  one  edge 
°(  the  cup. 

Secondly.  With  ike  closed  oil-cup. — Fig.  76  is  a  view  of  Tag- 
iabiiey  closed  cup  for  obtaining  the  flash-point;  in  this  instru- 
ment the  oil  is  heated  by  a  sand-bath  above  a  lamp.  The 
thermometer  gives  the  temperature  of  the  oil,  and  the  match 
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applied  from  time  to  time  at  the  orifice  d,  which  in  the  inter- 
vals can  be  covered  with  a  valve,  determines  the  flash-point. 

The  open  cup  is  generally  preferred  to  the  closed  one  as 
giving  more  uniform  determinations,  and  it  is  also  more  con- 
venient and  less  likely  to  explode  than  the  closed  one. 

Method  of  Testing. — Put  some  dry  sand  or  water  in  the  outer 
cup  and  some  of  the  oil  to  be  tested  in  the  small  cup.  Light 
the  lamp  and  heat  the  oil  gently — at  the  rate  of  about  500  F.  in 
a  quarter  of  an  hour.  At  intervals  of  half  a  minute  after  a 
temperature  of  ioo°  F.  is  attained,  pass  a  lighted  match  or 
taper  slowly  over  the  oil  at  a  distance  of  one  half  inch  at  the 
surface.  The  reading  of  the  thermometer  taken  immediately 
before  the  vapor  ignites  is  the  temperature  of  the  flash-point. 

With  the  closed  cup  the  method  is  essentially  the  same. 
The  lighted  taper  is  applied  to  the  tube  leading  from  the  oil 
vessel,  the  valve  being  opened  only  long  enough  for  this  pur- 
pose. 

145.  Method  of  Determining  the  Burning-point. — The 
burning-point  is  determined  by  heating  the  oil  to  such  a  tem- 
perature, that  when  the  match  is  applied  as  for  the  flash-test 
the  whole  of  the  oil  will  take  fire.  The  reading  of  the  ther- 
mometer just  before  the  match  is  applied  is  the  burning-point. 

With  Open  Cup. — Apparatus:  Open  cup  of  watch-glass 
form ;  thermometer  suspended  so  that  bulb  is  immersed  in 
cup  ;  outer  vessel  filled  with  sand  or  water,  on  which  the  open 
vessel  rests ;  lamp  to  heat  the  outer  vessel.    ■ 

Method. — The  burning-point  is  found  in  the  same  manner 
as  the  flash-point,  with  the  open  cup,  the  test  being  continued 
until  the  oil  takes  fire  when  the  match  is  applied.  The  last 
reading  of  the  thermometer  before  combustion  commences  is 
the  burning-point. 

146.  Evaporation. — Mineral  oil  will  lose  weight  by  evapor 
ration,  which  may  be  ascertained  by  placing  a  given  weight  in 
a  watch-glass  and  exposing  to  the  heat  of  a  water-bath  for  a 
given  time,  as  twelve  hours.  The  loss  denotes  the  existence 
of  volatile  vapors,  and  should  not  exceed  5  per  cent  in  good 
oil.     Other  oils  often  gain  weight  by  absorption  of  oxygen. 
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147.  Cold  Tests. — Cold  tests  are  made  to  determine  the 
behavior  of  oils  and  greases  at  low  temperatures.  The  method 
of  test  is  to  expose  the  sample  while  in  a  wide-mouthed 
bottle  or  test-tube  to  the  action  of  a  freezing  mixture,  which 
surrounds  the  oil  to  be  tested.  Freezing  mixtures  may  be 
made  with  ice  and  common  salt,  with  ice  alone,  or  with  15 
parts  of  Glauber's  salts,  above  which  is  a  mixture  of  5  parts 
muriatic  acid  and  5  parts  of  cold  water.  The  temperature  is 
read  from  a  thermometer  immersed  in  the  oil.  The  melting- 
point  is  to  be  found  by  first  freezing,  then  melting. 

Tagliabue  has  a  special  apparatus  for  the  cold  test  of  oils 
shown  in  section  in  Fig.  77.     The  oil  is  placed  in  the  glass 


vessel,  which  is  surrounded  with  a  freezing  mixture.  The 
glass  containing  the  oil  can  be  rocked  backward  and  forward, 
to  insure  more  thorough  freezing.  A  thermometer  is  inserted 
into  the  oil  and  another  in  the  surrounding  air-chamber;  the 
oil  is  frozen,  then  permitted  to  melt,  and  the  temperature 
taken. 
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In  making  this  test  considerable  difficulty  may  be  experi- 
enced in  determining  the  melting-point,  since  many  of  the  oils 
do  not  suddenly  freeze  and  thaw  like  water,  but  gradually 
soften,  until  they  will  finally  run,  and  during  this  whole  change 
the  temperature  will  continue  to  rise.  This  is  no  doubt  due 
to  a  mixture  of  various  constituents,  with  different  melting- 
points.  In  such  a  case  it  is  recommended  that  an  arbitrary 
chill-point  be  assumed  at  the  temperature  that  is  indicated  by 
a  thermometer  inserted  in  the  oil,  when  it  has  attained  suffi- 
cient fluidity  to  run  slowly  from  an  inverted  test-tube.  The 
temperature  at  the  beginning  and  end  of  the  process  of  melting 
is  to  be  observed. 

148.  Method  of  Finding  the  Chill-point. — Apparatus. — 
Test-tube  thermometer,  and  dish  containing  freezing  mixture. 

Method. — Pour  the  sample  to  be  tested  in  the  test-tube,  in 
which  insert  the  thermometer ;  surround  this  with  the  freezing 
mixture,  which  may  be  composed  of  small  particles  of  ice 
mixed  with  salt,  with  provision  for  draining  off  the  water. 
Allow  the  sample  to  congeal,  remove  the  test-tube  from  the 
freezing  mixture,  and  while  holding  it  in  the  hand  stir  it  gently 
with  the  thermometer.  The  temperature  indicated  when  the 
oil  is  melted  is  the  chill-point. 

In  case  the  operation  of  melting  is  accompanied  with  a  dis- 
tinct rise  of  temperature,  note  the  temperature  at  the  begin- 
ning and  also  at  the  end  of  the  process  of  melting. 

In  report  describe  apparatus  used  and  the  methods  of  test- 
ing. 

149.  Oleography. — An  attempt  has  been  made  to  deter- 
mine the  properties,  of  oil  by  cohesion-figures,  by  allowing 
drops  of  oil  to  fall  on  the  surface  of  water,  noting  the  time  re- 
quired to  produce  certain  characteristic  figures,  also  by  noting 
the  peculiar  form  of  these  figures. 

Electrical  Conductivity  is  different  for  the  different  oils,  and 
this  has  been  proposed  as  a  test  for  adulteration. 

150.  Acid  Tests. —  Tests  for  acidity  may  be  made  by  ob- 
serving the  effects  on  blue  litmus-paper;  or  better  by  the  fol- 
lowing method  described  by  Dr.  C  B.  Dudley :  Have  ready  (1) 
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a  quantity  of  95  per  cent  alcohol,  to  which  a  few  grains  of  car- 
bonate of  soda  have  been  added,  thoroughly  shaken  and  al- 
lowed to  settle ;  (2)  a  small  amount  of  turmeric  solution ;  (3) 
caustic-potash  solution  of  such  strength  that  31^  cubic  centi- 
meters exactly  neutralize  5  c.c.  of  a  solution  of  sulphuric  acid 
and  water,  containing  40  milligrams  H,S04  per  c.c.  Now 
weigh  or  measure  into  any  suitable  closed  vessel — a  four-ounce 
sample  bottle,  for  example — 8.9  grams  of  the  oil  to  be  tested. 
To  this  add  about  two  ounces  No.  1,  then  add  a  few  drops 
No.  2,  .and  shake  thoroughly.  The  color  becomes  yellow. 
Then  add  from  a  burette  graduated  to  c.c,  solution  No.  3  un- 
til the  color  changes  to  red,  and  remains  so  after  shaking. 
The  acid  is  in  proportion  to  the  amount  of  solution  (3)  re- 
quired. The  best  oils  will  require  only  from  4  to  30  c.c.  to  be 
neutralized  and  become  red. 


COEFFICIENT  OF  FRICTION  OF  LUBRICANTS. 

151.  Oil-testing  Machines. — Measurements  of  the  coefficients 
of  friction  are  made  on  oil-testing  machines,  of  which  various 
forms  have  been  built.  These  machines  are  all  species  of 
dynamometers,  which  provide  (1)  means  of  measuring  the  total 
work  received  and  that  delivered,  the  difference  being  the  work 
of  friction  ;  or  (2)  means  of  measuring  the  work  of  friction 
directly.  Machines  of  the  latter  class  are  the  ones  commonly 
employed  for  this  especial  purpose. 

Rankine's  OiUesting  Machine. — Rankine  describes  two 
forms  of  apparatus  for  testing  the  lubricating  properties  of  oil 
and  grease. 

I.  Statical  Apparatus. — This  consists  of  a  short  cylindrical 
axle,  supported  on  two  bearings  and  driven  by  pulleys  at 
each  end.  In  the  middle  of  the  axle  a  plumber-block  was 
rigidly  connected  to  a  mass  of  heavy  material,  forming  a 
pendulum.  The  lubricant  to  be  tested  was  inserted  in  the 
plumber-block  attached  to  the  pendulum,  and  the  coefficient 
of  friction  determined  by  its  deviation  from  a  vertical.  In  this 
machine  the  axle  was  provided  with  reversing-gears,  so  that  it 
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could  be  driven  first  in  one  direction  and  then  in  the  opposite. 
With  this  class  of  machine,  if  r  equal  the  radius  of  the  journal, 
R  the  effective  arm  of  the  pendulum,  P  the  total  force  acting 
on  the  journal,  <f>  the  angle  with  the  vertical,  we  shall  have 
the  product  of  the  force  W  into  the  arm  R  sin  <p  equal  to  the 
moment  of  resistance  Fr.     That  is, 

Fr  =  WR  sin  0, 

from  which 

J~P~        Pr       # 

II,  Dynamic  or  Kinetic  Apparatus. — In  this  case  a  loose 
fly-wheel  of  the  required  weight  is  used  instead  of  the  pendu- 
lum. The  bearings  of  journals  and  of  fly-wheel  are  lubricated; 
then  the  machine  is  set  in  motion  at  a  speed  greater  than  the 
normal.  The  driving-power  is  then  disengaged,  and  the  fly- 
disk  rotates  on  the  stationary  axis  until  it  comes  to  rest.  The 
coefficient  of  friction  is  obtained  by  measuring  the  retardation 
in  a  given  time.  Thus,  let  W  equal  the  weight  of  the  fly- 
wheel, k  its  radius  of  gyration,  so  that  WP  ~  g  equals  its 
moment  of  inertia.  Let  n  equal  number  of  revolutions  at 
beginning,  and  nr  at  end  of  period  /.  Then  the  retardation  in 
angular  velocity  per  second  is 

2n(n  —  ;/')  -s-  / ; 

the  moment  producing  retardation, 

If  we  neglect  the  resistance  of  the  air,  this  must  equal  the 
moment  of  friction  fWr. 
Equating  these  values, 

_  27t{n  -  n')a 
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In  case  the  moment  of  inertia  and  radius  of  gyration  are  un- 
known, they  may  be  found  as  in  Article  53,  page  70. 

152.  Thurston's  Standard  Oil-testing  Machine-— This 
machine  permits  variation  in  speed  and  in  pressure  on  the 
journal ;  it  also  affords  means  of  supplying  oil  at  any  time,  of 
reading  the  pressure  on  the  journal,  and  the  friction  on  grad- 
uated scales  attached  to  the  instrument. 


ESTIHG    M*CHIN». 


This  machine,  as  shown  in  the  above  cuts,  Figs.  78  and  79, 
consists  of  a  cone  of  pulleys,  C,  for  various  speeds  carried  be- 
tween two  bearings,  B,  B1,  and  connected  to  an  overhanging 
wis,  F\  on  this  overhanging  part  is  a  pendulum,  H,  with 
plumber-block  in  which  the  axis  is  free  to  turn  ;  the  pendulum 
is  supported  by  brasses  which  are  adjustable  and  which  may 
be  set  to  exert  any  given  pressure  by  means  of  an  adjusting 
screw,  K',  acting  on  a  coiled  spring  within  the  pendulum. 
The  pressure  so  exerted  can  be  read  directly  by  the  scale  M, 
attached  to  the  pendulum;  a  thermometer,  Q,  in  the  upper 
trass  gives  the  temperature  of  the  bearings.     The  deviation 
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of  the  pendulum  is  measured  by  a  graduated  arc,  PP',  fastened 
to  the  frame  of  the  machine.  The  graduations  of  the  pendu- 
lum  scale  M  show  on  one  side  the  total  pressure  on  the  jour- 
nal  Py  and  on  the  other  the  pressure  per  square  inch,  / ;  those 
on  the  fixed  scale,  PP\  show  the  total  friction,  F\  this  divided 
by  the  total  pressure,  P,  gives/,  the  coefficient  of  friction. 

From  the  construction  of  the  machine,  it  is  at  once  per- 
ceived that  the  pressure  on  the  journal  is  made  up  of  equal 
pressures  due  to  action  of  the  spring  on  upper  and  lower 
brasses,  and  of  the  pressure  due  to  the  weight  of  the  pendu- 
lum, which  acts  only  on  the  upper  brass.  This  latter  weight 
is  often  very  small,  in  which  case  it  can  be  neglected  without 
sensible  error. 

153.  Thurston's  Railroad  Lubricant-tester.  —  The 
Thurston  machine  is  made  in  two  sizes;  the  larger  one,  having 
axles  and  bearings  of  the  same  dimensions  as  those  used  in 
standard-car  construction,  is  termed  the  "  Railroad  Lubricant 
Testing-machine."  A  form  of  this  machine  is  shown  in  the 
following  cut,  arranged  for  testing  with  a  limited  supply  of 
lubricant.  (See  Fig.  80.) 
Explanation  of  symbols : 

T,  thermometer,  giving  temperature  of  bearings. 

It,  S,  rubber  tubes  for  circulation  of  water  through  the 
bearings. 

N,  burette,  furnishing  supply  of  oil. 

M,  siphon,  controlling  supply  of  oil. 

P,  candle-wicking,  for  feeding  the  oil. 

//,  copper  rod,  for  receiving  oil  from  G. 
The  Railroad  Testing-machine,  which  is  shown  in  section  in 
Fig.  81,  differs  from  the  Standard  Oil-testing  Machine  pnno  , 
pally  in  the  construction  of  the  pendulum.  This  is  made  by 
screwing  a  wrought-iron  pipe,/,  which  is  shown  by  solid  black 
shading  in  Fig.  81,  into  the  head  K,  which  embraces  the  jour* 
nal  and  holds  the  bearings  aa  in  their  place.  In  this  pipe  * 
loose  piece,  b,  is  fitted,  which  bears  against  the  under  journal' 
bearing,  a.  Into  the  lower  end  of  the  pipe  J  a  piece,  a,  & 
screwed,  which  has  a  hole  drilled  in  the  centre,  through  whick 
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passes,  the  upper  end  of  which  is  screwed  into  a  cap, 
een  this  cap  and  the  piece  cc  a  spiral  spring  is  placed. 
>er  end  of  the  rod  bears  against  the  piece  b,  which  in 
ars  against  the  bearing  a'.  The  piece  b  has  a  key,  /, 
lasses  through   it  and  the  pipe  /.      This   key   bears 


F10.  So.— Thubstoh's  Rad.hmd>Luu» 


a  nut,  o,  screwed  on  the  pipe.  By  turning  the  nut  0 
ss  on  the  journal  produced  by  screwing  the  rod/" can 
vn  on  the  key  /,  and  the  bearing  relieved  of  pressure, 
changing  the  tension  on  the  spring.  A  counterbalance 
he  pendulum  is  used  when  accurate  readings  are  de- 
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sired.  The  "brasses"  are  cast  hollow,  and  when  necessary  a 
stream  of  water  can  be  passed  through  to  take  up  the  heat, 
and  maintain  them  at  an  even  temperature. 

The  graduations  on  the  machine  show  on  the  fixed  scale, 
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as  in  the  standard  machine,  the  total  friction ;  and  on  the 
pendulum,  the  total  pressures  (i)  on  the  upper  brasses,  (2) on 
the  lower  brasses,  and  (3)  the  sum  of  these  pressures. 

154.  Theory  of  the  Thurston  Oil-testing  Machines.- 
The  mathematical  formula;  applying  to  these  machines  are  »s  1 
follows:  Let  P equal  the  total  pressure  on  the  journal;/ the 
pressure  per  square  inch  on  projected  area  of  journal ;  7"the 
tension  of  the  spring;  W  the  weight  of  the  pendulum;  rthe 
radius  of  the  journal ;  R  the  effective  arm  of  the  pendulum  I 
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6  the  angle  of  deviation  of  the  pendulum  from  a  vertical  line ; 
F  the  total  force  of  friction  ;  f  the  coefficient  of  friction ;  / 
the  length  of  bearing-surface  of  each  brass. 

Since  in  this  machine  both  brasses  are  loaded,  the  pro- 
jected area  of  the  journal  bearing-surface  is  2(2r)/  =  4/r.  We 
shall  evidently  have 


P=2T+W,t (1) 

P      2T+  W 
>  =  &  =  -&-' <2> 


By  definition /=  F+  P. 

Since  the  moment  of  friction  is  equal  to  the  external  mo- 
ment  of  forces  acting, 

Fr  =  Pfr  =A*T+  W)r  =  WR  sin  0. .    .    .    (3) 
From  which 

j.       F       WRsinfi 

/=/>  =  — yp — (4) 

In  the  machines  WR  sin  6  -7-  r  is  shown  on  the  fixed  scale, 
and  the  graduations  will  evidently  vary  with  sin  0,  since 
WR  -T-  r  is  constant. 

P,  the  total  pressure,  is  shown  on  the  scale  attached  to  the 
pendulum. 

In  the  standard  machine  the  weight  of  the  pendulum  is 
neglected,  and  P  =  2  T;  but  in  the  Railroad  Oil-testing  Machine 
the  weight  must  be  considered,  and  P=  2T-\-  W,  as  in  equa- 
tion (1). 

Constants  of  the  Machine. — As  the  constants  of  the 
machine  are  likely  to  change  with  use,  they  should  be  deter- 
mined before  every  important  test,  and  the  final  results  cor- 
rected  accordingly. 


4  v,  constat  ^f '     a  ip***^  Ql  ^ 

c  these  p*        be  v?eignv  tbe  jouf" 

tWeP^eCtC         tbe  const^     r  -^trf1"^ 

«m<u,to  £*  IKS' » *f £**-.  TcS 

nee  TLtrt*^      ..*•  attach*4  9V  Ae 
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pendulum  carefully  over  the  sleeve,  put  on  the  washer,  and 
secure  it  with  the  nut.     See  that  the  feeding  apparatus  is  in 
running  order.     Belt  up  the  machine  for  the  high  speed  and 
throw  on  the  power,  at  the  same  time  supplying  the  oil  at  a 
rate  calculated  to  maintain  a  free  supply.     By  deflecting  the 
pendulum  and  using  a  wrench  on  the  nut  at  the  bottom  in- 
crease the  pressure  on  the  brasses  gradually  until  the  pointer 
indicates  50  lbs.  per  square  inch. 

Determine  the  constants  of  the  machine  as  explained  in 
Article  149,  page  194;  measure  the  projected  area  of  journal 
bearing-surface,  and  the  weight  and  moment  of  the  pendulum. 
Ascertain  the  error,  if  any,  in  the  graduation  of  the  machine, 
and  correct  the  results  obtained  accordingly. 

Make  a  run  at  this  pressure,  and  also  for  pressures  of  100, 
150,  and  200  lbs.;  but  do  not  in  general  permit  the  maximum 
pressure  in  pounds  per  square  inch  to  exceed  44,800  ~  {v-\-  20). 
Begin  by  noting  the  time  and  the  reading  of  the  revolution- 
counter;  take  readings,  at  intervals  of  one  minute,  of  the  arc 
and  the  temperature  until  both  are  constant.  At  the  end  of 
the  run  read  the  revolution-counter  and  note  the  time. 

The  velocity,  v,  in  rubbing  surface  in  feet  per  minute  should 
be  computed  from  the  number  of  revolutions  and  circumfer- 
ence of  the  journal. 

Make  a  second  series  of  runs,  with  constant  pressure  and 
variable  speed. 

In  report  of  the  test  state  clearly  the   objects,  describe 
apparatus  used  and  method  of  testing. 

Tabulate  data,  and  make  record  of  tests  on  the  forms  given. 
Draw  a  series  of  curves  on  the  same  sheet,  showing  results 
oi  the  various  tests  as  follows : 

L  With  total  friction  as  abscissae,  and  pressure  per  square 
inch  as  ordinates;  for  constant  speed. 

2.  With  coefficient  df  friction  as  abscissae,  and  pressure  per 
iquare  inch  as  ordinates ;  for  constant  speed. 
yWk  Wcficfaftt  #£  friction  as  abscissae,  and  velocity  of 
iofafMliltfaiiffi  tan  ordinates;  pressure  constant. 
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1.  To  determine  the  constant  WR*  swing  the  pendulum  to 
a  horizontal  position,  as  determined  by  a  spirit4evel ;  support 
it  in  this  position  by  a  pointed  strut  resting  on  a  pair  of  scales. 
From  the  weight,  corrected  for  weight  of  strut,  get  the  value  of 
WR :  this  should  be  repeated  several  times,  and  the  average 
of  these  products  obtained. 

2.  Obtain  the  weight  of  the  pendulum  by  a  number  of  care- 
ful weighings. 

3.  Measure  the  length  and  radius  of  the  journal ;  compute 
the  projected  bearing-surface  zizlr). 

WR 

4.  Compute  the  constant ,  which  should   equal   twice 

the  reading  of  the  arc  showing  the  coefficient  of  friction  when 
the  pendulum  is  at  an  angle  of  300,  since  sine  of  300  equal  J. 

The  following  are  special  directions  for  obtaining  the  co- 
efficient of  friction  with  the  Thurston  machine. 

155.  Directions  for  obtaining  Coefficient  of  Friction 
with  Thurston's  Oil- testing  Machines. — Cleaning. — In  the 
testing  of  oils  great  care  must  be  taken  to  prevent  the  mixing 
of  different  samples,  and  in  changing  from  one  oil  to  another 
the  machine  must  be  thoroughly  cleaned  by  the  use  of  alkali 
or  benzine. 

In  the  test  for  coefficient  of  friction  the  loads,  velocity,  and 
temperature  are  kept  constant  for  each  run  ;  the  oil-supply  is 
sufficient  to  keep  temperature  constant,  the  journals  being 
generally  flooded.     The  load  is  changed  for  each  run. 

The  following  are  the  special  directions  for  the  test  of 
Coefficient  of  Friction,  as  followed  in  the  Sibley  College  Engi- 
neering Laboratory. 

Apparatus. — Thurston's  Standard  Lubricant  Testing-ma- 
chine: thermometer:  attached  speed-counter.  (See  Art.  151, 
page  189.) 

Method. — Remove  and  thoroughly  clean  the  brasses  and 
the  steel  sleeve  or  journal  by  the  use  of  benzine.  Put  the 
sleeve  on  the  mandrel :  place  the  brasses  in  the  head  of  the 
pendulum  and  see  that  the  pressure  spring  is  set  for  zero  and 
pressure  as  indicated  by  the  pointer  on  the  scale.     Slide  the 
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pendulum  carefully  over  the  sleeve,  put  on  the  washer,  and 
secure  it  with  the  nut.  See  that  the  feeding  apparatus  is  in 
running  order.  Belt  up  the  machine  for  the  high  speed  and 
throw  on  the  power,  at  the  same  time  supplying  the  oil  at  a 
rate  calculated  to  maintain  a  free  supply.  By  deflecting  the 
pendulum  and  using  a  wrench  on  the  nut  at  the  bottom  in- 
crease the  pressure  on  the  brasses  gradually  until  the  pointer 
indicates  50  lbs.  per  square  inch. 

Determine  the  constants  of  the  machine  as  explained  in 
Article  149,  page  194;  measure  the  projected  area  of  journal 
bearing-surface,  and  the  weight  and  moment  of  the  pendulum. 
Ascertain  the  error,  if  any,  in  the  graduation  of  the  machine, 
and  correct  the  results  obtained  accordingly. 

Make  a  run  at  this  pressure,  and  also  for  pressures  of  100, 
150,  and  200  lbs.;  but  do  not  in  general  permit  the  maximum 
pressure  in  pounds  per  square  inch  to  exceed  44,800  -=-  (^+20). 
Begin  by  noting  the  time  and  the  reading  of  the  revolution- 
counter  ;  take  readings,  at  intervals  of  one  minute,  of  the  arc 
and  the  temperature  until  both  are  constant.  At  the  end  of 
the  run  read  the  revolution-counter  and  note  the  time. 

The  velocity,  v,  in  rubbing  surface  in  feet  per  minute  should 
be  computed  from  the  number  of  revolutions  and  circumfer- 
ence of  the  journal. 

Make  a  second  series  of  runs,  with  constant  pressure  and 
variable  speed. 

In  report  of  the  test  state  clearly  the  objects,  describe 
apparatus  used  and  method  of  testing. 

Tabulate  data,  and  make  record  of  tests  on  the  forms  given. 

Draw  a  series  of  curves  on  the  same  sheet,  showing  results 
of  the  various  tests  as  follows : 

1.  With  total  friction  as  abscissae,  and  pressure  per  square 
inch  as  ordinates ;  for  constant  speed. 

2.  With  coefficient  of  friction  as  abscissae,  and  pressure  per 
square  inch  as  ordinates ;  for  constant  speed. 

3.  With  coefficient  of  friction  as  abscissae,  and  velocity  of 
rubbing  in  feet  per  minute  as  ordinates;  pressure  constant. 
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If  /  be  maintained  constant,  and  a  -5-  n  be  made  the  value 
of  the  unit  of  graduation  on  the  scale-beam 


/*=  graduation. 

158.  Durability  of  Lubricants. — In  this  case  the  amount 
of  oil  supplied  is  limited,  and  it  is  to  be  used  for  as  long  a  time 
as  it  will  continue  to  cover  and  lubricate  the  journal  and  pre- 
vent abrasion.  To  give  satisfactory  results,  this  requires  a 
limited  supply  or  a  perfectly  constant  rate  of  feed,  an  even  dis- 
tribution of  the  oil,  and  the  restoration  of  any  oil  that  is  not 
used  to  destruction ;  these  difficulties  are  serious,  and  present 
methods  do  not  give  uniform  results.*  The  method  at  present 
used  is  to  consider  the  endurance  or  durability  proportional  to 
the  time  in  which  a  limited  amount,  as  one  fourth  c.c.  will  con- 
tinue to  cover  and  lubricate  the  journal  without  assuming  a 
pasty  or  gummy  condition,  and  without  giving  a  high  coefficient 
of  friction.  The  average  of  a  number  of  runs  is  taken  as  the 
correct  determination.  In  this  test  care  must  be  taken  not  to 
injure  the  journal,  and  it  must  be  put  in  good  condition  at  the 
end  of  the  run. 

The  time  or  number  of  revolutions  required  to  raise  the 
temperature  to  a  fixed  point — for  instance,  160  F. — is  in  some 
instances  considered  proportional  to  the  durability. 

The  Ashcroft  (see  Article  159,  page  199)  and  the  Boult  (see 
Article  160,  page  200)  machines  are  especially  designed  for  de- 
termining the  durability  of  oils — from  the  former  by  noting  the 
rise  in  temperature,  from  the  latter  by  noting  the  change  in  the 
coefficient  of  friction.  The  difficulty  of  properly  making  this 
test  no  doubt  lies  in  the  loss  of  a  very  slight  amount  of  oil 
from  the  journals,  which  is  sufficient,  however,  to  make  the 
results  very  uncertain. 


*See  paper  by  Professor  Denton,  Vol.  XI.,  p.  1013,  Transactions  of  Ameri- 
can Society  of  Mechanical  Engineers. 
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the  Thurston  oil-tester,  yet  it  differs  in  several  essential  feat- 
ures. A  general  view  of  the  machine  is  shown  in  Fig.  84, 
and  a  section  of  its  boxes  and  the  surrounding  bush  in  Fig.  85. 


Fib.  84.— Boult's  Li 


The  machine  is  designed  to  accomplish  the  following  pur- 
poses: 1.  Maintaining  the  testing  journal  at  any  desired  tem- 
perature. 2.  Complete  retention  on  the  rubbing  surfaces  ol 
the  oil  under  test.  3.  Application  of  suitable  pressure  to  the 
rubbing  surfaces.  4.  Measurement  of  the  friction  between  the 
rubbing  surfaces. 
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To  secure  the  complete  retention  of  the  oil,  a  complete  bush 
with  internal  flanges  is  used  instead  of  the  brasses  employed  in 

other   oil-testing   machines.       On 

the  inside  of  the  bush  is  an  ex- 
panding journal,  DD,  Fig.  85,  the 

parts  of  which  are  pressed  outward 

against  the  surrounding  bush  by 

(he  springs  E,   or   they   may  be 

drawn  together  by  the  set-screws 

^^.compressing  thespringsf.   A 

limited  amount  of  oil  is  fed  from 

a  pipette  or   graduated   cylinder 

on   the    journal,   with   the    bush 

removed.     This  oil,  it  is  claimed, 

will  be   maintained  on  the  outer 

surface  of  the  journal  and  on  the 

interior    surface   of   the    metallic 

bush,  so  that  it  may  be  used  to 

destruction.     The  bush  is  hollow, 

and  can  be  filled  with  water,  oil, 

or  melting  ice  and  brine. 

The  oil  to  be  tested  can  be  Pl 
maintained   at   any  desired   tem-  TB™ 

perature  by  a  burner,  F,  which  heats  the  liquid  CC  in  the  sur- 
rounding bush.  The  temperature  of  the  journal  can  be  read 
by  a  thermometer  whose  bulb  is  inserted  in  the  liquid  CC. 

The  friction  tends  to  rotate  the  bush  ;  this  tendency  is  re- 
sisted by  a  lever  connected  by  a  chain  to  an  axis  carrying  a 
weighted  pendulum,  G,  Fig.  84. 

The  motion  of  the  pendulum  is  communicated  by  gearing 
to  a  hand,  passing  over  a  dial  graduated  to  show  the  total  fric- 
tion on  the  rubbing  surfaces. 

The  formulae  for  use  of  the  instrument  would  be  as  follows : 
Let  f  equal  coefficient  of  friction ;  G  the  weight  of  the  bob 
on  the  pendulum,  R  its  lever  arm;  a  the  angle  made  by  the 
pendulum  with  the  vertical;  a  the  length  of  the  connecting 
lever;   c  the   radius  of   the  axis   to  which  the   pendulum    is 
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attached  ;  r  the  radius  of  the  journal ;  A  the  projected  area  of 
the  journal ;  /*the  total  pressure  on  the  journal.     Then 

a      R     S*       '  SAT) 

G  sin  a  =  fAP, 

re  J 

from  which 

a GR  sin  a       sin  a 
/=       rcAP~=  ~~P~'  (constant.) 

In  this  instrument  the  total  pressure  P  is  usually  constant 
and  equal  to  68  lbs.,  so  that  the  graduations  on  the  dial  must 
be  proportional  to  sin  a. 

If  the  graduations  are  correct,  the  coefficient  is  found  by 
dividing  the  readings  of  the  dial  by  P  (68  lbs.).  The  work  of 
friction  is  the  product  of  the  total  space  travelled  into  the  total 
friction,  and  this  space  in  the  Boult  instrument  is  two  thirds  of 
a  foot  for  each  revolution,  or  two  thirds  of  the  number  of 
revolutions. 

The  instrument  cannot  be  used  with  a  constant  feed  of  oil, 
nor  can  the  pressures  be  varied  except  by  changing  the 
springs  E. 

161.  Directions  for  Durability  Test  of  Oils  with  Boult's 
Oil-testing  Machine. — To  fill  cylindrical  oil-bath,  take  out 
the  small  thumb-screw  in  cylindrical  bath  and  insert  a  bent 
funnel.  Pour  in  oil — any  sort  of  heavy  oil  may  be  used — until 
it  overflows  from  the  hole  in  which  funnel  is  inserted,  and  re- 
place thumb-screw. 

I.  See  that  the  friction  surfaces  are  perfectly  clean.  These 
can  be  examined  by  tightening  the  set-screws  in  order  to  de- 
press the  spring.  This  will  enable  the  cylindrical  bath  to  be 
lifted  away.  After  seeing  that  the  surfaces  are  perfectly  clean, 
pour  on  a  measured  quantity  of  the  lubricant  to  be  tested, 
and  reset  the  cylinder-bath  in  position.  Slacken  set-screws 
so  as  to  allow  the  spring  to  have  full  pressure.  The  set-screws 
should  not  be  removed  entirely  when  slackening. 
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z.  Light  the  Bunsen  burner. 

5.  The  thermometer  indicates  the  temperature  to  which 
The  lubricant  has  to  be  subjected  in  the  steam-cylinder,  being 
graduated  in  degrees  Fahrenheit,  and  their  equivalent  in  pounds 
pressure.  Thus,  if  the  working  steam-pressure  is  60  lbs,,  the 
thermometer  shows  that  the  heat  of  steam  at  that  pressure  is 
}D~Z  Fahr.:  whilst  at  100  lbs.  pressure  its  temperature  is  358° 
Fahr..  etc  Run  the  tester,  say,  until  there  is  a  rise  of  50  per 
cent ;  in  some  cases  it  is  preferable  to  run  the  tester  until 
there  is  a  rise  of  100  per  cent  of  the  friction  first  indicated. 
Tnere  does  not  appear  to  be  any  advantage  in  going  beyond 
this,  as  the  oil  is  then  practically  unfit  for  further  use,  and 
there  is  danger  of  roughening  the  friction  surfaces. 

4.  When  it  is  considered  desirable  to  ascertain  the  distance 
travelled  by  the  friction  surfaces  during  a  test,  read  off  the 
counting-indicator  before  and  after  the  test,  and  subtract  the 
lesser  from  the  greater  total,  and  the  difference  will  represent 
the  number  of  revolutions  made  during  the  test.  As  the  fric- 
tion surfaces  travel  two  thirds  of  a  foot  during  each  revolution, 
the  number  of  feet  travelled  is  arrived  at  by  simply  deducting 
from  the  number  of  revolutions  made,  one  third  thereof. 

The  value  of  the  oil  is  proportional  to  the  number  of  feet 
travelled  by  the  rubbing  surfaces. 

The  speed  at  which  the  tester  should  be  run  should  be 
about  five  to  six  hundred  revolutions  per  minute.  For  quick- 
speed  engine-oil  the  speed  may  be  increased  to  about  a  thou- 
sand per  minute. 

162.  Experiment  with  Limited  Feed.— The  object  of  this 
experiment  is  to  ascertain  the  variation  in  the  coefficient  of 
friction  due  to  a  change  in  the  rate  of  feed. 

The  experiment  is  to  be  made  with  the  feeding  apparatus 
arranged  so  that  the  supply  can  be  regulated.  Different  runs 
are  made  with  different  rates  of  feed,  and  the  variation  in 
the  coefficient  of  friction  determined.  Fig.  80,  p.  191.  repre- 
sents the  Thurston  R.  R.  Lubricant-tester  as  arranged  for  the 
experiment,  with  a  constantly  diminishing  rate  of  feed,  by  lJn- 
fessor  G-  \V.  Bissel.     In  this  case  oil  is  obtained  by  the  siphor. 
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J/ from  the  burette  N,  and  conveyed  by  the  candle-wicking  P 
to  a  copper  rod  H  inserted  in  the  bearings.  The  rate  of  flow 
will  depend  upon  the  height  of  the  oil  in  the  burette  N  above 
the  end  of  the  siphon-tube  My  and  as  the  head  gradually  di- 
minishes from  loss  of  oil,  the  rate  of  flow  will  decrease. 

The  quantity  of  oil  used  is  to  be  determined  by  gradua- 
tions on  the  burette.  The  increase  in  coefficient  of  friction 
due  to  the  constantly  diminishing  rate  of  feed  is  shown  in  Fig. 
86,  the  coefficients  of  friction  being  shown  by  the  dotted 
lines,  corresponding  to  a  given  rate  of  feed  and  a  given  time 
in  minutes. 


Fig.  86. 


The  experiment  with  head  and  feed  maintained  constant 
during  each  run  would  represent  very  closely  the  usual  condi- 
tions of  supplying  lubricants. 

In  this  case,  provided  there  was  no  loss  of  oil  from  the 
journals,  the  experiment  might  show — 

1.  The  laws  of  friction  for  ordinary  lubrication. 

2.  The  most  economical  rate  of  feed  for  a  given  lubricant. 
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3.  The  value  of  the  lubricants  on  the  joint  basis  of  amount 
consumed  and  coefficient  of  friction. 

A  few  tables  showing  coefficients  of  friction  which  has  been 
obtained  in  various  trials  are  given  in  the  Appendix  for  refer- 
ence. 

163.  Forms  for  Report. — The  following  are  the  forms  used 
n  Sibley  College  for  data  and  results  of  lubricant  test  : 


REPORT  OF   LUBRICANT  TEST. 


flame  of  Lubricant  

Mark Lab.  No Date... 

Source Observer. 

Investigation 


No.  of  test 

Pressure  on  journal,  lbs.  per  sq.  inch. . . 

Total  pressure  on  journal,  lbs , 

Amount  of  oil  used  on  journal,  m.  g. . .. , 

Average  coefficient  of  friction 

Minimum  coefficient  of  friction , 

No.  of  revolutions , 

No.  of  feet  travelled  by  rubbing  surface 
Elevation  of  temperature.   


Time. 
Min- 
utes. 


ToUl 
Revolu- 
tions. 

Temper- 
ature. 

Read- 
ing on 
Arc. 

Coeffi- 
cient of 
Friction. 

Time. 
Min- 
utes. 

ToUl 
Revolu- 
tions. 

Temper- 
ature. 

Read- 
ing on 
Arc. 

Coeffi- 
cient of 
Friction. 


VISCOSITY  AND   RESULTS  OF  OIL  TEST. 


Date 189.... 


Kind  of  oil 

Received  from 

Color Ash % 

Specific  gravity °  B.  Tar % 

"      water  100.        Chill-pt °  F. 

^ashing  pt °  F.      Loss  at °  F.  for  3  hrs % 

^urning-pt °  F.  Acid 
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VISCOSITY  TEST. 


No. 

Time  of  Flow  of  100  c.c.  in  Seconds. 

Temperature 
Decrees  F. 

Lubricating 
Value  Lard-oil 

10O. 

Sample. 

Lard -oil. 

Water. 

RESULTS  OF  FRICTION  TEST. 


Date. 


189 


II. 


Temp.  !    Arc.      Temp.  ;    Arc. 


Highest  reading 

Lowest  reading 

Average  reading  .... 

Drops  per  cnin I 

Time  of  run,  min.   ...: 
dpeed  1 

Rev.  per  min 

Miles  per  hour 

Pressure; 

Total  lbs ' 

Per  sq.  in.,  lbs j 

Coefficient  of  friction. . ' 


III. 


Temp. 


Arc. 


Average. 


TEST  FOR   RESINS. 


Flow  on  plane  inclined 

Kind  of  plane 

Time  in  hrv,  Sample Lard~oiL 


Tempt,  room. 
Water. 


CHAPTER  VII. 

MEASURFMENT    OF    POWER— DYNAMOMETERS— BELT- 

TESTING  MACHINES. 

164.  Classes. — Dynamometers  are  instruments  for  measur- 
ing power.  They  are  of  two  classes :  1.  Absorption;  2.  Trans- 
mission.  In  the  first  class  the  work  received  is  transformed 
by  friction  into  heat  and  dissipated  ;  in  the  second  class  the 
dynamometer  absorbs  only  so  much  force  as  is  necessary  to 
overcome  its  own  friction,  the  remainder  being  transmitted. 

165.  Absorption  Dynamometer.— The  Prony  Brake.*— 
The  Prony  brake  is  the  most  common  form  of  absorption  dy- 
namometer. This  brake  is  so  constructed  as  to  absorb  the 
work  done  by  the  machine  in  friction,  this  friction  being  pro- 
duced by  some  kind  of  a  surface  connected  to  a  stationary 
part,  and  which  rubs  on  the  revolving  surface  of  the  wheel 
with  which  it  is  used.  The  brake  usually  consists  of  a  por- 
tion which  can  be  clamped  on  to  a  wheel  (see  Fig.  87,  page 
211),  with  more  or  less  pressure,  and  an  arm  or  its  equivalent. 
The  part  exerting  pressure  on  the  wheel  is  termed  the  brake- 
strap;  the  perpendicular  distance  from  the  line  of  action  of 
the  weight,  G,  to  the  centre  of  the  wheel  is  termed  the  arm  of 
the  brake.  The  brake  is  prevented  from  turning  by  a  definite 
load  which  we  term  G9  applied  at  a  distance  equal  to  the 
length  of  the  arm  (a)  from  centre  of  motion.  The  work  of 
resistance  would  then  evidently  be  equal  to  the  product  of  the 
weight  of  resistance,  G,  into  the  distance  it  would  pass  through 

•See  Engine  and  Boiler  Trials,  by  R.  H.  Thurston,  page  157;  Mechanics  of 
Materials,  by  I.  P.  Church,  page  269;  Du  Bois'  Weisbach's  Mechanics  of  En- 
gineering, j-*—  T3- 
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if  free  to  move.     If  n  be  the  number  of  revolutions  per  minute, 
the  horse-power  shown  by  the  brake  would  evidently  be 

2nGan  ~  33000 (1) 

Brakes  are  made  with  various  rubbing  surfaces,  and  with 
various  devices  to  maintain  a  constant  resistance. 

166.  Stresses  on  the  Brake-strap. — Formula. — The 
strains  on  the  brake-strap  are  essentially  the  same  as  those 
on  a  belt*  as  given  in  Article  12$,  page  173. 

That  is*  if  Tx  represent  the  greatest  tension,  T%  the  least 
tension,,  c  the  percentage  that  the  arc  of  contact  bears  to  the 
whole  circumference*  *V  the  normal  pressure,  F  the  resistance 
of  the  brake*/ coefficient  of  friction* 

rx-  r,  =  ^;  x=f+/i 


T 

±L  —  iQ^^rc  =  dumber  whot>e  tog  fe  2.728SA  =  & 

~         FS 


T  F 


167.  Designing  a  Brake.* — The  actual  process  of  designing 
a  brake  is  as  follows :  There  is  given  the  power  to  be  absorbed, 
number  ^f  revolutions,  diameter  and  face  of  the  brafcewwhceL 
In  v;ase  a  special  brake-wheel  is  to  be  designed*,  the  area  of 
beaiing  surface  is  to  be  taken  so  that  tile  number  obtained  by 
multiplying  the  width  :t/  oi"  the  brake  in  inches  birt&e  velocity 
01  the  periphery  ;•  of  the  wheel  in  teet  per  minute,  divided  by 


*><:«:    "  lingmc  -uiu    3o»lti    r*«a»s  '  Jy  ii.    H.   nmrstuit,  pagffF  2611  tu  zfe; 

tiSO,     '  KriCtlOll   M\\i    uUtUiCcUlOti.  ' 
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the  horse-power  H,  shall  not  exceed  500  to  iooa*     Call  this 
result  K.    Then 

jr—  wv 


400  to  500  is  considered  a  good  average  value  of  K. 

The  value  of  the  coefficient  of  friction  f  should  be  taken 
as  the  lowest  value  for  the  surfaces  in  contact  (see  table  of  co- 
efficient of  friction  in  Appendix).  This  coefficient  is  about  0.2 
for  wood  or  leather  on  metal,  and  about  o.  1 5  for  metal  on  metaL 

Let  H  be  the  work  to  be  transmitted  in  horse-power,  n  the 
number  of  revolutions  of  the  brake-wheel,  D  its  diameter ; 
then  the  resistance  F  of  the  brake  must  be 


"-SS^- w 


The  arc  of  contact  is  known  or  assumed,  and  may  be  expressed 
as  convenient  (see  Article  128)  in  circular  measure  0,  degrees 
q,  or  in  percentage  of  the  wrhole  circumference  c. 

Example. — Assume  the  arc  of  contact  as  108  degrees 
ic  =  0.5).  the  diameter  of  brake-wheel  4  feet,  coefficient  of 
friction  (^=0.15),  face  of  brake-wheel  10  inches,  revolutions 
90.  horse-power  70.  Find  the  safe  dimensions  of  the  brake- 
strap  and  working  parts  of  the  brake. 

Then,  from  page  208, 

B  =  ic?-73**'  =  I0"°* 
That  is,  B  equals  the  number  whose  logarithm  is  0.2046  :   or. 

2?  =  1.602. 


*  See  also  "  Engine  and  Boiler  Trials,**  by  R.  H.  Thurston,  pp.  272  and  2t< 
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Thus  if  the  brake-wheel  is  4  feet  diameter  revolving  at  90 
revolutions  per  minute :  from  equation  (4) 

F=  (330QO)  (7o)=2043pounds. 
(*)  (4)  (90)        ^3  P 

Taking  £  as  above,  and  substituting  in  equations  (2)  and  (3), 
we  have 

T-  =  »«  fig)  =  M»»"         ■ 

^=2043=      62a 
.15 

From  the  value  of  T, ,  the  maximum  tension,  we  compute  the 
required  area  of  the  brake-straps,  using  10,000  pounds  as  the 
safe-working  strain. 

Section  of  brake-straps  =  5436—  10000  =  0.55  square  inch. 
The  assumed  width  of  brake-wheel  is  10  inches;  this  gives 
for  the  value  of  K,  by  equation  (9), 

K  =  (10)  (1 1 32)  -T-  70  =  162 ;     a  low  value. 

If  it  is  proposed  in  this  brake  to  use  3  straps,  each  2  inches 
wide,  the  thickness  will  then  be 

0.55  ^  6  =  0.091  inch. 

To  determine  a  convenient  length  of  the  brake-arm>  con- 
sider equation  (1)  for  work  delivered  in  horse-power. 

H  =  2itGan  h-  33000. 
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By  dividing  both  terms  by  2*r, 

H  •=•  Gan 

S_$2$2 
H       an 


-*-  5252; 


168.  Brake  Horse-power. — The  following  table  will  often 
be  convenient  for  determining  the  delivered  horse-power  from 

a  brake. 

HORSEPOWER  PER  100  REVOLUTIONS  FROM  A  BRAKE. 


Length  of  Brake-arm, 
feet. 

Factor  to  multiply 
scale-reading  to  give 
horse-power,  H-*~G. 

Ratio  of  scale-read- 
ing to  horse*  power, 
G-t-/f. 

I 

O.OI9 

52.52 

2 

.038 

26.26 

3 

.057 

17.51 

4 

.076 

13.13 

5 

.090 

IO.50  ' 

5.252 

.IOO 

IO.OO 

6 

.114 

8.75 

7 

.133 

750 

8 

.152 

6.56 

9 

.172 

5.83 

10.504 

.200 

5.00 

'69.  Different  Forms  of  Prony  Brakes.— Various  forms 
°t  brakes  are  made.     Fig.   87  shows  a  very  simple  form  of 


TF 


Fig.  87. — Prony  Brake. 


°ny  brake,  in  which  the  rubbing  surfaces  are  made  by  two 
>oden  beams  clamped  together  by  the  bolts  C  C.  Weight  is 
PHec!  to  the  arm  E  at  the  point  G ;  the  stops  D  D  prevent  a 
range  of  motion  of  the  arm ;  the  projection  F  is  used  to 
on  sufficient  counterbalance  to  prevent  the  brake  from 
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revolving  by  its  own  arm-weight  when  the  screws  C  C  are  very 
loose.  The  net  load  acting  on  the  brake-arm  is  the  difference 
between  the  weight  at  G  and  that  at  F,  reduced  to  an  equiva- 
lent weight  acting  at  G, 

Brakes  are  usually  constructed  by  fastening  blocks  of  wood, 
on  the  inside  of  flexible  bands  of  iron,  so  as  to  encircle  a 
wheel.  The  inside  of  the  blocks  should  be  fitted  to  the  wheel, 
and  the  spaces  between  the  blocks  should  be  at  least  equal  to 
one  third  the  area  of  the  block.  The  iron  bands  are  connected 
to  the  brake-arm  in  such  a  manner  that  the  tension  on  the 
wheel  can  readily  be  changed.  The  form  of  such  a  brake  is 
shown  in  Fig.  88  attached  to  a  portable  engine. 


170.  Strap-brakes. — Brakes  are  sometimes  made  by  talcing 
one  or  more  turns  of  a  rope  or  strap  around  a  wheel,  as  shown 


"  11 


in  Fig.  89.     In  this  case  weights  must  be  hung  on  both  sides, 
and  since  the  arm  of  action  is  equal,  the  resultant  force 
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acting  is  the  difference  between  the  two  weights :  that  is,  in 
the  figure  the  resultant  force  is  A  —  B ;  the  equivalent  space 
passed  through  is  the  distance  travelled  by  any  point  of  the 
circumference  of  the  wheel  in  a  given  time.  The  work  done 
is  the  product  of  these  quantities. 

171.  Self-regulating  Brakes. — Brakes  with  automatic 
regulating  devices  are  often  made ;  in  this  case  the  direction  of 
motion  of  the  wheel  must  be  such  as  to  lift  the  brake-arm.  If 
the  tension  is  too  great  the  brake-arm  rises  a  short  distance, 
and  this  motion  is  made  to  operate  a  regulating  device  of  some 
sort,  lessening  the  tension  on  the  brake-     *. 

wheel ;  if  the  tension  is  not  great  enough,  ifl^,  K  B  L 

the  brake-beam  falls,  producing  the  oppo-  ^p&-\ 

site  effect.  X^S.         I 

172.  Brake  with  oblique  Arm. — A  xxtsJ 
very  simple  form  of  self -regulating  brake  \^v 
is   shown   in    Fig.   90:    in  this  case  the  \- 
arm  is  maintained  at  an  angle  with  the  jj- 
horizontal.     If  the  friction  becomes  too 
great,  the  weight  G  rises,  and  the  arm  of  \m 
the  brake  swings  from  A  to  Ey  thus  in-    FlCk  ^_Sklf-r«guiJL 
creasing  the  lever-arm  from  BC  to  LC\  if               brake. 

the  friction  diminishes,  the  lever-arm  is  correspondingly  dimin- 
ished, thus  tending  to  maintain  the  brake  in  equilibrium. 

173.  Alden  Brake. — The  Alden  brake  see  (Figs.  91  to  94) 
is  an  absorption  dynamometer  in  which  the  rubbing  surfaces 
are  separated  by  a  film  of  oil,  and  the  heat  is  absorbed  by 
water  under  pressure,  which  produces  the  friction.  It  is  con- 
structed by  fastening  a  disk  of  cast-iron,  A,  Fig.  91,  to  the 
power-shaft ;  this  disk  revolves  between  two  sheets  of  thin 
copper  E  E  joined  at  their  outer  edges,  from  which  it  is  sepa- 
rated by  a  bath  of  oil.  Outside  the  copper  sheets  on  either 
side  is  a  chamber  which  is  connected  with  the  water-supply  at 
G.  The  water  is  received  at  G  and  discharged  at  ff,  thus  main- 
taining a  moderate  temperature.  Any  pressure  in  the  chamber 
causes  the  copper  disks  to  press  against  the  revolving  plate,  pro- 
ducing friction  which  tends  to  turn  the  copper  disks.     As  these 
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are  rigidly  connected  to  the  outside  cast-iron  casing  and  brake- 
arm  P,  the  turning  effect  can  be  balanced  and  measured  the 
same  as  in  the  ordinary  Prony  brake.  The  pressure  of  water 
is  automatically  regulated  by  a  valve  V,  Fig.  94,  which  is  par- 


tially closed  if  the  brake-arm  rises  above  the  horizontal,  and  is 
partially  opened  if  it  falls  below  ;  this  brake  with  a  constant 
head  gives  exceedingly  close  regulation. 

174.  Hydraulic  Friction-brake.— The  author  has  designed 
a  hydraulic  friction-brake  that  can  be  applied  to  the  surface 
of  an  ordinary  brake-wheel.  The  brake  consists  of  a  tube  of 
copper  with  an  oval  or  rectangular  cross-section,  which  very 
nearly  encircles  the  brake-wheel,  and  has  both  ends  closed. 
The  greatest  dimension  in  its  cross-section  is  equal  to  the 
width  of  the  brake-wheel,  and  its  least  dimension  is  one  half  to 
three  fourths  of  an  inch.  One  end  of  the  tube  is  connected 
with  the  water-supply,  the  other  to  the  discharge,  which  can 
be  throttled  as  required.  Outside  is  a  band  of  iron  completely 
encircling  the  tube  and  the  brake-wheel,  and  held  rigidly  to- 
gether by  means  of  bolts.  To  this  band  is  fastened  the  brake- 
arm,  and  also  one  end  of  the  copper  tube.     When  water-pres- 
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sure  is  applied  to  the  tube,  it  tends  to  assume  a  round  cross- 
section,  the  shorter  diameter  increasing  and  the  greater 
diameter  diminishing.  As  these  changes  cannot  take  place 
because  of  the  outer  band  of  iron,  pressure  is  exerted  on  the 
surface  of  the  brake-wheel,  and  motion  of  the  brake-wheel 
tends  to  revolve  the  tube  and  band  of  iron.  This  is  resisted 
by  the  weight  on  the  arm  of  the  brake.  The  water-pressure  is 
regulated  automatically  by  a  slight  motion  of  the  brake-arm, 
which  closes  or  opens  the  supply-valve  as  is  required.  The 
arm  may  be  permitted  to  act  downward  on  a  pair  of  scales,  by 
interposing  a  spring  of  the  requisite  stiffness  between  it  and 
the  platform  of  the  scales.  To  prevent  wear  of  the  copper 
tube  thin  sheets  of  iron  may  be  interposed.  A  lubricant  is 
applied  by  means  of  lubricators  fixed  near  the  ends  of  the 
tube. 

175.  Removal  of  the  Heat  generated  by  the  Brake. — 
Various  devices  have  been  adopted  to  secure  the  removal  of 
the  heat.  One  method  is  to  cast  the  outer  rim  of  the  brake- 
wheel  hollow,  and  connect  this  by  a  tube  with  a  cavity  in  the 
centre  of  the  axis,  so  that  water  can  be  received  at  one  end  of 
the  axis  and  discharged  at  the  other.  Another  way  is  to  leave 
a  deep  internal  flange  on  the  brake-wheel,  and  in  using  the 
brake,  to  supply  water  by  means  of  a  crooked  pipe  on  one  side 
and  to  scoop  it  out  by  a  pipe  with  a  funnel-shaped  mouth  bent 
to  meet  the  current  of  water  near  the  opposite  side  of  the 
wheeL  Water  is  sometimes  run  on  to  the  surface  through  a 
hose,  but  aside  from  the  inconvenience  due  to  flying  water, 
if  any  of  the  rubbing  surfaces  are  of  wood  it  is  likely  to  make 
sudden  and  irregular  variations  in  the  coefficient  of  friction 
that  are  difficult  to  control. 

176.  Applying  Load. — In  applying  the  load,  care  must  be 
taken  that  its  direction  is  tangent  to  the  circle  that  would  be 
described  by  the  brake-arm  were  it  free  to  move.  In  other 
words,  the  virtual  brake-arm  must  be  considered  as  perpendic- 
ular to  this  force.  If  a  vertical  load  or  weight  is  applied,  the 
brake-arm  must  be  horizontal,  and  equal  in  length  to  the  dis- 
tance from  this  vertical  line  to  the  centre  of  the  motion. 
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It  will  be  found  in  general  safer  and  more  satisfactory  to 
have  the  motion  of  the  brake-wheel  such  as  to  produce  a 
downward  force,  which  may  be  measured  by  a  pair  of  scales, 
rather  than  the  reverse,  which  requires  a  weight  to  be  sus- 
pended  on  the  brake-arm.  There  should  be  a  knife-edge 
between  the  brake-arm  and  the  load  ;  in  case  of  downward 
motion,  the  support  upon  the  scales,  should  be  made  the  proper 
length  to  hold  the  brake-arm  horizontal. 

177.  Constants  of  Brake. — All  brakes  with  unbalanced 
arms  have  a  tendency  to  turn,  due  to  weight  of  the  arm. 
This  amount  must  be  ascertained  and  added  to  or  taken  from 
the  scale  or  load  readings  as  required  by  the  rotation,  in  order 
to  give  the  correct  load.  To  ascertain  this  amount,  the  brake 
may  be  balanced  on  a  knife-edge,  with  a  bearing  point  directly 
over  the  centre  of  the  wheel,  and  the  correction  to  the  weight 
obtained  by  readings  on  the  scale.  It  is  obtained  more  accu- 
rately by  making  the  brake  loose  enough  to  move  easily  on  the 
wheel ;  then  apply  a  spring-balance  at  the  end  of  the  arm  ;  first 
pull  the  arm  upward  through  an  arc  of  about  30  either  side  of 
its  central  position,  moving  it  very  slowly  and  gradually:  the 
reading  will  be  the  weight  plus  the  friction.  Then  let  it  back 
through  the  same  arc  very  slowly  and  gradually,  and  the  read- 
ing will  be  the  weight  less  the  friction.  The  sum  of  these  two 
results  will  be  twice  the  correction  for  the  brake-arm.  Repeat 
this  three  times  for  an  average  result.  In  case  the  friction  is 
greater  than  the  weight  this  second  result  will  be  negative,  but 
the  method  will  remain  the  same. 

The  weight  of  the  brake,  as  generally  mounted,  is  carried 
on  the  main  bearings  of  the  wheel,  from  which  the  power  is 
obtained,  and  virtually  increases  its  weight.  This  may  in  some 
instances  increase  perceptibly  the  friction  of  the  journals  of 
the  wheel,  but  is  generally  an  imperceptible  amount.  This 
weight  can  be  reduced  when  desired,  by  a  counterbalance  con- 
nected to  the  brake  by  means  of  guide-pulleys. 

X78.  Directions  for  Using:  the  Prony  Brake.— 1.  See 
the  brake-wheel  is  rigidly  fastened  to  the  main  shaft. 
vide  ample  means  of  lubrication. 
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3.  If  the  brake- wheel  has  an  internal  rim,  provide  means 
for  supplying  and  removing  water  from  this  rim. 

4.  Find  the  equivalent  weight  of  brake-arm  to  be  taken 
from  or  added  to  the  load,  depending  on  the  direction  of 
motion  of  the  wheel. 

5.  In  applying  the  load,  tighten  the  brake-strap  very 
slowly,  and  give  time  for  the  friction  to  become  constant  be- 
fore noting  readings  of  the  result. 

6.  Note  the  time,  number  of  revolutions,  length  of  brake- 
arm,  corresponding  load,  and  calculate  the  results. 

179.  Pump  Brakes. — A  rotary  pump  which  delivers  water 
through  an  orifice  that  can  be  throttled  or  enlarged  at  will,  has 
been  used  with  success  for  absorbing  power. 

If  the  casing  of  the  pump  is  mounted  so  as  to  be  free  to 
revolve,  it  can  be  held  stationary  by  a  weighted  arm,  and  the 
absorbed  power  measured,  as  in  the  case  of  the  Prony  brake. 
If  the  casing  of  the  pump  is  stationary,  the  work  done  can  be 
measured  by  the  weight  of  water  discharged  multiplied  by  the 
height  due  to  the  greatest  velocity  of  its  particles  multiplied 
by  a  coefficient  to  be  determined  by  trial.* 

A  special  form  of  the  pump-brake,  with  casing  mounted  so 
that  it  is  free  to  revolve,  has  been  used  with  success  on  the 
Owens  College  experimental  engine  by  Osborne  Reynolds. 
In  this  case  the  brake  is  practically  an  inverted  turbine,  the 
wheel  delivering  water  to  the  guides  so  as  to  produce  the 
maximum  resistance.  The  water  forced  through  the  guides 
at  one  point  is  discharged  so  as  to  oppose  the  motion  of  the 
wheel  at  another  point. 

180.  Fan-brakes.^ — A  fan  or  wheel  with  vanes  revolved  in 
water,  oil,  or  air  will  absorb  work,  and  in  many  instances  forms 
a  valuable  absorption-dynamometer. 

The  resistance  to  be  obtained  from  a  fan-brake  is  expressed 
by  the  formula  f 

Rl  =  IKDA  —> 
^ 

*  See  Rankinc,  Machinery  and  Mill-work,  page  404. 
f  Ibid.,  page  406. 
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in  which  Rl  equals  the  moment 
of  resistance,  V  the  velocity  in 
feet  per  second  of  the  centre 
of  vane,  A  the  area  of  the  vane 
in  square  feet.  /  equals  the 
distance  from  centre  of  vane 
to  axis  in  feet,  D  the  weight 
per  cubic  foot,  of  fluid  in  which 
the  vane  moves,  Ka  coefficient, 
found  by  experiment  by  Pon- 
celet  to  have  the  value 


K=  1.254  + 


1.6244 +M 


in  which  s  is  the  distance  in 

feet    from   the   centre  of  the 

entire  vane  to  the   centre  of 

that    half    nearest    the    axis. 

When  set  at  an  angle  i  with 

the   direction   of   motion   the 

value   for  Rl  must  be  multi- 

....        2  sin**' 
plied  by  — ,     .  ,  . . 
r  '   I  +  sin*  * 

181.  Traction-dynamome- 
ters.— Dynamometers  for  sim- 
ple traction  or  pulling  are 
usually  constructed  as  in  Fig. 
95.  Stress  is  applied  at  the 
two  ends  of  the  spring,  which 
rotates  a  hand  in  proportion 
to  the  force  exerted. 
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Recording  Traction-dynamometers. — These  are  constructed 
1  various  forms.  Fig.  96  shows  a  simple  form  of  a  recording 
raction-dynamometer,  designed  by  C.  M.  Giddings.  Paper  is 
laced  on  the  reel  A,  which  is  operated  by  clock-work;  a 
encil  is  connected  at  K  to  the  band,  and  this  draws  a  diagram, 
s  shown  in  Fig.  97,  the  ordinates  of  which  represent  pounds 
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f  pull,  the  abscissae  the  time.  The  drum  may  be  arranged 
>  be  operated  by  a  wheel  in  contact  with  the  ground :  then  the 
bscissa  will  be  proportional  to  the  space,  and  the  area  of  the 
iagram  will  represent  work  done. 

182.  General  Types  of  Transmission-dynamometers.* 
-Transmission-dynamometers  are  of  different  types,  the  ob- 
ict  in  each  case  being  to  measure  the  power  which  is 
iceived  without  absorbing  any  greater  portion  than  is  neces- 
lry  to  move  the  dynamometer.  They  all  consist  of  a  set  of 
ulleys  or  gear-wheels,  so  arranged  that  they  may  be  placed 
etween  the  prime  movers  and  machinery  to  be  driven,  while 
le  power  that  is  transmitted  is  generally  measured  by  the 
exure  of  springs  or  by  the  tendency  to  rotate  a  set  of  gears, 
hich  may  be  resisted  by  a  lever. 

183.  Morin's  Rotation-dynamometer. — In    Morin's   dy- 
amomef~-    which  is  shown  in  Fig.  98,  the  power  is  trans- 
it Toft*    1   springs,   FG,  which   are   thereby   flexed   an 

the  same  «'   rtional  to  the  power.     The  flexure  of  the  springs 
recorded  on  paper  by  a  pi  ncil  z  fastened  to  the  rim  of  the 


*See  Thurston's  Engine  and   Boiler  Trials,  page  264;   also  Weisbach's 
chanics,  Vol.  II.,  pages  39~73  *  also  Rankine's  Steam-engine,  page  42. 
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wheel.  A  second  pencil  is  stationary  with  reference  to  the 
frame  carrying  the  paper.  The  paper  is  made  to  pass  under 
the  pencil  by  means  of  clock-work  driven  by  the  shafting, 
which  can  be  engaged  or  disengaged  at  any  instant  by  operating 
the  lever  R.  The  springs  are  fastened  at  one  end  rigidly  to 
the  main  axle,  which  is  in  communication  with  the  prime 
mover,  and  at  the  other  end  to  the  rim  of  the  pulley,  which 
otherwise  is  free  to  turn  on  the  main  shaft.  The  power  is 
taken  from  this  last  pulley,  and  this  force  acts  to  bend  the 


springs  as  already  described.     In  the  figure  A  is  a  loose  pulley 
B  is  fixed  to  the  shaft 

The  autographic  recording  apparatus  of  the  Morin  dyna-  ■ 
momctcr  consists  essentially  of  a  drum,  which  is  rotated  by 
means  of  a  worm-gear,  UK,  cut  on  a  sleeve,  which  is  concentric 
with  the  main  axis.  This  sleeve  slides  longitudinally  on  toe 
axis,  and  may  be  engaged  with  or  disengaged  from  tht  frsMwat 
any  instant  by  means  of  a  lever.  When  this  sleev?  is  engaged 
with  the  frame  and  made  stationary  the  recording  appanvW 
is  put  in  motion  by  the  concentric  motion  of  the  gearing,  SV\ 
with  respect  to  the  axis.  The  pencil  attached  to  the  spring 
wilt  at  this  instant  trace  a  diagram  on  the  paper  whose  ordi- 
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nates  are  proportional  to  the  force  transmitted.     The  rate  of 

rotation  of  the  drums  carrying  the  paper,  with  respect  to  the 

main  axis,  is  determined  in  the  same  manner  as  though  the 

gears  were  at    rest — by  finding  the  ratios  of  the  radii  of  the 

respective  wheels.     Thus  the  amount  of  paper  which  passes 

off  from  one  drum  on  to  the  other  can  be  proportioned  to  the 

space  passed  through,  so  that  the  area  of  the  diagram  may  be 

proportional  to  the  work  transmitted. 

To  find  the  value  of  the  ordinates  in  pounds  the  dyna- 
mometer must  be  calibrated  ;  this  may  be  done  by  a  dead  pull 
of  a  given  weight  against  the  springs,  thus  obtaining  the 
deflections  for  a  given  force ;  or,  better,  connect  a  Prony  brake 
directly  to  the  rim  of  the  fixed  pulley  By  and  make  a  series  of 
runs  with  different  loads  on  the  brake,  and  find  the  correspond- 
ing values  of  the  ordinates  of  the  card. 

184*  Calibration  of  the  Morin  Dynamometer. — Appara- 
fcfc— Speed-indicator,  dynamometer-paper,  and  Prony  brake. 

I.  Fasten  paper  on  the  receiving  drum,  wind  off  enough 
to  pass  over  the  recording  drum,  and  fasten  the  end  securely 
to  the  winding  drum.  See  that  the  gears  for  the  autographic 
apparatus  are  in  perfect  order,  and  that  both  pencils  give 
legible  lines.  Adjust  the  pencil  fixed  to  the  frame  of  the 
clock-work*  so  that  it  will  draw  the  same  line  as  the  movable 
pencil,  when  no  load  is  applied. 

2.  With  the  apparatus  out  of  gear  apply  the  power.  Take 
a  card  with  no  load.  This  card  will  be  the  friction  work  of 
the  dynamometer. 

3.  Apply  power  and  load,  take  cards  at  intervals:  these 
cards  will  represent  the  total  work  done.  This,  less  the  fric- 
tion work,  will  be  the  power  transmitted.  The  line  traced 
by  the  pencil  affixed  to  the  frame  of  the  clock-work  must  in 
all  cases  be  considered  the  zero-line,  or  line  of  no  work. 

4.  To  calibrate  the  dynamometer,  attach  a  Prony  brake  to 
the  same  shaft  and  absorb  the  work  transmitted.  This  trans- 
mitted work  must  equal  that  shown  by  the  Prony  brake. 
Find  constants  of  brake  as  explained  Article  177,  page  178. 

5.  Draw  a  calibration-curve,  with  pounds  on  a  brake-arm, 
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reduced  to  an  equivalent  amount  acting  at  a  distance  equal  t< 
the  radius  of  the  driving-pulley  of  the  dynamometer,  a: 
abscissae,  and  with  ordinate  of  the  diagram  as  ordinate 
Work  up  the  equation  of  this  curve. 

6.  In  report  of  calibration  make  record  of  time,  number  o 
revolutions  brake-arm,  equivalent  brake-load  for  arm  equal  t( 
radius  of  dynamometer-pulley,  length  of  ordinate,  scale  o 
ordinate.     Describe  the  apparatus. 

7.  In  using  it,  insert  it  between  the  prime  mover  and  re 
sistance  to  be  measured.  Determine  the  power  transmittec 
from  the  calibration. 

185.  Form  of  Report. — The  following  form  is  useful  ii 
calibrating  this  dynamometer: 


CALIBRATION  OF  MORIN  DYNAMOMETER. 

Kind  of  brake  used Length  of  brake-arm  ft. 

Weight  of  brake-arm lbs.        Zero-reading  of  scales lbs. 

Radius  of  driving-pulley ft.        Observers 


Date. 


189.. 


No. 


Revolutions  per  Minute. 


Up. 


Down. 


Mean. 


Effective 

Brake-load. 

lbs. 


Equivalent 
Load  on 

Driving- 
pulley,  lb*. 


Ordinate,  Inches. 


Up. 


Down. 


Mean. 


Brake 
H.P. 


Remarks: 
X 


Equation  of  Curve, 
K- 


186.  Steelyard-dynamometer.— In  this  dynamometei  Ac 
pressure  of  the  axle  of  a  revolving  shaft  is  determined  ty 
shifting  the  weight  G  on  the  graduated  scale-beam  AC 

The  power  is  applied  at  P9  putting  in  motion  the  train  0* 
gear-wheels,  and  is  delivered  at  Q. 

Denote  the  applied  force  by  P,  the  delivered  force  by  Q$ 
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the  radius  KM  by  a,  KE  by  r,  LF  by  r, ,  NL  by  6,  the  force 
delivered  at  E  by  tf,  that  at  Fby  &t. 
We  shall  have 

Rr  =  Pa,    also     R,r,  =  Q6. 
But 

^t£^)  =  ^,(Fi?); 
and  since  £7?  =  FD, 

R=R,. 

The  resultant  force  Z  =  R  +  R,  =  2R. 

:.R  =  \Z;  P=\Zr~a;  Q  =  lZr,+». 

If  we  know  the  number  of  revolutions,  the  space  passed 
through  by  each  force  can  be  readily  calculated,  and  the  work 
found  by  taking  the  product  of  the  force  into  the  space 
passed  through. 


Consideration  of  Friction. — The  friction  of  the  axle  and 
gear-teeth  will  increase  the  force  R  and  decrease  the  force  R,, 
Let  i»  be  the  experimental  coefficient  expressing  this  friction. 
Then 

P  =  i(i+»)Zr  +  a; 
Q=&i-»)Zrl  +  i; 

_  Par,  -  Qbr 
M~  Par,  +  Q6r' 
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187.  Pillow-block  Dynamometer. — The  pillow-block  dy- 
namometer operates  on  the  same  principle  as  the  steelyard 
dynamometer,  but  no  intermediate 
wheel  is  used.  This  dynamometer, 
I  shown  in  Fig.  ICO,  consists  of  the 
fixed  shaft  L,  which  is  rotated  by 
the  power  Q  applied  at  N.  The 
power  rotates  the  gear-wheel  EL, 
which  communicates  motion  to  the 
wheel  KE  on  the  same  shaft  with 
the  wheel  KM.  This  shaft  is  sup 
ported  on  a  pair  of  weighing-scales  so  that  the  downward  force 
Z  acting  on  the  bearing  can  be  weighed.  Let  P  equal  the 
force  delivered,  let  a  equal  the  angle  this  force  makes  with  the 
horizontal,  let  KM  equal  a  and  KE  equal  r ;  G  equal  the  weight 
of  shaft  and  wheel.  The  weight  on  the  pillow-block  at  K 
must  be 

Z=  G  +  P  sin  a  +  ^P  =  G  +  f{sin  a  +p\ 


»-+= 


When  the  belt  is  horizontal, 


a  =  o    and    P=(Z—  G)~± 

188.  The  Lewis  Dynamometer.* — This  transmission-dy- 
namometer  is  a  modified  form  of  the  pillow-block  dyna- 
mometer, arranged  in  such  a  manner  that  the  friction  of  the 
gearing  or  journals  will  not  affect  the  reading  on  the  weighing- 
scales.  This  dynamometer  is  shown  in  Fig.  101,  and  also  in  Fig. 
108,  Article  195,  page  237.     The  dynamometer  consists  of  two 


#  Sec  Vol.  VII.,  page  376,  Trans.  Am.  Society  Mechanical  Engineer*. 
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gear-wheels  A  and  C,  whose  pitch-circles  are  tangent  at  B\ 
the  gear-wheel  A  is  carried  by  the  fixed  frame  Tf  the  wheel  Cis 
carried  on  the  lever  BD:  the  lever  BD  is  connected  to  the 
fixed  frame  T  by  a  thin  steel  fulcrum,  as  used  in  the  Emery 
Testing-machines  (Article  67,  page  87).  The  point  D>  the 
centre  of  wheel  C,  and  the  fulcrum  are  in  the  same  right  line. 
The  fulcrum  B  permits  vertical  motion  only  of  the  point  D. 
The  point  D  rests  on  a  pillar,  which  in  turn  is  supported  by 
a  pair  of  scales.  The  shaft  leading  from  the  wheel  C  is  fur- 
nished  with  a  universal  joint  (see  Fig.  108),  so  that  its  weight 
does  not  affect  that  on  the  journal  C.     In  Fig.  101,  A  is  the 


Fig.  ioi.— The  Lewis  Dynamometer. 


driving  and  C  the  driven  wheel,  the  force  to  be  measured  being 
received  on  a  pulley  on  the  shaft  a,  transmitted  through  the 
dynamometer,  and  delivered  from  a  pulley  on  the  shaft  c. 
From  this  construction  it  follows,  that  no  matter  how  great 
the  friction  on  the  journals  of  the  shaft  c,  there  will  be  no 
pressure  at  the  point  D  except  what  results  from  torsion 
of  the  shaft  c.  This  will  be  readily  seen  by  considering : 
*•  That  any  downward  force  acting  at  B  will  be  resisted  by 
the  fixed  frame  Ty  and  will  not  increase  the  pressure  at  D. 
2*  A  downward  force  acting  on  the  lever  between  B  and  D 
*2!  produce  a  pressure  proportional  to  its  distance  from  B. 
3«  If  the  driven  wheel  C  were  firmly  clamped  to  its  frame,  no 
force  acting  at  B  would  change  the  pressure  at  D ;  and  since 
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journal-friction  would  have  the  effect  of  partially  clamping  the 
wheel  to  the  journal  c,  it  would  have  no  effect  on  the  scale- 
reading  at  D. 

Denote  the  transmitted  torsional  force  by  Z\  the  radius  of 
the  driven  pulley  by  r ;  the  length  of  lever  BD  by  a ;  the  scale- 
reading  at  D  by  W.     Then  from  equality  of  moments 

Wa 
Wa  =  Zr,        Z=  — 


The  effective  lever-arm  BD  is  to  be  obtained  experimen- 
tally as  follows :  Disconnect  the  universal  joint,  shown  in  Fig. 
108,  so  as  to  leave  the  wheel  C>  free  to  turn  ;  block  the  driving- 
pulley  A  ;  fasten  a  horizontal  arm,  ef  (dotted  lines,  Fig.  101), 
to  the  shaft  c,  parallel  to  the  line  DB  and  carrying  a  weight 
G ;  balance  the  scales  in  this  position,  then  move  the  weight 
out  on  the  lever,  until  the  reading  of  the  scales  is  increased  an 
amount  equal  to  the  weight  moved.  The  distance  moved  by 
the  weight  will  equal  length  of  the  lever  DB. 

Thus  let  ef  shown  in  dotted  lines,  represent  the  lever 
clamped  to  the  axis  c\  let  e  represent  the  first  position  of  the 
weight  G,  and /the  second  position;  let  Wand  W  represent 
the  corresponding  scale-readings,  after  balancing  scales  without 
G  on  the  lever,  ef. 


Then  we  have 


W+  G=  W  =  G 


W=G&< 
™  DB* 

■</B) 


DB' 


Hence 


W-  W        (fB-eB)  tf_ 

u-~  DB      ~u     ~~DB       -U-DB' 


Then  will 

DB  =  ef. 
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189.  The  Differential  Dynamometer.— This  is  often 
called  the  Bachelder,  Francis,  or  Webber  dynamometer ;  was 
invented  by  Samuel  White,  of  England,  in  1780,  and  brought 
to  this  country  by  Mr.  Bachelder  in  1836. 

The  dynamometer  portion  consists  of  four  bevel-gears, 
shown  in  plan  in  Fig.  102. 

Power  is  applied  to  the  pulley  M,  which  carries  the  bevel- 


wheel  EE, ;  the  resistance  is  overcome  by  the  pulley  N,  which 
carries  the  bevel-wheel  FF, ,  Both  wheels  run  loosely  upon 
the  fixed  shaft  XX,,  and  are  connected  by  the  wheels  EF and 
EF, .  By  the  action  of  the  force  Pand  the  resistance  Q,  tlie 
pressure  of  the  wheels  EEt  and  FF,  is  downward  at  E  and  F, 
and  upward  at  £,  and  F, ,  tending  to  swing  the  lever  GG, 
around  the  axis  XX, ,  one  half  as  fast  as  the  pulley  M.  The 
weight  which  holds  the  lever-arm  stationary,  multiplied  by  the 
space  it  would  pass  through  if  free  to  move,  is  the  measure  of 
the  work  of  the  force  P.  A  dashpot  is  usually  attached  to  the 
lever  GG,  at  G, ,  to  lessen  vibrations  and  act  as  a  counterbal- 
ance. Let  Z  equal  the  vertical  force  acting  at  B  and  B, :  R, 
the  vertical  pressure  between  the  teeth  at  each  point  of  con- 
tact; b,  the  distance  of  B  and  B,  from  the  centre  C;  a,  the 
distance,  AC,  to  the  weight, 
Then  we  have  evidently 

zZ=4,R,     or    Z=2R; 

also 

Ga  =  2Zt>  =  4R&. 


228  EXPERIMENTAL   ENGINEERING.  [§  19a 

If  a'  is  the  radius  of  the  driving-pulley  M,  and  r  the  radius 
of  each  bevel-gear, 

„  ,  „  „      2Rr      G  r  a 

Pa'  =  2Rr,     or     p=--r=~ 


2  b  a? 


If  friction  is  considered, 


The  mechanical  work  received  is  equal  to  /'multiplied  by 
the  space  passed  through  in  the  given  time. 

This  instrument  has  been  improved  by  Mr.  S.  Webber,  as 
shown  in  Fig.  103. 


These  dynamometers  are  used  in  substantially  the  same 
way  as  the  Morin  dynamometers. 

190.  Calibration  of  the  Differential  Dynamometer.- 
1.  See  that  it  is  well  oiled,  in  good  condition,  its  axis  horizon- 
tal, and  also  that  the  weighing  arm  is  horizontal  for  no  load. 

2.  Observe  constants  of  the  apparatus;  obtain  weight  of 
small  poise;  of  large  poise;  of  amount  to  balance  beam  W,- 
Measure  the  arm  of  each,  and  calculate  the  foot-pounds  pet 
IOO  revolutions  corresponding  to  weights  and  graduations. 


§190.]  MEASUREMENT  OF  POWER.  229 

3.  Make  a  preliminary  run  without  load,  and  note  the 
reading  of  the  poise  required  to  balance  the  arm.  This  will 
determine  the  friction  of  the  dynamometer  without  load. 
Determine  the  length  of  the  arm,  and  the  value  of  each  sub- 
division in  foot-pounds. 

4.  Attach  a  strap-brake  (see  Art.  170,  p.  212)  to  the  delivery 
pulley  of  thre  dynamometer,  and  absorb  all  the  force  trans- 
mitted. Make  a  series  of  ten  runs,  each  ten  minutes  in  length, 
and  during  each  of  which  the  load  on  the  Prony  brake-arm  is 
kept  as  constant  as  possible,  but  which  is  increased  by  equal 
increments,  in  the  different  runs.  Take  observations  each 
minute  during  the  run. 

5.  The  difference  between  the  work  absorbed  by  the  brake 
and  that  shown  by  the  dynamometer  should  be  carefully  de- 
termined.    It  is  the  error  of  the"  dynamometer. 

6.  Note  whether  this  error  is  a  constant  quantity,  or  is  a 
percentage  of  the  work  delivered. 

7.  In  your  report,  describe  the  apparatus,  give  the  results 
of  the  calibration,  and  draw  a  curve,  using  brake  foot-pounds 
as  ordinates,  and  dynamometer  foot-pounds  as  abscissae. 

8.  To  use  the  dynamometer  insert  it  between  the  prime 
mover  and  the  machinery  to  be  run. 

Special  Directions  for  Calibrating  the  Webber  Differential 

Dynamometer. 

Apparatus  required : 
1.  Ten  small  tension-weights.     2.  Spring-balance  or  plat- 
form-scales.   3.  Measuring-scale.    4.  Calipers.    5.  Stop-watch. 
Measurements  : 

a.  Weight  of  small  tension-weights. 

b.  "         "  fixed  poise-weights. 

c.  "         "  dynamometer-arm. 

d.  M         "  sliding  poise. 

e.  Length  of  dynamometer-arm  to  fixed  poise. 
/.  Length  of  dynamometer-arm  to  sliding  poise. 
g.  Diameter  of  brake-pulley. 

A.  Thickness  of  brake-strap. 
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I.  Friction-run. — Remove  brake.  Find  time,  in  seconds, 
of  1000  revolutions  (10  rings  of  bell).  Balance  dynamometer- 
arm  ;  the  reading  is  the  "  zero-reading"  by  the  beam,  and  must 
be  corrected  to  get  the  true  friction-reading. 

II.  Test-runs. — Put  on  brake;  hang  one  weight  on  its 
slack  side.  Time,  I00O  revs.  Read  simultaneously  dynamom- 
eter-arm and  platform  jcales.  Repeat  the  same  with  succes- 
sive weights  added. 

III.  To  Weigh  Dynamometer-arm. — Run  by  hand,  first  for- 
ward and  then  backward,  weighing  in  each  case  the  turning 
effect,  with  the  platform-scale  applied  at  the  knife-edge  of  the 
dynamometer-arm,  and  sliding-poise  set  at  the  zero-mark. 

191.  Form  of  Report. — The  following  blank  is  used  in  the 
exercises  with  the  differential  dynamometer  in  Sibley  College: 


Calibration  of Differential  Dynamometer. 

Kind  of  Brake  used 

Length  of  Brake-arm fi.     Weight  of  Brake-arm lb>- 

Zero- reading  of  Brake-scales lbs.    " 

Dale 1S9. .      Observers- 


1-8 
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teuit.ru 
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Hi 
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CONSTANTS  OF   MACHINE. 


Loads  at  Knife-edge. 


'mall  Poise 

-arge  Poise 

)ynamomeier-beam 


Moment  Arm — ft. 


Weight, 
lbi 


Value,  ft.- 

lbs.  per 

100  Revs. 


=  Jf# 


f,= Zero-reading  by  Beam. ..  .ft. -lbs. 


Data  for  Beam. 


First  Notch 

Last  Notch 

Increase  per  Notch, 


Sliding  Poise, 
Weight lbs. 


Moment 
Arm, 
Feet. 


Value,  ft.- 

lbs.  per 

zoo  Revs. 


JF*—  ff#=  Friction-reading  =. .  .ft. -lbs. 


192.  Emerson's  Power-scale. — One  of  the  most  complete 
ransmission-dynamometers  is  shown  in  Fig.  104,  with  attached 
lumbers  showing  the  dimensions  of  the  various  sizes  manu- 
actured.  In  this  instrument  the  wheel  C  is  keyed  or  fastened 
o  the  shaft ;  the  wheel  B  is  connected  with  the  wheel  C  near 
ts  outer  circumference  by  projecting  studs ;  the  amount  of 
>ressure  on  these  studs  is  conveyed  by  bent  levers  to  a  collar, 
vhich  in  turn  is  connected  with  weighing-levers.  Small  weights 
ire  read  off  from  the  scale  D,  and  larger  ones  by  the  weights 
n  the  scale-pan  N.  A  dash-pot  is  used  to  prevent  sudden 
luctuations  of  the  weighing-lever. 

193.  Form  of  Report. — The  following  forms  for  report 
md  log  of  tests  on  Webber  Dynamometer  and  Emerson's 
^ower-scale  are  used  by  the  Massachusetts  Institute  of  Tech- 
nology. 


REPORT. 


Test  on. 


*o. 


Date. 


*o.  of  test 

"t.-lbs.  per seconds 


WEBBER  DYNAMOMETER. 

I 


*o.  of  test 

juration  of  test 

Revolutions  per  minute. 
U*d 


EMERSON   POWER-SCALE. 

I 
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Constants  and  Remarks. 


194.  The  Van  Winkle  Power-meter.— The  Van  Winkle 

Power-meter  is  shown  in  Fig.  105,  complete,  and  with  its  parts 
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separated,  in  Fig.  106.  It  consists  of  a  sleeve  with  attached 
plate,  B,  that  can  be  fastened  rigidly  to  the  shaft ;  and  a 
plate,  A,  which  is  revolved  by  the  force  communicated  through 


!d> 


the  springs  ss.  The  angular  position  of  the  plate  A  with  refer- 
ence to  B  will  vary  with  the  force  transmitted.  This  angular 
motion  is  utilized  to  operate  levers,  and  move  a  loose  sleeve 


longitudinally  on  the  shaft.  The  amount  of  motion  of  the 
sleeve,  which  is  proportional  to  the  force  transmitted,  is  indi- 
cated by  a  hand  moving  over  a  graduated  dial.  The  ai&  * 
graduated  to  show  horsc-powcr  per  too  revolutions. 


,]''"'' 
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195.  Belt-dynamometers. — Belts  have  been  used  in  some 
instances  instead  of  gearing  in  transmission-dynamometers, 
but  because  of  the  great  loss  of  power  due  to  stiffness  of  the 
belts,  and  to  the  uncertainty  caused 
by  slipping,  they  have  not  been 
extensively  used.  The  following 
form,  from  Church's  "  Mechanics 
of  Materials,"  is  probably  as  suc- 
cessful as  any  that  has  been  de- 
vised. It  consists  of  a  vertical 
plate,  carrying  four  pulleys  and  a 
scale-pan,  as  shown  in  Fig.  105. 
The  scale-beam  is  balanced,  the 
belt  then  adjusted,  and  power  turned  on  ;  a  sufficient  weight, 
G,  is  placed  in  the  scale-pan  to  balance  the  plate  again.  Let 
b  be  the  arm  of  the  scale-pan,  and  a  that  of  the  forces  P  and 
P'.    Then,  for  equilibrium, 


Pig.  107.— A  Belt-dynamometer. 


Gb  =  Pa-P'a, (1) 

since  Pand  Pr  on  the  right  have  no  leverage  about  C9  as  the 
line  of  the  belts  produced  intersects  C.     From  (1) 


p-r-  GX 

a 


(2) 


The  work  transmitted  in  foot-pounds  per  minute  is  equal 
to  (P  —  P*)v,  in  which  v  is  the  velocity  of  the  belt  in  feet  per 
minute  to  be  obtained  by  counting.  Another  form  employs 
two  quarter-twist  belts  to  revolve  a  shaft  at  right  angles  to  the 
main  shaft.  (See  Vol.  XII.,  Transactions  Am.  Soc.  Mechan- 
ical Engineers.) 

196.  Method  of  Testing  Belts.* — The  object  of  this  test 
is  to  determine  the  coefficient  of  friction,  and  the  power  trans- 
mitted by  various  kinds  of  belting  running  under  different 
conditions. 
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The  required  formulae  are  given  in  Article  128,  page  j/j, 
as  follows:   Tl9  maximum  tension;  7, ,  minimum  tension ; /; 
the   force  of  friction  ;  c,  the  percentage  of  arc  of  contact  to 
whole  circumference  ;  0,  the  arc  of  contact  in  circular  measure 
We  have 

T 

—2  =  cS*  =  IOP-434*  =r  Kp-vWA ; 
**  * 

T 

Common  log  -~  =  0434/I?  =  2.7288/:. 

From  which 

or 

/=  Napierian  log  (yM^- 

Belt-testing  machines  must  be  arranged  so  that  measures 
of  Tlf  T%,  0,  and  c  can  be  made.  To  determine  loss  due  to 
resistance,  it  is  necessary  to  supply  the  power  by  a  transmis- 
sion-dynamometer, and  absorb  that  delivered  by  a  brake. 

197.  The  Sibley  College  Belt-testing  Machine.-The ' 
belt-testing  machine  illustrated  in  Fig.  108  is  used  in  the 
Mechanical  Laboratory  of  Sibley  College.  It  was  designed  \ff 
Wilfred  Lewis  of  Philadelphia,  and  used  in  the  tests  described 
in  Vol.  VII.  of  Transactions  of  American  Society  of  Mechanical 
Engineers. 

The  belt  to  be  tested  is  placed  on  the  pulleys  E,  F;  power  is 
transmitted  through  the  pulleys  P  to  the  Lewis  transmitting- 


*  The  student  is  referred  to  papers  in  Transactions  of  American  Society  of 
Mechanical  Engineers,  Vol.  VII.,  by  Wilfred  Lewis  and  Prof.  G.  Lania;  also 
to  paper  in  Vol.  XII.,  by  Prof.  G.  Alden  ;  and  to  the  Holman  tests  in  the  Jour- 
nal of  the  Franklin  Institute,  1885. 
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dynamometer  (see  Article  188,  page  224),  and  thence  through 
the  shaft  H  to  the  pulley  E.  The  power  transmitted  is  absorbed 
by  a  Prony  brake  on  the  shaft  M.  The  slip  of  the  belt  is 
measured  by  transmitting  the  motion  of  the  pulley  E  by  gearing 
to  the  shaft  /,  and  thence  to  a  disk  S,  whose  edge  is  graduated. 
The  pulley  F  is  connected  to  the  gear-wheel  Z,  shown  in  a 
larger  scale  in  centre  of  Fig.  96.  The  wheel  L  is  so  proportioned 
that  if  there  is  no  slip  it  will  revolve  at  the  same  rate  as  the 
disk  S;  if  there  is  slip  it  will  fall  behind  5.  The  amount  that 
it  falls  behind  is  read  by  the  scale  V,  which  may  be  clamped 
to  the  hub  of  L  by  the  screw  T.  As  this  device  moves  only 
one  one-hundredth  as  fast  as  the  main  shafts,  the  amount  of 
slip  can  be  easily  read.  The  pulley  F  and  the  brake  M  are 
mounted  on  a  carriage,  which  can  be  drawn  back  by  the  screw 
N.  The  pulley  E  is  mounted  in  a  frame,  supported  on  knife- 
edges  below,  R.  The  shaft  H  is  fitted  with  a  universal  joint, 
to  eliminate  the  effect  of  transverse  strains  on  the  dynamom- 
eter. 

Weighing-scales  are  placed  at  A,  By  and  C,  respectively, 
that  at  A  is  termed  the  dynamometer-scales ;  that  at  B,  the  brake- 
scales  that  at  C,  the  tension-scales.  The  reading  on  the  tension- 
scales  C,  multiplied  by  the  horizontal  arm  Ky  divided  by  the 
height  d  oi  the  pulley  E  upon  the  knife-edge,  gives  the  total 
tension  on  the  belts  Tx  -f-  Tr  The  reading  on  brake-scales 
Z?,  divided  by  the  arm  b  of  the  brake,  and.  multiplied  by  the 
radius  D  of  the  pulley  Ff  gives  the  difference  of  tensions, 
Tx—  Tt .  The  brake-scale  reading,  multiplied  by  the  brake-arm 
by  and  by  2tt»,  n  being  the  number  of  revolutions,  gives  the 
delivered  work  in  foot-pounds.  The  dynamometer  scale-read- 
ing Ay  multiplied  by  the  equivalent  dynamometer-arm  a  and 
by  znny  gives  the  work  received  in  foot-pounds.  The  dyna- 
mometer-arm a  is  to  be  found  as  described  in  Article  18S, 
page  225. 

298.  Directions  for  Belt-test 

I.  Before  starting : 

(a)  Get  speed-indicator  and  log-blanks. 

(b)  Oil  all  bearings  and  loose  pulley  under  main  belt. 
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(c)  Balance  scales  A  and  C,  and  note  their  "zero- 
readings." 

2.  With  test-belt  off : 

(d)  Take  friction-reading  on  scales  A  for  driving-shaft, 
counting  its  revolutions. 

(e)  Weigh  brake-arm  (se$  note  below)  to  get  zero- 
reading  of  scale  B  and  then  remove  brake  from  brake-pulley. 

3.  With  brake  off : 

(/)  Put  on  test-belt  (while  loose),  first  moving  brake- 
shaft  frame  by  unscrewing  hand-wheel  next  the  floor.  Tighten 
belt  to  read  while  at  rest  75  lbs.  net,  on  scales  C. 

(g)  Take  friction-reading  again  on  scales  A.  Count 
revolutions  of  driving-shaft  and  read  "  per  cent  of  slip,"  from 
which  the  speed  of  brake-shaft  can  be  calculated. 

4.  Run  I. 

(A)  For  tension  of  belt :  Set  scales  C  to  read  50  lbs.  net 
with  belt  at  rest,  by  screwing  up  hand-wheel  next  the  floor, 
which  should  not  be  changed  during  the  run.  Take  reading 
of  scales  C  for  each  load  added  on  brake-scales  B. 

(i)  For  power  given  out  by  belt :  Set  scales  B  to  read  5 
lbs.  u  net "  or  effective  "  load,"  and  balance  by  tightening 
brake  while  running.  Feed  a  light  stream  of  water  into  rim 
of  brake-pulley.     Count  its  revolutions. 

(k)  For  power  put  into  belt :  Read  scales  A  and  take 
speed  of  driving-shaft. 

(/)  For  slip  of  belt :  Read  graduated  "  slip-disk,"  which 
has  100  equal  divisions.  When  vernier  is  set,  it  turns  with  the 
disk,  and  shows  one  per  cent  of  slip  when  falling  back  one 
division  during  one  turn  of  the  slip-disk. 

(m)  Thus  continue  to  increase  brake-load  by  5  lbs.  of 
increments  on  scales  B.    Each  time  keep  it  carefully  balanced, 
and  take  simultaneous  readings  on  scales  A,  scales  B,  scales  Cf 
slip-disk,  and  revolution-counter. 
5.  Runs  II.,  III.,  and  IV. 

(n)  For  run  II.,  set  tension-scales  to  read  75  lbs.  net 
with  belt  at  rest,  and  proceed  as  in  run  I.  Increase  this  initial 
tension-reading  by  25  lbs.  each,  for  runs  III.  and  IV. 
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6.  Measurement  of  machine-constants: 

(o)  Get  length  in  feet  of  (i)  brake-arm,  (2)  dynamom- 
eter-arm, (3)  arms  of  bell-crank  acting  on  tension-scales,  and 
(4)  circumferences  of  test-belt  pulleys, — latter  with  steel  tape, 
Calculate  diameters. 

{/>)  If  the  pulleys  differ  in  diameter,  the  reading  on 
slip-disk,  obtained  while  running  "  light "  (see  (g),  above),  wiU 
be  the  "  zero"  of  all  the  slip-readings. 

N.N.  Shut  off  water  at  brake-pulley  when  it  stops. 

Nott. — To  weigh  brake-arm:  Loosen  brake  and  oil  face  of 
pulley.  Balance  arm  on  scales  while  turning  pulley  first  back- 
ward and  again  forward.  The  mean  of  the  two  readings  will 
be  the  weight  required. 

199,  Form  of  Log  and  Reports  as  used  in  Sibley  Col- 
lege. 

Tent  of  Bcltinq  by it}.. 

Dettrlplion  of  Bell.  Mittriil Made  by 

Length f««(.  Width inches.  Thickness iothts. 

Condition 


iJlll 


hi 


Scalenadinci.  I 


I 


i* 


!|l? 


Hit 


c  ,r,-r,  r,-rt    r,  ,  r,  Tt*r, 


ft 
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CONSTANTS  OF  MACHINE. 


Symbol. 


b 
k 

d 

D 

A 


Ann  of  transmission-dynamometer ft 

Arm  of  Prony  brake " 

Hor.  arm  on  tension-scales '  ■ 

Ver.  arm  on  tension -scales " 

Diameter  driving  pulley in 

Diameter  driven  pulley 

Face  driving  pulley 

Face  driven  pulley 

Area  of  bearings,  driving  wheel sq.  in. 

••    "         "        driven  wheel "     «• 

Weight  on  bearings,  driving  wheel lbs. 

driven  wheel •■ 

Kind  of  pulley  used 


t» 


k 


«« 


Results. 


FORM   OF   REPORT. 


Results  of  Test  of. 
Made  by 


Belting. 
...189.. 


Arerage  of  Results. 


Duration  of  trial 

Revolutions  driving  shaft 

Revolutions  driven  shaft 

Belt -speed,  feet  per  minute 

Dynamometer-scales,  lbs 

Brake-scales,  lbs 

Tension-scale3(  lbs 

Circumference  driving  pulley. . 
Circumference  driven  pulley. . . 
Dynamometer  horse-power. . . . 

Brake,  horse-power 

Difference 

Slip  of  belt,  per  cent 

Slip  of  belt,  feet  per  minute  . . . 
Horse- power  per  inch  in  width. 

Maximum  tension,  T% 

Minimum  tension,  T% 

r,-  r, 

r,+  7, 

Arc  of  contact,  degrees 

Coefficient  of  friction,  per  cent. 

Loss  due  to  stiffness 

Loss  due  to  journal-friction. . . . 


Test  No. 
I. 


Test  No. 
II. 


Test  No. 
III. 


Test  No. 
IV. 


CHAPTER   VIII. 

MEASUREMENT   OF   LIQUIDS  AND   GASES. 

200.  Theory  of  the  Flow  of  Water. — General  Formula  of 
Discharge. — The  theory  of  the  flow  of  water  is  fully  investigated 
in  Weisbach's  Mechanics,  Vol.  I.;  in  Church's  Mechanics  of 
Engineering;  and  in  the  article  "  Hydromechanics,"  Encyclo- 
paedia Britannica.  A  very  concise  statement  of  the  principles 
involved  and  formulae  required  are  given  here,  preceding  the 
actual  methods  of  measurement  of  the  flow,  but  students  are  ad- 
vised to  consult  the  foregoing  works.  In  the  flow  of  water  the 
particles  are  urged  onward  by  gravity,  or  an  equivalent  force, 
and  move  with  the  same  velocity  as  bodies  falling  through  a 
height  equal  to  the  head  of  water  exerting  the  pressure.  If 
this  head  be  represented  by  7i,  and  the  corresponding  velocity 
in  feet  per  second  by  v,  we  have,  neglecting  friction  losses, 

V  =  V2gJl (0 

If  we  denote  the  area  in  square  feet  of  the  discharge  ori- 
fice by  Ff  the  quantity  discharged  in  cubic  feet  per  second  by 
Q,  then,  neglecting  contraction. 

Q  =  vF=FV2& (*) 

It  is  found,  however,  in  the  actual  discharge  of  water,  that, 
except  in  rare  cases,  I.  The  actual  velocity  of  discharge  is  less 
than  the  theoretical ;  2.  The  area  of  the  stream  discharged  is 
less  than  the  area  of  the  orifice  through  which  it  passes.  These 
losses  are  corrected  by  introducing  coefficients.    The  coefficu^ 

842 
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of  velocity  is  the  ratio  of  the  actual  to  the  theoretical  velocity, 
and  is  represented  by  cv .  The  coefficient  of  contraction  is  the  ratio 
of  the  least  area  of  cross-section  of  the  discharged  stream  to 
the  area  of  orifice  of  discharge,  and  is  denoted  by  cc .  The 
coefficient  of  efflux  or  discharge  is  the  product  of  these  two 
quantities,  and  is  represented  by  c. 

If  va  denotes  the  actual  velocity  of  discharge,  we  shall  have 


va  =  cvV2gk (3) 

The  coefficient  cv  is  to  be  determined  by  experiment ;  it  is 
nearly  constant  for  different  heads  with  well-formed  simple 
orifices.  It  often  has  the  value  0.97.  The  difference  between 
the  velocity  of  discharge  and  that  due  to  the  head  may  be 
expressed  in  terms  of  the  equivalent  loss  of  head.  Thus  the 
total  head  producing  outflow  consists  of  a  part,  ha ,  producing 
the  actual  velocity  va\  and  a  second  part,  hr$  expended  in 
overcoming  velocity  and  friction.  Denote  the  ratio  of  these 
parts  by  cr .     Then 

hr  =  cjta (4) 

We  also  have 

h  =  hr  +  ha  =  ka(cr  +  1) (5) 

Hence 

ha  =  — ^— (6) 

Since  hm  is  the  head-producing  velocity, 


V2^ 


V,  =  l/2gha  =a  /  2g ;— - (7) 


A. 
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By  equating  (7)  and  (3)  we  obtain  the  relation  of  cr  to  c7 
as  follows: 

The  actual  discharge 

QA  =  cQ=LcvFz=zcFVzgh. (9) 


Since  c  =  cjc , 


Qa  =  cjcFxfegJi  =  CcFaI  2g^-jrY    ' 


(10) 


From  equation  (9), 

201.  Formulae  for  Flow  of  Water  over  Weirs.*— A  weir 
is  primarily  a  dam  or  obstruction  over  which  the  water  is  made 
to  pass ;  but  the  term  is  often  applied  to  a  notch  opening  to 
the  air  on  one  side,  through  which  the  water  flows.  In  cases 
where  the  opening  is  entirely  below  the  surface,  it  is  spoken  of 
as  a  submerged  weir.  The  head  of  water  producing  the  flow 
is  the  distance  to  the  surface  of  still  water  from  the  centre  of 
pressure  of  the  issuing  stream.  The  depth  of  the  weir  is  meas- 
ured from  the  surface  of  still  water  to  the  bottom  or  sill  of  the 
notch. 

Rectangular  Notch. — Denote  the  coefficient  of  efflux  bye, 
the  depth  of  the  weir  in  feet  by  //,  the  area  in  sq.  feet  enclosed 
by  the  wetted  perimeter  by  F,  and  the  number  of  cubic  feet 
per  second  by  Q.  We  have,  as  a  formula  applicable  to  open 
rectangular  notches, 

Q  =  %FcVjgk (11) 

*  Sec  Church's  Mechanics,  page  684;  Rankine's  Steam-engine,  p.  90;  Eocyc. 
Britannic*,  Vol.  XII.  p.  470;  Bulletin  on  Irrigation  and  Use  of  Weirs,  by  Mm 
L.  Gu  Carpenter,  Fort  Collins,  Colorado. 
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th  most  areas  c  increases  slightly  with  the  length  and 
shes  with  the  head ;  it  probably  depends  on  the  ratio  of 
I  perimeter  to  area,  although  it  is  not  quite  constant  for 
alar  notches,  in  which  this  ratio  is  a  constant  one.  Very 
*te  and  extensive  experiments  were  conducted  by  J.  B. 
s  at  Lowell,  Mass.,  and  from  these  experiments  he  de- 
the  value  of  the  coefficient  of  contraction  to  equal  one 
the  head,  and  consequently  for  rectangular  weirs 


Q  =  \i(b  —  o.inh)h  V2gh,      ....     (12) 

:h  n  =  number  of  contractions.  Applying  this  correc- 
»  an  ordinary  rectangular  notch  with  two  contractions, 
re  the  well-known  Francis  formula  for  rectangular  weirs, 

Q  =  \c(b  —  o.2h)h  \f2gh  =  5.354*  —  0.2ti)h% .     .     (13) 

r  heads  ranging  from  three  inches  to  two  feet  it  has  been 
by  experiment  that 

£  =  0.62    and    Q  =  i${b  —  o.2A)A*. 

'angular  Notch. — For  the  triangular  notch  in  which  apex 
n,  b  the  base  at  water-level,  h  the  depth, 

Q  =  (4  -5-  I  $)cbh  V2gh  =  4.28c*1 (14) 

angle  is  6o°, 

b  =  2h  tan  30*  =  1.1547A    and     Q  =  247^*. 
angle  is  900, 


b  =  2h    and     Q  =  -feh%  V2gh. 

apezoidal  Notch. — To  avoid  the  corrections  for  contrac- 
Cippoletti  of  Milan  in  1886  proposed  to  use  a  trape- 
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zoidal  notch  of  such  dimensions  that  the  area  of  the  stream 
flowing  through  the  triangular  portion  should  be  just  sufficient 
to  correct  for  the  contraction  of  the  stream  in  a  rectangular 
weir.  The  proportions  of  such  a  weir,  in  terms  of  the  length 
at  bottom,of  the  notch,  is  as  follows :  height  equal  to  six  tenths 
the  bottom  length,  width  of  top  equal  to  the  bottom  plus 
one  fourth  the  height  added  to  either  side ;  the  tangent  of  the 
angle  of  inclination  of  the  sides  equal  to  0.25.  It  is  asserted 
that  such  a  weir  will  give  the  discharge  with  an  error  less  than 
one  half  of  one  per  cent.  The  formula  for  the  use  of  such  a 
notch  would  be  simply 

Q  =  \bh\^£h. (15) 

Submerged  orifices,  rectangular  or  circular,  are  sometimes 
used  for  the  measurement  of  water.  The  required  formulae 
are  given  in  the  table  following. 

From  table  in  Weisbach's  Mechanics,  c  =  on  the  average 
0.6.  For  small  areas  it  diminishes  with  increase  of  head  from 
0.7  to  0.6,  and  for  large  areas  it  increases  with  increase  of  head 
from  0.57  to  0.60. 

These  formulae  are  conveniently  tabulated  as  follows: 

202.  Table  of  Formulae  for  Flow  over  Weirs. 


Form  of  Notch. 

Depth  0  over 
sill  or  bottom. 

Depth    0    over 
top  of  notch 
or  orifice. 

Width    0    of 
notch  at  water- 
level. 

Average    valne 
of  coefficient 
of  discharger. 

Formula  for  discharge  in  cube 
feet  per  second. 

Rectangular: 

Usual  form . . . 

0 

b 

.63  to  .58 

\cbkfigk 

O 

b 

.622 

Submerged.  • . 

A' 

b 

f 

A0 

b 

.62 

c*(A-A')Vi(*+*) 

4m  W  MHKkRMPv  #        1 

0 

V 

.617 

&cb'ktf& 

I 

0 

2A  tana 

.617 

fatA'uaaYTfi 

Ang .  at  b.  iso* 

0 

1.1547* 

.617 

2.47/4* 

Ang.  at  b.   90* 

0 

2k 

.617 

A*Hf^» 

Trmpnriimt: 

CippotaU'l*.. 

A 

0 

*  +  V 

I. OO 

frfif'y* 

d 
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When  still  water  cannot  be  found  above  the  weir,  and  we 
have  a  velocity  of  approach  that  can  be  measured  and  is  equal 

j/=  ^2gh\  we  can  compute  A'.     Then 

Q  =  5.35^  +  A')*-  A'*]*   ....    (16) 


In  above  formula  Q  =  discharge  in  cubic  feet  per  second, 
b  the  length  of  sill  at  bottom  of  notch. 

203.  Efflux  of  Water  through  Nozzles,  or  Conical  Con- 
verging Orifices. — In  this  case,  if  we  denote  least  area  in 
square  feet  by  Fy  in  which  c"  is  the  coefficient  of  contraction, 
c'  that  of  velocity,  and  c  that  of  discharge, 


Q^cfcnFV2gh  =  cFV2gh (17) 

In  this  case  the  head  is  to  be  measured  by  a  pressure-gauge 
attached  close  to  the  nozzle. 

The  value  of  c  is  a  maximum  when  the  sides  of  the  nozzle 
make  an  angle  of  130  24',  attaining  a  value  of  0.946.  When  the 
angle  of  the  nozzle  is  30  10',  c  =  0.895,  and  when  490,  c  =  0.895. 
(See  Church's  Mechanics,  page  692 ;  "  Hydromechanics," 
Encyc.  Brit.,  page  475.) 

204.  Efflux  of  Water  through  Venturi  Tubes  or  Bell- 
mouthed  Orifices. — A  conically  divergent  orifice,  with 
rounded  entrance  to  conform  to  the  shape  of  the  contracted 
vein,  is  now  termed,  from  the  first  experimenter,  Venturis  tube. 
The  dimensions  of  such  a  tube,  as  given  in  Encyc.  Britannica, 
Vol  XII.,  page  463,  are  as  follows,  in  terms  of  the  small 
diameter  (rf).  Large  diameter  (D)  at  opening  equals  1.25*/; 
length  equals  .625*/,  or  .$D.  The  sides  are  in  section  a  circular 
arc,  struck  with  a  radius  of  1.625*/,  from  a  centre  in  the  line  of 
(a)  produced. 

*  Rankine's  Steam-engine. 
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The  formula  of  discharge  is 

Q  =  £>Fl/2gk (18) 

in  which  F  is  the  least  area,  h  the  head  to  be  measured  by  a 
pressure-gauge  attached  to  the  pipe  before  the  area  of  cross- 
section  is  reduced,  c'  the  coefficient  of  velocity.  The  coeffi- 
cient of  contraction  in  this  case  is  equal  to  one.  Weisbach 
gives  the  value  of  c'  as  .959,  .975,  and  .994  for  heads  respec 
tively  2  feet,  40  feet,  and  160  to  1000  feet. 

Prof.  Church,  in  his  Mechanics,  page  694,  describes  an  ex- 
periment on  a  conically  divergent  tube  3  inches  long,  .8  inch 
diameter  at  least  section. 

Coefficient  of  discharge  with  heads  from  2  to  4  feet  varied 
from  .901  to  .914. 

205.  Flow  of  Water  under  Pressure. — The  pressure  ex- 
erted by  flowing  water  in  pipes  is  very  different  from  that  due 
to  still  water  under  the  same  head.  The  pressure  follows  more 
or  less  closely  the  law  enunciated  in  the  theorem  of  Bernouilli, 
which  may  be  stated  in  a  general  form  as  follows:  "  Theexttr* 
nal  and  internal  work  done  on  a  mass  is  equal  to  the  change  of 
kinetic  energy  produced;*'  that  is,  the  total  energy  of  a  flowing 
stream  remains  constant  except  for  losses  due  to  friction. 

In  the  flow  of  water  through  a  pipe  with  varying  cross- 
section  the  velocity  of  flow  will  be  very  nearly  inversely  as  the 
area  of  cross-section.  Since  the  energy  or  product  of  pressure 
and  velocity  is  nearly  constant  by  Bernouilli's  theorem,  as  the 
velocity  increases  the  pressure  must  diminish,  and  we  shall 
find  least  pressure  at  the  points  where  the  cross-sections  are 
least.  From  some  experiments  made  by  the  author,  the  same 
law  of  varying  pressure  with  varying  cross-section  applies  in  a 
less  degree  to  the  flow  of  steam  through  a  pipe.*  The  formula 
expressing  Bernouilli's  theorem,  neglecting  friction,  is 

1 1-  z  =  constant; 

U r      Y 

•See  "Hydromechanics,"  Encyc.  Britannica,  page  468. 
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in  which  v%  -5-  2g  is  the  velocity-head,  /  is  the  pressure  per 
square  foot,  y  the  weight  per  cubic  foot ;  so  that  /  h-  y  is  the 
pressure-head,  and  z  the  potential  head,  or  vertical  distance 
from  any  horizontal  reference  line. 

206.  Flow  of  Water  in  Circular  Pipes.* — In  this  case 
:here  is  a  loss  of  head,  A',  due  to  friction.  Denote  the  sine  of 
:he  angle  of  inclination  by  i,  diameter  by  d,  length  by  Z,  loss 
5f  head  by  A/»  a^  *n  'eet  coefficient  of  loss  of  head  by  C. 


From  experiments  of  Darcy, 


C  =  o 005 f  1  -| -0     for  clean  pipes; 

£  =  0.01(1  -| -0     for  incrusted  pipes; 

C  =  o.a(  1  -\ -J     in  general ; 


(20) 


Q  =  l<fv •      •      •      •      (21) 


Loss  of  Head  at  Elbows. — In  this  case  the  loss  is  principally 
due  to  contraction.     Weisbach  gives  the  following  formulae : 


*'  =  cj (22) 


See  "Hydromechanics,"  Encyc.  Britannica. 
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If  0  equal  the  exterior  angle, 


B*A 


C  =  0.945;  sin*  — +  2.047  sin4 -J.    •    •   •  (23) 


From  this  are  deduced  the  following  values : 


C. 


1 

20° 

40° 

6o° 

8o° 

oo° 

IOO° 

IIO° 

120° 

O.O46 

O.I39 

0.364 

0.740 

0.984 

1.26 

1.556 

1. 86l 

130 
2.158 


For  pipes  neatly  bent  the  value  of  C,  is  much  less. 

By  equating  ///  and  A/  in  equations  (19)  and  (22),  a  length 
of  pipe  can  be  found  which  will  produce  a  loss  of  head  equiva- 
lent to  that  produced  by  any  given  elbow.  We  shall  have 
this  additional  length : 


7-^ 


(24) 


On  substituting  the  values  of  C,  as  above,  and  C  as  equal  to 
O.006,  this  additional  length  will  be  found  not  to  vary  much 
from  40  diameters  for  each  900  elbow,  and  7  diameters  for  each 
450  elbow. 

Loss  of  Head  on  entering  a  Pipe. — This  loss  is  very  small 
when  a  special  bell-mouthed  entrance  is  used,  but  is  great  in 
other  cases.  The  loss  of  head  in  entering  a  straight  tube  is 
expressed  by  the  formula 


.  .  (25) 
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Weisbach  found  Cc  =  0.505.  By  making  k/  of  equation  (19) 
equal  to  km\  and  reducing,  we  find  the  additional  length,  Lf  of 
straight  pipe  producing  the  same  loss  of  head. 


Z  = 


W 
4C 


Assuming  C  has  an  average  value  of  0.006,  and  C*  as  above, 

L  =  2od. 

Loss  of  Head  by  abrupt  Contraction  of  Pipe. — In  this  case 
Weisbach  found 


kj  =  0.316—, 

which  would  correspond  to  an  additional  length  of  pipe  equal 
to  about  13  diameters.  When  the  mouth  of  the  contracted 
pipe  is  .reduced  by  an  aperture  smaller  than  the  pipe,  Weis- 
bach found  the  following  values  of  C,-  In  the  table,  Fx  is  area 
of  orifice,  F%  that  of  pipe  into  which  the  flow  takes  place. 


0.1 
0.016 

2317 
95crf 


0.2 
0.614 
50.99 

2l2d 


O.3 
0.6I2 
I9.78 

82</ 


0.4 

0.610 

9.612 

40/ 


0.5 

0.607 

5.256 

22d 


0.6 

O.605 

3.077 

iyi 


0.8 
0.601 
1. 169 

Sd 


1.0 

0.596 

0.480 

%d 


Globe  valves  produce  about  one  half  more  resistance  than 
a  right-angled  elbow,  or  an  amount  equal  to  an  additional 
length  of  about  60  diameters. 

207.  Loss  of  Head  in  flowing  through  a  Perforated 
Diaphragm  in  a  Tube  of  Uniform  Section. — Let  Fx  be  the 
area  of  the  orifice,  F  that  of  the  pipe  in  square  feet,  C  the  co- 
efficient of  discharge,  c  the  coefficient  of  contraction. 
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The  loss  of  head  in  feet 

-    (F      V 

Weisbach  gives  the  following  values  as  the  results  of  ex* 
pcriments : 


-V       o.i      o.t    ,  0.5    !  0.4      o-s      0.6      0.7      0.5      0.9   j   1.0 


.1 


1.0 


<v  0.624  o.tija!  c  645  0.659  0.6S1  0.712  o  755  0.813;  0.892 

Z        24<.o     47-7?  ^o-*5      7-So»    1-755    »-?q6  0.797  0.290  0.060I    0.0 


20&  Volume  flowing  through  a  Perforated  Diaphragm. 
— Let  //«  represent  the  head  in  feet  on  side  of  greatest  press- 
urc,  and  Hh  that  on  the  opposite  side. 

The  loss  of  head 

k.  =  Hm  —  7/j.. 
From  equation  (26),  by  transposing  and  substituting. 


r=y/^  =  y/^-^),       .      .     .     (27) 


The  quantity  discharged  in  cubic  feet  per  second. 


Q  =  Flr=  F<J%Hm  -  Hh). 


.  m 


From  this 


C  =  -^&, {M 


§  210.]       MEASUREMENT  OF  LIQUIDS  AND  GASES  253 

209.  Measurements  of  the  Flow  of  Water. — General 
Methods, — The  measurement  of  the  flow  of  water  is  of  import- 
ance in  connection  with  efficiency-tests  of  pumps,  water-meters, 
and  steam-engines,  as  well  as  in  determining  the  amount  of  water 
that  can  be  obtained  from  a  given  stream. 

The  methods  used  for  measurement  of  the  flow  usually  con- 
sist in  making  the  water  pass  through  open  notches  over  weirs, 
through  standard  orifices  or  nozzles,  or  through  meters. 

The  coefficients  that  have  been  given  are  in  every  case  to  be 
considered  approximations  only,  and  should  be  tested  by  actual 
measurement  under  the  conditions  of  use. 

The  head  of  water  is  the  distance  from  the  centre  of  press- 
ure to  the  surface  of  still  water  under  atmospheric  pressure.  In 
case  the  water  is  under  pressure  and  at  rest,  this  head  can  be 
measured  by  a  calibrated  pressure-gauge.  The  gauge  is  usually 
graduated  to  show  pressure  in  pounds  per  square  inch,  each 
pound  being  equivalent  to  a  head  of  2.307  feet  of  water  at  a 
temperature  of  700  Fahr.,  or  to  2.037  inches  of  mercury. 

In  case  the  water-pressure  is  read  in  inches  of  mercury,  one 
inch  of  mercury  corresponds  to  a  head  equal  to  1.113  feet. 

A  convenient  table,  showing  relation  of  pounds  of  pressure- 
head  in  feet  of  water  or  inches  of  mercury,  will  be  found  in 
Article  260. 

210.  Flow  of  Water  over  Weirs. — Methods  of  measuring 
the  Head. — The  head  is  measured  most  accurately  by  the  use  of 
the  hook-gauge,  used  first  by  Mr.  U.  Boyden  of  Boston  in 
1840.  Many  of  the  English  engineers  still  depend  on  the  use 
of  floats.  The  head  in  all  cases  is  to  be  measured  at  a  distance 
sufficiently  back  from  the  weir  to  insure  a  surface  which  is  un- 
affected by  the  flow.  The  channel  above  the  weir  must  be  of 
sufficient  depth  and  width  to  secure  comparatively  still  water. 
The  addition  of  baffle-plates,  some  near  the  surface  and  some 
near  the  bottom,  under  or  over  which  the  water  must  flow,  or 
the  introduction  of  screens  of  wire-netting,  serves  to  check  the 
current  to  great  extent.  Such  an  arrangement  is  sometimes 
called  a  tumbling-bay. 

The  object  of  the  baffle-plates  is  to  secure  still  water  for  the 
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accurate  measurement  of  height  of  the  surface  above  the  sill  of 
the  weir.  The  same  object  can  be  accomplished  by  connecting 
a  box  or  vessel  to  the  water  above  the  weir  by  a  small  pipe 
entering  near  the  bottom  of  the  vessel ;  the  water 
will  stand  in  this  vessel  at  the  same  height  as  that 
above  the  weir,  and  will  be  disturbed  but  little  try 
waves  or  eddies  in  the  main  channel.  The  height 
of  water  is  then  obtained  from  that  in  the  vessel. 
Prof.  I.  P.  Church  has  the  connecting-pipe  pass  over 
the  top  of  the  vessel  and  arranged  so  as  to  act  as  a 
siphon. 

The   Hook-gauge. — This    consists    of    a    sharp- 
pointed  hook  attached  to  a  vemier  scale,  as  shown 
in  Fig.  98,  in  such  a  manner  that  the  amount  it  is 
raised  or  lowered  can  be  accurately  measured.    To 
use  it,  the  hook  is  submerged,  then  slowly  raised  to 
break  the  surface.     The  correct  height  is  the  read- 
ing the  instant  the  hook  pierces  the  surface.    To 
B       obtain  the  head  of  water  flowing  over  the  weir,  set 
the  point  of  the  hook  at  the  same  level  as  the  sill 
of  the  weir.     The  reading  taken  in  this  position 
B         will  correspond  to  the  zero-head,  and  is  to  be  sub- 
tracted from  all  other  readings  to  give  the  head  of 
T        the  water  flowing  over  the  weir. 
\\  In  some  forms  of  the  hook-gauge  the  zero  of 

Ficflg.-Hoo«-  tnc  main  scale  can  be  adjusted  to  correspond  to 
GAucm.  tne  zero_head,  or  level  of  the  sill  of  the  weir. 
Floats. — Floats  are  sometimes  used  :  they  are  made  of  hol- 
low metallic  vessels,  or  painted  blocks  of  wood  or  cork,  and 
carry  a  vertical  stem  ;  on  the  stem  is  an  index-hand  or  pointer 
that  moves  over  a  graduated  scale. 

211.  Conditions  affecting  the  Accuracy  of  Weirs.- 
l.  The  weir  must  be  preceded  by  a  straight  channel  of  con- 
stant cross-section,  with  its  axis  passing  through  the  middle  of 
the  weir  and  perpendicular  to  it,  of  sufficient  length  to  secure 
uniform  velocity  without  internal  agitation  or  eddies. 

2.  The  opening  itself  must  have  a  sharp  edge  on  the  up- 
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stream  face,  and  the  walls  cut  away  so  that  the  thickness  shall 
not  exceed  one  tenth  the  depth  of  the  overflow. 

3.  The  distance  of  the  sill  or  bottom  of  the  weir  from  the 
bottom  of  the  canal  shall  be  at  least  three  times  the  depth  on 
the  weir,  and  the  ends  of  the  sill  must  be  at  least  twice  the 
depth  on  the  weir  from  the  sides  of  the  canal. 

4.  The  length  of  the  weir  perpendicular  to  the  current  shall 
be  three  or  four  times  the  depth  of  the  water. 

5.  The  velocity  of  approach  must  be  small ;  for  small  weirs 
it  should  be  less  than  6  inches  per  second.  This  requires  the 
channel  of  approach  to  be  much  longer  than  the  weir  opening. 

4.  The  layer  of  falling  water  should  be  perfectly  free  from 
the  walls  below  the  weir,  in  order  that  air  may  freely  circulate 
underneath. 

5.  The  depth  of  the  water  should  be  measured  with  accuracy, 
at  a  point  back  from  the  weir  unaffected  by  the  suction  of  the 
flow  and  by  the  action  of  waves  or  winds. 

6.  The  sill  should  be  horizontal,  the  plane  of  the  notch 
vertical. 

212.  Effect  of  Disturbing  Causes  and  Error  in  Weir 
Measurements. — 1.  Incorrect  measurement  of  head.  This 
may  increase  or  decrease  the  computed  flow,  as  the  error  is  a 
positive  or  negative  quantity. 

2.  Obliquity  of  weir ;  the  effect  of  this  or  of  eddies  is  to 
retard  the  flow. 

3.  Velocity  of  approach  too  great,  sides  and  bottom  too 
near  the  crest,  contraction  incomplete,  crest  not  perfectly 
sharp,  or  water  clinging  to  the  outside  of  the  weir,  tend  in  each 
case  to  increase  the  discharge. 

The  causes  tending  to  increase  the  discharge  evidently  out- 
number those  decreasing  it,  and  are,  all  things  being  taken  into 
account,  more  difficult  to  overcome. 

213,  Water-meters. — The  water-meter  is  an  instrument 
for  measuring  the  amount  of  water  flowing  through  a  pipe. 
Knight  makes  seven  distinct  classes  of  water-meters,  as  follows:* 

*  Knight's  Mechanical  Dictionary,  Vol.  III. 
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1.  Those  in  which  the  water  rotates  a  horizontal  case,  or  a 
horizontal  wheel  in  a  fixed  case,  delivering  a  definite  amount 
at  each  rotation. 

2.  A  piston  or  wheel  made  to  rotate  by  the  pressure  of  the 
water,  the  meter  in  this  case  being  the  converse  of  the  rotary 
engine  or  pump. 

3.  A  screw  made  to  rotate  by  the  motion  of  the  water. 

4.  A  reciprocating  piston  in  a  cylinder  of  known  capacity 
driven  backward  and  forward  by  the  pressure  of  the  water. 

5.  The  pulsating  diaphragm,  in  a  vessel  of  known  capacity, 
which  is  moved  alternately  as  the  side  chambers  are  filled  and 
emptied. 

6.  The  bucket  and  balance-beam,  in  which  the  buckets  of 
known  capacity  on  the  ends  of  the  beam,  are  alternately  pre- 
sented to  catch  the  water  and  are  depressed  and  emptied  as  they 
become  filled. 

7.  The  meter-wheel,  in  which  chambers  of  known  capacity 
are  alternately  filled  and  discharged  as  the  wheel  rotates. 

Besides  these  seven  classes,  it  is  evident  that  any  machine 
may  be  used  in  which  the  motion  is  proportional  to  the  velocity 
of  flow  of  wateiv 

These  classes  can  be  united  into  two  general  classes:  I.  Posi- 
tive; II.  Inferential.  In  class  I.  the  water  cannot  pass  without 
moving  the  mechanism,  and  meters  of  this  kind  are  considered 
more  delicate  and  accurate  than  those  in  class  II. 

Each  class  of  meter  has  a  registering  apparatus,  which  in 
general  consists  of  a  series  of  gear-wheels,  so  arranged  as  to 
move  a  hand  continuously  around  a  graduated  dial,  from  which 
the  volume  can  be  read. 

214.  Errors  of  Water-meters. — In  addition  to  the  constant 
errors  of  graduation,  meters  are  liable  to  be  clogged  by  dirt,  to 
be  affected  by  air  in  the  water,  and  by  change  in  the  tempera- 
ture, head9  or  quantity  of  discharge  of  the  water  passing 
throuizh. 

b.the  meter  is  no  doubt  of  sufficient  accuracy  forcom- 
«  s,  it  should  be  used  with  caution  in  the  measure- 

tests  or  for  purposes  of  scientific  investiga- 
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tion.  Before  and  after  such  tests  a  careful  calibration  of  the 
meter  should  be  made  under  the  exact  conditions  of  the  test. 

The  following  directions  explain  the  method  of  calibrating 
the  weir  notch  and  meter,  arranged  in  series.  In  this  experi- 
ment the  water  is  to  be  weighed.  Either  instrument  may  be 
calibrated  separately.  In  case  the  weir  has  been  calibrated,  the 
meter  could  be  calibrated  by  direct  comparison,  without  the 
use  of  weighing-scales. 

215.  Directions  for  Calibrating  the  Weir  Notch  and 
Meter. — The  object  of  this  experiment  is  to  determine  the 
coefficient  c  of  formula  <oj.  Article  200,  page  201,  and  the  ac- 
curacy of  previous  determinations. 

Apparatus  needed. —  Hook-gauge,  pair  of  scales,  thermom- 
eter, spirit-level,  pressure-gauge,  weir,  and  meter. 

1.  Accurately  level  the  sill  of  the  weir,  and  see  that  the 
notch  is  in  a  truly  vertical  plane. 

2.  Take  the  zero-reading  of  the  hook-gauge,  by  setting  the 
point  of  the  hook  with  a  spirit-level,  at  the  same  height  as  the 
sill  of  the  notch.  In  case  the  form  of  the  notch  is  such  as  to 
prevent  the  use  of  the  spirit-level,  grease  the  edge  of  the  notch 
and  set  the  hook  by  the  water-level ;  being  sure  that  the  water 
surface  does  not.  through  capillary  action,  rise  above  the 
lower  edge  of  the  notch. 

3.  Start  the  water  flowing,  and  after  it  has  obtained  a  con- 
stant rate,  take  measurements  of  weights  and  of  head.  The 
commencement  of  the  experiment  to  be  determined  bv  the 
rising  of  the  poise  on  the  scale-beam,  which  previously  in u>t  be 
set  at  a  given  weight.  Note  the  time,  scale  reading,  thermom- 
eter-reading, reading  of  the  hook-gauge  at  the  beginning  and 
once  in  five  minutes  durmg  the  run.  As  the  experiment  ap- 
proaches the  end  set  the  poise  of  the  scale-beam  in  advance  of 
the  weight,  terminate  the  run  when  the  beam  rises,  accuratelv 
noting  the  time,  weight,  thermometer-reading,  and  reading  of 
the  hook-gauge.  Make  direct  measurements  oi  the  coefficient 
of  contraction.     Calculate  coefficient  of  discharge. 

4.   If  the  water  to  the  weir  first  passes  through  a  meter,  take 
corresponding  readings  of  the  meter-dial.     Note  the  pressure 
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and  temperature  at  the  meter.  Calculate  the  number  of  cubic 
feet. 

5.  Draw  on  cross-section  paper  a  curve  of  discharge,  in 
which  cubic  feet  per  second  are  taken  as  abscissae  and  the  cor* 
responding  heads  as  ordinates.  Also  draw  in  dotted  lines  on 
the  same  sheet  a  curve  of  coefficients,  of  discharge  in  which  co- 
efficients are  taken  as  abscissre,  and  corresponding  heads  as 
ordinates.  Also,  draw  a  curve  showing  error  of  meter  for  each 
head. 

216.  Form  of  Report. — The  following  form  has  been 
used  by  the  author  for  calibration  of  the  weir  notch  and  meter: 

CALIBRATION  OF  WEIR  NOTCH  AND  METER. 

Made  by 

at Date 


Number  of  Run. 

I. 

11. 

III. 

IV. 

V. 

1 

.    .  . 

W^eiffht  of  water— Recin nine  flare)   ...  lbs 

««           «•        End  of  run lbs 

% 

"         C!ontrACted  section     .....           ^n    fi 

1 

•  • .    •    • 

1 

1 

Constants  of  Weir,  Form Length ft.     Angle  of  sides 

Remarks 

Meter,  manf.  by General  class ^°" 

Remarks 


1 


Formulas:  c  =  6fe  <rs;     l 
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217.  Calibration  of  Nozzles  and  Venturi  Tubes. — These 
are  often  more  convenient  to  use  than  weir-notches,  in  the 
measurement  of  the  efflux  of  water.  Before  using  these  they 
should  be  carefully  calibrated  by  measurements  of  the  head 
and  discharge.  The  Venturi  tube  is  sometimes  inserted  in  a 
length  of  pipe;  in  this  case  the  pressure  should  be  observed 
on  either  side  of  the  tube,  and  the  discharge  measured.  The 
special  directions  for  calibrating  when  discharging  into  the  air 
would  be  as  follows : 

1.  Arrange  the  nozzle  or  Venturi  tube,  so  that  the  discharge 
can  be  caught  in  tanks  and  measured  or  weighed. 

2.  Attach  a  pressure-gauge,  which  has  been  previously  cali 
brated,  to  the  pipe  near  the  nozzle.     Since  the  pressure  is  a 
function  of  the  area  of  cross-section,  the  position  of  the  gauge 
should  be  described  and  the  area  of  the  cross-section  at  that 
point  measured. 

3.  Make  careful  measurements  of  least  and  greatest  inter- 
nal diameters  of  nozzles,  of  length  of  nozzle,  and  note  condition 
of  interior  surface.     Make  sketch  showing  the  form. 

4.  Make  five  runs,  as  explained  in  directions  for  calibrating 
weir-notches,  Article  215,  page  258,  obtaining  weight  of  water 
by  the  same  method.  In  case  it  is  not  convenient  to  weigh  the 
water,  discharge  into  tanks  which  have  been  carefully  calibrated 
by  weighing,  arranged  so  that  one  is  emptying  while  the  other 
is  filling. 

5.  Observe  during  run,  reading  of  pressure-gauge,  temper- 
ature of  discharge-water,  weight  of  discharged  water.  Com- 
pute corresponding  head  producing  flow,  volume  of  discharged 
water,  and  the  coefficient  of  discharge  in  the  formula 


Q  =  cF  V2gh. 

6.  Draw  a  curve  showing  relation  of  discharge  in  cubic 
feet  to  head,  as  explained  for  weir-notches,  page  258  ;  also  one 
showing  relation  of  coefficient  to  head. 

218.  Measurement  of  Efflux  of  Water  through  an  Ori- 
fice in  End  of  Tube  of  Uniform  Section. — A  cap  can  often 
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be  arranged  over  the  end  of  a  tube,  and  an  orifice  made  in 
this  cap  with  a  sharp  edge  on  the  side  toward  the  current. 
This  will  be  found  to  give  very  uniform  coefficients  of  dis- 
charge. The  special  method  of  calibrating  this  orifice  would 
be  as  follows : 

1.  Arrange  the  tube  with  a  cap  in  which  is  an  orifice,  the 
area  of  which  is  one  third  that  of  the  pipe.  Ream  the  sides  of 
the  orifice  so  that  a  sharp  edge  will  be  presented  to  the  out- 
flowing water.  Attach  a  calibrated  gauge  at  a  distance  of  two 
diameters  of  the  pipe  back  from  the  orifice.  Arrange  to  weigh 
or  measure  the  discharged  water.     Measure  the  orifice. 

2.  Make  runs  as  explained  for  other  calibrations  with  five 
different  heads,  and  note  reading  of  pressure-gauge,  temperature 
of  discharged  water,  weight  or  volume  of  discharged  water,  and 
least  diameter  of  stream  discharged.  The  least  diameter  of  the 
discharged  stream  can  be  measured  by  arranging  two  sharp- 
pointed  set-screws  in  a  frame,  so  that  they  can  be  screwed 
toward  each  other.  These  screws  can  be  made  to  touch  the 
outflowing  stream,  and  the  distance  between  their  points  meas- 
ured. 

3.  Compute  head  producing  the  flow,  coefficient  of  con- 
traction, which  is  ratio  of  area  of  stream  to  area  of  orifice, 
coefficient  of  discharge,  and  loss  of  head.  See  equations  (1) 
to  (10),  Article  200,  page  201. 

4.  Draw  curves  on  cross-section  paper  showing  the  relations 
of  these  various  quantities. 

5.  Repeat  the  experiment  with  orifices  of  different  sizes. 
219.  Measurement  of  the  Flow  of  Water  in  Pipes  by 

use  of  a  Perforated  Diaphragm  or  of  a  Venturi  Tube.— In 
this  case  the  loss  of  head  flowing  through  the  orifice  in  the 
diaphragm  or  the  Venturi  tube  must  be  measured  ;  then,  know- 
ing the  coefficient  of  efflux  and  area  of  cross-section,  the  vol- 
ne  discharged  can  be  computed  by  equation  (28),  Article 
page  252. 

Q  =  FxyJ~*{H.-H>) (2*) 


* 
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Tx*±  inference  o£  head  is  measured  accurately  by  inserting 
tsbes  ac  1  instance  of  two  diameters  on  each  side  of  the  orifice, 
ccrTg-.rrng  each,  of  these  tubes  to  a  U-shaped  glass  tube  partly 
rt±  Tracer,  very  much  as  shown  In  Fig.  104*  page  266, 
rase  rie  ends  of  the  tubes  A  and  B  are  in  each  case 
nfrniiar  to  die  pipe,  and  are  on  opposite  sides  of  the 
cl.  The  difference  in  the  height  of  the  water  in  the 
tro  branrfnrf  of  the  U-^haped  tube  will  be  the  loss  of  head 
{Hi  —  Ht  caused  by  the  orifice.  It  is  essential  that  the  tubes 
be  c^criiscrec:  into  pipes  having  equal  areas  of  cross-section, 
snct  ibe  jjgafturc  even  in  the  same  line  of  pipe,  increases  with 
the  ires,  aee  Arthrfe  305  L  The  coefficient  C  should  be  deter- 
mined by  ezS&ca&oa*.  foflbwing  essentially  the  same  method  as 
that  prescribed  Sar  moxzLes  and  Venturi  tubes  in  Article  217. 

220.  Mcasmgant  of  the  Flow  erf  Water  in  Streams.*— 
This  is  «Sroe:  by «  z  ►  Floating  bodies :  »  2 »  Tachometer ;  <  5 »  Pitot's 
tube:  •-*'  H>djoraetric  pendulum, 

FL-*?zxg  fm&s-  when  used,  should  be  smalL  and  about  the 
v  o*  lie  water.     A  floating  bodv  with  a  volume  about 


one  terti  cf  a  eibic  foot  £5  better  than  Larger.  Thcv  can  be 
made  of  -mood  and  weighted,  or  of  hollow  metal  ar.*i  partially 
filled  w-fti  water.  A  c^at  of  vair.z  -a  ill  serve  to  render  thtz: 
visible.  Tj  obtain  the  velocity  for  different  depths  the  sur- 
face velocfrT  25  Srsz.  found,  the  float  is  then  connected  «:ti  a 
weighted  ^~  trat  can  be  ac:-5tei  :>  Scat  at  ar.v  derti.  ar.i 
the  io:r.t  velocrtv  observed. 

Call  tie  scrface  relccfty  : , .  thi  joist  velocity :  m :  the-  i»  ill 
the  velodrv  of  ^ 


1  * 


A  floating  star  that  ?. 
times  uscd. 

In  case  3oats  are  -5c 


in    >*!..  W"2.wT    IS  SOmi-* 


~e  v 


the  time  of 

distance  shouLd  be  r^Er*.-rf  bv  f  jr.tf.  s:  :>it  thi  1:?^  .:  r^.n- 


scsz  over  s,  mrLf-re;:  -:>: 


*  Sec  Ttus-isan  i  Mec's^-is.  Y.  _  I 
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ning  and  ending  can  be  accurately  determined.     The  float  is 
put  in  above  the  initial  point,  and  the  instant  of  passing  the 


ELECTRIC  BEGISTEH 


first  and  last  lines  of  the  course  is  to  be  determined  by  a  stop- 
watch. 

221.  The  Tachometer,  or  Woltman's  Mill,  consists  of  a 
small  water-wheel  connected  to  gearing  so  as  to  register  the 
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number  of  revolutions.  The  wheel  is  anchored  at  the  required 
depth  in  the  stream,  and  at  a  given  instant,  the  time  of  which 
is  noted  on  a  stop-watch,  the  gearing  is  set  in  motion  by  pull- 
ing on  a  lever ;  at  the  instant  of  stopping  the  experiment,  the 
gears  are  stopped  by  a  trip.  The  machine  is  removed,  and 
the  number  of  revolutions  multiplied  by  a  constant  factor  gives 
the  total  space  moved  by  the  water;  this  divided  by  the  time 
gives  the  velocity. 

The  shape  of  the  vanes  of  the  revolving  wheel  are  varied 
by  different  makers,  and  the  wheel  is  made  to  revolve  either  in 
a  horizontal  or  a  vertical  plane. 

Fig.  99  shows  a  form  used  extensively,  in  which  the  gearing 
(or  registering  the  number  of  revolutions  is  operated  by  an 
electric  current,  and  can  be  seen  at  any  instant. 

The  electric  register  shown  in  Fig.  100  can  be  located  at 
any  distance  from  the  tachometer  convenient  to  the  observer. 
Calibration. — The  constant  factor,  which  multiplied  into 
the  dial-reading  gives  the  velocity,  is  obtained  by  calibration. 
The  calibration  is  performed  by  attaching  the  instrument  to 
a  float  or  a  boat,  and  towing  it  past  fixed  marks  at  a  known  dis- 
tance from  each  other.  The  velocity  is  obtained  as  for  floating 
bodies,  and  the  constant  is  found  by  comparing  this  with  the 
readings  of  the  instrument.     One  method  of  calibrating  the 


instrument  is  as  follows  fsee  Fig.  101):  The  instrument  is 
attached  to  the  bow  of  a  boat,  so  as  to  remain  in  a  vertical 
position;  the  water  being  stilt,  and  little  or  no  current.  The 
boat  is  propelled  by  a  cord,  which  may  be  wound  up  by  a 
windlass ;  the  motion  must  be  in  a  right  line,  and  over  a  known 
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distance.  Several  trials  are  to  be  made,  and  the  average  results 
taken,  and  reduced  by  the  method  of  Least  Squares,  as  ex- 
plained in  Chapter  I. 

The  tachometer  is  the  most  convenient,  and  if  properly 
constructed  the  most  accurate,  method  of  measuring  the  ve- 
locity  of  running  water. 

222.  Pitot's  Tube. — This  is  a  bent  glass  tube,  held  in  the 
water  in  such  a  manner  that  the  lower  part  is  horizontal  and 
opposite  the  motion  of  the  current.  By  the  impulse  of  the 
current  a  column  of  the  water  will  be  forced  into  the  tube  and 

held  above  the  level  of  the  water  in 
the  stream ;  this  rise,  DE  (see  Fig. 
102)  is  proportional  to  the  impulse 
or  to  the  velocity  of  the  water  that 
produces  it.  If  the  height  DE  above 
the  surface  of  the  water  equal  h  and 
the  velocity  of  the  water  equal  v, 
we  have 


Fig.  io».— Pitot's  Tubk. 


1  V  =  C  V2gh, 

in  which  c  equals  the  coefficient  to  be 
determined  by  experiment. 

To  determine  the  coefficient  cf 
the  instrument  is  either  to  be  held 
in  moving  water  whose  velocity  is  known,  or  else  moved 
through  the  water  at  a  constant  velocity.  From  the  known 
value  of  v  and  the  observed  value  of  A  the  coefficient  c  can  be 
calculated. 

Weisbach  found  that  with  fine  instruments,  when  the 
velocities  were  between  0.32  and  1.24  meters  (1.04  and  4.068 
feet)  per  second,  that 

v  =  3-545  ^  meters  per  second, 
or,  in  English  measures, 


v  =  6.43  \h  feet  per  second. 
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Pilot's  tube,  as  ordinarily  used,  is  shown  in  the  diagram 
Fig.  103.  It  consists  of  two  tubes,  one,  AB,  bent  as  in  Fig. 
102,  the  other,  CD,  vertical.  The  mouth-pieces  of  both  tubes 
are  slightly  convergent,  to  prevent   rapid   fluctuation  in  the 


S          S 

1        f     ° 

ffi 

„*>ao 

^=i 

J<E 

0 

J 

/ 

F"iG.  103. — Sjutch  or  Pitot's  Titb«. 

tubes.  These  tubes  are  so  arranged  that  both  can  be  closed  at 
any  instant  by  pulling  on  the  cord  ss  leading  to  the  cock  R. 
Between  the  glass  tubes  dD  and  bB  is  a  scale  which  can  be  read 
closely  by  means  of  the  sliding  verniers  m  and  n.  The  tubes 
are  connected  at  the  top,  and  a  rubber  tube  with  a  mouth-piece 
O  is  attached. 

In  using  the  instrument  it  is  fastened  to  a  stake  or  post  by 
*he  thumb-screws  EF\  the  bent  tube  is  placed  to  oppose  the 
current  of  water,  the  cocks  K  and  R  opened.  The  difference 
>n  height  of  the  water  in  the  tubes  will  be  that  due  to  the 
velocity  of  the  current.  The  water  in  the  column  dD  will  not 
rise  above  the  surface  of  the  surrounding  water,  and  the  instru- 
ment may  be  inconvenient  to  read.  In  that  case  some  of  the 
air  may  be  sucked  out  at  the  month-piece  O,  and  the  cock  K 
closed;  this  will  have  the  effect  to  raise  the  water  in  both 
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columns  without  changing  the  difference  of  level,  so  that  the 
readings  can  be  taken  in  a  more  convenient  position;  or  by  clos- 
ing the  cock  K,  by  pulling  on  the  strings  si,  the  instrument 
may  be  withdrawn,  and  the  readings  made  at  any  convenient 
place. 

223.  Pitot's  Tube  for  High  Pressures. — A  modified 
form,  as  shown  in  Fig.  104,  of  Pitot's  tube  is  useful  for  obtain- 
ing the  velocity  of  liquids  or  gases  flowing  under  pressure. 
The  arrangement  is  readily  understood  from  the  drawing. 
The  difference  of  pressure  is  shown  by  the  difference  in  heights 


of  the  liquid  in  the  branches  of  the  U-shaped  tube  eGH;  this 
difference  is  due  entirely  to  the  velocity,  since  both  branches 
are  under  equal  pressure.  Thus,  if  the  liquid  stand  at  »  on 
one  side  and  at  »  on  the  other,  the  velocity  is  that  due  to  the 
height  of  a  column  of  liquid  equal  to  the  distance  that  #  k 
above  ».     Call  this  distance  k ;  then 

v  =  cV2gh. 

The  coefficient  c  is  to  be  determined  by  experiments  made 
on  a  tube  in  which  the  velocity  of  flow  is  known. 
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224.  Hydrometric  Pendulum. — This  instrument  consists 
of  a  ball,  two  or  three  inches  in  diameter,  attached  to  a  string. 
The  ball  is  suspended  in  the  water  and  carried  downward  by 
the  current ;  the  angle  of  deviation  with  a  vertical  may  be 
measured  by  a  graduated  arc  supported  so  that  the  initial  or 
zero-point  is  in  a  vertical  line  through  the  point  of  suspension. 
If  the  current  is  less  than  4  feet  per  second  an  ivory  ball  can 
be  used,  but  for  greater  velocities  an  iron  ball  will  be  required. 
The  instrument  cannot  give  accurate  determinations,  because 
of  the  fluctuations  of  the  ball  and  consequent  variations  in  the 
angle.  The  formulae  for  use  are  as  follows :  Let  G  equal  the 
weight  of  the  ball,  D  equal  the  weight  of  an  equal  volume  of 
water;  then  G  —  D  is  the  resultant  vertical  force.  Let  F  equal 
area  of  cross-section  of  the  body,  v  the  velocity  of  the  current, 
c  a  coefficient  to  be  determined  by  experiment ;  then  we  have 
the  horizontal  force  P  =  cFv%.  Let  angle  of  deviation  be  6 ; 
then 

P  cFv* 

tan  o  = 


G-D~  G-D' 

from  which 


»v^ 


-  D)  tan  6 
cF 


The  best  results  with  this  instrument  will  be  only  approxi- 
mations. 

225.  Flow  of  Compressible  Fluids  through  an  Orifice.— 
General  Case. — In  this  case,  as  heat  is  neither  given  nor  taken 
^p,  the  flow  is  adiabatic.  The  formulae  are  deduced  by  prin- 
ciples of  thermodynamics,  and  their  derivation  can  be  studied 
*ii  treatises  devoted  to  those  subjects.* 

Denote  the  velocity  by  vf  the  weight  per  cubic  foot  by  G, 
the  pressure  per  square  foot  in  the  vessel  from  which  the  flow 

*Sec  Peabody's  Thermodynamics,  p.  132;  also,  art.  "Hydromechanics," 
£ncyc  Britannica. 
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takes  place  by  /, ,  the  pressure  against  which  the  flow  takes 
place  by/,,  the  volume  of  one  pound  in  cubic  feet  by  C, the 
absolute  temperature  corresponding  to  pressure/,  by  7,, the 
ratio  of  specific  heats  by  y. 


also, 


rj*  —         rj*  ailCl  ^-»     rj-,     —    f*     rj*  •  •  •  •         \ yJ) 

1x  *o  (^xIx         I**1* 


226.  Flow  of  Air. — For  air,  /0  =  2116.8,  G9  =  0.08075, 
T0  =  492.6  at  320  Fahr.,  y  =  1.405.  Inserting  these  numerical 
values,  we  have  the  following  equation  for  the  theoretical 
velocity  of  flow  of  air  through  an  orifice : 


%=>M\'-(?n:  ■  • 


(3' 


Volume  of  Air  discharged. — The  volume  of  air  discharged, 
in  cubic  feet  per  second  at  pressure  of  discharge,  is  to  be  com- 
puted by  multiplying  the  area  of  the  orifice  Fx  in  square  feet,  by 
the  velocity  v%i  by  a  coefficient  of  discharge  c.     Then 


ft  =  cFxv%  =  cFx  yj itl&TJiTg)  {  1  -  (&J'" }  * 


(32) 


Substituting  numerical  values  for  the  ratio  of /,  to/,^ve 
have 

Q%  =  iti&jcFt  Vb.16957; (33) 


*  See  article  "  Hydromechanics,"  Encyc.  Britannica,  Vol.  XII,  page 
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To  express  this  in  terms  of  the  volume  discharged  from  the 
reservoir  Qt ,  in  which  /,  is  reservoir  pressure  and  /,  pressure 
of  discharge,  we  have 


0. = (#a. 


A> 


Substituting  numerical  values  for  free  flow, 


Q,  =  (0.527)'  ~<2.  =  0.6339G,; 


Q^^cF^^T^i-^j 


•    (34) 


Substituting  values  of  /,  -=-  /, , 


(2,  =  6&.ScFt  ♦'016957; 


(35) 


227.  Velocity  of  Flow  of  Air  through  an  Orifice. — The 

velocity  of  flow  is  obtained  by  substituting  numerical  values  in 
the  preceding  equations.  We  have,  denoting  by  Tx  the  abso- 
lute temperature  in  the  reservoir  as  the  greatest  velocity  of 
flow  of  air, 

j^=  183.6  rx  1 -0.8305). (36) 

Solving   equation  (36),  we  have  the  following  theoretical 

results : 


Teasperalare  of  Air 

is  Reserroir. 

Velocity  of 
Fiow  in  Feet 

Dffrw  Fair. 

Absolute. 

perSec 

32 

492-6 

991 

TO 

530.6 

IO^O 

100 

*6o.6 

ic*S 

150            , 

tio.6 

110* 

200 

660.6 

2145 

300 

760.6 

1233 

400 

&60.6 

1312 

500 

1 

960.6 

13J>6 
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228.  The  Weight  of  Air  discharged. — This  is  to  be  com-    ; 

puted  by  multiplying  the  volume  of  discharge  by  the  specific    \ 
weight. 

Thus  the  weight  of  air  is 

Gx  =        l  T  pounds  per  cubic  foot, 

when  px  and  Tx  are,  respectively,  pressure  and  absolute  tem- 
perature in  the  reservoir.  Hence  the  weight  of  air  dis- 
charged is 


Wx  =  Qfix  =  KXjcF&fffiy/ Tfr  -fgj* '.   .   (37) 

Weisbach  has  found  the  following  values  of  c,  the  coefficient 
of  discharge : 

Conoidal  mouth-piece  of  the  form  of  the  con- 
tracted vein,  with    effective  pressures    of 

0.23  to  1.1  atmospheres . .  0.97.  to  0.99 

Circular  sharp-edged  orifices 0.563  to  0.788 

Short  cylindrical  mouth-pieces 0.81  to  0.84 

The  same  rounded  at  the  inner  end 0.92  to  0.93 

Conical  converging  mouth-pieces 0.90  to  0.99 

In  the  general  formula  for  the  flow  of  air,  the  weight  de- 
livered becomes  a  maximum  when 


A     \y  +  1/      - 

This  equals  Q.527  for  air  and  0.58  for  dry  steam.  This  has 
been  verified  by  experiment,  and  tends  to  prove  that  the  press- 
ure of  the  orifice  of  discharge  is  independent  of  the  back- 
pressure.   In  the  flow  of  air  from  a  higher  to  a  lower  pressure 
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through  a  small  tube  or  orifice,  the  pressure  in  the  orifice  may 
be  less  than  the  back-pressure. 

229.  Flow  of  Air  in  Pipes. — When  air  flows  through  a  long 
pipe,  a  great  part  of  the  work  is  expended  in  overcoming  fric- 
tional  resistances.  This  friction  generates  heat,  which  is  largely 
used  in  increasing  the  pressure  in  the  pipes,  the  only  loss  being 
From  radiation,  which  is  small. 

The  expansion  then  is  isothermal,  the  heat  generated  by 
friction  exactly  neutralizing  the  heat  due  to  work. 

For  pipes  of  circular  section,  when  d  is  the  diameter,  /  the 
length,  /0  the  greater  and  px  the  less  pressure,  T  the  absolute 
temperature,  C  the  coefficient  of  discharge,  <>(=  53.15  foot-lbs.) 
the  specific  heat,  we  have  the  velocity 


This  may  be  reduced  to 


«.=  (i.i3i9-o.726^)y/S? 

It  has  been  found  from  recent  experiments  that  fair  values 
of  the  coefficient  are  as  follows :  * 

C=  0.005(1  +7^) 


in  ordinary  pipes  for  velocities  of  100  feet  per  second  ; 


=  0.0028(1  +  ^) 


for  pipes  as  smooth  as  those  at  the  St.  Gothard  Tunnel. 


#  See  "  Hydromechanics,"  Encyc.  Briunnica,  Vol.  XII,  p.  491. 
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Weight  of  air  flawing  per  second  in  circular  pipes  in  pounds 
is  given  by  the  equation 


=o.6n|/jg(/.'-A')}. 


Approximately, 


(d%\i 
W  =  (0.6916/,  -  0.4438/,)^  ....     (39) 

230.  Flow  of  Steam  through  an  Orifice. —  Velocity. — In 
this  case,  as  in  Article  226,  the  expansion  is  supposed  to  be 
adiabatic. 

Denote  by  A  the  reciprocal  of  the  mechanical  equivalent 
of  one  B.  T.  U.  corresponding  to  the  quantity  778 ;  by  xx  the 
quality  or  percentage  of  dry  vapor  in  the  reservoir,  corre- 
sponding to  the  pressure  per  sq.  foot/, ,  and  by  x%  the  quality 
in  the  tube,  corresponding  to  pressure/, ;  by  rx  the  latent  heat 
per  pound  in  reservoir,  r9  the  same  in  the  tube  ;  Tx  and  T%  the 
respective  absolute  temperatures,  6X  and  B%  the  respective 
entropies  of  the  liquids,  c  the  specific  heat  of  the  liquid,  qx  and 
q%  the  sensible  heat  of  the  liquid  in  reservoir  and  tube ;  the 
reciprocal  of  the  weight  of  a  cubic  foot  of  the  liquid  by  0*. 
Then 

Av* 

---  =  -V.  -  x%r%  +  ?,-?,+  A<r(px  -  /,).      .     (40) 

x,  can    be   determined    from   the   relation   expressed   in    the 
equation 

x  r                x  r 
7^  +  0,  =  ~f  ~  +  *• (40 
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If  no  tables  are  at  hand  for  0, ,  its  approximate  value  can  be 
deduced,  since 

e,-»t  =  c  log.  £ (42) 

So  that 

xjr       xt  T 

-7p-  =  ——.-  -4-  C  log,  -=r. 

Eliminating  x,  in  equations  (40  •  and  (41), 

The   following    table,   condensed   from    Peabody's  steam 
tables,  gives  the  value  of  the  entropy  of  the  liquid  : 

TABLE  OF  EXTROPY  OF  THE  LIQUID. 


Atnotaxc 

Eotropr 

Absolute 

Entropy 

StcaiD- 

of  the 

Steas. 

of  the 

[XI  ■■III  . 

Liqmd. 

pressure. 

Liquid. 

/ 

• 

/ 

• 

I 

0.2329 

65 

0-455T 

IO 

O.2&42 

To 

O.4402 

15 

O.3143 

75 

0.44 ta 

90 

O. 3363 

So 

0-4522 

25 

0-3539 

55 

o-45T? 

3© 

0.56*5 

90 

0.4*.  33 

35 

0.3811 

95 

0.46*6 

4© 

0.3921 

100 

0-4T33 

45 

0.4020 

105 

0-47>? 

50 

0.4x09 

no 

0.4*20 

55 

0.4191 

1x5 

0.4*69 

60 

0.43*7 

X20 

0.4011       1 

In  the  above  equations  .-J  has  a  numerical  value  of  1  -=-  77$. 
o"  is  nearly  equal  to  ox>i6,  g  to  32. 16. 


*  See  Thermodynamics,  by  Peabodr,  page  15&. 
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It  has  been  shown  that  in  the  flow  of  saturated  steam  ft 
will  not  fall  below  0.58  of/,,  because  at  that  point  there  is  the 
maximum  weight  of  discharge.  In  the  actual  trials  this  seems 
to  be  nearer  0.61  than  0.58.  If  we  assume  p%  equal  to  o£flt 
the  velocity  will  be  found  to  be  nearly  constant,  and  to  vary 
but  little  from  1400  feet  per  second. 

231.  Weight  of  Steam  discharged  through  an  Orifice. 
— This  was  determined  experimentally  by  R.  D.  Napier,  and 
expressed  by  the  formula 


W  = 


70' 


in  which  W=  weight  discharged  in  pounds  per  second,  F  = 
area  of  orifice  in  square  inches,  and  px  is  the  absolute  pressure 
of  the  steam,  pounds  per  square  inch,  which  is  equal  to  or 
greater  than  if  that  of  the  atmosphere. 

This  formula  has  been  verified  by  experiments  made  in  the 
Laboratories  of  Sibley  College  and  also  at  the  Massachusetts 
Institute  of  Technology,  and  is  found  to  vary  but  little  from 
the  actual  results. 

232.  Measurement  of  the  Flow  of  Gas. — GasMttirs.- 
In  the  measurement  of  gas  the  product  of  absolute  pressure, 
/,  by  volume,  z\  divided  by  absolute  temperature,  T,  is  a  con- 
stant quantity.     Thus 

r  ~~  tx' 

If  /  and  T  can  be  kept  constant,  the  quantity  discharged 
will  vary  as  the  volume  ;  if  p  and  T  are  known,  the  quantity  dis- 
charged can  be  computed. 

Gas-meters  are  instruments  for  measuring  the  volume  of 
gas  passing  them.  They  are  constructed  on  various  plans  and 
are  known  as  Wet  or  Dry,  depending  on  whether  water  is  used. 
The  volume  is  usually  measured  in  cubic  feet. 

Meter-prover. — This  is  the  name  given  to  a  sort  of  gasometer 
arranged  as  shown  in  Fig.  105.     It  consists  of  an  open  vessel, 
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DE%  partly  filled  with  water,  into  which  a  vessel,  AF9  of  some, 
what  smaller  diameter  is  inverted.  The  weight  of  the  vessel  AF 
is  counterbalanced  by  a  weight  IF  which  descends  into  a  vessel 
of  water  CK  at  such  a  rate  as  to  keep  the  sum  of  the  displace- 
ments of  the  two  vessels  constant,  in  which  case  the  pressure 


Fig.  xbk.. 


on  the  confined  gas  in  the  vessel  AF  will  remain  constant. 
The  gas  flows  out  through  the  pipe  T.  its  pressure  being  taken 
by  a  manometer  at  m,  its  temperature  by  a  thermometer  at  /. 

Fig.  106  shows  a  form  of  meter-prover  made  by  the  Ameri- 
can Meter  Co-  in  which  the  counterweight  lift?  an  additional 
weight  moving  over  an  involute  wheel,  so  calculated  that  the 
pressure  on  the  outflowing  gas  remains  constant.  These  instru- 
ments are  used  principally  to  calibrate  meters:  they  give  very 
accurate  results,  but  are  not  suited  for  continuous  measure- 
ments. 

WcLmttcr. — The  wet-meter  works  on  the  same  principle  as 
the  meter-prover.  but  is  arranged  with  a  series  of  chambers 
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which  are  alternately  filled  and  emptied  with  gas.  These 
chambers  are  usually  arranged  like  an  Archimedean  screw,  as 
shown  in  section  in  Fig.  107. 


FlS.  ial   -Mini 


Gas  is  admitted  just  above  the  surface  of  the  water,  and 
raises  the  partition  of  the  chamber,  bringing  it  above  the  water 
and  filling  it.  The  outlet-pipe  is  submerged  until  the  chamber 
is  filled.  It  is  connected  with  the  case  of  the  meter,  as  shown 
in  the  figure.  The  gas  is  completely  expelled  as  the  cylinder 
revolves. 
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The  wet-meter  is  a  very  accurate  measure  of  the  gas  pass- 
ing, provided  the  water-level  be  maintained  at  the  constant 
standard  height.  Any  change  of  the  water-level  changes  the 
size  of  the  chambers  accordingly.  The  motion  of  the  cylinder 
actuates  the  recording  mechanism. 


The  Dry  Gas-meter. — The  dry  gas-meter  possesses  the  ad- 
vantage of  not  being  affected  by  frost,  nor  of  increasing  the 
amount  of  moisture  in  the  gas.  The  dry-meter  is  made  in  vari- 
ous forms,  and  generally  consists  of  two  chambers  separated 
from  each  other  by  partitions.  Each  chamber  is  divided  into 
two  parts  by  a  flexible  partition  which  moves  backwards  and 
forwards,  and  actuates  the  recording  mechanism  as  the  gas 
flows  in  or  out.  This  motion  is  regulated  by  valves  somewhat 
similar  to  those  of  a  steam-engine.  The  gas-meter  is  calibrated 
by  comparing  with  a  meter-prover  as  already  described. 
These  meters  are  not  supposed  to  be  instruments  of  great 
accuracy. 


278 


EXPERIMENTAL   E.VGIA'EEXJ.YC. 


[Mb. 


233.  Anemometers. — Instruments  that  are  used  to  measure 
the  velocity  of  gases  directly  are  termed  anemometers.  They 
consist  of  flat  or  hemispherical  vanes  mounted  like  arms  of  a 
light  wheel  so  as  to  revolve  easily.  The  motion  of  the  wheel 
actuates  a  recording  mechanism.  Robinson's  Anemometer, 
which  consists  of  hemispherical  cups  revolving  around  a  vertical 
axis,  is  much  used  for  meteorological  observations. 

A  form  shown  in  Fig.   108  with  flat  vanes,  and  with  the 


dial  arranged  in  the  centre  as  shown,  or  on  top  of  the  casein 
various  positions,  is  much  used  as  a  portable  instrument. 

The  dial  mechanism  of  the  anemometer  can  be  started  or 
stopped  by  a  trip  arranged  convenient  to  the  operator;  in  some 
instances  the  dial  mechanism  is  operated  by  an  electric  current 
similar  to  that  described  in  connection  with  the  tachomet". 
Article  221,  page  262.  It  is  also  made  self-recording,  byattach- 
Ing  cloclc-work  carrying  an  endless  paper  strip  which  is  moved 
under  a  pencil  operated  by  the  anemometer  mechanism. 
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234.  Calibration  of  Anemometers. — Anemometers  are 
alibrated  by  moving  them  at  a  constant  velocity  through  still  air 
nd  noting  the  readings  on  the  dials  for  various  positions.  This 
s  usually  done  by  mounting  the  anemometer  rigidly  on  a  long 
torizontal  arm  which  can  be  rotated  about  a  vertical  axis  at  a 
onstant  speed.  The  distance  moved  by  the  anemometer  in 
1  given  time  is  computed  from  the  known  distance  to  the  axis 
md  the  number  of  revolutions  per  minute ;  from  these  data 
the  velocity  is  computed. 

In  performing  this  experiment  care  must  be  taken  that  the 
axis  of  the  anemometer  is  at  right  angles  to  the  rotating  arm. 
Readings  should  be  taken  at  various  speeds,  since  the  correc- 
tion is  seldom  either  a  constant  quantity  or  one  directly  de- 
pendent on  the  velocity. 


CHAPTER   IX. 

HYDRAULIC   MACHINERY. 

235.  General  Classification. — Hydraulic  machinery  may 
be  divided  into  the  two  classes,  hydraulic  motors  and  pumps. 
In  the  first  class  a  quantity  of  water  descending  from  a  higher 
to  a  lower  level,  or  from  a  higher  to  a  lower  pressure,  drives  a 
machine  which  receives  energy  from  the  water.  In  the  latter 
class  a  machine  driven  by  some  external  source  of  energy  is 
employed  in  lifting  water  from  a  lower  to  a  higher  level. 

The  student  is  advised  to  consult  the  following  authorities 
on  the  subject : 

Rankine's  Steam-engine ;  article  "  Hydromechanics,"  En- 
eye.  Britannica;  Weisbach's  Mechanics,  Vol.  II.  (Hydraulics); 
"  Systematic  Turbine-testing/'  by  Prof.  Thurston,  Vol.  VIII. 
Transactions  Mechanical  Engineers;  "  Notes  on  Hydraulic 
Motors,"  by  Prof.  I.  P.  Church. 

236.  Hydraulic  Motors — Classification. — The  following 
classes  of  hydraulic  motors  are  usually  recognized : 

I.  Water-bucket  Engines,  in  which  water  poured  into  sus- 
pended buckets  causes  them  to  descend  vertically,  so  as  to  lift 
loads  and  overcome  resistances. 

II.  Water-pressure  Engines,  in  which  water  by  its  pressure 
drives  a  piston  backward  and  forward. 

III.  Vertical  Water-wheels,  in  which  the  water  acts  by 
weight  and  impulse  to  rotate  them  on  a  horizontal  axis. 

IV.  Turbines,  in  which  the  water  acts  by  pressure  and  im- 
pulse to  rotate  them  around  a  vertical  axis. 

V.  Rams  and  Jet-pumps,  in  which  the  impulse  of  one  mass 

of  fluid  is  used  to  drive  another. 
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237.  Energy  of  Falling  Water.— Hydraulic  motors  are 
lriven  either  by  the  weight,  pressure,  or  impulse  of  moving 
vater.  Neglecting  the  losses  due  to  friction  or  other  causes, 
he  energy  of  falling  water  is  the  same  whether  it  act  by  (I.) 
wight,  (II.)  by  pressure,  or  (III.)  by  impulse.  This  is  proved 
is  follows : 

Let  //  equal  the  head  or  total  height  of  fall,  Q  the  discharge  in 

cubic  feet  per  second,  G  the  weight  per  cubic  foot,/  the  pressure 

in  pounds  per  square  foot,  v  the  velocity  in  feet  per  second,  P 

the  pressure  in  pounds  per  square  inch.     Since  the  work  done 

is  equal  to  the  product  of  the  force  acting  into  the  space  moved 

through,  we  have  for  the  work  done  per  second  in  the  several 

v% 
cases  (I.)  GQh,  (II.)  (pQ\  (III.)  GQ— ;  but  since  /  =  Gh  and 


*.* 


h=  —  we  have  by  substitution 

2g 

GQA=pQ=GQ^  =  i44PQ (I.) 

238.  Parts  of  an  Hydraulic  Power-system. — The  hydrau- 
lic power-system  in  general  requires — 

1.  A  supply-channel  or  tube  leading  the  water  from  the 
highest  accessible  level. 

2.  A  discharge-pipe  or  tail-race  conveying  the  water  away 
from  the  motor. 

3.  Gates  or  valves  in  the  supply-channel,  and  a  waste-chan- 
nel or  weir  to  convey  surplus  water  away  from  the  motor. 

4.  The  motor,  which  may  belong  to  any  of  the  classes  de- 
scribed in  Article  236,  and  suitable  machinery  for  transmitting 
the  energy  received  from  the  motor  to  a  place  where  it  can  be 
usefully  applied. 

239.  Water-pressure  Engines.* — Water-pressure  engines 
are  well  adapted  for  use  where  a  slow  motion  is  required  and  a 
great  pressure  is  accessible. 

*  See  Wcisbach's  Hydraulics,  Vol.  II,  p.  558. 
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These  engines  resemble  in  many  respects  a  steam-engine, 
water  being  the  motive  force  instead  of  steam.  They  consist 
of  a  cylinder  (Fig.  109)  in  which  a  piston  T  is  worked  alter- 


nately forward  and  backward,  water  being  admitted  alternately 
at  the  two  ends  of  the  cylinder  by  the  moving  slide-valve  S. 
While  water  is  passing  into  one  end  of  the  cylinder  through 
the  passages  D,  E,  C,  it  is  being  discharged  through  the  pipe 
E,  G,  H,  which  is  proportioned  so  as  to  afford  a  free  exit  to 
the  water.  Near  the  end  of  the  stroke  of  the  piston  the  slide- 
valve  S  closes  both  admission-ports,  and  the  pressure  in  the 
cylinder  Ct  is  increased  by  the  diminution  of  volume  caused 
by  the  motion  of  the  piston.  When  the  pressure  in  the  cham- 
ber C,  exceeds  that  in  the  supply-pipe  the  valve  Wt  opens, 
and  the  water  passes  into  the  supply.  Simultaneously  the 
valve  V  is  opened  by  suction,  and  water  passes  into  the  cham- 
ber C  from  the  discharge-pipe.  The  effect  of  this  action  is  to 
gradually  arrest  the  motion  of  the  piston  at  the  end  of  the 
stroke  by  reducing  the  pressure  on  one  side  and  increasing  the 
resistance  on  the  other.  When  the  piston  reaches  the  end  of 
the  stroke  the  slide-valve  is  reversed  in  position  and  a  new 
stroke  is  commenced. 

240.  Vertical  Water-wheels.— There  are  four  classes  of 
vertical  water-wheels  : 

I.  Overshot,  in  which  the  water  is  received  on  the  top  of 
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the  wheel  and  discharged  at  the  bottom,  the  water  acting  prin- 
cipally by  weight. 

2.  Breast,  in  which  the  water  is  received  on  the  side  of  the 
wheel  and  held  in  place  by  a  guide  or  breast,  the  water  acting 
both  by  impact  and  weight. 

3.  Undershot,  in  which  the  water  acts  only  on  the  under 
side  of  the  wheel,  the  water  acting  principally  by  impact. 

4.  Impact,  in  which  the  water  is  delivered  to  the  wheel 
by  a  nozzle,  acting  generally  on  the  top  or  bottom,  and  by  im- 
pulse only. 

241.  Overshot  Water-wheels. — The  overshot  water-wheel 
shown  in  section  in  Fig.  no  is  well  adapted  to  falls  between  10 
and  70  feet  and  to  a  water- 
supply  of  from  3  to  25  cubic 
feet  per  minute.  On  the 
outside  of  the  wheel  is  built 
a  series  of  buckets,  which 
should  be  of  such  a  form  as 
to  receive  the  water  near  the 
top  at  D  without  spilling  or 
splashing,  to  retain  the  water 
until  near  the  bottom,  and  to 
empty  completely  at  the  bot- 
tom. The  number  of  buckets 
must  be  such  that  there  shall 
be  no  spilling  by  overflow  at 
the  top.  The  head  of  water 
above  the  wheel  must  be  sufficient  to  give  the  falling  water 
greater  velocity  than  the  periphery.  The  peripheral  velocity 
in  practice  is  from  5  to  10  feet  per  second,  that  of  the  falling 
water  from  9  to  12  feet  per  second,  corresponding  to  a  height 
of  from  16  to  27  inches  above  the  wheel. 

These  wheels  are  not  adapted  to  run  in  back  water,  and 
have  the  greatest  efficiency  for  a  given  head  when  revolving 
just  free  from  the  discharged  water. 

The  principal  formulae  relating  to  the  overshot-wheel  are  as 
follows : 


Fig.  1 10. — Section  of  Overshot  Water- 
wheel. 
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Let  d  equal  the  depth  of  the  buckets,  b  the  width  of  the 
wheel,  r  the  radius  of  the  wheel,  «  the  number  of  revolutions 
per  second,  v  the  peripheral  velocity  in  feet  per  second,  Q  the 
water-supply  in  cubic  feet  per  second,  Q,  the  capacity  of  that 
part  of  the  wheel  that  passes  in  one  second,  m  the  ratio  of  the 
water  actually  carried  to  the  capacity  of  the  buckets — m  being 
usually  about  one  fourth — N  the  number  of  buckets. 


Then,  supposing  the  wheel  to  be  set  just  free  of  the  back 
water, 

h  =  2r  +  (i£  to  2)  all  in  feet ; 


Q,  =  —(zrd—  a')  =  bdv,  nearly; 

Q=  mQ,  =  mbdv; 
v  =  2irur. 
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The  efficiency  is  the  ratio  of  the  work  delivered  to  the  en- 
ergy received  from  the  falling  water. 

The  efficiency  of  the  best  wheels  of  this  class  reaches  75 
per  cent. 

242.  Breast-wheels. — The  form  of  breast-wheel  is  shown 
in  Fig.  ill.  The  water  is  received  at  a  height  slightly  above  or 
below  the  centre  C  of  the  wheel,  and  is  prevented  from  falling 
away  from  the  wheel  by  the  curved  breast  ABE ;  the  water 
acts  on  the  radial  or  slightly  curved  buckets,  thus  tending  to 
revolve  the  wheel  partly  by  weight  and  partly  by  impulse. 

The  flow  of  water  is  regulated  by  a  gate  at  5. 

The  formulae  applying  to  breast-wheels  are  essentially  the 
same  as  those  for  overshot-wheels.  The  efficiency  of  the  best 
wheels  of  this  class  varies  from  58  to  62  per  cent 

243.  Undershot-wheels. — The  undershot- wheel  differs 
from  the  breast-wheel  in  receiving  the  water  at  or  near  the 
bottom ;  the  water  flows  in  a  guide  under  the  wheel,  which  guide 
in  some  cases  extends  some  dis- 
tance up  the  sides.  The  usual  form 
of  such  wheels  is  shown  in  Fig. 
112;  the  buckets  or  floats  are  often 
radial,  sometimes,  however,  of  con- 
cave or  bent  form. 

If  we  let  c  equal  the  velocity  of 
water  as  it  strikes  the  wheel,  v  the 
peripheral  velocity  of  the  wheel,  Q 
the  quantity  of  water  in  cubic  feet  FlG  iu.-i'nue*s»hot.»hebl. 
per  second,  G  the  weight  per  cubic  foot,  //a  the  portion  of  the 
head  corresponding  to  the  elevation  of  the  entering  water  as  it 
strikes  the  wheel  over  that  of  the  discharge,  P  the  force  de- 
livered at  the  circumference  of  the  wheel :  then  will  the  effi- 
ciency v  be  obtained  by  the  following  formulae  :* 


Pv 


V  = 


QO 


■] 


Sec  Weisbach's  Hydraulics,  page  291. 
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From  experiments  of  Morin  it  was  found  that  when  v  +  e 
was  less  than  0.63,  the  efficiency  tf  was  0*41.  When  v  —^  was 
between  0.63  and  0.8,  7  was  0.33.  The  efficiency  obtained 
from  the  best  form  of  these  wheels  is  0.55. 

Poncelefs  Wheel. — When  the  floats  of  the  undershot  wheel 
are  curved  in  such  a  manner  that  the  entering  jet  of  water  is 
allowed  to  flow  along  the  concave  sides  and  press  against  them 
without  causing  shock,  a  greater  effect  is  obtained  than  when 
the  water  strikes  more  or  less  perpendicularly  against  plane 
floats.  Such  wheels  are  called,  after  their  inventor,  Poncelet 
wheels.  The  efficiency  of  such  wheels  in  some  instances  has 
reached  68  per  cent. 

244.  Impulse-wheels. — In  this  class  of  wheels  a  single  jet 
of  water  impinges  on  the  buckets  of  the  wheel  as  they  are 
successively  brought  into  position  by  the  rotation.  This  class 
is  very  efficient  for  high  heads  and  a  small  supply  of  water. 
The  efficiency  to  be  obtained  by  the  action  of  a  jet  of  water 
on  a  moving  bucket  is  fully  discussed  in  Vol.  II.,  Church's 
"  Mechanics  of  Engineering,"  page  808. 

Denote  by  c  velocity  of  the  jet,  v  the  peripheral  velocity  of 
the  vane,  ot  the  angle  of  total  deviation  relatively  to  the  vane 
of  the  stream  leaving  the  vane  from  its  original  direction,  G 
the  weight  per  cubic  foot  of  water,  F  the  area  of  the  stream, 
Q  the  volume  of  flow  per  unit  of  time  over  the  vane.  The 
work  done  per  unit  of  time, 

L  =  Pv  —-{c  —  v)v\\  —  cos  a]. 

This  is  maximum  when  v  =  \c. 

In  case  a  hemispherical  vane  is  used,  a  will  equal  i8o°.and 
1  —  cos  a  =  2.     For  that  case,  a  =  1800  and  v  =  fa  we  have 


Z  = 


_QG  c* 


g     2 


In  case  the  absolute  velocity  of  the  particles  leaving  the 
vane  equal  zero,  an  efficiency  equal  to  unity  would  be  possible. 


\ 
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Various  forms  of  impulse-wheel  are  used.  Fig.  113,  from 
Wcisbach's  Hydraulics,  shows  an  inward-flow  tangential  wheel 
of  this  class. 

In  this  case  the  water  is  delivered  to  the  wheel  by  the 
conical  pipe  BC,  and  is  received  by  the  curved  buckets  FF, 
and  finally  discharged  on  the  inside  of  the  wheel.  In  the 
figure  G,  G  is  the  outer  casing  of  the  wheel,  N  the  support. 


Fig.  1 13.— HomiONT/ 


Most  of  the  small  motors  are  of  this  class ;  the  Backus 
motor  using  a  jet  at  the  top  of  the  wheel  and  small  curved 
buckets,  the  Pelton  using  a  jet  at  the  bottom  of  the  wheel  and 
a  hemispherical  bucket,  with  a  centre  partition  which  divides 
'he  jet  into  two  portions,  The  efficiency  of  the  Pelton  wheel, 
*Wch  is  also  made  in  large  sizes,  has  exceeded  in  some  in- 
stances 0.92. 

245.  Turbines. — The  turbine-wheels  receive  water  con- 
stantly and  uniformly,  and  usually  in  each  bucket  simultane- 
ously. The  buckets  are  usually  curved,  and  the  water  is  guided 
"Uo  the  buckets  by  fixed  plates.  The  name  was  originally 
aPplied  in  France  to  any  wheel  rotating  in  a  horizontal  plane, 
^ut  the  wheels  are  now  frequently  erected  so  as  to  revolve  in 
'ertical  planes.  The  turbine  was  invented  by  Fourneyron  in 
823,  the  original  wheel  being  constructed  to  receive  water  near 
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the  axis,  and  to  deliver  it  by  flow  outward  at  the  circumf< 
ence.     Turbines  are  now  built  for  water  flowing  parallel  to  tl 
axis,  and   also   inward    from   the   circumference   toward 
centre  ;  they  are  also  constructed  double  and  compound.    I 
some  of  the  turbines  the  wheel-passages  or  buckets  are 
pletely  filled  with  water,  in  others  the  passages  are  only  partL_j 
filled. 

The  following  classes  are  usually  recognized : 
I.  Impulse  Turbines. 

II.  Reaction  Turbines. 

In  both  these  classes  the  flow  may  be  axial  outward,  in- 
ward, or  mixed,  and  the  turbine  may  be  in  each  case  simple, 
double,  or  compound. 

In  the  Impulse  turbines  the  whole  available  energy  of  the  % 
water  is  converted  into  kinetic  energy  before  it  acts  on  the  mov-  % 
ing  part  of  the  turbine.     In  these  wheels  the  passages  are  never 
entirely  filled  with  water.    To  insure  this  condition  they  must  be 
placed  a  little  above  the  tail-water  and  discharge  into  free  air. 

In  the  Reaction  turbines  a  part  only  of  the  available  energy 
of  the  water  is  converted  into  kinetic  energy  before  it  acts  on 
the  turbine.  In  this  class  of  wheels  the  pressure  is  greater  at 
the  inlet  than  at  the  outlet  end  of  the  wheel-passages.  The 
wheel-passages  are  entirely  filled  with  water,  and  the  wheel  may 
be,  and  is  generally,  placed  below  the  water-level  in  the  tail-race. 

246.  Theory  of  the  Turbine.  * — The  water  flowing  through 
a  turbine  enters  at  the  admission-surface  and  leaves  at  the  dis- 
charge-surface of  the  wheel,  with  its  angular  momentum  rela- 
tive to  the  wheel  changed.  It  must  exert  a  couple  —M,  tend- 
ing to  rotate  the  wheel,  and  equal  and  opposite  to  the  couple 
M  which  the  wheel  exerts  on  the  water.  Let  Q  cubic  feet  enter 
and  leave  the  wheel  per  second,  cl ,  c%  be  the  tangential  com- 
ponents of  the  velocity  of  the  water  at  the  receiving  and  dis- 
charging surfaces  of  the  wheel,  r, ,  ra  the  radii  of  these  surfaces. 
Then 

—  M=   — (cSi  —  cSi) (0 

£ 

*  See  "  Hydromechanics,  "  Encyc.  Briiannica. 
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If  a  is  the  angular  velocity  of  the  wheel,  the  work  done  on 
Ike  wheel  is 

GO 
T=  Ma  =  — —{c%r%  —  ctr^a  foot-pounds  per  second.      (2) 

The  total  head  of  the  water  ht  is  reduced  by  friction  and 
resistances  hp  in  the  channels  leading  to  the  wheel,  so  that 
tie  effective  head  h  which  should  be  used  in  calculating  the 
efficiency  is 

A  =  At-/i, (3) 

In  case  the  construction  of  the  turbine  requires  that  it  set 
above  tail-race  d  feet,  the  velocity  of  water  in  the  turbine 
should  be  calculated  for  a  head  of  //— d9  but  the  efficiency  for 
a  head  of  h  feet.  The  work  of  the  turbine  is  partially  absorbed 
in  friction. 

Let  T  equal  the  total  work,  Td  the  useful  work,  and  Tt  the 
work  used  in  friction.     Then 

T=Td+Tt (4) 

fhe  gross  efficiency 


¥=m, (5) 


The  hydraulic  efficiency 


vssim (6> 


The  hydraulic  efficiency  is  of  principal  importance  in  the 
heory  of  turbines.    Substituting  this  value  of  T  in  equation  (2), 

hich  is  the  fundamental  equation  in  the  theory  of  turbines. 
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For  greatest  efficiency  the  velocity  of  the  water  leavin 
should  be  o,  in  which  case  c%  =  o  and 

But  rxa  is  the  lineal  velocity  of  the  wheel  at  the  inlet  surface 
if  we  call  this  Vx , 

c  V 

"~X fe 

The  efficiency  of  the  best  turbines  is  0.80  to  0.90. 

Speed  of  the  Wheel. — The  best  speed  of  the  wheel  depends 
on  frictional  losses  which  have  been  neglected  in  the  preced- 
ing formulae.  The  best  values  are  the  ones  obtained  by  ex- 
periment. Let  F0  equal  the  peripheral  velocity  at  outlet,  V{ 
at  inlet,  r0  and  ri  the  corresponding  radii  of  outlet  and  inlet 
surfaces.     Then  we  shall  have  as  best  speeds*  for 


axial-flow  turbine  V0  =  V{  =  0.6  V2gh  to  0.66  Vzgh\ 


radial  outward-flow  turbine  Vt  =  0.56  ^2gh ;     V9  =  V{  -'; 

r 
radial  inward-flow  turbine    V{  =  0.66  V2gh\     V9  =  Vt  -'. 

247.  Forms  of  Turbines. — Fourneyrons  Turbine.— This  is 
an  outward -flow  turbine,  with  a  horizontal  section  as  shown  in 
Fig.  1 14.  C  is  the  axis  of  the  wheel,  which  is  protected 
from  the  water  by  vertical  concentric  tubes  shown  in  section. 
On  the  same  level  with  the  wheel  and  supported  by  these 
tubes  is  a  fixed  cylinder,  with  a  bottom  but  no  top,  contain- 
ing the  curved  guides  F  F.  The  wheel  AA  is  supplied  with 
curved  buckets  bd,  bxdx ,  so  arranged  as  to  absorb  most  of  the 
energy  of  the  water ;  the  water  enters  the  wheel  at  the  inner 
edges  of  the  buckets  and  is  discharged  at  the  outer  circuffl- 

*  "  Hydromechanics,"  Encyc.  Britannic*. 
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fercnce.    Gates  for  regulating  the  supply  of  water  are  shown  in 
section  between  the  ends  of  the  guides  and  the  wheel. 


248.  Reaction  -  wheels. — The  simple  reaction-wheel  is 
shown  in  Fig.  us,  from  which  it  is  seen  to  consist  of  a  vertical 
cylinder,  CB,  which  receives  the  water,  and  two  cylindric  arms, 
G  and  F;  on  opposite  sides  of  each 
arm  is  a  circular  orifice  through  which 
the  water  is  discharged.  The  effect 
of  this  arrangement  is  to  reduce  the 
pressure  on  the  sides  toward  the  ori- 
fices, thus  producing  an  unbalanced 
pressure  which  tends  to  make  the 
wheel  revolve.  If  we  denote  by  //  the 
available  fall  measured  from  the  level 
of  the  water  in  the  vertical  pipe  to  the 
centre  of  the  orifices,  r  the  radius  of  i 
rotation  measured  from  the  axis  to  the  F|G-  "s— Tmb  »«*"««■*«•»'• 
centre  of  each  orifice,  v  the  velocity  of  discharge,  n  the  angular 
velocity  of  the  machine,  F  the  area  of  the  orifices,— when  at 
rest  the  velocity  would  equal  ^2g/i,  but  when  in  motion  the 
water  in  the  arms  moves  with  a  velocity  ar,  which  corresponds 
to  an  increased  head  due  to  centrifugal  force  of  «'r*  -=-  2g. 
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Hence  the  velocity  of  discharge  through  the  orifices  is 


v  =  ^2gh  +  « V ; 
the  quantity  discharged 


Q  =  Fv  =  F  V2gk  +  aV. 

Since  the  orifices  move  with  a  velocity  ary  the  velocity  with 
reference  to  a  fixed  point  is  v  —  ar. 

If  G  be  the  weight  per  cubic  foot,  the  momentum  or  mass 
times  the  velocity  is 

GQ.  , 

— (v  —  ar) 
g 

This  mass  moves  with  an  angular  velocity  a  and  arm  r,  hence 
the  work  done  per  second  in  rotating  the  wheel  is 

GO 

(v  —  ar)ar  foot-pounds. 

g 

The  work  expended  by  the  water-fall  is  GQh. 
Hence  the  efficiency 

(v  —  ar)ar 

v  =  —i>r- 

This  increases  as  ar  increases,  or  the  maximum  efficiency  is 
reached  when  the  velocity  is  infinite.  The  friction  considera- 
bly reduces  these  results,  and  experiment  indicates  the  greatest 

efficiency  when  ar  =  V2gh.    In  which 
case,  by  substitution,  we  should  have 

V  =  O.828. 

The  best  efficiency  realized  in  prac- 
tice with  these  wheels  is  about  0.6a 

The  Scottish  turbine,  shown  in  Fig* 

1 16  in  section,  is  a  reaction-wheel  with 

Fig.  it6.-ScoTnsH  Turbine,    three  discharge- jets,   the   water  being 

supplied  from  a  tube  filled  with  water  under  pressure  beneath 

the  wheel. 


.  1 

r  ' 

t 

_ « 
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249.  The  Hydraulic  Ram. — The  hydraulic  ram  is  a  ma- 
chine  so  arranged  that  a  quantity  of  water  falling  a  height  // 
forces  a  smaller  quantity  through  a  greater  height  A'. 


Fig.  X17. — Hydraulic  Ram. 


The  essential  parts  of  the  hydraulic  ram  are:  1.  The  air- 
chamber  Cf  connected  with  the  discharge-pipe  eDy  and  pro- 
vided with  a  clack  or  check-valve  0,  opening  into  the  chamber 
C  from  the  pipe  ss. 

2.  The  waste-valve,  Bd,  is  a  weighted  clack  or  check- 
valve,  opening  inward  and  connected  to  a  stem  df\  on  the 
stem  is  a  nut  or  cotter  at  /  to  regulate  the  length  of  stroke,  i.e., 
amount  of  opening  of  the  waste-valve. 

3.  The  supply-pipe  ssf  that  leads  to  a  reservoir  from  which 
the  supply  is  derived,  should  be  of  considerable  length.  If  it  is 
very  short  when  laid  in  a  straight  line,  bends  must  be  made  to 
secure  additional  length,  and  also  to  present  some  resistance  to 
the  backward  wave-motion  ;  its  length  must  not  be  less  than 
five  times  the  supply-head.  The  working  parts  of  the  ram  are 
the  check-valve  o  and  the  waste-valve  dB ;  these  parts  move 
in  opposite  directions,  and  alternately. 

The  action  of  the  ram  is  explained  as  follows : 
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Water  is  supplied  the  ram  by  the  pipe  ss ;  the  waste-valve 
dB  being  open,  the  water  escapes  with  a  velocity  due  to  the 
height  //.  The  water  escaping  at  d  suddenly  closes  the  waste- 
valve.  The  acquired  momentum  of  the  moving  column  of 
water  in  the  pipe  ss  is  sufficient  to  raise  the  valve  0  and  dis- 
charge a  portion  of  its  weight  to  a  height  //'.  As  soon  as  the 
pressure  is  reduced  the  valve  0  closes,  the  waste-valve  dB  opens 
and  the  water  again  flows  down  the  pipe  ss.  These  motions 
are  produced  with  regularity,  and  the  water  acquires  a  backward 
and  forward  wave-motion  in  the  pipe  ss.  A  small  air-chamber 
at/,  with  a  small  check-valve  opening  inward  at  c  to  supply  the 
chamber  with  air,  are  found  to  add  to  its  efficiency. 

The  wave-motion  has  been  utilized  to  operate  a  piston  back- 
ward and  forward  beyond  the  waste-valve,  the  piston  being 
utilized  as  a  pump  in  raising  water  from  a  different  supply. 

Formula. — Let  //  equal  the  height  of  the  reservoir  above 
the  discharge-valve  of  the  ram,  //'  the  height  to  which  the 
water  is  raised  in  the  discharge,  Q  the  total  water  supplied  to 
the  ram  per  second,  q  the  amount  raised  to  the  height  //',  C  the 
weight  per  cubic  foot.  Then  the  useful  work  equals  Gqti  \  the 
work  which  the  water  is  capable  of  doing  equals  GQh. 

The  efficiency 

Rankine  (see  Steam-engine,  page  212)  gives  the  following 
formulae  for  obtaining  the  dimensions  of  a  ram : 

Let  L  equal  length  of  supply-pipe,  D  the  diameter  of 
supply-pipe  in  feet ;  other  symbols  as  above.    Then 

Volume  of  air-chamber  C  equals  volume  of  feed-pipe. 
250.  Methods  of  Testing  Water-motors.-The  methods 
of  testing  hydraulic  motors  require  in  all  cases  the  measure- 
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ment  (1)  of  volume  or  weight  of  the  water  discharged,  (2)  of 
the  net  head,  or  pressure  acting  on  the  motor,  or  (3)  the 
velocity  of  discharge.  From  these  measurements  may  be  com- 
puted the  energy  received  by  the  motor,  by  the  formulas 
already  given. 

1.  Measuretnent  of  the  Water  may  be  made  in  the  case  of 
small  motors  by  receiving  the  discharge  in  tanks  standing  on 
scales :  two  tanks  will  be  required,  one  of  which  is  filling  while 
the  other  is  emptying.  Temperature  observations  must  be 
taken,  and  from  the  known  weight  and  temperature  the  volume 
\Q\  may  be  computed,  if  required.  The  tanks  may  be  previ- 
ously calibrated  by  filling  to  a  known  point,  and  be  so  con- 
nected that  any  excess  will  pass  into  the  tank  recently  emptied, 
in  which  case  a  method  similar  to  the  above  may  be  used  with- 
out scales. 

The  measurement  will  usually  have  to  be  made  by  discharg- 
ing over  weirs  (see  page  246)  or  through  nozzles  or  Venturi  tubes; 
this  will  be  especially  true  for  large  motors. 

With  water-pressure  engines  an  approximate  measurement 
may  be  made  by  the  piston-displacement,  corrected  for  slip. 
A  discussion  of  the  effect  of  slip  is  to  be  found  on  page  302. 

2.  Measurement  of  the  Head  {ft)  may  be  made,  in  the  first 
place,  by  taking  a  series  of  lei'cls  from  standing  water  in  the 
tank  or  dam  above,  to  the  level  of  the  water  in  the  tail-race. 
This  measurement  must  be  corrected  for  loss  of  head  by  fric- 
tion in  the  pipes,  or  by  flowing  over  obstructions,  etc.,  this  at 
best  can  be  made  only  in  an  approximate  manner.  To  secure 
the  full  effects  of  the  head,  some  turbine-wheels  are  set  with 
draught  or  suction  tubes  leading  from  the  wheel  to  the  water- 
level  in  the  tail-race :  this  will  not  affect  the  method  of  measur- 
ing the  head.  The  head  acting  on  the  wheel  is  measured  most 
accurately  by  a  calibrated  pressure-gauge,  placed  in  the  supply- 
pipe  near  the  motor.  The  reading  of  this  gauge  if  merely  at- 
tached to  the  supply-pipe  in  the  usual  manner,  would  be  that 
due  to  the  pressure-head  only,  and  would  be  less  than  the  true 
head  acting  on  the  pipe.  By  inserting  a  tube  well  into  the 
current,  and  bent  so  as  to  face  the  current,  thus  forming  a  Pitot 
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tube  (Article  222,  page  265),  the  pressure  will  be  increased  the 
amount  due  to  the  velocity- head,  and  the  gauge  if  attached  to 
this  tube  will  give  the  pressure  corresponding  to  the  actual  head 
To  the  head  so  obtained  must  be  added  the  distance  from  the 
centre  of  the  gauge  to  the  level  of  the  water  in  the  tail-race. 
In  case  the  draught-tube  is  used,  a  vacuum  gauge  or  mercury 
manometer  can  be  attached,  and  the  suction-head  calculated 
from  the  gauge-reading  may  be  compared  with  the  measured 
distance.  In  case  two  gauges  are  used,  the  vertical  distance 
between  them  must  be  measured,  and  considered  a  portion  of 
the  head. 

To  obtain  the  head  corresponding  to  a  given  pressure,  in 
pounds  per  square  inch,  multiply  the  gauge-reading  by  the 
height,  in  feet,  of  water  corresponding  to  one  pound  of  pressure. 

One  pound  of  pressure  per  square  inch  corresponds  to 
2.308,  2.309,  2.31,  2.312,  2.315,  2.319,  and  2.32  feet  of  head  of 
water  at  the  temperatures  of  400,  500,  6o°,  700,  8o°,  90°,  and 
ioo°  F.,  respectively. 

The  head  of  one  inch  of  mercury  corresponds  to  1.13  feet 
of  water  at  700  F. 

Knowing  the  quantity  or  weight  of  discharge  and  the  head, 
the  energy  received  may  be  computed  by  any  one  of  the  four 
forms  in  equation  (1),  Article  237,  p.  281. 

3.  The  velocity  of  discharge  can  seldom  be  measured  directly; 
it  can  be  computed  from  measures  of  the  pressure  or  net  head, 

since  the  velocity  V '  =  \f2gh.     It  is  rarely  of  importance. 

In  case  the  motor  is  supplied  with  water  through  a  nozzle, 
its  least  area  may  be  determined  by  measurement;  then  the 
quantity  discharged  may  be  computed  as  the  product  of  ve- 
locity, least  area,  and  coefficient.     (See  Article  204,  p.  247.) 

251.  Special  Tests. — Backus  or  Pelton  Motors. — Apparatus 
needed. — Pressure-gauges,  two  receiving  tanks  on  scales  or  small 
weirs,  Prony  brake,  pipes  to  remove  water,  thermometer. 

Testing  Directions. — Measure  nozzle ;  note  its  position  and 
the  angle  at  which  jet  will  strike  buckets;  attach  pressure- 
gauge,  and  arrange  to  measure  discharged  water ;  attach  Prony 
brake.    Vary  the  head  of  water  by  throttling  the  supply;  if 
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heads  are  required  greater  than  will  be  given  by  the  water-works 
pressure,  they  must  be  supplied  by  pumping  with  a  steam- 
pump.  Take  four  runs  of  one  half-hour  each,  with  heads 
varying  by  one  fourth,  the  greatest  to  be  attained.  Obtain 
corrections  to  head  for  position  of  gauge.  Make  running 
start.  Take  observations  once  in  five  minutes  of  water  dis- 
charged, temperature,  gauge-readings,  weight  on  Prony  brake- 
arm,  and  number  of  revolutions. 

In  report,  describe  motor,  with  dimensions,  method  of  test- 
ing; compute  energy  received  in  foot-pounds  per  minute  and 
in  horse-power ;  compute  work  done  in  the  same  units ;  compute 
efficiency  of  each  run,  also  for  varying  velocity  of  perimeter. 

Make  a  plot  on  cross-section  paper,  with  work  delivered  in 
foot-pounds  per  minute  as  abscissae,  and  heads  as  ordinates. 
Compare  theoretical  with  actual  efficiency. 

Turbine  Water-wheels. — Large  weirs  must  be  arranged 
with  which  the  discharged  water  can  be  measured.  A  Prony 
brake  is  to  be  arranged  to  absorb  the  power  from  the  wheel, 
or  a  large  transmitting  dynamometer  may  be  provided  to 
receive  the  power  developed  by  the  wheel.  Measurements  to 
be  made  as  explained  in  Article  250. 

Water-pressure  Engines  are  to  be  tested  essentially  as 
described  for  the  hydraulic  ram.  When  used  to  operate  a 
pump,  indicator-diagrams  are  to  be  taken  from  both  engine  and 
pump  ends,  as  explained  in  the  chapter  on  steam-engine  testing. 
From  these  can  be  computed  the  energy  received  by  the  pistons 
of  the  water-engine  and  that  delivered  from  the  piston  of  the 
pump.  The  quantity  of  water  received  will  have  to  be  meas- 
ured independently. 

Hydraulic  Ram. — Apparatus  as  before,  with  additional 
pressure-gauge  for  discharge-pipe,  means  of  measuring  the 
vater  delivered  and  the  water  wasted. 

Testing. — Measure  head  of  water  acting  on  the  ram  and  of 
-hat  delivered  as  explained.  Make  runs  of  one  half-hour 
-ach,  with  varying  heads  of  supply  and  delivery.  Take  ob- 
servations once  in  five  minutes  of  gauge  on  supply-pipe,  on 
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delivery-pipe,  of  weir-readings  or  weights  of  water  wasted,  and 
of  water  delivered.  Compute  the  energy  received  and  work- 
done  expressed  in  foot-pounds  per  minute,  and  also  the  effi- 
ciency for  each  run. 

/>/  Report. — Describe  the  ram,  method  of  testing,  and  draw 
a  curve,  with  heads  as  ordinates  and  foot-pounds  of  work  as 
ciency  for  each  abscissae. 

252.  Forms  for  Tests  of  Hydraulic  Motors. — The  fol- 
lowing form  for  log  and  results  has  been  used  by  the  author: 


Efficiency  test  of Water-wheel. 

Type Capacity Diam 

At n    \ 

Date Bn 

Length  of  Brake-arm ft.;    Weir  zero ;    Temp.  Water *F. 


Q  = 


DATA. 


D.H.P 
£  ~  1FT#  X  3J' 


O 


S 


he 

c 

"c 


Head  on 
Wheel. 


Lbs. 


Ft. 


e 
o  . 

3 


w 


Water  used. 


g^     .2 


Cu.  ft. 
per  sec. 


1  it 

7Z — l*S 

Lbs.  per    g 
min.      CC 


D 

D.H.P. 

Revolutions 
per  minute. 

H.  P.    de- 
veloped by 
Wheel. 

Form  and  dimensions  of  Buckets , 

Number  of  Buckets Form  of  Delivery-tube. 

Diameter 


The  following  form  for  test  of  the  Swain  turbine  is  used  at 
the  Massachusetts  Institute  of  Technology : 
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TEST  ON  SWAIN  TURBINE. 


No. 


Date. 


188 


Time. 

Read- 
ing of 
Coun- 
ter. 

Revolu- 
tions 
per.... 
Minutes. 

Load 

on 

Brake. 

Height 

Water 

in 
Tank. 

Height 

o? 
Water 

in 
Wheel- 
pit. 

Read- 
ingof 
Hook- 
gauge. 

Hook- 

■KSL 

.    »ng.    . 

Tem- 
pera- 
ture in 
Wheel- 
pit. 

1 

I 

Diameter  of  wheel ft.        Radius  of  brake ft. 

Crest  of  weir  above  floor  of  pit ft. 

Width  of  weir  and  pit. ft. 

Correction  for  hook-gauge ft. 


Observed  depth  on  weir  (corrected) ft. 

Total  head  acting  on  wheel ft. 

Weight  of  1  cubic  foot  water  at °  Fahr lbs. 

Revolutions  of  wheel  per  minute 

Quantity  of  water  passing  weir  (uncorrected) cu.  ft. 

"     (corrected) cu.  ft. 

Available  work ft. -lbs.  per  sec. 

Work  at  brake ft. -lbs.  per  sec. 

Efficiency per  cent. 

Horse- power  of  wheel... 

Velocity  due  to  head  acting  on  wheel f L  per  sec 

Velocity  of  outside  of  wheel ft.  per  sec 

Signed 


253.  Classification  of  Pumps. — The  different  classes  of 
pumps  correspond  almost  exactly  to  the  different  classes  of 
water-motors,  with  the  mechanical  principles  of  operation 
reversed. 
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Ordinary  reciprocating  pumps  correspond  to  water-engines; 
chain-  and  bucket-pumps,  to  water-wheels  in  which  the  water 
acts  principally  by  weight.  Scoop-wheels  are  similar  to  under- 
shot  water-wheels,  and  centrifugal  pumps  to  turbines.  The 
various  classes  of  pumps  are  as  follows : 

A.  Reciprocating,  divided  according  to  the  method  of  con- 
struction into  lift ',  force,  combined  lift  and  force,  double-acting, 
and  diaphragm. 

B.  Rotary,  divided  into:  (1)  inferential,  in  which  the  water 
is  urged  forward  by  the  velocity  of  the  working  parts  of  the 
pump,  as  in  the  centrifugal  pump ;  (2)  positive,  in  which  all 
the  water  that  passes  the  pump  is  lifted  or  forced  by  the  work- 
ing parts  of  the  pump  to  a  higher  level ;  the  working  parts  of 
these  pumps  are  usually  gears  or  cams  meshing  together. 
These  pumps  are  often  spoken  of  as  rotary,  in  distinction  from 
centrifugal. 

Pumps  are  also  classified  by  the  power  used  to  drive  them. 
Thus,  pumps  driven  directly  by  attached  engines  are  termed 
steam  pumping-engines  or  steam-pumps;  those  driven  from  run- 
ning machinery  by  belts  or  gears  are  termed  power-pumps;  those 
operated  by  hand,  liand-pumps. 

254.  Duty  and  Capacity. — The  term  duty  is  applied  to  the 
work  done  by  steam-pumps.  This  term  originally  signified  the 
number  of  pounds  of  water  lifted  one  foot  by  the  consumption 
of  one  bushel  (94  pounds)  of  coaj ;  more  recently  it  has  been 
the  water  lifted  one  foot  by  the  consumption  of  100  pounds  of 
coal.  It  has,  in  recent  tests,  been  customary  to  assume  that 
each  pound  of  coal  evaporates  ten  pounds  of  water,  from  and 
at  2120,  under  atmospheric  pressure.  As  each  pound  of  water 
evaporated  under  such  conditions  requires  965.7  British  thermal 
units,*  and  each  B.  T.  U.  is  equivalent  to  778  foot-pounds  of 
work,  a  definite  amount  of  work  is  done  by  100  pounds  of  coal, 
equivalent  to  965,700  B.  T.  U.,  or  to  751,314,600  foot-pounds. 

The  duty  of  a  power-pump,  expressed  in  the  same  manner, 

*  A  British  thermal  unit,  symbol  B.  T.  U.,  is  the  heal  absorbed  in  raising 
one  pound  of  water  one  degree  Fahr.  in  temperature. 
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is  the  number  of  foot-pounds  of  water  raised  by  751,314,600 
foot-pounds  of  energy  expended  on  the  pump  and  accessories. 
A  committee  appointed  by  the  American  Society  of  Me- 
chanical Engineers  (see  Vol.  XI.  of  Transactions  American 
Society  Mechanical  Engineers,  p.  668)  recommend  that  in  a 
standard  method  of  conducting  duty  trials,  1,000,000  thermal 
units,  or  778,000,000  foot-pounds,  be  taken  as  the  basis  from 
which  the  duty  is  computed.  This  is  equivalent  to  the  evapo- 
ration of  10.35  pounds  of  water  per  pound  of  coal,  from  and 
at  2120,  and  is  likely  to  be  adopted  in  future  trials,  in  which 
case  the  duty  becomes  the  number  of  foot-pounds  of  water 
delivered  for  1 ,000,000  British  thermal  units  of  energy  supplied 
the  plant. 

The  capacity  of  a  pump  is  usually  expressed  as  the  number 
of  gallons  of  water  that  can  be  raised  against  a  specified  head 
in  24  hours  of  time ;  a  gallon  being  considered  as  equivalent  to 
8.3389  pounds  at  a  temperature  of  39.20. 

255.  Measurement  of  Useful  Work. — The  useful  work 
done  by  a  pump  is  the  product  of  the  number  of  pounds  of 
water  delivered  into  the  head  through  which  it  is  raised. 

The  head  is  the  total  vertical  distance  in  feet  from  the  sur- 
face of  the  water-supply  to  the  discharge,  increased  by  friction. 
It  is  measured  most  accurately  by  pressure-gauge  connected  to 
a  Pitot's  tube  (p.  265)  with  its  nozzle  facing  the  current  inserted 
in  the  discharge  pipe,  near  the  pump,  and  by  a  vacuum  gauge 
or  manometer  connected  to  the  suction  pipe.  The  head  in 
feet  is  equal  to  the  distance  between  these  gauges  plus  the 
total  readings  of  the  gauges,  reduced  to  equivalent  heads  of 
water  »see  p.  296). 

The  water  delhered  may  be  measured  by  discharging  over 
a  weir,  or  through  a  nozzle  or  tapering  pipe  called  a  Venturi 
tube.     -  See  Article  204,  p.  247.  j 

The  discharge  through  a  Venturi  tube  may  be  taken  a*  98 
per  cetit  of  the  theoretical  discharge,  that  through  a  straight 
corneal  nozzle  as  97.7  per  cent.* 

before  Am.  Soc.  Civil  Engineers,  by  Ci«nctis  Hcr*cfac^  S'jr. 
by  J.  R.  Freeman,  Nor.  1*99. 
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Delivery  measured  from  Piston-displacement. — Slip.— The 
water  delivered  in  the  case  of  piston-pumps  is  often  computed 
by  multiplying  the  total  piston-displacement  during  the  test 
by  1,  minus  the  slip.  The  total  piston-displacement  is  equal  to 
the  product  of  area  of  piston  by  length  of  strokes,  by  total 
number  of  single  strokes.  In  piston-pumps  the  length  of 
stroke  is  often  variable,  in  which  case  especial  means  must  be 
adopted  to  find  the  average  length.  The  slip  is  the  percentage 
that  the  actual  delivery  is  less  than  the  total  piston-displace- 
ment ;  it  can  only  be  determined  accurately  by  comparing  the 
volume  actually  discharged  with  the  total  displacement.  The 
slip  is  caused  by  air  in  suction-pipe,  leakage  past  piston,  leak- 
age past  valves  in  either  suction-  or  discharge-pipe,  and  imper- 
fect port-openings.  The  principal  cause  probably  comes  from 
leakage  past  the  piston,  and  this  leakage  can  often  be  deter- 
mined by  removing  the  cylinder-head,  blocking  the  piston, 
subjecting  it  to  the  water-pressure  for  at  least  one  hour,  and 
measuring  all  the  water  that  leaks  past  it.  This  test  should  be 
repeated  for  various  positions  in  the  stroke.  The  valve  leakage 
can  often  be  determined  by  a  similar  test.  No  air  should  be 
admitted  to  the  suction-pipe. 

A  table  of  percentage  of  slip  is  given  in  Hill's  Manual, 
published  by  the  Harris-Corliss  Engine  Co.,  from  which  it  is 
seen  that  the  slip  for  large  pumps  is  about  two  per  cent,  and 
that  it  varies  from  one  to  five  per  cent. 

256.  Efficiency-tests  of  Pumps. — An  -efficiency-test  will 
require  in  each  case  measurements  of,  firstly,  the  energy'  or 
work  supplied  the  pump ;  secondly,  the  useful  work  ;  thirdly, 
the  lost  work. 

The  difference  in  methods  of  testing  the  various  classes  of 
pumps,  as  described  in  Article  253,  simply  extends  to  the  meas- 
urement of  the  power  supplied  the  pump. 

The  steam-pump,  or  steam  pumping-enginey  is  to  be  con- 
sidered as  a  combination  of  the  steam-engine  with  a  pump. 
The  power  received  by  the  pump  is  that  delivered  by  the 
engine,  and  is  determined  by  a  steam-engine  test.  The 
method  of  testing  steam  pumping-engines,  and  standard  method 
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of  making  duty-trials,  as  adopted  by  the  American  Society  of 
Mechanical  Engineers,  will  be  given  under  special  applications 
of  the  method  of  testing  engines. 

The  power-flump  receives  its  energy  from  machinery  in 
operation ;  the  energy  received  may  be  measured  by  a  stand- 
ardized transmitting-dynamometer  (see  Chapter  VII.),  or,  in 
the  case  of  a  rotary  or  centrifugal  pump,  by  mQunting  in  a 
frame  having  a  free  angular  motion,  which  is  unaffected  by  the 
tension  on  the  driving-belt.  The  resistance  to  rotation  is  ob- 
tained by  a  known  weight  on  a  known  arm,  and  the  power 
supplied  in  foot-pounds  is  the  product  of  the  circumference 
that  might  be  described  by  the  arm  as  radius,  number  of 
revolutions,  and  the  weight.  Such  a  framework  is  termed  a 
cradle-dynamometer. 

257.  Special  Efficiency-tests— Power-pumps. — Efficiency- 
test  of  Centrifugal  Pumps — Directions. 

Apparatus  needed. — Pressure-gauge  for  delivery,  manometer 
for  suction,  transmission-dynamometer,  thermometer,  weir  for 
discharge. 

Directions. — Connect  suction-pipe  to  supply-tank,  and  ar- 
range discharge  with  throttle-valve  to  deliver  water  over  a 
weir.  Connect  delivery-gauge  to  an  elongated  air  chamber, 
which  in  turn  is  connected  with  the  delivery-pipe,  provided 
with  a  water  gauge-glass  opposite  the  pressure-gauge,  and 
means  of  changing  water-level  and  air-level.*  Connect  manom- 
eter or  vacuum-gauge  to  suction-pipe ;  obtain  vertical  distance 
between  these  gauges.  Arrange  a  standardized  transmission- 
dynamometer  to  receive  the  power,  and  drive  the  pump. 

During  the  test  maintain  the  water  in  the  air  chamber  at 
height  of  centre  of  the  gauge. 

Testing. — Set  the  machinery  in  operation;  arrange  the 
throttle-valve  to  give  an  approximate  head  of  50  feet.  After 
uniform  conditions  are  assumed,  start  the  run  ;  take  readings 
once  in  five  minutes  of  hook-gauge  at  weir,  of  temperature  of 
water,  of  discharge-gauge,  of  sucticn-guage,  of  dynamometer- 

*  See  Test  of  Steam  Pumping-engines. 
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or  power-scale.  Continue  the  run  for  one  hour  with  uniform 
pressure  on  discharge-gauge. 

Make  a  second  run  with  an  approximate  head  of  75  feet. 
and  a  third  run  with  an  approximate  head  of  loo  feet. 

Report. — In  report,  calculate  efficiency,  duty,  and  capacity 
for  each  head  ;  draw  a  curve  of  each  test,  using  power  in  foot- 
pounds as  ordi  nates,  and  total  water  delivered  as  abscissae. 
Describe  the  pump  and  method  of  testing. 

Efficiency-test — Rotary  Pump — Directions. — Apparatus  and 
connections  as  for  centrifugal  pump,  the  power  transmitted 
being  measured  either  by  a  transmission-dynamometer,  or  by 
a  balanced  cradle-dynamometer;  the  water  may  be  measured 
by  a  weir,  or  it  may  be  delivered  into  two  weighing  tanks,  one 
of  which  is  filling,  the  other  emptying,  and  the  water  weighed. 
Directions  for  the  test  are  as  in  the  preceding. 

258.  Form  for  Log  and  Report  of  Pump-tests.— The 
following  form  for  data  and  report  is  used  at  the  Massachusetts 
Institute  of  Technology  for  log  and  data  of  test  on  Webber 
centrifugal  pump  and  on  rotary  power-pump: 


TEST  ON   WEBBER   CENTRIFUGAL 

tump. 

Ne 

Datt 

Water. 

BMte 

Emerson  powcr-wlt 

| 

I 

ft 

g 

3 

fl 

2 

£ 

Tut 

% 

2  . 
S.-5 

l! 

1,8 

1 
33 

Is 

I 

1 

Is 

1 

Diameter  discharge  pipe "* 

Transverse  area  disc  barge- pipe "i- 

Dinance  between  gauges 
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Crest  of  weir  above  bottom  of  channel fi. 

Width  of  weir ft. 

Revolutions  of  pump  per  minute 

Water  pumped  in lbs. 

Duration  of  test mms. 

S  i  Depth  of  water  on  weir ft. 

jj  (  Temperature  at  weir  (corrected) *  C *  F. 

Suction-gauge  (corrected) ins ft. 

-"      Discharge-gauge  (corrected) lbs It. 

~     Actual  suction ft. 

Actual  head  ft. 

£      4.  .  j  Scale-reading  lbs. 

■      a.S   (  Revolutions  per  minute 

;        v     (  Scale-reading lbs. 

C       Hi  Revolutions  per  minute 

Vater  pumped  in minutes lbs. 

Capacity  in  gallons  per  minute 

Total  work  by  poner-tcale  (pumping) H.  P. 


Tare. 


..H.  P. 


Work  given  to  pump H.  P. 

Work  delivered  by  pump H.  P. 

Efficiency  percent. 

Duty  (fc.-lbs.  per  i.oco.coo  B.  T.  U.) 

Stgntd 

LOG  OF  TEST  ON  ROTARY  PUMP. 


T,«. 

Ptiwrr-.cale. 

Gauges. 

Ori 

Ce.. 

G^agf 

Pu  roping. 

Tare. 

Deliv- 
ery, lb*. 

iq.  In. 

Henri, 
in  feel. 

T= 

Counter 

■SIS- 

Weigh  i 

c. 

R. 

W. 

lilies 

- 

tor-    . 
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RESULTS  OF  TEST  ON  ROTARY  PUMP. 
No Date 


««  «< 

«< 

««  If 


Duration  of  test min, 

Power-scale,  pumping,  revolutions  per  minute 

weight ibs. 

tare,  revolutions  per  minute 

weight lbs. 

Suction-head  by  gauge inches  mercury ft.  H,0 

Discharge-head  by  gauge lbs.  per  sq.  in  

Head  on  orifices " 

Temperature °C •  F. 

Revolutions  of  pump  per  minute 

Area  of  discharge  at  gauge sq.  fa- 
Vertical  distance  between  gauges ft 

Diameter  of  orifices,  <?....,£....,  c. . ..,  </....,  e. . . .,  f. . . .,  g. . . .,  £....,  t.... 
vsOeincienis,  o .  • .  • ,  ". •  •  • ,  r . . . . ,  <<«•••,  c . . .   ,  j % » . . ,  ^.  . . .,  a.  . .  #t  ta. .. 

Constant  for  power-scale Jl 

Power-pumping,  by  scale H.  P. 

Tare H.P. 

Power  given  to  pump H.  P. 

Velocity-head  of  discharge ft. 

Total  head  =  press,  heads  +  vel.  head  4-  vert.  dist.  bet.  gauges ft. 

Water  pumped lbs  per  sec 

Work  done  by  pump  .... R.  P- 

Eflkiency  of  pump per  cat. 

Capacity  of  pump  in  gallons  per  minute 

Duty  of  pump  (ft. -lbs.  per  1,000,000  B.  T.  U.) •« 

Signed 


Part  II. 

METHODS  OF  TESTING  THE  STEAM-ENGINE, 


CHAPTER   X. 

DEFINITIONS  OF  THERMODYNAMIC  TERMS. 

259.  General  Remarks. — The  methods  of  testing  the 
steam-engine  which  are  given  here  presume  an  accurate 
knowledge  of  the  principles  of  action  of  the  engine,  an  ac- 
quaintance with  the  details  of  its  mechanism,  and  a  knowledge 
of  the  thermodynamic  principles  which  relate  to  the  transfor- 
mation of  heat-energy  into  work.  In  connection  with  the 
methods  of  testing,  the  student  is  advised  to  read  one  or  more 
of  the  following  books  : 

Manual    of   the   Steam-engine,  by   R.  H.  Thurston.     2  vols. 

N.Y.,  J.  Wiley  &  Sons. 
Manual  of  Steam-boilers.     IMd. 
Engine  and  Boiler  Trials.     Ibid. 

Etude  Experimental  Calorim£trique  de  la  Machine  k  Vapeur, 
par  V.  Dwelshauvers-Dery.     Paris,  Gauthier-Villars  et  Fils. 
;  Steam-engine,  by  D.  K.  Clark.     2  vols.     N.  Y.,  Blackie  &  Co. 
Steam-engine,  by  C.  V.  Holmes.     1  vol.     London,  Longmans, 

Green  &  Co. 
Steam-engine,  by   J.    M.   Rankine.      1    vol.      London,  Chas. 

Griffin  &  Co. 
Steam-making,  by  C.  A.  Smith.     1   vol.     Chicago,  American 

Engineer. 
Steam-using.     Ibid. 
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Steam-engine,  by  James  H.  Cottrell.  London,  E.  &  F.  N.  Spo* 
Thermodynamics,  by  C.  H.  Peabody.  N.  Y.,  J.  Wiley  &  Sor^ 
Thermodynamics,  by   De   Volson  Wood.     N.  Y.,  J.  Wiley 

Sons. 
Thermodynamics,  by  R.  Clausius.     N.  Y.,  Macmillan. 
Steam-tables,  by  C.  H.  Peabody.     N.  Y.,  J.  Wiley  &  Sons. 
Handy  Tables,  by  R.  H.  Thurston.     N.  Y.,  J.  Wiley  &  Sor*^ 

260.  Relations  of  Units  of  Pressure. — The  term  pressor* 
as  employed  in  engineering,  refers  to  the  force  tending  to  com. 
press  a  body,  and  is  expressed  as  follows :  (1)  In  pounds  per 
square  inch ;  (2)  In  pounds  per  square  foot ;  (3)  In  inches  of 
mercury  ;  (4)  In  feet  or  inches  of  water. 

The  value  of  these  different  units  of  pressure  are  as  follows: 


TABLE  SHOWING  RELATION   BETWEEN   PRESSURE  EXPRESSED 
IN  POUNDS,  AND  THAT  EXPRESSED  IN  INCHES  OF 
MERCURY,  OR  FEET  OF  WATER. 


7o°Fah. 

Pressure  in 

Pressure  in 
pounds  per  sq. 

pounds  per  sq. 

inch. 

foot. 

Inches  of  mer- 
cury. 

Feet  of  water. 

Inches  of  wate 

I 

i               M4 

2.0378 

2.307 

27.68 

2 

1            285 

4.0756 

4.614 

55.36 

3 

432 

6.II34 

6.921 

83.04 

4 

576 

8.0512 

9-23 

IIC7* 

5 

720 

IO.1890 

it.  54 

138.40 

6 

864 

12.2268 

13.85 

166.08 

7 

1008 

14.2646 

16.15 

103.76 

8 

1152 

16.3024 

18.46 

221.44 

9 

1296 

18.3402 

20.76 

249.12 

10 

1440 

20.3781 

23.07 

276.80 

The  barometer  pressure  is  that  of  the  atmosphere  in  inches 
of  mercury  reckoned  from  a  vacuum.  At  the  sea-level,  latitude 
of  Paris,  the  normal  reading  of  the  barometer  is  29.92  inches, 
corresponding  to  a  pressure  of  14,7  pounds  per  square  inch. 

Gauge  or  Manometer  pressure  is  reckoned  from  the  atmos- 
pheric pressure. 

Absolute  pressure  is  measured  from  a  vacuum,  and  is  equal 
*t>  the  sum  of  gauge-pressure  and  barometer  readings  expressed 


§26l.]     DEFINITIONS  OF  THERMODYNAMIC  TERMS.  3O9 


in  the  same  units.  Absolute  pressure  is  always  meant  unless 
otherwise  specified. 

Pressure  below  the  atmosphere  is  usually  reckoned  in  inches 
of  mercury  from  the  atmospheric  pressure,  so  that  29.92  inches 
would  correspond  to  a  perfect  vacuum  at  sea-level,  latitude  490. 

261.  Heat  and  Temperature. — The  term  heat  is  used 
sometimes  as  referring  to  a  familiar  sensation,  and  again  as 
applying  to  a  certain  form  of  energy  which  is  capable  of  pro- 
ducing the  sensation.  *  In  this  treatise  it  is  used  in  the  latter 
sense  only. 

Temperature  is  essentially  different  from  heat,  and  is  merely 
one  of  its  qualities  ;  it  is  difficult  to  define,  but  two  bodies  are 
of  equal  temperature  when  there  is  no  tendency  to  the  trans- 
fer of  heat  from  one  to  the  other.  Temperature  is  measured 
by  the  expansion  of  some  substance  in  an  instrument  termed 
a  thermometer.  Two  points,  that  of  melting  ice  and  of  steam 
from  water  boiling  at  atmospheric  pressure,  are  fixed  tempera- 
tures on  all  scales  of  thermometry.  The  expansion  between 
these  points  is  divided  into  various  parts  according  to  the 
scale  adopted,  and  each  part  is  termed  a  degree. 

The  following  thermometric  scales  are  in  use  in  different 
portions  of  the  world  : 


Fixed  Points,  Temperature  of  Water. 


Degrees  between  freezing  and  boil-  \ 

mg  point ) 

TenBperaoire  at  freezing  point 

Compamire  length  1  degree 

..  •«  •* 

«•.  »«  ** 


Fahrenheit.    ;    Centigrade. 


180 
I 


IOO 


l 


l 

[ 

i 


Rlnumur. 


Ho 
o 


I 


on 
the 


ees  of  temperature  taken  on  one  scale  can  easily  be 
to  any  other;  thus,  let  tf  be  the  temperature  of  a  body 
Fahrenheit  scale,  /,  on  the  Centigrade  scale,  and  t,  on 
R£amor  scale.     We  shall  have,  from  the  preceding  table, 


\t<  +  32° ; 
*''/  -  32') ; 

\*r  +  32"- 
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The  Fahrenheit  thermometer  is  used  principally  by  English- 
speaking  people,  and  unless  otherwise  mentioned  is  the  one 
used  in  this  treatise. 

The  TJiermometric  Substances  principally  used  are  mercury, 
alcohol,  and  air,  from  the  expansion  of  which  the  temperature 
is  obtained. 

Absolute  Zero. — This  quantity  is  fixed  by  reasoning  as  the 
point  where  gaseous  elasticity  or  expansion  would  be  zero. 
This  is  4920,  more  exactly  491. 8°,  of  the  Fahrenheit  scale  or 
2730  +*  of  the  Centigrade  scale  below  the  freezing-point  of 
water,  so  that  in  the  Fahrenheit  scale  the  absolute  tempera- 
ture is  4600  +  the  reading  of  the  thermometer,  and  on  the 
Centigrade  scale  2730  +  the  reading  of  the  thermometer. 

Absolute  Temperature \  on  any  scale,  is  temperature  reckoned 
from  absolute  zero. 

262.  Specific  Heat. — Specific  heat  is  the  ratio  of  that  re- 
quired to  raise  a  pound  one  degree  in  temperature  compared 
with  that  required  to  raise  one  pound  of  water  from  6o°  to  6i° 
Fahr. 

Specific  heat  of  water  is  not  quite  constant,  but  varies  as 
follows :  + 


Centigrade. 


I5C 
20c 

25c 


Fahrenheit. 


32° 

50° 

59° 
68° 

77° 


Specific  Heat. 

Centigrade. 

I.OO72 

30- 

I.OO44 

35° 

I. OOl6 

40° 

I. OOOO 

45° 

O.9984 

155° 

O.9948 

20O° 

Fahrenheit. 


86° 

95° 
1040 

"3° 
3"° 
392° 


Specific  Heat 


0.9954 

O.9982 

I.0000 

I.008 

I.046 

I.046 


Specific  heat  of  saturated  steam  at  atmospheric  pressure 
was  found  by  Regnault  to  equal  0.478.  Investigations  made 
at  Sibley  College  would  seem  to  indicate  that  the  specific  heat 
of  steam  increases  with  the  pressure  and  temperature. 

The  heat  contained  in  different  bodies  of  the  same  tempera- 


#  Encyc.  Brit.,  Vol.  XI.  p.  573.  f  Sec  Peabody's  Steam-tables. 
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ture,  or  in  the  same  body  in  its  liquid  and  gaseous  condition,  is 
quite  different  and  cannot  be  measured  by  the  thermometer. 
Thus  in  equal  weights  of  water  and  iron  at  the  same  tempera* 
ture,  the  heat  in  the  water  is  several  times  that  in  the  iron. 
This  is  known  because  in  cooling  a  degree  in  temperature, 
water  will  heat  a  much  greater  weight  of  some  other  substance. 

263.  Mechanical  Equivalent  of  Heat — The  experiments 
made  by  Rum  ford  and  Joule  established  the  fact  that  heat- 
energy  could  be  transformed  into  work,  or  vice  versa.  The  re- 
sults of  Joule's  latest  determination  gave  the  mechanical  work 
equivalent  to  the  heating  of  one  pound  of  water  one  degree  Fahr. 
in  temperature  as  774  foot-pounds,  while  the  later  and  more 
refined  determinations  of  Rowland,  reduced  to  450  of  latitude 
and  to  the  sea-level,  make  the  mechanical  work  equivalent  to 
the  raising  the  temperature  of  one  pound  of  water  from  620  to 
630  Fahr.  to  be  778  foot-pounds.  The  heating  of  one  pound 
of  water  one  degree,  from  390  to  400  Fahr.,  is  termed  a 
British  thermal  unit,  B.  T.  U.,  and  this  is  equivalent  in  me- 
chanical work  to  778  foot-pounds.  This  number  is  represented 
by  J  and  its  reciprocal  by  A  throughout  this  work. 

The  heat  needed  for  raising  one  kilogram  of  water  one  de- 
gree Centigrade  is  termed  a  caloric,  and  this  is  equivalent  to 
426.9  foot-pounds. 

In  some  treatises  a  British  thermal  unit  is  the  heat  required 
to  raise  one  pound  of  water  from  620  to  630  Fahr.,  which  differs 
little  from  that  defined  above. 

264.  Relations  of  Pressure  and  Temperature  of  Steam. 
— There  is  a  definite  relation  between  the  temperature  and 
pressure  of  steam  in  its  normal  or  saturated  condition.  This 
relation  was  very  carefully  investigated  1836-42  by  M.  V.  Reg- 
nault  in  Paris  by  a  series  of  careful  experiments  made  on  a  large 
scale.  These  experiments  form  the  basis  of  our  experimental 
knowledge  of  the  properties  of  steam. 

The  properties  of  steam  are  also  shown  by  the  thermody- 
namic laws,  and  are  given  in  tables  of  Rankine,  Clausius,  M.  V. 
Dwelshauvers-Dery,  Peabody,  and  Buel. 

The  following  empirical  formula,  deduced  from  Regnault's 
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experiments,  gives  the  relation  between  the  temperature  and 
pressure  of  steam  at  a  latitude  of  450  : 

For  steam*  from  32  °  to  21 2°  Fahr.  pressure  in  pounds  per 
square  inch, 

log  p  =  a  -baT+cBTy 

in  which  a  =  3.025908,  log  b  =  0.61 174,  log  c  =  8.13204  -  10, 
log  a  =  9.998181015  —  10,  log  B  =  0.0038134,  T=zt  -  320. 
For  steam  from  21 2°  to  4280  Fahr., 

log /  =  *,-#,*/ +  *,*/, 

in  which  ax  =  3.743976,  log  bx  =  04120021,  log  cx  =  7.74168- 
10,  log ax  =9.998561831  —  10,  log 2^=0.0042454,  7  =  /-2i2°. 
265.  Properties  of  Steam. — Definitions. — Steam  occurs  in 
two  different  conditions:   1,  saturated  ;  2,  superheated. 

1.  Saturated  Steam. — This  can  exist  only  in  contact  with  the 
water  from  which  it  was  generated,  although  the  quantity  of 
water  present  may  be  very  small. 

Saturated  steam  of  any  pressure  is  at  the  lowest  tempera- 
ture and  possesses  the  least  specific  volume  and  the  greatest 
density  consistent  with  that  pressure.  The  slightest  decrease 
in  temperature  results  in  partial  condensation,  forming  what  is 
termed  moist  or  wet  steam,  in  distinction  from  dry  steam*  Thus 
saturated  steam  may  be  either  wet  or  dry.  The  percentage  of 
dry  steam  in  a  mass  of  wet  steam  is  termed  its  quality. 

2.  Superheated  steam  cannot  exist  in  contact  with  the  water 
from  which  it  was  generated.  Its  temperature  is  higher,  its 
specific  volume  greater  and  its  density  less  than  saturated 
steam  of  the  same  pressure. 

Steam-tables  give  the  properties  of  dry  saturated  steam  only 
and  usually  arranged  with  absolute  pressure  as  the  argument 
or  given  quantity.     The  important  properties  are  as  follows: 

(a)  Total  Heat  (symbol,  A). — This  is  the  amount  of  heat 
required  to  convert  one  pound  of  water  from  320  into  saturated 

#  Steam-tables,  by  Prof.  Cecil  H.  Peabody. 
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steam  at  a  pressure  P.  If  /  is  the  temperature  of  the  steam, 
the  total  heat,  A,  is  calculated  by  an  empirical  formula  based  on 
the  experiments  of  Regnault.     Expressed  in  English  units, 

A  =  10814 +  °-3°5'' 

(b)  Heat  of  the  Liquid  (q)  is  the  number  of  thermal  units 
used  in  heating  one  pound  of  water  from  320  Fahr.  to  the  tem- 
perature required  to  generate  steam.     According  to  Regnault, 

q  =  /  -f-  0.00002/'  +  0.0000003/1 

for  Centigrade  units.  And  according  to  Rankine  for  English 
units  when  /,  is  the  initial  and  /  the  final  temperature, 

q  =  t  —  tx+  0.000000103K/  -  390-1)'  -  ('1  -  390-1)']- 

(c)  Internal  Latent  Heat  (p). — This  is  the  work  done, 
measured  in  thermal  units,  in  separating  the  molecules  of  the 
steam  beyond  the  range  of  mutual  attraction.  It  is  calculated 
from  the  formula 

p  ==  1061  —  0.791/. 

(J)  External  Latent  Heat  (A Pit). — This  is  the  work,  ex- 
pressed in  heat-units,  of  expanding  the  steam  against  an 
external  pressure  which  is  equal  to  that  of  the  steam  generated. 
Thus,  let  u  =  s  —  a  be  the  difference  in  volume  of  a  pound  of 
steam,  s,  and  a  pound  of  water,  <r,  at  any  pressure  per  square 
foot,  Pm  Then  the  work  of  expansion  will  be  Pu  foot-pounds  or 
APu  thermal  units.     According  to  Zeuner, 

APu  =  20.91  +  i.096(/  —  q). 

(e)  Heat  of  the  Steam  (L).— This  is  the  heat  which  the  steam 
actually  contains ;  it  is  the  total  heat  less  the  external  latent 
heat.    In  thermal  units, 

Z  =  X  —  APu  =  ^  +  P»     since     A  =  q-\-APu-\-  p. 


514  '    EXFERIJiEXTAL   EXGIXEEXIXG.  [§266. 

if)  Heat  of  Vafvrizatie**  or  total  latent  heat,  (r,)  is  that  por- 
tion of  the  total  heat  which  is  required  to  convert  one  pound 
of  water  at  any  temperature  into  saturated  steam  at  the  same 
temperature  and  at  a  pressure  Pi  it  is  the  sum  of  external 
and  internal  latent  heats,  or  the  total  heat  less  the  heat  of  the 
liquid.     That  is. 

r  =  p  —  APu  =  1  —  qm 

A  formula  for  calculating  r  is 

r  =  i08l.4-f-0.305/  —  q. 

(g\  Specific  Volumes  and  Density  of Steam. — These  quanti- 
ties are  usually  calculated  from  thermodynamic  equations. 


dt 


s  =  volume  of  one  pound  of  steam.  <r  =  volume  of  one  pound 
of  water. 

It  will  be  noticed  that  the  different  steam  tables  differ 
principally  in  respect  to  these  quantities. 

THERMODYNAMIC  CONDITIONS,  TEMPERATURE  AND 

ENTROPY. 

266.  Isothermal  is  a  term  used  to  denote  a  condition  in 
which  the  temperature  remains  constant ;  the  total  amount  of 
heat,  or  the  pressure,  may  vary. 

Adiabatic  is  a  term  used  to  denote  the  condition  in  which 
the  total  quantity  of  heat  is  unchanged  by  heat-transfer.  1* 
may,  however,  be  changed  by  transformation  into  work  and 
zice  versa. 

Temperature  is  the  scale  used  to  determine  the  relative 
values  of  different  isothermal  conditions ;  and  change  of  tern 
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perature   is   the   change  which   occurs  in   passing   from  one 

isothermal  condition  to  another. 

Entropy  is  the  scale  used  to  determine  the  relative  values 

of  different  adiabatic  conditions  ;  and  change  of  entropy  is  the 
change  which  occurs  in  passing  from  one  adiabatic  condition 
to  another. 

Change  of  temperature  can  be  measured  by  the  expansion 
of  some  thermometric  substance ;  but  change  of  entropy \  which 
is  just  as  real,  cannot  be  measured  or  represented  in  any  sim- 
ple manner.  If  we  represent  the  entropy  by  0,  the  absolute 
temperature  by  T,  the  heat  at  any  adiabatic  condition  by  Qy 
then  by  the  second  law  of  thermodynamics 

dQ 

t 

In  case  of  a  liquid,  dQ  =  cdg,  in  which  c  is  the  specific  heat, 
and  q  the  temperature.  In  this  case  denote  the  entropy  by  0. 
Then 

e=   I  -'$ (2> 


-/■ 


For  water  this  is  readily  calculated. 

In  the  case  of  steam  the  entropy,  or  change  of  entropy 
from  water  at  the  freezing-point  to  steam  at  any  pressure  is 
equal  to  the  entropy  of  the  liquid,  0,  plus  that  of  the  steam, 

Y-    In  which  x  is  the  quality  of  the  steam,  or  per  cent  of  dry 

steam. 

In  this  case 


*=?+'=?+/"* 


T' 

~  %s  o 

In  any  other  case 

X  T 
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Change  of  entropy, 

.  XT  X  T 

A  short  table  giving  the  value  of  the  entropy  of  steam  is  to 
be  found  in  Article  230,  page  273. 

267.  Steam-tables. — The  numerical  values  representing 
the  various  properties  of  steam,  in  relation  to  its  pressure,  arc 
arranged  in  the  form  of  tables  termed  steam-tables.  The  rela- 
tive accuracy  of  these  various  steam  tables  is  discussed  at 
length  by  Prof.  D.  S.  Jacobus  in  Vol.  XII.  Transactions  of 
American  Society  Mechanical  Engineers,  page  590,  from  which 
it  is  seen  that  the  table  compiled  by  Mr.  Chas.  T.  Porter  rep- 
resents the  experimental  investigations  of  Regnault  most  accu- 
rately ;  but  that  possibly  for  scientific  investigations  the  tables 
of  Peabody,  Dery,  and  Buel,  which  are  founded  on  thermo- 
dynamical  laws,  are  somewhat  more  accurate.  Practically  the 
tables  are  accordant  for  all  working  pressures  and  temperatures 
of  steam :  the  difference  is  principally  in  the  values  given  for 
the  density.  The  tables  of  Chas.  T.  Porter*  have  been  adopted 
as  the  tables  to  be  used  in  reporting  results  of  boiler  trials 
and  of  duty  trials  of  pumping  engines,  by  the  American 
Society  of  Mechanical  Engineers  (see  Transactions,  Vol.  VI, 
and  also  Vol.  XII.),  and  for  such  tests  the  standard  reports 
should  be  calculated  from  those  tables.  These  tables  are,  how- 
ever, deficient  for  scientific  purposes,  since  they  omit  values  of 
some  of  the  important  properties  of  steam.  In  the  Appendix 
are  printed  the  table  by  Porter,  and  also  the  table  by  Buel  as 
printed  in  Weisbach's  work  on  the  steam-engine  and  in  VoL  I. 
of  Thurston's  Manual  of  the  Steam-engine. 

*  The  Richards  Steam-engine  Indicator,  by  Chas.  T.  Porter. 
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Manometers. — The  term  manometer  is  frequently 
to  any  apparatus  (or  the  measurement  of  pressure, 
i  it  is  the  practice  of  Ameri- 
ineers  to  use  this  term  only  for 
olumns  filled  with  mercury  or 
nd  used  to  measure  small  press- 
Che  pressure  is  measured,  in  all 
■ters  used  for  engineering  pur- 
>ove  the  atmospheric  pressure,  and 
ermination  must  be  increased  by 
sure  equivalent  to  the  barometer- 
to  give  absolute  pressure.  The 
iters  in  common  use  are  glass  or 
ibes,  either  U-shape  in  form  as  in 
,  or  straight  and  connected  to  a 
if  large  cross-section  as  shown  in 

Hires  below  the  atmosphere  can 
mred  equally  well  by  connecting 
ing  branch  of  the  tube  and  leav- 
short  branch  open  to  the  atmos- 

FlG.  it!.— U-1IUP1D  \ 

U-shaped  Manometer.— In  the 

J  tube,  with  any  form  as  shown  in  Fig.  1 1 8  or  Fig.  : 
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water  or  mercury  is  poured  in  both  branches  of  the  tube,  the 
pressure  is  applied  to  the  top  of  one  of  the  tubes, 
and  the  liquid  rises  a  corresponding  distance  in  the 
other.  When  no  pressure  is  applied,  the  liquid  will 
stand  at  the  same  level  in  both  tubes ;  when  pressure 
is  applied,  it  is  depressed  in  one  tube  and  raised  in 
the  other.  The  pressure  corresponds  to  the  vertical 
distance  between  the  surface  of  the  liquid  in  the 
two  tubes  and  can  be  reduced,  as  explained  in  Arti- 
cle 259,  to  pounds  of  pressure  per  square  inch. 

An  inch  of  water  at  a  temperature  of  700  Fahr. 
corresponds  to  a  pressure  of  0.197  pound  ;  an  inch 
of  mercury,  to  0.493  pound.  The  principle  of  ac- 
tion of  the  U-shaped  manometer-tubes  is  as  follows: 
Consider  the  atmospheric  pressure  as  acting  on 
one  side  of  the  tube,  and  the  pressure  which  is 
to  be  measured  and  which  is  greater  or  less  than 
u.sHAGpKD,MA-atrnospheric  as  acting  on  the  other  side.  The  total 
nomktkr.  abs0iute  pressure  in  each  branch  of  the  tube  must  be 
equal,  consequently  enough  liquid  will  flow  from  the  side  of  the 
greater  to  the  side  of  the  less  to  maintain  equilibrium.  Thus 
let  /  be  the  atmospheric  pressure ;  /, ,  the  absolute  pressure 
to  be  measured,  expressed  in  inches  of  water  or  mercury ;  //, 
the  height  of  the  column  on  the  side  of  the  atmosphere;  //,, 
the  height  on  the  side  of  the  pressure.     Then 


/  +  *=/,+*,. 


from  which 


A -/  =  *-*.■ 


The  U-shaped  tube  can  be  used  with  two  liquids  of  different 
densities^  using  the  heavier  liquid  on  the  side  of  the  lighter 
pressure.  Let  dx  denote  the  density  of  the  lighter  liquid, 
and    d    that    of   the   heavier;    //,    and   //,   the   corresponding 
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heights  of  the  columns.      We  shall  have  as  before,  taking  all 
measurements  from  the  lower  surface  of  the  heavier  liquid, 


pl  +  M  =  p  +  Wl, 
from  which 

px  —  /  =  kxdx  —  ltd. 

This  instrument  is  much  more  delicate  and  is  better  suited 
for  measuring  small  differences  of  pressure  than  when  a  single 
liquid  is  used ;  the  reason  for  which  will  be  readily  seen  if  we 
consider  an  example.  Suppose  that  water  be  used  as  the 
heavier  liquid,  of  which  the  specific  gravity  is  I,  and  that 
crude  olive-oil  be  used  as  the  lighter  liquid,  of  which  the 
specific  gravity  is  0.916.  Suppose  that  all  pressures  are  meas- 
ured in  equivalent  height  of  a  water  column  expressed  in 
inches,  and  that  //  =  6  inches,/,  — -/  =  £  inch  ;  then  //, ,  which 
is  the  difference  of  level  of  the  water  in  the  two  branches,  will 
be  J  +  6.(0.916)  =  6.0  inches,  whereas  it  would  have  been  but 
one-half  inch  had  there  been  only  water,  or  0.545  if  the  liquid 
had  been  olive-oil.  By  making  the  density  of  the  liquids  more 
and  more  nearly  equal  the  instrument  will  become  more  and 
more  delicate.  A  dilute  mixture  of  water  and  alcohol  of  which 
the  density  must  be  determined  (see  Article  134,  page  177),  for 
the  heavier,  and  of  crude  olive-oil  for  the  lighter,  gives  excel- 
lent results.  If  the  instrument  can  be  so  manipulated  that 
A  =  t, 

Px-P  =  K*x-*\ 

and  the  calculation  becomes  very  simple,  as  in  that  case  the 
reading  would  have  to  be  multiplied  only  by  the  differences  of 
the  densities  of  the  two  liquids. 

270.  Cistern-manometer. — In  the  case  of  a  manometer  of 
the  form   of   Fig.   120  or  Fig.  121,  the  cistern  or  vessel  into 
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which    the   tube    is    connected    has  a  large  area  relative  to 
that  of  the  tube.     Pressure  is  applied  to 
the  top  of  the  liquid  in  the  cistern,  the 
surface  of  which  will  be  depressed  a  small  g 
amount,  and  the  liquid  in  the  tube  will  ] 
be  raised  an  amount  sufficient  to  balance 
this  pressure.     The  pressure  corresponds  I 
to  the  vertical  distance  from  the  surface 
of  the  liquid  in  the  tube  to  that  in  the  [ 
cistern.     As  the  liquid  is  not  usually  in 
sight  in  the  cistern,  a  correction  is  neces- 
sary to  the  readings  in  order  to  find  the 
correct  height  corresponding  to  a  given 
pressure.     This   correction  is   calculated 
as  follows:  Let  A  equal  the  area  of  sur- 
face of    the  liquid  in  the  cistern,  a  the 
area  of  the  manometer-tube,  H  the  fall 
of  liquid  in  the  cistern,  k  the  correspond- 
ing rise  of  liquid  in  the  tube,  b  the  height 
required  for  one  pound  of  pressure  (see 
Article  260,  page  308), /the  number  of 
pounds  of  pressure.     We  have  then 


H  +  h 


P\ 


and  since  the  tube  is  supplied  by  liquid  from  the  cistern, 
HA  =  ha. 

Eliminating  H  in  the  two  equations. 


//  = 


If  p  =  one  pound. 


Apb 
A+a 

Ab 
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which  is  the  length  the  graduation  should 
be  made  to  allow  for  fall  of  mercury  in  the 
cistern  and  give  a  value  equal  to  one  pound 
of  pressure. 

To  make  this  correction  uniformly  ap- 
plicable the  area  of  cross-section  of  both 
tube  and  cistern  should  remain  uniform. 

271.  Mercury  Columns. — Mercury  col- 
umns, as  used  in  the  laboratories,  are  usually 
made  on  the  principle  of  the  cistern-manom- 
eter. The  tube  is  very  long  and  made  of 
glass  or  steel  carefully  bored  out  to  a  uniform 
diameter.  If  the  tube  is  of  glass,  the  height 
of  mercury  can  be  readily  perceived  and 
read  ;  if  of  steel,  the  height  of  the  mercury 
is  usually  obtained  by  a  float,  which  in  some 
instances  is  connected  to  a  needle  which 
moves  around  a  graduated  dial. 

In  some  of  these  instruments  electric  con- 
nections are  broken  whenever  the  mercury 
passes  a  certain  point,  and  an  automatic 
register  of  the  reading  is  made.  Fig.  121 
shows  the  usual  form  of  the  mercury  col- 
umn, in  which  the  pressure  is  applied  in  the 
upper  part  of  the  cistern,  so  as  to  come 
directly  on  the  top  of  the  mercury.  In  the 
case  of  a  glass  column  the  graduations  are 
usually  made  on  an  attached  scale,  and  are 
corrected  as  explained  in  Article  270  for  the 
fall  of  mercury  in  the  cistern. 

272.  Corrections  to  the  Mercury  Col- 
umn.— The  mercury  column  is  usually  the 
standard  by  which  all  pressure-gauges  are 
compared,  and  its  accuracy  should  be 
thoroughly  established  in  every  particular. 

The  requirements  for  an  accurate  mer- 
cury column  are : 
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1.  Uniform  bore  in  cistern  and  tube. 

2.  Accurate  graduations,  spaced  as  explained  in  Article  270. 
As  it  is  impossible  to  make  the  graduations  perfectly  accurate, 
the  error  in  this  scale  should  be  carefully  determined,  and  the 
readings  corrected  accordingly. 

The  corrections  to  the  readings  are: 

1.  For  expansion  of  the  mercury  and  tube  due  to  increase 
of  temperature. 

The  method  of  correcting  for  expansion  of  the  mercury  and 
the  material  enclosing  it  would  be  as  follows  : 

Let  A  equal  the  coefficient  of  lineal  expansion  of  the  mer- 
cury, and  3A  that  of  the  cubical  expansion  per  degree  Fahr.; 
let  6  equal  the  coefficient  of  lineal  expansion  of  the  metal  of 
the  cistern,  and  6'  that  of  the  metal  of  the  tube.  Let  //'equal 
the  depression  in  the  cistern,  hf  the  corresponding  elevation  in 
the  tube  corresponding  to  a  pressure  of  one  pound,  and  a 
difference  of  level  of  b\  Let  b  equal  the  difference  of  level 
corresponding  to  a  pressure  of  one  pound  at  a  temperature  of 
6o°  Fahr.     Then,  as  before, 

_     A'V     _      A(i  +  2d)b(i  +  3\) 
~  a  +  A'  ~~  a(\  +  2<T)  +  A(i  +  26)' 

2.  Correction  for  the  capillary  action  of  the  tube.  This  force 
depresses  the  mercury  in  the  tube  a  distance  which  decreases 
rapidly  as  the  diameter  increases. 

The  amount  of  this  depression  is  given  in  LoomiVs  Meteor- 
ology  as  follows : 


Diameter  of 
Tube. 
Inch. 

! 

Depression. 
Inch. 

Diameter  of 
Tub*. 
Inch. 

Depression. 
Inch. 

O.05 

O.295 

O.40 

O.O15 

O.IO 

0.141        , 

0.45 

O.OI2 

O.15 

O.087 

1         O.50 

O.008 

0.20 

O.058 

O.60 

O.O04 

O.25 

0.041 

O.70 

O.0023 

O.30 

O.029 

O.80 

0.0012 

0-35 

O.021 
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3.  There  might  also  t>e  considered  a  very  slight  correction 
iue  to  the  fact  that  the  force  of  gravity  in  different  latitudes 
raries  somewhat.  Since  the  weight  of  a  given  mass  of  mercury 
f  equal  to  the  product  of  the  mass  into  the  force  of  gravity,  it 
ill  vary  directly  as  the  force  of  gravity,  or,  in  other  words, 
e  assumed  weight  of  mercury  may  not  be  exactly  correct 
his  correction  is  a  refinement  not  necessary  in  usual  tests. 

4-  Difference  of  barometer-readings  at  top  and  bottom  of 
e  tube  might  make  some  difference. 

While  it  is  well  to  give  all  these  corrections  their  true 
eight,  yet  a  false  impression  should  not  be  incurred  concern- 
g  their  importance.  It  is  hardly  probable  that  the  correc- 
ons  for  change  in  temperature,  or  corrections  for  the  differ- 
ice  in  the  force  of  gravity  from  that  at  the  sea-level  on  the 
juator,  would  in  any  event  make  a  sensible  difference  in  the 
radings. 

273.  Direct-reading  Draught-gauges. — The  ascending 
)rce  which  causes  smoke  or  heated  air  to  rise  in  a  chimney  is 
illed  the  draught.  The  pressure  in  such  a  case  is  below  that 
f  the  atmosphere,  and  is  usually  measured  in  inches  of 
ater.  Draught-gauges  are  U-shaped  manometers  adapted  to 
leasure  pressures  less  than  that  of  the  atmosphere.  See  Figs. 
18  and  119.  To  use  this  manometer  water  is  poured  into  the 
ube  until  it  stands  at  the  point  marked  0,  Fig.  119;  one  side 
» then  connected  by  a  pipe  to  the  flue  or  chimney  of  which 
he  draught  is  to  be  measured.  The  difference  of  level  of  the 
ater,  as  shown  by  the  manometer-tubes,  is  the  draught  ex- 
ressed  in  inches  of  water.  An  inch  of  water  at  a  temperature 
f  700  Fahr.  corresponds  to  0.197  pound. 

Allen  s  Draught-gauge. — A  very  complete  draught-gauge  of 
le  U-shaped  manometer  type,  with  attached  thermometer  and 
movable  scale  the  zero  of  which  can  be  set  to  correspond  to 
le  lower  water-surface,  is  shown  in  Fig.  122  as  designed  by 
,  M.  Allen  of  the  Hartford  Boiler  Insurance  Co. 

As  the  draught  is  often  a  small  fraction  of  an  inch,  it  is 
)metimes  of  importance  to  be  able  to  read  smaller  variations 
1  height  than  could  be  obtained  by  direct  measurement :  this 
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is  secured  by  arranging  the  manometer  so  that  the  surface  in 
the  tube  shall  move  a  greater  distance  than  that  due  to  the 


PtO.  ih.— Aunt's  Drauqhi 


difference  of  level,  or  by  using  liquids  of  different  densities,  as 
explained  in  Article  269,  page  319. 

274.  Draught-gauges  in  which  Surface  in  Measuring- 
tube  moves  farther  than  that  due  to  Difference  in  Press- 
ures.— PecUt's  Draught-gauge. — A  simple  draught-gauge,  io 
which  the  distance  moved  by  the  surface  in  the  tube  is 
greater  than  that  due  to  fall  of  level,  is  shown  in  Fig.  123.  "~ 
consists  of  a  bottle,  A,  with  a  mouth-piece  near  the  bottom 
into  which  a  tube,  EB,  is  inserted  with  any  convenient  incli- 
nation, as  one  In  five.  The  upper  end  of  the  tube  is  bent  up- 
ward, as  at  BK,  and  connected  with  a  rubber  tube,  KC,  leading 
to  <  The  tube  is  fastened  to  a  convenient  support,     - 
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275.  Hoadlcys  Dracgbt- gauge* — Th:>  tra^pr  «i>  -sri  .r 
the  trials  erf  a  warm-b-a^t  itrz»arit-f  cescribei  :r.  V.  1.  VI.  Tr;.:> 
sactioos  Amcricaii  Soottv  Mechir.ical  Er.ci*-*^^^  v^x  *-^. 
It  consists  of  two  glm  t-be?w  a^  fb:wr.  :r.  F:^.  :rf.  ab.*--t  5^ 
inches  long,  and  about  0-4  inch  inside  c:an*;£:e:  ir.vi  ^..-  inch 
outside  joined  al  each  tr,c  by  rr.ein?  c:  <turr.r.^bcvc>  :c 
suitable  brass  tube  conne-cti:'^.  bv  ^h:ch  the v  ire  >oce,re-ei  te  i 
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backing  of  wood.  The  glass  tubes  can  be  put  in  communica- 
tion with  each  other  at  top  and  bottom  by  opening  a  cock  in 
each  of  the  brass  connections.  Directly  over  each  tube  is  a  brass 
drum-shaped  vessel  4.25  inches  in  diameter  and 
with  heads  formed  of  plate-glass.  These  drums 
are  connected  to  the  tubes,  and  also  provided 
with  stop-cocks  and  nipples  to  which  rubber 
tubes  can  be  attached.  Two  sliding-scales  are 
arranged  along  the  tubes,  one  to  measure  the  de- 
pression, the  other  the  elevation,  of  the  surface  of 
a  liquid  filling  the  lower  halves  of  the  tubes.  In 
the  use  of  the  instrument  two  liquids  of  different 
densities  were  used,  a  mixture  of  water  and 
alcohol  with  specific  gravity  about  0.93  being 
used  for  the  heavier  liquid,  and  crude  olive-oil 
with  a  specific  gravity  of  0.916  for  the  lighter. 
In  using  the  instrument  the  heavier  liquid  was 
first  put  into  the  tubes,  care  being  exercised  to 
avoid  wetting  the  top  attachments;  then  the 
top  connection  between  the  tubes  was  opened 
and  the  olive-oil  poured  in.  In  using  the  instru- 
ment one  branch  was  connected  to  the  chimney, 
the  other  being  opened  to  the  air,  the  bottom 
connection  opened  and  the  top  connection 
closed.  The  liquid  would  rise  in  the  tube  with 
the  lighter  pressure  a  distance  inversely  pro- 
portional to  the  respective  areas  of  exposed 
surface  of  the  tube  and  drum.  The  bottom 
connection  was  then  closed,  the  connection  to 
the  flue  removed,  and  the  top  connection  opened ; 
the  surface  of  the  olive-oil  would  then  become  ^"'^ 
level  in  the  two  tubes,  that  of  the  water  remaining  at  different 
heights.  It  was  then  attached  to  the  flue  and  these  operations 
repeated,  until  the  heavier  liquid  would  no  longer  flow  to  the 
side  of  the  lighter  pressure;  in  that  case  we  should  have  the 
condition  of  equilibrium  between  two  liquids  of  different  den- 
sities, Article  269,  page  319,  in  which  the  lengths  of  columns 
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if 
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of  the  two  liquids  are  equal.     Hence,  noting  that  p  is  here  the 
greater,  the  difference  of  pressure  in  inches  of  water  is 

in  which  dx  and  d  are  the  respective  specific  gravities  of  the 
liquids  used. 

276.  Mercury  Manometers  with  Pistons. — Mercury  cis- 
tern-manometers are  made  in  which  the  pressure  acts  on  a 
piston,  and  this  force  is  transmitted  by  a  rod  to  a  piston  of 
larger  area  on  which  the  mercury  rests.  In  this  case  the 
height  of  the  mercury  column  for  a  given  pressure  will  be  less 
than  that  required  when  the  pressure  is  direct,  in  the  ratio  that 
the  area  acted  on  by  the  pressure  bears  to  that  acted  on  by 
mercury.  Fig.  126  shows  the  form  of  such  a  column  as  man- 
ufactured  by  Thomas  Shaw  of  Philadelphia.  In  this  case  the 
pistons  are  included  between  two  diaphragms,  to  lessen  the 
friction  indispensable  to  tight  pistons. 

Thus  the  pressure  is  received  by  the  diaphragm/,  thence  it 
acts  on  the  small  piston  directly  above  it,  and  is  transmitted  by 
the  rod  h  to  the  larger  piston  ;  between  this  piston  and  the 
mercury  1,  is  a  second  diaphragm.  The  action  of  the  gauge  is 
as  follows :  Let  A  equal  area  of  larger  piston,  a  the  area  of 
smaller  piston,  2.037  inches  the  height  of  mercury  correspond- 
ing to  one  pound  of  direct  pressure,  x  the  required  height  of 
column  corresponding  to  one  pound  of  pressure.     We  have 


x  :  2.037  ::  a  :  A. 


Hence 


x  = 


2.037  a 
A  "' 


By  properly  proportioning  the  areas  of  the  piston,  the 
graduations  on  this  instrument  can  be  so  arranged  that  very 
great  pressures  may  be  measured  by  a  short  column.  In 
such  a  case  the  column  cannot  be  read  to  minute  subdivi- 
sions accurately. 
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With  this   instrument    the  friction   of  pistons  or  stiffs 
of  diaphragms  is   likely  to  constitute  the  principal  source 


Fra.  nt. — Skaw'i  Hi 


error.     It  should  be  compared   from  time  to  time  with 
standard  mercury  column. 
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277.  Steam-gauges. — The  steam-gauges  in  general  use  are 
of  two  classes,  known  respectively  as  the  Bourdon  and  Dia- 
phragm Gauges. 

The  Bourdon  Gauge. — In  the  Bourdon  gauge  the  pressure 
is  exerted  on  the  interior  of  a  tube,  oval  in  cross-section,  bent 
to  fit  the  interior  of  a  circular  case  ;  the  application  of  pressure 
tends  to  make  the  cross-section  round  and  thus  to  straighten 
the  tube.  This  motion  communicated  by  means  of  racks  and 
gears  rotates  an  arbor  carrying  a  needle  or  hand. 

The  various  forms  of  levers  used  for  transmitting  the 
motion  of  the  tube  to  the  needle  are  well  shown  in  the  accom- 


panying figures,  127  to  131.  The  levers  are  in  general  adjust- 
able in  length  so  that  the  rate  of  motion  of  the  needle  with 
respect  to  the  bent  tube  can  be  increased  or  diminished  at  will. 
Thus  in  Fig.  127,  and  also  in  Fig.  128,  the  lever  carrying  the 
sector  is  slotted  where  it  is  pivoted  to  the  frame;  by  loosen- 
ing a  set-screw  the  pivot  can  be  changed  in  position,  thus  alter- 
ing the  ratio  of  motion  of  hand  and  spring  in  different  parts  of 
the  dial. 

Fig.  128  shows  a  gauge  with  a  steel  tube  or  diaphragm  for 
use  with  ammoniacal  vapors  which  attack  brass. 
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In  nearly  all  these  gauges  lost  motions  of  the  part?  a 
to  some  extent  taken  up  by  a  li^ht  hatr-suring  wound  arc-: 
the  needle-pivot. 
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278.   The    Diaphragm    Pressure-gauge.  —  In  the  dia- 
phragm-gauge the  pressure  is  resisted  by  a  corrugated  plate, 
which  may  he  placed  in  a  horizontal  plane,  as  in  Fig.  1 30,  or  in  a 
vertical  plane,  as  in  Fig.  131.     The  motion  given  the  plate  is 
transmitted  to  the  hand  in  ways  similar  to  those  just  explained. 


In  Fig.  130  the  pressure  is  exerted  on  the  corrugated  dia- 
phragm below  the  gauge,  and  the  motion  is  transmitted  to  the 
hand  by  the  rods  and  gears  shown  in  the  engraving. 

The  construction  shown  in  Fig.  131,  in  which  the  diaphragm 
is  vertical,  is  as  follows:  the  lever  is  in  two  parts  which  arc 
pivoted  at  the  centre:  one  end  is  fixed  to  the  frame,  the  other 
connected  to  the  sector.  The  centre  pivot  is  pressed  outward 
by  the  action  of  the  diaphragm,  drawing  the  free  end  downward 
and  rotating  the  sector,  which  in  turn  moves  the  needle. 

In  gauges  of  usual  construction  of  either  class,  when  there 
is  no  pressure  on  the  gauge,  the  needle  rests  against  a  stop, 
which  is  placed  somewhat  in  advance  of  the  zero-mark,  so  that 
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minute  pressures  are  not  indicated  by  the  gauge.  In  the  use 
of  the  instrument  the  needle  sometimes  gets  loose  on  the  pivot, 
or  turned  to  the  wrong  position  with  reference  to  the  gradua- 
tions; in  such  a  case  the  needle  is  to  be  removed  entirely,  and 
set  when  the  gauge  is  subjected  to  a  known  pressure.    These 


gauges  are  also  affected  by  heat.  Hence,  when  set  up  foruse  a 
bent  tube,  termed  a  siphon,  or  a  vessel  which  will  always  contain 
water,  should  be  interposed  between  the  gauge  and  the  steam- 
279.  Vacuum-gauges. — Vacuum-gauges  are  constructed 
in  the  same  method  as  the  Bourdon  or  diaphragm  gauges;  the 
removal  of  pressure  from  the  interior  of  the  bent  tube  or  dia- 
phragm causes  a  motion  which  is  utilized  to  move  the  needle 
These  are  graduated  to  show  pressure  below  that  of  the  at- 
mosphere corresponding  to  inches  of  mercury,  zero  being  at 
atmospheric  pressure,  and  29.92  a  perfect  vacuum.  The  differ- 
ence between  the  reading  by  such  a  gauge  and  that  of  the 


§280.]  MEASUREMENT  OF  PRESSURE. 


barometer  would  be  the  absolute  pressure  in  inches  of  mer- 
cury. 


The  principal  makers  o{  steam-gauges  in  this  country  are  the 
-rosby  Steam  Gauge  and  Valve  Co.,  Boston ;  American  Steam 
«uge  Co.,  Boston ;  Ashcroft  Steam  Gauge  Co.,  New  York ; 
'diaeffer  &  Budenberg,  New  York;  Utica  Gauge  Co.,  Utica, 
S.Y. 

280.  Recording- gauges.— Recording-gauges  are  arranged 
•a  that  the  pressure  moves  a  pencil  parallel  to  the  axis  of  a 
evolving  drum  which  is  moved  at  a  uniform  rate  by  clock- 
work. The  Edson  recording-gauge  is  shown  in  Fig.  132.  In 
this  gauge  the  steam-pressure  acts  on  a  diaphragm  which  oper- 
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ates  a  scries  of  levers  giving  motion  to  a  needle  moving  over 
a  graduated  arc  showing  pressure  in  pounds;  also  to  a  pencil- 
arm  moving  parallel  to  the  axis  of  a  revolving  drum. 

This  instrument  has  an  attachment,  which  is  furnished 
when  required,  to  record  fluctuations 
in  the  speed,  and  consists  of  a  pul- 
ley on  a  vertical  axis  below  the  instru- 
ment that  is  put  in  motion  by  a  belt 
to  the  engine-shaft.  On  the  small 
pulley-shaft  are  two  governor-balls 
which  change  their  vertical  position 
with  variation  in  the  speed,  giving 
a  corresponding  movement  up  or 
down  to  a  pencil  near  the  lower  part 
of  the  drum.  A  diagram  is  drawn 
on  which  uniform  speed  would  be 
shown  by  a  straight  line. 

Fig- 133  shows Schaeffer  &  Buden- 
berg's  recording-gauge.  This  con- 
sists of  a  pressure-gauge  below  the 
recording  mechanism.  The  drum  B 
is  operated  by  clock-work,  the  piston* 
rod  C,  which  carries  the  pencil,  being 
moved  by  the  pressure.  The  pencil- 
movement  is  much  like  that  on  the 

n  -    ,         ,  ....  Fig.  tii. — Rkomuhg  Pmoi'M- 

Richards  steam-engine  indicator.  cauci 

Fig.  1 34  shows  a  portion  of  a  diagram  made  by  a  recording- 
gauge.     The  drum  is  operated  by  an  eight-day  clock,  and  ar- 
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ranged  to  rotate  once  in  twenty-four  hours.  In  the  diagram 
the  ordinates  show  pressure,  and  the  abscissae  time  in  hours 
and  fractions  of  an  hour. 

281.  Apparatus   for    Testing   Gauges. — Apparatus    for 
testing  gauges  consists  of  a  pump  or  other  means  of  obtaining 
pressure,  and  some  method  of  attaching  the  gauge  to  be  tested, 
and  the  standard  with  which  it  is  to  be  compared.    The  form  of 
pump  usually  employed  for  producing  the  pressure  is  shown  in 
Fig.  135.     The  gauge  is  attached  at  E,  the  standard  at  Ex ;  the 
hand-wheel  D  is  run  back,  and  water  is  supplied  by  filling  the 
cup  between  the  gauges  and  opening  the  cock ;  after  the  cylin- 
der C  is  filled  the  cock  below  the  cup  is  closed  ;  if  the  hand- 
wheel  D  is  turned,  an  equal  pressure  will  be  put  on  the  standard 
and  on  the  gauge. 

The  standards  used  for  testing  may  be  manometers  or  cali- 
brated gauges,  or  apparatus  for  lifting  known  weights  by  the 
pressure  acting  on  a  known  area.     Of  these  various  standards, 
the  mercury  column,  as  described  in  Article  271.,  page  321,  is 
to  be  given  the  preference,  since  the  only  errors  of  any  prac- 
tical importance  are  those  due  to  graduation.     The  readings 
given  by  the  mercury  column  are  on  a  larger  scale  than  those 
given  by  any  other  instrument,  and  no  corrections  for  friction 
are  required.     The  other  standards,  of  which  the  short  mer- 
cury columns  have  been   described  (see  Article  264),  will  be 
found  to  give  excellent  results  in  practice,  since  the  graduations 
on  the  gauges  to  be  tested  are  usually  so  close  together  that 
the  friction  of   the   moving  parts  of   the  apparatus   is   inap- 
preciable. 

Apparatus  far  Testing  Gauges  with  Standard  Weights. 
There  are  two  forms  of  this  apparatus  on  the  market,  in  one 
of  which  the  pressure  is  received  on  a  round  piston,  and  in 
the  other  on  a  surface  exactly  one  square  inch  in  area.  The 
friction  in  both  cases  is  practically  inappreciable  ;  the  errors  in 
areas  can  be  determined  by  comparison  with  a  standard  mer- 
cury column. 

The  Crosby  Steam-gauge  Testing  Apparatus. — This  is  shown 
in  Fig.  136,  from  which  it  is  seen  to  consist  of  a  small  cylinder 
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in  which  works  a  nicely  fitted  piston ;  this  cylinder  connects 
with  a  U-shaped  tube  ending  in  a  pipe  tapped  and  fitted  for 


Fig.  136. — Crosby  Stbam-gaucb  Testing  Apparatus. 

attaching  a  gauge.  The  tube  is  filled  with  glycerine,  in 
which  case  a  known  weight  added  to  the  piston  produces  an 
equal  pressure  on  the  gauge,  less  the  friction  of  the  piston  in 
the  tube.  This  is  almost  entirely  overcome  by  giving  the 
weight  and  piston  a  slight  rotary  motion. 

The  Square-inch  Gauge. — This  apparatus  consists  of  a  tube 
the  end  of  which  has  an  area  of  one  square  inch  enclosed  with 
sharp  edges.  This  is  connected  to  the  test-pumps  in  place  of 
the  standard  (see  Fig.  135,  page  336);  a  given  weight  is  sus- 
pended from  the  centre  of  a  smooth  plate  which  rests  on  the 
square  inch  orifice.  The  gauge  to  be  tested  is  connected  at 
E,  and  the  pressure  applied  until  the  plate  is  lifted  and  water 
escapes  from  the  orifice. 
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282.  Calibration  and  Correction  of  Pressure-gauges.— 

The  correctness  of  gauges  is  determined  in  each  case  by  com- 
parison with  apparatus  known  to  be  correct,  the  apparatus 
being  subject  to  a  fluid  pressure  of  the  same  intensity.  The 
calibration  may  be  done  by  comparison  with  any  of  the  stand- 
ards described. 

Calibration  of  Gauges  with  the  Mercury  Column. 

First,  with  Steam-pressure. — In  this  case  attach  the  gauge 
with  a  siphon  connection  to  a  steam-drum,  making  the  center 
of  the  gauge  the  height  of  the  zero  of  the  column.  This  drum 
is  to  be  connected  at  one  end  to  the  mercury  column,  and  the 
steam-pressure  is  to  be  applied  to  it  so  that  it  can  be  regulated 
by  throttling  the  admission  or  discharge.  Admit  steam- 
pressure  to  the  gauge  and  the  mercury  column ;  adjust  the 
pressure  to  a  given  reading  by  throttling  the  valves.  Starting 
at  five  pounds  of  pressure  on  the  gauge,  note  the  correspond- 
ing reading  of  the  mercury  column,  temperature  of  the  mer- 
cury and  of  the  room.  Increase  the  pressure  and  take  readings 
once  in  five  pounds.  In  no  instance  allow  the  pressure  to  exceed 
that  at  the  time  of  making  the  reading.  In  case  the  pressure  is 
made  too  great  at  any  time,  run  it  some  distance  below  the 
required  amount  and  make  a  new  trial,  it  being  necessary  to 
keep  the  mercury  column  and  gauge  hand  moving  continually 
upward  or  downward.  Repeat  the  same  operation  in  the 
reverse  direction,  commencing  with  the  highest  pressures;  the 
average  reading  of  the  mercury  column,  corrected  for  error  as 
explained  in  Article  272,  page  322,  and  reduced  to  pounds  of 
pressure,  is  the  correct  pressure  with  which  the  gauge-reading 
is  to  be  compared. 

Second,  with  Water-pressure. — In  this  case  a  hand  force- 
pump  (see  Article  281)  must  be  used  after  the  limits  of  pressure 
of  the  water-main  have  been  reached.     Proceed  as  follows: 

Run  out  the  piston  of  the  pump  attached  to  the  mercury 
column  to  the  end  of  its  travel ;  close  drip.cock  and  open  the 
connecting-valve.  Attach  the  gauge  to  be  tested  with  its 
centre  ogposite  the  zero  of   the  column.      Open  the  cock. 
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Draw  water  from  the  mains  until  the  gauge  indicates  5  lbs. 
pressure.  Shut  off  the  water  and  adjust  the  pressure  exactly 
at  S  lbs.  by  using  the  displacer.  Note  the  height  of  the  mer- 
cury in  the  tube.  Increase  the  pressure  to  10  lbs.  and  take 
readings.  Carry  the  pressure  as  far  as  desired  by  increments 
of  S  lbs.  Use  the  pump  alone  when  water-pressure  fails. 
From  the  maximum  pressure  attained  descend  by  increments 
of  5  lbs.,  taking  readings  as  before.  Tabulate  data  and  plot  a 
curve,  using  gauge-readings  as  ordinates  and  actual  pressures  as 
abscissae.  By  inspection  of  the  curve  determine  the  fault  in 
the  gauge  and  give  directions  for  correcting  it. 

In  these  tests  it  may  not  be  possible  to  set  the  centre  of 
the  gauge  as  low  as  the  zero  of  the  column.  In  that  case  the 
reading  on  the  mercury  column  should  be  greater  than  that  at 
the  centre  of  the  gauge  by  a  pressure  due  to  the  length  of  a 
column  of  water  equal  to  the  elevation  of  the  centre  of  the 
gauge  above  the  zero  of  the  mercury  column.  This  is  a  con- 
stant amount ;  it  should  be  obtained  and  the  read- 
ings of  the  column  corrected  accordingly. 

The  method  of  calibrating  gauges  with  other 
standards  is  to  be  essentially  the  same,  except  as  to 
the  manipulation  of  the  apparatus.  Further  di- 
rections do  not  seem  necessary. 

Correction  of  Gauges. — If  an  error  appears  as  a 
result  of  calibration,  it  may  generally  be  corrected  ; 
if  the  error  is  a  constant  one,  the  hand  may  be 
removed  with  a  needle-lifter,  and  moved  an  amount 
corresponding  to  the  error,  or  in  some  gauges  the 
dial  may  be  rotated.  If  the  error  is  a  gradually 
increasing  or  diminishing  one,  it  can  be  corrected  by 
changing  the  length  of  the  lever-arm  between  the 
spring  and  the  gearing  by  means  of  adjustable  sleeves 
or  the  equivalent.  It  is  to  be  noted  that  the  pin 
to  stop  the  motion  of  the  hand  is  not  placed  at 
zero,  but  in  high-pressure  gauges  is  usually  set  at  u-shaVd^a- 
three  to  five  pounds  pressure. 

283.  Calibration  of  Vacuum-gauges. — This  is  best  done 
by  a  comparison  with  a  U-shaped  mercury  manometer,  as  shown 
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in  Fig.  1 37,  of  which  each  branch  of  the  tube  should  exceed 
30  inches  in  length.       Before   calibrating,  the  manometer  is 
filled  with  mercury  to  one  half  the  length  of  the  tubes,  and 
is  attached  near  the  gauge  to  be  tested  to  the  receiver  of  an 
air-pump.      In  case  a   condensing    engine  is  used,  both  the 
gauge  and  the  standard  may  be  connected  to  the  condenser. 
A  comparison   of  the  readings  of  the  vacuum-gauge  with  the 
difference  of  level  of  mercury  in  the  two  tubes  will  determine 
the  error  of  the  gauge. 

284.  Forms  for  Calibration  of  Gauges. 

CALIBRATION   OF  STEAM-GAUGE   BY   COMPARISON  WITH  THE 

MERCURY   COLUMN. 

Maker  and  No.  of  Gauge 


Date 189 


Observers, 


No. 


Gauge. 

los. 


Mercury  Column. 


Inches. 


Up. 


Down. 


Pounds. 


Mean. 


Gauge. 

lbs. 


Error. 

lbs. 


Temperature  of  Room  ....  deg.  Fahr. 
Centre  of  Gauge  above  o  of  column    . .    ft. 
Correction  to  column  reading  ....  lbs. 

CALIBRATION  OF  STEAM-GAUGE  BY  COMPARISON  WITH  THE 
SQUARE-INCH  GAUGE.  OR  WITH  CROSBY'S  GAUGE- 
TESTING  APPARATUS. 

Maker  mod  No.  of  Gauge  


Dale, 


189  .        Observers 


■\ 


Ho. 


Load  in  lbf.  on 
Valve. 


Gauge. 


Error. 


Remarks. 


CHAPTER   XII. 
MEASUREMENT  OF  TEMPERATURE. 

285.  Mercurial  Thermometers. — Measurements  of  tem- 
perature are  determined  by  the  expansion  of  some  ther- 
mometric  substance,  mercury,  alcohol,  or  air  being  commonly 
employed. 

The  mercurial  thermometer  is  commonly  used  ;  this  con- 
sists  of  a  bulb  of  thin  glass  connected  with  a  capillary  glass 
tube ;  on  the  best  thermometers  the  graduations  are  cut  on 
the  tube,  and  an  enamelled  strip  is  placed  back  of  them  to  facil- 
itate the  reading.  When  the  mercury  is  inserted,  every  trace  of 
air  must  be  removed  in  order  to  insure  perfect  working.  There 
are  certain  defects  in  mercurial  thermometers  due  to  perma- 
nent change  of  volume  of  the  glass  bulb,  with  use  and  time, 
that  results  in  a  change  of  the  zero-point.  This  defect  is  so 
serious  as  to  render  the  mercurial  thermometer  useless  for  very 
minute  subdivisions  of  a  degree.  In  a  good  thermometer  the 
bore  of  the  tube  must  be  perfectly  uniform,  which  fact  can  be 
tested  by  separating  a  thread  of  mercury  and  sliding  it  from 
point  to  point  along  the  tube,  and  noting  by  careful  measure- 
ment whether  the  thread  is  of  the  same  length  in  all  portions 
ot  die  tube:  if  the  readings  are  the  same,  the  bore  is  uniform  or 
graduated  by  trial.  In  most  thermometers  the  graduations  are 
made  with  a  dividing  engine :  in  some  thermometers  the  prin- 
cipal graduations  are  obtained  by  the  thread  of  mercury,  as 
^ascribed  :  in  the  latter  case  change  in  diameter  of  bore  would 
&«  compensated-     To  determine  the  accuracy  of  temperature 
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measurements  thermometers  used  should  be  frequently  tested 
for  freezing-point  and  boiling-point.  The  accuracy  of  inter- 
mediate points  should  be  determined  by  comparison  with  a 
standard  mercurial  or  air  thermometer. 

The  mercurial-weight  thermometer  which  was  employed  by 
Regnault,  but  is  now  very  little  used,  consists  of  a  glass  vessel 
with  a  large  bulb  and  capillary  tube,  open  at  the  top ;  it  is  filled 
with  mercury  when  at  the  temperature  of  the  freezing-point; 
it  is  then  heated  to  the  temperature  of  boiling  water,  and  the 
amount  of  mercury  that  runs  out  is  carefully  weighed,  and  de- 
termines the  value  of  the  thermometric  scale.  The  temperature 
of  any  enclosure  is  then  found  by  placing  in  it  the  thermome- 
ter, previously  filled  when  at  freezing-point  and  weighing  the 
amount  that  escapes ;  from  this  the  temperature  can  be  cal- 
culated by  simple  proportion. 

The  expansion  of  mercury  is  not  perfectly  uniform  for  all 
temperatures,  so  that  mercurial  thermometers  are  never  per- 
fect for  extreme  ranges  of  temperature. 

286.  Rules  for  the  Care  of  Mercurial  Thermometers.— 
The  following  rules  for  handling  and  using  mercurial  thermome 
ters,  if  carefully  observed,  will  reduce  accidents  to  a  minimum: 

1.  Keep  the  thermometer  in  its  case  when  not  in  use. 

2.  Avoid  all  jars  ;  exercise  especial  care  in  placing  in  ther- 
mometer-cups. 

3.  Do  not  expose  the  thermometer  to  steam  heat  unless 
the  graduations  extend  to  or  beyond  3500  F. 

4.  In  measuring  heat  given  off  by  working-apparatus,  or  in 
continuous  calorimeters,  do  not  put  the  thermometers  in  place 
until  the  apparatus  is  started,  and  take  them  out  before  it  is 
stopped.  Be  especially  careful  t/iat  no  thermometer  is  over- 
heated. 

5.  In  general  do  not  use  thermometers  in  apparatus  not 
fully  understood  or  which  is  not  in  good  working  condition. 

6.  Never  carry  a  thermometer  wrong  end  up. 

7.  See  that  the  thermometer-cups  are  filled  with  cylinder- 
oil  or  mercury.  If  cylinder-oil  is  used,  keep  water  out  of  the 
cups  or  a  don  will  follow. 
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8.  After  a  thermometer  is  placed  in  a  cup,  keep  it  from 
contact  with  the  metal  by  the  use  of  waste. 

287.  Alcohol-thermometers. — Other  liquids,  as  alcohol 
or  spirits  of  wine,  are  better  suited  for  low  temperatures  than 
mercury,  but  on  account  of  the  tension  of  their  vapors  are  not 
suited  for  high  temperatures,  and  are  probably  subject  to  the 
same  objections  in  a  less  degree  as  mercurial  thermometers. 

288.  Air-thermometers. — Air-thermometers,in  which  cither 
air  or  hydrogen  may  be  used,  are  not  open  to  the  objections 
which  hold  with  the  mercurial  thermometer,  as  the  expansion  for 
uniform  increments  of  heat  is  under  all  conditions  the  same. 

There  are  two  plans  of  these  thermometers : 
I.  Increase  of  volume  of  air  at  constant  presssure. 

II.  Increase  of  pressure  at  constant  volume. 

The  latter  plan  was  found  to  give  better  results  by  Reg- 
nault,  and  constitutes  the  principle  of  the  "  Normal  Air-ther- 
mometer." 

The  air-thermometer  in  construction  is  a  U-shaped  tube, 
one  branch  enlarged  into  a  bulb  for  the  air,  the  other  open  for 
the  mercury.  Adjacent  to  the  tube  for  the  mercury  is  a  gradu- 
ated scale  which  can  be  read  by  a  vernier  to  small  divisions  of 
an  inch ;  a  single  mark  is  placed  in  the  air  branch,  at  a  dis- 
tance of  eight  or  ten  inches  from  its  top.  This  mark  serves  to 
define  the  limit  of  volume  used. 

There  are  various  forms  of  instrument  in  use;  the  one 
adopted  at  Sibley  College  was  designed  by  Mr.  G.  B.  Preston 
and  is  shown  in  Fig.  138.  The  air-bulb,  C,  is  approximately 
1 1  inches  by  6  inches  ;  the  bulb  is  joined  by  a  capillary  tube,  F, 
straight  or  bent  into  any  convenient  form  as  may  be  required. 
In  order  that  the  bulb  may  be  conveniently  located  for  heat- 
ing, this  capillary  tube  is  joined  to  a  tube  of  glass  about  -fa  inch 
bore,  the  end  of  which  is  bent  at  right  angles  ground  true,  and 
joined  by  a  short  piece  of  rubber  tubing  to  a  glass  tee  at  B. 
The  tec  has  a  branch  provided  with  a  cock,  and  connection  for 
rabber  tubing.  The  opposite  side  of  this  tee  is  joined  in  a 
«g-ftiiL*r  ^ay  to  a  tube.  BE.  of  the  same  bore,  which  is  given  a 
jeagtli  sufficient  to  measure  the  required  temperatures.   A  mark 
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a  is  made  on  the  glass  near  F,  at  the  junction  of  the  capillary 
tube  with  the  larger  one  for  the  mercury,  and  serves  to  deter- 
mine the  limit  of  volume  of  air  used.  The  bottle,  C,  is  filled 
with  mercury,  and  connected  by  a  rubber  tube  to  the  cock  B. 
By  opening  the  cock  and  elevating   the  bottle,  mercury  will 


pass  into  the  tubes  :  when  it  reaches  the  height  of  the  mark  a, 
the  connecting  cock  B  is  closed,  and  the  amount  that  the  col- 
umn  BE  extends  above  the  level  of  this  mark,  or  fails  of 
reaching  this  level,  is  read  on  the  scale. 

Hoadley  Air-thermometer. — The  Hoadley  air-thermome- 
ter, as  described  in  the  Transactions  of  the  American  Society  of 
Mechanical  Engineers,  Vol.  VI.,  page  282,  is  shown  in  Fig.  1 39, 
with  all  the  dimensions  marked.  It  differs  from  the  preceding 
one  in  having  no  means  provided  for  introducing  or  removing 
mercury  to  maintain  the  volume  of  air  constant.  The  tube  con- 
nected to  the  air-bulb,  instead  of  being  capillary,  is  about 
■jJj  inch  diameter.     The  instrument  consists  of  a  U-tube  about 
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J  inch  external  diameter,  -fa  bore,  having  a 
short  leg  about  39  inches  long,  and  the  other 
leg  longer  by  12  inches  or  more,  the  latter  sur-  * 
mounted  by  a  bulb  blown  out  of  the  tube  if 
inches  in  diameter,  6|  inches  in  extreme  length.  1 
The  branches  of  the  U-tube  are  2  inches  apart 
and  vertical ;  these  are  separate  tubes,  each  one 
bent  to  a  right  angle  by  a  curve  of  short 
radius,  ground  square  and  true  at  the  ends 
and  united  by  a  short  coupling  of  rubber 
tubing,  ea,  firmly  bound  on  each  branch  with 
wire.  After  it  is  filled  with  dry  air  according 
to  the  directions  in  Article  290,  page  34S,  it  is 
fastened  on  a  piece  of  board  by  annealed  wire 
staples,  and  paper  scales  affixed  as  shown  in 
the  figure.  The  difference  in  height  of  the 
two  columns  of  mercury  is  taken  as  the  read- 
ing of  the  thermometer,  and  no  correction  is 
made  for  slight  variations  in  the  volume  of 
air,  as  shown  by  variation  in  the  position  of  the 
height  of  the  mercury  column  in  the  branch 
BC.  The  errorcaused  in  this  way  is  very  small 
and  amounts  to  only  0.0003  'nch  per  inch  of 
height.  This  is  equivalent  to  an  error  of  about 
J  of  a  degree  in  a  range  of  temperature  of  600 
degrees  F. 

The  Jolly  Air-thermometer. — An  exceedingly      J 
simple  form  of  the  air-thermometer,  and  one  also     -" 
very  accurate,  consists  of  the  air-bulb  C,  and  a       * 
capillary  stem  attached  to  three  or   four   feet 
of  rubber  tubing,  which  replaces   the    U-tube       f 
in  Fig.  139;  in  the  other  end   of  the   rubber 
tubing  is  inserted  a  piece  of  glass  tube  8  to  12 
inches  long  and  about  -^  inch  bore;  on  this 
glass   tube,  and  also   on   the  capillary  tube,   is 
etched  a  single  mark:  the  rubber  tube  is  filled 
with  mercury,  which  extends  up  the  glass  tube  pK-  ■»— Ti 
on  the  other  branch.   A  fixed  scale,  similar  to  DE     „«.  **" 
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in  Fig.  139,  is  located  near  the  instrument.  To  use  the  instru- 
ment the  tube  is  manipulated  until  the  air  is  brought  to  its 
limit  of  volume,  then  the  other  end  of  the  tube  is  held  oppo- 
site the  scale,  and  the  reading  corresponding  to  the  height  of 
the  mercury  is  taken.  This  is  repeated  for  several  tempera- 
tures,  and,  if  the  constant  of  the  instrument  is  known,  gives  the 
data  for  computing  the  temperature. 

289.  Formulae  for  the  Air-thermometer  of  Constant  Vol- 
ume.— The  pressure  exerted  by  the  confined  air,  added  to  the 
weight  of  mercury,  in  the  branch  BJH,  Fig.  138,  will  equal  the 
weight  of  mercury  in  the  other  branch  plus  the  weight  of  the 
atmosphere.  Thus  let  p  equal  the  pressure  expressed  in  inches 
of  mercury  of  the  confined  air,  v  its  volume,  ;;/  the  height  of 
the  mercury  in  the  branch  of  the  tube  on  the  side  of  the  air- 
bulb,  ;//'  the  height  in  the  other  branch,  b  the  pressure  of  the 
atmosphere  expressed  in  inches  of  mercury,  T  the  absolute 
temperature,  /  the  thermometer-reading,  A  the  height  of  mer- 
cury in  the  tube  BE  above  the  mark  a,  no  mercury  being 
above  the  point  a  in  the  tube  BF.  Let  a  equal  constant  ratio 
of  T  to  pv.  Then  we  have,  since  the  pressures  in  both  branches 
of  the  tube  are  equal, 

/  +  ;//  =  ;//,  +  £; (i) 

/  =  ;//'  —  ;//  +  b. 
Since    m'  —  m  =  A, • (2) 


p  =  A  +  b. (3) 


From  physics, 


-=.  =  constant ; w 


J 
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and  if  v  be  made  constant,/  will  vary  as  T;  also 
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T  =  460  -f-  / ; 


(5) 


hence 


/  =  ^constant)  =  (460  +  t)a ;    •    •    •    •    (6) 


(460  +  /)*  =  £  +  A. 


(7) 


Let  the  same  symbols  with  primes  denote  other  values  of  the 
corresponding  quantities.     Then 


(460  +  t*)a  =  V  +  A'. 


(8) 


By  comparing  equations  (7)  and  (8), 


460  +  /  _  b  +  h 
46o  +  /'"-£'  +  k' 


(9) 


From  which,  by  solving, 


''=  [7^77(460  +  /)]-  460 (10) 


To  apply  the  formula,  take  readings  of  the  instrument  at 
320  F.,  or  some  known  temperature,  and  ascertain  the  con- 
stants of  the  instrument.  Thus  suppose  the  air-bulb  to  be 
packed  in  ice  and  the  temperature  reduced  to  320  F.  In  this 
case  /  =  320 ;  b  and  h  are  to  be  observed  and  recorded. 
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If  /  =  320  in  equation  (10), 


''  =  ^7/^+^-460; (n) 


which  is  an  equation  to  determine  any  temperature.    If  b  and  h 
are  constant,  492  -7-  {b  +  A)  is  constant  and  equals  K. 


t  =  K(b'  +  h')~  460; (12) 


which  is  the  practical  equation  for  use  in  determining  tem- 
peratures. 

If  the  height  of  the  mercury  in  the  column  EBf  Fig.  138, 
is  less  than  that  in  FB,  h  will  be  negative,  and  is  to  be  so  con- 
sidered in  the  preceding  formulae. 

In  the  use  of  the  air-thermometer  the  mercury  must  be 
maintained  constantly  at  the  point  a  in  the  branch  FB;  this 
will  require  the  addition  of  mercury  to  the  U-tube  as  the  press- 
ure increases,  which  is  readily  done  by  raising  the  bottle  A 
and  opening  the  connecting-cock  B.  By  a  reverse  process 
mercury  may  be  removed  as  the  pressure  decreases. 

290.  Construction  of  the  Air-thermometer. — The  bulb 
of  the  air-thermometer  must  be  filled  with  perfectly  dry  air, 
as  any  vapor  of  water  will  vitiate  the  results. 

To  accomplish  this,  the  bulb  is  provided  with  a  small  open- 
ing opposite  the  capillary  tube,  which  is  fused  after  the  dry  air 
is  introduced.  To  effect  the  introduction  of  dry  air,  all  the 
mercury  is  drawn  into  the  bottle  A9  Fig.  138;  the  end  of 
the  tube  E  is  connected  to  a  U-tube  about  6  inches  long  in 
its  branches  and  about  J  inch  internal  diameter,  filled  with  dry 
lumps  of  chloride  of  calcium  and  surrounded  by  crushed  ice; 
the  opening  in  the  end  of  the  air-chamber  is  connected  by  a 
rubber  tube  to  an  aspirator  (a  small  injector  supplied  with 
wafer  would  act  well  as  an  aspirator),  and  air  is  drawn  through 
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for  three  or  four  hours :  at  the  end  of  this  time  the  bulb  and 

tube  should  be  filled  with  dry  air.     While  the  current  of  air  is 

still  flowing,  the  cock  B  is  opened  and  mercury  allowed  to  pass 

into  the  tubes  until  it  rises  to  the  point  a  in  the  tube  BF;  the 

opening  in  the  air-chamber  is  then  hermetically  sealed  with  a 

blow-pipe,  and  the  connections  to  the  chloride-of-calcium  tube 

removed.     This  operation  fills  the  bulb  with  air  at  atmospheric 

pressure.     By  closing  the  cock  B  before  the  mercury  has  risen 

to  the  point  a  the  pressure  will  be  increased  ;  by  closing  it  after 

it  has  passed  the  point  a  it  will  be  diminished.     Packing  the 

bulb  C  in  ice,  or  heating  it,  will  also  increase  or  diminish  the 

pressure  as  required. 

291.  Corrections  to  Determinations  by  the  Air-thermom- 
eter.— The  corrections  to  the  air- thermometer  are  all  very 
small,  and  affect  the  results  but  little  if  considered.    They  are : 

1.  Capillarity,  or  adhesion  of  the  mercury  to  the  glass.  In 
general  the  mercury  in  the  two  tubes  BF  and  BE  (Fig.  138)  is 
moving  in  opposite  directions,  and  the  effect  of  adhesion  is 
neutralized.     For  error  in  other  cases  see  table  on  page  272. 

2.  Expansion  of  the  glass.  This  is  a  small  amount,  and 
may  usually  be  neglected.  The  coefficient  of  surface  expan- 
sion of  glass  is  0.00001  per  degree  F. ;  it  is  entirely  neutralized 
if  the  column  of  mercury  is  not  reduced  in  area  at  the  point 
of  meeting  the  air  from  the  bulb. 

3.  Expansion  of  the  mercury  should  in  every  case  be  taken 
into  account  by  reducing  all  observations  to  320  F.,  the  coeffi- 
cient of  expansion  being  0.0001  per  degree  F.  Reduce  all  ob- 
servations before  applying  formulae. 

4.  Errors  in  the  fixed  scale  should  be  determined  and 
observations  reduced  before  applying  formulae. 

292.  Practical  Uses  of  the  Air-thermometer. — The  air- 
thermometer  may  be  used  as  a  standard  with  which  to  compare 
mercurial  thermometers;  in  this  case  the  bulb  of  the  air-ther- 
mometer is  surrounded  with  a  non-conducting  chamber  (Fig. 
138),  in  which  the  thermometer  to  be  compared  is  inserted. 
For  low  temperatures  water  may  be  circulated  through  this 
chamber,  and  simultaneous  readings  taken ;    for  higher  tern- 
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peratures  steam  may  be  used.  Time  must  in  each  case  be 
given  to  permit  the  fluid  in  the  air-thermometer  to  arrive  at 
the  true  temperature. 

In  comparison  with  mercurial  thermometers,  an  exact 
agreement  may  be  found  at  freezing  and  boiling  points;  but  at 
other  places  a  slight  disagreement  may  be  expected,  which  will 
increase  rapidly  for  high  temperatures. 

The  air-thermometer  may  also  be  used  to  measure  tempera- 
tures directly.  When  the  bulb  is  connected  with  a  long  capil- 
lary stem  it  may  be  introduced  into  flues,  and  temperatures 
below  the  melting-point  of  glass  measured.  The  melting 
point  will  vary  from  600  to  800  degrees  F.  By  using  porcelain 
bulbs  extremely  high  temperatures  can  be  measured. 

293.  Directions  for  Use  of  the  Air-thermometer. 

First.  To  obtain  the  Constants  of  the  Instruments. — Enclose 
the  air-bulb  with  crushed  ice,  arranged  so  that  the  water  will 
drain  off.  Note  the  reading  of  the  mercury  column  of  the  air- 
thermometer  //  and  of  the  barometer  b ;  by  means  of  the  at- 
tached thermometers  reduce  these  readings  for  a  temperature 
of  the  mercury  corresponding  to  320  F.  Correct  for  errors  of 
graduation.  Divide  492  by  the  sum  of  these  corrected  readings 
for  the  constant  of  the  air-thermometer.     Call  this  constant  K. 

Second.  To  Measure  any  Temperature  f. — Note  the  corre- 
sponding reading  of  the  mercury  column  A',  and  that  of  a 
barometer  b'  in  the  same  room.  The  reading  of  the  mercury 
column  plus  that  of  the  barometer  will  correspond  to£'+^' 
n  the  formula 


/'  = 


_    492 


f^fiV  +  h')  -  460  =  K(b'  +/0  -  460. 


Third.  To  Compare  a  Mercurial  Thermometer. — Make  simul- 
taneous readings  of  the  thermometer  when  hanging  in  the 
chamber  with  the  air-bulb,  and  the  height  of  the  mercury 
column.  Perform  reduction,  and  plot  a  calibration  curve  for 
each  io°  of  graduation. 

Fourth.  For  general  use  of  the  air-thermometer,  arraflg* 
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the  bulb  so  that  it  can  be  inserted  into  the  medium  whose 
temperature  is  to  be  measured,  with  the  U-shaped  tubes  in  an 
accessible  position  for  reading.  Obtain  the  temperature  as 
explained  above  (see  Second). 

294.  Form  for  Reducing  Air-thermometer  Determina- 
tions. 


TEMPERATURE  DETERMINATIONS  WITH  AIR-THERMOMETER. 
By 189.... 

Determination  of  Constant. 


Symbol. 

I. 

II. 

III. 

IV. 



b 

Thermometer . 

Reduced  to  32°. 

h 
A 

Determination  of  Temperature. 

/'  =  at;j'+A')  -460. 


Barometer. 

Air-thermometer. 

b'+  A' 
Sum. 

Tem- 
pera- 
ture. 

Mercury 
Thermometer. 

No. 

Read- 
ing. 

Ther. 

b' 
re- 
duced. 

Read- 
ing. 

Ther. 

k' 
re- 
duced. 

Read- 
ing. 

Error. 

I 

2 

3 

4 

5 
6 

7 
8 

9 
10 

11 

12 

1 

1 



1 

1 
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295.  Determination  of  Boiling  and  Freezing  Points, 
First.  To  teslforBoiling-poittl.~Susyev.A 

the  thermometer  so  that  it  will  be  entirely 
surrounded  in  the  vapor  of  boiling  water 
at  atmospheric  pressure  but  will  not  be  in 
contact  with  the  water.  Note  the  reading. 
From  the  barometer-reading  calculate  the 
boiling-point  for  the  same  time.  The  dif- 
ference will  be  the  error  in  position  of  the 
boiling-point. 

The  engraving  (Fig.  140)  shows  an  in- 
strument for  determining  the  boiling- 
point.  The  bulb  of  the  thermometer  is 
exposed  to  steam  at  atmospheric  pressure, 

!  which  passes  up  to  the  top  of  the  instru- 

ment around  the  tube,  and  down  on  the 
outside,  discharging  into  the  air,  or  it  may 
J9WL  be  returned  directly  to  the  cup,  thus  ob- 

viating the  need  of  supplying  water.  In 
the  form  shown,  the  parts  telescope  into 
each  other  for  convenience  in  earning, 
which  is  entirely  unnecessary  for  labora- 
tory uses. 

Secondly.  To  test  for  Freezing-point.— 
Surround  the  bulb  of  the  thermometer  by 
a  mixture  of  water  and  ice,  or  water  and 
snow  ;  drain  off  most  of  the  water.  The 
difference  between  the  reading  obtained 
and  the  zero  as  marked  on  the  thermometer  (320  for  Fahr. 
scale)  is  the  error  in  location  of  freezing-point. 

296.  Metallic  Pyrometers  are  instruments  used  for  meas- 
uring high  temperatures.  The  ordinary  instruments  sold  under 
this  name  are  made  of  two  metals  which  have  different  rates  of 
expansion,  copper  and  iron  generally  being  used.  The  differ- 
ence in  the  rate  of  expansion  is  employed  by  means  of  levers 

nd  gears  to  rotate  a  needle  over  a  dial  graduated  to  degrees. 

iring  the  metallic  pyrometer  no  reading  should  be  taken 

>*ad  sufficient  time  to  arrive  at  the  temperature  of 
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tie  medium  in  which  it  is  enclosed ;  when  one  tube  alone  is 
heated,  the  needle  may  be  stationary  on  the  dial,  or  even  have 
a  retrograde  motion. 

The  metallic  pyrometer  is  usually  calibrated  by  immersing 
in  a  pipe  filled  with  steam  under  pressure  and  comparing  the 
temperature  with  that  given  by  a  calibrated  mercurial  ther- 
mometer. The  scale  so  obtained  is  assumed  to  be  uniform 
throughout  the  range  of  the  pyrometer  and  beyond  the  limits 
of  the  calibration.  Comparison  might  be  made  with  an  air- 
thermometer.  The  extreme  range  of  such  pyrometers  is  about 
12000  Fahr.,  but  they  are  probably  of  little  value  for  tempera- 
tures exceeding  10000  Fahr. 

Wedgewood's  Pyrometer  is  based  on  the  permanent  contrac- 
tion of  clay  cylinders  due  to  heating.  This  contraction  is 
determined  by  measurement  in  a  metal  groove  with  plane  sides 
inclined  towards  each  other.  This  pyrometer  does  not  give 
uniform  results. 

297.  Air-pyrometer. — The  air-thermometer  with  a  bulb  of 
porcelain,  or  platinum  or  other  refractory  material,  affords  an 
accurate  method  of  measuring  high  temperatures. 

Mr.  Hoadley*  states  that  the  ordinary  air-thermometer  made 
of  hard  glass  can  be  used  to  determine  temperatures  of  8oo° 
Fahr.  With  porcelain  bulb  it  has  been  used  to  measure  tem- 
peratures of  19000  Fahr. 

298.  Calorimetric  Pyrometers.— Pyrometers  of  this  class 
determine  the  temperature  by  heating  a  metal  or  other  refrac- 
tory substance  to  the  heat  of  the  medium  whose  temperature 
is  to  be  measured.  Suddenly  dropping  the  heated  body  into  a 
large  mass  of  water,  the  heat  given  off  by  the  body  is  equal  to 
that  gained  by  the  water ;  from  this  operation  and  the  known 
specific  heat  of  the  substance  the  temperature  is  computed. 
Thus,  let  K  equal  the  specific  heat  of  the  body,  M  its  weight ; 
let  W  equal  the  weight  of  water,  /  its  temperature  before,  and 
/'  after,  the  body  has  been  immersed  ;  let  T  equal  the  tempera- 
ture of  the  heated  body,  /'  its  final  temperature.     Then 

KM(T-f')=  U\t'  -/). 

*  See  Vol.  VI.,  Transactions  American  Society  Mechanical  Engineers. 
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From  which 

T = wP  -  '> + <'• 

In  connection  with  pyrometrical  work,  the  specific  heat  of 
the  substance  used  often  has  to  be  determined. 

299.  Determination  of  Specific  Heat. — The  specific  heat 
of  a  body  is  determined  by  heating  it  to  a  known  temperature; 
for  instance,  after  heating  it  in  steam  of  atmospheric  pressure 
until   it  has  attained  a  known  temperature   T,  its  weight  M 
having   been   accurately  determined,  it  is  dropped  suddenly 
without  loss  of  heat  into  a  vessel  containing  IF  pounds  of  water 
at  a  temperature  of  6o°  Fahr.     Let  K  be  the  specific  heat  of 
the  body,  and  /'  the  resulting  temperature.     The  vessel  must 
be  so  made  that  there  is  no  loss  of  heat,  and  that  the  water 
can  be  thoroughly  agitated  so  that  an  accurate  measure  of  the 
temperature  /'  can  be  taken ;  also  the  effect  of  the  vessel  in 
cooling  the  body  must  be  determined  and  considered  a  part  of 
the  weight  IV.     Then  will  the  loss  of  heat  of  the  body  be  equal 
to  that  gained  by  the  water. 

K\T -  t')M=W{t'  -  6o°). 
From  which 

yy-6o°) 
A  ""  if  (T-t')' 

The  specific  heat  of  most  bodies  is  not  quite  constant  but 
is  found  to  increase  with  higher  temperatures. 

300.  Values   of  Specific    Heat    and    Melting-poiflt- 
The  metals  required  for  pyrometrical  purposes  are  those  with 
a  high  melting-point  and  a  uniform  and  known  specific  heat. 
The  obvious  losses  of  heat  in  (1)  conveying  the  heated  body 
to  the  calorimeter,  and  (2)  radiation  of  heat  from  the  calonrn- 
eter,  may  be  considerable,  and  should  be  ascertained  by  radia- 
tion tests  .and  the  proper  correction  made.    Nearly  all  metals 
are  oxydized,  or  acted  on  by  the  furnace-gases,  long  before   * 
melting-point  is  reached ;  so  that,  in  general,  whatever  ineta 
is  used,  it  must  be  protected  by  a  fire-clay  or  graphite  crucih  t 
P»  »  and  iron  are  usually  employed.  The  folk** 

lations  of  melting-points  and  specific  beat*. 
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TABLE  OF   MELTING-POINTS   AND   SPECIFIC    HEATS  OF 

METALS. 


. 


Metal. 

Melting-point 

Specific  Heat. 
Low  Temperatures. 

Degrees 
Fahr. 

Degrees 
Centigrade. 

•  •   •  • 

•  •    •    • 

47O0 
3400 

2550 

•  •   •   • 

1870 
700 
630 

493 
426 

-  38 
228 

•  •  •  • 

2000 

•  •   •    • 

•  •    •   * 

•  •   •    • 

•  •   •   • 

•  •    •   • 

•  •   •   • 

415 

325 
264 

228 

•  9    •    m 

•  •    •    • 

425 

O.034 

0.118 

O.IIO 

0.14 

0.94 

O.170 

O.094 

0.093 

0.030 

O.030 

O.047 

O.030 

O.200 

•  •  •   t 

Steel 

Porcelain 

Lead 

The  mean  specific  heat  of  Platinum*  has  been  the  subject  of 
careful  investigation.  It  was  found  to  vary  from  0.03350  at 
1000  C.  to  00377  at  11000  C.  by  Poullet,  the  experiment  being 
made  with  a  platinum  reservoir  air-thermometer. 

The  following  were  the  determinations : 


Platinum. 

Copper. 

;  Range  of  Temperature. 

Mean  Specific 

Range  of  Temperature. 

Mean  Specific 

I      Degree  Centigrade. 

1 

Heat. 

Degree  Centigrade. 

Heat. 

0  to    100 

O.03350 

15  to  TOO 

O.09331 

0  "    200 

.03392 

16  "  172 

O.09483 

0  "    300 

.03434 

17  "  247 

O.09680 

0  "    400 

.03476 

0  •'    500 

.03518 

0  "    600 

.03560 

0  "    700 

.03602 

0  "    800 

.03644 

0  "    900 

.03686 

0  "  1000 

.03728 

0  "  1 100 

.03770 

*  See  Encyclopaedia  Britannica,  art.  Pyrometer. 
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For  w rought-iron  the  true  specific  heat  at  a  temperature  / 
on  the  Centigrade  scale  is  given  as  follows  by  Weinbold : 

C,  =  0.105907  +  0.00006538/  +  0.000000066477/'. 

Porcelain  or  Fire-clay  having  a  specific  heat  from  0.1 7  too.:, 
although  not  a  metal,  is  well  adapted  for  pyrometrical  purposes. 

301.  Hoadley  Calorimetric  Pyrometer. — The  Hoadley 
pyrometer  is  described  in  Vol.  VI.,  p.  712,  Transactions  of 
the  American  Society  of  Mechanical  Engineers.  It  consisted 
of  a  vessel,  Fig.  141,  made  of  several  concentric  vessels  of 
copper,  with  water  in  the  inner  one,  eider-down  in  the  inter- 
mediate spaces,  and  a  cover  of  the  same  nature.     Also  a  sub- 


stance to  be  heated  consisting  of  balls  of  platinum,  or  wrought- 
iron  and  copper  covered  with  platinum.  These  balls  were 
heated  in  a  crucible,  conveyed  to  the  calorimeter  and  suddenly 
dropped  in.  The  calorimeter  was  provided  with  an  agitator 
made  of  hard  rubber,  with  a  hole  in  the  centre  for  a  thermome- 
ter. The  balls  used  as  heat-carriers  weighed  about  three  quar- 
ters of  a  pound  each  ;  the  vessel  held  about  twelve  pounds  of 
water.     This  apparatus  is  now  at  Cornell  University. 
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The  balls  were  heated 
calorimeter  in  a  fire-clay  jar 


crucibles  and  conveyed  to  the 
Fig.  142.    The  cover 


of  this  jar  was  quickly  removed  and  the  balls  dropped  into  the 
water  in  the  calorimeter. 

302.  Electric  Pyrometers.— The  fact  that  electric  currents 
are  excited  by  differences  of  temperature  in  different  parts  of 
a  metallic  circuit  is  made  use  of  for  measuring  large  as  well  as 
small  differences  of  temperature. 

The  electromotive  force  of  a  circuit  at  different  tempera- 
tures is  given  by  Professor  Tait*  as 

£  =  A{t,-l,)lT-i(l, +  '.)], 

in  which  E  =  electromotive  force  ;  T,  a  constant  temperature, 
such  that  no  current  is  produced  if  temperatures  on  either  side 
are  equal,  and  which  depends  on  the  metal ;  for  copper  and 
iron  it  is  about  2840  C.  A  is  a  constant  depending  on  the 
metals  ;  /,  =  the  higher  temperature,  /,  the  lower. 

303.  Siemens's  Pyrometer. — This  instrument  is  based  on 
the  well-known  principle  of  increase  of  resistance  with  rise  of 
temperature. 

The  formula  given  by  Siemens  for  the  resistance  of  metals  is 

R=aVT+0T-\-y, 


;  Encyc.  Bi 
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in  which  R  equals  the  resistance  to  be  measured,  a,  yff,  and  y 
are  coefficients,  and  T  equals  the  absolute  temperature. 

The  resistance  is  ascertained  by  a  volt-meter,  and  the  co- 
efficients a,  /3,  and  y  are  determined  by  special  calibration. 
The  heated  substance  is  a  platinum  wire  wound  around  a  clay 
cylinder  and  protected  by  a  covering  of  fine  clay;  this  is  in- 
serted into  the  furnace  or  medium  whose  temperature  is 
required.  The  current  is  passed  alternately  in  different  direc- 
tions, and  the  resistance  is  measured  by  the  gas  accumulating 
in  a  volt-meter  at  either  pole. 

The  instrument  is  very  sensitive  to  slight  changes  of  tem- 
perature, and  is  well  suited  for  accurate  measurements  of 
moderate  temperatures.  In  the  measurement  of  high  tem- 
peratures considerable  difficulty  was  experienced  because  of 
change  in  the  coefficients  due  to  the  extreme  heat. 

304.  General  Remarks  regarding  Pyrometers.— An  ex- 
tended series  of  experiments  with  the  different  pyrometers 
described  has  led  the  author  to  believe  that  the  calorimetric 
forms,  as  described  in  Articles  298  and  301,  despite  their  in- 
convenience and  the  losses  from  radiation  which  attend  their 
use,  give,  if  we  except  the  air-pyrometer,  more  uniform  and  re- 
liable results  than  the  others.  The  electrical  pyrometers  are 
subject  to  the  same  inaccuracy  as  the  calorimetric  pyrometers, 
due  to  complex  changes  in  the  electrical  resistances  of  the 
thermometric  substance,  so  that  the  results  are  quite  uncer- 
tain for  high  temperatures. 

The  electrical  pyrometers  also  need  for  their  successful 
use  a  command  of  electrical  energy  and  the  possession  of  a  set 
of  electrical  measuring  instruments.  While  these  pyrometers 
may  give  reliable  results  with  skilled  electricians,  they  are  of 
little  practical  use  to  the  engineer.  The  calorimetric  pyrom- 
eters  are  cheap,  portable,  and  easy  to  use,  and  with  careful 
handling  give  uniform  and  fairly  reliable  results.  The  best 
substance  for  use  in  these  instruments  as  a  heat -conveyer  is, 
in  the  opinion  of  the  author,  a  porcelain  or  fire-clay  ball 
about  2  inches  in  diameter.  The  metals,  not  even  excepting 
platinum,  are  readily  attacked  by  the  furnace-gases,  and  when 
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employed  need  to  be  protected  in  a  crucible  of  refractory 
material.  If  used  by  heating  directly  in  the  furnace,  wrought- 
iron  is  perhaps  as  good  as  any  of  the  metals.  It  may  be  oxi- 
dized and  fall  in  pieces,  but  since  the  oxide  has  about  the  same 
specific  heat  as  the  original  metal,  determinations  may  be  made 
with  the  residue  without  any  great  error.  The  porcelain  or 
fire-clay  balls  seem  to  be  unaffected  by  the  furnace-gases,  and 
do  not  radiate  heat  as  rapidly  as  the  metals,  so  that  were  the 
specific  heat  as  accurately  determined  they  would  be  superior 
in  every  way  to  the  metallic  balls.  The  determination  of  the 
specific  heat  of  burned  fire-clay  as  made  by  Mr.  D.  J.  Jenkins 
at  Sibley  College  was  0.1702  at  temperature  of  boiling  water. 
By  comparison  with  results  obtained  with  a  metal  whose  specific 
heat  was  known,  the  specific  heat  at  10000  C.  (18320  F.)  is  cal- 
culated as  about  0.20.  The  latter  quantity  is  subject  to  cor- 
rection. 

The  air-pyrometer  with  a  porcelain  or  platinum  bulb  can 
be  used  conveniently,  and  the  corresponding  temperatures  so 
readily  and  easily  deduced  from  the  determinations  that  it  is 
worthy  a  much  more  extended  use.  The  bulb  may  be  made 
in  any  desired  form,  and  a  long  capillary  stem  can  be  led  from 
the  bulb  to  the  measuring  tubes  a  long  distance  without  sensi- 
ble error,  so  that  it  may  be  adapted  to  a  variety  of  uses. 


CHAPTER   XIII. 

METHODS  OF  DETERMINING  THE  AMOUNT  OF  MOISTURE 

IN  STEAM. 

305.  Quality    of   Steam. — Degree  of  Superheat.— S\xm 

may  be  dry  and  saturated,  wet  or  superheated,  as  described  in 
Article  265,  page  312.  The  term  quality  is  used  to  express 
the  relative  condition  of  the  steam  as  compared  with  dry  and 
saturated  steam  of  the  same  pressure.  It  is  in  any  case  the 
total  heat  in  a  pound  of  the  sample  steam,  less  the  heat  of  tht 
liquid*  divided  by  the  total  latent  heat  of  evaporation  of  one 
pound  of  dry  steam  at  the  same  pressure,  see  page  314. 

For  moist  or  wet  steam,  which  is  to  be  considered  as  made 
up  of  a  mixture  of  water  and  dry  steam,  the  quality  would 
equal  the  percentage  by  weight  of  dry  steam  in  the  mixture. 

For  superheated  steam  the  quality  would  exceed  unity,  and 
is  to  be  considered  as  that  weight  of  dry  and  saturated  steam, 
the  heat  in  which  is  equivalent  to  that  in  one  pound  of  the 
superheated  steam,  neglecting  in  both  cases  the  heat  of  tht 
liquid. 

In  case  of  superheated  steam,  its  temperature  is  higher 
than  that  of  dry  and  saturated  steam  at  the  same  pressure: 
this  excess  of  temperature  is  termed  degree  of  superheat. 

306.  Importance  of  Quality  Determinations.— The  im- 
portance of  correctly  determining  the  quality  of  steam  is  great, 

• 

because  the  percentage  of  water  carried  over  in  the  steam  in 
the  form  of  vapor  or  drops  of  water  may  be  large,  and  this 
water  is  an  inert  quantity  so  far  as  its  power  of  doing  work  is 
concerned,  even  if  not  a  positive  detriment  to  the  engine.  Any 
tests  for  the  efficiency  of  engine  or  boiler  not  accompanied 

with  determinations  of  the  amount  of  water  carried  over  in  the 

360 
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team  would  be  defective  in  essential  particulars,  and  might 
ead  to  erroneous  or  even  absurd  results. 

307.  Methods  of  Determining  the  Quality. — The  methods 
}f  measuring  the  amount  of  moisture  contained  in  steam  may 
3e  considered  under  three  heads:  first,  Calorimetry proper ■,  in 
which  the  method  is  based  on  some  process  of  comparing  the 
heat  actually  existing  in  a  pound  of  the  sample  with  that 
known  to  exist  in  a  pound  of  dry  and  saturated  steam  at  the 
same  pressure.  Secondly,  Mechanical  Separation  of  the  water 
from  the  steam,  involving  the  processes  of  separation  and  of 
weighing.  Thirdly,  a  Chemical  Met/iod,  in  which  case  a  soluble 
salt  is  introduced  into  the  water  of  the  boiler.  This  salt  is  not 
absorbed  by  dry  steam,  and  if  it  is  found  in  the  steam  it  indi- 
cates the  presence  of  water.  The  quality  is  equal  to  the  ratio 
of  salt  in  the  steam  to  that  in  an  equal  weight  of  water  drawn 
from  the  boiler. 

All  methods  for  determining  the  quality  of  steam  are 
included  under  the  head  of  calorimetry,  and  instruments  for 
determining  the  quality  are  termed  calorimeters. 

308.  Classification  of  Calorimeters. — The  following  clas- 
sification of  different  forms  of  calorimeter  is  convenient  and 
comprehensive: 


Jet ) 


'  Condensing  . . . 


Calorimeters 


Barrel  or  Tank. 
Continuous. 


J  (  Barrus — Continuous. 

Surface...  <  Hoadley  Calorimeter. 
*■  (  Kent — Tank  Calorimeter. 

«        .       .  (  External — Barrus  Superheating. 

Superheating -j  Tnternal_Pcabody  Throttling. 

k  Directly  determining  moisture j  Chemical! 

309.  Error  in  Calorimetric  Processes. — The  calorimetric 
processes  proper  depend  on  the  method  of  measuring  the  heat 
actually  existing  in  a  pound  of  the  sample  steam  at  a  known 
Pressure.  This  measurement  is  then  compared  with  the  re- 
sults given  in  a  steam-table  for  dry  and  saturated  steam,  and 
the  quality  is  computed  as  will  be  explained  later. 
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In  nearly  every  calorimetric  process  the  heat  of  the  sample 
is  determined  by  condensing  the  steam  at  atmospheric  press- 
ure, or  at  least  measuring  the  heat  when  its  conditions  of 
pressure  and  temperature  are  different  from  its  original  state. 
This  process  involves  no  error.  The  following  is  a  statement  of 
an  investigation  concerning  it  made  by  Sir  William  Thomson:* 

"  If  steam  have  to  rush  through  a  long  fine  tube  or 
through  a  fine  aperture  within  a  calorimetric  apparatus,  its 
pressure  will  be  diminished  before  it  is  condensed;  and  there 
will,  therefore,  in  two  parts  of  the  calorimeter  be  saturated 
steam  at  different  temperatures;  yet  on  account  of  the  heat 
developed  by  the  fluid  friction,  which  would  be  precisely  the 
equivalent  of  the  mechanical  effect  of  the  expansion  wasted  in 
the  rushing,  the  heat  measured  by  the  calorimeter  would  be 
precisely  the  same  as  if  the  condensation  took  place  at  a  press- 
ure not  appreciably  lower  than  that  of  the  entering  steam." 

310.  Use  of  Steam-tables. — In  reducing  calorimetric  ex- 
periments steam-tables  will  be  required.  The  explanation  of 
the  terms  used  will  be  found  in  Article  265,  page  312,  and 
tables  will  be  found  in  the  Appendix  of  the  book. 

Students  will  please  notice,  that  the  pressures  referred  to  in 
the  steam-tables  are  absolute,  not  gauge  pressures,  and  that 
gauge  pressures  are  to  be  reduced  to  absolute  pressures,  by 
adding  the  barometer-reading  reduced  to  pounds  per  square 
inch,  before  using  the  tables. 

The  following  symbols  will  be  employed  to  represent  the 
different  properties  of  steam  : 

TABLE  OF  SYMBOLS. 


Properties  of  Steam. 


Pressure,  pounds  per  sq  in . 
Pressure,  pounds  per  sq.  foot 
Temperature,  degrees  Fahr. 

Temperature  absolute 

Heat  of  the  liquid 

Internal  latent  heat  

External  latent  heat 

Total  latent  heat 


Symbol. 


P 
P 

t 

T 

q  or  S 

p  or  I 

APuox  £ 

rorL 


Properties  of  Steam. 


Total  heat  B.  T.  U 

Weight  of  cu.  ft.  of  steam  lbs. 
Vol.  of  1  lb.  steam,  cubic  ft. 
Vol.  of  1  lb.  water,  cubic  ft . 
Change  in  volume  v  —  cr. . . 

Quality  of  steam  

Per  cent  of  moisture 

Degree  of  superheat 


Symbol. 


Aortf 

hotW 

pot  C 

<r 

M 
X 

D 


*  Mathematical  Papers,  XLVIII.,  p.  194. 
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The  quantities  q,  p,  APu,  r,  and  A.  are  given  in  B.  T.  U. 
per  pound  of  saturated  steam  reckoned  from  320  Fahr. 

311.  General  Formula  for  the  Heat  in  One  Pound  of 
Steam. — The  heat  existing  in  one  pound  of  steam  with  any 
quality  x  can  be  expressed  by  the  formula 

xp  +  q  =  A (1) 

The  heat,  however,  which  is  required  to  raise  water  from 
320  F.  and  convert  it  into  steam  at  a  given  temperature  will 
include  the  external  latent  heat,  and  will  be  expressed  by  the 

formula 

xr  +  q  =  h' (2) 

The  heat  that  may  be  given  out  by  condensation  or  change 
of  pressure  is  expressed  in  equation  (2) ;  that  which  exists  in 
the  steam  without  change  of  pressure  or  external  work,  by 
equation  (1). 

Since  in  all  calorimetric  processes  the  steam  is  condensed, 
or  at  least  the  pressure  changed,  equation  (2)  is  to  be  employed 
to  represent  the  available  heat. 

If  the  pressure  of  the  steam  is  known,  r  and  q  can  be  found 
from  the  steam-tables.  If  the  heat  h  in  B.  T.  U.  above  320 
can  be  found  for  the  sample  steam,  all  the  quantities  in  the 
above  equation  with  the  exception  of  x  are  known,  and  we 
shall  find 

*  =  — ^ (3) 

In  case  x  is  greater  than  unity,  the  steam  is  superheated,  and 
the  degree  of  superheat 

*  =  ^ » 

when  0.48  equals  the  specific  heat  of  steam,  cr 

312.  Methods  of  Determining  the  Heat  in  a  given 
Sample  of  Steam. — There  are  two  methods  of  determining 
the  heat  A  in  a  given  sample  of  steam. 


364  EXPERIMENTAL  ENGINEERING.  [§  312- 

I.  Condensing  the  Steam  at  Atmospheric  Pressure. — In  this 
case  the  weight  of  the  steam  is  obtained  by  weighing  the  con- 
densing  water  before  and  after  condensation  has  taken  place 
and  determining  the  corresponding  temperatures.  Thus  let 
the  weight  of  condensing  water  be  represented  by  U\  that  of 
the  condensed  steam  by  zc>;  the  temperature  of  the  condensing 
water  cold  by  /, ,  the  condensing  water  warm  by  /, ;  the  original 
temperature  of  the  steam  by  /,  that  of  the  condensed  steam  by 
/,.  Suppose  that  the  calorimeter  absorb  heat  to  the  same 
extent  as  k  pounds  of  water;  then  the  heat  added  by  con- 
densing one  pound  of  steam  is  equal  to 

^<'.-'.> « 

The  original  heat  above  320  from  equation  (2),  page  363, 
is  xr-\-q.  Since  in  equation  (5)  the  temperature  is  reck- 
oned above  zero,  it  will  be  more  convenient  to  use,  instead  of 
xr  +  #+  32»  xr  +  '»  which  is  very  nearly  identical. 

Since  the  heat  lost  in  condensing  one  pound  of  steam  is 
equal  to  that  gained  by  the  water,  we  shall  evidently  have 


+  >->,=  -^J-(',-'.): 


xr 


from  which 


W+k  (/,-/,)      (/-/,) (6) 


X  = 

w  r  r 


If  the  temperature  of  condensed  steam  equal  that  of  the 
warm  condensing  water,  /,  =  /,,  which  is  the  usual  condition  of 
condensation. 

2.  Superheating  the  Steam.— It  the  pressure  and  tempera- 
ture of  superheated  steam  is  known,  the  degree  of  superheat  D 
can  be  found  by  deducting  the  normal  temperature,  as  given 
in  the  steam-table  for  that  pressure,  from  the  observed  tem- 
perature.   The  total  heat  in  a  pound  of  the  superheated  steam 


JJI3-J       THE  MAfOlWT  OF  AfOJSTCXE   IX  STEAM.  3^5 

b equal  to  that  in  a  pound  of  saturated  steam,  as  given  by  the 
steam-tables,  plus  the  product  of  the  degree  of  superheat  into 
the  specific  heat  cf  of  the  steam  :  that  is, 

H  =  A  —  cJ\ 

The  superheating  may  be  done  by  extraneous  means,  as  in 
the  Barrus  superheating  calorimeter,  or  by  throttling,  a?  in 
tbe  throttling  calorimeter.  In  the  latter  the  heat  rrouired  for 
superheating  is  obtained  by  reducing  the  pressure,  which,  beini; 
accompanied  by  a  corresponding  reduction  of  boiling  point, 
iioerates  heat  sufficient  to  evaporate  a  small  percentage  «~»f 
moisture  onlv. 

In  the  case  of  the  superheating  calorimeter,  the  heat  re- 
quired to  evaporate  the  moisture  and  superheat  the  steam  is 
measured  by  the  loss  of  temperature  ;:  in  an  equal  weight  of 
superheated  steam,  so  that 

cfn  =  rl  i  —  jr'\  -i-  ctD  : 

I  —  x  —  :. i"1 


In  the  case  of  the  throttlmc:  calorimeter  there  is  p->  change 
in  the  total  amount  of  heat,  but  there  is  a  change  of  pressure .  so 
that  the  quantities  in  the  flr<t  member  «if  ■  S  >  correspond  t  •  tiu 
original  pressures  of  steam  bef-TL  throttling,  ark":  th '"»-;.  iv.  the 
second  member  to  the  calorimeter  pressures  after  thr«"»tt  line.  atii". 


xr  —  q  =  \  —  i .  I 


A       i  ■*   ——    i    -. .' 


T  , 


I    > 


313,  Condensing;  Calorimeters. — Condensing  ca:^-imeter> 
are  of  two  general  classe-  1.  TIk  jet  of  steam  i-  receive  ;  bv 
the  condensing  water,  an .:  tlv.  condensed  «team  i r. terming! e- 
direct Iv  with  the  condensing  water.  2.  The  iet  of  steam  i- 
condensed  in  a  coil  or  pipe  arranged  as  in  a  surface  condense;. 
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and  the  condensed  steam  is  maintained  separate  from  the  con- 
densing water. 

The  principle  of  action  of  both  classes  of  condensing  calo- 
rimeter is  essentially  the  same,  and  is  expressed  by  equation 
(6): 

w+H*.-*d     ('-'.) 

w  r  r 


In  the  first  class  /,  =  t%9  and 


w  r  r 


Both  forms  of  condensing  calorimeter  can  be  made  to  act  con- 
tinuously or  at  intervals,  and  there  are  several  distinct  types  of 
each. 

The  most  common  type  of  condensing  calorimeter  is  one 
in  which  the  condensing  water  is  received  in  a  barrel  or  tank. 
and  hence  is  termed  a  barrel  calorimeter.  The  special  forms 
will  be  described  later. 

314.  Effect  of  Errors  in  Calorimeter  Determinations. 

First.  Condensing  Calorimeters. — To  determine  the  effect 
of  error,  suppose  in  each  case  the  quantity  under  discussion  to 
be  a  variable  and  differentiate  the  equation 


W 

X  = 


We  have 


Ax  -5-  A  W  =  (/,  —  /,)  -*-  wr ; 
Ax-tAw  =  —  (W+ut)(t,  —  tx)  +  r; 
Ax  +  Atx    =[(^^a;)  +  i]^r; 
Ax  +  At%    =  W+wr. 


\ 
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Since  dr  =  —  J/,  nearly,  for  ordinary  pressures  of  steam,  and 
further  is  a  function  of  the  pressure,  we  have  approximately 

Ap  =  dp  =  —  dr ; 

Ax+  Ap  =  [^(',-  ',)-'"  '  +  '.]  -S-  '*. 

The  weight  of  condensing  water  usually  held  by  the  barrel- 
calorimeters  is  from  300  to  400  lbs.,  while  the  weight  of  the 
steam  condensed  varies  from  16  to  20  lbs.,  and  the  correspond- 
ing temperatures  have  a  range  of  500  to  700  F.  For  these  cases 
it  will  be  found  that  the  percentage  of  error  in  quality,  sup- 
posing other  data  correct,  is  approximately  the  same  as  the 
percentage  of  error  in  the  weighty.  The  error  in  thermometer- 
determination  has  nearly  the  same  effect,  whether  made  before 
or  after  the  steam  has  been  condensed.  For  the  amounts  usu- 
ally employed  the  error  of  one  fifth  of  one  degree  in  tempera 
ture  has  about  the  same  effect  as  one  half  of  one  per  cent  error 
in  weight ;  that  is,  it  makes  an  error  of  about  the  same  amount 
in  the  quality  of  steam. 

The  following  shows  in  tabular  form  the  effect  of  errors 
with  condensing  calorimeters  in  which  the  ordinary  weights  of 
water  and  of  steam  are  used  : 

TABULATION  OF  ERRORS. 


Error 

Error 

Error 

r  in 
ent. 

Error  in 

Error  in 

in 

in 

in 

0  0 

Condensing  Water. 

Condensed  Steam. 

Temperature, 
Cold  Water. 

Temperature, 

Steam- 

Warm  Water. 

pressure. 

ttf 

Lbs. 

Per  ct. 

Lbs.      1    Per  ct. 

Degs. 

Per  ct. 

Degs. 

Per  ct. 

Lbs. 

Per  c. 

Resul 
gualil 

Total  wt. 

=  360  lbs. 

Total  wt.  =  20  lbs. 

Temp. 

=  50°  F. 

Temp. 

=  no°F. 

Pr.  = 

88  lbs. 

3-« 

x.o 

0.2 

1.0 

o-53 

X.2 

0.65 

0.60 

70 

8.0 

t  .2 

1.8 

0.5 

o.t 

05 

0.27 

O.6 

0.30 

0.30 

3  5 

4.0 
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0.08 
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0.18 

0.5 

0.25 

25 
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3-5 

05 

o-3 

0.08 

0.016    |      0.08 

0.045 

o.x 

0.05 

0.50 

0.6 

0.7 

O.I 

Total  wt. 

=  300  lbs. 

1 
Total  wt.  =  20  lbs. 

0.25 

*-S 

0.5 

0.1 

0.5 

0.2 

2.3 

o-S 
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In  the  table,  the  errors  in  the  various  observations  ex- 
pressed in  the  same  horizontal  line  have  the  same  effect  on 
the  result. 

From  the  table  it  is  seen,  for  the  given  weights,  that  an 
error  of  3.6  pounds  in  condensing  water,  of  0.2  pound  in  con- 
densed  steam,  of  0.530  F.  in  temperature  of  cold  water,  of  0.650 
F.  in  warm  water,  or  of  7  pounds  in  steam-pressure  will  sever- 
ally make  an  error  in  the  result  of  1.2  per  cent.  Expressed  in 
percentages,  an  error  of  1  per  cent  in  weight  or  1.2  and  0.6 
per  cent  in  thermometer-readings  makes  an  error  in  the  quality 
of  1.2  per  cent. 

The  conditions  for  determination  of  moisture  within  one 
half  of  one  per  cent  require — 

1.  Scales  that  weigh  accurately  to  half  of  one  per  cent  of 
the  quantity  to  be  weighed. 

2.  Thermometers  that  give  accurate  determinations  to 
about  one  fifth  of  one  degree  F. 

3.  An  accurate  pressure-gauge. 

4.  Correct  observations  of  the  resulting  quantities. 

5.  Determination  of  loss  caused  by  calorimeter. 

Secondly,  Superheating  Calorimeters. — The  Barrus  Supp- 
licating Calorimeter. — In  this,  if  /,  —  /  is  the  gain  of  tempera- 
ture of  the  sample  steam,  and  /,— /,  is  the  loss  of  temperature 
in  the  superheated  steam,  we  have,  neglecting  radiation, 

1  -  x  =  o.48[/,  -  /,  -  (/,  -  /)]  -f-  r. 

In  the  Throttling  Calorimeter •,  where  the  steam  is  super- 
heated by  expanding,  we  have  by  equation  (7),  making  ct  - 
0.48, 

X  +  0.4SD  —  a 
x  = -. 


In  either  form  of  superheating  calorimeter  the  effect  of  an 
error  of  one  degree  in  temperature  is  to  make  an  error  in  x  of 
0.06  of  one  per  cent,  while  an  error  of  90  in  temperature  will 
affect  the  value  of  x  but   0.5   per  cent.     The  boiling-point 
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should   be   correctly  determined,  however,  especially  if  the 
amount  of  superheating  is  small. 

An  error  in  gauge-reading  has  about  one  half  the  effect  on 
the  quality  of  the  steam  as  in  the  other  class  of  calorimeters. 

'  315.  Method  of  Obtaining  a  Sample  of  Steam. — It  is 
usually  arranged  so  as  to  pass  only  a  very  small  percentage  of 
the  total  steam  through  the  calorimeter,  and  it  is  important 
that  this  sample  shall  fairly  represent  the  entire  quantity  of 
steam.  From  experiments  made  by  the  author,  it  is  quite  cer- 
tain that  the  quality  varies  greatly  in  different  portions  of  the 
same  pipe,  and  that  it  differs  more  in  horizontal  than  in  verti- 
cal pipes.  Steam  drawn  from  the  surface  of  the  pipe  is  likely 
to  contain  more  than  the  average  amount  of  moisture ;  that 
from  the  centre  of  the  pipe  to  contain  less.  The  better 
method  for  obtaining  a  sample  of  steam  is  to  cut  a  long 
threaded  nipple  into  which  a  series  of  holes  may  be  drilled, 
and  screw  this  well  into  the  pipe.  Half-inch  pipe  is  gen- 
erally used  for  calorimeter  connections,  and  it  may  be  screwed 
into  the  main  pipe  one  half  or  three  quarters  of  the  distance  to 
the  centre,  with  the  end  left  open  and  without  side-perfora- 
tions, as   shown    in   Fig.   143,  or  screwed   three    fourths   the 


v^pipe  mSifllMSill^s  H*piP* 


Fie.  143.  Collecting-nipples.  Fig.  144. 

distance  across  the  pipe,  a  series  of  holes  drilled  through  the 
sides,  and  the  end  left  open  or  stopped,  as  shown  in  Fig.  144. 
A  lock-nut  on  the  nipple,  which  can  be  screwed  against  the 
pipe  when  the  nipple  is  in  place,  will  serve  to  make  a  tight 
joint.  Since  it  is  very  easy  to  separate  a  portion  of  the  water 
from  the  steam  mechanically,  the  holes  drilled  in  the  nipples 
should  be  large,  otherwise  the  sample  of  steam  is  likely  to  be 
too  dry.     It  has  been  the  recent  practice  of  the  author  to  use 
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a  nipple  of  sufficient  length  to  reach  three  quarters  across  the 
main  steam-pipe,  and  provided  with  several  holes,  each  one- 
fourth  inch  in  diameter. 

The  collecting-nipple  is  placed  preferably  in  a  vertical  pipe 
a  short  distance  below  a  bend  from  the  horizontal,  and  the  calo- 
rimeter is  located  as  close  as  possible  to  the  main  steam-pipe. 

316.  Method  of  Inserting  Thermometers.— In  the  use  of 
calorimeters  it  is  frequently  necessary  to  insert  thermometers 


J 


Fig.  145.— Stkam-thkrmomktbr.  Fig.  146.— Thermombtir-cuf. 

into  the  steam  in  order  to  correctly  measure  the  temperature. 

For  this  purpose  thermometers  can  be   had  mounted  in  a 

brass  case,  as  shown   in   Fig.   145,  which  will  screw  into  a 

threaded  opening  in  the  main  pipe. 

The  author  prefers  to  use  instead  a  thermometer-cup  of  the 
1  shown  in  Fig.  146,  which  is  screwed  into  a  tapped  open- 
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ing  in  the  pipe.     Cylinder-oil  or  mercury  is  then  poured  into 
the  cup,  and  a  thermometer  with  graduations  cut  on  the  glass 
inserted.     The  thermometer-cups  are  usually  made  of  a  solid 
brass  casting,  the  outside  being  turned  down  to  the  proper  di- 
mensions and  threaded  to  fit  a  J-inch  pipe-fitting.     The  inside 
hole  is  drilled  \  inch  in  diameter,  and  the  walls  are  left  -fa  inch 
thick.     The  total  length  varies  from  4±  to  6  inches — depending 
on  the  place  where  it  must  be  used.     In  either  case  it  is  essen- 
tial that  the  thermometer  be  inserted  deep  into  the  current  of 
steam  or  water,  and  that  no  air-pocket  forms  around  the  bulb 
of  the  thermometer.     The  thermometer  should  be  nearly  ver- 
tical, and  as  much  of  the  stem  as  possible  should  be  protected 
from  radiating  influence. 

If  the  thermometer  is  to  be  inserted  into  steam  of  very  little 
pressure,  the  stem  of  the  thermometer  can  be  crowded  into  a 
hole  cut  in  a  rubber  cork  which  fits  the  opening  in  the  pipe. 
In  case  the  thermometer  cannot  be  inserted  in  the  pipe  it  is 
sometimes  bound  on  the  outside,  being  well  protected  from 
radiation  by  hair-felting ;  but  this  practice  cannot  be  recom- 
mended, as  the  reading  is  often  much  less  than  is  shown  by  a 
thermometer  inserted  in  the  current  of  flowing  steam.  In  the 
use  of  thermometers,  breakages  will  be  lessened  by  carefully 
observing  the  directions  as  given  in  Article  286,  p.  342. 

317.  Determination  of  the  Water-equivalent  of  the 
Calorimeter. — The  calorimeters  exert  some  effect  on  the 
heating  of  the  liquid  contained  in  them,  since  the  inner  sub- 
stance of  the  calorimeter  must  also  be  heated.  This  effect  is 
best  expressed  by  considering  the  calorimeter  as  equivalent  to 
a  certain  number  of  pounds  of  water  producing  the  same 
result.  This  number  is  termed  the  water-equivalent  of  the 
calorimeter.  The  water-equivalent,  k,  can  be  found  in  three 
ways: 

I.  By  computing  from  the  known  weight  and  specific  heat 
of  the  materials  composing  the  calorimeter.  Thus  let  c  be  the 
specific  heat,  Wc  the  weight ;  then 

k  =  cWc. 
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2.  By  drawing  into  the  calorimeter,  when  it  is  cooled  down 
to  a  low  temperature,  a  weighed  quantity  of  water  of  higher 
temperature  and  observing  the  resulting  temperature.  Thus 
let  IV  equal  the  weight  of  water,  /,  the  first  and  t%  the  final 
temperatures,  and  k  the  water-equivalent  sought.  Since  the 
heat  before  and  after  this  operation  is  the  same, 

( IV +  k)t,  =  Wtx . 
From  which 

3.  By  condensing  steam  drawn  from  a  quiescent  boiler, and 
thus  known  to  be  dry  and  saturated,  with  a  weighed  quantity 
of  water  of  known  temperature  in  the  calorimeter ;  the  tempera- 
ture, pressure,  and  weight  of  the  steam  being  known.  The  con- 
ditions are  the  same  as  for  equation  (6),  page  364,  all  the 
quantities  being  known  excepting  k. 

By  solving  equation  (6), 

k  =  «tr*  +  i=l±_w.    ....  (10) 

For  the  barrel  and  jet  condensing  calorimeters  generally,/,  =  A » 
and  we  have  ] 

k  =  **r*  +  '-',)      w  ! 

i 
The  cooling  effect  of  superheating  calorimeters  is  generally 
expressed  in  degrees  of  temperature  in  the  reading  of  one  of 
the  thermometers. 

SPECIAL  FORMS  OF  CALORIMETERS. 

318.  Barrel  or  Tank  Calorimeter. — The  barrel  calorim- 
eter belongs  to  that  class  of  condensing  calorimeters  in  which 
a  jet  of  steam  intermingles  directly  with  the  water  of  conden- 
sation.    It  is  made  in  various  ways ;  in  some  instances  the 
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walls  are  made  double  and  packed  with  a  non-condensing 
substance,  as  down  or  hair-felting,  to  prevent  radiation,  and 
the  instrument  is  provided  with  an  agitator  consisting  of 
paddles  fastened  to  a  vertical  axis  that  can  be  revolved  and 
the  water  thoroughly  mixed  ;  but  it  usually  consists  of  an  ordi- 
nary wooden  tank  or  barrel  resting  on  a  pair  of  scales,  as 
shown  in  Fig.  147. 


Fie.  147.— The  Barrel  Calorimeter. 

A  sample  of  steam  is  drawn  from  the  main  steam-pipe  by 
connections,  as  explained  in  Article  315,  page  369,  and  con- 
veyed by  hose,  or  partly  by  iron  pipe  and  partly  by  hose,  to 
the  calorimeter.  In  the  use  of  the  instrument,  water  is  first 
admitted  to  the  barrel  and  the  weight  accurately  determined. 
The  pipe  is  then  heated  by  permitting  steam  to  blow  through 
it  into  the  air ;  steam  is  then  shut  off,  the  end  of  the  pipe  is 
submerged  in  the  water  of  the  calorimeter,  and  steam  turned 
on  until  the  temperature  of  the  condensing  water  is  about  1  icr 
F.  The  pipe  is  then  removed,  the  water  vigorously  stirred,  the 
temperature  and  the  final  weight  taken.  If  the  effect  of  the 
calorimeter,  k,  expressed  as  additional  weight  of  water,  is 
known,  the  quality  can  be  computed  as  in  equation  (6).  page  364. 

(iv-L.t(t,-t,\     a  -  /,» 

X== .  .       .       .       (O) 

icr  r  ' 
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A  tee  screwed  crosswise  of  the  pipe,  as  shown  in  Fig.  l 
forms  an  efficient  agitator,  provided  the  temperature  be  tak 
immediately  after  the  steam  is  turned  off. 

The  pipe  may  remain  in  the  calorimeter  during  the  fir 
weighing  if  supported  externally,  and  if  air  be  admitted  so  th 
it  will  not  keep  full  of  water ;  in  such  a  case,  however,  it  shou 
also  be  in  the  barrel  during  the  first  weighing,  or  else  the  fin 
weight  must  be  corrected  for  displacement  of  water  by  th 
pipe.  The  effect  of  displacement  is  readily  determined  b 
weighing  with  and  without  the  pipe  in  the  water  of  the  cal< 
rimeter. 

The  determination  of  the  water-equivalent  of  the  bam 
calorimeter  will  be  found  very  difficult  in  practice,  and  it  i 
usually  customary  to  heat  the  barrel  previous  to  using  it,  am 
then  neglect  any  effect  of  the  calorimeter.     This  nearly  elimi 
nates  the  effect    of   the   calorimeter.     The  accuracy  of  thi 
instrument,  as  shown  in  Article  314,  page  367,  depends  prin 
cipally  on  the  accuracy  with  which  the  temperature  and  th' 
weight  of  the  condensed  steam  are  obtained.     The  conditior 
for   obtaining   the    temperature   of   the  water  accurately  af 
seldom  favorable,  as  it  is  nearly  impossible  to  secure  a  unifor 
mixture  of  the  hot  and  cold  water;  the  result  is  that  det 
minations  made  with  this  instrument  on  the  same  quality 
steam  often  vary  3  to  6  per  cent.     From  an  extended  us* 
comparison  with  more  accurate  calorimeters,  the  author  wc 
place  the  average  error  resulting  from  the  use  of  the  b; 
calorimeter  at  from  2  to  4  per  cent. 

Example. — Temperature  of  condensing  water,  cold, 
S2°.8  F.;  warm,  t%%  I09°.6  F.     Steam-pressure  by  gauge, 
absolute,  94.4.     Entering  steam,   normal  teftiperaturc, 
steam-table,  /,   323°.$   F.      Latent   heat,   r,  888.2  B. 
Weight  of  condensing  water  cold,   Wf  360  pounds; 
W-\-w,  379.1  pounds,  wet  steam,  or,  19.1  pounds.    C 
eter-equivalent  eliminated  by  heating.    The  quality 

*       •       —52.8)      333.5  -  '09-6  -  ^ 

888.2  y*  ' 
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319.  Directions  for  Use  of  the  Barrel  Calorimeter.— 

Apparatus. — Thermometer  reading  to  \  degree  F.,  range  320 
to  2120 ;  scales  reading  to  ^  of  a  pound  ;  barrel  provided  with 
means  of  filling  with  water  and  emptying ;  proper  steam  con- 
nections ;  steam-gauge  or  thermometer  in  main  steam-pipe. 

1.  Calibrate  all  apparatus. 

2.  Fill  barrel  with  360  pounds  of  water,  and  heat  to  130 
degrees  by  steam  ;  waste  this  and  make  no  determinations  for 
moisture.     This  is  to  warm  up  the  barrel. 

3.  Empty  the  barrel,  take  its  weight,  add  quickly  360 
pounds  of  water,  and  take  its  temperature. 

4.  Remove  steam-pipe  from  barrel ;  blow  steam  through  it 
to  warm  and  dry  it ;  hang  on  bracket  so  as  not  to  be  in  contact 
with  barrel ;  turn  on  steam,  and  leave  it  on  until  temperature 
of  resulting  water  rises  to  no°  F.  Turn  off  steam;  open  air- 
cock  at  steam-pipe  as  explained. 

5.  Take  the  final  weights  with  pipe  in  barrel,  in  same  po- 
sition as  in  previous  weighings ;  also  take  weights  with  the  pipe 
removed  :  calculate  from  this  the  displacement  due  to  pipe,  and 
correct  for  same. 

Alternative  for  fourth  and* fifth  operations. — Supply  steam 
through  a  hose,  which  is  removed  as  soon  as  water  rises  to  a 
temperature  of  uo°  F.  Weigh  with  the  hose  removed  from 
the  barrel.     Stir  the  water  while  taking  temperatures. 

6.  Take  five  determinations,  and  compute  results  as  ex- 
plained.    Fill  out  and  file  blank  containing  data  and  results. 

7.  Compute  the  value  of  the  water-equivalent,  kt  in  pounds 
by  comparing  the  different  sets  of  observations. 

320.  The  Continuous-jet  Condensing  Calorimeter.— 
A  calorimeter  may  be  made  by  condensing  the  jet  of  steam  in 
a  stream  of  water  passing  through  a  small  injector  or  an  equiva- 
lent instrument.  The  method  is  well  shown  in  Fig.  148.  A 
tank  of  cold  water,  B,  placed  upon  the  scales  R,  is  connected 
to  the  small  injector  by  the  pipe  C;  the  injector  is  supplied 
with  steam  by  the  pipe  5,  the  pressure  of  which  is  taken  by 
the  gauge  P\  the  temperature  of  the  cold  water  is  taken  at  e% 
that  of  the  warm  water  at  g.     Water  is  discharged  into  the 
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weighing-tank  A.  The  amount  taken  from  the  tank Bisihe 
weight  of  cold  water  W\  the  difference  in  the  respective 
weights  of  the  water  in  tanks  A  and  B  is  the  weight  of  the 
steam  w. 

The  quality  is  computed  exactly  as  for  the  barrel  calorim- 
eter. 

In  case  an  injector  is  used,  as  shown  in  Fig.  148,  the  tank 
B  is  not  needed :  water  can  be  raised  by  suction  from  the  tank 
A  through  the  pipe  d.     The  original  weight  of  A  will  be  that 


- 

(55 

1 

n 

*jjfc. 

« 

" 

—  — — 

-df 

U 

t> — *> 

i 

I' 

\ 

ta — 0 

of  the  cold  water;  the  final  weight  will  be  that  of  steam  added 
to  the  cold  water. 

In  case  an  injector  is  not  convenient,  and  the  water  is  sup- 
plied under  a  small  head,  a  very  satisfactory  substitute  can  be 
made  of  pipe-fittings,  as  shown  in  Fig.  149.  In  this  case,  steam 
of  known  pressure  and  temperature  is  supplied  by  the  pipe  A 
cold  water  is  received  at  S',  and  the  warm  water  is  discharged 
at  S.  The  temperature  of  the  entering  water  is  taken  by  a 
thermometer  in  the  thermometer- cup  T ,  that  of  the  discharge 
by  a  thermometer  at  T.  The  steam  is  condensed  in  front  of 
the  nozzle  C. 

This  class  of  instruments  present  much  better  opportunities 
of  measuring  the  temperatures  accurately  than  the  barrel 
calorimeter,  and  the  results  are  somewhat  more  reliable. 
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In  the  use  of  continuous  calorimeters  of  any  class,  the  in- 
jment  should  be  put  in  operation  before  the  thermometers 
put  in  place  or  any  observations  taken.  The  poise  on  the 
ghing-scale  can  be  set  somewhat  in  advance  of  its  bal- 
ing position,  and  when  sufficient  water  has  been  pumped 
the  scale-beam  will  rise ;  this  may  be  taken  as  the  signal 


saving  the  water  which  has  been  previously  wasted,  and 

immencing  the  run. 

The  water-equivalent  of  the  calorimeter,  k,  will  be  small, 

due  principally  to  radiation.     It  can  be  found  by  passing 

vater  through  the  calorimeter  and  noting  the  loss  in  tern- 

ture. 

21.   The   Hoadley  Calorimeter.— This  instrument  be- 

5  to  the  class  of  non-continuous  surface  calorimeters.     The 
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instrument  is  described  in  Transactions  of  the  American  So- 
ciety of  Mechanical  Engineers,  VoL  VI.,  page  716, and  consisted 
of  a  condensing  coil  for  the  steam,  situated  in  the  bottom  of  a 
tank-calorimeter,  very  carefully  made  to  prevent  radiation- 
losses.  The  dimensions  were  17  inches  diameter  by  32  inches 
deep,  with  a  capacity  of  about  200  pounds  of  water.     The 


calorimeter  was  made  of  three  concentric  vessels  of  galvanized 
iron,  the  spaces  being  filled  with  hair-felt  and  eider-down. 
The  condenser  consisted  of  a  drum  through  which  passed 
a  large  number  of  half-inch  copper  tubes,  the  steam  being 
on  the  outside,  the  water  on  the  inside,  of  these  tubes;  the 
agitator  consisting  of  a  propeller-wheel  attached  to  an  axis 
that  could  be  rotated  by  turning  the  external  crank  A",  effectu- 
ally stirring  the  water.  The  thermometer  for  measuring  the 
temperature  was  inserted  in  the  axis  of  the  agitator  at   T. 


§3220        THE  AMOUNT  OF  MOISTURE  IN  STEAM. 


379 


In  the  hands  of  Mr.  Hoadley  the  instrument  gave  accurate 
determinations. 

In  practice  the  instrument  was  arranged  as  in  Fig.  151 ;  the 
calorimeter  E  was  placed  on  the  scales  Ft  and  supplied  by 
cold  water  from  the  elevated  barrel  A.  The  temperature  of 
the  entering  water  was  taken  at  C.  Steam  was  admitted  to 
the  condensing-coil  until  the  temperature  of  the  condensing 
water  reached,  say,  no°  F.     The  weights  before  and   after 


Fig.  151. — Hoadley's  Calorimktkr  Arranged  for  Utx. 


adding  steam  were  taken  by  the  scales  F\  the  temperature  of 
the  warm  condensing  water  was  taken  by  a  thermometer,  G, 
inserted  in  the  axis  of  the  agitator.  The  water-equivalent  was 
determined  as  explained  in  Article  317,  page  371,  and  the 
quality  computed  by  equation  (6),  page  364.  The  rate  of 
cooling  was  determined,  and  an  equivalent  amount  added  as  a 
correction  for  any  loss  of  heat  by  radiation. 

322.  The  Kent  Calorimeter. — This  instrument  differs 
from  the  Hoadley  instrument  principally  in  the  arrangement  of 
the  condensing  coil.  This  when  filled  with  steam  could  be 
removed  from  the  calorimeter,  so  as  to  enable  the  weight  of 
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steam  to  be  taken  on  a  smaller  and  more  delicate  pair  of  scales 
than  those  required  for  the  condensing  water,  thus  giving 
more  accurate  determinations  of  the  weight  of  the  steam  con- 
densed. 

323.  The  Barnis  Continuous  Calorimeter.— This  calo- 
rimeter is  shown  in  Fig.  152  in  section  and  in  Fig.  153  in  per- 
spective.    It  consists  of   a  steam-pipe,  qf,  surrounded  by  1 


Contmuoui  Ca  low  urns. 


tub  or  bucket,  O,  into  which  cold  water  flows;  the  condensing 
water  is  received  as  it  enters  the  bucket  in  a  small  brass  tube, 
k,  surrounding  the  pipe  a,  and  is  conveyed  over  and  under 
baffle-plates,  m,  so  as  to  be  thoroughly  mixed  with  the  «W 
in  the  vessel,  and  is  finally  discharged  at*.  Thermometera vt 
placed  at  /  and  at  g  to  take  the  temperature  of  the  waW  *  ' 
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alters  and  leaves,  and  finally  the  condensing  water  is  caught 
from  the  overflow  and  weighed.  The  condensed  steam  falls 
bdow  the  calorimeter;  by  means  of  the  water-gauge  glass  at  e 


U   COXTI.NUOCS  AND  Sllf 


it  may  be  seen  and  kept  at  a  constant  height.  The  temperature 
of  the  condensed  steam  while  it  is  still  under  pressure  is  shown 
by  a  thermometer  at  h.  In  order  to  use  the  calorimeter  it  is 
necessary  to  weigh  the  condensed  steam  ;  this  cannot  be  done 
without  further  cooling,  as  it  would  be  converted  into  steam 
were  the  pressure  removed.  For  this  purpose  it  is  passed 
through  a  coil  of  pipe  immersed  in  a  bucket  filled  with  water, 
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shown  at  5  in  Fig.  153.     The  water  used  in  the  cooling  bucket 
5  has  no  effect  on  the  quality  of  the  steam  and  is  not  con- 
sidered in  the  results ;  it  is  allowed  to  waste,  but  the  condensed 
steam  is  caught  at  IV,  Fig.  153,  and  weighed. 

The  quality  of  steam  is  computed  by  omitting  k  in  for- 
mula  (6),  page  364.     Hence 


w        r  r 


w  is  the  weight  of  condensed  steam  after  correction  for  radia- 
tion-loss as  explained  in  Article  324  ;   w  being  equal  to  w'—u. 

324.  Directions  for  Using  the  Barrus  Continuous  Calo- 
rimeter.— Apparatus  needed. — Thermometers ;  pail  for  receiv- 
ing condensed  steam  ;  tank  and  scales  for  the  condensing  water. 

Directions. —  1.  Fill  the  thermometer-cups  with  cylinder- 
oil.  (Do  not  put  thermometers  in  place  until  apparatus  is 
working.) 

2.  Turn  on  condensing  water  and  steam  ;  regulate  the  flow 
of  condensing  water  so  as  to  keep  the  bucket  O  nearly  full,  and 
the  temperature  of  the  discharge-water  as  much  above  tem- 
perature of  the  room  as  injection  is  below :  this  should  be 
about  no°  F.  Regulate  the  flow  of  condensed  steam  so  as  to 
keep  the  water  in  the  glass  e  at  a  constant  level.  Turn  water 
on  to  the  cooling  coil  in  the  bucket  5,  and  reduce  the  con- 
densed steam  to  a  temperature  of  about  1200. 

3.  After  the  apparatus  is  working  under  uniform  condi- 
tions, put  the  thermometers  in  the  cups  for  temperature  of 
injection  and  discharge  water,  and  having  previously  weighed 
the  vessels,  at  a  given  signal,  note  time  and  commence  to 
catch  the  condensed  steam  and  the  condensing  water.  Con- 
tinue the  run  until  about  360  or  400  pounds  of  condensing 
water  has  run  into  the  receiving  tank.  Without  disturbing 
the  condition  of  the  apparatus,  commence  simultaneously  to 
waste  the  discharge  from  both  pipes.     Find  the  weights  of 


§324-]        THE  AMOUNT  OF  MOISTURE  IN  STEAM.  383 

condensed  steam  (wr)  and  condensing  water  (  W) ;  note  time  of 
ending  run. 

4.  Make  three  more  runs  similar  to  the  first. 

5.  To  find  the  radiation-correction  of  the  instrument: 
Empty  the  bucket  0  of  condensing  water,  and  surround  the 
condensing  tube  a  with  hair-felting ;  make  a  run  of  the  same 
length,  and  with  steam  of  same  pressure  as  in  the  previous 
runs.  The  weight  of  steam  condensed  will  be  the  radiation- 
loss,  which  we  call  uy  and  is  to  be  deducted  from  the  weight  of 
condensed  steam  obtained  in  the  previous  runs  of  the  same 
length.     Find  the  condensation  per  hour. 

6.  Work  up  quality  of  steam  by  the  formula 

Make  report  as  described  for  other  calorimeters. 

Example. — The  following  is  the  result  of  a  trial  with  the 
Barrus  continuous  calorimeter:  Temperature  of  injection-water, 
/,  =  370. 5  Fahr. :  temperature  of  discharge-water,  /,  =  83°.8 
Fahr. ;  temperature  of  condensed  steam,  /,  =  304.9  Fahr. ; 
steam-pressure  by  gauge,  72.4  lbs.  ;  temperature  of  entering 
steam,  /  =  3I7°.9  ;  length  of  test,  40  minutes ;  weight  of  cool- 
ing water,  W  =  573.5  lbs. ;  weight  of  condensed  steam,  w'  = 
29.89  lbs.  ;  radiation-loss  u  =  0.13  lb.     Neglecting  value  of  u, 

x  =  573:5  (83-3  -  37-5)  _  (3 1 7-9  -  3Q4-9) 
29.89         891  891 

19.21  X46.3— 13-0      876.4 


891  891 


=  984. 


x  =  984  if  not  corrected  for  radiation-loss.     If  corrected, 
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325.  Forms  for  Use  with  Condensing  Calorimeters. 


MECHANICAL   LABORATORY,  SIBLEY   COLLEGE,  CORNELL 

UNIVERSITY. 


Priming  Test  with  Condensing  Calorimeter. 


Made  by. 
Test  of . . . . 


at, 


Kind  of  calorimeter 


.189. 


Steam. 


N.  Y. 




l- 

II. 

III. 

IV, 

v. 

_ 

Symbols. 

I 

Tare  and  cold  water,  lbs 

P 
V 

1 

i ' .. 

Quantities  : 

Condensing  water,  lbs 

IV 

70 
tx 

t 

1 

Condensed  steam,  lbs 

Temperatures,  deg.  Fahr. : 

Condensed  steam             . 

, 

' 

Ratio  water  to  steam 

Oualitv    i>er  cent     

x 

i       t  m 

Per  cent  moisture 

I  —X 

D 

1 

1 __ 

Correction  due  to  displacement  of  water  by  hose 

Calorimeter-equivalent lbs.         How  found, 


.lbs. 


Temp,  room deg.  Fahr.        Barometer-reading. 

Quality  x  =  I  «  (/,  -  /,)  -  (/  -  /,)J  +  r. 


.inches. 


Degree  of  •upcr-faeat  D  =  (x  —  i)r  -*-  0.48. 
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CALORIMETER   TEST.        . 


21 

Concerting 

Crmdtustd 

Temperature  of 

Condensing 

Water. 

!?-■ 

e 

Co 

I 

si 

ifcuL 

I    I 

Weigh.. 

Did. 

Weigbt. 

Difl. 

Hdi. 

Cold. 

S|5 

1 

:::::!:::::' 

1 

1'"  ' 

i 

Duration  of  test min. 

Weigh [  of  steam  condensed lbs. 

Weight  of  condensing  water " 

Average  temperature  of  hot  condensing  water..  -  -C;    Fahr.;    B.T.U. 

"  "  "  condensed  steam "     ....     "         ....      " 

"room "         ....dcg.C. 

"        pressure  of  air lbs.  per  sq.  in. 

"        absolute  pressure  of  the  steam "      "      " 

Thermal  units  in  water  corresponding  to  absolute  pressure  of  steam. ...  B.T.U. 

Heat  acquired  by  condensing  water " 

Heat  given  up  by  condensed  steam  in  cooling  to  temperature  of  ther- 


Weigbt  of  water  condensed  by  radiation lbs. 

Heat  given  up  by  each  pound  of  steam  in  condensing B.T.U. 

Latent  heat  of  one  pound  of  steam  at  average  absolute  pressure " 

Per  cent  of 

Signed 
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326.  Barms  Superheating  Calorimeters. — In  the  Barm 
Superheating  Calorimeter,  Fig.  1 54,  the  steam-pipe  leading  from 
the  main  is  bifurcated,  one  branch,  E,  ,,, 
passing  over  the  flames  of  a  large 
Bunsen  burner,  tiie  other  passing  up- 
ward, and  finally  downward,  when  it 
is  jacketed  by  the  enlargement  of  the 


first  branch.  The  branches  discharge 
separately,  each  through  equal  orifices, 
about  one-eighth  inch  in  diameter. 

This  instrument  is  shown  in  Fig.  154 
in  elevation,  and  on  the  left-hand  side  of 
Pig-  '53  in  perspective.  The  steam  in 
one  branch  is  superheated  at  G;  that  in 
its  normal  condition  is  received  at  H,  and 
is  discharged  at  ;V.  The  superheated 
steam  forms  a  jacket  from  /  to  K  outside 
the  sample  to  be  tested,  and  is  discharged 
at  the  orifice  M.  The  temperature  of  the 
jacket  steam  is  taken  at  A  and  at  B ;  that 
of  the  normal  steam  is  measured  at  C,  as 
it  is  discharged  ;  it  is  found  as  it  enters  from  its  pressure  taken 
at  H,  by  reference  to  the  steam-table. 

The  theory  of  this  calorimeter  is  as  follows: 
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i.  An  equal  weight  of  steam  flows  through  each  branch  of 
the  pipe. 

2.  The  steam,  superheated  by  the  gas-flame,  is  used  as  a 
jacket  for  the  other  branch,  and  parts  with  as  much  heat,  ex- 
cept for  radiation,  as  the  other  gains. 

3.  This  amount  may  be  measured  provided  the  steam  dis- 
charged from  the  central  tube  is  superheated. 

To  measure  this  gain  or  loss  of  heat,  thermometers  are 
placed  to  take  the  temperature  of  steam  as  it  enters  and  leaves 
the  jacket,  and  on  the  central  pipe  near  the  same  places. 

Formula. — Let  (1  —  x)  be  the  amount  of  water  to  be  evap- 
orated ;  in  so  doing  it  will  take  up  from  the  jacket-steam 
r(i  —  x)  heat-units.  Let  /  be  the  normal  temperature  of  the 
steam  at  the  gauge  pressure ;  let  Tt  be  the  temperature  of  the 
superheated  jacket-steam  at  entering,  and  T%  as  it  leaves ;  let 
Ty  be  the  temperature  of  the  superheated  steam  discharged 
from  the  sample  pipe,  and  let  radiation-loss  in  degrees  F.  be 
/.  If  the  specific  heat  of  steam  be  0.48,  since  gain  and  loss  of 
heat  are  equal,  we  have 

o.48(  Tx  —  Tt  —  /)  =  r{\  —  *)  +  0.48(7;  —  /). 
...      1  _  *  =  0.48IT,  -  T,  -  /-  (Ts  -  /)]  ~  r ; 

from  which  x  may  be  found. 

To  find  /,  the  radiation-loss  in  degrees,  shut  off  steam  in 
the  branch  leading  to  the  centre  steam-pipe,  and  find  reading 
of  thermometers  Tx  and  T% .  After  a  run  of  same  length  as  in 
test,  take  /  =  Tx  —  Tt . 

Directions  for  using  Barrus  Superheating  Calorimeter. — Ap- 
paratus needed. — Three  thermometers  reading  4000  F.  each, 
and  pressure-gauge,  superheating  lamps,  etc. 

First.  Calibrate  instruments,  and  ascertain  by  a  run  of 
twenty  minutes  that  equal  amounts  of  steam  are  discharged 
from  each  orifice.     This  may  be  done  by  condensing  the  steam. 

Second.  Put  cylinder-oil  in  oil-cups ;  attach  gauge. 
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Third.  Put  in  working  order;  after  thermometer  at  end  of 
sample-steam-pipe  shows  superheat,  commence  the  run. 

Fourth.  Take  readings  once  in  two  minutes  for  twenty 
minutes. 

Fifth.  Obtain  radiation-loss  /  as  explained. 

Sixth.  Work  up  results  as  explained,  and  make  report  as 
in  previous  cases. 

327.  Form  for  Determination  with  Barrus  Superheat- 
ing Calorimeter. 


No. 


BARRUS  SUPERHEATING  CALORIMETER. 
, Date 


Time. 

Temp. 

Jacket-steam 

Entering. 

Temp. 

Jacket-steam 

at  Exit. 

Temp. 

Sample  Steam 

at  Exit. 

Steam- 
pressure  by 
Gauge. 

Barometer. 

Corrected . 

i                                                      I 

1                  !         __ 

Duration  of  test n»D- 

Barometer in. ;  lbs.  per  sq.  in- 

* 

Sample  steam,  gauge  pressure lbs.  per  iq.  in* 

absolute     "       lbs.  per  sq.  in. 

"  "       temperature  at  absolute  pressure C;  £ 

••  ••  "  "outlet C;  F. 

Superheated  steam,  temperature  at  inlet C;  '■ 

"  ••  ,4  "outlet C; f- 

Latent  heat  of  steam  at  absolute  pressure B.T.U. 

Specific  heat  of  superheated  steam B.  T.  U. 

Correction  for  condensation 

"  "  radiation 

Per  cent  of  moisture  in  steam 

328.  The  Throttling  Calorimeter.— This  instrument  was 
designed  in  1888  by  Prof.  C.  H.  Peabody  of  Boston,  and  rep 
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r«ents  a  greater  advance  than  any  previously  made  in  practical 
cralorimetry.  The  equations  for  its  use  and  limitations  of  the 
Same  were  given  by  Prof.  Peabody  in  Vol.  IX.,  Transactions 
-Am.  Society  Mechanical  Engineers.  As  designed  originally, 
it  consisted  of  a  small  vessel  four  inches  in  diameter  by  six  to 
eight  inches  long,  and  connected 
lo  the  steam-supply  with  a  pipe 
containing  a  valve,  b,  used  to 
throttle  the  steam  supplied  the 
calorimeter.  Fig.  155  shows  the 
original  form  of  the  calorimeter, 
which  is  arranged  so  that  any  de- 
sired pressure  less  than  that  in  the 
main  steam-pipe  can  be  maintained 
in  the  calorimeter  A.  The  press- 
ure in  the  calorimeter  is  shown  by 
a  steam-gauge  at  g,  and  the  tem- 
perature by  a  thermometer  at  D;  J  1 
the  main  steam-pipe  is  provided 
with  a  drip  at  /,  to  drain  the  pipe 
before  making  calorimetric  tests. 
In  using  the  calorimeter,  any  desired  pressure  can  be  main- 
tained in  the  vessel  A  by  regulating  the  opening  of  the  ad- 
mission and  exhaust  valves. 

The  effect  of  this  operation  will  be  to  admit  the  heat  due 
to  high-pressure  steam  into  a  vessel  filled  with  steam  of  lower 
pressure.  The  excess  of  heat  is  utilized  firstly  in  evaporating 
moisture  in  the  original  steam  ;  secondly,  if  there  is  sufficient 
heat  remaining,  in  raising  the  temperature  in  the  vessel  A 
above  that  due-to  its  pressure,  thus  superheating  the  steam. 
Unless  the  steam  in  the  chamber  A  is  superheated,  no  deter- 
minations can  be  made  with  the  instrument.  The  equation  for 
its  use  is  obtained  as  follows :  the  heat  in  one  pound  of  high- 
pressure  steam  before  reaching  the  calorimeter  is  expressed 
as  in  formula  (2),  Article  311.  page  363,  by  xr  -f-  q.  After 
reaching  the  calorimeter  the  heat  is  that  due  to  the  press- 
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ure  in  the  calorimeter  added  to  that  due  to  the  superheat,  or 
A,  -f-  0.48(7*,  —  Tc).     Since  these  quantities  are  equal, 


xr  +  g  =  \c  +  o.4&{Tx-Tc); 


rom  which 


*  =  [*r-*  +  o.48(7\-7;)]H-r;    .     .     .     (11) 


in  which  r  equals  latent  heat,  and  q  heat  of  liquid  due  to 
pressure  in  main  pipe  as  given  in  the  steam-table. 

Xc  =  total  heat  in  one  pound  of  dry  steam  at  calorimeter 
pressure ;  Tx  =  reading  of  thermometer  in  calorimeter,  and 
Tc  =  normal  temperature  of  steam  in  calorimeter  due  to  calo- 
rimeter pressure.  Care  must  be  taken  that  both  Xc  and  q  are 
given  in  the  same  units. 

Example. — Suppose  that  the  gauge  pressure  on  the  main 
steam-pipe  is  80  pounds,  that  on  the  calorimeter  8  pounds 
atmospheric  pressure  14  pounds,  as  reduced  from  the  barom- 
eter-reading, and  that  the  thermometer  in  the  calorimeter 
reads  274°.2  F.     Required  the  quality  of  the  steam. 

In  this  case  we  obtain  the  following  quantities  from  the 
steam-table : 


Entering  steam. 
In   calorimeter. . 


Absolute 
Pressure. 


94 
22 


T 
Temperature 


323.1 
233.1 


q 

Heat  of 
Liquid, 
B.  T.  U. 


293.2 
202.0 


X 

Total 

Heat, 

B.  T.  U. 


"53-0 


r 

Latent 

Heat. 

B.  T.  V. 


S87.3 
951.O 


From  which 


■*  =  [1 1 53  -  293-2  +  0.48(274.2  -  233.1)]  -f-  887.3  ; 
x  =  99.1. 


Per  cent  of  moisture,  100  —  x  =  0.9. 


§329-]        THE  AMOUNT  OF  MOISTURE  IN  STEAM. 


391 


329.  Heisler's  Throttling  Calorimeter.  —This  instrument 
differs  from  Peabody's  principally  in  size  and  form.  It  is 
shown  complete  and  ready  for  use  in  Fig.  156,  and  full  size  in 
the  sectional  view,  Fig.  157. 


Fig    156.— Heislbk's  Throttling  Calorimeter. 

The  chief  difference  between  this  and  Peabody's  calorim- 
eter is  in  the  use  of  a  standard  orifice  placed  between  two 
non-conducting  washers.  The  steam  is  throttled  in  passing 
through  this  orifice,  and  reduced  to  a  low  pressure  in  the  calo- 
rimeter. The  form,  as  shown  in  Fig.  157,  it  is  claimed,  is  such 
as  to  bring  the  steam  intimately  in  contact  with  the  thermom- 
eter-tube in  its  passage  through  the  calorimeter. 

The  instrument,  as  shown  in  Fig.  156,  is  connected  to  an 
attached  mercury-manometer  which  is  used  for  measuring  the 
pressure  in  the  calorimeter. 


(Sictiok  ;  Pull  Sits.) 


330.  Throttling  Calorimeter  of  Pipe-fittings. — A  very 
satisfactory  calorimeter  can  be  made  of  pipe-fittings,  as  shown 


in  Fig.    158.      Connection  is   made  to  the   main    steam-pipe, 
as  explained  in  Article  315,  page  369.    The  calorimeter  is  made 
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of  {-inch  fittings  arranged  as  shown ;  the  steam-pipe  W  is  of 
J-incb  pipe,  and  the  throttling  orifice  is  made  by  screwing  on  a 
cap,  in  which  is  drilled  a  hole  i  or  £  inch  in  diameter. 

A  thermometer-cup.  Fig.  146.  page  370,  is  screwed  into  the 
top.  and  an  air-cock  inserted  opposite  the  supply  of  steam.  A 
manometer,  B,  for  measuring  the  pressure  is  attached  by  a 
piece  of  rubber  tubing  as  shown.  The  exhaust  steam  is  dis- 
charged at  £.  The  back-pressure  on  the  calorimeter  can  be 
increased  any  desired  amount  by  a  valve  on  the  exhaust-pipe : 
when  no  valve  is  used  the  pressure  is  so  nearly  atmospheric 
that  a  manometer  is  seldom  required. 

331.  Method  of  finding  Normal  Temperature  in  the 
Calorimeter. — It  is  essential  to  know  the  normal  temperature 
within  the  calorimeter ;  this  will  vary  with  the  pressure  on  the 
calorimeter,  which  pressure  is  equal  to  the  barometer-reading 
plus  the  manometer-reading. 

The  following  table  gives  the  normal   temperature  corrcs 

TABLE  OF   BOILING-POIXTS. 


Normal 

Total  Pi  f  1111 

Normal 

Total  Premure  , 

Temperature. 

<on  Calorimeter. 

Temperature. 

00  Calorimeter. 

Degree*  F. 

Inches  xi£. 

Degrees  F. 

Inches  Hg. 

!       209.5 

26.466 

•  > 

•  744 

1 

.6 

.323 

S 

,            • &°3        i 

7 

.^?u 

•9 

1            .St>3 

S 

•<>37 

212.0 

.922 

9 

.605 

.1 

.9S2       I 

210. 

0 

•752 

.2 

30.041 

.1 

.&10 

.101     ! 

.2 

.St>7 

•4 

.161 

•3 

.925 

.5 

.221 

4 

•  9&3 

.6 

.2S1 

■5 

20.041 

•  / 

.341 

.6 

.000 

.& 

.401     1 

■7 

•J£7 

•9 

•4<>2       1 

1 

1 

.6 

.215 

213.0 

.522 

1 
■ 

■9 

.274 

.8 

31.004 

211. 

.0 

.332 

214. 0 

.107 

| 

.1 

.391 

215.0 

.t>Q2 

1 

.2 

1            -449 

216.0 

32.27:         1 

•3 

1           .*o? 

217.0 

.S62 

•4 

•?6r       . 

218.0 

33-447 

•5 

.626 

219.0 

34.032 

.6 

.6i>5 

220.0 

.617 

Difference  i:  F  =  0.5B5  inch.      Difference  I  inch  =  i\?oq. 
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sponding  to  various  absolute  pressures  nearly  atmospheric,  ex- 
pressed in  inches  of  mercury : 

In  the  use  of  the  instrument  the  total  pressure  in  the 
calorimeter  is  to  be  taken  as  the  sum  of  the  barometer-reading 
and  the  attached  manometer.  The  degree  of  superheat  of  the 
steam  in  the  calorimeter  is  the  difference  between  the  tempera- 
ture as  shown  by  the  pressure  and  that  shown  by  the  inserted 
thermometer. 

332.  Graphical  Solution  for  Throttling- Calorimeter 
Determinations. — In  the  practical  use  of  this  instrument  it  is 
customary  to  exhaust  at  atmospheric  pressure,  so  that  the 
normal  temperature  in  the  calorimeter  is  the  boiling-point  at 
atmospheric  pressure,  and  \c  is  1 146.6;  in  which  case  formula 
(11)  becomes 

1 146.6  +  0.48(7',  —  212)  —  q 

x  — 

r 


_  1 146.6  —  y      0.48(7',  —  212) 


If  in  this  form  we  suppose  the  steam-pressure  constant, and 
the  degree  of  superheat  and  quality  of  steam  alone  to  vary. 
r  and  q  will  both  be  constant,  and  we  shall  have  the  equation 

of  a  right  line,  in  which is  the  distance  above  the 

origin  that  the  line  cuts  the  axis  of  ordi nates,  and  0.48  -r-r  is 
the  tangent  of  the  angle  that  the  line  makes  with  the  axis  of 
abscissa?.  Drawing  lines  corresponding  to  the  different  gauge 
or  absolute  pressures,  a  chart  may  be  formed  from  which  the 
values  of  x  may  be  obtained  without  calculation. 

Using  degrees  of  superheat  in  the  calorimeter  as  abscissae 
and  absolute  steam-pressure  as  ordinates,  and  drawing  lines 
corresponding  to  various  percentages  of  moisture,  we  have  a 
diagram  shown  in  Fig.  159,  from  which  the  results  of  observa- 
tions made  with  the  throttling  calorimeter  may  be  taken  at 
ince  without  further  calculation. 


/■'. 
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Use  of  tne  Diagram. — To  find  the  percentage  of  moisture  in 
the  steam  from  the  diagram,  pass  in  a  horizontal  direction  along 
the  base-line  until  you  arrive  at  the  number  corresponding  to 
the  degree  of  superheat  in  the  calorimeter ;  then  pass  in  a  ver- 
tical direction  until  you  reach  the  required  absolute  pressure 
of  steam.  The  position  with  reference  to  the  curved  lines 
shows  at  once  the  percentage  of  moisture,  and  can  be  read 
easily  to  one  tenth  of  one  per  cent.  Thus,  for  example,  sup- 
pose that  we  have  the  following  readings :  Barometer,  29.8 
inches;  attached  manometer,  1.5  inches — making  a  total  press- 
ure in  the  calorimeter  of  31.3  inches,  corresponding  to  a  tern 
perature  of  2I4°.27  Fahr.  Steam-gauge,  80  pounds;  absolute 
pressure,  94.7  pounds ;  thermometer-reading  in  calorimeter, 
2540  Fahr.  From  which  the  degree  of  superheat  is  found  to 
be  2540  —  2i4°.27  =  39°73. 

Following  the  directions  as  given,  the  percentage  of  moist- 
ure is  seen  from  the  diagram  to  be  1.66  per  cent.  The  quality 
would  be  1.00  -—  1.66  =  98.34  per  cent.  While  the  diagram  is 
especially  computed  for  determinations  when  the  pressure  in 
the  calorimeter  is  atmospheric  or  but  slightly  above,  it  will  be 
found  to  give  quite  accurate  results  when  the  calorimeter  is 
under  pressure,  by  considering  that  the  ordinates  represent  the 
difference  of  pressures  on  the  steam  and  in  the  calorimeter. 
Thus,  in  the  example,  Article  328,  page  390,  the  steam-pressure 
was  80  pounds,  calorimeter-pressure  8  pounds  ;  degree  of  super- 
heat 274.2  —  233.1  =41.1  ;  resulting  quality  by  calculation  99  i» 
indicating  0.9  per  cent  of  moisture.  Using  difference  of  press- 
ure 80  —  8  =  72  as  ordinate,  and  41. 1  as  abscissa,  we  find  from 
the  chart  that  the  percentage  of  moisture  is  0.92  ;  from  which 

x  =  99.08. 

333.  Limits  of  the  Throttling  Calorimeter. — To  deter- 
mine the  amount  of  moisture  that  can  be  evaporated  by 
throttling,  make  T,  =  Tc  in  formula  (11);  then 

The  amount  of  moisture  that  can  be  determined  by  the 


$335]       THE  AMOUNT  OF  MOISTURE  JN  STEAM. 


397 


throttling  calorimeter  in  expanding  from  the  given  pressure 
to  atmospheric,  as  computed  by  substituting  in  formula  (12), 
is  as  follows : 

LIMITS  OF  THE  THROTTLING  CALORIMETER. 


Pressure,  pounds  per  square  in. 

1 

Maximum  per 
cent  of  prim- 
ing. 

Quality  of  the 
steam,  per  cent. 

Absolute. 

Gauge. 

300 
250 
200 

175 
I50 

125 
IOO 

75 
50 

285.3 
235.3 
185.3 
160.3 

135.3 
HO.3 

85.3 
60.3 

35-3 

07.7 
7.0 
6.1 
5.8 
52 
4.6 
4.0 
32 
2.3 

923 
93-0 

93-9 
94.2 

94-8 

95-4 
96.0 

96.8 
97-7 

By  reducing  the  pressure  below  the  atmosphere,  the  limits 
of  the  instrument  may  be  somewhat  increased. 

334.  Directions  for  Use  of  Throttling  Calorimeter.— 
Apparatus. — Steam-thermometer ;  pressure-gauge  ;  manometer 
for  measuring  pressure  in  calorimeter  in  inches  of  mercury. 

1.  Attach  the  calorimeter  to  a  perforated  pipe  extending 
well  into  the  main  steam-pipe  to  secure  a  fair  sample  of  steam. 
Calibrate  all  the  apparatus. 

2.  Fill  thermometer-cup  with  cylinder-oil,  having  first  care- 
fully removed  any  moisture  from  the  cup.  Place  thermometer 
in  the  cup,  and  after  it  has  reached  its  maximum  commence 
to  take  observations. 

3.  Read  steam-pressure,  attached  manometer,  and  tempera- 
ture at  frequent  intervals. 

4.  Compute  the  quality  of  the  steam  for  each  observation. 

335.  Forms  for  Throttling-Calorimeter  Determinations. 


'riming  tests  of. 
•lade  by 


at ,    N.  Y 189 

with Throttling  Calorimeter. 

arometer-reading inches.         Steam  used  during  run lbs. 
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\umbtr 

■ 

. 

. 

. 

■  1  -     • 

~u 

5 

! 

i 

Time .„   ... 

Sicim-prvvsure,         main 

...      1 

t 

uWrix-.l       ir-mperalure 

H,-.,i'v'.U'.i':..-p.>-.,Urt-/' 
N.inii.il    teraperalurc     in 

Toml  heal,  pressure -.   . 
L.ilr-m    heal  r.ir  pressure 

i  ■■'■■■ 

-i 

::: 

i. ■''"!  ""■" 

... 

AVERAGE  RESULTS  OF  CALORIMETER  TEST. 

Date 

Duraiion  of  test 

Barometer in.;     lbs.  ] 

Boiler-pressure  by  gauge " 

"  "       absoluie ■' 

Calorimeter-pressure  by  gauge   

"        absolute " 

Calorimelet-iemperature C:      F. 

Per  cent  oi  moisture  in  steam. 


336.  The  Separator  Calorimeter.— The  separator  calorim- 
eter, as  designed  by  the  author,  consists  of  a  chamber  A  into 
which  leads  the  steam-pipe  SB,  Fig,  160,  perforated  in  its 
lower  portion  with  a  large  number  of  holes,  each  £  inch  in 
diameter.  From  the  top  of  the  chamber  an  exhaust-pipe  5'  is 
connected,  across  which  extends  a  diaphram  with  a  centre 
orifice  O,  fa  inch  in  diameter. 

In  the  use  of  the  instrument  steam  is  supplied  at  S,  the 
water  is  deposited  in  the  chamber  A,  and  dry  steam  escapes 
through  the  orifice  at  O.  A  steam-gauge  can  be  attached  at 
G  if  desired,  but  neither  gauge-readings  nor  temperatures  are 
required. 
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t  forms  of  the  instrument  consist  of  two  chambers, 
is  shown  in  Fig.  160,  the  instrument  being  so  con- 
it  the  exhaust  S  from  the  first  chamber  is  made  to 


'team  for  the  second  chamber;  but  one  orifice  is 
hat  is  placed  in  the  discharge  from  the  second 
n  this  case  perfectly  dry  steam  will  be  received  in 
:r>amber,  and  any  moisture  deposited  there  will  be 
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due  to  radiation-loss.  Since  the  chambers  are  of  the  same  size, 
this  quantity  is  to  be  used  as  a  correction  to  the  amount  de- 
posited in  the  first  chamber. 

The  later  forms  of  the  instrument  are  provided  with  a 
graduated  scale  for  determining  the  weight  of  water  deposited 
in  each  chamber,  an  arrangement  not  shown  in  Fig.  160. 

The  accuracy  of  this  instrument  depends  on  the  complete- 
ness  of  the  separation  of  the  water  from  the  steam,  and  on 
the  condition  that  the  exhaust  steam  is  in  each  case  dry  and 
saturated. 

To  determine  this  a  series  of  tests  were  conducted  for  the 
author  by  Messrs.  Brill  and  Meeker  with  steam  of  varying 
degrees  of  quality.  The  range  in  moisture  was  from  33  to  1 
per  cent,  yet  in  every  case  the  throttling  calorimeter  attached 
to  the  exhaust  gave  dry  steam  within  limits  of  error  of  obser- 
vation.    The  following  were  the  results  of  this  examination : 

SEPARATING  CALORIMETER. 


Examination  of  Exhaust 

Observations  on  Entering  Steam. 

Steam  from  Calorimeter  by 

Throttling  Calorimeter. 

T 

P 

W 

W 

X 

,1,1 

No.  of 
Ob*r 
rations 

6 

Calori- 
meter. 

Duration 

Run, 
minutes. 

Gauge 

Pressure, 

pounds. 

Pounds 

Separated 

Water  in 

Run. 

Pounds 

Condensed 

Steam  in 

Ruo. 

Quality 

Steam, 

per  cent. 

Temp,  in 
Calori- 
meter. 

Quality 
Steam  10 
Exhaust. 

i\ 

25 

81.5 

1. 15 

4-45 

79.46 

28 1 

99  95  | 

25 

78.2 

O.15 

5- 20 

972 

281.3 

100.00  1    c> 

A\ 

25 

80.8 

0.525 

4.25 

89.005 

286.5 

100.00  J     6 

B 

25 

79-5 

O.15O 

4-75 

96.94 

281.8 

99.95  j     6 

A 

25 

78.5 

O.3OO 

5000 

94-34 

282.8 

100.00        6 

B 

25 

77.6 

.150 

5.45 

9732 

282.3 

IOO.00        6 

A 

24 

79-5 

1.8 

4-55 

71.65 

2S0.I 

99.94        6 

B 

24 

78.5 

1.4 

4.90 

77.77 

279-5 

99.9         6 

i 

20 

83.5 

1. 15 

4.1 

77.67 

286.5 

100.00        5 

20 

81.6 

1.70 

4.75 

73-04 

282.7 

99.98  j     5 

20 

74.8 

0.65 

3-95 

85.87 

283.7 

100.05 

5 

20 

82.0 

0.85 

395 

82.29 

286.8 

100.05 

5 

20 

82.6 

0.35 

4.15 

92.22 

285.6 

100. 0 

5 

20 

81.5 

0.20 

3-95 

95.15 

285.2 

100.05 

5 

AK 

20 

81.4 

2.20 

4325 

66.28 

283.I 

100. 0 

5 

B\ 

20 

80.3 

0.30 

4-55 

93.81 

282.8 

100. 0 

5 

<*$ 

20 

82.0 

0.20 

4.65 

95.8 

282.8 

99.98 

< 

m 

*\ 

20 

"81. 1 

0.20 

4.40 

95.7 

284.O 

100.0 

A Ttrftfre  of  18  ti 

rials,  invc 

•Wing  98 

observati 

99.99S 

1 
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ila  for  Use  of  the  Separating  Calorimeter.— 
s  weight  of  dry  steam  discharged  at  the  exhaust- 
water  drawn  from  the  separator,  R  the  water 
luring  the  run  by  radiation.      Then  the  quality 

w  +  R 


pn-Ioss  can  be  determined  by  using  steam  of 
5  determined  by  the  throttling  calorimeter,  or 
rranging  two  separating  calorimeters  of  exactly 
■,  so  that  the  steam  exhausted  from  the 
upply  in  the  second.  As  the  second  receives 
[earn,  the  water  deposited  is  due  to  radiation- 
Jight  of  water  obtained  from  this  calorimeter  is 

d  be  substituted  in  the  above  formula. 

Y>f  tin  Instrument. — The  instrument  will  give 

s  for  any  amount  of  moisture,  and  for  any 

|hcat.  less  than  the  radiation-loss.     For  small 

e  a  very  exact  determination  of  R  is  neces- 

I  of  accuracy  with  careful  handling  is  less  than 

;  per  cent. 

I  Method  of  Using.— In  the  use  of  the  instru- 

1  the  usual  practice  of  the  author  to  lead  a 

kthaust  to  a  condensing  vessel,  and  condense 

\  for  a  run  of  one-half  or  one  hour  in  length. 

(done,  since  with   80  lbs.  steam -pressure   the 

(earn  discharged  will  not  be  much  in  excess  of 

Brequirc  a  condensing  vessel  containing  only 

old  water.     The  water  in  the  calorimeter 

I  during  the  run  so  as  to  keep  it  at  about  the 

ling  the  cock  so  as  to  drip  slightly ;  this  water 

j  directly  into  a  glass  flask  through  the  cock 

ral  be  sufficiently  cool  to  prevent  any  loss 
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by  vaporization.  When  the  instruments  are  provided  with 
graduated  scales  the  weight  of  the  water  deposited  can  be  read 
directly,  and  may  be  drawn  off  at  the  end  of  the  run. 

In  case  it  is  not  convenient  to  condense  the  steam,  a  press- 
ure-gauge  may  be  attached  to  the  calorimeter,  the  area  of  the 
orifice  of  discharge  accurately  measured,  and  the  discharge 
may  be  computed  by  Napier's  rule  as  follows :  (see  Article  231, 
page  274.) 

Flow  in  pounds  )  ^absolute  pressure  X  area  in  square  inches 


per  second 


}- 
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The  error  by  the  use  of  this  rule  was  shown  by  Prof.  Peabody 
not  to  exceed  one  or  two  per  cent.  A  table  calculated  by 
Napier's  rule  is  given  in  the  Appendix. 

Example. — The  following  is  an  actual  case  of  simultaneous 
determinations  of  the  quality  of  samples  of  steam  from  the  same 
pipe  with  a  separating  and  a  throttling  calorimeter. 


Steam 
Pressure- 
gauge. 

Separating  Calorimeter. 

Throttling 
Calorimeter. 

Dura- 
tion of 
Run. 

Weight  of 

Steam 

during 

Run,  lbs. 

Weight  of 

Entrained 

Water. 

Total 

Weight  of 

Steam. 

Radiation- 
loss  by 
Condensa- 
tion, lbs. 

W-R 
IV+w 

Tempera- 
ture in 
Calori- 
meter. 

Per 
cent  of 
Moist- 
ure. 

min. 

P 

w                W 

W+w 

R 

I  —  X 

i-x 

20 
20 
20 

77 

81.5 

83.0 

4-65 
4.85 
4.7O 

0.1406 

O.14859 

O.15062 

4-79 
5.00 

4.85 

.053 

.053 
.048 

1.8 

1.9 

2.1 

247.4 
248.O 

246.O 

1.8 

1-9 
2.1 

Per  houi 

.051 
.1506 

_____ 

339.  Special  Directions. — 1.  Apparatus. — Calorimeter; 
steam-gauge. 

2.  Attach  to  steam-pipe  so  as  to  secure  a  fair  sample  of 
steam.  Attach  hose  to  exhaust-opening  so  that  it  can  be  led 
to  a  vessel  of  wrater  and  condensed.  Attach  rubber  tube  to 
bottom  of  separator  so  that  water  can  be  drawn  off  and 
weighed. 
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3.  Start  steam  flowing  through  the  calorimeter,  and  after 
it  has  attained  uniform  conditions  arrange  valve  to  discharge 
water  so  that  it  will  maintain  constant  level  in  the  water-gauge. 
At  the  same  instant  commence  to  condense  steam  from  the 
exhaust,  and  to  save  water  discharged  from  the  calorimeter. 
At  end  of  run  have  water  in  gauge-glass  same  height  as  at  be- 
ginning. In  case  it  is  not  convenient  to  condense  and  weigh 
the  steam,  attach  a  steam-gauge  and  calculate  the  flow  by 
Napier's  rule,  but  carefully  measure  the  area  of  discharge-ori- 
fice before  each  experiment. 

4.  Measure  the  steam  condensed  by  radiation,  by  arrang- 
ing two  separating  calorimeters  in  series,  and  find  its  weight  R. 

5.  Calculate  the  quality  as  explained. 

340.  Form  for  Separator-Calorimeter  Experiment. 

MECHANICAL  LABORATORY.  SIBLEY  COLLEGE,  CORNELL 

UNIVERSITY. 

Priming  Test  with  Separator  Calorimeter. 

Made  by 189.. 

Test  o! Steam ... 

at N.  Y. 


No.  of 
Run. 

Dura- 
tion of 
Run. 

Gauge 
Pressure. 

Absolute 
Pressure. 

Weight  of 
Exhaust. 

Weight 

of 
Water. 

Total 

Weight  of 

Steam. 

Radia- 
tion- 
loss. 

Mois- 
ture. 

Quality. 

mm. 

lbs. 

P 
lbs. 

w 
lbs. 

W 
lbs. 

lbs. 

R 

lbs. 

per  ct. 

X 
per  ct. 

T 

; 

6 

7 
8 

9 
10 

11 

12 

13 

14 

15 
16 

404  EXPERIMENTAL  ENGINEERING.  [§  341- 

Diameter  of  orifice in.      Area  of  orifice sq.  in.       Symbol  A. 

Barometer-reading in. 

Formula  of  instrument,  i  —  x  =  ( W  —  R)  +  ( IV  +  w). 
Napier's  Rule,  Flow  of  Steam,  pounds  per  second  =  V&  PA. 

Method  of  determining  R 

Results 

Method  of  determining  W 

341.  The  Chemical  Calorimeter. — This  instrument  de- 
pends on  the  fact  that  certain  soluble  salts  will  not  be  absorbed 
by  dry  steam,  but  will  be  carried  over  by  water,  so  that  if  the 
salt  appears  in  the  steam  its  presence  indicates  water. 

Various  salts  have  been  used,  but  common  salt,  chloride  of 
sodium,  gives  as  good  results  as  any. 

The  proportion  that  the  salt  in  a  given  weight  of  con- 
densed steam  bears  to  that  in  a  given  weight  of  water  drawn 
from  the  boiler,  is  the  percentage  of  moisture  in  the  steam. 
The  method  of  analysis  is  a  volumetric  one,  and  is  as  follows: 

Add  three  or  four  ounces  of  common  salt  to  the  water  in 
the  boiler ;  after  it  is  dissolved,  draw  from  the  boiler  a  small 
amount  of  water  and  condense  an  equal  weight  of  steam,  which 
are  to  be  kept  in  separate  vessels.  Add  to  each  of  them  a  few 
drops  of  neutral  chromate  of  potash,  but  in  each  case  an  equal 
quantity,  which  amount  maybe  measured  by  a  pipette;  the 
same  amount  should  also  be  added  to  a  vessel  containing  an  ; 
equal  weight  of  distilled  water,  in  order  to  obtain  a  standard 
or  zero-point  for  the  scale  used  in  the  analysis. 

By  means  of  a  graduated  pipette  a  triturated  solution  of 
nitrate  of  silver  is  permitted  to  flow,  a  single  drop  at  a  time, 
into  each  of  the  three  solutions.  The  effect  is  to  cause  the 
formation  of  the  chloride  of  silver,  and  until  that  formation 
completely  takes  place  the  resulting  liquid  will  be  whitish  or 
milky ;  but  because  of  the  presence  of  the  bichromate,  the  in- 
stant the  chloride  has  all  been  precipitated  the  liquid  turns 
red.  The  amount  of  nitrate  of  silver  required  is  measured  by 
the  graduated  pipette,  and  gives  the  information  regarding  the 
salt  present. 
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The  detailed  directions  for  the  test  are  as  follows : 
Take  in  each  case  100  cubic  centimeters  of  liquid  contain- 
ng  a  few  drops  of  neutral  chromate  of  potassium,  and  drop 
rom  a  triturated  solution  holding   10.8   grams  of  silver  to 
he  liter ;  the  following  data  were  obtained  in  a  test : 

AMOUNT  OF  NITRATE  OF  SILVER  REQUIRED  TO  TURN 

100  c.  c.  RED. 


100  c.  c.  of 


Condensed  steam 

Water  from  the  boiler. 
Distilled  water 


First  Trial. 


O.I  c.  c. 
13.6  c.  c. 
0.05  c.  c. 


Second  Trial. 


0.05  c.  c. 
14.0  c.  c. 
0.05  c.  c. 


Third  Trial. 


O.I  c.  c. 

13-35  c.  c. 
0.05  c.  c. 


a 
b 
c 


Letting  the  results  with  these  three  samples  be  denoted  by 
«,  by  and  c  respectively,  and  the  amount  of  moisture  by  1  —  x, 
we  have 


I  —  x  = 


a  —  c 


This  gives  the  following  results : 


Aflknwt 


moisture 


First  Trial. 


0.1  —  0.05 
13. 6  -  .05 


=   0037 


Second  Trial. 


0.05  —  0.05 
14.0  —  0.05 


=  o 


Third  Trial. 


0.1  —0.05 
»3-35-o.o5 


=  -00375 


Average  =  0.0025. 

This  method  is  evidently  applicable  only  in  determining 
the  amount  of  moisture  in  the  steam  as  it  leaves  the  boiler,  and 
*ill  give  no  information  regarding  the  additional  moisture  that 
may  be  added  to  the  steam  by  condensation 

Instead  of  common  salt,  sulphate  of  soda  is  sometimes  used, 
and  the  percentage  of  moisture  determined  by  the  percentage 
rf  sulphuric  acid  present  in  the  steam  as  compared  wfth  that 
n  water  from  the  boiler. 

342.  Comparative  Value  of  Calorimeters. — These  instru- 
aents,  arranged  in  order  of  accuracy,  are  no  doubt  as  follows: 


406  EXPERIMENTAL  ENGINEERING.  [§3*2 

throttling ;  separating ;  Barrus  superheating  ;  Hoadley ;  con- 
tinuous condensing ;  chemical ;  and  lastly  the  barrel. 

The  ease  with  which  the  throttling  and  separating  instru- 
ments can  be  used,  their  small  bulk,  and  great  accuracy,  render 
them  of  chief  practical  importance. 

The  throttling  calorimeter  can  be  used  only  for  steam  with 
a  small  amount  of  moisture,  as  explained  in  Article  333 ;  but 
the  separating  instrument  is  not  limited  by  the  amount  of 
moisture  entrained  in  the  steam.  It  is  not,  however,  as  well 
adapted  for  superheated  steam,  nor  can  the  results  be  deter- 
mined  as  quickly  as  with  the  throttling  instrument;  when 
carefully  handled  the  accuracy  is,  however,  substantially  the 
same. 


CHAPTER   XIV. 


DETERMINATION  OF  THE  HEATING  VALUE  OF  FUELS— 

FLUE-GAS  ANALYSIS. 


343.  Combustion. — Combustion  or  burning  is  a  rapid 
chemical  combination.  The  only  kind  of  combustion  which  is 
used  to  produce  heat  for  engineering  purposes  is  the  combina- 
tion of  fuel  of  different  kinds  with  oxygen.  In  the  ordinary 
sense  the  word  combustible  implies  a  capacity  of  combining 
rapidly  with  oxygen  so  as  to  produce  heat.  The  chief  elemen- 
tary constituents  of  ordinary  fuel  are  carbon  and  hydrogen. 
Sulphur  is  another  combustible  constituent  of  ordinary  fuel, 
but  its  quantity  and  its  heat-producing  power  are  so  small  that 
it  is  of  no  appreciable  value. 

The  chemical  elements  are  those  which  have  not  been  de- 
composed; these  unite  with  each  other  in  various  definite 
proportions,  which  may  be  represented  by  certain  numbers 
termed  chemical  equivalents  or  atomic  weights.  These  for 
gaseous  bodies  are  very  nearly  proportional  to  their  densities 
at  the.  same  pressure  and  temperature. 

The  atomic  weight  of  a  chemical  compound  equals  the  sum  of 
the  atomic  weights  of  all  the  elements  entering  into  the  com- 
bination. Air  is  not  a  chemical  compound,  but  a  mechanical 
mixture  of  nitrogen  and  oxygen. 

The  following  table  gives  the  properties  of  the  principal 
elementary  and  compound  substances  that  enter  into  the  com- 
position of  ordinary  fuels : 
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Substance. 


Oxygen 

Nitrogen 

Hydrogen 

Carbon 

Phosphorus 

Sulphur 

Silicon 

Air 

Water.. 

Ammonia 

Carbonic  oxide 

Carbonic  acid 

Olefiant  gas , 

Marsh  gas 

Sulphurous  acid 

Sulphuretted  hydrogen 
Bisulphuret  of  carbon. 


Symbol. 


O 

N 

H 

C 

P 

S 

Si 
77N  +  23O 
H.O 
NH, 
CO 
CO, 
CH, 
CH« 
SO, 
SH, 
S,C 


Chemical 
Equivalent 
by  Weight. 


16 

14 
I 

12 

31 
32 

14 
ICO 

18 

17 

28 

44 
14 
16 

64 
34 
76 


Chemical 
Equivalent 
by  volume. 


I 
I 

I 

? 


IOO 

2 
2 
2 
2 
2 
2 
2 
2 
2 


Properties  of 

Elements 

by  Volume. 


79N  +  210 
H+0 

H  +  N 
C  +0 
+  0, 

+  HS 

+  H, 
+  0, 
+  H» 
+  S, 


c 
c 
c 
s 
s 
c 


344.  Calorific    Power   or    Heat   of  Combustion.— The 

calorific  value  of  a  fuel  is  expressed  in  British  thermal  units 
or  in  calories,  according  as  Fahrenheit  or  Centigrade  thermo- 
metric  scales  are  used.  The  calorific  value  may  be  deter- 
mined by  direct  experiment,  or  it  may  be  computed  from  a 
chemical  analysis  as  follows : 

The  carbon  is  credited  with  its  full  heating  power,  due 
to  its  complete  oxidation  as  determined  by  a  calorimeter  ex- 
periment. The  hydrogen  is  credited  with  its  full  heating  power, 
after  deducting  sufficient  to  form  water  with  the  oxygen 
present  in  the  compound ;  since  when  hydrogen  and  oxygen 
exist  in  a  compound  in  the  proper  proportion  to  form  water, 
the  combination  of  these  constituents  has  no  effect  on  the 
total  heat  of  combustion. 

The  calorimetric  value,  determined  experimentally,  of  one 
pound  of  hydrogen  is  62,032  B.  T.  U. ;  that  of  one  pound  of 
carbon,  14,500  B.  T.  U.  Hence  the  combustion  of  one  pound 
of  hydrogen  is  equivalent  to  that  of  4.28  pounds  of  carbon. 

A  formula  for  the  total  heat,  A,  of  combustion  in  B.  T.  U. 
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for  each  pound  of  the  compound  containing  hydrogen  and 
carbon  would  be 

A=i4,50orC  +  4.28(H--^)l (1) 


For  theoretical  evaporative  power,  in  pounds  of  water  from 
and  at  212  FM 


The  number  of  pounds  of  air  required  to  supply  the  oxygen 
necessary  for  the  combustion  of  one  pound  of  fuel  to  CO,  can 
be  computed  from  the  formula 


^  =  ,2[c  +  3(h-£)' 


,     •  •  •  • 


•     (3) 


and  the  corresponding  volume  in  cubic  feet  can  be  found  by  mul- 
tiplying by  the  specific  volume  of  one  pound  at  70  degrees  Fr. 
In  which  case  the  volume  in  cubic  feet  is 


a=  i49[c  +  3(H--g)j. 


(4) 


In  the  above  formulas,  C,  H,  and  O  represent  the  number 
of  pounds  respectively  of  carbon,  hydrogen,  and  oxygen  in  the 
product  of  combustion. 

When  in  the  combustion  of  hydro-carbon  fuels  in  an  ordi- 
nary furnace  hydrogen  is  consumed,  the  water  formed  passes 
off  in  the  state  of  vapor,  hence  the  latent  heat  of  evaporation 
is  not  available.  One  pound  of  hydrogen  burns  to  9  pounds 
of  water,  the  latent  heat  of  which  at  2I2C  is  966  units;  hence 
we  must  deduct  966  X  9  =  8694  units  from  the  tabular  value 
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of  the  heat  due  to  the  combustion  of  hydrogen.  This  leaves 
53,338  units  available.  Therefore  the  actual  value  in  terms  of 
carbon  is  H  =  3.67C,  instead  of  4.28C  as  stated  in  (l),  and  the 
heat  of  combustion  actually  available  is 


:I4,50o[c  +  3.67(h-2)J. 


The  following  table  gives  the  heat  of  combustion  of  the 
principal  combustible  substances : 


TOTAL  HEAT  OF  COMBUSTIOK  WITH  OXYGEN. 


ill  bs  - 


H 

xf 

z~--£ 

J* 

ilk 

63,03a 

63.6 

14.450 

14-67 

a  1.344 

}  (9,000 

3.740 

4-09 

14,000 

14-34 

10,250 

36.69 

16.600 

"8-53 

"9-73 

19.04 

16,000 

16.37 

ta,7oo 

13.06 

9.65 

5.75o 

6.18 

10,100 

10.4 

Hydifyeri  Kas  .  - 

Carbon  burned  to  CO 
Carbun  burned  to  COi 

Olefiaol  gas. 

Liquv:  hydrocarbon.. 
Sulphur 


a  SiO, 


Stlic 

Phosphorus  10  P,0. 

Marsh  gas.  C,H, 

Crude  petroleum. 

Oil  of  turpentine 

Wax 

Ether... 

Tallow 

Alcohol 

Methyl  alcohol  (wood-spirit). . 

Bisulphide  of  carbon.  CSi 

Carbonic  oxide 


CO*  and  H,0 


345.    Determination    of   the    Heating    Value    by    the 
Oxygen   required. — It  was  observed  by  Welter*  that  those 


*  Chemical  Technology,  Vol.  I.,  p.  336  :  Grave*  and  Thorp. 
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ents  of  a  compound  which  require  an  equal  amount  of 
for  combustion  evolve  also  equal  quantities  of  heat ; 
lich  he  concluded  that  since  the  oxygen  required  for 
bustion  of  a  body  is  in  the  same  relation  as  the  quan- 
heat  evolved,  it  might  fairly  be  made  the  measure  of 
ting  power.  When,  therefore,  oxygen  is  consumed  by 
ning  of  carbon,  wood,  hydrogen,  etc.,  the  heat  which 
ed  must  increase  with  the  quantity  that  is  consumed  ; 
;ame  amount  of  heat  is  generated  by  a  certain  given 
of  oxygen,  whether  that  quantity  be  employed  in  con- 
carbon  into  carbonic  acid,  or  hydrogen  into  water, 
oxygen  required  is  2§  for  one  part  of  carbon ;  8  for  one 
hydrogen. 

part  by  weight  of  carbon  will  raise  the  temperature  of 
Is  of  water  from  freezing  to  boiling, 
part  by  weight  of  hydrogen  will  raise  234  parts  of 
rom  freezing  to  boiling, 
part  by  weight  of  oxygen  in  burning  carbon  will  heat 

9.1  parts  of  water. 

part  by  weight  of  oxygen  in  burning  hydrogen  will 
=  29.3  parts  of  water  from  the  freezing  to  the  boiling 

nd  numbers,  therefore,  the  heating  effect  of  oxygen 

sumed  as  sufficient  to  raise  29.2  parts  of  water  from 

ig  to  the  boiling  point.     This  is  equivalent  to  2920 

heat-units,  or  to  5230  B.  T.  U. 

:    Value. — The   calorific    value   of   the   fuel   would 

e  the  product  of  this  number  by  the  number  of 

ygen  required.     Thus  let  a  equal  the  number  of 

gen  required  for  each  combustible ;  then  the  heat 

the  combustion  is 

h  =  2920**     in  Centigrade  units ; 
h  =  5230a     in  B.  T.  U. 

example,  in  the  combustion  of  carbon  to  COf, 
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2|  parts  by  weight  of  oxygen  are  required  for  each  one  of 
carbon ;  hence  for  this  case  a  =  2§ ,  and 

h  =  5230  X  2 1  =  14,100. 

In  the  combustion  of  hydrogen  to  water  8  parts  by  weight  of 
oxygen  are  required,  and  in  this  case  a  =  8 ;  hence 

h  =  5230  X  8  =  41,840. 

This  is  about  two  thirds  of  the  actual  value  of  the  calorific 
power  of  hydrogen,  but  does  not  differ  much  from  the  heat 
available  in  ordinary  combustion. 

In  case  of  a  compound  body,  let  a  fuel  contain  a%  b%  c,  and 
d  parts  by  weight  of  different  combustible  ingredients;  and 
let  a,  «r, ,  a% ,  a%  be  the  parts  by  weight  of  oxygen  required 
by  each.     Then 

//  =  2<)2o(aa  4-  bax  +  cat  -\-  dat)    in  Centigrade  units; 
=  5230(0**  +  bax  +  cctt  +  dat)     in  Fahrenheit  units. 

346.  Temperature   produced  by  Combustion.— In  the 
determination  of  the  calorific  value  of  a  fuel   two  principal 
factors  are  involved,  namely,  the  calorific  power,  or  the  total 
amount  of  heat  to  be  obtained  from  the  perfect  combustion  of 
its  constituents,  and  the  calorific  intensity,  or  the  temperature 
attained  by  the  gaseous  products  of  combustion.     The  calorific 
power  will  be  the  same  regardless  of  the  method  of  combustion; 
that  is,  a  unit  of  carbon  or  of  hydrogen  will  give  the  same  heat 
whether  burned  with  the  oxygen  of  the  air  or  of  a  metallic  oxide. 
The  calorific  intensity  or  temperature,  however,  will  be  greater 
as  the  volume  of  gases  heated  is  less.    Thus  carbon  burned  to 
CO,  will  produce  a  much  higher  temperature  when  burned  in 
oxygen  gas  than  when  in  the  air,  since  in  the  latter  case  it 
must  heat  an  additional  quantity  of  nitrogen  equal  to  rather 
more  than  three  timet  the  weight  of  the  oxygen. 
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Combustible. 


Carbon 

Carbonic  oxide 
Olefiant  gas. . . 
Marsh  gas. 
Hydrogen 


In  Oxygen. 


9873' 
7067 

9187 

7851 
8061 


17,803°  F. 

12,752 

16,568 

14,103 

14,542 


In  Air. 


2458e 
3042 

5413 
5329 
3259 


4456#  F. 

5507 

9775 
9624 

5898 


If  the  air  supplied  to  the  fuel  be  in  excess  of  that  required 
for  perfect  combustion,  the  temperature  will  be  less. 

When  the  excess  of  air  is  50  per  cent,  the  maximum  tem- 
perature from  combustion  of  carbon  is  351 50  F. ;  when  the 
excess  is  100  per  cent,  the  maximum  temperature  is  27100  F. 

The  specific  heats  under  constant  pressure  of  the  gases  usu- 
ally occurring  in  connection  with  combustion  are 

Carbonic-acid  gas 0.217 

Steam 0.475 

Nitrogen 0.245 

Air 0.238 

Ashes  (probably) O.200 

Oxygen 0.241 

Carbonic  oxide 0.288 

Hydrogen 0.235 

347.  Composition  of  Fuels. — The  fuels  in  ordinary  use 
contain,  in  addition  to  the  combustible  compounds,  more  or 
less  mineral  or  earthy  matter  that  remains  as  ash  after  the 
combustion  has  taken  place ;  there  is  also  frequently  water  in 
the  hygroscopic  state.  The  presence  of  these  incombustible 
substances  and  the  fact  that  perfect  combustion  can  rarely  be 
secured  tend  to  make  the  actual  heating  effect  less  than  that 
indicated  by  the  theory.  The  percentage  of  ash  as  given  in 
various  boiler  trials  shows  a  wide  variation,  as  follows: 

American  coals 5     to  22     per  cent 

English  coals 2.9  to  2y.y       " 

Prussian  coals 1.5  to  1 1.6       " 

Saxon  coals 7.4  to  63.4       " 


}£. 
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from  which 

E  =  (K+  W)  (t  - /'), 

w 

349.  Method  of  Obtaining  Sample  of  the  Fuel— The 
calorimetric  determination  is  made  only  on  a  very  small  portion 
of  the  fuel,  and  care  should  be  exercised  to  have  the  se- 
lected sample  fairly  represent  the  fuel  to  be  tested.  To 
select  a  sample  of  coal  for  calorimetric  examination  several 
lots  of  ten  pounds  each  should  be  chosen  from  different  por- 
tions of  the  coal  to  be  tested.  These  should  be  put  in  one  pile, 
thoroughly  mixed,  and  from  the  mixture  several  lots  of  one 
pound  each  taken.  These  latter  quantities  are  to  be  pulver- 
ized, thoroughly  mixed  into  one  pile,  and  from  this  the  required 
sample  selected.  It  is  recommended  that  the  sample  be  sub- 
jected to  a  considerable  pressure  by  placing  it  in  a  cylinder 
and  compressing  it  by  means  of  a  piston  moved  by  hydraulic 
pressure  or  by  a  screw :  this  is  of  especial  importance  if  the 
fuel  is  to  be  burned  in  oxygen  gas,  since  small  particles  are 
likely  to  form  an  explosive  mixture ;  and  further,  soot  and  tarry 
masses,  which  under  the  most  favorable  circumstances  might 
be  burned,  will  be  found  in  the  residue. 

350.  Heat-equivalent  of  the  Calorimeter. — The  effect  of 
the  calorimeter  is  most  conveniently  expressed  as  equivalent  to 
a  given  weight  of  water ;  this  is  obtained,  as  for  calorimeters 
used  in  determining  the  quality  of  steam  (see  Article  317,  page 
371),  cither  by  finding  the  sum  of  the  products  of  the  weights 
and  specific  heats  of  the  various  constituents  of  the  calorimeter, 
or  by  comparing  the  results  obtained  with  those  which  should 
have  been  found  by  the  combustion  of  some  fuel  whose  calo- 
rific power  is  known — as  for  instance  pure  carbon  in  oxygen 
gas — or  again  by  its  cooling  effect  on  steam  of  known  pressure 
and  weight,  or  on  warm  water  as  explained  on  page  372. 

351.  Method  of  Determining  Perfect  Combustion.— The 
quality  of  the  combustion  is  only  to  be  determined  by  an 
analysis  of  the  resulting  gases  and  of  the  products  of  combus- 
tion.    In  case  of  perfect  combustion  all  carbon  is  reduced  to 
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The  products  of  combustion  were  carried  off  by  a  pipe,  F, 
the  lower  portion  of  which  constituted  a  thin  copper  coil,  and 
the  upper  part  was  connected  to  the  apparatus  in  which  the 
n  on -con  de  risible  products  were  collected  and  examined.  The 
whole  of  this  portion  of  the  calorimeter  was  plunged  into  athin 
copper  vessel,  G,  silvered  internally  and  filled  with  water,  which 


was  kept  thoroughly  mixed  by  means  of  agitators,  H.  The 
second  vessel  stood  on  wooden  blocks  inside  a  third  one,  /.the 
sides  and  bottoms  of  which  were  covered  with  swan-skins 
with  the  down  on,  and  the  whole  was  immersed  in  a  fourth 
vessel,/,  filled  with  water  kept  at  the  average  temperature  of 
the  laboratory.     Thermometers,  K,  K,  of  great  delicacy  were 
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used  to  measure  the  increase  of  temperature  in  the  water  sur- 
rounding the   combustion-chamber.      The   quantity   of   heat 
developed  by  the  combustion  of  a  known  weight  of  fuel  was 
determined  by  the  increase  of  temperature  of  the  water  con- 
tained in  the  vessel  G.     For  finding  the  calorific  value  of  gases 
only,  the  cage  Cwas  removed  and  a  compound  jet,  NO,  sub- 
stituted for  the  single  gas-pipe,  ignition  being  produced  by  an 
electric  spark  or  by  some  spongy  platinum  fixed  at  the  end  of 
the  jet. 

353-  Thompson's  Calorimeter. — Thompson's  Calorimeter* 
is  often  employed  for  determination  of  the  heating  values  of 
fuels.      It  consists  of  a  glass  jar  graduated  to  contain    1934 
grams  of  water;  in  this  are  inserted  (1)  a  thermometer  to  indi- 
cate elevation  of  temperature,  and  (2)  a  cylindrical  combustion- 
chamber  with  a  capacity  of  about  200  grams  of  water.      This 
chamber  is  capped  at  the  top,  and  a  small  tube  furnished  with  a 
valve  is  screwed  into  it,  to  hold  the  fuel.     The  combustible  to 
be  examined,  2  grams,  is  mixed  as  intimately  as  possible  with  22 
grams  of  a  very  dry  mixture  of  3  parts  of  potassic  chlorate  and 
I   part  of  potassic  nitrate,  and   introduced  into  the  combus- 
tion-tube ;    a  nitrate-of-lead  fuse  is  added  and  lighted.     This 
tube    is    introduced    into   the   combustion-chamber,    the   cap 
screwed  on,  and  the  whole  placed  without  delay  in  the  water 
of  the  calorimeter.    The  combustion  takes  place  directly  in  the 
water,  and  the  gases  disengaged  rise  to  the  surface.    The  water 
is  proportioned  to  the  fuel  as  966  is  to  1,  so  that  the  rise  in 
temperature  in  degrees  F.  is  proportional  to  the  evaporative 
power.     The  oxygen  required  for  the  combustion  is  supplied 
by  the  chemicals  added.     The  water-equivalent  of  the  calorim- 
eter as  above  described  is  about  ten  per  cent.     When  com- 
bustion has   ceased,  the  rise  in  temperature  of  the  water  is 
observed ;  to  this  one  tenth  is  added  for  the  water  value  of  the 
calorimeter. 

The  corrected  number  gives  the  number  of  grams  of  water 
which  a  gram  of  the  combustible  can  evaporate. 

•Sec  Chemical  Technology,  Vol.  I. 
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354.  The  Berthier  Calorimeter.*— This  calorimeter  is 
based  on  the  reduction  of  oxide  of  lead  by  the  carbon  and 
hydrogen  of  the  coal,  the  amount  of  lead  reduced  affording  a 
measure  of  the  oxygen  expended,  whence  the  heating  power 
may  be  calculated  by  Welter's  law,  Article  345.  One  part  of 
pure  carbon  being  capable  of  reducing  34J  times  its  weight 
in  lead. 

The  operation  is  performed  by  mixing  intimately  the 
weighed  sample  (10  grams)  with  a  large  excess  of  pure  litharge 
(400  grams).  The  mixture,  placed  in  a  crucible  sufficiently 
capacious  to  contain  three  times  its  bulk,  and  rendered  im- 
pervious to  the  gases  of  the  furnace  by  a  coating  of  fire-clay 
or  by  a  glaze,  is  covered  with  an  equal  quantity  of  pure 
litharge  (protoxide  of  lead).  The  crucible,  being  closed  with 
a  lid  and  placed  on  a  support  in  the  furnace,  is  slowly  heated  to 
redness,  and  when  the  gases  which  cause  the  mixture  to  swell 
considerably  have  escaped,  it  is  covered  with  fuel  and  strongly 
heated  for  about  ten  minutes,  in  order  to  collect  the  globules 
of  lead  in  a  single  button.  The  oxygen  from  the  litharge  com- 
bines with  and  burns  the  combustible  ingredients  of  the  fuel, 
leaving  for  every  equivalent  of  oxygen  consumed  an  equiva- 
lent of  reduced  metallic  lead. 

The  heating  power  is  calculated  as  follows:  1  part  of  pure  car- 
bon requires  2.666  parts  of  oxygen  by  weight,  which  taken  from 
litharge  leaves  34.5  parts  of  metallic  lead.  The  same  weight  of 
carbon  is  sufficient  to  heat  80  parts  of  water  from  320  to  212°. 

Hence  every  unit  of  lead  reduced  by  any  kind  of  fuel  corre- 

si/** 
sponds  by  Welter's  law  with  — «-  =  2.23  parts  of  water  raised 

34-5 

from  the  freezing  to  the  boiling  point. 

355.  The  Berthelot  Calorimeter. — This  calorimeter,  as 
modified  by  Hempel,  consists  of  a  very  strong  vessel  with  a 
capacity  of  about  250  c.c,  into  which  the  fuel  is  placed  after 
being  compressed  into  a  solid  form ;  the  combustion  is  per- 


*  Chemical  Technology,  Vol.  I.,  page  337. 
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formed  in  an  atmosphere  of  oxygen  gas  under  a  pressure  of  10 
to  12  atmospheres.* 

The  fuel  is  ignited  by  an  electric  spark,  and  the  heat  gen- 
erated is  known  by  measuring  the  rise  in  temperature  in  the  sur- 
rounding water,  as  in  the  Favre  and  Silbermann  calorimeter. 

The  oxygen  gas  is  generated  in  a  tube  about  one  inch  in 
diameter  connected  to  the  calorimeter  by  an  intervening  tube 
ibout  i  inch  in  diameter.  To  this  latter  tube  is  attached  a 
pressure-gauge  to  indicate  the  pressure,  and  a  safety-gauge  to 
prevent  damage  from  explosion  or  excessive  pressure.  A 
stop-cock  is  also  inserted  close  to  the  calorimeter.  For  gen- 
erating the  oxygen  the  tube  is  filled  with  40  grams  of  a  mix- 
:ure  of  equal  parts  of  manganese  dioxide  and  potassium 
:hlorate.  It  is  then  heated  by  the  full  flame  of  a  Bunsen 
)urner  applied  first  at  the  end  nearest  the  calorimeter  and 
gradually  moved  to  the  farther  end. 

To  use  the  instrument,  the  fuel,  connected  to  platinum 
vires  for  electrical  ignition,  is  introduced  and  suspended  in  the 
calorimeter,  the  top  of  which  is  firmly  screwed  on  and  the 
radve  closed.  Oxygen  gas  is  then  generated  until  the  pressure 
reaches  90  pounds,  and  exhausted  into  the  air  to  remove  other 
jases  from  the  calorimeter.  The  escape-valve  from  the  calo- 
rimeter is  closed  and  oxygen  gas  generated  until  the  pressure- 
puge  shows  150  to  175  pounds  pressure  per  square  inch  ;  then 
the  connecting  stop-valve  is  closed  and  the  electric  current  ap- 
plied. After  the  heat  of  combustion  has  been  absorbed  the 
^termination  is  made  as  with  the  Favre  and  Silbermann  calo- 
rimeter. 

356.  Continuous  Coal-calorimeter.— A  continuous  coal- 
alorimeter,  designed  chiefly  by  Wm.  Kent  of  New  York, 
ras  employed  in  the  recent  investigations  of  Hoyt  and  Mc- 
iregor  at  Sibley  College  in  determining  the  heating  values 
»f  various  American  coals.  This  calorimeter  differs  from  that 
sed  by  Favre  and  Silbermann  principally  in  size  and  form. 
Tie  fuel  is  introduced,  by  means  of  a  piston  working  in  a  tube, 
)  a  chamber  surrounded  with  fire-clay,  and  the  combustion 

*  See  Hempel's  G*s  Analysis,  translated  by  Dennis. 
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arranged  to  take  place  either  in  an  atmosphere  of  oxygen  gas. 
or  in  air  at  any  pressure.  The  coal  is  ignited  by  an  electric 
spark  or  by  a  jet  of  illuminating-gas;  the  products  of  combus- 
tion are  carried  through  a  coiled  pipe  immersed  in  a  vessel  of 
water.  Cold  water  is  continuously  supplied  at  one  point  and 
the  heated  water  removed  at  another,  the  product  of  the  weight 
of  water  by  the  gain  in  temperature,  corrected  by  the  calorim- 
eter equivalent,  being  the  calorific  power  of  the  coal.  The 
products  of  combustion  and  the  ash  in  each  case  being  ana- 
lyzed, to  determine  the  character  of  the  combustion. 

In  using  the  instrument,  the  same  precautions  are  to  be 
observed  as  in  using  the  continuous  calorimeters  for  steam, 
Article  324,  page  382.  No  observations  are  to  be  taken  until 
the  instrument  is  in  full  operation  and  the  working  conditions 
are  uniform. 

357.  Value  of  Coal  determined  by  a  Boiler-trial- 
The  calorific  value  of  a  coal  is  sometimes  determined  by  the 
amount  of  water  evaporated  into  dry  steam  under  the  con- 
ditions of  use  in  a  steam-boiler.  This  method  is  fully  ex- 
plained in  the  latter  part  of  the  present  work  in  the  chapter 
on  the  methods  of  testing  steam-boilers.  The  calorific  values 
obtained  in  actual  boiler-trials  are  much  less  than  those  ob- 
tained in  the  calorimeters,  because  of  loss  of  heat  by  radiation 
into  the  air  and  by  discharge  of  hot  gases  into  the  chim- 
ney. The  results  obtained  by  such  a  trial  by  Prof.  W.  & 
Johnson  at  the  Navy  Yard,  Washington,  in  1843,  w'^  a  small 
cylindrical  boiler,  were  as  follows: 


Area  of 
Fire- 
grate, 
Sq.  Ft. 

Coal  per  Hour. 

Water  evaporated 
per  Hour. 

Water 
evaporated 

from 
«i»  F.  per 
lb.  of  C01L 

Coal. 

Total. 

Per  Sq. 
Ft.  of 
Grate. 

Total. 

Per  Sq. 
FLof 
Grate. 

Anthracite  (7  samples). . . 
Bituminous     coals,     free 

burning  (n  samples). . . 
Bituminous  coking  coals, 

Virginian (10  samples).. 

I4.30 
I4.I4 
M.I5 

9494 
99.16 

105.02 

6.64 
7.01 
7.42 

12-37 

13.73 
12.16 

O.87 

0.97 
O.86 

9.63 
0,63 

,      0.48 

14.20 

99  7i 

7.03 

12- 75 

O.90 

9.26 
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358.  Object  of  Analysis  of  the  Products  of  Combustion. 
—The  products  resulting  from  the  combustion  of  ordinary  fuel 
contain  principally  a  mixture  of  air,  CO, ,  and  some  combus- 
tible gases,  as  CO  and  H.  To  determine  whether  or  not  the 
combustion  is  perfect,  it  is  necessary  to  know  the  percentage 
that  the  combustible  gases  escaping  bear  to  the  total  products 
of  combustion.  It  is  also  important  to  know  whether  the  air 
supplied  is  sufficient  for  the  purposes  of  combustion,  and  also 
whether  it  is  in  excess  of  the  amount  actually  required.  As 
shown  in  Article  346,  page  412,  the  presence  of  an  excess  of 
air  over  that  required  has  the  effect  of  lowering  the  tempera- 
ture of  the  furnace ;  steam  would  have  the  same  effect  even  in 
a  greater  degree,  as  can  readily  be  shown  by  calculation. 

From  a  careful  examination  of  the  products  of  combustion 
we  should  be  able  to  ascertain  its  character  and  make  the 
necessary  corrections  for  such  losses  as  may  be  due  to  imper- 
fect combustion. 

The  methods  to  be  employed  must  be  such  as  any  en- 
gineer can"-  fully  comprehend,  and  the  apparatus  portable 
and  convenient.  The  degree  of  accuracy  sought  need  not 
be  such  as  would  be  required  in  a  chemical  laboratory 
where  every  convenience  for  accurate  work  is  to  be  found. 
Indeed,  considering  the  approximations  to  be  made  in  its  ap- 
plication, it  is  very  doubtful  if  determinations  nearer  than  one 
per  cent  in  volume  are  required,  or  even  of  any  value.  Such 
determinations  are  obtained  readily  with  simple  instruments, 
and  serve  to  show  the  approximate  condition  of  the  gaseous 
products  of  combustion.  The  student  is  referred  to  "  Hand- 
book of  Technical  Gas  Analysis,"  by  Clemens  Winkler  (London, 
John  Van  Voorst),  and  to  "  Methods  of  Gas  Analysis,"  by  Dr. 
W.  Hempel,  translated  by  L.  M.  Dennis  (Macmillan  &  Co.) ; 
also  to  a  paper  on  tests  of  a  hot-blast  apparatus  by  J.  C.  Hoad- 
leyf  Vol.  VI.  Transactions  of  the  American  Society  of  Mechani- 
cal Engineers. 

In  a  thorough  examination  of  the  value  of  fuel,  the  ashes 
should  also  be  analyzed,  since  if  they  contain  any  combustible, 
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or  partly  burned  combustible,  the  heating  value  must  be  de- 
termined, and  proper  allowance  made  for  the  same. 

359.    General    Methods   of   Flue-gas   Analysis.— The 

gases  to  be  sought  for  are  CO,,  CO,  O,  and  H.  Unless  the 
temperature  is  very  high,  CO  is  found  only  in  very  small 
quantities,  and  rarely  exceeds  one  per  cent.  Prof.  L  M. 
Dennis,  of  Cornell  University,  makes  the  statement  that  Dr. 
W.  Hempel,  of  Dresden,  whose  principal  work  has  been  the 
analysis  of  gases,  states  that  rarely  ever  is  more  than  a  trace  of 
carbonic  oxide  (CO)  to  be  found  in  the  products  resulting 
from  ordinary  combustion.  Considering  the  difficulty  of  ab- 
sorbing CO,  and  the  consequent  errors  that  are  likely  to  arise, 
it  may  be  in  general  better  to  neglect  it.  The  hydrogen,  H, 
present  is  also  a  very  small  quantity,  unless  the  temperature 
is  abnormally  low,  and  can  be  neglected  without  sensible  error. 
The  analysis  may  be  of  two  kinds,  gravimetrical  and 
volumetric.  The  former  is  seldom  used,  but  will  be  found 
described  in  an  article  by  J.  C.  Hoadley,  Transactions  of  the 
American  Society  of  Mechanical  Engineers,  Vol.  VI.,  page 
786.  In  this  case  the  various  gases  are  passed  through  solid 
absorbents,  and  the  several  constituents  successively  absorbed 
and  weighed.  The  method  of  analysis  usually  adopted  is  a 
volumetric  one,  and  consists  of  the  following  steps,  which  will 
be  described  in  detail  later  on. 

A.  The  sample  is  first  collected  and  then  introduced  into  a 
measuring-tube  ;  100  c.c.  of  the  gas  is  retained,  the  remainder 
wasted. 

B.  The  constituents  of  the  gas  are  then  absorbed  by  suc- 
cessive operations,  in  the  following  order :  carbonic  acid  (CO,), 
free  oxygen  (O),  carbonic  oxide  (CO),  and  hydrogen  (H). 
The  absorption  is  accomplished  by  causing  the  gas  to  flow 
over  the  reagent  in  the  liquid  or  solid  form,  which  is  introduced 
into  the  gas  or  remains  permanently  in  a  separate  treating- 
tube.  It  is  then  made  to  flow  back  to  the  measuring-tube 
and  the  loss  of  volume  measured.  The  loss  is  due  to  absorp- 
tion, the  various  absorbents  used  being  as  follows: 


1 

i 
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For  carbonic  acid,  CO , ,  either  potassium  hydroxide  (caustic 
potash  KOH),  or  barium  hydroxide. 

For  oxygen,  O,  either  (i)  a  strong  alkaline  solution  of 
pyrogallic  acid,  (2)  chromous  chloride,  (3)  phosphorus,  (4) 
metallic  copper. 

For  carbon  monoxide,  CO,  either  an  ammoniacal  or  a  hydro- 
chloric-acid solution  of  cuprous  chloride. 

For  hydrogen,  H,  an  explosion  or  rapid  combustion  in  the 
presence  of  oxygen,  or  absorption  by  metallic  potassium, 
sodium,  or  palladium.  The  reagent  usually  employed  as  an 
absorbent  is  the  one  first  mentioned  in  each  case. 

360.  Preparation  of  the  Reagents.— Absorbents  of  Oxy- 
gen.— 1.  Potassium  pyrogallate.  This  is  prepared  by  mixing 
together,  either  directly  in  the  absorption  pipette  or  in  the 
apparatus,  5  grams  of  pyrogallic  acid  dissolved  in  15  c.c.  of 
water,  and  120  grams  of  caustic  potash  (KOH)  dissolved  in  80 
ex.  of  water.  Caustic  potash  purified  with  alcohol  should  not 
be  used  for  analysts.  The  absorption  of  the  gas  should  not  be 
carried  on  at  a  temperature  under  15°  C.  (550  Fahr.) ;  it  may 
be  completed  with  certainty  in  three  minutes  by  shaking  the 
gas  in  contact  with  the  solution. 

2.  Chromous  chloride  will  absorb  oxygen  alone  in  a  mixture 
of  oxygen  and  hydrogen  sulphide  ;  it  is  prepared  with  difficulty, 
and  not  much  used. 

3.  Phosphorus  is  one  of  the  most  convenient  absorbents: 
it  is  to  be  kept  in  the  solid  form  under  water  and  in  the  dark : 
the  gas  is  to  be  passed  over  the  reagent,  displacing  the  water, 
and  kept  in  contact  with  it  for  about  three  minutes.  The  end 
of  the  absorption  is  shown  by  a  disappearance  of  a  light  glow, 
which  characterizes  the  process  of  absorption.  The  phosphorus 
will  remain  in  serviceable  condition  for  a  long  time. 

4.  Copper,  at  a  red  heat  or  in  the  form  of  little  rolls  of  wire- 
gauze  immersed  in  a  solution  of  ammonia  and  ammonium  car- 
bonate, is  a  very  active  absorbent  for  oxygen. 

Absorbents  of  Carbonic  Acid  (COtk — i.  Caustic  potash. 
This  solution  may  be  used  in  varying  strengths,  depending  on 
the  method  of  gas  analysis.     With  the  Elliot  apparatus,  a  solu- 
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tion  of  3  to  5  per  cent  of  KOH  in  distilled  water  is  sufficiently 
strong,  the  gas  being  kept  in  contact  with  it  for  several  min- 
utes. When  a  separate  treating-tube  is  used  for  each  reagent, 
a  solution  of  one  part  of  commercial  caustic  potash  to  two 
parts  of  water  is  employed.  The  absorption  is  accomplished 
very  quickly  in  the  latter  case,  and  often  by  passing  the  gas  but 
once  through  the  treating-tube.  The  process  is  more  quickly 
and  thoroughly  performed  by  introducing  into  the  treating- 
tubes  as  many  rolls  of  fine  iron-wire  gauze  as  it  will  hold. 

2.  Barium  hydroxide  in  solution  is  the  best  absorbent  in 
case  the  quantity  of  COt  is  very  small ;  in  this  case  titration 
with  oxalic  acid  will  be  required. 

Absorbents  of  Carbon  Monoxide  (CO). — i.  {a)  Hydrochlo- 
ric-acid solution  of  cuprous  chloride  is  prepared  by  dissolving  10.3 
grams  of  copper  oxide  in  100  to  200  c.c.  of  concentrated  hydro- 
chloric acid,  and  then  allowing  the  solution  to  stand  in  a  flask 
of  suitable  size,  filled  as  full  as  possible  with  copper  wire,  until 
the  cupric  chloride  is  reduced  to  cuprous  chloride,  and  the 
solution  is  completely  colorless. 

(i)  Winkler  directs  that  86  grams  of  copper  scale  be  mixed 
with  17  grams  of  copper  powder,  prepared  by  reducing  copper 
oxide  with  hydrogen,  and  that  this  mixture  be  brought  slowly 
and  with  shaking  into  1086  grams  of  hydrochloric  acid  of 
1. 1 24  specific  gravity.  A  spiral  of  copper  wire  is  then  placed 
in  the  solution,  and  the  bottle  closed  with  a  soft  rubber  stopper. 
It  is  dark  at  first,  then  becomes  colorless,  but  in  contact  with 
the  air  becomes  brown.     The  absorbing  power  is  4  c.c.  of  CO. 

The  ammoniacial  solution  is  to  be  used  in  case  hydrogen  is 
to  be  absorbed  by  palladium.  This  is  prepared  from  the 
colorless  solution  (a)  as  follows :  Pour  the  clear  hydrochloric 
acid  solution  into  a  large  beaker-glass  containing  i£  to  2  litres 
of  water,  to  precipitate  the  cuprous  chloride.  After  the  pre- 
cipitate has  settled,  pour  off  the  dilute  acid  as  completely  as 
of  possible,  then  wash  the  cuprous  chloride  with  100  to  150C.C. 
distilled  water,  and  add  ammonia  to  the  solution  until  the  liquid 
takes  a  pale-blue  color.  The  solutions  of  cupric  chloride  de- 
compose readily,  and  in  general  should  be  used  when  fresh,  or 
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preserved  under  a  layer  of  petroleum.  The  treating-tube  con- 
taining the  reagent  is  frequently  supplied  with  spirals  of  small 
copper  wire  which  tend  to  preserve  and  increase  the  absorb- 
ing capacity  of  this  reagent. 

361.  Method  of  obtaining  a  Sample  of  the  Gas. — In 
order  to  take  a  sample  of  the  gas  for  analysis  from  any  place, 
such  as  a  furnace,  flue,  or  chimney,  an  aspirating-tube  is  intro- 
duced into  the  flue :  this  consists  of  a  tube  open  at  both  ends, 
the  outside  end  being  provided  with  a  stop-cock  and  connected 
with  the  collecting  apparatus  by  an  india-rubber  tube.    There 


is  probably  a  great  diversity  in  the  composition  of  gases  from 
various  parts  of  the  flue. 

For  obtaining  an  average  sample,  J.  C.  Hoadley  employed 
a  mixing-box  B*  provided  with  a  large  number  of  J-inch  pipes, 
ending  in  various  parts  of  the  cross-section  of  the  flue  A.  An 
elevation  of  the  mixing-box  is  shown  at  B'.  From  the  mix- 
ng-box  four  tubes  CC  lead  downward  from  various  parts  to  a 
nixing-chamber  D,  from  which  a  pipe  E  leads  to  the  collecting 
tpparatus.  Two  of  these  mixing-boxes  were  used,  one  placed 
n  the  flue  a  short  distance  above  the  other,  and  an  agreement 
)f  the  samples  obtained  from  each  was  regarded  as  proof  of  the 
iubstantial  accuracy  of  the  sample. 

*  Trout.  Am.  Soc  M.  E.,  Vol.  VI.  :  " 
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It  is  hardly  probable  that  a  tube  furnished  with  various 
branches  or  a  long  slit  will  give  a  fair  sample,  since  the  velocity 
of  gases  in  the  aspirating-tube  is  such  that  most  of  the  gas 
will  be  collected  at  the  openings  nearest  the  collecting  appa- 
ratus ;  the  author  has  often  employed  a  branch-tube  with  holes 
opening  in  different  portions  of  the  chimney.  The  material 
for  the  aspirating-tube  is  preferably  porcelain  or  glass,  but 
iron  has  no  especial  absorptive  action  on  the  gases  usually  to 
be  found  in  the  flue,  and  may  be  used  with  satisfaction.  A  long 
length  of  rubber  tubing  may,  however,  sensibly  affect  the 
results.  # 

The  gas  should  be  collected  as  closely  as  possible  to 
the  furnace,  since  it  is  liable  to  be  diluted  to  a  considerable 
extent  by  infiltration  of  air  through  the  brick-work  beyond 
the  furnace. 

In  order  to  induce  the  gas  to  flow  outward  and  into  the 
collecting  apparatus,  pressure  in  the  collecting  vessel,  termed 
an  aspirator \  must  be  reduced  below  that  in  the  flue.  This  is 
accomplished  by  using  for  an  aspirator  two  large  bottles  con- 
nected together  by  rubber  tubing  near  the  bottom,  or  better 
still,  two  galvanized  iron  tanks,  about  6  inches  diameter  and 
2  feet  high,  connected  near  the  bottom  by  a  rubber  tube,  in 
which  is  a  stop-cock;  one  of  the  bottles  or  tanks  has  a  closed 
top  and  a  connection  for  rubber  tubing  provided  with  stop- 
cock at  the  top  :  the  other  bottle  or  tank  is  open  to  the  atmos- 
phere. To  use  the  aspirator,  the  vessel  with  the  closed  top  is 
filled  with  water  by  elevating  the  other  vessel ;  it  is  then  con- 
nected to  the  aspirating-tube,  the  open  vessel  being  held  so 
high  that  it  will  remain  nearly  empty.  After  the  connection  is 
made,  and  the  stop-cocks  opened,  the  empty  vessel  is  brought 
below  the  level  of  the  full  one,  and  the  water  passing  from 
the  one  connected  to  the  aspirating-tube  lessens  the  pres- 
sure to  such  an  extent  that  it  will  be  filled  with  gas.  This 
process  should  be  repeated  several  times  in  order  to  in- 
sure the  thorough  removal  of  all  air  from  the  aspirating- 
tubes.  The  liquid  used  for  this  purpose  is  generally  water, 
is  an  absorbent  to  a  considerable  extent  of  the  gases 
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contained  in  the  flues.  To  lessen  its  absorbent  power,  the 
water  used  should  be  shaken  intimately  with  the  gas  in  order 
to  saturate  it  before  the  sample  for  analysis  is  taken.  When 
mercury  is  used  as  the  liquid  this  precaution  is  not  necessary. 

A  small  instrument,  on  the  principle  of  an  injector,  in  which 
a  small  stream  of  water  or  mercury  is  constantly  delivered,  is 
an  efficient  aspirator,  and  is  extremely  convenient  for  continu- 
ous analysis. 

362.  General  Forms  of  Apparatus  employed  for  Volu- 
metric Gas  Analysis. — The  apparatus  employed  for  volumetric 
gas  analysis  consists  of  a  measuring-tube,  in  which  the  volume 
of  gas  can  be  drawn  and  accurately  measured  at  a  given  press- 
ure, and  a  treating  tube  into  which  the  gases  are  introduced 
and  then  brought  in  contact  with  the  various  reagents  already 
described.  The  apparatus  employed  may  be  divided  into  two 
classes:  (1)  those  in  which  there  is  but  one  treating-tube,  the 
different  reagents  being  successively  introduced  into  the  same 
tube;  (2)  those  in  which  there  are  as  many  treating-tubes  as 
there  are  reagents  to  be  employed,  the  reagents  being  used  in 
a  concentrated  form,  and  the  gases  brought  into  contact  with 
the  required  reagent  by  passing  them  into  the  special  treating 
tube. 

In  either  case  the  steps  are,  as  explained  in  Article  358:  (a) 
Obtain  100  c.c.  by  measurement;  (6)  to  absorb  the  COt,  bring 
the  gas  in  contact  with  KOH,  and  measure  the  reduction  of 
volume  so  caused  ;  this  is  equivalent  to  the  percentage  of  CO, ; 

(c)  bring  the  gas  in  contact  with  pyrogallic  acid  and  KOH,  and 
absorb  the  free  oxygen.  Measure  the  reduction  of  volume  so 
caused ;  this  is  equivalent  to  the  percentage  of  free  oxygen ; 

(d)  determine  the  other  constituents  in  a  similar  manner. 

In  performing  these  various  operations  it  is  essential  that 
the  tubes  be  kept  clean  and  that  the  reagents  be  kept  entirely 
separate  from  each  other.  This  is  accomplished  by  washing  or 
causing  some  water  to  pass  up  and  down  the  tubes  or  pipettes 
several  times  after  each  operation. 

363.  Elliot's  Apparatus. — This  is  one  of  the  most  simple 
outfits  for  gas  analysis,  and  consists  of  a  treating-tube  AB  and 
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a  measuring-tube  A'B',  Fig.  163,  connected  by  a  capillary  tube 
at  the  top,  in  which  is  a  stop-cock,  G.  The  tubes  shown  in  Fig. 
163  are  set  in  a  frame-work  having  an  upper  and  a  lower  shelf, 
on  which  the  bottles  L  and  K  can  be  placed.  .In  using  the 
apparatus,  it  is  first  washed,  which  is  done  by 
filling  the  bottles  with  water,  opening  the 
stop-cocks  F  and  G,  and  alternately  raising 
and  lowering  the  bottles  K  and  L.  The 
bottles  are  then  filled  with  clean  distilled 
water,  raised  to  the  positions  shown,  and  the 
stop-cocks  G  and  F  closed.  The  gas  is  then 
introduced  by  connecting  the  discharge  from 
the  aspirator  to  the  stem  of  the  three-way- 
cock  F,  and  turning  it  so  that  its  hollow  stem 
AffARATLs.  is  in  connection  with  the  interior  of  the  tube 

AB\  lowering  the  bottle  L,  the  water  will  flow  out  from  the 
tube  AB  and  the  gas  will  flow  in.  When  the  tube  AB  is  full 
of  gas  the  cock  F  is  closed,  the  aspirator  is  disconnected,  and 
the  gas  is  measured.  The  gas  must  be  measured  at  atmos- 
pheric pressure.  That  may  be  done  by  holding  the  bottle  in 
such  a  position  that  the  surface  of  the  water  in  the  bottle  shall 
be  of  the  same  height  as  that  in  the  tube.  A  distinct  meniscus 
will  be  formed  by  the  surface  of  the  water  in  the  tube;  the 
reading  must  in  each  case  be  made  to  the  bottom  of  the 
meniscus.  To  measure  the  gas,  which  will  be  considerably  in 
excess  of  that  needed,  the  cock  G  is  opened,  the  bottle  Kit- 
pressed,  the  bottle  L  elevated  ;  the  gas  will  then  pass  over  into 
the  measuring-tube  A'B' ;  the  bottle  K  is  then  held  so  that  the 
surface  of  the  water  shall  be  at  the  same  level  as  in  the  measuring- 
tube,  and  the  bottle  L  manipulated  until  exactly  100  c.  care 
In  the  measuring-tube;  then  the  cock  G  is  closed,  the  cockf 
opened,  the  bottle  L  raised,  and  the  remaining  gas  wasted, 
causing  a  little  water  to  flow  out  each  time  to  clean  the  con- 
necting tubes.  The  measuring-tube  A'B'  is  surrounded  with* 
jacket  of  water  to  maintain  the  gas  at  the  uniform  temperature 
of  the  room.  After  measuring  the  sample  it  is  then  run  over 
into  the  trcating-tube  AB,  and  the  reagent  introduced  throngt 
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the  funnel  above  F  by  letting  it  drip  very  slowly  into  the  tube 
AB.  After  there  is  no  farther  absorption  in  the  tube  AB,  the 
cock  F  is  closed  and  the  gas  again  passed  over  to  the  measur- 
ing-tube A'B1,  and  its  loss  of  volume  measured.  This  operation 
is  repeated  until  all  the  reagents  have  been  used ;  in  each  case, 
when  the  gas  is  run  back  from  the  measuring-tube,  pass  over 
a  little  water  to  wash  out  the  connections ;  exercise  great  care 
that  in  manipulating  the  cocks  K  or  G  no  gas  be  allowed  to 
escape  or  air  to  enter. 

364.  Wilson's  Apparatus.* — This  apparatus  is  illustrated 
in  Fig.  164.  It  is  used  in  essentially  the  same  manner  as  the 
Elliot  apparatus,  mercury  being  used  as  the  displacing  liquid 
in  place  of  water.     It  consists  of 

a  treating-tube  d,  a  measuring- 
tube  a,  connected  at  the  top  by  a 
capillary  tube  /.  The  measuring- 
tube  ends  in  a  vessel  filled  with 
mercury,  and  in  this  case  the  press- 
ure on  the  tubes  can  be  regulated 
by  lowering  and  raising  the  single 
bottle  filled  with  mercury,  and  the 
gas  can  be  manipulated  as  in  the 
Elliot  apparatus,  using  one  bottle 
instead  of  two.  Reagents  are  in- 
troduced into  the  funnel  <■,  and 
come  in  contact  with  the  gas  in 
the  treating-tube  d. 

The  collecting-tube  used  with 
this  apparatus  is  shown  at  B,  and 
consists  of  a  vessel  filled  with  mer- 
cury. One  side  is  connected  to 
the  aspirator-tube ;  some  of  the 
mercury  is  allowed  to  run  out  »»■  !«*-**««*«■  «•"<*«  *"*"-■ 
irough  a  cock,  and  the  space  is  filled  by  the  gas.  Sufficient 
Bercury  is  retained  to  form  a  seal. 

365.  Fisher's  Modification  of  Orsat's  Apparatus.— This 

*  Thurston's  Engine  and  Boiler  Trials,  p.  107. 
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apparatus,  shown  in  Fig.  165,  belongs  to  the  class  in  which 
each  reagent  is  introduced  in  a  concentrated  form  into  a  special 
treating  tube.  The  apparatus  consists  of  a  measuring-tube 
surrounded  by  a  water-jacket,  into  which  the  gas  can  be  intro- 
duced substantially  as  explained  for  the  Elliot  apparatus.   Each 


reagent  is  introduced  in  a  concentrated  form  into  a  pair  of 
burettes  connected  at  the  bottom  by  a  U-shaped  tube. 

In  making  an  analysis  the  gas  is  first  drawn  into  the 
measuring-tube  and  100  c.c.  retained ;  the  cock  in  the  tube 
leading  to  one  of  the  treating-tubes  is  then  opened,  the  bottle 
raised,  and  the  gas  driven  over  into  the  treating-tube.    This 


J66-]  THE  HEATING    VALUE   OF  FUELS.  433 

operation  is  facilitated  by  connecting  a  soft  rubber  bag  to 
the  opposite  side  of  the  treating-tube,  by  means  of  which 
alternate  pressure  and  suction  can  be  applied,  and  the  reagent 
protected  from  the  atmosphere.  After  the  absorption  is  com- 
plete, which  will  take  from  one  to  three  minutes  in  each  tube, 
the  gas  is  returned  to  the  measuring-tube  by  lowering  the 
bottle  and  exerting  pressure  on  the  attached  rubber  bag.  The 
rubber  bag  is  not  shown  in  Fig.  165,  and  is  not  required,  pro- 
vided the  treating-tube  is  completely  filled  with  the  reagent 
on  the  side  toward  the  measuring-tube. 

The  treating-tubes  are  filled  in  order  from  the  measuring- 
tube  with  the  following  reagents:  (1)  with  50  per  cent  solution 
of  KOH  ;  (2)  with  a  solution  of  pyrogallic  acid  and  KOH, 
or  with  sticks  of  phosphorus  (see  Article  359);  (3)  with  a 
hydrochloric-acid  or  an  ammoniacal  solution  of  cuprous  chloride 
in  contact  with  copper  wire  (see  Article  359). 

In  the  first  treating-tube  is  absorbed  CO,,  in  the  second  O, 
and  in  the  third  CO. 

A  modification  of  the  Fisher  apparatus  has  a  fourth  tube 
in  which  hydrogen  can  be  exploded;  the  reduction  in  volume, 
due  to  the  explosion,  gives  the  amount  of  hydrogen  present. 

Fisher's  apparatus  can  be  used  with  water  or  mercury  for 
obtaining  the  required  pressure  to  move  the  gases.  It  is  ex- 
tremely portable,  accurate,  and  convenient  for  use. 

For  engineering  uses,  when  an  apparatus  must  be  carried 
from  place  to  place  for  determinations,  it  is  the  most  valuable 
form  which  has  been  devised. 

366.  Hcmpel's  Apparatus  for  Gas  Analysis.* — This  ap- 
paratus, shown  in  Figs.  166  to  170,  is  especially  designed  for 
the  accurate  analysis  of  the  constituents  of  various  gases  ;  for 
laboratory  use  it  presents  many  advantages  over  the  other 
apparatus  described.  The  apparatus  consists  of  the  following 
parts:  1.  The  measuring  burette,  shown  in  Fig.  166a,  which  is 
constructed  and  used  as  follows:  It  is  furnished  with  an  iron 


•See  Hem  pel's  Gas  Analysis,  by  L.   M.  Dennis.     Catalogue  of   Eimer  & 
Amend,  New  York. 
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base,  which  is  connected  by  a  rubber  tube  to  an  open  tube  a 
(see  Fig.  166)  with  a  similar  base.  The  stop-cock  d  is  opened, 
the  tube  a  elevated,  and  water  or  mercury,  whichever  may  be 


% 


used,  flows  from  a  over  to  b.  Gas  is  introduced  as  folio*?: 
The  measuring-tube  b  is  filled  with  liquid,  the  cocks  d  and ' 
closed,  and  connection  made  at  e  to  the  vessel  containing  the 
gas  to  be  measured  ;  the  cocks  d  and  c  are  then  opened,  the 
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:  a  lowered  ;  the  liquid  will  then  flow  from  the  measuring- 
;  b  to  a,  and  the  gas  will  fill  the  measuring- tube.  To  meas- 
the  volume  of  gas,  hold  the  tube  a  as  shown  in  Fig.  165,  so 
the  water-level  shall  be  the  same  in  both  tubes,  thus 
ging  the  gas  under  atmospheric  pressure.     Read  the  vol- 


Hmili.'j  ABBOun  ] 


e  directly  by  the  graduation  corresponding  to  the  lower 
;e  of  the  meniscus. 

The  absorption-pipettes  are  different  in  form  from  those  used 
the  Fisher  apparatus,  and  are  connected  only  as  required  to 
i  measuring-burette,  but  are  used  in  essentially  the  same 
y.  Several  forms-  of  these  are  employed  as  shown  in  Figs. 
7  to  170.     The   forms  shown  in   Fig.  168  and   Fig.  170  are 
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ordinarily  used  for  reagents  in  solution.  In  such  a  case  the 
measuring-tube  is  connected  at  e,  Fig.  i68,  the  reagent  occupy- 
ing the  bulbs  a  and  b.  The  top  of  the  measuring-burette 
e>  Fig.  165,  is  connected  to  the  absorption-pipette,  and  the 
gas  moved  alternately  forward  and  backward  as  required  by 
raising  or  lowering  the  tube  a.  In  case  reagents  in  the  solid 
form  are  to  be  used,  the  absorption-pipette  is  made  of  the  form 
shown  in  Fig.  169,  in  case  regents  which  decompose  very  easily 
are  used  a  pipette  of  the  form  shown  in  Fig.  167  is  employed. 
The  general  methods  employed  are  the  same  as  those  pre- 
viously described. 

367.  Deductions  and  Computations  from  Flue-gas 
Analysis. — The  determinations  give  the  percentage  of  volume 
of  COa ,  O,  and  CO  existing  in  the  products  of  combustion. 
Of  these  constituents  the  carbon  is  derived  entirely  from  the 
fuel  and  the  oxygen  in  great  part  from  the  atmosphere.  Ever)' 
part  of  oxygen  drawn  in  from  the  atmosphere  brings  with  it 
nitrogen,  which  passes  through  the  furnace  unchanged.  The 
nitrogen  is  calculated  as  follows :  The  proportion  of  nitrogen 
to  oxygen  existing  in  the  atmosphere  is  79  to  21  by  volume; 
call  this  ratio  S;  denote  the  percentage  of  volume  of  the  gases 
existing  in  the  sample  as  follows:  CO,  by  K\  oxygen  by  0\ 
CO  by  U\  nitrogen  by  N'.     Then  we  shall  have 

K'+0'+  U'  +  N'  =  100  per  cent,   .    .    .  (1) 
from  which 

N'  =  100  -  (K'  +  O'+U') (2) 

If  the  oxygen  were  all  derived  from  the  atmosphere,  both 
the  amount  of  nitrogen  N'  and  of  carbonic  oxide  U'  could  be 
computed,  since  in  such  a  case  the  volume  occupied  by  the 
free  oxygen  before  combining  would  equal 

2K'+(y+  U'. 
Hence  the  nitrogen 

N"  =  s(2K'  +  <y  +  uy (j) 
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Substituting  this  latter  value  in  equation  (i), 

K'+0'+  rj>  +  S(2K'  +  0'+  £/')=  ioo, 
from  which 
U'  =  \  ioo  -  [A"  (i  +  25)  +  0\x  +  S)] \  -5-  (i  +  S).       (4) 

Since  there  is  to  be  found  from  2  to  5  per  cent  of  oxygen 
in  the  fuel,  equation  (4)  will  generally  give  negative  values  for 
the  CO,  and  should  not  be  used. 

In  practice,  if  the  CO  cannot  be  determined  it  can  be  con- 
sidered zero  without  sensible  error,  since  it  seldom  exceeds  one 
half  of  one  per  cent. 

The  amount  of  oxygen  found  in  the  coal  can  be  computed 
as  follows : 

The  value  of  the  nitrogen  in  the  sample  is  given  in  equa- 
tion (2). 

The  oxygen  O"  drawn  from  the  air  with  the  nitrogen  is 

N' 
0"=T (5) 

Hence  that  obtained  from  the  fuel  must  be 

2K '+  a  -  a\ 

In  equation  (2)  the  nitrogen  is  calculated  on  the  assumption 
that  the  flue-gas  contains  only  ^oxygen  and  carbon ;  in  case 
hydrogen,  H\  is  present,  then  the  value  of  the  nitrogen 
would  be 

N' =  100  -<A"  +  O'+U'  +  Hf).     .     .     .    (6) 

The  principal  object  of  the  flac-gas  analysis  may  be  con- 
sidered as  accomplished  when  the  percentage  of  uncombined 
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oxygen  and  of  CO,  is  determined,  since  in  every  case  the 
amount  of  the  ether  gases  present  will  be  very  small.  From 
these  we  can  find  the  ratio  of  the  total  oxygen  supplied  to 
that  used.  This  ratio,  which  is  called  the  dilution  coefficient  X, 
shows  the  volume  of  air  supplied  to  that  required  to  furnish 
the  oxygen  for  the  combustion. 

It  may  be  computed  by  comparing  the  total  volume  of 
nitrogen  with  that  required  to  unite  with  the  combined  oxygen, 
from  which 

N' 

x  =  n'  -  sa ^ 


The  analysis  and  the  computations  considered  relate  to 
volumes  of  the  various  gases.  They  may  be  reduced  to  pro- 
portional weights  by  multiplying  the  volume  of  each  gas  by  its 
atomic  weight  and  dividing  by  the  total  weights.  Knowing 
the  proportional  weights  for  each  gas  and  the  total  carbon 
consumed,  the  total  air  passing  through  the  furnace  can  be 
computed.  Thus  for  the  perfect  combustion  of  a  pound  of 
carbon  will  be  required  2.67  pounds  of  oxygen,  for  which  will 
be  required  1 1.7  pounds  of  air.  If  the  ratio  of  air  used  to  that 
required  be  X,  then  the  weight  of  air  per  pound  of  fuel  equal 
1 1.7X  One  pound  of  air  at  3 2°  Fahr.  occupies  12.5  cubic  feet. 
Knowing  which,  the  volume  of  air  per  pound  of  coal  can  be 
computed  as  equal 

12.5  X  n.7Jf  =  146.2^. 

The  maximum  temperature  Tm ,  that  can  possibly  be  attained 
in  the  furnace,  is  to  be  calculated  as  in  Article  346,  page  413* 


T   _  14500 

(3-67)(o.2i6)  +  (8.88X0.24)  +  {X  -  i)(i  1.7X0.2381 

14500  5000  ,  Qv 

=  2.91  +  2.84(*  -  1)  =  -JT  aPP"x.mately.     .    .   $ 
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Having  the  maximum  temperature  of  the  furnace  and  the 
temperature  of  the  escaping  gases,  the  efficiency \  E,  of  the 
furnace  may  be  calculated  by  an  application  of  Carnot's  law  as 

TJ  —  T' 
E  = jw — , (9) 

in  which  TJ  is  the  absolute  temperature  of  the  furnace  and 
Tf  the  absolute  temperature  of  the  escaping  gases.  The 
absolute  temperature  in  degrees  Fahr.  is  found  by  adding  460 
to  the  thermometer-reading.     That  is, 

TJ  =  Tm  +  460. 

Rankine,  in  his  work  on  the  steam-engine,  pages  287  and 
288,  gives  formulae  for  computing  velocity  of  flow  in  flues, 
the  head  required  to  produce  a  given  reading  of  the  draught- 
gauge,  and  the  required  height  of  chimney. 

These  formulae  are  developed  from  the  experimental  work 
of  Pecl6t,  and  while  they  do  not  agree  well  with  modern 
practice,  still  give  interesting  results  for  comparison.  The 
practical  application  is  shown  in  the  following  example  of  an 
analysis  made  at  Cornell  University,  the  coal  burned  being  that 
obtained  after  deducting  ashes  and  clinkers. 

368.  Form  for  Data  and  Computations  in  Flue-gas 
Analysis. — Test  made  Nov.  3,  1890. 

Determinations  made  by  F.  Land,  H.  B.  Clarke,  and*0.  G.  Hcilman. 
Location  of  plant,  Ithaca,  N.  Y. 
Owners,  Cornell  University. 

Area  of  grate,  sq,ft 181 

Area  of  chimney,  sq.  ft,  (symbol  A) 12.5 

Height  of  chimney,  in  feet  (symbol  H) 100 

Length  of  heated  flue  (symbol  /),  feet , 130 

Inside  perimeter  of  chimney,  feet 14 

Number  of  boilers 3 

Site  of  bailers  :  one  of  61  H.  P.,  two  of  250  H.  P. 

Kind  of  boilers  :  Water-tube,  made  by  Babcock  &  Wilcox. 

Character  of  draught,  forced  by  steam-blowers. 
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CHAPTER   XV. 
METHODS  OF  TESTING  STEAM-BOILERS. 

369.  Object  of  Testing  Steam-boilers. —The  object  of 

the  test  must  be  clearly  perceived  in  t he  outset ;  it  may  be  to 
determine  the  efficiency  of  a  given  boiler  under  given  condi- 
tions; the  comparative  value  of  various  fuels,  or  of  different 
boilers  working  under  the  same  conditions;  or  the  quantity  of 
coal  consumed  and  water  used  in  providing  steam  for  a  given 
engine.  The  results  of  the  test  are  usually  expressed  in  pounds 
of  v/ater  evaporated  for  one  pound  of  the  fuel  used. 

The  conditions  of  temperature  and  pressure  between  which 
boilers  work  vary  within  wide  limits,  the  amount  of  heat  ab- 
sorbed per  pound  of  steam  produced  is  not  constant,  and  a 
standard  of  reference  is  necessary.  Thus  to  convert  a  pound 
of  steam  from  feed-water  at  a  temperature  of  70  degrees  Fahr. 
into  steam  at  80  pounds  absolute  pressure  per  square  inch  will 
require,  per  pound  of  steam,  (1 174.3  —  70  +  32)  =  1036.3 
B.  T.  U. ;  but  to  convert  a  pound  of  water  at  a  temperature  of 
2120  into  steam  at  atmospheric  pressure  will  require  only  967 
B.  T.  U.  To  compare  the  work  done  with  a  standard  con- 
dition it  is  customary  to  express  the  results  of  the  test  as 
equivalent  to  the  evaporation  per  pound  of  fuel  from  water 
at  2120  Fahr.  to  steam  at  atmospheric  pressure,  or,  in  other 
words,  "  from  and  at  2120." 

The  fuel  also  varies  greatly  in  its  evaporative  power,  as 
shown  in  the  preceding  chapter,  and,  moreover,  a  certain  propofr 
tion  is  likely  to  drop  through  the  grates  unconsumed,  so  ttat 
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is  customary  to  reduce  the  results  still  further,  and  to  find 
i  evaporation  per  pound  of  the  combustible  part. 

370.  Definitions. — The  following  terms  are  frequently 
id: 

Actual  evaporation.  This  is  the  evaporation  per  pound  of 
i\  or  of  combustible  under  the  actual  conditions  of  the  test, 
corrected  for  temperature  of  feed-water  and  for  moisture. 

Equivalent  evaporation  from  and  at  21 2°  is  the  amount  of 
iter  that  would  have  been  evaporated  had  the  temperature 

feed-water  been  21 2°,  the  steam  dry  and  at  atmospheric 
essure.  \i  x  represent  the  quality  of  steam,  e  the  factor  of 
aporation,  the  equivalent  evaporation  is  equal  to  the  actual 
ultiplied  by  xe. 

Factor  of  evaporation  is  the  ratio  that  the  heat,  A,  existing 

one  pound  of  steam  at  the  given  pressure  and  reckoned 
Mathe  temperature,  /,  of  feed-water,  bears  to  the  total  heat 
evaporation  at  21 2°,  r.     That  is, 


table  of  the  factors  of  evaporation  is  given  in  the  Appendix. 
The  ash  is  the  actual  incombustible  part  of  the  coal ;  it  is 
\  residue  which  falls  through  the  grates,  less  any  combustible 
tides. 

The  combustible  is  the  fuel  less  the  residue  which  falls 
ough  the  grates ;  it  is  the  weight  of  that  portion  actually 
tied.  In  the  absence  of  any  determinations  whatever,  the 
nbustible  is  frequently  assumed  as  \  of  that  of  the  coal. 
The  quality  of  the  steam  is  the  percentage  by  weight  of 
saturated  steam  in  a  mixture  of  steam  and  water.  It  is  to 
found  by  a  throttling  or  separating  calorimeter  attached 
V  near  the  boiler  (see  Articles  334  to  338). 
371.  The  Efficiency  of  a  Boiler. — The  efficiency  is  the 
o  of  the  heat  supplied  to  that  utilized.  The  heat  supplied 
measured  by  the  coal  consumed,  less  the  heat  discharged 
>  the  chimney:  it  is  assumed  that  it  is  all  converted  into 
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CO  and  CO, ,  and  that  each  pound  of  carbon  converted  into 
CO,  gives  off  14,500  B.  T.  U.,  and  each  pound  converted  into 
CO  generates  4400  B.  T.  U.  The  amount  of  coal  consumed  is 
obtained  by  carefully  measuring  and  deducting  all  ash  and  un- 
consumed  portions.  The  relative  proportions  of  CO,  and  CO 
are  obtained  by  a  flue-gas  analysis  (see  Articles  363  to  367). 

The  heat  utilized  is  obtained  by  weighing  the  water  evap- 
orated into  dry  steam  and  multiplying  by  the  heat  required, 
as  given  in  a  steam-table,  to  convert  one  pound  from  the  tem- 
perature of  feed-water  into  steam  of  the  given  pressure,  reduc- 
ing this  result  if  necessary  for  any  moisture  in  the  steam. 
The   moisture  is  to  be  found  as  explained  in  Article  334  or 

337. 

372.  Efficiency  of  the  Furnace. — This  is  not  usually  con- 
sidered separately  from  the  boiler.  It  can  be  obtained  (sec 
Article  367)  by  finding  the  temperature  of  the  furnace  with  a 
pyrometer  as  explained  in  Article  304,  page  358,  or  by  compu- 
tation as  explained  in  Article  346,  page  412,  and  by  measure- 
ment of  the  temperature  of  the  entering  and  discharged  gases. 
Thus  let  Tf  be  the  temperature  of  the  furnace,  td  that  of  the 
discharged  gas.  tr  that  of  the  boiler-room.  Then  the  efficiency 
is,  by  application  of  Carnot's  cycle  (see  Article  368), 

E  =  7)-fa-'r) 
7}+ 460 

The  heat  discharged  from  the  furnace  is  in  part  utilized  in 
converting  water  into  steam,  in  part  dissipated  in  radiation, 
and  in  part  discharged  into  the  flue.  These  losses  should,  if 
possible,  be  separately  determined. 

It  is  recommended  that  the  temperature  of  thefurnaceand 
of  the  flue  be  measured  in  each  boiler  test. 

373.  Horse-power  of  a  Boiler. — The  horse-power  of  a 
boiler  is  a  conventional  definition  of  capacity,  since  the  boiler 
of  itself  does  no  work.  As  the  weight  of  steam  required  for 
different  engines  varies  within  wide  limits,  an  arbitrary  rating 
was  adopted  by  the  judges  of  the  Centennial  Exhibition  in 
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1876  as  a  standard  nominal  horse-power  for  boilers.  This 
standard,  which  is  now  generally  used,  fixed  one  horse-power 
as  equivalent  to  30  pounds  of  water  evaporated  into  dry  steam 
per  hour  from  feed-water  at  ioo°  Fakr.,  and  under  a  pressure  of 
seventy  pounds  per  square  inch  above  the  atmosphere.  This  is 
equal  to  an  evaporation  of  34.488  pounds  from  and  at  212°  F. 
The  "  unit  of  evaporation  "  being  966.7  B.  T.  U.,  the  commer- 
cial horse-power  is  34488  X  966.7  =  33,600  B.  T.  U. 

374.  Graphical  Log. — The  results  of  a  boiler-test  can  be 
represented  graphically  by  considering  intervals  of  time  as 
proportional  to  the  abscissa;,  and  ordinates  as  proportional  to 
the  various  pressures  and  temperatures  measured.     The  graph- 


ical representation  is  valuable  as  showing  variations  in  any  of 
these  quantities.  The  boiler-test  is  usually  made  in  connection 
trith  that  of  an  engine,  and  the  complete  log  is  represented  on 
one  sheet,  as  shown  in  Fig.  171  (from  Thurston's  Engine  and 
Boiler  Trials). 

375.  Method  of  Making  a  Boiler-test. — A  standard 
method  of  making  a  boiler-test  was  adopted  by  the  American 
Society  of  Mechanical  Engineers,  and  is  published  in  Vol.  VI. 
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of  the  Transactions.    This  method  is  complete  and  should  be 
followed  in  every  case.    The  method  is  as  follows. 

PRELIMINARIES  OF  A  TEST. 

I.  In  preparing  for  and  conducting  trials  of  steam-boilers, 
the  specific  object  of  the  proposed  trial  should  be  clearly  defined 
and  steadily  kept  in  view. 

II.  Measure  and  record  the  dimensions,  position,  etc.,  of  grate 
and  heating  surfaces,  flues  and  chimneys,  proportion  of  air-space 
in  the  grate-surface,  kind  of  draught,  natural  or  forced. 

III.  Put  the  Boiler  in  good  condition. — Have  heating-surface 
clean  inside  and  out,  grate-bars  and  sides  of  furnace  free  from 
clinkers,  dust  and  ashes  removed  from  back  connections,  leaks 
in  masonry  stopped,  and  all  obstructions  to  draught  removed. 
See  that  the  damper  will  open  to  full  extent,  and  that  it  may 
be  closed  when  desired.  Test  for  leaks  in  masonry  by  firing  a 
little  smoky  fuel  and  immediately  closing  damper.  The  smoke 
will  then  escape  through  the  leaks. 

IV.  Have  an  understanding  with  the  parties  in  whose  inter- 
est the  test  is  to  be  made  as  to  the  character  of  the  coal  to  be 
used.  The  coal  must  be  dry,  or,  if  wet,  a  sample  must  be  dried 
carefully  and  a  determination  of  the  amount  of  moisture  in  the 
coal  made,  and  the  calculation  of  the  results  of  the  test  corrected 
accordingly. 

Wherever  possible,  the  test  should  be  made  with  standard 
coal  of  a  known  quality.  For  that  portion  of  the  country 
east  of  the  Alleghany  Mountains  good  anthracite  egg  coal  or 
Cumberland  semi-bituminous  coal  may  be  taken  as  the  stand- 
ard for  making  tests.  West  of  the  Alleghany  Mountains  and 
east  of  the  Missouri  River,  Pittsburg  lump  coal  may  be  used* 

V.  ///  all  important  tests  a  sample  of  coal  should  be  selected 
for  chemical  analysis. 

*  These  coals  are  selected  because  they  are  almost  the  only  coals  wbich  con- 
tain the  essentials  of  excellence  of  quality,  adaptability  to  various  kinds  of  for* 
naces,  grates,  boilers,  and  methods  of  firing,  and  wide  distribution  and  get£B* 
accessibility  in  the  markets. 
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VI.  Establish  the  correctness  of  all  apparatus  used  in  the  test 
for  weighing  and  measuring.     These  are  : 

1.  Scales  for  weighing  coal,  ashes,  and  water. 

2.  Tanks,  or  water-meters  *or  measuring  water.  Water- 
meters,  as  a  rule,  should  only  be  used  as  a  check  on  other  meas- 
urements. For  accurate  work,  the  water  should  be  weighed  or 
measured  in  a  tank. 

3.  Thermometers  and  pyrometers  for  taking  temperatures 
of  air,  steam,  feed-water,  waste  gases,  etc. 

4.  Pressure-gauges,  draught-gauges,  etc. 

VII.  Before  beginning  a  test,  the  boiler  and  chimney  should 
be  thoroughly  heated  to  their  usual  working  temperature.  If 
the  boiler  is  new,  it  should  be  in  continuous  use  at  least  a  week 
before  testing,  so  as  to  dry  the  mortar  thoroughly  and  heat  the 
walls. 

VIII.  Before  beginning  a  test,  the  boiler  and  connections 
should  be  free  from  leaks,  and  all  water-connections,  including 
blow  and  extra-feed  pipes,  should  be  disconnected  or  stopped 
with  blank  flanges,  except  the  particular  pipe  through  which 
water  is  to  be  fed  to  the  boiler  during  the  trial.  In  locations 
where  the  reliability  of  the  power  is  so  important  that  an  extra 
feed-pipe  must  be  kept  in  position,  and  in  general  when  for  any 
other  reason  water-pipes  other  than  the  feed-pipes  cannot  be 
disconnected,  such  pipes  may  be  drilled  so  as  to  leave  openings 
in  their  lower  sides,  which  should  be  kept  open  throughout  the 
test  as  a  means  of  detecting  leaks,  or  accidental  or  unauthorized 
opening  of  valves.  During  the  test  the  blow-off  pipe  should 
remain  exposed. 

If  an  injector  is  used,  it  must  receive  steam  directly  from  the 
boiler  being  tested,  and  not  from  a  steam-pipe,  or  from  any 
3ther  boiler. 

See  that  the  steam-pipe  is  so  arranged  that  water  of  con- 
lensation  cannot  run  back  into  the  boiler.  If  the  steam-pipe 
las  such  an  inclination  that  the  water  of  condensation  from  any 
KMtion  of  the  steam-pipe  system  may  run  back  into  the  boiler, 
t  must  be  trapped  so  as  to  prevent  this  water  getting  into  the 
oiler  without  being  measured. 
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STARTING  AND  STOPPING  A  TEST. 

A  test  should  last  at  least  ten  hours  of  continuous  running, 
and  twenty-four  hours  whenever  practicable.  The  conditions 
of  the  boiler  and  furnace  in  all  respects  should  be,  as  nearly  as 
possible,  the  same  at  the  end  as  at  the  beginning  of  the  test. 
The  steam-pressure  should  be  the  same,  the  water-level  the 
same,  the  fire  upon  the  grates  should  be  the  same  in  quantity 
and  condition,  and  the  walls,  flues,  etc.,  should  be  of  the  same 
temperature.  To  secure  as  near  an  approximation  to  exact 
uniformity  as  possible  in  conditions  of  the  fire  and  in  tempera- 
tures  of  the  walls  and  flues,  the  following  method  of  starting 
and  stopping  a  test  should  be  adopted : 

X.  Standard  Method. — Steam  being  raised  to  the  working 
pressure,  remove  rapidly  all  the  fire  from  the  grate,  close  the 
damper,  clean  the  ash-pit,  and  as  quickly  as  possible  start  a  new 
fire  with  weighed  wood  and  coal,  noting  the  time  of  starting 
the  test  and  the  height  of  the  water-level  while  the  water  is  in 
a  quiescent  state,  just  before  lighting  the  fire. 

At  the  end  of  the  test,  remove  the  whole  fire,  clean  the 
grates  and  ash-pit,  and  note  the  water-level  when  the  water  is 
in  a  quiescent  state ;  record  the  time  of  hauling  the  fire  as  the 
end  of  the  test.  The  water-level  should  be  as  nearly  as  pos- 
sible the  same  as  at  the  beginnihg  of  the  test.  If  it  is  not  the 
same,  a  correction  should  be  made  by  computation,  and  not  by 
operating  pump  after  test  is  completed.  It  will  generally  be 
necessary  to  regulate  the  discharge  of  steam  from  the  boiler 
tested  by  means  of  the  stop-valve  for  a  time  while  fires  are 
being  hauled  at  the  beginning  and  at  the  end  of  the  test,  in 
order  to  keep  the  steam-pressure  in  the  boiler  at  those  times 
up  to  the  average  during  the  test. 

XI.  Alternate  Method.— Instead  of  the  Standard  Method 
above  described,  the  following  may  be  employed  where  local 
conditions  render  it  necessary: 

At  the  regular  time  for  slicing  and  cleaning  fires  have 
them  burned  rather  low,  as  is  usual  before  cleaning,  and  then 
thoroughly  cleaned ;  note  the  amount  of  coal  left  on  the 
grate  as  nearly  as  it  can   be  estimated ;  note   the  pressure  of 


§375]        METHODS  OF  TESTING  STEAM-BOILERS.  449 

steam  and  the  height  of  the  water-level — which  should  be  at 
the  medium  height  to  be  carried  throughout  the  test — at  the 
same  time  ;  and  note  this  time  as  the  time  of  starting  the  test. 
Fresh  coal,  which  has  been  weighed,  should  now  be  fired.  The 
ash-pits  should  be  thoroughly  cleaned  at  once  after  starting. 
Before  the  end  of  the  test  the  fires  should  be  burned  low,  just 
as  before  the  start,  and  the  fires  cleaned  in  such  a  manner  as  to 
leave  the  same  amount  of  fire,  and  in  the  same  condition,  on  the 
grates  as  at  the  start.  The  water-level  and  steam-pressure 
should  be  brought  to  the  same  point  as  at  the  start,  and  the 
time  of  the  ending  of  the  test  should  be  noted  just  before  fresh 
coal  is  fired. 

DURING  THE  TEST. 

XII.  Keep  tJu  Conditions  Uniform. — The  boiler  should  be 
run  continuously,  without  stopping  for  meal-times  or  for  rise 
or  fall  of  pressure  of  steam  due  to  change  of  demand  for  steam. 
The  draught  being  adjusted  to  the  rate  of  evaporation  or  com- 
bustion desired  before  the  test  is  begun,  it  should  be  retained 
constant  during  the  test  by  means  of  the  damper. 

If  the  boiler  is  not  connected  to  the  same  steam-pipe  with 
other  boilers,  an  extra  outlet  for  steam  with  valve  in  same 
should  be  provided,  so  that  in  case  the  pressure  should  rise  to 
that  at  which  the  safety-valve  is  set,  it  may  be  reduced  to  the 
desired  point  by  opening  the  extra  outlet,  without  checking 
the  fires. 

If  the  boiler  is  connected  to  a  main  steam-pipe  with 
other  boilers,  the  safety-valve  on  the  boiler  being  tested  should 
le  set  a  few  pounds  higher  than  those  of  the  other  boilers,  so 
that  in  case  of  a  rise  in  pressure  the  other  boilers  may  blow  off, 
and  the  pressure  be  reduced  by  closing  their  dampers,  allowing 
the  damper  of  the  boiler*  being  tested  to  remain  open,  and  firing 
as  usual. 

All  the  conditions  should  be  kept  as  nearly  uniform  as  pos- 
sible, such  as  force  of  draught,  pressure  of  steam,  and  height  of 
Crater.  The  time  of  cleaning  the  fires  will  depend  upon  the 
character  of  the  fuel,  the  rapidity  of  combustion,  and  the  kind 
^  grates.  When  very  good  coal  is  used,  and  the  combustion 
"Jot  too  rapid,  a  ten-hour  test  may  be  run  without  any  cleaning 
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of  the  grates,  other  than  just  before  the  beginning  and  just  be- 
fore the  end  of  the  test.  But  in  case  the  grates  have  to  be 
cleaned  during  the  test,  the  intervals  between  one  cleaning  and 
another  should  be  uniform. 

XIII.  Keeping  tlie  Records. — The  coal  should  be  weighed 
and  delivered  to  the  firemen  in  equal  portions,  each  sufficient 
for  about  one  hour's  run,  and  a  fresh  portion  should  not  be  de- 
livered until  the  previous  one  has  all  been  fired.  The  time 
required  to  consume  each  portion  should  be  noted,  the  time  be- 
ing recorded  at  the  instant  of  firing  the  first  of  each  new  por- 
tion. It  is  desirable  that  at  the  same  time  the  amount  of  water 
fed  into  the  boiler  should  be  accurately  noted  and  recorded,  in- 
cluding the  height  of  the  water  in  the  boiler,  and  the  average 
pressure  of  steam  and  temperature  of  feed  during  the  time.  By 
thus  recording  the  amount  of  water  evaporated  by  successive 
portions  of  coal,  the  record  of  the  test  may  be  divided  into  sev- 
eral divisions,  if  desired,  at  the  end  of  the  test,  to  discover  the 
degree  of  uniformity  of  combustion,  evaporation,  and  economy 
at  different  stages  of  the  test. 

XIV.  Priming  Tests. — In  all  tests  in  which  accuracy  of  re- 
sults is  important,  calorimeter  tests  should  be  made  of  the  per- 
centage of  moisture  in  the  steam,  or  of  the  degree  of  super- 
heating. At  least  ten  such  tests  should  be  made  during  the 
trial  of  the  boiler,  or  so  many  as  to  reduce  the  probable  average 
error  to  less  than  one  per  cent,  and  the  final  records  of  the 
boiler  test  corrected  according  to  the  average  results  of  the 
calorimeter  tests. 

On  account  of  the  difficulty  of  securing  accuracy  in  these 
tests  the  greatest  care  should  be  taken  in  the  measurements  of 
weights  and  temperatures.  The  thermometers  should  be  ac- 
curate to  within  a  tenth  of  a  degree,  and  the  scales  on  which 
the  water  is  weighed  to  within  one  hundredth  of  a  pound. 

ANALYSES  OF  GASES. — MEASUREMENT  OF  AIR-SUPPLY,  ETC 

XV.  In  tests  for  purposes  of  scientific  research,  in  which  the 
determination  of  all  the  variables  entering  into  the  test  isd*- 
sired,  certain  observations  should  be  made  which  are  in  general 
not  necessary  in  tests  for  commercial  purposes.  These  are  the 
measurement  of  the  air-supply,  the   determination  of  its  con* 
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REPORTING  THE  TRIAL. 

XVII.  The  final  results  should  be  recorded  upon  a  properly 
prepared  blank,  and  should  include  as  many  of  the  following 
items  as  are  adapted  for  the  specific  object  for  which  the  trial 
is  made.  The  items  marked  with  a  *  may  be  omitted  for  or- 
dinary trials,  but  are  desirable  for  comparison  with  similar  data 
from  other  sources. 


Results  of  the  trials  of  a. 

Boiler  at 

To  determine 


1. 
2. 


Date  of  trial 
Duration  of  trial, 


DIMENSIONS  AND  PROPORTIONS. 


Leave  space  for  complete  description.     See  Ap- 
pendix XXIII. 

3.  Grate- surface. . .  .wide. . .  .long. . .  .Area. . . . 

4.  Water-heating  surface 

5.  Superheating-surface 

6.  Ratio  of  water  heating  surface  to  grate-sur- 

face   


AVERAGE  PRESSURES. 

7.  Steam-pressure  in  boiler,  by  gauge . . . 

*8.  Absolute  steam -pressure 

*g.  Atmospheric  pressure,  per  barometer. 

10.  Force  of  draught  in  inches  of  water. . 


AVERAGE  TEMPERATURES. 

*u.  Of  external  air 

*I2.  Of  fire-room 

#I3.  Of  steam 


14.  Of  escaping  gases. 

15.  Of  feed- water. . . . 


16. 

17. 
18. 
19. 
20. 

h2I. 
h22. 


FUEL. 

Total  amount  of  coal  consumed  f 

Moisture  in  coal 

Dry  coal  consumed 

Total  refuse,  dry pounds  = 

Total  combustible  (dry  weight  of  coal,  Item 

18,  less  refuse,  Item  19) 

Dry  coal  consumed  per  hour 

Combustible  consumed  per  hour 


hours. 


sq.  ft. 
sq.  ft. 
sq.  ft. 


lbs. 
lbs. 
in. 
in. 


deg. 
deg. 
deg. 
deg. 
deg. 


lbs. 
per  cent. 

lbs. 
per  cent. 

lbs. 
lbs. 
lbs. 


*  See  reference  in  paragraph  preceding  table. 

t  Including  equivalent  of  wood  used  in  lighting  fire.     I  pouod  of  wo*j 
equals  0.4  pound  coal.     Not  including  unburnt  coal  withdrawn  from  fire*1  ^ 

of  test. 
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RESULTS  OP  CALORJMKTRIC  TESTS. 

23.  Quality  of  steam,  dry  steam  being  taken  as 

unity 

24.  Percentage  of  moisture  in  steam 

25.  Number  of  degrees  superheated 

WATER. 

26.  Total  weight  of  water  pumped  into  boiler 

and  apparently  evaporated  * 

27.  Water    actually  evaporated,    corrected    for 

quality  of  steam  f • 

28.  Equivalent  water  evaporated  into  dry  steam 

from  and  at  2120  F.f 

•29.  Equivalent  total  heat  derived  from  fuel  in 

British  thermal  units  f 

30.  Equivalent  water  evaporated  into  dry  steam 
from  and  at  2120  F.  per  hour 


ECONOMIC  EVAPORATION. 

31.  Water  actually  evaporated  per  pound  of  dry 

coal,  from  actual  pressure  and  tempera 

ture  f 

32.  Equivalent  water  evaporated  per  pound  of 

dry  coal  from  and  at  212*  F.f. . . 

33.  Equivalent  water  evaporated  per  pound  of 

combustible  from  and  at  2 12°  F.f. 


•  •  •  •  • 


percent 
deg. 


lbs. 
lbs. 
lbs. 

B.  T.  U. 

lbs. 


lbs. 
lbs. 
lbs. 


*  Corrected  for  inequality  of  water-level  and  of  steam-pressure  at  beginning 
and  end  of  test. 

f  The  following  shows  how  some  of  the  items  in  the  above  table  are  de- 
rived from  others: 

Item  27  =  Item  26  X  Item  23. 

Item  28  =  Item  27  X  Factor  of  evaporation. 

H  —  h 
Factor  of  evaporation  =  —r- — ,  H  and  h  being  respectively  the  total  heat- 

imits  in  steam  of  the  average  observed  pressure  and  in  water  of  the  average 
observed  temperature  of  feed,  as  obtained  from  tables  of  the  properties  of  steam 
and  water. 

Item  29  =  Item  27  X  (Zf  —  h). 

Item  31  =  Item  27  -#-  Item  18. 

Item  32  =  Item  28  -7-  Item  18  or  =  Item  31  X  Factor  of  evaporation. 

Item  33  rr  Item  28  -#-  Item  20  or  =  Item  32  -#-  (per  cent  100  —  Item  19). 

Items  36  to  38.     First  term  =  Item  20  X  - 

Items  40  to  42.    First  term  =  Item  39  X  0.8698. 

*  *                                         Item  30 
Item  43  =  Item  29  X  0.00003  or  = r^-. 

Difference  of  Items  43  and  44 
**"~  Item  44.  " 
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COMMERCIAL  EVAPORATION. 

34.  Equivalent  water  evaporated  per  pound  of, 
dry  coal  with  one  sixth  refuse,  at  70  pounds 
gauge-pressure,  from  temperature  of  100 
F.  =  Item  33  multiplied  by  0.7249 


RATE  OF  COMBUSTION. 

35.  Dry  coal  actually  burned  per  square  foot  of 
grate- surface  per  hour 

Per  sq.  ft.  of  grate- 
Consumption  of 
dry  coal  per  hour. 
Coal  assumed  with 
one  sixth   refuse,  f 


*36. 

*37. 
♦38. 


surface. 

Per  sq.  ft.  of  water- 
heating  surface  — 

Per  sq.  ft.  of  least 
area  for  draught. . . 


RATE  OF  EVAPORATION. 


lbs. 

lbs. 
lbs. 
lbs. 
lbs. 


39.  Water  evaporated  from  and  at  21 2°  F.  per 
square  foot  of  heating-surface  per  hour. . . 


& 


40. 

*4i. 
*42. 


Water  evaporated 
per  hour  from  tem- 
perature of  ioo0  F. 
into  steam  of  70 
pounds  gauge-pres- 
sure.f 


grate- 


Per  sq.  ft.  of 

surface 

^  Per  sq.  ft.  of  water- 

heaiing  surface. . 
Per  sq.  ft.  of  least 

area  for  draught. 


COMMERCIAL   HORSE  POWER. 

43.  On  basis  of  thirty  pounds  of  water  per  hour 

evaporated  from  temperature  of  1000  F. 
into  steam  of  70  pounds  gauge  pressure, 
( =  34±  lbs.  from  and  at  2120)  f 

44.  Horse-power,  builders' rating,  at square 

feet  per  horsepower 

45.  Per    cent    developed  above,  or  below,  rat- 

ingt 


lbs. 
lbs. 
lbs. 
lbs. 


H.  P. 
H.    P. 

Per  cent. 


Precautions  are  to  be  taken  in  every  possible  way  to  prevent 
and  avoid  irregularities  in  the  conduct  of  the  trial  and  errors 
of  observation.* 

In  preparing  for  and  conducting  trials  of  steam-boilers  the 
specific  object  of  the  proposed  trial  should  be  clearly  defined 
and  steadily  kept  in  view,  and  as  suggested  by  Mr.  Hoadley— 

(1)  If  it  be  to  determine  the  efficiency  of  a  given  style  of 
boiler  or  of  boiler-setting  under  normal  conditions,  the  boiler 
brickwork,  grates,  dampers,  flues,  pipes,  in  short,  the  whole  ap- 
paratus, should  be  carefully  examined  and  accurately  describedr 

*  The  appendix  to  the  report  above  quoted  should  be  read  in  this  coonectioc 
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and  any  variation  from  a  normal  condition  should  be  remedied, 
if  possible,  and  if  irremediable,  clearly  described  and  pointed  out. 
(2»  If  it  be  to  ascertain  the  condition  of  a  given  boiler  or 
set  of  boilers  with  a  view  to  the  improvement  of  whatever  may 
be  faulty,  the  conditions  actually  existing  should  be  accurately 
observed  and  clearlv  described. 

(3^  If  the  object  be  to  determine  the  relative  value  of  two 
or  more  kinds  of  coal,  or  the  actual  value  of  any  kind,  exact 
equality  of  conditions  should  be  maintained  if  possible,  or, 
where  that  is  not  practicable,  all  variations  should  be  duly  al- 
lowed for. 

(4)  Only  one  variable  should  be  allowed  to  enter  into  the 
problem :  or,  since  the  entire  exclusion  of  disturbing  variations 
cannot  usually  be  effected,  they  should  be  kept  as  closely  as 
possible  within  narrow  limits,  and  allowed  for  with  all  possible 
accuracv. 

Blanks  should  be  provided  in  advance,  in  which  to  enter  all 
data  observed  during  the  test.  The  preceding  instructions 
contain  the  form  used  in  presenting  the  general  results.  Rec- 
ords should  be,  as  far  as  possible,  made  in  a  standard  form,  in 
order  that  all  may  be  comparable. 

The  observations  must  be  made  bv  the  engineer  conduct- 
ing  the  trial,  or  by  his  assistants,  with  this  object  distinctly  in 
mind :  and  each  should  have  a  well-defined  part  of  the  work 
assigned   him,  and  should  assume  responsibility  for  that  part, 
having  a  distinct    understanding  in  regard    to  the    extent    of 
his  responsibility,  and  a  good  idea  of  the  extent  and  nature 
of  the  work  done  by  his  colleagues,  and  the  relations  of  each 
part  to  his  own.     No  observations  should  be  permitted  to  be 
made   by  unauthorized     persons    for  entrance  upon   the  log ; 
and  no  duties  should  be  permitted  to  be  delegated  by  one  as- 
sistant to   another,  without    consultation    and   distinct    under- 
standing with  the  engineer  in  charge.     The  trial  should,  wher- 
ever possible,  be  so  conducted  that  any  error  that  may  occur  in 
the  record  may  be  detected,  checked,  or.  if  advisable,  removed, 
by  some  process  of  mutual  verification  of  related  observations. 
It  is  in  this  direction  that  the  use  of  graphical  methods  of  rec- 
ord and  automatic  instruments  have  greatest  value. 
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Several  methods  of  weighing  fuel  have  been  found  very  satis- 
factory, but  it  should  be  an  essential  feature  that  the  weights 
shall  be  made  by  one  observer  and  checked  by  another,  at  as 
distant  a  point  as  is  convenient.  The  weighing  of  the  fuel  by 
one  observer  at  the  point  of  storage,  and  the  record  at  that 
point  of  times  of  delivery,  as  well  as  of  weights  of  each  lot,  and 
the  tallying  of  the  number  and  record  of  the  time  of  receipt  at 
the  furnace-door,  will  be  usually  found  a  safe  system.  The  fait 
ure  to  record  any  one  weight  leads  to  similar  error,  and  can 
only  be  certainly  prevented  by  an  effective  method  of  double 
observation  and  check. 

The  same  remarks  apply,  to  a  considerable  extent,  to  the 
weighing  of  the  water  fed  to  the  boiler.  A  careful  arrangement 
of  weighing  apparatus,  a  double  set  of  observations,  where  pos- 
sible,  and  thus  safe  checks  on  the  figures  obtained,  are  essential 
to  certainty  of  results.  With  good  observers  at  the  tank,  and 
with  small  demand  for  water,  a  single  tank  can  be  used ;  but 
two  are  preferable  in  all  cases,  and  three  should  be  used  if  the 
work  demands  very  large  amounts  of  feed-water,  as  at  trials  of 
very  large  boilers,  or  of  "  batteries."  The  more  uniform  the 
water  supply,  as  well  as  the  more  steady  the  firing,  the  less  the 
liability  to  mistake  in  making  the  record. 

The  two  blanks  which  follow  were  prepared  by  the  Author 
for  use  in  laboratory  as  well  as  professional  work. 

Such  blanks  are  always  desirable,  and  are  sometimes  even 
more  elaborate  than  those  here  illustrated.*  For  ordinary 
purposes,  a  less  complete  tabulation  may  be  sufficient ;  while, 
for  special  purposes  and  for  scientific  investigations  and  the 
work  of  research,  considerable  more  elaboration  may  be  found 
desirable,  or  even  necessary. 

Graphical  methods  of  representation  of  the  data  and  con- 
ditions and  of  the  progress  of  the  trial,  as  elsewhere  illustrated, 
are  also  often  found  exceedingly  useful  and  convenient. 

376.  Additional  Forms  for  Log  and  Report,— The  fol- 
lowing forms  are  somewhat  more  complete  than  those  given 
in  Article  375  : 

*  Vide  ••  Stevens  Indicator,"  Nov.  '89. 


ihr&J         METHODS   OF    TESTING   STF.4AT-F0riF.KS. 


45, 


MECHANICAL   LABORATORY.  SIBLEY   COLLEGE    CORNELL 

UNIVERSITY. 

L'»«:    OF    Boil  FR-TR1  \1  . 


Madeai. 
Date  . . . 
Fireman 


By 


.. .iao. . 

Report    of   Botiff-te>t, 


Made  oy . . 
Kind  of  Boiier. 


.Duration  of  Trial 


Boors*. 


f: 


..  Sq   i:. 


.Geate-aurf..  tengin.   .   . 

Wldl.L     ft.       .  . 

r-    Water-taeaxmr  aortace — 
.  f  -SaperheatiBpr  surface. 
1  |    Area  for  draufrbt  (calorimeter . 

5    Asua.  dmnne> 

5    Height,  chimney F:. 

Ratio  heattn?  to  prate  surface. .     . 

Ratio  arr-space  to  irrate-aurtace 

tenmete:   Inches  mercuri 

*  rntria  piiiF'r     Pound* 

■£  *  Draafrht-jFaucre  Inches  wate: 

'AuaohneahBam-peesaure       .  Pounds 

^    Externa]  air Pet; ills  F 

§    Botier-coom  

£    Flue. 

|.  Furnace 

?    Feed-water 

I  *"    Steam 

Total  coal  conaumed   Pounds. 

Motsture  m  coa; Pe*-  err.: 

Z    Dry  coal  cooamned Pound:. 

2    Total  refuse,  drv 

Total  refuse,  drv Pereen: 

Total  ii—  iMWlihii    Pounds 

,         Dry  coal  per  hour 

Combustible  per  hour.   ... 
5    Dry  caaJ  per  •quart  too;  c : 

^  frrate 

r    CoaBbosbtaie  per  square  too: 

jjj-  of  urate. 

%    Dry  coaJ  per  •quart  foot  o: 

. .  Heatinp-surf  act . 
•quare  ion:  ci 
. .  Heating-suriact 

i  (Quality  of  •team   Per  ccr.: 

Superheat Decree> 

: Total  weight  water ««ed  .   .Pound-* 

(by meter'        Cu   :: 

|  jfc    Total  crap.,  dry  steam     — Pounas 

■5  (Factor  of  evaporation 

o  jTotal  Tromaad  at  ?t?:         .   Pounds 


!s 


NY. 

Mannfamired  bv. . 


tSo. 


•-  J  Amount  used  ..  Pounds. 

.'«""  Evaporated   drr  steam     ... 
^  *'Frar.  from  and  a!  ?s?r 

Pe*  Pewxr'  r  x  Fwti. 

Artua.  .  Pounds. 

Equ'v    f'nmanda:  n::. 

Arrua;.  Pound*. 

r    'F.quiv   from  ania:  r- 

~      Pr*  S.r    Ft    Henri KS-xw/ate  tr-   H* 

Pounds. 


T    Arrua. 

£-'     Equ«v    from  and  a:  r.  •_ 


F*r>t' 


1  -v 


.'.■  -.    Pptivtti'  h*'  Gnu?*. 

Pe*  Pnunv*?  ■•  f  Fue.  Pounds 

Pr-  Pounrf  r>f  Combustible 
'Per  *-poun.4  of  Fuel. 

Pr~  S~*.t—    r'r-.*     ^tT^-.T.'j 
Actual   from  fw.»  ware-  terr 


neratun- 

tat 

§    'F.qu'v.  frotc  and  a:  ?;. 


Pound*. 


=     Actual   .   ..  Pound* 

~    Enuir.  from  and  at  ?i. 

£.     Per  Sc   Ft.  ?/ Leas?  r*~n*rht-<i*-e.< 

i:     Actual  Pound x 

Eomv   f*"om  an-*  at  ?-  - 
•Or*  basts  54*  to*   rou:v   evap 

per  hour..  .   h    : 

zi    Builders*  rating 

—•    Ratio  of  commercial  to  builder.    -*-.. 
inp. ... 
Heat  generated  ner  hour        p.   ~    V 
Heat  absorbed  oer  hour    . 
'Efficiency  of  boile*  .   Pe-  ,-r-^ 

Efncien<-v  of  furnace 


Norm. — Actual  evaporation  summes  the  evaporation  from  feed-water  temperature  ■    ,iri 

It  ia  apparent  era  poratr»n  t<»Tfctrd  for  ca>'  '■?rp<tt  -.»1«-( -t::n  ,t..  ■ 


at 


iaJH.  P 


45 3  EXPERIMENTAL   ENGINEERING.  [§  377- 

377,  Abbreviated  Directions  for  Boiler-testing.— Ap- 
paratus.— As  in  standard  tests  :  tanks  and  scales  for  weighing 
water ;  meter  for  measuring  water ;  apparatus  for  flue-gas 
analysis  ;  barometer  and  pyrometer. 

Directions. — Calibrate  all  apparatus,  meters,  scales,  ther- 
mometers, and  gauges;  arrange  throttling  or  separator  calo- 
rimeter to  obtain  quality  of  steam  delivered.  Note  condition 
of  Boiler  and  Furnace  Rules,  VII-IX.  Start  and  close  the 
test  either  by  standard  or  alternative  method,  Rules  X  and  XL 
During  test  proceed  as  in  Rules  XIII  and  XIV.  Continue 
the  test  as  long  as  time  will  permit,  at  least  four  hours,  taking 
simultaneous  observations  each  15  minutes  at  a  signal  given 
by  a  whistle ;  keep  record  so  that  coal  and  water  consumption 
can  be  computed  for  each  hour. 

Put  100  pounds  of  coal  in  a  box  and  dry  in  a  hot  place  for 
24  hours ;  if  ashes  are  damp  from  use  of  a  steam-blower,  dry  a 
sample  of  100  pounds  in  same  manner.  In  general,  ashes  may 
be  removed  at  once  and  weighed. 

Report  arid  Computation. — Make  report  on  standard  forms 
submitted  and  compute  the  required  quantities.  Submit  with 
report  a  graphical  log,  in  which  time  is  taken  as  abscissa,  and 
the  various  observed  quantities  as  ordinates. 


CHAPTER   XVI. 


THE  STEAM-ENGINE   INDICATOR. 


37R.  Uses  of  the  Steam-engine  Turin  Hint. — The  steam- 
engine  indicator  is  an  instrument  for  drawing  a  diagram  on 
paper  which  shall  accurately  represent  the  various  changes  of 
pressure  on  one  side  of  the  piston  of  the  steam-engine  during 
both  the  forward  and  Teturn  stroke. 
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The  general  form  of  the  indicator-diagram  is  shown  in  Fi« 
172:  the  ordmates  of  the  diagram,  measured  from  the  line 
GG,  are  proportional  to  the  pressure  per  square  inch  above  the 
atmosphere :  measured  from  the  lint  HH,  art  proportional  to 
the  absolute  pressure  per  square  inch  acting  on  the  pistoi.. 
He  abscissa  corresponding  to  an}-  ordinate  is  proportional  tv 
the  distance  moved  by  the  piston.  ABODE  i.-  the  line  drawr. 
during  the  forward  stroke  o:  the  engine,  EFA  that  drawn  dur- 
ing the  return  stroke.  The  ordinates  to  the  line  ABODE  rep- 
resent the  pressures  acting  to  move  the  piston  forward  :  those 
to  the  line  EFA  represent  the  pressures  acting  to  retarc  or 
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stop  the  motion  of  the  piston  on  its  back  stroke.  The  ordi- 
nates  intercepted  between  the  lines  represent  the  effective 
pressure  acting  to  urge  the  piston  forward.  Since  the  abscissa 
of  the  diagram  are  proportional  to  the  space  passed  through 
by  the  piston,  and  the  intercepted  ordinate  to  the  effective 
pressure  acting  on  the  piston,  the  area  of  the  diagram  must  be 
proportional  to  the  work  done  by  the  steam  on  one  side  of  the 
piston,  acting  on  a  unit  of  area  and  during  both  forward  and 
return  stroke.     (See  Article  21,  page  17.) 

From  this  diagram  can  be  obtained,  by  processes  to  be  ex- 
plained later:  1.  The  quantity  of  power  developed  in  the 
cylinder,  and  the  quantity  lost  in  various  ways, — by  wire-draw- 
ing* by  back  pressure,  by  premature  release,  by  mal-adjustment 
of  valves,  leakage,  etc. 

2.  The  redistribution  of  horizontal  pressures  at  the  crank- 
pin,  through  the  momentum  and  inertia  of  the  reciprocating 
parts,  and  the  angular  distribution  of  the  tangential  component 
of  the  horizontal  pressure ;  in  other  words,  the  rotative  effect 
around  the  path  of  the  crank. 

3.  Taken  in  combination  with  measurements  of  feed-water 
or  of  the  exhaust  steam,  with  the  amount  and  temperatures  of 
condensing  water,  the  indicator  furnishes  opportunities  for 
measuring  the  heat  losses  which  occur  at  different  points 
during  the  stroke. 

4.  The  indicator-diagram  also  shows  the  position  of  the 
piston  at  times  when  the  valve-motion  opens  or  closes  the 
steam  and  exhaust  ports  of  the  engine.  It  also  furnishes  in- 
formation regarding  the  general  condition  of  the  engine,  and 
the  arrangement  of  the  valves,  adequacy  of  the  ports  and  pas- 
sages, and  of  the  steam  or  the  exhaust  pipes. 

379.  Indicated  and  Dynamometric  Power. — The  steam, 
engine  indicator  is  used  in  all  steam-engine  tests  to  measure 
the  force  of  the  steam  acting  on  a  unit  of  area  of  the  piston.  A 
dynamometer  of  the  absorbing  or  transmission  type  (see  pages 
216  to  228)  is  used  to  measure  the  work  delivered  by  the  steam- 
engine.  The  work  of  the  engine  is  usually  expressed  in  horse- 
power ;  one  horse-power  being  equivalent  to  33,000  foot-pounds 
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per  minute.  The  work  shown  by  the  steam-engine  indicator- 
diagram  is  termed  the  Indicated  hone-power  (I. H. P.);  that  shown 
by  the  dynamometer,  Dynamomeirit  horse-power  (D.H.P.). 

The  mean  effective  pressure  per  unit  of  area  acting  on  the 
piston  is  obtained  from  the  indicator-diagram ;  this  quantity, 
multiplied  by  the  area  of  the  piston  and  the  distance  travelled 
t>y  the  piston  in  feet  per  minute,  will  give  the  work  in  foot- 
pounds.  Thus  let  /  equal  the  mean  effective  pressure, /the 
length  of  stroke  of  the  engine  in  feet,  n  the  number  of  revolu- 
tions, a  the  area  of  the  piston  in  square  inches.  Then  the 
mirk  done  per  minute  by  the  steam  acting  on  one  side  of  the 
piston,  in  horse-power,  is 

plan  ■¥■  33,000. 

380.  Early  Forms  of  the  Steam-engine  Indicator. — 
Walt  and  Mcftaught. — The  steam-engine  indicator  was  in- 
vented by  James  Watt,  and  was  extensive- 
ly used  by  him  in  perfecting  his  engine. 
The  indicator  of  Watt,*  as  used  in  1814, 
consisted  of  a  small  steam-cylinder  AA, 
as  shown  in  Fig.  173,  in  which  a  piston 
was  moved  by  the  steam-pressure,  against 
the  resistance  of  a  spring  FC.  The  end 
o(  the  piston-rod  carried  a  pencil,  which 
was  made  to  press  against  a  sheet  of 
paper  DD,  moved  backward  and  forward 
in  conformity  to  the  motion  of  the  piston. 
By  this  method  a  diagram  was  produced 
similar  to  that  shown  in  Fig.  172, 

McNaught's  indicator,  which  succeeded 
that  of  Watt  and  was  in  general  use  until 
ihout  i860,  differed  from  the  form  used 
by  Watt  principally  in  the  use  of  a  verti- 
cal cylinder  instead  of  the  sliding  panel, 
vhich  was  turned  backward  and  forward  F'c"  iHD^T"H.w*TT 
M  a  vertical  axis,  in  conformity  to  the  motion  of  the  piston. 

*  See  Thumon's  Engine  and  Boiler  Trials,  page  130. 
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381.  The  Richards  Indicator.*— The  Richards  indicator 
was  invented  by  Professor  C.  B.  Richards  about  i860;  it  con* 
tains  every  essential  constructive  feature  found  in  recent  indi- 
cators, and  may  be  considered  the  prototype  from  which  all 
other  indicators  differ  simply  in  details  of  workmanship,  form, 
and  size  of  parts. 

The  construction  of  this  indicator  is  well  shown  in  Fig.  174, 


Fig.  174.— Th*  Richards  Ihdicajox. 

from  which  it  is  seen  to  consist  of  a  steam-cylinder  AA,  in 
which  is  a  piston  B,  connected  by  a  rigid  rod  with  the  cap  F. 
The  movement  of  the  piston  is  resisted  by  the  spring  CD  in 
such  a  manner  that  its  motion  in  either  direction  is  proportional 
to  the  pressure.  The  motion  of  the  piston-rod  is  transferred 
to  a  pencil  at  K,  by  links  which  are  so  arranged  that  the  pencil 

*  See  the  Richards  Indicator,  by  C.  B.  Porter;  New  York,  D.  Van  NoMnoi 


S382.]  TUB  STEAM-ENGINE  INDICATOR.  463 

moves  parallel  to  the  piston  B,  but  through  a  considerably 
jreater  range.  The  indicator-spring  can  be  taken  out  by 
jnscrewing  the  cap  £,  removing  the  top  of  the  instrument  and 
jnscrewing  the  piston  B,  and  another  spring  with  a  different 
ension  can  be  substituted.  The  drum  OR  is  made  of  light 
netal,  mounted  on  a  vertical  axis,  and  provided  with  a  spring 
trranged  to  resist  rotation.  The  drum  is  connected  to  the  cross* 
lead  or  reducing  motion  by  a  cord,  and  is  given  a  motion  in  one 
direction  by  the  tension  transmitted  through  the  cord  and  in  a 
■everse  direction  by  the  indicator  drum-spring.  The  paper  on 
vhich  the  diagram  is  to  be  drawn  is  wrapped  smoothly  around 
he  drum  OQ,  being  held  in  place  by  the  clips  PQ.  The  indicator 
s  connected  to  the  steam-cylindef  by  a  pipe  leading  to  the 
clearance-space  of  the  engine ;  a  cock,  7",  being  screwed  into  this 
>ipe,  and  the  indicator  connected  to  the  cock  by  the  coupling  U. 
382.  The  Thompson  Indicator.— This  indicator  is  shown 
n  Figs.  175  and   176.     It  differs  from  the  Richards  indicator 


principally  in  the  form  of  the  parallel  motion,  form  of  indicator- 
spring,  and  details  of  workmanship.     The  parts  of  the  instru- 
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ment  are  much  lighter,  and  it  is  better  adapted  (or  use  on  high- 
speed engines. 

The  use  is  essentially  the  same  as  the  Richards ;  the  method 
of  clianging  springs  should  be  thoroughly  understood,  and  is  a: 
follows:  Unscrew  the  milled-edged  cap  at  the  top  of  steam 
cylinder;  then  take  out  piston,  with  arm  and  connections;  dis 
connect  pencil-lever  and  piston  by  unscrewing  the  small  milled- 
headed  screw  which  connects  them;  remove  the  spring  from  the 
piston,  substitute  the  one  desired,  and  put  together  in  same 
manner,  being  careful,  of  course,  to  screw  the  spring  up  firmly 
against  cap  and  welt  down  to  the  piston-head.  The  method  of 
changing  springs  is  simple,  easy,  and  convenient,  and  does  not 
require  the  use  of  any  wrench  or  pin  of  any  kind. 

383.  The  Tabor  Indicator. — The  Tabor  indicator,  shown 
in  Figs.  177  and  178,  in  the  form  now  manufactured  differs 
from   other   indicators  principally  in  producing   the  parallel 


motion  of  the  pencil  by  a  pin  moving  in  a  peculiarly-shaped 
slot.  It  also  differs  in  details  of  construction  and  in  font 
of  the  indicator-spring ;  the  pencil-point  being  arranged  to 
move  not  only  parallel  to  the  piston,  but  uniformly  five  times 
as  fast  as  the  piston  at  every  part  of  the  range. 
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The  method  of  changing  springs  in  the  Tabor  indicator  is  as 
follows :  Remove  the  cover  of  the 
cylinder,  remove  the  screw  beneath 
the  piston,  unscrew  the  piston  from 
the  spring  and  the  spring  from 
the  cover,  and  replace  the  spring 
desired.  When  the  lower  end 
of  the  piston-rod  is  introduced 
into  the  square  hole  in  the  centre 
of  the  piston,  care  must  be  taken 
that  it  sets  fairly  in  the  hole  be- 
fore the  screw  is  applied.  Unless 
such  care  is  observed,  the  corners 
may  catch  and  cause  derangement. 
The  tension  on  the  drum-spring 
nay  be  varied  by  removing  the 
3aper  drum,  loosening  the  thumb-screw  which  encircles  the 
:entral  shaft,  lifting  the  drum-carriage  so  as  to  clear  the  stop, 
md  then  winding  the  carriage  in  the  direction  desired. 

384.  The  Crosby  Indicator. — The  Crosby  indicator  as  at 
>resent  constructed  is  shown  in  Figs.  179  and  180.  It  differs 
rom  those  already  described  in  the  form  of  piston-  and  drum- 
prings  and  in  the  arrangement  for  producing  accurate  parallel 
notion. 

The  special  directions  for  this  instrument  are  given  by  the 
Tanufacturers  as  follows: 

To  remove  the  piston,  spring,  etc.,  unscrew  the  cap,  then,  by 
lie  sleeve,  lift  all  the  connected  parts  free.  This  gives  full 
ccess  to  the  parts  to  clean  and  oil  them. 

To  detach  the  spring,  unscrew  the  cap  from  spring-head, 
hen  unscrew  piston-rod  from  swivel-head,  then,  with  the  hol- 
>w  slotted  wrench,  unscrew  the  piston-rod  from  the  piston, 
o  attach  a  spring,  simply  reverse  this  process.  Before  setting 
1e  foot  of  the  spring  unscrew  G  slightly,  then,  after  the  piston- 
id  has  been  firmly  screwed  down  to  its  shoulder,  set  G  up 
rmly  against  the  bead,  and  thereby  take  up  all  lost  motion. 

It  is  often  desirable  to  change  the  position  of  the  atmospheric 
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line  on  the  paper.  This  can  easily  be  done  by  unscrewing  the 
cap  from  the  cylinder  and  raising  the  sleeve  BB  which  carries 
the  pencil-movement.     Then  turn  the  cap  to  the  right  or  left, 


and  the  piston-rod  will  be  screwed  off  or  on  the  swivel  £,and 
the  position  of  the  atmospheric  line  will  be  raised  or  lowered. 

Never  remove  the  pins  or  screws  from  the  joints  K,I,  L, M, 
but  keep  them  well  oiled  with  refined  porpoise-jaw  oil,  which 
is  furnished  with  each  instrument. 

The  tension  on  the  drum-spring  should  be  increased  « 
diminished  according  to  the  speed  at  which  the  instrument  is 
used,  by  means  of  the  thumb-nut  on  top  of  the  drum-spindle 

Use  a  spring  of  such  a  number  that  the  diagram  will  not  be 
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over  one  and  three-quarter  inches  high ;  as,  for  instance,  a  No. 
40  spring  should  not  be  used  for  pressures  above  70  lbs. 


385.  The  Calkins  Indicator. — The  Calkins  indicator  is 
one  of  the  recent  forms  worthy  of  notice.  It  possesses,  as 
shown  in  Fig.  181,  the  usual  features  of  steam-engine  indicators, 
modified  by  details  of  construction  in  its  moving  parts  and  form 
of  indicator-spring.  The  parallel  motion  is  produced  partly  by 
cams,  partly  by  links,  and  gives  a  good  diagram  2J  inches  in 
height.  The  spring  is  inserted  by  screwing  it  first  into  the 
cap  and  afterward  screwing  on  the  piston  to  the  squared  shank. 

The  drum-spring  is  adjusted  by  simply  turning  a  ratchet- 
wheel  placed  beneath  the  paper-drum. 


EXPERIMENTAL   ENGINEERING. 


386.  The  Straight  Lyne  and  the  Perfection  Indicators. 

—The  straight  Lyne  indicator,  as  shown  in  Fig.  182,  was  de- 


signed  by  Mr.  L.  F.  Lyne.     Its  principal  peculiarity  is  tilt 
guide  near  the  paper  drum  for  securing  the  parallel  motion. 

The  Perfection  indicator,  shown  in  Fig.  183,  differs  frt"71 
those  described  in  the  form  of  the  spring  and  in  the  arrange- 
ment of  the  levers  for  the  parallel  motion.  This  instrument  is 
made  with  jewelled  bearings  and  with  aluminium  drum. 
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387.  The  Bachelder,  Straight  Line,  and  Arc  Indicators. 
— The  Bachelder  indicator,  as  shown  in  Fig.  184,  differs  radi- 


■Tiri  Straight  Lyk»  Indicate*.  Fio.  ilj.— Tm  Pirfiction  Ii 


tally  from  the  indicators  described  in  the  form  of  springs  em- 
ployed ;    the   indicator-spring    is    flat    and   arranged   with   a 


movable  fulcrum,  so  that  the  scale  of  the  spring  can  be  easily 
and  quickly  changed,  and  the  drum-spring  is  conical  in  form. 
The  straight-line  indicator,  as  shown  in   Fig.   185,  differs 
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from  the  ones  described  principally  in  the  form  of  its  parallel 
motion.  The  instrument  shown  in  the  figure  has  a  reducing 
motion  attached  as  a  part  of  the  indicator,  which  the  author  re- 
gards as  a  desirable  improvement. 


The  arc  indicator  is  similar  to  the  straight-line  indicator  as 
shown  above,  but  the  pencil  part  is  pivoted  to  a  fixed  point, 
and  the  pencil  rises  in  an  arc  of  a  circle  instead  of  a  straight 
line. 

388.  Parts  of  the  Steam-engine  Indicator.— The  parts 
of  the  steam-engine  indicator  must  be  constructed  essentially 
as  follows :  * 

1.  The  Steam-cylinder. — This  contains  the  piston,  the  indi- 
cator-spring, and  attachments  for  the  pencil  mechanism.  In 
the  upper  portions  of  the  walls  relief-holes  are  bored  to  insure 
atmospheric  pressure  above  the  piston. 

2.  The  Piston. — This  is  usually  solid,  with  grooves  or  holes 
in  its  outer  edge ;  it  is  made  to  fit  loosely  in  the  cylinder  to 
reduce  friction,  and  is  not  steam-tight.  When  in  use  it  must 
be  lubricated  with  cylinder-oil  of  best  quality;  it  is  connected 
to  the  pencil  mechanism  by  a  piston-rod, 

3.  The  Pencil  Mechanism. — This  receives  the  motion  from 
the  piston-rod,  increases  its  amplitude,  and  transfers  it  to  a 
pencil  by  means  of  guides  or  parallel-motion  links,  so  that  the 
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1  moves  in  a  right  line  and  usually  four  to  six  times  the 
ice  of  the  piston.  The  height  of  the  atmospheric  line,  or 
)f  no  pressure,  on  the  drum,  can  often  be  adjusted  by 
s  of  a  threaded  sleeve  fitting  on  the  piston-rod.  In  the 
idicator  the  pencil  swings  in  an  arc  of  a  circle. 

The  Indicator-spring.— -This  is  usually  a  helical  spring; 

in  use  it  has  one  end  screwed  to  the  upper  head  of  the 
ler,  and  the  other  screwed  to  the  piston.  To  insure  accu- 
esults  the  spring  must  be  accurate,  and  there  must  be  no 
or  lost  motion  between  the  piston  and  the  cylinder-head, 
he  spring  must  receive  and  deliver  the  force  axially.  The 
ler  of  pounds  pressure  on  the  square  inch  required  to  move 
encil  one  inch  is  stamped  on  the  spring,  and  the  springs 
esignated  by  that  number.     It  is  essential  to  know  the 

if  any,  in  this  number.  A  spring  can  be  readily  removed 
nother  substituted  when  desired  ;  the  maximum  compres- 
irobably  should  not  exceed  one  third  of  an  inch. 
he  spring  is  in  many  respects  the  most  important  part  of 
ndicator,  as  the  form  of  the  diagram  is  directly  affected 
\y  error.     The  following  cuts  show  some  of  the  principal 


>  adopted  by  a  few  of  the  makers,  and  it  may  perhaps  be 
ient  to  state  that  within  the  range  of  action  of  the  indi- 
any  of  these  forms  can  be  made  practically  perfect. 
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The  Bachelder  indicator  (see  Fig.  184)  is  made  with  a  flat 
spring,  and  to  a  certain  extent  the  tension  is  regulated  by 
changing  its  fulcrum. 

5.  The  Paper-drum,  to  which  the  card  is  attached,  consists 
of  a  brass  cylinder  attached  to  a  spindle  which  is  connected 
to  the  drum-spring,  the  action  of  which  has  been  described. 
The  drum  can  be  removed  readily,  and  the  tension  on  the 
spring  changed  at  pleasure.  Two  clips  or  fingers  serve  to  hold 
the  paper  in  position. 

6.  The  Cord  used,  although  not  a  part  of  the  indicator, 
must  be  selected  with  great  care;  it  must  be  of  a  character 
not  to  be  stretched  by  the  forces  acting  on  the  indicator. 
Steel  wire  is  sometimes  used  for  this  purpose.  Any  variation 
in  length  of  the  connecting  cord  affects  the  abscissa  in  the 
diagram. 

7.  The  Reducing-motions,  also  not  a  part  of  the  indicator, 
must  give  an  exact  reproduction,  on  a  smaller  scale,  of  the 
motion  of  the  piston ;  otherwise  the  length  of  the  indicator- 
diagram  will  either  not  be  accurately  reduced,  or  the  events 
will  not  be  properly  timed. 

389.  The  table  opposite  gives  the  actual  dimensions  of  the 
principal  indicators  described,  as  obtained  by  careful  measure- 
ment of  those  owned  by  Sibley  College. 

390.  Reducing-motions  for  Indicators. — The  maximum 
motion  of  the  indicator-drum  is  usually  less  than  four  inches ; 
consequently  it  can  seldom  be  connected  directly  to  the  cross- 
head  of  the  engine,  but  must  be  connected  to  some  apparatus 
which  has  a  motion  less  in  amplitude  but  corresponding  exactly 
in  all  its  phases  to  that  of  the  cross-head.  This  apparatus  is 
termed  a  reducing-motion.  Since  the  horizontal  components 
of  the  indicator-diagram  and  consequently  its  area  and  form 
depend  upon  the  motion  of  the  piston,  it  is  evident  that  the 
accuracy  of  the  diagram  depends  upon  the  accuracy  of  the 
reducing-motion.  Various  combinations  of  levers  and  pulleys 
have  been  used*  for  reducing-motions,  a  few  of  which  will  be 


*  See  Thurston's  Engine  and  Boiler  Trials. 
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described.  Several  simple  forms  of  reducing-motion  are 
given  here  as  suggestions,  but  it  is  expected  that  the  student 
will  devise  other  motions  if  required,  and  ascertain  the  amount 
of  error,  if  any,  in  the  motion  used. 


Pig.  288.— The  Simple  Pendulum  Reducing-motion. 

The  cheaper  and  more  easily  arranged  reducing-motions 
consist  usually  of  some  form  of  swinging  lever  or  pendulum 
(see  Fig.  188)  pivoted  at  one  point,  and  connected  at  its 
lower  end  to  the  cross-head  by  a  lever.  The  indicator-cord 
is  attached  to  the  swinging  lever  at  some  point  having  the 
proper  motion.     These  motions  never  give  an  exact  reproduc* 
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ion  of  the  motion  of  the  piston ;  but  if  the  pendulum  and 
Toss-head  are  simultaneously  at  the  centre  of  the  stroke,  the 
M-ror  is  very  small. 


A  form  of  the  pendulum-motion,  called  the  Brutnbo  pulley, 
s  frequently  used  as  shown  in  Fig.  189.  The  pendulum  issome- 
imes  modified,  so  that  its  lower  end   is  pivoted  directly  to  a 


Fig.  190.— Thi  Pantogj 


•oint  in  the  cross-head,  its  upper  half  moving  vertically  in  a 
winging  tube.  The  cord  is  attached  to  an  arc  on  this  tube  as 
n  Fig.  1 8a 
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The  pantograph,  or  lazy-tongs,  as  shown  in  Fig.  190,  with 
plan  of  method  of  attachment  shown  in  Fig.  191,  is  a  perfect 
reducing  motion,  but  because  of  its  numerous  joints  it  is  not 
adapted  to  high-speed  engines. 


n      n      f%  .  nt 


Fig.  191.— Method  of  Attaching  the  Pantograph. 

A  form  of  pantograph  with  four  joints  only,  shown  in  Fig. 
192,  is  much  better  adapted  to  high-speed  engines  than  the  one 
with  more  numerous  joints  shown  above. 


Fig.  19a.— Method  op  Using  tub  Pantograph. 

Reducing-wheels. — Reducing  wheels,  which  comfat  of  a 
large  and  a  small  pulley  (see  Fig.  193)  attached  to  the  same 
axis,  are  extensively  used  by  engineers.  The  method  of  attach- 
ing this  reducing-motion  to  an  engine  is  shown  in  Fig.  194. 

391.  The  Indicator-cord.— The  indicator-cord  should  be  as 
nearly  as  possible  inextensible,  since  any  stretch  of  the  cord 
causes  a  corresponding  error  in  the  motion  of  the  indicator- 
drum.    As  it  is  nearly  impossible  to  secure  a  cord  that  will  not 
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stretch,  it  should  be  made  as  short  as  possible,  and  a  fine  wire  of 
steel  or  iron  or  of  hard-drawn  brass  should  be  used  if  practicable. 


The  indicator-cord  supplied  by  makers  of  indicators  is  a  braided 
hard  cotton  cord,  stretching  but  little  under  the  required  stress. 
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If  a  "  rig"  is  to  be  permanently  erected,  it  is  recommended  that 
the  motion  be  taken  from  a  sliding  bar  attached  to  the  cross- 
head  and  extending  to  or  beyond  the  indicators.  The  anglt 
of  the  cord  with  the  path  of  motion  of  the  cross-head  should 
be  as  nearly  constant  as  possible,  since  any  variation  in  this 
angle  will  cause  a  distortion  in  the  motion  of  the  drum. 

In  Figs.  189,  192,  and  194  will  be  seen  devices  to  over- 
come  the  effect  of  angularity  of  the  indicator-cord. 

The  indicator-cord  is  usually  hooked  and  unhooked  into  a 
loop  in  a  cord  fastened  to  the  reducing-motion.  A  very  con- 
venient form  for  such  a  loop,  and  one  that  can  readily  be  ad- 
justed, is  shown  in   Fig.  195.     The  indicator-cord  is  usually 


Fie.  195.— The  Loop. 

provided  with  a  hook  fastened  as  shown  in  Fig.  182,  which  is 
hooked  when  diagrams  are  needed  into  the  loop  attached  to 
the  reducing-motion. 

The  author  would  strongly  urge  that  the  indicator-cord  be 
arranged  so  as  to  avoid  the  necessity  of  frequent  hooking  and 
unhooking,  thus  throwing  severe  and  unnecessary  strains  on 
the  indicator-drum  and  cord :  this  can  be  done  by  connecting 
a  point  on  the  cord  near  the  indicator  with  a  spiral  spring 
fastened  to  a  fixed  point  in  the  line  of  the  cord  produced.  This 
spring  should  be  strong  enough  to  keep  the  slack  out  of  the  cord. 
When  it  is  desired  to  stop  the  motion,  the  drum-cord  is  pulled 
toward  the  reducing-motion  to  the  extent  of  its  travel,  and 
held  or  tied  until  another  diagram  is  needed.  Some  of  the 
indicator-drums  are  provided  with  ratchets  or  detents  that 
serve  the  same  purpose.  When  several  indicators  are  in 
use  and  simultaneous  diagrams  are  required,  a  detent-motion 
worked  by  an  electric  current  will  prove  very  satisfactory* 
In  case  of  eo?npound  engines  when  numerous  indicators  are  re- 
quired these  suggestions  become  of  even  greater  importance. 

392.  Standardization  of  the  Indicator. — The  accuracy  of 


J 
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the  indicator-diagram  depends  upon  the  following  features,  all 
of  which  should  be  the  subject  of  careful  examination : 
(i)  Uniformity  of  the  indicator-spring. 

(2)  Accuracy  of  the  drum-motion. 

(3)  Parallelism  of  the  piston-movement  to  the  cylinder. 

(4)  Parallelism  of  the  pencil-movement  to  the  axis  of  the 
drum. 

(5)  Friction  of  the  piston  and  pencil-movements. 

(6)  Lost  motion. 

The  calibration  of  these  parts  should  be  made  as  nearly  as 
possible  under  the  conditions  of  actual  use  and  as  described 
in  the  following  articles. 

393.  Calibration  of  the  Indicator-spring.— The  accuracy 
of  the  indicator-spring  is  only  to  be  determined  by  comparison 
with  standardized  apparatus.     This  may  be  done  as  follows : 

Firstly :  with  the  open  mercury  column.  This  can  be  done 
with  steam  only,  as  the  leakage  of  water  past  the  loosely-fitting 
piston  would  render  it  impossible  to  maintain  the  pressure. 
Insert  the  spring;  see  that  the  indicator  is  oiled  and  in  good 
condition.  Attach  the  indicator  as  previously  explained  for 
the  calibration  of  steam-gauges,  page  338 ;  put  paper  on  the 
drum  ;  turn  on  steam-pressure  until  the  instrument  is  warm ; 
turn  off  the  steam,  and  pressing  the  pencil  lightly  against  the 
paper,  turn  the  drum  by  hand,  thus  drawing  the  atmospheric 
line.  Apply  pressure  by  increments  equal  to  one  fifth  that 
marked  on  the  spring,  keeping  the  motion  continually  upward, 
stopping  only  long  enough  to  draw  the  line  for  the  required 
pressure.  Take  ten  increments  first  up  then  down ;  the  average 
position  of  any  line  will  give  the  ordinate  corresponding  to 
that  pressure ;  the  difference  between  any  two  lines  (see  Fig. 
196)  will  be  twice  the  friction  of  indicator-piston  at  that  point. 

Second  :  with  the  standard  scales.  This  method  was  devised 
by  Professor  M.  E.  Cooley,  of  Ann  Arbor.  In  this  case  the 
indicator  is  supported  on  a  bracket  above  the  platform  of  the 
scales.  Force  is  applied  to  the  indicator-piston  by  means  of  a 
rod  which  can  be  raised  or  lowered  by  turning  a  hand-wheel ; 
this  rod  terminates  above  in  a  cap  nicely  fitted  to  the  under 
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side  of  the  piston,  and  below  it  rests  on  a  pedestal  standing  on 
the  platform  of  the  scales.  Any  force  applied  to  compress  the 
spring  is  registered  on  the  scale  beam.  The  reading  of  the 
scale-beam  is  that  force  acting  on  one-half  square  inch,  as  the 
piston  is  usually  one-half  square  inch  in  area ;  this  is  to  be  multi- 
plied by  2  to  correspond  with  the  reading  given  by  the  indica- 
tor-spring. The  indicator  can  be  heated  by  wrapping  rubber 
tubing  around  the  cylinder  and  passing  steam  through  the  tube. 
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Fig.  196.—  Indicator-spring  Calibration. 

FORM    FOR   CALIBRATION   OF   INDICATOR-SPRING. 

By  comparison  with 

Make  of  indicator 

Mark  and  No.  of  spring , 


Date. 
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394.  Test  for  Parallelism  of  the  Pencil-movement  to  the 
Axis  of  the  Drum. — This  is  tested  by  removing  the  spring 
from  the  indicator,  rotating  the  drum,  and  drawing  an  atmos. 
pheric  line ;  then  hold  the  drum  stationary  in  various  positions 
and  press  the  piston  of  the  indicator  upward  throughout  its 
full  stroke,  while  the  pencil  is  in  contact  with  the  paper.  The 
lines  thus  drawn  should  be  parallel  to  each  other  and  perpen- 
dicular to  the  atmospheric  line. 

Parallelism  of  the  piston-movement  to  the  cylinder  axis  is 
shown  when  the  increments  for  equal  pressure  are  the  same  in  all 
positions  of  the  diagram.  It  is  important  that  the  piston  is  not 
cramped  or  pushed  over  by  the  spring,  in  any  part  of  its  stroke. 

Friction  of  the  piston  and  pencil-movement  can  be  determined 
in  the  calibration  of  the  indicator-spring  as  explained.  When 
the  spring  is  removed  from  the  indicator,  the  parts  should 
work  easily  and  freely  but  without  lost  motion. 

395.  Accuracy  of  the  Drum-motion. — The  accuracy  of  the 
drum-motion  depends  on  the  form  of  the  drum-spring,  the 
mass  moved,  the  length  of  the  diagram,  and  the  elasticity  of 
the  connecting  cord. 

Indicator-drums  would  revolve  in  a  harmonic  motion  if 
the  inertia  of  the  mass  could  be  neglected.  The  speed  of  ro- 
tation is  greatest  near  the  half-stroke  of  the  piston ;  therefore, 
if  the  drum-spring  tension  can  be  adjusted  so  as  to  exactly 
counterbalance  the  effect  of  the  inertia  of  the  moving  parts, 
the  theoretical  harmonic  motion  will  be  nearly  realized. 

In  most  indicator  drum-springs  the  tension  increases  directly 
in  proportion  to  the  extension.  Since  the  speed  of  the  drum 
is  greatest  at  half  stroke,  at  this  point  the  drum  will  run 
ahead  of  its  theoretic  motion  if  the  spring  tension  is  not  suffi- 
cient to  counteract  the  effect  of  the  inertia  of  the  moving  parts. 
Therefore  if  the  tension  of  the  drum-spring  is  adjusted  to 
exactly  balance  the  effect  of  inertia  at  half-stroke,  the  card 
should  be  as  nearly  as  possible  theoretically  correct.  To  ob- 
**£*■  the  value  of  this  tension,  use  is  made  of  the  formula;  for 
harmonic  motion  of  a  body  as  follows.     Let 
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/  =  time  of  \  length  of  card  =  \  of  a  revolution  ; 
s  =  £  length  of  card  ; 

7t 

t  =  - — -=  ;  (see  Church's  Mechanics.) 

P  =  pM  =  71,  where  7*  is  the  tension  in  the  spring  at  \  the 
length  of  the  card. 


/  =  -  sa  ; 
M  =  —  =  mass  of  rotating  parts : 


-  =  -*; 


a  •=.  — 


/./=- 


V ^ 


/•  = 


n* 


wJ 


r  = 


Ms 

tt'Ms 
4?  ' 


The  foot,  pound,  second  system  is  used  in  the  formulae. 
The  results  are  shown  in  the  following  table. 


TABLE  FOR  TENSION  ON  INDICATOR  DRUM  OF  i.o  LB. 

WEIGHT. 


Revolutions 

per 

Minute. 

Pounds  of 
Force  to  pull 
Drum  1.75  in. 

Revolutions 
Miautc. 

Pounds  of 
Force  to  pull 
Drum  1.75  in. 

50 

O  10 

225 

2-5 

75 

O.25 

250 

3.15 

IOO 

O.50 

275 

3-8 

125 

0.8 

300 

455 

150 

1. 15 

350 

6.15 

175 

1-55 

375 

7.0 

200 

2.0 

400 

1 

8.0 

The  total  error  introduced  by  inertia  can  be  determined  as 
follows :  Attaching  the  indicator  to  an  engine,  permit  it  to 
run  sufficiently  long  to  harden  the  cord  and  the  knots,  then 
stop  the  engine,  turn  it  over  by  hand  and  find  the  length  of  the 
diagram  with  the  speed  so  small  as  to  eliminate  the  inertia; 
leaving  the  cords  connected,  run  the  engine  at  full  speed:  any 
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lertia  effect  will  be  shown  by  an  increase  in  the  length  of  the 
iagram.  This  increase  in  length  may  be  partly  due  to  stretch 
1  the  indicator-cord  caused  by  inertia  of  the  rotating  parts,  as 
/en  with  the  best  tension  on  the  springs,  determined  as  ex- 
lained,  it  may  be  sensibly  lessened  by  the  use  of  wire.  A 
mple  arrangement,  consisting  of  a  pin  and  connecting-rod 
ading  to  the  face-plate  of  a  lathe,  the  tool-rest  being  utilized 
i  a  guide,  may  be  used  instead  of  an  engine  for  obtaining 
>mplete  determination  of  this  error.  The  amount  of  error 
used  by  over-travel  of  the  drum  has  been  found  by  experi- 
ent  to  be  from  0.5  to  1.5  per  cent  at  250  revolutions,  with  the 
st  tension  on  the  drum  spring. 

Uniform  Tension  on  the  Indicator-cord. — It  is  often  impor- 
nt  to  determine  whether  the  drum-spring  maintains  a  uniform 
ision  on  the  cord,  or  whether  it  alternately  exerts  a  greater 


F 
Fig.  197  — Brown  Drum-spring  Testing-device. 

less  stress;  this  may  be  determined  by  the  instrument  shown 

FiS*   l97*     The  testing  instrument  consists  of  a  wooden 

ite,  A,  on  one  end  of  which  is  fastened  the  brass  frame,  BBt 

rying  the  slide,  Cy  with  its  cross-head,  D.      The  head  of 

*  spring,  F,  is  screwed  to  the  cross-head,  while  the  other 

d  is  connected  with  the  bent  lever,  Gy  carrying  the  pencil 

le   connecting-rod,  Ey  which   moves   the   slide,  C\  receives 

motion    from   a   crank   not   shown    in   the   figure.       The 

inging  leaf  holds  the  paper  on  which  the  diagram  is  to  be 

cen.     The  indicator  to  be  tested  is  clamped  to  the  plate  as 

Dwn,  and  the  drum-cord  connected  with  the  free  end  of  the 

ring.     The  crank  is  made  to  move  at  the  speed  at  which 

is   desired    to   test   the   drum-spring.      The  paper  is  then 

essed  up  to  the  pencil  and  the  diagram  taken.    If  the  tension 
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on  the  cord  is  constant,  the  lines  which  represent  the  forward 
and  return  strokes  will  be  parallel  to  the  motion  of  the  slide; 
but,  if  the  stress  is  not  constant,  the  pencil  will  rise  and  fall  as 
the  stress  is  greater  or  less.  The  line  drawn  when  the  cord 
has  been  detached  from  the  indicator  (Fig.  198)  is  the  line  of  no 
stress.  In  the  diagram,  horizontal  distance  represents  the 
position  of  the  drum,  and  vertical  distance  represents  strain 
on  the  cord.  The  perfect  diagram  would  be  two  lines  near 
together  and  parallel  to  the  line  of  no  stress,  and  would  repre- 
sent a  constant  stress,  and  consequently  a  constant  stretch  of 
the  cord,  from  which  no  error  would  result. 

When  the  length  of  the  cord  and  the  amount  it  will  stretch 
under  varying  stresses  is  known,  the  errors  in  the  diagram  due 
to  stretch  of  cord  caused  by  irregular  stresses  applied  by  the 
drum-spring  can  be  calculated. 


Indicator.    380  revolutions  Indicator.    Wrvrotnaam 

A  D 


Indicator.    400  resolution*  Indicator.    400  rerotationa 

0  D 

Fig.  198. — Diagrams  showikg  Variation  in  Drum-spring  Stress. 

396.  To  Adjust  and  Calibrate  a  Drum-spring. 

1.  Find  the  weight  of  the  moving  parts,  and  compute  the 
theoretic  stress  on  the  indicator-cord.     (See  Article  395.) 

2.  Attach  to  the  face-plate  of  a  lathe  in  such  a  manner 
that  the  speed  can  be  varied  within  wide  limits. 

3.  Draw  diagrams  at  various  rates  of  speed,  various  lengths 
of  stroke,  and  various  tensions  on  the  drum-spring. 

4.  Find  the  error  in  the  diagram  for  each  condition.  Plot 
the  results,  and  deduce  from  the  curve  shown  the  best  length 
of  diagram  and  best  tension  for  each  speed. 
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5.  Repeat  the  same  operations  with  the  Brown  spring  test- 
ing-device,  and  compare  the  results. 

397.  Method  of  Attaching  the  Indicator  to  the  Cylinder. 
— Holes  for  the  indicator  are  drilled  in  the  clearance-spaces  at 
the  ends  of  the  cylinders,  in  such  a  position  that  they  are  not 
even  partially  choked  by  any  motion  of  the  piston.  These 
holes  are  fitted  for  connection  to  half-inch  pipe:  they  are 
located  preferably  in  horizontal  cylinders  at  the  top  of  the 
cylinder;  but  if  the  clearance-spaces  are  not  sufficiently  great 
they  may  be  drilled  in  the  heads  of  the  cylinder,  and  connec- 
tions to  the  indicators  made  by  elbows.     The  holes  for  the  in- 


Fie  199. — Section  of  Crosby  Thrkk-way  Cock. 


Fig.  »oo. — Elevation  of  Crosby 
Threb-way  Cock. 


dicator-cocks  are  usually  put  in  the  cylinders  by  the  makers  of 
the  engine,  but  in  case  they  have  to  be  drilled  great  care  must 
be  exercised  that  no  drill-chips  get  into  the  cylinder.  This  may 
be  entirely  prevented  by  blocking  the  piston  and  admitting 
twenty  or  thirty  pounds  of  steam-pressure  to  the  cylinder. 

The  connections  for  the  indicator  are  to  be  made  as  short  and 
direct  as  possible.  Usually  the  indicator-cock  can  be  screwed 
directly  into  the  holes  in  the  cylinder,  and  an  indicator  attached 
at  each  end.  In  case  a  single  indicator  is  used  to  take  dia- 
grams from  both  ends  of  the  cylinder,  half-inch  piping  with  as 
easy  bends  as  possible  is  carried  to  a  three-way  cock,  as  in  Fig. 
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194,  to  which  the  indicator  is  attached.  The  cock  is  located 
as  nearly  as  possible  equidistant  from  the  two  ends  of  the 
cylinder. 

The  form  of  the  three-way  cock  is  shown  in  Figs.  199  and 
200,  and  the  method  of  connecting  in  Fig.  194. 

In  connecting  an  indicator-cock,  use  a  wrench  very  care- 
fully ;  but  on  no  account  use  lead  in  the  connections,  as  it  is 
likely  to  get  in  the  indicator  and  prevent  the  free  motion  of 
the  piston. 

398.  Directions  for  Taking  Indicator-diagrams. 

Firstly,  provide  a  perfect  reducing-motion,  and  make  ar- 
rangements so  that  the  indicator-drum  can  be  stopped  or 
started  at  full  speed  of  the  engine.     (See  Article  391.) 

Secondly,  clean  and  oil  the  indicator,  and  attach  it  to 
the  engine  as  previously  explained.  Insert  proper  spring  ;  oil 
piston  with  cylinder-oil. 

Thirdly,  put  proper  tension  on  the  drum-spring  (see  Article 
395) ;  see  that  the  pencil-point  is  sharp  and  will  draw  a  fine 
line. 

Fourthly,  connect  the  indicator-cord  to  the  reducing-motion; 
turn  the  engine  over  and  adjust  the  cord  so  that  the  indicator- 
drum  has  the  proper  movement  and  does  not  hit  the  stops. 

Fifthly,  put  the  paper  on  the  drum  ;  turn  on  steam,  allow  it 
to  blow  through  the  relief-hole  in  the  side  of  the  cock;  then 
admit  steam  to  the  indicator-cylinder,  close  the  indicator-cock, 
start  the  drum  in  motion,  and  draw  the  atmospheric  line  with 
engine  and  drum  in  motion  ;  open  the  cock,  press  the  pencil 
lightly  and  take  the  diagram ;  close  the  cock  and  draw  a  second 
atmospheric  line.  Do  not  try  to  obtain  a  heavy  diagram,  as  all 
pressure  on  the  card  increases  the  indicator  friction  and  causes 
more  or  less  error.  Take  as  light  a  card  as  can  be  seen  ;  brass 
point  and  metallic  paper  are  to  be  used  when  especially  fine 
diagrams  are  required. 

When  the  load  is  varying,  and  the  average  horse-power  is 
required,  it  is  better  to  allow  the  pencil  to  remain  during  a 
number  of  revolutions,  and  to  take  the  mean  effective  pressure 
from  the  several  diagrams  drawn. 
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Remove  card  after  diagram  has  been  taken,  and  on  the 
back  of  card  make  note  of  the  following  particulars,  as  far  as 
conveniently  obtainable : 


No Time Date. . 

Diagram  from  M Engine 

Diameter  of  cylinder |  Built  by 

Length  of  stroke I Pressure  . 

Revolutions  per  minute Barometer  reads    ...:... 

Pressure  of  steam,  in  lbs.,  in  boiler. . .  j Throttle. . 

Regulator 

Remarks 


Position  of  throttle-valve. ..... 

Vacuum  per  gauge,  in  inches. . . 

Temperature  of  hot-well 

Scale  of  spring 

Inside  diameter  of  feed-pipe . . . . 

"  exhaust-pipe 
.  ...Valves 


<t 


Sixthly,  after  a  sufficient  number  of  diagrams  has  been  taken, 
remove  the  piston,  spring,  etc.,  from  the  indicator  while  it  is 
still  upon  the  cylinder ;  allow  the  steam  to  blow  for  a  moment 
through  the  indicator-cylinder,  and  then  turn  attention  to  the 
piston,  spring,  and  all  movable  parts,  which  must  be  thoroughly 
wiped,  oiled,  and  cleaned.  Particular  attention  should  be  paid 
to  the  springs,  as  their  accuracy  will  be  impaired  if  they  are  al- 
lowed to  rust ;  and  great  care  should  be  exercised  that  no  gritty 
substance  be  introduced  to  cut  the  cylinder  or  scratch  the 
piston.     Be  careful  never  to  bend  the  steel  bars  or  rods. 

399.  Care  of  the  Indicator. — The  steam-engine  indicator 
is  a  delicate  instrument,  and  its  accuracy  is  liable  to  be  im- 
paired by  rough  usage.  It  must  be  handled  with  care,  kept 
clean  and  bright ;  its  journals  must  be  kept  oiled  with  suitable 
oil.  It  must  be  kept  in  adjustment.  In  general, all  screws  can 
be  turned  by  hand  sufficiently  tight,  and  no  wrench  should  be 
used  to  connect  or  disconnect  it.  Never  use  lead  on  the  con- 
nections. Before  using  it,  take  it  apart,  clean  and  oil  it.  Try 
each  part  separately.  See  if  it  works  smoothly ;  if  so,  put  it 
together  without  the  spring.     Lift  the  pencil-lever,  and  let  it 
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fall ;  if  perfectly  free,  insert  the  spring  as  explained,  and  see  that 
there  is  no  lost  motion  ;  oil  the  piston  with  cylinder-oil,  and  all 
the  bearings  with  nut-  or  best  sperm-oil.  Give  it  steam,  but  do 
not  attempt  to  take  a  card  until  it  blows  dry  steam  through  the 
relief.  If  the  oil  from  the  engine  gums  the  indicator,  always 
take  it  off  and  clean  it.  After  using  it  remove  the  spring,  dry 
it  and  all  parts  of  the  indicator,  then  wipe  off  with  oily  waste. 
Fasten  the  indicator  in  its  box,  in  which  it  will  go,  as  a  rule, 
only  one  way,  but  it  requires  no  pounding  to  get  it  properly  in 
place ;  carefully  close  the  box  to  protect  it  from  dust. 


CHAPTER  XVII. 


THE   INDICATOR  DIAGRAM. 


400.  Definitions. — The  indicator-diagram  is  the  diagram 
taken  by  the  indicator,  as  explained  in  Article  378,  page  459. 

In  the  diagram  the  ordinates  correspond  to  /the  pressures 
per  square  inch  acting  on  the  piston,  the  abscissae  to  the  travel 


Fig.  aox. — Diagram  prom  an  Improved  Greene  Engine.    Cylinder,  16  Inches  in  Diameter, 
36  Inches  Stroke.    Boiler-pressure,  ioo  lbs.    80  Revolutions  per  minute.    Scale,  50. 

of  the  piston.  During  a  complete  revolution  of  an  engine 
occur  four  phases  of  valve- motion  which  are  shown  on  the  indi- 
cator-diagram, viz. :  admission,  CDE,  when  the  valve  is  open 
and  the  steam  is  passing  into  the  cylinder;   expansion,  EF, 

when  steam  is  neither  admitted  nor  released  and  acts  by  its 

489 
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expansive  force  to  move  the  piston ;  exhaust,  FGH,  when 
the  admission-port  is  closed  and  the  exhaust  opened  so  that 
steam  is  escaping  from  the  cylinder;  and  compression,  EC, 
when  all  the  ports  are  closed  and  the  steam  remaining  in  the 
cylinder  acts  to  bring  the  piston  to  rest. 

The  Atmospheric  Line,  AB,  is  a  line  drawn  by  the  pencil  of 
the  indicator  when  the  connections  with  the  engine  are  closed 
and  both  sides  of  the  piston  are  open  to  the  atmosphere.  This 
line  represents  on  the  diagram  the  pressure  of  the  atmosphere, 
or  zero  gauge-pressure. 

The  Vacuum  Line,  OK,  is  a  reference-line  drawn  a  distance 
corresponding  to  the  barometer-pressure  (usually  about  14.7 
pounds)  by  scale  below  the  atmospheric  line.  It  represents  a 
perfect  vacuum,  or  absence  of  all  pressure. 

The  Clearance  Line,  O  Y,  is  a  reference-line  drawn  at  a  dis- 
tance from  the  end  of  the  diagram  equal  to  the  same  per  cent 
of  its  length  as  the  clearance  or  volume  not  swept  through  by 
the  piston  is  of  the  piston-displacement.  The  distance  between 
the  clearance  line  and  the  end  of  the  diagram  represents  the 
volume  of  the  clearance  of  the  ports  and  passages  at  the  end  of 
the  cylinder. 

The  Line  of  Boiler-pressure,  JK,  is  drawn  parallel  to  the 
atmospheric  line,  and  at  a  distance  from  it  by  scale  equal  to 
the  boiler-pressure  shown  by  the  gauge.  The  difference  in 
pounds  between  it  and  DE  shows  the  loss  of  pressure  due  to 
the  steam-pipe  and  the  ports  and  passages  in  the  engine. 

The  Admission  Line,  CD,  shows  the  rise  of  pressure  due  to 
the  admission  of  steam  to  the  cylinder  by  opening  the  steam- 
valve.  If  the  steam  is  admitted  quickly  when  the  engine  is 
about  on  the  dead-centre,  this  line  will  be  nearly  vertical. 

The  Point  of  Admission,  C,  indicates  the  pressure  when  the 
admission  of  steam  begins  at  the  opening  of  the  valve. 

The  Steam  Line,  DE,  is  drawn  when  the  steam-valve  is  open 
and  steam  is  being  admitted  to  the  cylinder. 

The  Point  of  Cut-off,  E,  is  the  point  where  the  admission 

if  steam  is  stopped  by  the  closing  of  the  valve.     It  is  difficult 

determine  the  exact  point  at  which  the  cut-off  takes  place. 
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It  is  usually  located  where  the  outline  of  the  diagram  changes 
its  curvature  from  convex  to  concave.  It  is  most  accurately 
determined  by  extending  the  expansion  line  and  steam  line  so 
that  they  meet  at  a  point. 

The  Expansion  Curve,  EF,  shows  the  fall  in  pressure  as  the 
steam  in  the  cylinder  expands  doing  work. 

The  Point  of  Release,  F9  shows  when  the  exhaust-valve 
opens. 

The  Exhaust  Line,  FG,  represents  the  change  in  pressure 
that  takes  place  when  the  exhaust-valve  opens. 

The  Backpressure  Line,  GH,  shows  the  pressure  against 
which  the  piston  acts  during  its  return  stroke.  On  diagrams 
taken  from  non-condensing  engines  it  is  either  coincident  with 
or  above  the  atmospheric  line,  as  in  Fig.  201.  On  cards  taken 
from  condensing  engines  it  is  found  below  the  atmospheric 
line,  and  at  a  distance  greater  or  less  according  to  the  vacuum 
obtained  in  the  cylinder. 

The  Point  of  Exhaust  Closure,  H,  is  the  point  where  the 
exhaust-valve  closes.  It  cannot  be  located  very  definitely,  as 
the  first  slight  change  in  pressure  is  due  to  the  gradual  closing 
of  the  valve. 

The  Point  of  Compression,  H,  is  where  the  exhaust-valve 
closes  and  the  compression  begins. 

The  Compression  Curve,  HC,  shows  the  rise  in  pressure  due 
to  the  compression  of  the  steam  remaining  in  the  cylinder 
after  the  exhaust-valve  has  closed. 

The  Initial  Pressure  is  the  pressure  acting  on  the  piston 
at  the  beginning  of  the  stroke. 

The  Terminal  Pressure  is  the  pressure  above  the  line  of 
perfect  vacuum  that  would  exist  at  the  end  of  the  stroke  if 
the  steam  had  not  been  already  released.  It  is  found  by  con- 
tinuing the  expansion  curve  to  the  end  of  the  diagram,  as  in 
Fig.  201.  This  pressure  is  always  measured  from  the  line  of 
perfect  vacuum,  hence  it  is  the  absolute  terminal  pressure. 

Admission  Pressure  is  the  pressure  acting  on  the  piston  at 
end  of  compression,  and  is  usually  less  than  initial  pressure. 
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Compression  Pressure  is  the  pressure  acting  on  the  piston  at 
beginning  of  compression  ;  this  is  also  the  least  backpressure. 

Cut-off  Pressure  is  the  pressure  acting  on  the  piston  at 
beginning  of  expansion. 

Release  Pressure  is  the  pressure  acting  on  the  piston  at  end 
of  expansion. 

Mean  Forward  Pressure  is  the  average  height  of  that  part 
of  the  diagram  traced  on  the  forward  stroke. 

Mean  Back  Pressure  is  the  average  height  of  that  part 
traced  on  the  return  stroke. 

Mean  Effective  Pressure  (M.  E.  P.)  is  the  difference  between 
mean  forward  and  mean  back  pressure  during  a  forward  and 
return  stroke.  It  is  the  length  of  the  mean  ordinate  inter- 
cepted between  the  top  and  bottom  lines  of  the  diagram  mul- 
tiplied by  the  scale  of  the  diagram.  It  is  obtained  without 
regard  to  atmospheric  or  vacuum  lines. 

Ratio  of  Expansion  is  the  ratio  of  the  volume  of  steam  in 
the  cylinder  at  end  of  the  stroke,  compared  with  that  at  cut- 
off. In  computations  for  this  quantity  the  volume  of  clear- 
ance must  be  taken  into  account.  Ratio  of  expansion  is 
denoted  by  r.  For  hyperbolic  expansion,/  being  pressure  in 
pounds  per  square  foot  at  cut-off,  and  v  the  corresponding 
total  volume,  the  work  done  per  stroke  and  per  square  inch  of 
area  =  pv{\  +  Hy  log  r). 

The  volume  may  be  expressed  as  proportional  to  linear 
feet,  with  an  additional  length  equal  to  the  per  cent  of  clear- 
ance, since  the  area  of  the  cylinder  is  constant.  The  product 
of  pressure  per  square  foot  into  total  volume  is  a  constant 
quantity  for  hyperbolic  expansion.  The  ratio  of  expansion  is 
the  reciprocal  of  the  cut-off  measured  from  the  clearance  line. 
This  cut-off  is  distinguished  from  that  shown  directly  on  the 
card  by  designating  it  as  the  absolute  cut-off. 

Initial  Expansion  is  the  fall  of  pressure  during  admission, 
due  to  an  imperfect  supply  of  steam. 

Wire-drawing  is  the  fall  of  pressure  between  the  boiler 
and  cylinder ;  it  is  usually  indicated  by  initial  expansion. 
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401.  Measurement  of  Diagrams. — The  diagrams  taken 
are  on  a  small  scale,  they  are  often  irregular,  and  the  boundary 
lines  are  frequently  obscure,  so  that  the  measurement  must  be 
made  with  great  care. 

The  diagrams  may  be  taken  from  each  end  of  the  cylinder 
on  a  separate  card,  as  shown  in  Fig.  201 ;  or  by  the  use  of  the 
three-way  cock  (see  Article  398),  in  which  case  the  two  dia- 
grams will  be  drawn  on  the  same  card  as  shown  in  Fig.  202.  In 
the  latter  case  each  diagram  is  to  be  considered  separately;  that 
is,  the  area  of  each  diagram,  as  CDEBFC  and  GHIJKG,  is  to 
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be  determined  as  though  on  a  separate  card.  The  object  of 
diagram-measurements  is  principally  to  obtain  the  mean  effect- 
ive pressure  (M.  E.  P.). 

Two  methods  are  practised. 

First,  the  method  of  ordinate*.  In  this  case  the  atmos- 
pheric line  AB  is  divided  into  ten  equal  spaces,  and  ordinates 
are  erected  from  the  centre  of  each  space.  The  sum  of  the 
length  of  these  various  ordinates  divided  by  the  number  gives 
the  mean  ordinate.  This  multiplied  by  the  scale  of  the  dia- 
gram gives  the  mean  effective  pressure.  The  sum  of  the 
ordinates  is  expeditiously  obtained  by  successively  transferring 
the  length  of  each  ordinate  to  a  strip  of  paper  and  measuring 
its  length. 

Secondly,  with  the  planimeter.  The  planimcter  gives  the 
mean  ordinate  much  more  accurately  and  quickly  than  the 
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method  of  ordinates.  The  various  plani  meters  are  fully 
described,  pages  26  to  49, 

With  any  planimeter  the  area  of  the  diagram  can  be  ob- 
tained, in  which  case  the  mean  ordinate  is  to  be  found  by 
dividing  by  the  length  of  the  diagram.  Several  of  the  pla- 
nimeters give  the  value  of  the  mean  ordinate,  or  M.  E.  P., 
directly. 

In  some  instances  the  indicator-diagram  has  a  loop,  asic 
Fig.  203, caused  by  expanding  below  the  back-pressure  line: in 
this  case  the  ordinates  to  the  loop  are  negative  and  should  be 


subtracted  from  the  lengths  of  the  ordinates  above.  In  case 
of  measurement  by  the  planimeter,  if  the  tracing-point  be 
made  to  follow  the  expansion-line  in  the  order  it  was  drawn  by 
the  indicator-pencil,  the  part  within  the  loop  will  be  circum- 
scribed by  a  reverse  motion,  and  will  be  deducted  automatically 
by  the  instrument,  so  that  the  reading  of  the  planimeter  will 
be  the  result  sought. 

402.  Indicated  Horse-power. — Indicated  horse-power  is 
the  horse-power  computed  from  the  indicator-diagram,  being 
obtained  by  the  product  of  M.  E.  P.  (/),  length  of  stroke  in 
feet  (/),  area  of  piston  in  square  inches  (a),  and  number  of  revolu- 
tions (a),  as  represented  in  the  formula  plan  -f-  33,000.  In  this 
computation  the  area  on  the  crank  side  of  the  piston  is  to  be 
corrected  for  area  of  piston-rod,  and  the  two  ends  of  the  cylin- 
ders computed  as  separate  engines.  Further,  in  this  computa- 
tion, it  will  not  in  general  answer  to  multiply  the  average 
M.E.P.  of  a  number  of  cards  by  the  length  of  stroke  and  by  the 
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average  of  the  number  of  revolutions,  but  each  card  must  be 
subjected  to  a  separate  computation  and  the  results  averaged. 
This  can  be  readily  done  for  each  engine  by  computing  a  table 
made  up  of  the  products  of  the  average  value  of  n  by  length 
of  stroke  and  area  of  piston,  and  for  different  values  of  M.  E.  P. 
from  1  to  10.  Take  from  this  table  the  values  corresponding  to 
the  given  M.  E.  P.,  increase  or  diminish  this  as  required  by 
the  per  cent  of  change  of  speed  from  the  average.  A  very 
convenient  table  for  this  purpose,  entitled  "  Horse-power  per 
Pound,  Mean  Pressure,"  is  given  in  the  Appendix  to  this  work, 
arranged  with  reference  to  diameter  of  cylinder  in  inches  and 
piston-speed  in  feet  per  minute. 

403.  Form  of  the  Indicator-diagram. — The  form  of  the 
indicator-diagram  has  been  carefully  worked  out  for  the  ideal 
case  by  Rankine  and  Cotterell.*  In  the  ideal  case  the  steam 
works  in  a  non-conducting  cylinder,  and  all  loss  of  heat  is  due 
to  transformation  into  work,  the  expansion  in  such  a  case  being 
adiabatic  In  the  actual  case  the  problem  is  much  more  com- 
plicated, since  a  large  portion  of  the  heat  is  utilized  in  heating 
the  cylinder,  and  is  returned  to  the  steam  at  or  near  the  time 
of  exhaust,  doing  little  work.  It  is  found,  however,  in  the  best 
engines  working  with  quick-acting  valve-gear,  that  the  steam 
and  back-pressure  lines  are  straight  and  parallel  to  the  atmos- 
pheric line,  and  that  the  expansion  and  compression  lines  are 
very  nearly  hyperbolae,  asymptotic  to  the  clearance  line  and 
to  the  vacuum  line. 

If  we  denote  by/  the  pressure  measured  from  the  vacuum 
line,  and  by  v  the  volume  corresponding  to  a  distance  meas- 
ured from  the  clearance  line,  so  that  pi'  shall  be  the  co-ordinates 
of  any  point,  we  shall  have  as  characteristic  of  the  hyperbola 

pv  =  constant. 

This  is  the  same  as  Mariotte's  law  for  the  expansion  of  non- 
condensible  gases,  since,  according  to  that  law.  the  pressure 
varies  inversely  as  the  volume. 


*  Steam-engine,  by  James  H.  CotiereiL 
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Rankine  found  by  examination  of  a  great  many  actual  cases 
that  the  expression  fn*  =  constant  agrees  very  nearly  with  the 
ideal  case  of  adiabatic  expansion.  The  variation  from  the  ideal 
expansion  line  in  any  given  case  may  be  considerable,  and  the 
hyperbola  drawn  from  the  same  origin  is  considered  as  good  a 
reference-line  as  any  that  can  be  used,  and  the  student  should 
become  familiar  with  the  best  methods  of  constructing  it. 

404.  Methods  of  Drawing  an  Hyperbola. — The  methods 
of  drawing  an  hyperbola,  the  clearance  and  vacuum  lines  being 
given,  are  as  follows : 

First  Method.  (See  Fig.  204.) — CB,  the  clearance  line,  aid 
CD,  the  vacuum  line,  being  given,  draw  a  line  parallel  to  the 


atmospheric  line  through  B\  find  by  producing  the  steam  ai 
expansion  lines  the  point  of  cut-off,  c.  Draw  a  series  of 
radiating  lines  from  the  point  C  to  the  points  E,  F,  G,  H,  and 
A,  taken  at  random,  and  a  line  cb  intersecting  these  lines, 
drawn  from  c  parallel  to  BC.  From  the  points  of  the  inter- 
iHon  of  cb  with  these  radiating  lines  draw  horizontal  lines  to 
vertical  lines  drawn  from  the  points  E,  F,  G,  H,  and 
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A  ;  the  intersections  of  these  lines  at  r,  /,  g,  //,  and  a  are  points 
in  the  hyperbola  passing  through  the  point  r.  If  it  is  desired 
to  produce  the  hyperbola  from  a  upward,  the  same  method  is 
used,  but  the  line  AB  is  drawn  through  the  point  a,  and  the 
vertical  lines  are  extended  above  AB  instead  of  below. 

Second  Metlwd.  (See  Fig.  205.) — The  hyperbola  may  be 
drawn  by  a  method  founded  on  the  principle  that  the  inter- 
cepts made  by  a  straight  line  intersecting  an  hyperbola  and  its 
asymptotes  are  equal.  Thus  if  abed  represent  an  hyperbola, 
BC  and  CD  its  asymptotes,  then  the  intercepts  aa!  and  bV 
made  by  the  straight  line  a'b'  are  equal. 

To  draw  the  hyperbola :  Beginning  at  any  point,  as  a%  draw 


4  b'  d' 

Fig.  *>5. — Method  of  Drawing  an  Hvpkrbola. 

the  straight  line  a'b' ,  and  lay  off  from  the  line  CD  b'b,  equal  to 
a!a\  then  will  b  be  one  point  in  the  hyperbola.  Draw  a  similar 
line  c'a!  through  bf  making  dc  equal  c'b ;  then  will  c  be  another 
point  in  the  hyperbola.  This  process  can  be  repeated  until  a 
suitable  number  of  points  is  found ;  the  hyperbola  is  to  be 
drawn  through  these  points.  A  similar  method  can  be  used 
to  draw  the  hyperbola  EF. 

405.  Construction  of  Saturation  and  Adiabatic  Curves. 
— The  saturation  curve  of  steam  is  represented  almost  exactly 
by  the  equation  pv&  =  a  constant.     This  is  the  curve  whose 
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volumes  and  pressures  correspond  to  those  given  in  the  steam- 
tables ;  no  doubt  the  easiest  way  to  construct  such  a  curve  is 
to  take  the  volumes  from  the  steam-tables  corresponding  to 
given  pressures  and  set  them  off  along  the  volume  axis;  lay 
off  the  corresponding  pressures  as  ordinates ;  then  a  curve 
drawn  through  the  extremities  of  the  ordinates  will  be  the  ex- 
pansion curve,  which,  as  the  form  of  the  equation  shows,  does 
not  differ  greatly  from  an  hyperbola. 

The  adiabatic  curve,  or  that  corresponding  to  neither  gain 
nor  loss  of  heat,  is  expressed  approximately  byftvt= constant,* 
and  differs  somewhat  more  from  the  hyperbola  than  the  satu- 
ration curve. 

Any  of  the  exponential  curves  which  are  represented  by 
the  equation pvn  =  pxv"  =  ptv"  can  be  drawn  as  follows: 

From  the  above  expression 

n  log  v  +  log/  =  ;/  log  vx  +  log/, , 

from  which 

log/  =  ;/  log  vx  +  log/,  —  n  log  v ; 

from  which,  if  ;/,  i\ ,  and  v  are  known,/  may  be  determined. 
The  values  of  ;/  are  as  follows : 

m 

Equilateral  hyperbola,       n  =  i  ; 
Saturation  curve — steam,  n  =  \%  =  1.0646; 
Adiabatic  curve — steam,    n  =  1.035  +  O.14; 

"         gas,       n  =  1.408; 
Isothermal     "  "  n  =  1.0. 

These  three  expansion  curvesfare  represented  in  Fig.  206; 
the  pressures  from  o  to  90  pounds  per  square  inch  are  repre- 
sented by  the  ordinates,  and  the  volumes  in  cubic  feet  corre- 
sponding to  one  pound  in  weight  are  represented  by  abscissae. 

*  Rankine's  Steam-engine,  page  385. 

f  See  Thurston's  Engine  and  Boiler  Trials,  page  251. 
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In  the  figure  the  curve  A  to  C  is  the  hyperbola,  A  to  /  the 
saturation  curve,  and  A  to  L  the  adiabatic  curve.  ON  is  the 
axis  of  the  hyperbola,  of  which  OB  and  OH  are  asymptotes. 
It  is  to  be  noticed  that  the  saturation  curve  corresponds  to  a 
uniform  quality  of  steam,  the  adiabatic  curve  to  a  condition 
in  which  the  moisture  is  increasing,  and  the  hyperbolic  curve 


to  a  condition  in  which  the  moisture  is  decreasing,  the  latter 
agreeing  more  closely  with  the  actual  condition. 

406.  Weight  of  Steam  from  the  Indicator-diagram. — 
The  diagram  shows  by  direct  measurement  the  pressure  and 
volume  at  any  point  in  the  stroke  of  the  piston;  the  weight 
per  cubic  foot  for  any  given  pressure  may  be  taken  directly 
from  a  steam-table.  The  method,  then,  of  finding  the  weight 
of  steam  for  any  point  in  the  stroke  is  to  find  the  volume  in 
cubic  feet,  including  the  clearance  and  piston  displacement  to 
the  given  point,  which  must  be  taken  at  cut-off  or  later,  and 
multiply  this  by  the  weight  per  cubic  foot  corresponding  to 
the  pressure  at  the  given  point  as  measured  on  the  diagram. 
This  will  give  the  weight  of  steam  in  the  cylinder  accounted 
for  by  the  indicator-diagram,  per  stroke.  In  an  engine  work- 
ing with  compression,  the  weight  of  steam  at  terminal  pressure 
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filling the  clearance-space  is  not  exhausted  ;  this  weight,  com- 
puted for  a  volume  equal  to  clearance  and  with  weight  per 
cubic  foot  corresponding  to  admission  pressure,  should  be 
subtracted  from  the  above.  This  may  be  reduced  to  pounds 
of  steam  per  I.  H.  P.  per  hour,  by  multiplying  by  the  number 
of  strokes  required  to  develop  one  horse-power  per  hour  of 
time. 

The  method  of  computing  would  then  be:  Find  the  weight 
per  cubic  foot,  from  a  steam-table  corresponding  to  the  abso- 
lute pressure,  at  the  given  point,  multiply  this  by  the  volume 
of  the  cylinder  in  cubic  feet,  including  clearance,  and  this  by 
the  number  of  strokes  per  hour.  The  result  will  be  the  weight 
of  steam  per  hour.  Divide  this  by  the  horse-power  developed, 
and  we  shall  have  the  consumption  in  pounds  of  dry  steam 
per  I.  H.  P.     Thus  let 

A  =  area  of  piston  in  square  feet ; 

a=     "     "        "       "       "       inches; 
N  =  number  of  strokes  per  hour; 

n=         "  "         u    minute; 

w  =  weight  of  cubic  foot  of  steam  at  the  given  pressure; 

/  =  total  length  of  stroke  in  feet ; 
4  =  length  of  stroke  in  feet  to  point  under  consideration ; 

c  =  per  cent  of  clearance. 

Then  the  consumption  of  dry  steam  in  pounds  per  hour  per 
horse-power, 

c      NAlw      (*>n-^la  +  cl)w  „(/.  +  ,/) 

33>ooo 

Some  of  the  steam  may  be  restored  by  compression,  reduc- 
ing the  results  given  in  equation  (i). 

As  an  example :  Compute  the  steam  consumption  as  shown 
in  Fig.  201  at  point  of  cut-off  E  and  at  terminal  pressure. 
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The  absolute  pressure  shown  by  the  diagram  is  97  pounds 
it  cut-off  and  37  at  end  of  the  stroke. 

The  length  of  stroke  total  is  3  feet,  at  cut-off  is  f  foot. 
Clearance  is  3.2  per  cent.     M.  E.  P.  (/)  is  50  pounds. 
Steam-consumption  at  Cut-off. — From  steam-table  70=0.2208. 

(0.2208)  (0.75+0.09)  „  TTjn         , 

S=  13,750- /J  ' ^=17.15  lbs.  per  I.  H.  P.  per  hour. 

Steam-consumption  at  End  of  Stroke. — From  steam-table 
w  =  0.0896. 

r  (0.2208) (3 +  0.09)  _,  _  TT  _ 

S=  13,750- -£— ! =  20.5  lbs.  per  I.  H.  P.  per  hour. 

This,  it  should  be  noticed,  is  not  the  actual  weight  of  steam 
used  per  horse-power  by  the  engine,  but  is  that  part  which  is 
shown  from  the  amount  of  dry  steam  remaining  in  the  cylin- 
der at  the  points  under  consideration.  The  amount  is  usually 
less  when  computed  at  cut-off  than  at  the  end  of  the  stroke, 
since  some  of  the  steam  which  was  condensed  when  the  steam 
first  entered  the  cylinder  is  restored  by  evaporation  during  the 
latter  portion  of  the  period  of  expansion.  The  correction 
factor  for  the  steam  restored  by  compression  can  be  calculated 
graphically  by  drawing  a  line  parallel  to  the  atmospheric  line, 
through  the  point  for  which  the  steam-consumption  was  cal- 
culated, to  an  ordinate  through  the  point  of  admission.  The 
ratio  of  the  part  between  expansion  and  compression  curves 
to  the  whole  line  is  the  factor  which  is  to  be  multiplied  by 
the  previous  results  to  give  the  consumption  of  steam  per 
I.  H.  P.  per  hour.  In  the  examples  considered  above  this  fac- 
tor is  unity. 

If  we  consider  the  steam-consumption  only  for  the  end  of 
the  stroke,  la  of  equation  (1)  becomes  equal  to  /,  and  the  equation 
reduces  to  the  following  form : 

St  =  i$,7$o-{i+c) (2) 
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Neglecting  the  clearance, 

5=13,750-; (3) 

in  which  /  =  the  M.  E.  P.  of  the  diagram,  and  w  the  weight 
per  cubic  foot  corresponding  to  the  terminal  pressure.  For- 
mula (3)  has  been  tabulated  as  follows : 

Thompson's  tables,  given  in  the  Appendix,  give  values  of 
I3»750ze>,  and  the  tabular  values  must  be  divided  by  the  M.  E.P. 
to  give  the  steam-consumption  per  I.  H.  P.  per  hour. 

J  *2    750 

Tabor's  tables  give  values  of  ,  and  the  tabular  values 

.    .  P 

must  be  multiplied  by  the  weight  of  a  pound  of  steam  corre- 
sponding to  the  terminal  pressure,  to  give  the  steam-consump- 
tion. 

Williams's  tables,  published  in  the  Crosby  catalogue,  give 

values  of  — — — ,  and  the  results  in  each  case  have  to  be  multi- 

42543 
plied  by  32.32W  to  give  the  steam-consumption. 

A  graphical  correction  is  made  in  all  cases  for  compression 
by  drawing  a  horizontal  line  through  the  terminal  pressure  to 
compression  line  of  diagram,  and  multiplying  the  result  given 
in  the  table  by  the  ratio  of  the  portion  of  this  line  intercepted 
between  terminal  point  and  compression,  to  the  whole  stroke. 

407.  Clearance  Determined  by  the  Diagram.— The 
clearance  is  usually  to  be  determined  by  actual  measurement 
of  the  volume  of  the  spaces  not  swept  through  by  the  piston, 
and  comparing  this  result  with  the  volume  of  piston-displace- 
ment, the  ratio  being  the  clearance.  Since  the  expansion  and 
compression  lines  of  the  diagram  are  nearly  hyperbolae,  the 
clearance  line  can  be  drawn  by  a  method  nearly  the  reverse  of 
that  used  in  constructing  an  hyperbola  (Article  404). 

In  this  case  proceed  as  follows:  Layoff  the  vacuum  line 
CD  (Fig.  207)  parallel  to  the  atmospheric  line  FT,  and  at 
a  distance  corresponding  to  the  atmospheric  pressure.  The 
position  of  the  clearance  line  can  be  determined  by  two  methods, 
corresponding  to  those  used  in  drawing  the  hyperbola.    First 
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method:  Take  two  points,  a  and  b  in  the  expansion  curve  and 
c  and  d  in  the  compression  line,  and  draw  horizontal  and 
vertical  lines  through  these  points,  forming  rectangles  aa'bb' 
and  cc'dd.  Draw  the  diagonal  of  either  rectangle,  as  a'b\  to 
meet  the  vacuum  line  CD :  the  point  of  intersection  C  will  be 


n  \r     ""  oc 

Fig.  907.— Methods  or  Finding  the  Clearance. 

a  point  in  the  clearance  line  CB,  and  the  clearance  will  equal 
C+V-7-FT.  Second  met/tod:  Draw  a  straight  line  through 
either  curve,  as  mn  through  the  compression  curve  or  ef 
through  the  expansion  curve,  and  extend  it  in  both  direc- 
tions. On  the  line  m'n'  lay  off  tin'  equal  to  tnm\  or  on  the 
line  ef  lay  off  ee  equal  to  ff\  then  will  either  of  the  points 
e'  or  n*  be  in  the  clearance  line  and  the  line  drawn  perpendicular 
to  the  vacuum  line  through  either  of  these  points  is  the  clear- 
ance line.  In  an  engine  working  with  much  compression  the 
clearance  will  be  given  more  accurately  from  the  compression 
curve  than  from  the  expansion  curve,  since  it  is  more  nearly 
an  hyperbola. 

408.  Re-evaporation  and  Cylinder  Condensation. — By 
considering  the  hyperbolic  curve  as  a  standard,  an  idea  can  be 
obtained  of  the  restoration  by  re-evaooration  and  the  loss  bv 
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cylinder  condensation.  Thus  in  Fig.  208,  suppose  that  a  is 
the  point  of  cut-off  at  boiler-pressure,  construct  an  hyperbola 
as  explained  ;  in  the  example  considered  it  is  seen  to  lie  above 
the  expansion  line  for  a  short  distance  after  cut-off,  then  to  cross 
the  line  at  b,  and  remain  below  it  nearly  to  the  end  of  the 
stroke.  The  amount  by  which  the  expansion  line  rises  above 
the  hyperbola  may  be  considered  as  due  to  re-evaporation. 
The  area  of  the  diagram  lying  above  would  represent  the  work 
added  by  heat  returned  to  the  steam  from  the  cylinder. 
The  methods  for  determining  the  cylinder  condensation  are 
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Fig.  908. — Work  Restored  by  Re-evaporation. 
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similar  to  this  process,  except  that  the  hyperbola  is  usually 
drawn  upward  from  the  point  corresponding  to  the  terminal 
pressure,  to  meet  a  horizontal  line  drawn  to  represent  the  boiler- 
pressure,  as  follows : 

This  construction  is  shown  by  the  dotted  lines  in  the 
diagrams  in  Fig.  209.  The  area  of  the  figure  enclosed  by  the 
dotted  lines,  compared  with  that  of  the  diagram,  is  the  ratio 
that  the  ideal  diagram  bears  to  the  real ;  the  difference  is  the 
loss  by  cylinder  condensation. 

The  student  should  understand  that  both  these  method* 
are  approximations  which  may  vary  much  from  the  truth. 

409.  Discussion  of  Diagrams. — Diagrams  are  often  taken 
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where  some  portion  of  the  engine  is  out  of  adjustment,  or  the 
indicator  or  reducing  motion  is  not  in  perfect  order.    It  is  often 


possible  in  such  cases  to  determine  the  defect  from  the  dia- 
gram, and  to  suggest  the  proper  remedy.  A  few  examples  are 
submitted.  Such  examples  could  be  multiplied  indefinitely, 
and  skill  and  experience  will,  in  general,  be  required  to  prop- 


Bottom  of  cjfln4er 


erly  interpret  them.  Thus  Fig.  210  is  an  illustration  of  a  dia- 
gram taken  when  the  valves  were  set  unsym metrically.  Curves 
or  waves  in  the  expansion  or  compression  lines  indicate  inertia- 
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effects  in  the  drum-motion,  which  is  sometimes  sufficient  to 
make  the  compression  line  concave  when  it  should  be  convex, 
as  shown  in  the  lower  diagram  of  Fig.  211.  Vertical  curves 
are  due  in  large  measure  to  vibrations  in  the  pencil-lever  and 
indicator-spring  ;  they  are  usually  excessive  with  a  light  spring 
and  high  speed.  In  the  case  of  an  automatic  engine  running 
under  variable  loads,  each  revolution  will  show  a  different  dia- 
gram, as  shown  in  Fig.  211. 


Fig.  211. — Variation  of  Load. 


Different  Fortns  of  Admission-lines. — The  form  of  the  ad- 
mission-line is  changed  *  according  to  the  relative  time  of  valve- 
opening  and  position  of  piston  in  its  stroke. 

The  normal  form  is  shown  at  A.  In  B  CD  and  E  the  valve 
opens  late,  and  after  the  piston  has  started  on  its  return  stroke. 
In  /''and  G  the  exhaust-valve  closes  late,  so  that  live  steam 
escapes.  H  and  /  are  familiar  examples  of  extreme  compres- 
sion, produced  on  high-speed  automatic  engines  working  with 
a  light  load.    J  shows  a  sharp  corner  above  the  compression 


*  Power,  September  1891. 
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line,  and  in  general  indicates  too  much  lead.     In  case  the  valve 
opens  too  early,  the  admission-line  leans  as  at  K. 

410.  Diagrams  from  Compound  and  Triple-expansion 
Engines. — The  diagram  from  any  cylinder  of  a  compound  or 
triple-expansion  engine  is  not  likely  to  differ  in  any  noticeable 


B 


Fig.  an. — Typical  Admission-links. 


particular  from  those  taken  from  a  simple  engine  as  already 
described.  They  are  usually  taken  with  different  springs  for 
the  different  cylinders,  but  may  have  very  nearly  or  exactly 
the  same  lengths. 

The  diagrams  from  a  compound  engine  may  be  reduced  to 
an  equivalent  diagram,  taken  from  a  single  cylinder  by  the  fol- 
lowing method :  Lay  off  a  vertical  line  OB,  and  a  horizontal 
line  PQ.     Let  PQ  be  the  vacuum  line,  and  BC  the  line  of 
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highest  steam-pressure  acting  in  the  small  cylinder.  Lay  off 
ON  proportional  to  the  volume  of  the  small  cylinder,  and  OP 
proportional  to  the  volume  of  the  large  cylinder.  Let  FA  be 
the  line  of  back  pressure  of  the  large  cylinder,  AD  that  of 
the  small  cylinder:  then  BCD  A  is  the  diagram  from  the  small 
cylinder,  EKFA  that  from  the  large  cylinder. 

To  combine  them  into  one  diagram,  draw  a  line  KGH par- 
allel to  POQy  intersecting  both  diagrams,  and  lay  off  upon  it 
HL  =  KG ;  and  GL  =  GH-\-  KG  represents  the  total  volume 


in  both  cylinders  when  the  pressure  is  OG,  and  L  is  a  point  in 
the  expansion  line  the  same  as  though  the  action  took  place 
in  the  large  cylinder  only.  In  the  same  way  other  points  may 
be  found,  and  the  line  CDLM  drawn.  This  diagram  may  be 
discussed  as  if  it  represented  the  steam  acting  in  the  large 
cylinder  only. 

Fig.  214  is  a  combined  diagram  from  a  triple-expansion 
engine  *  !n  which  the  cylinders  have  the  ratio  of  I  :  2.25  :  242, 
and  the  total  ratio  of  expansion  is  8.  The  length  of  each  dia- 
gram is  made  proportional  to  the  total  volume  of  the  cylinder 
from  which  it  was  taken  ;  the  diagrams  are  all  drawn  to  the 
same  scale  of  pressures,  and  each  is  located  at  a  distance  from 
a  vertical  line  proportional  to  the  volume  of  its  clearance. 
From  the  point  of  cut-off  corresponding  to  boiler-pressure  an 
hyperbola  is  drawn  as  has  been  explained,  and  the  area  sur- 
rounding the  diagrams  is  shaded.  The  work  done  in  the  three 
cylinders  can  be  computed  from  the  diagram  as  though  done 
in  one  only. 


See  Thurston's  Engine  and  Boiler  Trials,  page  202. 
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411.  Crank- shaft  and  Steam-chest  Diagrams.— Dia- 
grams may  be  taken  with  the  motion  of  the  indicator-drum 
proportional  to  any  moving  part  of  the  engine,  as  for  instance 
the  crank-shaft. 


Fig.  ai4. — Combined  Diagram  from  Triple-expansion  Engine.     ' 

In  such  a  case,  shown  by  Fig.  215,  the  ordinates  will  be  as 
before  proportional  to  the  pressures  per  square  inch  acting  on 
the  piston,  but  the  abscissae  will  correspond  to  distances  moved 


Fig.  215.— Shaft-diagram. 

through  by  the  crank-pin.  In  Fig.  215  A  to  B  is  the  exhaust, 
from  B  to  C  compression,  D  to  E  steam  line,  £  to  A  expan- 
sion. Diagrams  may  also  be  taken  with  the  indicator  mounted 
on  the  valve-chest ;  in  this  case  the  indicator  would  show  vari- 
ation in  pressure  in  the  steam-chest. 
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CHAPTER   XVIII. 
METHODS  OF  TESTING  THE   STEAM-ENGINE. 

412.  Various  Efficiencies  of  the  Steam-engine.*— The 
efficiency  of  the  steam-engine  is  frequently  expressed  in  vari- 
ous manners,  as  follows : 

•         ^^ 

1.  Thermodynamic  efficiency.     This    is   the    ratio   of   work 

done  by  the  working  substance  to  the  mechanical  equivalent 

of  the  heat  expended  on  it  to  do  that  work.     In  the  perfect 

engine-cycle  this    efficiency   is    measured    by    the    quantity 

T  —  T 

-  l      — ?,  the  range  of  temperature  worked  through  divided  by 

-*  > 
the  maximum  initial  absolute  temperature  of  the  fluid  enter- 
ing the  cylinder  of  the  engine. 

2.  Actual  efficiency  of  working  substance.  This  is  here  con- 
sidered to  be  the  ratio  of  the  heat  transformed  into  work  to 
the  total  available  heat  entering  the  system.  If  there  were  no 
losses  of  heat  except  those  due  to  work,  the  efficiency  of  the 
working  substance  would  be  1.00,  but  radiation,  the  cooling 
effect  of  the  cylinder,  etc.,  cause  losses  which  vary  with  dif- 
ferent working  substances  and  in  different  cylinders. 

3.  Mechanical  efficiency.  This  is  the  ratio  of  the  work  done 
on  the  piston  to  that  delivered,  or  that  of  I.H.P.  to  D.H.P. 

4.  Efficiency  of  the  engine.  This  is  the  ratio  of  the  work 
actually  done  to  the  mechanical  equivalent  of  the  heat  ex- 
pended ;  it  should  equal  the  product  of  the  efficiencies  of  the 
various  parts. 

5.  Plant  efficiency.     This    is    the    product    of    the   several 

*  Sec  "Manual  of  the  Steam-engine,"  by  R.  H.  Thurston.  Vol.  I.,  page  706. 
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efficiencies  of  the  various  parts  or  machines  which  compose 
the  plant. 

Fuel  and  Water  Consumption  of  Ideal  and  Real  Engines,— 
The  ordinary  standard  of  comparison  of  the  work  done  by  dif- 
ferent engines  is  the  fuel  and  water  consumed  for  each  horse- 
power per  hour.  The  horse-power  is  equal  to  33,000  foot- 
pounds per  minute,  or  1,980,000  per  hour,  which  is  equivalent 
to  42.4  B.  T.  U.  per  minute,  or  2544  units  per  hour.  Since 
in  steam  of  ordinary  pressure  there  are  about  1 150  B.  T.  U.per 
pound  above  320  Fahr.  in  a  perfect  engine,  with  efficiency 
equal  to  1,  the  water-consumption  would  be  2.2  to  2.25 
pounds  per  horse-power  per  hour.  The  weight  of  coal  under 
the  best  conditions  would  be  about  one  tenth  the  water-con- 
sumption, or  from  0.2  to  0.22  pound  per  horse-power  per  hour. 

The  several  efficiencies  of  the  real  engine  are  much  less 
than  unity  in  each  case.  Thus  in  the  best  engine  the  thermo- 
dynamic efficiency  is  about  0.2,  the  efficiency  of  the  working 
substance  from  0.9  to  0.75,  and  of  the  machine  about  0.95.  So 
that  the  total  efficiency  of  the  best  real  engine  would  be 

E  =  0.20  X  O.90  X  0.95  =0.17. 

This  wouid  mean  a  consumption  per  I.H.P.  per  hour  of 

2,544  =  14,940  B.  T.  U. ; 

=  12.94  pounds  of  water ; 

=    1.20  pounds  of  fuel. 
0.17  *r 

413.  Objects  of  the  Engine-test. — The  test  may  be 
made  :   1.  To  adjust  the  valves  or  working  parts  of  the  engine. 

2.  To  determine  the  indicated  or  dynamometric  horse-power. 

3.  To  ascertain  the  friction  for  different  speeds  or  conditions. 

4.  To  determine  the  consumption  of  fuel  or  steam  per  horse- 
power  per  hour.     5.  To  investigate   the   heat-changes  which 


0.17 

2.2 

O.I7 

0.22 
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characterize  the  passage  of  the  steam  through  the  engine. 
The  general  method  of  the  test  will  depend  largely  on  the  ob- 
ject for  which  the  test  is  made;  in  any  event  the  apparatus  to 
be  used  should  be  carefully  calibrated,  the  dimensions  of  the 
engine  obtained,  and  the  test  conducted  with  care. 

414.  Measurements  of  Speed. — The  various  instruments 
employed  for  measurement  of  speed  are  speed-indicators,  ta- 
ctometers, continuous  counters,  and  chronographs. 

Where  the  number  of  revolutions  only  is  required,  it  is 
usually  obtained  either  by  counting  or  by  the  hand  speed- 
indicator.     Counting  can  be  done  quite  accurately  without  an 


instrument,  by  holding  a  stick  in  the  hand  in  such  a  position 
that  it  is  struck  by  some  moving  part,  as  the  cross-head  of  an 
engine,  once  in  each  revolution.  The  hand  speed-indicator,  of 
which  one  form  is  shown  in  Fig,  217,  consists  of  a  counter 
operated  by  holding  the  pointed  end  of  the  instrument  in  the 
end  of  the  rotating  shaft.  In  using  the  instrument,  the  time 
is  noted  by  a  watch  at  the  instant  the  counting  gears  are  put 
in  operation  or  are  stopped.  A  stop-watch  is  very  convenient 
for  obtaining  the  time.  The  errors  to  be  corrected  arc  princi- 
pally those  due  to  slipping  of  the  point  on  the  shaft,  and  to  the 
slip  of  the  gears  in  the  counting  device  in  putting  in  and  out 
of  operation.  The  best  counters  have  a  stop  device  to  prevent 
this  latter  error,  and  the  gears  are  engaged  or  disengaged  with 
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the  point  in  contact  with  the  shaft.  To  prevent  sliooir.g-:! 
the  point,  the  end  of  the  instrument  is  sometimes  threads: 
and  screwed  into  a  hole  in  the  end  of  the  shaft. 

The  continuous  counter  consists,  of  a  series  of  gears  anan^K 
to  work  a  set  of  dials  which  show  the  number  of  revolution* 
The  arrangement  of  gearing  in  such  an  instrument  is  shown  [?, 
Tig.  2 18.  The  instrument  can  usually  be  made  to  register  bv 
either  rotary  or  reciprocating   motion,  and  can  be  had  is  a 


square  or  round  case.     The  reading  of  the  counter  is  taken  at 
stated  intervals  and  the  rate  of  rotation  calculated. 

Tachometers  (see  Fig.  219)  are  instruments  which  utilize  the 
centrifugal  force  in  throwing  outward  either  heavy  balls  or  a 
liquid.  The  motion  so  caused  moves  a  needle  a  distance  pro- 
portional to  the  speed,  so  that  the  number  of  revolutions  is 
read  directly  from  the  position  of  the  needle  on  the  graduated 
dial.  The  tachometer  is  arranged  with  a  pointed  end  to  hold 
against  the  shaft  whose  speed  is  to  be  determined,  or  with  a 
pulley  so  that  it  may  be  driven  by  a  belt. 
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Broom's  Speed-indicator  consists  of  a  U-shaped  tube  joined 
to  a  straight  tube  in  the  centre.  The  revolution  of  the  U-tube 
around  the  centre  tube  induces  a  centrifugal  force  which  ele- 


vates mercury  in  the  revolving  arms  and  depresses  it  in  the 
centre  tube.  A  calibrated  scale  gives  the  number  of  revolu- 
tions corresponding  to  a  given  depression. 

415.  The  Chronograph. — The  chronograph,*  Fig.  220,  con- 
sists of  a   drum   revolved   by   clock-work   so   as   to   make   a 


definite  number  of  revolutions  per  minute.     A  carriage  hav- 
ing one  or  two  pens,  k,  g,  as  may  be  required  is  moved  parallel 
•  See  Thurston's  Engine  and  Boiler  Trials,  paye  S26. 
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to  the  axis  of  the  cylinder  by  a  screw  which  is  connected  with 
the  chronograph-drum  A  by  gearing. 

The  pen  in  its  normal  condition  is  in  contact  with  the  paper, 
and  it  is  so  connected  to  an  electro-magnet  that  it  is  moved 
axially  on  the  paper  whenever  the  circuit  is  broken.  The  cir- 
cuit may  be  broken  automatically  by  the  motion  of  a  clock,  or 
by  hand  with  a  special  key,  or  by  any  moving  mechanism. 
Two  pens  are  usually  employed,  one  of  which  registers  auto- 
matically the  beats  of  a  standard  clock ;  the  other  may  be  ar- 
ranged to  note  each  revolution  or  fraction  of  a  revolution  of  a 
revolving  shaft.  The  distance  between  the  marks  made  by 
the  clock  gives  the  distance  corresponding  to  one  second  of 
time ;  the  distance  between  the  marks  made  by  breaking  the 
circuit  at  other  intervals  represents  the  required  time  which  is 
to  be  measured  on  the  same  scale. 

This  instrument  has  been  in  use  by  astronomers  for  a  long 
time  for  minute  measurements  of  time,  and  by  its  use  intervals 
as  short  as  one  one-hundredth  (.01)  part  of  a  second  can  be 
measured  accurately. 

Tuning-fork  Chronograph. — A  tuning-fork  emitting  a  musi- 
cal note  makes  a  constant  and  known  number  of  vibrations. 
The  number  of  vibrations  of  the  fork  corresponding  to  the 
musical  tones  are  as  follows : 


Note   C 

D 

E 

F 

G 

A 

B 

c, 

Vibrations    ) 
per  second. ) 

144 

160 

i7o| 

192 

2i3i 

240 

:;6 

If  now  a  small  point  or  stylus  be  attached  to  one  of  the 
arms  of  a  tuning-fork,  as  shown  in  Fig.  221,* — in  which  /ms  one 
of  the  arms  of  the  tuning-fork,  and  CAED  a  piece  of  elastic 
metal  to  which  the  stylus,  AP,  is  attached, — and  if  the  fork- 
be  put  in  vibration  and  the  stylus  permitted  to  come  in  contact 
with  any  surface  that  can  be  marked,  as  a  smoked  and  var- 
nished cylinder  moved  at  a  uniform  rate,  the  vibrations  of  the 
tuning-fork  will  be  recorded  on  the  cylinder  by  a  series  of 
wavy  lines,  as  shown  in    Fig.  223 ;  the  distance  between  the 

*  Sec  Thurston's  Engine  and  Boiler  Trials,  page  233. 
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waves  corresponding  to  known  increments  of  time.  If  each 
revolution  or  portion  of  a  revolution  of  the  shaft  whose  speed 
is  required  be  marked  on  the  cylin- 
der, the  distance  between  such  marks, 
measured  to  the  same  scale  as  the 
wavy  lines  made  by  the  tuning-fork, 
would  represent  the  time  of  revolu- 
tion. 

Fig.  222  (from  Thurston's  Engine 
and  Boiler  Trials)  represents  the  Ran- 
son  chronograph ;  in  this  case  the  tun- 
ing-fork  is  moved  axially,by  a  carriage     F,c-  "■•™STJJ;™i  '°*  Tl'BIHC- 
operated    by   gears,   and    is   kept    in 

vibration  by  an  electro-magnet.  The  operation  of  the  instru- 
ment is  the  same  as  already  described.  The  form  o(  the 
record  being  shown  in   Fig.  223;  the  wavy  marks  being  those 


made  by  the  tuning-forks,  those  at  right  angles  being  made  at 
the  end  of  a  revolution  of  the  shaft  whose  speed  is  required. 

The  tuning-fork  with  stylus  attached,*  a.>  in   Fig.  222.  can 
be  made  to  draw  a  diagram  on  a  revolving  cylinder  connected 

*  See  Engine  and  Boiler  Trials,  page  334. 
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directly  to  the  main  shaft  of  the  engine,  or  the  shaft  itseli 
may  be  smoked  and  afterward  varnished.  If  the  fork  be 
moved  axially  at  a  perfectly  uniform  rate,  the  development  of 
the  lines  drawn  will  be  for  uniform  motion,  straight  and  of 
uniform  pitch ;  but  for  variations  in  speed  these  lines  will  be 


curved  and  at  a  varying  distance  apart.  From  such  a  diagram 
the  variation  in  speed  during  a  single  revolution  can  bedettf 
mined. 

4.16.  Autographic  Speed-recorder.— Variations  in  speed 
are  shown  autographically  in  several  instruments  by  recording 
on  a  strip  of  paper  moved  by  clock-work  the  variation  in  cen. 
trifugal  force  of  revolving  weights.  In  the  Moscrop  speed- 
recorder,  shown  in  Fig.  224,  the  shaft  B  is  connected  with  the 
shaft  whose  speed  is  to  be  measured.  The  variation  in  the 
height  of  the  balls  near  B,  caused  by  variation  in  speed,  gives 
the  arm  C  a  reciprocating  motion,  so  that  an  attached  pencil 
makes  a  diagram,  FED,  on  the  strip  of  paper  moved  by  clock- 
work. The  ordinates  of  this  diagram  are  proportional  to  the 
speed. 

4.17.  The  Surface  Condenser. — In  the  measurement  of 
the  steam  used  by  the  engine  .the  surface  condenser  is  fre- 
quently employed.  The  surface  condenser  usually  consists  of 
a  vessel  in  which  are  a  great  many  brass  tubes.  It  is  usually 
arranged  so  that  the  exhaust  steam  comes  in  contact  with  the 
outer  surface  of  these  tubes,  and  the  condensing  water  flows 
through  the  tubes.  The  condensed  steam  falls  to  the  bottom 
of  the  condenser  and  is  removed  by  an  air-pump;  the  heat  of 
the  steam  being  taken  up  by  the  condensing  water.  If  the 
condenser  is  free  from  leaks,  the  air-pump  of  ample  size  and 
with  little  clearance,  and  if  the  proper  temperatures  are  main- 
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i,  nearly  all  the  atmospheric  pressure  can  be  removed 
the  condenser  and  the  back-pressure  on  the  engine  cor- 
ndingly  reduced. 
he   surface   condenser   affords   more   accurate  means  of 


ling  the  water-consumption  of  a  steam-engine  than  the 
irement   of    feed-water   during    a    boiler-test,    since   the 
of  steam-leaks  are  to  a  great  extent  eliminated. 
le  condenser  should  be  tested  for  leaks  by  noting  how 
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long  a  given  reading  of  the  vacuum-gauge  can  be  maintained 
when  all  the  connecting  valves  are  closed,  or  by  turning  on 
steam  when  the  water-pipes  are  empty,  or  vice  versa,  and  noting 
whether  there  is  any  leakage. 

FORM    FOR  TEST   ON   CONDENSER. 

Date 

Duration  of  test min. 

Barometer inches.         lbs.  per  sq.  in. 

Temperature,  entering  steam C F. 

Temperature,  condensed  steam C F. 

Temperature,  cold  condensing  water C F. 

Temperature,  hot  condensing  water C F. 

Hook-gauge  reading  (corrected) inches. 

(Hook-gauge  reading)  * 

Temperature  at  weir C F. 

Weight  of  condensed  steam lbs. 

Breadth  of  weir inches. 

End  area  of tubes sq.  f:. 

Area  steam  surface ....   sq.  ft 

Area  water  surface sq.ft. 

Weight  steam  condensed  per  hour lbs. 

Weight  condensing  water  used  per  hour lbs. 

Weight  steam  condensed  per  pound  of  water lbs. 

Weight  steam  condensed  per  sq.  ft.  steam  surface  per  hour lbs. 

Weight  steam  condensed  per  sq.  ft.  water  surface  per  hour lbs. 

Velocity  of  water  through  tubes ft.  per  sec 

Heat  acquired  by  condensing  water  used  per  hour B.  T.  U. 

Heat  given  up  by  steam  condensed  per  hour R  T.  C 

Signed 

418.  Calibration  of  Apparatus  for  Engine -testing- 
Before  commencing  any  important  test,  all  instruments  and 
apparatus  to  be  used  should  be  adjusted  and  carefully  com- 
pared with  standards,  under  the  same  conditions  as  in  actual 
practice.     The  errors  or  constants  of  all  instruments  should  be 
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noted  in  the  report  of  the  test,  and  corresponding  corrections 
made  to  the  data  obtained. 

The  instruments  to  be  calibrated  are : 

i.  Steam-gauge. — Compare  with  mercury  column,  or  with 
standard  square-inch  gauge,  for  each  five  pounds  of  pressure, 
reading  both  up  and  down  throughout  the  range  of  pressures 
likely  to  be  used  in  the  test.     (See  Article  282,  page  338.) 

2.  Steam-engine  Indicator-springs. — Put  the  indicator  under 
actual  steam-pressure  (see  Art.  393,  p.  479)  and  compare  the 
length  of  ordinate  of  the  card  with  the  reading  of  the  mercury 
column  or  a  standard  gauge  for  the  same  pressure.  Take  ten 
readings,  both  up  and  down,  through  an  extreme  range  equal 
to  two  and  one-half  times  the  number  on  the  spring.  The 
steam-pressure  may  be  varied  by  throttling  the  supply  and 
exhaust.  The  ordinate  may  also  be  compared  by  a  special 
method  with  readings  of  a  standard  scale ;  the  indicator  being 
heated  by  the  flow  of  steam  through  a  rubber  tube  wound 
around  it. 

3.  Speed-indicators. — The  accuracy  can  be  checked  by  hand 
counting.  For  the  best  work  chronographs  should  be  used. 
Continuous  counters  are  necessary  for  accuracy  in  a  long  run. 
(See  Articles  414  and  415.) 

4.  Indicator  Reducing-motion. — This  may  be  tested  by  divid- 
ing the  stroke  of  the  engine  on  the  guides  into  twelve  equal 
parts  and  noting  whether  the  card  is  similarly  divided.  It 
should  be  tested  for  both  return  and  forward  stroke.  When 
the  form  of  the  card  is  considered,  this  is  an  important  matter, 
as  many  reducing-motions  distort  its  shape.  (See  Article  390, 
page  472.) 

5.  Indicator-cords  and  Connections. — See  that  the  connecting 
cords  do  not  stretch  at  high  speeds,  and  that  the  drum-spring 
of  the  indicator  has  a  proper  tension  and  gives  a  correct  motion 
of  the  drum.     This  is  important.     (See  Article  395.) 

6.  Weighing-scales. — Compare  the  readings  with  standard 
weights. 

7.  Water-meters. — Calibrate  by  actually  weighing  the  dis- 
charge under  conditions  of  use  as  regards  pressure  afnd  flow. 


522 


EXPERIMENTAL  ENGINEERING. 


[§  418. 


In  case  meters  are  used,  temperatures  of  the  water  must  be 
taken  in  order  to  obtain  the  weight.     (See  Article  213,  page 

2550 

8.  Thermometers. — Test  the  thermometer  for  freezing-point 

by  comparison  with  water  containing  ice  or  snow ;  test  for  boil- 
ing-point by  comparison  with  steam  at  atmospheric  pressure  in 
the  special  apparatus  described  on  page  352,  the  correct  boiling- 
point  being  determined  by  readings  of  the  standard  barometer. 
The  other  tests  of  the  thermometer  can  in  general  be  left  to 
the  makers  of  the  instrument.  In  cases  where  great  accuracy 
is  required  the  readings  should  be  compared  throughout  the 
whole  scale  with  a  standard  air-thermometer,  as  described  on 
page  350. 

9.  Pyrometer. — Compare  with  a  standard  thermometer 
while  immersed  in  steam  for  the  lower  ranges  of  temperature, 
and  with  known  melting-points  of  metals  for  higher.  The 
correction  may  also  be  determined  by  cooling  heated  masses 
of  metals  in  .large  bodies  of  water  and  calculating  the  temper- 
ature from  the  known  relations  of  specific  heats.  (See  Articles 
298  to  304). 

10.  The  Planimeter,  which  is  used  for  measuring  the  indi- 
cator-diagram, should  be  calibrated  by  making  a  comparison 
with  a  standard  area,  as  explained  in  Article  38,  page  44.  The 
following  form  is  useful  to  record  the  results  of  calibrations: 


BLANK   FORM   FOR   CALIBRATION   OF   INSTRUMENTS. 


Steam-engine  Indicator-springs. 


Used  on 


Maker's  name  . . 
Maker's  number. 
Scale  of  spring. . . 
Number  of  spring 

When  tested 

How  tested 

Per  cent  error.    . 


Crank. 


J 
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Steam-gauges. 


Maker. 


Position. 


Number. 


Error,  lbs. 


When  Tested. 


How  Tested. 


Thermometers. 


Registered 
Number. 

Boiling-point. 

Freezing-point. 

Position. 

Read- 
ing. 

Per  Ba- 
rometer. 

Error. 

Read- 
ing. 

Error. 

Barometer. 

419.  Preparations  for  Testing. — The  preparations  re- 
quired will  depend  largely  on  the  object  of  the  test.  They 
should  always  be  carefully  made,  and  in  general  are  to  include 
the  following  operations : 

1.  Weighing  of  Steam. — Prepare  to  weigh  all  the  steam 
supplied  the  engine.  This  may  be  done  by  weighing  or  meas- 
uring all  the  feed-water  supplied  the  boiler  (see  Article  375), 
provided  there  is  no  waste  nor  other  use  of  steam ;  or  it  may 
be  done  by  condensing  (see  Article  417)  and  weighing  all  the 
exhaust  from  the  engine.  In  the  first  case  especial  precaution 
must  be  taken  to  prevent  leaks,  and  in  the  latter  to  reduce  the 
temperature  of  the  condensed  steam  to  1  io°  F.  before  weigh- 
ing. The  weights  may  in  some  cases  be  determined  from  a 
meter-reading  (see  Article  214). 

2.  Quality  of  Steam. — Attach  a  calorimeter  (see  Articles  330 
to  336),  which  may  be  of  the  throttling  or  separator  kind,  to  the 
main  steam-pipe,  near  the  engine.  This  attachment  may  be 
made  by  a  half-inch  pipe,  cut  with  a  long  thread  and  ex- 
tending three  fourths  across  the  main  steam-pipe.     This  pipe 
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should    be    provided  with    large  holes  so  that  steam  will  be 
drawn  from  all  parts  of  the  main  steam-pipe  (see  page  370). 

3.  Leaks. — The  engine  should  be  tested  for  piston-leaks  by 
turning  on  steam  with  the  piston  blocked  and  cylinder-cocks 
opened  on  the  end  opposite  that  at  which  steam  is  supplied. 
If  leaks  are  found,  they  should  be  stopped  before  beginning 
the  test. 

4.  Indicator  Attachments. — Arrange  a  perfect  reducing-mo- 
tion.  The  kind  to  be  used  will  depend  entirely  upon  circum- 
stances. The  lazy-tongs  or  pantograph  is  reliable  for  speeds 
less  than  125,  and  can  be  easily  applied.  The  pendulum  piv- 
oted above  and  furnished  with  an  arc,  although  not  perfectly 
accurate,  is  much  used.  Make  yourself  familiar  with  the  vari- 
ous devices  in  use.     (See  Article  390). 

5.  An  Absorption  Dynamometer  may  be  required  ;  if  so,  ar- 
range a  Prony  brake  to  absorb  the  power  of  the  engine,  and 
make  provision  for  lubricating  it  and  removing  the  heat  gen- 
erated (see  Article  178,  page  472).  In  many  commercial  tests 
the  power  is  absorbed  by  machinery  or  in  useful  work,  and  the 
efficiency  is  wholly  determined  by  measurements  of  the  amount 
and  quality  of  steam  and  from  the  indicator-diagram. 

6.  Weight  of  Coal. — This  is  generally  taken  during  an  engine- 
test,  but  will  be  treated  here  as  pertaining  to  boiler-testing: 
the  methods  of  weighing  are  fully  described  under  that  head 
(see  Article  375). 

An  engine  fitted  completely  for  a  test  is  shown  in  Fig.  216, 
from  Thurston's  Engine  and  Boiler  Trials.  In  this  case  two 
indicators  are  employed,  the  drum-motion  being  derived  from  a 
pendulum  reducing-motion;  a  Prony  brake  is  attached  to  absorb 
and  measure  the  power  delivered,  water  for  keeping  the  brake 
cool  being  delivered  near  the  bottom  and  on  the  inside  of  the 
flanged  brake-wheel  by  a  curved  pipe,  and  drawn  out  by  an- 
other pipe  the  end  of  which  is  funnel-shaped  and  bent  so  as  to 
meet  the  current  of  water  in  the  wheel.  The  speed  is  taken  by 
a  Brown  speed-indicator  mounted  on  top  of  the  brake,  and  also 
by  a  hand  speed-indicator.     The  steam-pressure   is  measured 
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near  the  engine  ;  the  quality  of  steam  is  determined  by  a  sam- 
ple drawn  from  the  vertical  pipe  near  the  engine. 

420.  Measurement  of  Dimensions  of  Engine. — Make 
careful  measurements  of  the  dimensions  of  engine ;  the  diam- 
eter of  piston,  length  of  stroke,  and  diameter  of  piston-rod, 
as  may  be  required. 

Piston-displacement. — This  is  the  space  swept  through  by 
the  piston  ;  it  is  obtained  by  multiplying  the  area  of  the  piston 
by  the  length  of  stroke.  For  the  crank  end  of  the  cylinder 
the  area  of  the  piston-rod  is  to  be  deducted  from  the  area  of 
the  piston. 

Clearance  is  the  space  at  the  end  of  cylinder  and  between 
valve  and  piston,  filled  with  steam,  but  not  swept  through  by 
the  piston.  To  measure  the  clearance,  put  the  piston  at  end 
of  its  stroke  and  fill  the  space  with  a  known  weight  of  water, 
ascertaining  that  no  leaks  occur  by  watching  with  valve-chest 
cover  and  cylinder- head  removed.  Make  this  determination 
for  both  ends  of  the  cylinder,  and  from  the  known  weight  of 
water  compute  the  volume  required. 

This  is  usually  reduced  to  percentage,  by  dividing  by  the 
volume  of  piston-displacement. 

This  last  reduction  may  be  obviated,  as  suggested  by  Prof. 
Sweet,  by  finding,  after  the  clearance-spaces  are  full  of  water, 
how  far  the  piston  will  have  to  move  in  order  to  make  room 
for  an  equal  amount  of  water  ;  this  distance  divided  by  the  full 
stroke  is  the  percentage  required.  Another  approximate  way 
sometimes  necessary  is  to  fill  the  whole  cylinder  and  clearance- 
spaces  with  water;  from  this  volume  deduct  the  piston-dis- 
placement and  divide  by  2. 

Preliminary  Run. — It  will  be  found  advisable  to  make  a  pre- 
liminary run  of  several  hours  before  beginning  the  regular 
test,  to  ascertain  if  all  the  arrangements  are  perfect. 

421.  Quantities  to  be  observed. — The  observations  to  be 
taken  on  a  complete  engine-test  are  given  in  the  following 
list. 

Fill  out  the  following  blank  spaces. 
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1* 


<« 


<< 


DESCRIPTION 

Kind  of  engine 

Maker's  name 

Brake-arm feet. 

Diameter  cylinder inches. 

Length  stroke feet. 

Diameter  piston-rod inches. 

Diameter  crank-pin 

Length  crank-pin 

Diameter  wrist-pin 

Travel  valve " 

LOG   OF 

Number 

Time 

Revolutions : 

Continuous  counter 

Speed-indicator 

Gauge-readings : 

Boiler lbs. 

Steam-pipe " 

Steam-chest '  * 

Exhaust inches  hg. 

Condenser  

Barometer 

Temperatures  : 

External  air 


.inches. 


.sq.  in. 


OF   ENGINE. 

Lap  of  valve. 

Scale  indicator-spring. . . . 

Piston  area 

Steam-port  area " 

Exhaust-port  area 

Diameter  fly-wheel  inches. 

Clearance,  head lbs.  water. 

crank 

per  cent  P.D.  head., 
crank. 


<« 


«« 


i<      « 


•  t 


*  <     •  < 


«< 


<< 


%t 


TEST. 

Temperatures : 

Engine-room 

Condensed  steam, 

Feed-water 

Injection-water. . . 

Discharge-water. . 
Calorimeter : 

Steam-pipe..". 

Steam-chest 

Weights : 

Condensed  steam. 

Feed-water 

Injection-water. . . 

Calorimeter 


422.  Special  Engine-tests.  —Preliminary  Indicator  Prac- 
tice.— A  simple  test  with  the  indicator  will  be  found  a 
useful  exercise  in  rendering  the  student  familiar  with  the 
methods  of  handling  the  indicator  and  of  reducing  and  com- 
puting the  data  to  be  obtained  from  the  indicator-diagrams. 
The  directions  are  as  follows: 

Apparatus. — Throttling  calorimeter ;  steam-gauge ;  two  indi- 
cators; reducing-motion,  and  indicator-cord. 

1.  Obtain  dimensions  of  engines.  Measure  the  clearance; 
see  that  indicators  are  oiled  and  in  good  condition,  and  that 
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the  reducing-motion  gives  a  perfect  diagram.  Adjust  the 
length  of  cord  so  that  the  indicator  will  not  hit  the  stops.  Pre- 
pare to  take  cards  as  explained  in  Article  398,  page  486. 

2.  Take  diagrams  once  in  each  five  minutes,  simultaneously 
from  head  and  crank  end  of  cylinder ;  take  reading  of  boiler- 
gauge,  barometer,  gauge  on  steam-pipe  or  on  steam-chest, 
vacuum-gauge  if  condenser  is  used,  temperature  or  pressure  of 
entering  steam,  temperature  of  room,  and  number  of  revolu- 
tions. 

3.  Measure  or  weigh  the  condensed  steam  during  run. 

4.  From  the  cards  taken  compute  the  M.  E.  P.  and  I.  H.  P. 
for  each  card  as  required  by  the  log. 

5.  Take  a  sample  pair  of  diagrams,  one  from  head  and  one 
from  crank  end.  (a)  Find  clearance  from  diagrams  (see  Article 
407,  page  503);  (b)  draw  hyperbolae  respectively  from  cut-off  and 
release  and  find  re-evaporation  and  cylinder  condensation  (see 
Article  408);  (c)  produce  hyperbola  from  release  to  meet  hori- 
zontal line  representing  boiler-pressure ;  complete  the  diagram 
with  hyperbola  from  point  of  admission.  Compute  the  work 
(I.  H.  P.)  from  this  new  diagram.  Draw  conclusions  from  the 
form  of  card  (see  Article  409). 

6.  Compute  the  steam-consumption  per  stroke  and  per 
I.  H.  P.  at  cut-off  and  at  end  of  stroke  from  the  diagram  (see 
Article  406).  Compare  this  with  the  actual  amount  as  deter- 
mined by  the  test. 

7.  From  the  weight  of  dry  steam  as  shown  by  the  indicator- 
diagram,  and  the  actual  weight  as  determined  by  the  amount 
of  condensed  steam,  determine  the  quality  at  cut  off  and  re- 
lease. 

8.  Make  report  of  test  on  the  following  form : 

REPORT   OF  TEST  ON ENGINE. 

Date 

Duration  of  test min. 

Revolutions  per  min 

Steam  used  per  min. lbs. 

Barometer in "  . 
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Piston-displacement 

Clearance  (per  cent  of  P.  D.) 

Engine  constant 

Cut-off  (per  cent  of  stroke) 

Release  (per  cent  of  stroke) 

Compression  (per  cent  of  stroke) 

Pressure  at  cut-off 

Pressure  at  release 

Pressure  at  compression 

Mean  effective  pressure 

Revolutions  per  minute 

Horse-power C.  E. ; 


Crank  End. 


lbs. 


•< 


(t 


n 


Head  End. 

CU.fL 


.lbs. 


if 


Per  Stroke. 


C.  E. 


H.  E. 


Weight  of  steam  at  cut-off 

Weight  of  steam  at  release 

Weight  of  steam  during  compression. . . . 

Re-evaporation  per  H .  P.  per  hour 

Weight  of  water  per  revolution,  actual 

Weight  of  mixture  in  cylinder  per  revolution. 

Per  cent  of  mixture  accounted  for  as  steam  at  cut-off. 
Per  cent  of  mixture  accounted  for  as  steam  at  release, 

Weight  of  water  per  II.  P.  per  hour,  actual 

Weight  of  water  per  H.  P.  per  hour,  by  indicator. . . . 


Per  Revo- 
lution. 


.Total. 

Per 
I.H.P. 


.lbs. 


.lbs. 


Signed. 


423.  Valve-setting. — This  exercise  will  consist,  first,  in 
obtaining  dimensions  of  ports  and  valves,  and  in  drawing  the 
valve-diagram  corresponding  to  a  given  lead  and  angular  ad- 
vance, and  setting  the  valve  by  measurement  with  a  lead  cor- 
responding to  that  shown  on  the  diagram.  The  valve-diagram 
may  be  drawn  by  Zeuner's  *  or  Bilgram's  method,  as  maybe 
convenient  ;f  from  the  valve-diagram  draw  the  probable  in- 
dicator-diagram and  compute  its  area,  and  from  that  figure 
the  indicated  horse-power.J 

*  See  Valve-gears,  by  Halsey.     D.  Van  Nostrand  Co.,  N.  Y. 
f  Valve-gears,  by  Peabody.     J.  Wiley  &  Sons,  N.  Y. 
X  Valve-gears,  by  Spangler.     J.  Wiley  &  Sons,  N.  Y. 
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The  method  of  drawing  the  indicator-diagram  by  projection 
from  the  valve-diagram  is  well  shown  in  Fig.  225,  from  Thurs- 
ton's Manual  of  the  Steam-engine,  The  steam-pressure  and 
back-pressure  lines  being  assumed,  the  various  events  as  shown 
on  the  valve-diagram  are  projected  upon  these  lines,  and  the 
indicator-diagram  completed  as  shown. 

Secondly,  in  attaching  the  indicators  and  taking  diagrams 


from  which  the  error  in  the  position  of  the  valve  is  determined. 
Its  position  is  corrected  as  required,  to  equalize  the  indicator- 
diagrams  taken  from  each  end  of  the  cylinder. 

The  special  directions  are  as  follows: 

Apparatus. — Scale,  dividers,  and  trammel-point,  the  latter 
consisting  of  a  rod  the  pointed  end  of  wliich  can  be  set  on  a 
mark  on  the  floor  and  which  carries  a  marking  point  at  the 
other  end. 

I.  Measure  dimensions  of  valves  and  ports,  throw  of  ec- 
centric, and  other  dimensions  called  for  by  engine-log. 
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2.  From  these  data,  with  a  definite  lead  assumed,  draw 
valve-diagram,  and  note  position  of  piston  for  cut-off,  release, 
compression,  and  admission. 

3.  Set  the  valve  to  the  assumed  lead,  and  with  angular  ad- 
vance as  indicated  by  the  valve-diagram.  Turn  the  engine 
over  and  see  that  the  lead  is  the  same  at  both  ends  of  the  pis- 
ton. 

This  requires  the  engine  to  be  set  on  its  centre;  this  is 
done  by  bringing  the  piston  to  the  extreme  end  of  the  stroke 
at  either  cylinder-end,  so  that  the  piston-  and  connecting-rods 
form  one  straight  line.  As  the  motion  of  the  piston  is  very 
slow  near  the  end  of  the  stroke,  this  position  is  determined 
most  accurately  as  follows  :  Mark  a  coincident  line  on  cross- 
head  and  guides  corresponding  to  the  position  of  the  crank 
when  at  an  angle  of  about  200  measured  from  its  horizontal 
position  ;  then,  from  a  fixed  point  on  the  floor,  swing  the 
trammel-point  as  a  radius,  and  mark  a  line  on  the  circumference 
of  the  fly-wheel ;  turn  the  engine  over  until  the  marks  again 
coincide  with  the  piston  on  the  other  side  of  the  centre  and 
make  a  second  mark  on  the  fly-wheel  with  the  trammel-point; 
bisect  the  distance  on  the  wheel  between  these  marks  and  ob- 
tain a  third  line  ;  turn  the  wheel  until  this  line  is  shown  by  the 
trammel  to  be  at  the  same  distance  from  the  reference-point, 
on  the  floor,  as  the  other  marks :  the  engine  will  then  be  on 
its  centre.  Move  the  valve  the  proper  amount  to  make  its 
position  correspond  with  that  shown  on  the  diagram.  In  set- 
ting the  valve  remember  that  to  change  angular  advance,  the 
eccentric  must  be  rotated  on  the  shaft ;  and  to  equalize  events 
for  both  ends  of  cylinder,  the  valve  must  be  moved  on  the 
stem.  These  adjustments  must  be  made  together,  as  they  are 
to  some  extent  mutually  dependent. 

4.  From  the  valve-diagram  draw  an  ideal  indicator-diagram 
as  explained,  assuming  initial  steam-pressure  to  be  100  pounds 
per  square  inch,  absolute  back  pressure  5  pounds  absolute,  and 
that  expansion  and  compression  curves  are  true  hyperbolae. 

Calculate  its  area  by  formula. 

Area  =  PV(i  +  log.r)  -  P,  V.(i  +  log.rO, 
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in  which  V  =  volume  at  cut-off,  and  P  —  corresponding  pres- 
sure; V0  =  clearance  volume,  and  P,  =  clearance  pressure; 
r  =  number  of  expansions,  and  r'  =  number  of  compressions. 
5.  Compute  the  horse-power  of  the  diagram  so  drawn,  and 
compare  with  that  shown  by  the  diagram  taken. 

424.  Friction-test. — For  this  test  the  engine  should  be 
fitted  with  a  Prony  brake  (see  Article  178,  page  216),  to  absorb 
and  measure  the  power  developed.  Indicator-diagrams  are 
to  be  taken  and  the  indicated  horse-power  computed  (see 
Article  402,  page  494).  The  indicated  horse-power  being  the 
work  done  by  the  steam  on  the  piston  of  the  engine,  the  dyna- 
mometer horse-power,  that  delivered  by  the  engine,  the  dif- 
ference will  be  the  power  absorbed  by  the  engine  in  friction, 
or  the  friction  horse-power.  It  is  customary  to  reduce  this 
amount  to  equivalent  mean  pressure  acting  on  the  piston  by 
dividing  by  product  of  area  of  piston  in  square  inches  and 
speed  in  feet  per  minute.  In  making  the  test  for  friction  of 
the  engine  the  loads  on  the  brake-arm  should  be  varied,  with 
the  speed  uniform,  or  the  load  on  the  brake-arm  should  be 
constant  with  varied  speed,  noting  in  each  case  the  effect 
on  the  frictional  work.  It  has  been  shown  by  an  extended 
series  of  experiments  *  that  the  friction  of  engines  is  practically 
constant  regardless  of  the  work  performed,  and  that  the  work 
shown  by  the  indicator-diagram,  when  the  engine  is  running 
light  or  not  attached  to  machinery,  is  practically  equal  to  the 
engine-friction  in  case  the  speed  is  maintained  uniform.  In 
the  case  of  variation  in  speed  the  friction  work  increases  nearly 
in  proportion  to  increase  of  speed. 

Detailed  directions  for  this  test  are  not  considered  neces- 
sary. 

425.  Simple  Efficiency-test. — Engines  are  frequently 
sold  on  a  guarantee  as  to  coal  or  water  consumption  per  in- 
dicated horse-power  (I.  H.  P.),  or  in  some  instances  per  dyna- 
mometer horse-power  (D.  H.  P.);  in  such  a  case  a  test  is  to  be 
made  showing  the  I.  H.  P.  or  the  D.  H.  P.  as  may  be  required, 
and  the  water  and  coal  consumed. 

•See  Transactions  Am.  Soc.  Mech.  Engineers,  Vol.  VIII.,  page  86. 
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The  I.  H.  P.  is  to  be  obtained  as  already  explained  in 
Article  402;  the  D.  H.  P.  by  readings  from  a  Prony  brake, 
Article  178.  The  coal-consumption  is  to  be  obtained  by  a 
boiler-test,  Article  375  ;  the  total  water  consumed,  by  the  feed 
water  used  in  the  boiler-test,  corrected  for  leaks  and  quality; 
or  by  condensing  the  steam  in  a  surface  condenser,  Article  417. 
The  quality  of  the  steam  should  be  taken  near  the  engine,  as 
explained  in  Article  336,  page  400.  The  principal  quantities 
to  be  observed  are  quantities  required  for  a  boiler-test,  quality  of 
steam  near  engine,  number  of  revolutions  of  engine  per  minute, 
and  weight  of  feed-water  or  weight  of  condensed  steam.  These 
observations  should  be  taken  regularly  and  simultaneously 
once  in  ten  or  fifteen  minutes,  and  at  the  same  instant  an  in- 
dicator-diagram should  be  taken.  From  these  data  are  com- 
puted the  quantities  required. 

426.  The  Calorimetric  Method  of  Engine-testing.— 
Hirns  Analysis. — The  calorimetric  method  of  testing  engines 
as  developed  from  Hirn's  theory  by  Professor  V.  Dwelshauvers- 
Dery  of  Li&ge  enables  the  experimenter  to  determine  the 
amount  of  heat  lost  and  restored  and  that  transformed  into 
work  in  the  passage  of  the  steam  through  the  cylinder.* 

The  principle  on  which  the  method  is  founded  is  as  follows: 
The  amount  of  heat  supplied  the  engine  is  determined  by 
measuring  the  pressure,  quality,  and  weight  of  the  steam  ;  that 
removed  from  the  engine  is  obtained  by  measuring  the  heat  in 
the  condensed  steam  and  that  given  to  the  condensing  water. 
The  amount  of  heat  remaining  in  the  cylinder  per  pound  of 
steam  at  any  point  after  cut-off  can  be  calculated  from  the  data 
obtained  from  the  indicator-diagram;  this  multiplied  by  the 
known  weight  gives  the  total  heat. 

The  heat  supplied  to  the  engine  added  to  that  already 
existing  in  the  clearance-spaces  gives  the  total  amount  of  heat 
available ;  if  from  this  sum  there  be  taken  the  heat  existing  at 
cut-off  and  the  heat  equivalent  of  the  work  done  during 
admission,  the  difference  will  be  the  loss  during  admission,  due 


*  Sec  Table  Properties  of   Steam,  V.  Dwelshauvers-Dery,  Trans.  Am.  Soc. 
M.  E.,  Vol.  XI. 
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principally  to  cylinder-condensation.  The  difference  between 
the  heat  in  the  cylinder  at  cut-off  and  that  at  release  after  de- 
ducting the  work  equivalent  is  that  lost  or  restored  during 
expansion.  This  method  applied  to  all  the  events  of  the 
stroke,  and  at  as  many  places  as  required,  gives  full  informa- 
tion of  the  transfer  of  heat  to  and  from  the  metal. 

In  the  fundamental  equations  of  this  analysis  which  follow, 
the  following  symbols  are  used  : 


Quantity. 


Heat  admitted  per  stroke. . . . 

Weight  of  steam  per  stroke. . . 

Absolute  pressure  of  entering 
steam,  per  sq.  inch 

Temperature,  degrees    Fahr. 

Heat  of  the  liquid 

Internal  latent  heat 

Total  latent  heat 

Quality  of  the  steam 

Degree  of  superheat 

Per  cent  of  moisture 

Specific  heat  of  steam  of  con- 
stant pressure 


Symbol. 


Q 

M 

P 
t 

9 

P 

r 

x 

D 

I  —  x 


Quantity. 


Heat  equivalent  of  energy  of 
steam  in  the  cylinder  at  any 
instant 

Joule's  equivalent 

Reciprocal  of  Joule's  equiva- 
lent   

Weight  of  i  cu.  foot  of  steam . 

Vol.  of  i  lb.  of  steam,  cu.  ft. . 

Volume  of  cylinder  to  any 
point  under  consideration 
moved  through  by  the  piston, 
cu.  ft 

Volume  of  clearance,  cu.  ft. . . 

External  work  in  foot-pounds. 

Vol.  of  i  lb.  of  water  in  cu.  ft . 


Symbol. 


h 
J 

A 
6 

v 


V 

Vc 

w 


The  value  of  the  quantity  at  any  point  under  discussion  is 
denoted  by  the  following  subscripts :  clearance,  £;  beginning  of 
admission,  o;  cut-off,  I ;  release,  2;  beginning  of  compression, 

3. 

The  equations  are  as  follows : 

Heat  in  the  Entering  Steam. — If  the  steam  is  moist. 


Q  =  M(2+xr); 


(1) 


if  the  steam  is  superheated  D  degrees, 


Q  =  M(q+r+c>D).   .......     (2) 
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Heat  in  the  Cylinder. — Since'  the  steam  in  this  case  is  in- 
variably moist,  we  have  the  following  equations  : 


In  the  clearance  spaces,  hc  =  M,(gc  -\-  xcpe) ;     .    . 

At  admission,  h,  =  M,(g,  -\-  xjtt) ; .     . 

At  cut-off,  A,  =  {M+  M,Ys,  -f  x,p,) ; 

At  release,  //,  =  (M  +  M.)(gt  +  xtp,) ; 

At  compression,  //,  =  (M-\-M,)(gt  +  x,p,). 


(3) 
(4) 
(5) 
(6) 

(7) 


The  external  work  is  to  be  determined  from  the  indicator- 
diagram.  Let  the  heat  equivalent  of  this  work  be  represented 
as  follows: 

During  admission,                AWa\ (8) 

During  expansion,               AWh\       . (91 

During  exhaust,  AIVC;  .     .     .....     .    .    .  (101 

During  compression,          A  Wd (ii) 

The  volume  in  cubic  feet,  V,  of  a  given  weight  of  steam, 
M,  can  always  be  expressed  by  the  formula 

V  =  M(xu  -f  <r) ; (12) 

in  which  u  equal  the  excess  of  volume  of  one  pound  of  steam 
over  that  of  one  pound  of  water ;  u  =  v  —  cr. 

Substituting  the  value  of  u  in  the  above  equation, 

V=M(xv+<r(i  -.*)) (13) 

As  <r  is  a  very  small  quantity,  (1  —  x)a  can  be  safely 
dropped  as  less  than  the  errors  of  observation,  and  in  all  prac- 
tical applications  the  formula  used  is 

F=  Mxv (14) 
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In  the  exact  equation  (13)  or  the  approximate  equation 
(14),  if  the  pressure,  weight,  and  volume  of  steam  are  known, 
its  specific  volume,  vt  can  be  found,  and  x  may  be  computed. 

At  any  point  in  the  stroke  after  the  steam-valve  is  closed, 
the  volume  and  pressure  of  steam  in  the  cylinder  can  be 
determined  from  the  indicator-diagram  if  the  dimensions  of 
the  engine  and  its  clearance  are  known.  If  the  weight  of  steam 
used  is  known  from  an  engine-test,  there  can  be  determined 
from  the  indicator-diagram  both  the  quality  and  amount  of 
heat  in  the  cylinder  at  any  point,  with  the  single  exception  of 
the  steam  remaining  in  the  clearance  spaces.  Thus  let  Vc 
equal  volume  of  clearance;  V,  -f-  Vct  volume  at  admission, 
usually  equal  to  Vc ;  Vx  +  Ve ,  volume  at  cut-off  ;  V%  +  Vc ,  at 
release  ;  V%  +  Vc,  at  compression  ;  M,  the  weight  of  steam 
used;  M9t  the  weight  of  steam  caught  and  retained  in  the 
clearance  spaces.     Then,  by  method  used  in  equation  (12), 

Vc  =  M9(xcuc  +  <rc) ; (15) 

V.  +  Vc  =  M.(x.u0  +  <r.) ; (16) 

Vi  +  K={Mo+M){x1ul+<rl);    .     .     .  (17) 

Vi+Vc  =  (M9  +  M)(x9u9+<r9);    .     .     .  (18) 

K+K=(Af.  +  M)(xiui  +  (rt).     .     .    .  (19) 

In  the  above  equations  we  know  the  volumes  and  pressures 
for  each  point,  and  the  weight  of  steam,  M,  passing  through 
the  engine.  So  that  in  the  five  equations  there  are  six  un- 
known quantities :  M% ,  xe  9  x0 ,  xx ,  x\ ,  and  x% ,  of  which  x9  may 
be  assumed  as  1.00  without  sensible  error.  In  the  above  equa- 
tions, (15)  and  (16)  are  usually  identical ;  they  differ  from  each 
other  only  when  there  is  a  sensible  lead  which  shows  on  the 
diagram. 

The  weight  of  steam  in  the  clearance  space  is  computed 
from  equation  (15): 

M%  =  (VC)  +  (xjic  +  <rc)  =  Vc  -r-  xcvc ,  nearly. 
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Assume  x  =  1.00: 

M%  =Vc-7-vc (20) 

In  computing  the  heat  at  any  point,  it  is  customary  to  com- 
pute the  sensible  and  internal  heat  in  two  operations.  Thus 
in  equation  (4)  make  //,  the  total  heat,  equal  to  //,  the  sensible 
heat,  plus  H',  the  internal  heat ;  then 

h.  =  H.  +  H.'  =  (x.f>.  +  q.)M.; 

or  H,=  Af,q§, (21) 

H.'=x,p,Af.; (22) 

and  in  equation  (5), 

Hx=qx(M.  +  M\ (23) 

ffx'  =  (xlPl)(M.  +  M) (24) 

From  equation  (17), 

u>    1    m-        Vx+Ve  vx  +  ve  Vx+Ve  .      ,_fv 

Af,  +  Af=  — —x — -  = r—r1 — x  =  —L-! — 5»  nearly.  (25) 

xxux  +  crx      xxvx  +  <r(  1  —  x)  xxvx 


By  substituting  in  (24), 

W  =  Ptr,  +  K)  +  v, : 

which  form  is  used  in  the  computations  that  follow. 

The  analysis  determines  the  loss  of  heat  during  a  given 
period,  by  finding  the  difference  between  the  heat  in  the  cylin- 
der at  the  beginning  of  the  period  and  the  sum  of  that  utilized 
in  work  during  the  period  and  that  remaining  at  the  end  of 
the  period. 

The  following  directions  and  example  should  make  the 

►hod  clearly  understood. 
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Directions  for  Engine-testing  by  Hirn's  Analysis. 

actions. — I.  Make  a  complete  engine-test  with  a  constant 
eigh  the  condensing  water,  and  measure  its  temperature 


and  after  condensing  the  steam.  Obtain  the  quality  of 
ering  steam  either  in  the  steam-pipe  or  steam-chest;  if 
ient,  make  calorimetric  determinations  of  the  quality  of 
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ttle steam  m  the  exhaust,  which  may  be  used  as  a  check  on  the 
results,  but  which  is  necessary  in  case  the  exhaust  steam  is 
not  condensed. 

2.  Calibrate  ail  the  instruments  used,  and  correct  all  obser- 
vations where  required. 

3.  From  the  average  quantities  on  the  log,  corrected  as 
shown  by  the  calibration,  fill  out  form  I,  of  data  and  results. 
The  steam  and  condensing  water  used  per  revolution  to  be  di- 
vided between  the  forward  and  backward  strokes  of  the  piston 
in  proportion  to  the  M.  E.  P.  of  these  respective  strokes,  as 
shown  on  the  log. 

4.  Draw  on  each  diagram  as  explained  lines  corresponding  to 
zero  volume  and  to  zero  pressure,  and  divide  the  diagrams  as 
shown  in  Fig.  226  into  sections,  by  drawing  lines  to  points  of 
admission  W,  cut-off  cny  release  Oe,  and  compression  od. 

Measure  for  each  diagram  the  percentages  of  cut-off,  release, 
and  compression,  calling  the  original  length  of  the  diagram 
without  clearance  100  per  cent. 

5.  Measure  the  absolute  pressure  from  each  card  and  enter 
the  averages  in  blank  form  No  II,  using  subscripts  as  follows:  0, 
admission  ;  1,  cutoff ;  2,  release  ;  3,  compression  ;  c,  clearance. 

Take  from  a  steam-table  the  heat  of  liquid,  internal  latent 
heat,  total  latent  heat,  total  heat,  and  specific  volume,  corre- 
sponding to  each  of  the  above  pressures. 

6.  Compute  the  volumes  in  cubic  feet  for  clearance,  total 
volumes,  including  clearance,  at  admission,  cut-off,  release,  and 
compression,  and  place  the  average  results  in  the  proper 
columns. 

7.  Compute  the  area  corresponding  to  each  period  into 
which  the  diagram  is  divided  and  find  the  mean  pressure  for 
that  period.  Also  find  the  work  done  in  each  period,  expressed 
in  foot-pounds  and  also  in  B.  T.  U.  (It  is  to  be  noted  that  the 
work  done  during  the  return  stroke  is  negative.)  Enter  the 
average  of  these  results  in  the  proper  place,  noting  the  use  of 
the  subscripts  a,  6,  c9  and  d. 

8.  Calculate  the  heat-losses  as  indicated  on  Form  III,  which 
is  an  account  of  the  heat  used  during  100  strokes  of  the  engine. 


J 
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The  weight  of  steam,  My  in  pounds  is  ioo  times  the  amount  used 
or  one  stroke  as  given  on  Form  I.  The  weight  of  steam  in 
learance  is  to  be  calculated  for  admission,  pressure,  and  volume, 
md  with  x  equal  i.oo.  M,  to  be  calculated  in  the  same  manner. 
Calculate  from  known  weights  and  temperatures  the  heat  ex- 
lausted  from  the  engine  in  the  condensed  steam  K'  and  in  the 
ondensing  water  AT. 

Calculate  by  the  formulae,  as  explained,  the  heat  supplied 
he  engine,  and  the  sensible  and  internal  heat,  at  each  event  in 
he  stroke  of  the  engine. 

9.  Calculate  the  cylinder-loss  at  admission  as  the  difference 
>etween  that  supplied  added  to  that  already  in  the  clearance, 
ind  that  remaining  at  cut-off  added  to  that  used  in  work.  If 
;he  heat  is  flowing  from  the  metal,  the  sign  will  be  negative, 
otherwise  positive. 

10.  Perform  the  same  operation  for  each  period  of  the 
engine ;  the  difference  between  the  heat  at  the  beginning  of 
each  period  and  that  at  the  end,  taking  into  account  the  work 
done,  is  the  loss. 

n.  Take  the  algebraic  sum  of  these  losses  and  of  the  heat 
equivalent  of  the  external  work,  and  if  no  error  has  been  made 
in  the  calculations,  this  sum,  which  is  the  total  transformation, 
ivill  equal  the  difference  between  the  heat  supplied  and  that 
exhausted.  That  is,  using  the  symbols  of  the  analysis,  D  =  D! 
[t  is  also  evident  that  this  quantity  is  the  loss  by  radiation. 

The  importance  of  this  check  on  the  accuracy  of  the  com- 
putations should  not  be  overlooked.  If  no  errors  of  computa- 
:ion  are  made,  in  each  case  the  value  of  D  will  equal  that  of  17, 

12.  Make  the  remaining  calculations  as  on  Form  IV  ;  these 
jive  the  quality  which  the  steam  must  have  at  various  portions 
>f  the  stroke  to  correspond  with  the  foregoing  calculations. 
The  quality  is  calculated  from  the  volume  remaining  in  the 
:ylinder.     Compute  the  various  efficiencies. 

Note  that  the  heat  lost  during  admission  is  in  some  respects 
1  measure  of  the  initial  cylinder-condensation. 

The  following  forms  are  given  partially  filled  out  with  the 
results  of  a  test  made  by  application  of  Hirn's  analysis. 
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Form  No.  I. 

APPLICATION  OF  HIRN'S  ANALYSIS  TO  SIMPLE  CONDENSING 

ENGINE. 

Data  and  Results. 

Test  of  steam-engine  made  by at  Cornell  University, 

Kind  of  engine,  slide-valve  throttling.      Diameter  cylinder. . . .        6.06  inches. 

Length  stroke 8  inches.  Diameter  piston-rod . .  i\\      " 

Volume  cylinder crank  end,  0.12921  cu.  ft.;  head  end,    0.13354  cu.  ft. 

Volume  clearance,  cubic  foot,  head 0.01744 

Clearance  in  per  cent  of  stroke 13.06 

Volume  clearance,  cubic  foot,  crank 0.01616 

Clearance  in  per  cent  of  stroke 12.51 

Boiler-pressure  by  gauge 69.4.       Barometer 29.276 

Boiler  pressure  absolute,  pounds 83.7 

Boiling  temperature,  atmospheric  pressure,  deg.  F 210.7 

Revolutions  per  hour 11898 

Steam  used  during  run,  pounds 716.424 

Quality  of  steam  in  steam-pipe 0.99 

Quality  of  steam  in  steam-chest 0.9941 

Quality  of  steam  in  compression 1.001 

Quality  of  steam  in  exhaust 0.9021 

Weight  of  condensed  steam  per  hour ....  259.92 

Pounds  of  wet  steam*  per  stroke head,  0.0109707;  crank,    0.0109383 

Temperatures  condensed  steam 103.47    deg.  F. 

Temperatures  condensing  water cold,  42.758  deg.  F.;  hot,  92.219  " 

Pounds  of  condensing  water,  per  hour 5044.878 

"       "  "  "  "  revolution 0.42429 

«•       "  "  "         "   stroke-head 0.212016 

"       "  ••  "  "crank  0.212274 

Symbols. 

To  denote  different  portions  of  the  stroke,  the  following  subscripts  are  used: 
Admission,  a\  expansion,  b;  exhaust,  f;  compression,  d. 

To  denote  different  events  of  the  stroke,  the  following  sub-numbers  are  used: 
Cut-off,  1;  release,  2;  compression,  beginning  of,  3;  admission,, beginning  of, 
0;  in  exhaust,  5.     Quality  of  steam  denoted  by  X, 

Cut-off,  crank  end,  per  cent  of  stroke. . .  20.544.    Release,  crank  end. .    93.958 
Cut-off,  head  end,  per  cent  of  stroke... .   18.963.    Release,  head  end. . .    94.97"! 

Compression,  crank  end,  per  cent  of  stroke 52.341 

Compression,  head  end,  per  cent  of  stroke 39.770 

Pounds  of  steam  per  I.  H.  P 39.351 

Pounds  of  steam  per  brake  H.  P 55.314 

I.  H.  P.:  Head 3-3152.     Crank 3.3054-     Total 6.6206 

Brake  horse-power 4.71 

*  Wet  steam  is  the  steam  uncorrected  for  calori metric  determinations. 
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ABSOLUTE   PRESSURES  FROM   INDICATOR-DIAGRAMS  AND 
CORRESPONDING   PROPERTIES   OF  SATURATED  STEAM. 
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MEAN    PRESSURES    AND    HEAT    EQUIVALENTS    OF    EXTERNAL 

WORK. 


1 
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a 
b 
c 
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Crank  End. 
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External  Work. 
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1 

*  A  =  t+f  •  ^0  =  volume  in  clearance-spaces. 
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429.  Hirn's  Analysis  applied  to  Non-condensing  En- 
gines.— In  this  case  :  1.  Determine  the  weight  of  water  used 
by  weighing  that  supplied  the  boiler,  taking  precautions  to 
prevent  loss  of  steam  between  the  engine  and  the  boiler  by- 
leaks.  Apply  the  calorimeter  and  ascertain  the  quality  near 
the  engine.  The  heat  in  one  pound  of  steam  above  320  Fahr. 
will  be  represented  by  the  formula  xr  +  q,  as  previously 
explained.  This  quantity  multiplied  by  the  weight,  M,  is  the 
heat  supplied.  M  may  be  taken  for  1  or  for  100  strokes,  as 
convenient. 

2.  Determine  the  quality  of  the  exhaust-steam  by  attaching 
a  calorimeter  in  the  exhaust-pipe,  close  to  the  engine.  The 
heat  discharged  by  one  pound  will  be,  as  explained  in  Article 
311,  jr,r#  +  ^,;  in  which  the  symbols  denote  quantities  taken 
at  exhaust-steam  pressure.  This  quantity  multiplied  by  the 
weight,  M,  is  the  heat  discharged,  and  is  equal  to  K-\-  Kf  in 
the  Form  III,  page  543. 

3.  With  these  exceptions,  the  method  is  exactly  as  explained 
for  the  condensing  engine,  and  the  same  forms  are  to  be  used. 

In  obtaining  the  quality  of  the  exhaust-steam,  a  separating 
calorimeter  (see  page  399)  with  two  chambers  arranged  in  series 
can  be  used  with  success. 

430.  Application  of  Hirn's  Analysis  to  Compound 
Engines. — Compound  engines  are  usually  run  condensing,  and 
the  special  directions  are  for  that  case  ;  but  in  case  the  engine 
is  run  non-condensing  the  method  of  Article  428  can  be  applied. 

Directions. —  With  calorimeter  between  the  cylinders  : 

1.  Attach  a  calorimeter  in  the  exhaust  of  the  high-pressure 
cylinder,  and  determine  the  heat  exhausted  from  the  high- 
pressure  cylinder  as  explained  for  non-condensing  engines. 

Treat  the  high  pressure  cylinder  as  a  simple  non-condensing 
engine,  as  explained  in  Article  428. 

2.  Determine  by  the  calorimeter  between  the  cylinders  the 
heat  supplied  to  the  low-pressure  engine.  This  quantity  will 
be  the  same  as  that  exhausted  from  the  high-pressure,  corrected 
for  steam  used  by  the  calorimeter  and  for  radiation  from  the 
connecting  pipes. 
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3.  Fill  out  the  forms  for  each  cylinder  as  a  separate  engine. 

By  using  two  calorimeters  between  cylinders  the  same 
method  can  be  applied  to  a  triple-expansion  engine. 

In  case  the  pressure  of  the  steam  between  the  cylinders  is 
less  than  atmospheric  a  calorimeter  can  be  used  by  attaching  a 
special  air-pump  and  condenser,  so  as  to  secure  a  flow  of  steam 
through  the  calorimeter. 

Without  calorimeter  between  the  cylinders : 

1.  Determine  the  weight  of  steam,  M,  for  both  cylinders 
from  the  condensed  steam  of  the  low-pressure  cylinder.  This 
will  give  the  quantity  M. 

2.  For  the  high-pressure  cylinder  compute  the  quantities 
as  in  Form  III,  omitting  those  terms  containing  AT  and  AT,  the 
heat  exhausted. 

3.  Determine  K  and  K  as  follows:  K -\- K*  is  evidently 
equal  to  the  heat  supplied  the  high-pressure  engine,  less  the 
heat  transformed  into  work,  expressed  in  B.  T.  U.,less  the  loss 
by  radiation.  The  total  loss  by  radiation  in  the  whole  engine 
is  equal  to  the  heat  supplied  the  first  cylinder,  less  the  work 
done  by  all  the  cylinders,  less  the  heat  discharged  from  the  last 
one.  As  an  approximation,  divide  this  total  radiation-loss 
equally  between  the  cylinders,  assuming  that  the  lower  tem- 
perature of  the  low-pressure  cylinder  will  offset  its  increased 
size.  This  will  give  us  in  Form  III  the  value  of  D  =  Q  —  B. 
Compute  Bf  substitute  this  value  in  the  equation  B  =  K-\- 
K'  +  AW.  Compute  AI'+ATand  complete  the  analysis  (or 
the  high-pressure  cylinder. 

4.  For  the  low-pressure  cylinder,  determine  the  entering 
heat  as  that  discharged  from  the  high-pressure  cylinder,  K\K} 
plus  the  assumed  radiation  as  given  above. 

Make  a  complete  analysis  for  each  cylinder  as  explained  for 
a  simple  engine. 

431.  Hirn's  Analysis  applied  to  a  Triple-expansion  En- 
gine.— When  the  quality  of  the  steam  between  the  cylinders 
can  be  determined,  treat  the  engine  as  three  separate  engines 
as  explained. 
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When  the  quality  cannot  be  determined,  treat  the  case  as 
explained  for  a  compound  engine,  as  follows : 

1.  Find  the  entire  loss  as  equal  to  the  difference  between 
that  supplied  to  the  first  cylinder  and  that  discharged  from  the 
last,  increased  by  the  work  done  in  the  whole  system  reduced 
to  thermal  units.  Divide  this  by  the  number  of  cylinders  to 
find  the  assumed  radiation-loss  from  each. 

2.  Take  the  cylinders  in  series,  and  assume  the  discharged 
heat  to  equal  the  heat  supplied,  diminished  by  that  transformed 
into  external  work,  and  make  a  separate  analysis  for  each 
cylinder  as  explained  for  a  simple  engine. 

The  following  is  an  application  of  Hirn's  analysis  to  a 
triple-expansion  engine  by  Prof.  C.  H.  Peabody  at  the  Massa- 
chusetts Institute  of  Technology. 

The  main  dimensions  of  the  engine  are  as  follows : 

Diameter  of  the  high-pressure  cylinder 9    inches. 

Diameter  of  the  intermediate  cylinder 16        " 

Diameter  of  the  low-pressure  cylinder 24        " 

Diameter  of  the  piston-rods 2  r\    " 

Stroke 30        " 

Clearance  in  per  cent  of  the  piston  displacements  : 

High-pressure  cylinder,     headend,     8.83;    crank  end,     9.76 
Intermediate  "  "  10.4  "  10.9 

Low-pressure         "  "  11.25  "  8.84 

The  following  table  gives  the  data  and  results  of  a  test 
with  Hirn's  analysis,  made  by  the  graduating  class : 

Duration  of  test,  minutes 60 

Total  number  of  revolutions 5299 

Revolutions  per  minute 88.3 

Steam-consumption  during  test,  pounds: 

Passing  through  cylinders 1193 

Condensation  in  high-pressure  jacket 57 

in  first  receiver  jacket 61 

in  intermediate  jacket 85 

in  second  receiver  jacket. 53 


a 
ti 

€€ 


"  in  low-pressure  jacket 89 

Total...   1538 
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Condensing  water  for  test,  pounds 22847 

Priming,  by  calorimeter 0.013 

Temperatures,  Fahrenheit: 

Condensed  steam 95.4 

Condensing  water,  cold 41.9 

Condensing  water,  hot 96.1 

Pressure  of  the  atmosphere,  by  the  barometer,  lbs.  per  sq.  in 14.8 

Boiler-pressure,  lbs.  per  sq.  inch,  absolute 155.3 

Vacuum  in  condenser,  inches  of  mercury 25.0 

Events  of  the  stroke: 

High-pressure  cylinder — 

Cut-off,  crank  end a  192 

"       headend 0.215 

Release,  both  ends 1.00 

Compression,  crank  end 0  05 

"             headend 0.05 

Intermediate  cylinder — 

Cut-off,  both  ends - 0.29 

Release,  both  ends 1.00 

Compression,  crank  end 0.03 

"            headend 0.04 

Low-pressure  cylinder — 

Cut-off,  crank  end 0.38 

"       headend 0.39 

Release,  both  ends 1.00 

Quality  of  the  steam  in  the  cylinder— {at  admission  and  at  compression 
the  steam  was  assumed  to  be  dry  and  saturated:) 
High-pressure  cylinder — 

At  cut-off x\  0.785 

At  release x,  0.S99 

Intermediate  cylinder — 

At  cut-off xt  0.S99 

At  release x*  0.904 

Low-pressure  cylinder — 

At  cut-off xi  0978 

Alrclcasc *•    ffil 

Interchanges  of  heat  between  the  steam  and  the  walls  of  the  cylinders, 
in  B.  T.  U.     Quantities  affected  by  the  positive  sign  are 
absorbed  by  the  cylinder-walls;  quantities  affected  by  the 
negative  sign  are  yielded  by  the  walls. 
High-pressure  cylinder — 

Brought  in  by  steam Q  132.92 

During  admission QA  23.54 

%             During  expansion Qb  -18.69 

During  exhaust Qc  —  8.36 
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During  compression Qd  0.45 

Supplied  by  jacket Qj  4.56 

Lost  by  radiation Qt  1.50 

First  intermediate  receiver — 

Supplied  by  jacket Qjr  4.92 

Lost  by  radiation Q,r  o.  58 

Intermediate  cylinder — 

Brought  in  by  steam Q  131.89 

During  admission Qd  13.62 

During  expansion Qb      —  18.65 

During  exhaust Q/  0.22 

During  compression Qd  0.44 

Supplied  by  jacket Qj'  6.82 

Lost  by  radiation Qt'  2.45 

Second  intermediate  receiver — 

Supplied  by  jacket Qjr  4.20 

Lost  by  radiation Q4r  1.20 

Low-pressure  cylinder — 

Brought  in  by  steam , Q'  132.14 

During  admission Qa"  5.85 

During  expansion Qb"  —  9.51 

During  exhaust Qc"  2.53 

During  compression Qd"  0.00 

Supplied  by  jacket Q"  7.08 

Lost  by  radiation Q'  4.34 

Total  loss  by  radiation : 

By  preliminary  test ,SQ4  10.07 

By  equation  (49) 11.68 

absolute  pressures  in  the  cylinder,  lbs.  per  sq.  inch : 

High-pressure  cylinder — 

Cut-off,  crank  end M5«9 

"       headend 143*2 

Release,  crank  end 41.3 

"        headend 41.5 

Compression,  crank  end 43.7 

"             headend 48.7 

Admission,  crank  end • 64.5 

"            headend 75.3 

Intermediate  cylinder — 

Cut-off,  crank  end 37.2 

"       headend 35.0 

Release,  crank  end 13.6 

"        headend 13.4 

Compression,  crank  end 16.3 

"              headend 17.9 
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Admission,  crank  end 30.4 

"          headend 21.1 

Low-pressure  cylinder — 

Cut-off,  crank  end 12.1 

44       headend 12.0 

Release,  crank  end 5.6 

"        head  end 5.4 

Compression  and  admission,  crank  end 3.7 

headend 4.3 

Heat  equivalents  of  external  work,  B.  T.  U.,  from  areas  00  indicator- 
diagram  to  line  of  absolute  vacuum  : 
High-pressure  cylinder — 

During  admission,  A  Wm ,  crank  end. 5.71 

head  end 6.61 

During  expansion,  A  W*t  crank  end. 10.65 

••                      headend 10.81 

During  exhaust,  A  Wc ,  crank  end 7.75 

headend 8.08 

During  compression,  A  W4 ,  crank  end 0.48 

headend 0.62 

Intermediate  cylinder — 

During  admission,  A  Wm ,  crank  end 7.5S 

headend 743 

During  expansion,  A  W* ,  crank  end 9.54 

"                      headend 9.22 

During  exhaust,  A  Wc ,  crank  end 9.27 

headend 9.27 

During  compression ,  A  Wd ,  crank  end 0.59 

headend 0.60 

Low-pressure  cylinder — 

During  admission,  A  W* ,  crank  end 7.75 

headend 7.99 

During  expansion,  A  W* ,  crank  end 6.83 

headend 6.87 

During  exhaust,  A  W€ ,  crank  end 5.0S 

headend 5.0S 

During  compression,  A  Wd ,  crank  end 0.00 

"                °                          headend 0.00 

Power  and  economy : 

Heat  equivalents  of  work  per  stroke — 

High-pressure  cylinder AW  S.44 

Intermediate  cylinder A  W1  712 

Low-pressure  cylinder AW"  9.64 

Total 25.20 

Total  heat  furnished  by  jackets 27.58 
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Distribution  of  work : 

High-pressure  cylinder i.oo 

Intermediate  cylinder , 0.84 

Low-pressure  cylinder 1. 14 

Horse-power 104.9 

Steam  per  horse-power  per  hour 14-65 

B.  T.  U.  per  horse-power  per  minute 258.3 


CHAPTER   XIX. 

METHODS  OF  TESTING  ENGINES  OF  SPECIAL 

CONSTRUCTION. 

432.  Special  Methods  of  Engine-testing.— Engines  em- 
ployed for  certain  specific  purposes,  as  for  pumping  water  or 
for  locomotive  service,  are  constructed  with  peculiar  features 
rendered  necessary  by  the  work  to  be  accomplished.  In  such 
cases  it  is  frequently  difficult  to  arrange  to  make  all  the 
measurements  in  the  manner  prescribed  for  the  tests  of  the 
general  type  of  the  steam-engine  ;  further,  it  is  often  of  impor- 
tance that  the  amount  and  character  of  the  work  accomplished 
be  taken  into  consideration.  To  secure  results  that  can  safely 
be  compared,  it  is  essential  that  certain  methods  of  testing  be 
adopted  and  that  the  results  be  expressed  in  the  same  form 
and  referred  to  the  same  standards. 

433.  Method  of  Testing  Steam  Pumping-engines.— A 
standard  method  of  testing  steam  pumping-engines  has  been 
adopted  by  the  American  Society  of  Mechanical  Engineers 
(see  Vol.  XI.  of  the  Transactions).     The  method  is  as  follows: 

(i)  TEST  OF  FEED-WATER   TEMPERATURES. 

The  plant  is  subjected  to  a  preliminary  run,  under  the  con- 
ditions determined  upon  for  the  test,  for  a  period  of  three 
hours,  or  such  a  time  as  is  necessary  to  find  the  temperature 
of  the  feed-water  (or  the  several  temperatures,  if  there  is  more 
than  one  supply)  for  use  in  the  calculation  of  the  duty.  During 
this  test  observations  of  the  temperature  are  made  every  fifteen 
minutes.  Frequent  observations  are  also  made  of  the  speed, 
length  of  stroke,  indication  of  water-pressure  gauges,  and  other 
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instruments,  so  as  to  have  a  record  of  the  general  conditions 
under  which  this  test  is  made. 

Directum*  fmr  mbimumg  Fced-wmttr  TamfxrstMTtS^ — When 
the  feed-water  is  all  supplied  by  one  feeding  instrument,  the 
temperature  to  be  found  is  that  of  the  water  in  the  feed-pipe 
near  the  point  where  it  enters  the  boiler.  If  the  water  is  fed 
by  an  injector  this  temperature  is  to  be  corrected  for  the  heat 
added  to  the  water  by  the  injector,  and  for  this  purpose  the 
temperature  of  the  water  entering  and  of  that  leaving  the 
injector  are  both  observed.  If  the  water  does  not  pass  through 
a  heater  on  its  way  to  the  boiler  (that  is,  that  form  of  heater 
which  depends  upon  the  rejected  heat  of  the  engine,  such  as 
that  contained  in  the  exhaust-steam  either  of  the  main  cvlin* 
ders  or  of  the  auxiliary  pumps),  it  is  sufficient,  for  practical 
purposes,  to  take  the  temperature  of  the  water  at  the  source 
of  supply,  whether  the  feeding  instrument  is  a  pump  or  an 
injector. 

When  there  are  two  independent  sources  of  feed-water 
supply,  one  the  main  supply  from  the  hot-well,  or  from  some 
other  source,  and  the  other  an  auxiliary  supply  derived  from 
the  water  condensed  in  the  jackets  of  the  main  engine  and  in 
the  live-steam  reheater,  if  one  be  used,  they  are  to  be  treated 
independently.  The  remarks  already  made  apply  to  the  first, 
or  main,  supply.  The  temperature  of  the  auxiliary  supply,  if 
carried  by  an  independent  pipe  either  direct  to  the  boiler  or  to 
the  main  feed-pipe  near  the  boiler,  is  to  be  taken  at  convenient 
points  in  the  independent  pipe. 

When  a  separator  is  used  in  the  main  steam-pipe,  arranged 
so  as  to  discharge  the  entrained  water  back  into  the  boiler  by 
gravity,  no  account  need  be  made  of  the  temperature  of  the 
water  thus  returned.  Should  it  discharge  either  into  the 
atmosphere  to  waste,  to  the  hot-well,  or  to  the  jacket-tank,  its 
temperature  is  to  be  determined  at  the  point  where  the  water 
leaves  the  separator  before  its  pressure  is  reduced. 

When  a  separator  is  used,  and  it  drains  by  gravity  into  the 
jacket-tank,  this  tank  being  subjected  to  boiler-pressure,  the 
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temperature  of  the  separator-water  and  jacket-water  are  each 
to  be  taken  before  their  entrance  to  the  tank. 

Should  there  be  any  other  independent  supply  of  water,  the 
temperature  of  that  is  also  to  be  taken  on  this  preliminary  test. 

Directions  for  Measurement  of  Feed-water. — As  soon  as  the 
feed-water  temperatures  have  been  obtained  the  engine  is 
stopped,  and  the  necessary  apparatus  arranged  for  determin- 
ing the  weight  of  the  feed-water  consumed,  or  of  the  various 
supplies  of  feed-water  if  there  is  more  than  one. 

In  order  that  the  main  supply  of  feed-water  may  be  meas- 
ured,  it  will  generally  be  found  desirable  to  draw  it  from  the 
cold-water  service-main.  The  best  form  of  apparatus  for 
weighing  the  water  consists  of  two  tanks,  one  of  which  rests 
upon  a  platform-scale  supported  by  staging,  while  the  other  is 
placed  underneath.  The  water  is  drawn  from  the  service-main 
into  the  upper  tank,  where  it  is  weighed,  and  it  is  then  emptied 
into  the  lower  tank.  The  lower  tank  serves  as  a  reservoir,  and 
to  this  the  suction-pipe  of  the  feeding  apparatus  is  connected. 

The  jacket-water  may  be  measured  by  using  a  pair  of  small 
barrels,  one  being  filled  while  the  other  is  being  weighed  and 
emptied.  This  water,  after  being  measured,  may  be  thrown 
away,  the  loss  being  made  up  by  the  main  feed-pump.  To 
prevent  evaporation  from  the  water,  and  consequent  loss  on 
account  of  its  highly  heated  condition,  each  barrel  should  be 
partially  filled  with  cold  water  previous  to  using  it  for  collect- 
ing the  jacket-water,  and  the  weight  of  this  water  treated  as 
tare. 

When  the  jacket-water  drains  back  by  gravity  to  the  boiler, 
waste  of  live  steam  during  the  weighing  should  be  prevented 
by  providing  a  small  vertical  chamber,  and  conducting  the 
water  into  this  receptacle  before  its  escape.  A  glass  water- 
gauge  is  attached,  so  as  to  show  the  height  of  water  inside  the 
chamber,  and  this  serves  as  a  guide  in  regulating  the  discharge- 
valve. 

When  the  jacket-water  is  returned  to  the  boiler  by  means 
of  a  pump,  the  discharge- valve  should  be  throttled  during  the 
test,  so  that  the  pump  may  work  against  its  usual  pressure. 
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that  is,  the  boiler-pressure  as  nearly  as  may  be,  a  gauge  being 
attached  to  the  discharge-pipe  for  this  purpose. 

When  a  separator  is  used  and  the  entrained  water  dis- 
charges either  to  waste,  to  the  hot-well,  or  to  the  jacket-tank, 
the  weight  of  this  water  is  to  be  determined,  the  water  being 
drawn  into  barrels  in  the  manner  pointed  out  for  measuring 
the  jacket-water.  Except  in  the  case  where  the  separator  dis- 
charges into  the  jacket-tank,  the  entrained  water  thus  found  is 
treated,  in  the  calculations,  in  the  same  manner  as  moisture 
shown  by  the  calorimeter-test.  When  it  discharges  into  the 
jacket-tank,  its  weight  is  simply  subtracted  from  the  total 
weight  of  water  fed,  and  allowance  made  for  heat  of  this  water 
lost  by  radiation  between  separator  and  tank. 

When  the  jackets  are  drained  by  a  trap,  and  the  condensed 
water  goes  either  to  waste  or  to  the  hot-well,  the  determination 
of  the  quantity  used  is  not  necessary  to  the  main  object  of  the 
duty  trial,  because  the  main  feed-pump  in  such  cases  supplies 
all  the  feed-water.  For  the  sake  of  having  complete  data,  how- 
ever, it  is  desirable  that  this  water  be  measured,  whatever  the 
use  to  which  it  is  applied. 

Should  live  steam  be  used  for  reheating  the  steam  in  the 
intermediate  receiver,  it  is  desirable  to  separate  this  from  the 
jacket-steam,  if  it  drain  into  the  same  tank,  and  measure  it 
independently.  This,  likewise,  is  not  essential  to  the  main 
object  of  the  duty  trial,  though  useful  for  purposes  of  in- 
formation. 

The  remarks  as  to  the  manner  of  preventing  losses  of  live 
steam  and  of  evaporation,  in  the  measurement  of  jacket-water, 
apply  to  the  measurement  of  any  other  hot  water  under  press- 
ure, which  may  be  used  foi  feed-water. 

Should  there  be  any  other  independent  supply  of  water  to 
the  boiler,  besides  those  named,  its  quantity  is  to  be  deter- 
mined independently,  apparatus  for  all  these  measurements 
being  set  up  during  the  interval  between  the  preliminary  run 
and  the  main  trial,  when  the  plant  is  idle. 
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(2)  THE   MAIN  DUTY-TRIAL. 

The  duty-trial  is  here  assumed  to  apply  to  a  complete 
plant,  embracing  a  test  of  the  performance  of  the  boiler  as 
well  as  that  of  the  engine.  The  test  of  the  two  will  go  on 
simultaneously  after  both  are  started,  but  the  boiler-test  will 
begin  a  short  time  in  advance  of  the  commencement  of  the 
engine-test,  and  continue  a  short  time  after  the  engine-test  is 
finished.     The  mode  of  procedure  is  as  follows: 

The  plant  having  been  worked  for  a  suitable  time  under 
normal  conditions,  the  fire  is  burned  down  to  a  low  point  and 
the  engine  brought  to  rest.  The  fire  remaining  on  the  grate  is 
then  quickly  hauled,  the  furnace  cleaned,  and  the  refuse  with- 
drawn from  the  ash-pit.  The  boiler-test  is  now  started,  and 
this  test  is  made  in  accordance  with  the  rules  for  a  standard 
method  recommended  by  the  Committee  on  Boiler  Tests  of 
the  American  Society  of  Mechanical  Engineers.  This  method, 
briefly  described,  consists  in  starting  the  test  with  a  new  fire 
lighted  with  wood,  the  boiler  having  previously  been  heated  to 
its  normal  working  degree ;  operating  the  boiler  in  accordance 
with  the  conditions  determined  upon ;  weighing  coal,  ashes, 
and  feed-water ;  observing  the  draught,  temperatures  of  feed- 
water  and  escaping  gases,  and  such  other  data  as  may  be  inci- 
dentally desired  ;  determining  the  quantity  of  moisture  in  the 
coal  and  in  the  steam ;  and  at  the  close  of  the  test  hauling  the 
fire,  and  deducting  from  the  weight  of  coal  fired  whatever 
unburned  coal  is  contained  in  the  refuse  withdrawn  from  the 
furnace,  the  quantity  of  water  in  the  boiler  and  the  steam-press- 
ure being  the  same  as  at  the  time  of  lighting  the  fire  at  the 
beginning  of  the  test. 

Previous  to  the  close  of  the  test  it  is  desirable  that  the  fire 
should  be  burned  down  to  a  low  point,  so  that  the  unburned 
coal  withdrawn  may  be  in  a  nearly  consumed  state.  The  tem- 
perature of  the  feed-water  is  observed  at  the  point  where  the 
water  leaves  the  engine  heater,  if  this  be  used,  or  at  the  point 
where  it  enters  the  flue-heater,  if  that  apparatus  be  employed. 
Where  an  injector  is  used  for  supplying  the  water,  a  deduction 
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is  to  be  made  in  either  case  for  the  increased  temperature  of 
the  water  derived  from  the  steam  which  it  consumes. 

As  soon  after  the  beginning  of  the  boiler-test  as  practicable 
the  engine  is  started  and  preparations  are  made  for  the  begin- 
ning of  the  engine-test.  The  formal  commencement  of  this 
test  is  delayed  till  the  plant  is  again  in  normal  working  con- 
dition, which  should  not  be  over  one  hour  after  the  time  of 
lighting  the  fire.  When  the  time  for  commencement  arrives 
the  feed-water  is  momentarily  shut  off,  and  the  water  in  the 
lower  tank  is  brought  to  a  mark.  Observations  are  then  made 
of  the  number  of  tanks  of  water  thus  far  supplied,  the  height 
of  water  in  the  gauge-glass  of  the  boiler,  the  indication  of  the 
counter  on  the  engine,  and  the  time  of  day ;  after  which  the 
supply  of  feed-water  is  renewed,  and  the  regular  observations 
of  the  test,  including  the  measurement  of  the  auxiliary  supplies 
of  feed-water,  are  commenced.  The  engine-test  is  to  continue 
at  least  ten  hours.  At  its  expiration  the  feed-pump  is  again 
momentarily  stopped,  care  having  been  taken  to  have  the 
water  slightly  higher  than  at  the  start,  and  the  water  in  the 
lower  tank  is  brought  to  the  mark.  When  the  water  in  the 
gauge-glass  has  settled  to  the  point  which  it  occupied  at  the 
beginning,  the  time  of  day  and  the  indication  of  the  counter 
are  observed,  together  with  the  number  of  tanks  of  water  thus 
far  supplied,  and  the  engine-test  is  held  to  be  finished.  The 
engine  continues  to  run  after  this  time  till  the  fire  reaches  a 
condition  for  hauling,  and  completing  the  boiler-test.  It  is 
then  stopped,  and  the  final  observations  relating  to  the  boiler- 
test  are  taken. 

The  observations  to  be  made  and  data  obtained  for  the 
purposes  of  the  engine-test,  or  duty-trial  proper,  embrace  the 
weight  of  feed-water  supplied  by  the  main  feeding  apparatus, 
that  of  the  water  drained  from  the  jackets,  and  any  other  water 
which  is  ordinarily  supplied  to  the  boiler,  determined  in  the 
manner  pointed  out.  They  also  embrace  the  number  of  hours' 
duration,  and  number  of  single  strokes  of  the  pump  during  the 
test;  and,  in  direct-acting  engines,  the  length  of  the  stroke, 
together  with  the  indications  of  the  gauges  attached  to  the 
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force  and  suction  mains,  and  indicator-diagrams  from  the  steam- 
cylinders.     It  is  desirable  that  pump-diagrams  also  be  obtained. 

Observations  of  the  length  of  stroke,  in  the  case  of  direct- 
acting  engines,  should  be  made  every  five  minutes;  observe 
tions  of  the  water- pressure  gauges  every  fifteen  minutes; 
observations  of  the  remaining  instruments — such  as  steam- 
gauge,  vacuum-gauge,  thermometer  in  pump-well,  thermome- 
ter in  feed-pipe ;  thermometer  showing  temperature  of  engine- 
room,  boiler-room,  and  outside  air ;  thermometer  in  flue,  ther- 
mometer in  steam-pipe,  if  the  boiler  has  steam-heating  surface, 
barometer,  and  other  instruments  which  may  be  used— every 
half-hour.     Indicator-diagrams  should  be  taken  every  half-hour. 

When  the  duty-trial  embraces  simply  a  test  of  the  engine, 
apart  from  the  boiler,  the  course  of  procedure  will  be  the  same 
as  that  described,  excepting  that  the  fires  will  not  be  hauled, 
and  the  special  observations  relating  to  the  performance  of  the 
boiler  will  not  be  taken. 

Directions  regarding  Arrangement  and  Use  of  Instruments, 
and  other  Provisions  for  the  Test. — The  gauge  attached  to  the 
force-main  is  liable  to  a  considerable  amount  of  fluctuation 
unless  the  gauge-cock  is  nearly  closed.  The  practice  of 
choking  the  cock  is  objectionable.  The  difficulty  may  be 
satisfactorily  overcome,  and  a  nearly  steady  indication  se- 
cured, with  cock  wide  open,  if  a  small  reservoir  having  an  air- 
chamber  is  interposed  between  the  gauge  and  the  force-main. 
By  means  of  a  gauge-glass  on  the  side  of  the  chamber  and  an 
air-valve,  the  average  water-level  may  be  adjusted  to  the 
height  of  the  centre  of  the  gauge,  and  correction  for  this 
element  of  variation  is  avoided.  If  not  thus  adjusted,  the 
reading  is  to  be  referred  to  the  level  shown,  whatever  this 
may  be. 

To  determine  the  length  of  stroke  in  the  case  of  direct-act- 
ing engines,  a  scale  should  be  securely  fastened  to  the  frame 
which  connects  the  steam  and  water  cylinders,  in  a  position 
parallel  to  the  piston-rod,  and  a  pointer  attached  to  the  rod  so 
as  to  move  back  and  forth  over  the  graduations  on  the  scale. 
The  marks  on  the  scale,  which  the  pointer  reaches  at  the  two 
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ends  of  the  stroke,  are  thus  readily  observed,  and  the  distance 
moved  over  computed.  If  the  length  of  the  stroke  can  be  de- 
termined by  the  use  of  some  form  of  registering  apparatus, 
such  a  method  of  measurement  is  preferred.  The  personal 
errors  in  observing  the  exact  scale-marks,  which  are  liable  to 
creep  in,  may  thereby  be  avoided. 

The  form  of  calorimeter  to  be  used  for  testing  the  quality 
of  the  steam  is  left  to  the  decision  of  the  person  who  conducts 
the  trial.  It  is  preferred  that  some  form  of  continuous  calo- 
rimeter be  used,  which  acts  directly  on  the  moisture  tested.  If 
either  the  superheating  calorimeter*  or  the  wire-drawing  f 
instrument  be  employed,  the  steam  which  it  discharges  is  to  be 
measured  either  by  numerous  short  trials,  made  by  condensing 
it  in  a  barrel  of  water  previously  weighed,  thereby  obtaining  the 
rate  by  which  it  is  discharged,  or  by  passing  it  through  a  sur- 
face-condenser of  some  simple  construction,  and  measuring  the 
whole  quantity  consumed.  When  neither  of  these  instruments 
is  at  hand,  and  dependence  must  be  placed  upon  the  barrel 
calorimeter,  scales  should  be  used  which  are  sensitive  to  a 
change  in  weight  of  a  small  fraction  of  a  pound,  ahd  thermom- 
eters which  may  be  read  to  tenths  of  a  degree.  The  pipe 
which  supplies  the  calorimeter  should  be  thoroughly  warmed 
and  drained  just  previous  to  each  test.  In  making  the  calcu- 
lations the  specific  heat  of  the  material  of  the  barrel  or  tank 
should  be  taken  into  account,  whether  this  be  of  metal  or  of 
wood. 

If  the  steam  is  superheated,  or  if  the  boiler  is  provided 
with  steam-heating  surface,  the  temperature  of  the  steam  is  to 
be  taken  by  means  of  a  high-grade  thermometer  resting  in  a 
cup  holding  oil  or  mercury,  which  is  screwed  into  the  steam- 
pipe  so  as  to  be  surrounded  by  the  current  of  steam.  The 
temperature  of  the  feed-water  is  preferably  taken  by  means  of 
a  cup  screwed  into  the  feed-pipe  in  the  same  manner. 

Indicator-pipes  and  connections  used  for  the  water-cylin- 


*  Vol.  vii,  p.  178,  1886,  Transactions  A.  S.  M.  E.     See  page  386  of  this 
volume. 

f  VoL  XI,  1890,  p.  193,  Transactions  A.  S.  M.  E.    See  page  388  of  this  volume. 
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ders  should  be  of  ample  size,  and,  so  far  as  possible,  free  from 
bends.  Three-quarter-inch  pipes  are  preferred,  and  the  indi- 
cators should  be  attached  one  at  each  end  of  the  cylinder.  It 
should  be  remembered  that  indicator-springs  which  are  correct 
under  steam  heat  are  erroneous  when  used  for  cold  water.  When 
such  springs  are  used,  the  actual  scale  should  be  determined, 
if  calculations  are  made  of  the  indicated  work  done  in  the 
water-cylinders.  The  scale  of  steam-springs  should  be  deter- 
mined by  a  comparison,  under  steam-pressure,  with  an  accurate 
steam-gauge  at  the  time  of  the  trial,  and  that  of  water-springs 
by  cold  dead-weight  test. 

The  accuracy  of  all  the  gauges  should  be  carefully  verified 
by  comparison  with  a  reliable  mercury-column.  Similar  veri- 
fication should  be  made  of  the  thermometers,  and  if  no  stand- 
ard is  at  hand,  they  should  be  tested  in  boiling  water  and 
melting  ice. 

To  avoid  errors  in  conducting  the  test,  due  to  leakage  of 
stop-valves  either  on  the  steam-pipes,  feed-water  pipes,  or 
blow-off  pipes,  all  these  pipes  not  concerned  in  the  operation 
of  the  plant  under  test  should  be  disconnected. 

(3)   LEAKAGE-TEST  OF  PUMP. 

As  soon  as  practicable  after  the  completion  of  the  main 
trial  (or  at  some  time  immediately  preceding  the  trial)  the  en- 
gine is  brought  to  rest,  and  the  rate  determined  at  which  leak- 
age takes  place  through  the  plunger  and  valves  of  the  pump, 
when  these  are  subjected  to  the  full  pressure  of  the  force- 
main. 

The  leakage  of  the  plunger  is  most  satisfactorily  determined 
by  making  the  test  with  the  cylinder-head  removed.  A  wide 
board  or  plank  may  be  temporarily  bolted  to  the  lower  part  of 
the  end  of  the  cylinder,  so  as  to  hold  back  the  water  in  the 
manner  of  a  dam,  and  an  opening  made  in  the  temporary  head 
thus  provided  for  the  reception  of  an  overflow  pipe.  The 
plunger  is  blocked  at  some  intermediate  point  in  the  stroke  (or, 
if  this  position  is  not  practicable,  at  the  end  of  the  stroke),  and 
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the  water  from  the  force-main  is  admitted  at  full  pressure  bei 
hind  it.  The  leakage  escapes  through  the  overflow  pipe,  and 
it  is  collected  in  barrels  and  measured. 

Should  the  escape  of  the  water  into  the  engine-room  be 
objectionable,  a  spout  may  be  constructed  to  carry  it  out  of  the 
building.  Where  the  leakage  is  too  great  to  be  readily  meas- 
ured in  barrels,  or  where  other  objections  arise,  resort  may  be 
had  to  weir  or  orifice  measurement,  the  weir  or  orifice  taking 
the  place  of  the  overflow-pipe  in  the  wooden  head.  The  ap- 
paratus may  be  constructed,  if  desired,  in  a  somewhat  rude 
manner,  and  yet  be  sufficiently  accurate  for  practical  require- 
ments. The  test  should  be  made,  if  possible,  with  the  plunger 
in  various  positions. 

In  the  case  of  a  pump  so  planned  that  it  is  difficult  to  re- 
move the  cylinder-head,  it  may  be  desirable  to  take  the  leakage 
from  one  of  the  openings  which  are  provided  for  the  inspection 
of  the  suction-valves,  the  head  being  allowed  to  remain  in 
place. 

It  is  here  assumed  that  there  is  a  practical  absence  of  valve- 
leakage,  a  condition  of  things  which  ought  to  be  attained  in  all 
well-constructed  pumps.  Examination  for  such  leakage  should 
be  made  first  of  all,  and  if  it  occurs  and  it  is  found  to  be  due 
to  disordered  valves,  it  should,  be  remedied  before  making  the 
plunger-test.  Leakage  of  the  discharge-valves  will  be  shown 
by  water  passing  down  into  the  empty  cylinder  at  either  end 
when  they  are  under  pressure.  Leakage  of  the  suction-valves 
will  be  shown  by  the  disappearance  of  water  which  covers 
them. 

If  valve-leakage  is  found  which  cannot  be  remedied,  the 
quantity  of  water  thus  lost  should  also  be  tested.  The  deter- 
mination of  the  quantity  which  leaks  through  the  suction-valves, 
where  there  is  no  gate  in  the  suction-pipe,  must  be  made  by 
indirect  means.  One  method  is  to  measure  the  amount  of 
water  required  to  maintain  a  certain  pressure  in  the  pump- 
cylinder  when  this  is  introduced  through  a  pipe  temporarily 
erected,  no  water  being  allowed  to  enter  through  the  discharge- 
valves  of  the  pump. 
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The  exact  methods  to  be  followed  in  any  particular  case,  in 
determining  leakage,  must  be  left  to  the  judgment  and  ingenu- 
ity of  the  person  conducting  the  test. 

(4)  TABLE  OF  DATA  AND  RESULTS. 

In  order  that  uniformity  may  be  secured,  it  is  suggested 
that  the  data  and  results,  worked  out  in  accordance  with  the 
standard  method,  be  tabulated  in  the  manner  indicated  in  the 
following  scheme : 

Duty-trial  op  Engine. 
Dimensions* 

X.  Number  of  steam-cylinders 

2.  Diameter  of  steam -cylinders. ins. 

3.  Diameter  of  piston-rods  of  steam-cylinders ins. 

4.  Nominal  stroke  of  steam-pistons ft. 

5.  Number  of  water-plungers 

6.  Diameter  of  plungers ins. 

7.  Diameter  of  piston-rods  of  water-cylinders ins. 

8.  Nominal  stroke  of  plungers ft. 

9.  Net  area  of  plungers sq  ins. 

10.  Net  area  of  steam-pistons. sq.  ins. 

11.  Average  length  of  stroke  of  steam -pistons  during  trial ft. 

12.  Average  length  of  stroke  of  plungers  during  trial ft. 

(Give  also  complete  description  of  plant.) 

Temperatures. 

13.  Temperature  of  water  in  pump-well degs. 

14.  Temperature  of  water  supplied  to  boiler  by  main  feed-pump.  degs. 

15.  Temperature  of  water  supplied  to  boiler  from  various  other 

sources degs. 

Feed-water. 

16.  Weight  of  water  supplied  to  boiler  by  main  feed-pump lbs. 

17.  Weight  of  water  supplied  to  boiler  from  various  other  sources,  lbs. 

18.  Total  weight  of  feed-water  supplied  from  all  sources.  - lbs. 

Pressures. 

19.  Boiler- pressure  indicated  by  gauge lbs. 

20.  Pressure  indicated  by  gauge  on  force-main lbs. 

21.  Vacuum  indicated  by  gauge  on  suction-main. ins. 

22.  Pressure  corresponding  to  vacuum  given  in  preceding  line lbs. 

33.  Vertical  distance  between  the  centres  of  the  two  gauges ins. 

24.  Pressure  equivalent  to  distance  between  the  two  gauges... ...  lbs* 
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Miscellaneous  Data, 

25.  Duration  of  trial hrs. 

26.  Total  number  of  single  strokes  during  trial 

27.  Percentage  of  moisture  in  steam  supplied  to  engine,  or  num- 

ber of  degrees  of  superheating £ordeg. 

28.  Total  leakage  of  pump  during  trial,  determined  from  results  of 

leakage-test lbs. 

29.  Mean  effective  pressure,  measured  from  diagrams  taken  from 

steam-cylinders M.E.P. 

Principal  Results. 

30.  Duty ft.-lbs. 

31.  Percentage  of  leakage .' % 

32.  Capacity gals. 

33.  Percentage  of  total  frictions. % 

Additional  Results.* 

34.  Number  of  double  strokes  of  steam-piston  per  minute 

35.  Indicated    horse-power    developed    by  the    various    steam- 

cylinders  I.  H.  P. 

36.  Feed-water  consumed  by  the  plant  per  hour lbs. 

37.  Feed-water  consumed  by  the  plant  per  indicated  horse-power 

per  hour,  corrected  for  moisture  in  steam lbs. 

38.  Number  of  heat-units  consumed  per  indicated  horse-power  per 

hour B.  T.U. 

39.  Number  of  heat-units  consumed  per  indicated  horse-power  per 

minute B.  T.U. 

4a  Steam  accounted  for  by  indicator  at  cut-off  and  release  in  the 

various  steam-cylinders lbs. 

41.  Proportion  which  steam  accounted  for  by  indicator  bears  to 

the  feed-water  consumption 

Sample  Diagrams  taken  from  Steam-cylinders. 

[Also,  if  possible,  full  measurements  of  the  diagrams,  embracing  pressures 
it  the  initial  point,  cut-off,  release,  and  compression  ;  also  back-pressure,  and 
he  proportions  of  the  stroke  completed  at  the  various  points  noted.] 

42.  Number  of  double  strokes  of  pump  per  minute 

43.  Mean  effective  pressure,  measured  from  pump-diagrams M.  E.P. 

44.  Indicated  horse-power  exerted  in  pump- cylinders. I.  H.  P. 

•  These  are  not  necessary  to  the  main  object,  but  it  is  desirable  to  give  them, 


564  EXPERIMENTAL  ENGINEERING.  [§432. 

SampU  Diagrams  taken  from  Pump-cyHnders. 


Data  and  Results  of  Boiler -test. 

[in  accordance  with    the  scheme    recommended   by  the  boiler-tot 

committee  of  the  society.] 

1.  Date  of  trial 

2.  Duration  of  trial hrs. 

Dimensions  and  Proportions. 

3.  Grate-surface  wide  long  Area sq.ft. 

4.  Water-heating  surface sq.ft. 

5.  Superheating-surface sq.ft. 

6.  Ratio  of  water-heating  surface  to  grate-surface 

(Give  also  complete  description  of  boilers.) 

Average  Pressures. 

7.  Steam-pressure  in  boiler  by  gauge lbs. 

8.  Atmospheric  pressure  by  barometer lbs. 

9.  Force  of  draught  in  inches  of  water ins. 

Average  Temperatures. 

10.  Of  steam degs. 

11.  Of  escaping  gases degs. 

12.  Of  feed-water 

Fuel. 

13.  Total  amount  of  coal  consumed  * lbs, 

14.  Moisture  in  coal % 

15.  Dry  coal  consumed lbs. 

16.  Total  refuse  (dry) lbs. 

17.  Total  combustible  (dry  weight  of  coal,  item  15,  less  refuse, 

item  16) lbs. 

18.  Dry  coal  consumed  per  hour lbs. 

Results  of  CalorimetrU  Test. 

19.  Quality  of  steam,  dry  steam  being  taken  as  unity 

20.  Percentage  of  moisture  in  steam % 

21.  Number  of  degrees  superheated degs. 

*  Including  equivalent  of  wood  used  in  lighting  fire.  One  pound  of  wood 
equals  0.4  of  a  pound  of  coal,  not  including  unburned  coal  withdrawn  from  fire 
at  end  of  test. 
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Water. 

22.  Total  weight  of  water  pumped  ioto  boiler  and  apparently 

evaporated  * lbs. 

23.  Water  actually  evaporated  corrected  for  quality  of  steam lbs. 

24.  Equivalent  water  evaporated  into  dry  steam  from  and  at 

2i2#F.f lbs. 

25.  Equivalent  total  heat  derived  from  fuel,  in   British  thermal 

units B.T.U. 

26.  Equivalent  water  evaporated  into   dry  steam  from  and  at 

2120  F.  per  hour lbs. 

Economic  Evaporation. 

27.  Water  actually  evaporated  per  pound  of  dry  coal  from  actual 

pressure  and  temperature lbs. 

28.  Equivalent  water  evaporated  per  pound  of    dry  coal  from 

and  at  212°  F lbs. 

29.  Equivalent  water  evaporated  per  pound  of  combustible  from 

and  at  2130  F lbs. 

30.  Number  of  pounds  of  coal  required  to  supply  one  million 

British  thermal  units lbs. 

Rate  of  Combustion. 

31.  Dry  coal  actually  burned  per  square  foot  of  grate-surface  per 
hour lbs. 

Rate  of  Evaporation. 

32.  Water  evaporated  from  and  at  212*  F.  per  square  foot  of 
heating-surface  per  hour lbs. 

To  determine  the  percentage  of  surface  moisture  in  the  coal 
a  sample  of  the  coal  should  be  dried  for  a  period  of  twenty- 
four  hours,  being  subjected  to  a  temperature  of  not  more  than 
2120.  The  quantity  of  unconsumed  coal  contained  in  the 
refuse  withdrawn  from  the  furnace  and  ash-pit  at  the  end  of  the 
test  may  be  found  by  sifting  either  the  whole  of  the  refuse,  or 


*  Corrected  for  inequality  of  water-level  and  of  steam-pressure  at  beginning 

and  end  of  test. 

H  —  h 
\  Factor  of  evaporation  =  — ,  H  and  h  being,  respectively,  the  total 

beat-units  in  steam  of  the  average  observed  pressure,  and  in  water  of  the  aver- 
age observed  temperature  of  feed. 
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a  sample  of  the  same,  in  a  screen  having  f-inch  meshes.  This, 
deducted  from  the  weight  of  dry  coal  fired,  gives  the  weight 
of  dry  coal  consumed,  for  line  15. 

Results  of  actual    trial,  as   illustrated  by  the  committee, 
would  be  computed  by  the  use  of  the  following  formulae : 

__  Foot-pounds  of  work  done 

1.  Duty  =  ToUl  number  of  heat-units  consumed  X I'000'000 

A(P±p  +  s)xLxN 
= jt X  1, 000,000  (foot-pounds). 

C  X  144 

2.  Percentage  of  leakage  =  a  ^  L  x  N  X  IO°  (per  cent^ 

3.  Capacity  =  number  of  gallons  of  water  discharged  in  24 

hours 

_  A  x  Lx  Nx  7.4805  X  24 
~~  Z>XI44 

AxLx  NX  1.24675  ,     „       . 
= -^ (gallons). 

4.  Percentage  of  total  friction 

/ I.H.P.  -  A(p±P+s)XL*N\ 

I    ' D  X  60  X  33.000        I 

=  V JJfJp /Xioo 

r         A(P±pxs)xLxNl  ,  . 

=  L1  ~  a,xm.ej>.xl,xnJ  x  loo(^r cent); 

or,  in  the  usual  case,  where  the  length  of  the  stroke  and  num- 
ber of  strokes  of  the  plunger  are  the  same  as  that  of  the  steam- 
piston,  this  last  formula  becomes — 

Percentage  of  total  frictions  =  I  1—  .      ^ r  pp      x  I00(p.c). 
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In  these  formulae  the  letters  refer  to  the  following  quanti- 
s: 

A  —  Area,  in  square  inches,  of  pump-plunger  or  piston, 
corrected  for  area  of  piston-rod.  (When  one  rod 
is  used  at  one  end  only,  the  correction  is  one  half 
the  area  of  the  rod.  If  there  is  more  than  one 
rod,  the  correction  is  multiplied  accordingly.) 

P=  Pressure,  in  pounds  per  square  inch,  indicated  by 
the  gauge  on  the  force-main. 

/  =  Pressure,  in  pounds  per  square  inch,  corresponding 
to  indication  of  the  vacuum-gauge  on  suction- 
main  (or  pressure-gauge,  if  the  suction-pipe  is 
under  a  head).  The  indication  of  the  vacuum- 
gauge,  in  inches  of  mercury,  may  be  converted 
into  pounds  by  dividing  it  by  2.035. 

s  =  Pressure,  in  pounds  per  square  inch,  corresponding 
to  distance  between  the  centres  of  the  two  gauges. 
The  computation  for  this  pressure  is  made  by 
multiplying  the  distance,  expressed  in  feet,  by  the 
weight  of  one  cubic  foot  of  water  at  the  tempera- 
ture of  the  pump-well,  and  dividing  the  product 
by  144 ;  or  by  multiplying  the  distance  in  feet  by 
the  weights  of  one  cubic  foot  of  water  at  the 
various  temperatures. 

L  =  Average  length  of  stroke  of  pump-plunger,  in  feet. 

N  =  Total   number   of   single   strokes  of   pump-plunger 

made  during  the  trial. 
A  =  Area  of  steam-cylinder,  in  square  inches,  corrected 
for  area  of  piston-rod.  The  quantity  A,  X  M.E.P., 
in  an  engine  having  more  than  one  cylinder,  is 
the  sum  of  the  various  quantities  relating  to  the 
respective  cylinders. 

Lt  =  Average  length  of  stroke  of  steam-piston,  in  feet. 

N9  =  Total   number   of  single   strokes   of   steam-piston 
during  trial. 
r.E.P.  =  Average  mean   effective   pressure,   in   pounds  per 
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square  inch,  measured  from  the  indicator-diagrams 
taken  from  the  steam  cylinder. 
I.H.P.  =  Indicated   horse-power  developed    by  the  steam- 
cylinder. 
C  =  Total  number  of  cubic  feet  of  water  which  leaked 
by  the  pump-plunger  during  the  trial,  estimated 
from  the  results  of  the  leakage-test. 
D  =  Duration  of  trial,  in  hours. 

H  =  Total  number  of  heat-units  [B.  T.  U.]  consumed  by 
engine  =  weight  of  water  supplied  to  boiler  by 
main  feed-pump  X  total  heat  of  steam  of  boiler- 
pressure  reckoned  from  temperature  of  main  feed- 
water  +  weight  of  water  supplied  by  jacket-pump 
X  total  heat  of  steam  of  boiler-pressure  reckoned 
from  temperature  of  jacket-water -f-  weight  of  any 
other  water  supplied  X  total  heat  of  steam  reck- 
oned from  its  temperature  of  supply.  The  total 
heat  of  the  steam  is  corrected  for  the  moisture  or 
superheat  which  the  steam  may  contain.  For 
moisture,  the  correction  is  subtracted,  and  isfound 
by  multiplying  the  latent  heat  of  the  steam  by  the 
percentage  of  moisture,  and  dividing  the  product 
by  ioo.  For  superheat,  the  correction  is  added, 
and  is  found  by  multiplying  the  number  of 
degrees  of  superheating  (i.e.,  the  excess  of  the 
temperature  of  the  steam  above  the  normal  tem- 
perature of  saturated  steam)  by  0.48.  No  allow- 
ance is  made  for  heat  added  to  the  feed-water, 
which  is  derived  from  any  source,  except  the 
engine  or  some  accessory  of  the  engine.  Heat 
added  to  the  water  by  the  use  of  a  flue-heater  at 
the  boiler  is  not  to  be  deducted.  Should  heat  be 
abstracted  from  the  flue  by  means  of  a  steam- 
reheater  connected  with  the  intermediate  receiver 
of  the  engine,  this  heat  must  be  included  in  ***+ 
total  quantity  supplied  by  the  boiler. 
The  following  example  is  one  of  those  given  by  the  com- 
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mittee  to  illustrate  the  method  of  computation.  The  figures 
are  not  obtained  from  tests  actually  made,  but  they  correspond 
in  round  numbers  with  those  which  were  so  obtained : 

EXAMPLE. — Compound  Fly-wheel  Engine. — High-pressure 
cylinder  jacketed  with  live  steam  from  the  boiler.  Low-press- 
ure cylinder  jacketed  with  steam  from  the  intermediate  re- 
ceiver, the  condensed  water  from  which  is  returned  to  the 
boiler  by  means  of  a  pump  operated  by  the  engine.  Main 
steam-pipe  fitted  with  a  separator.  The  intermediate  receiver 
provided  with  a  reheater  supplied  with  boiler-steam.  Water 
drained  from  high-pressure  jacket,  separator,  and  reheater  col-  , 
lected  in  a  closed  tank  under  boiler-pressure,  and  from  this 
point  fed  to  the  boiler  direct  by  an  independent  steam-pump. 
Jet-condenser  used  operated  by  an  independent  air-pump. 
Main  supply  of  feed-water  drawn  from  hot-well  and  fed  to  the 
boiler  by  donkey  steam-pump,  which  discharges  through  a 
feed-water  heater.  All  the  steam-pumps,  together  with  the 
independent  air-pump,  exhaust  through  the  heater  to  the  at- 
mosphere. 

DIMENSIONS. 

Diameter  of  high- pressure  steam-cylinder  (one) 20  in. 

Diameter  of  low-pressure  steam-cylinder  (one). 40   " 

Diameter  of  plunger  (one) 20  " 

Diameter  of  each  piston-rod 4    '* 

Stroke  of  steam-pistons  and  pump-plunger 3  ft. 

GENERAL  DATA. 

z.  Duration  of  trial  (/>) .... 10      hrs. 

2.  Boiler-pressure  indicated  by  gauge  (barometric  press- 

ure, 14.7  lbs.).. .   120       lbs. 

3.  Temperature  of  water  in  pump-well 60      degs. 

4.  Temperature  of  water  supplied  to  boiler  by  main  feed- 

pump, leaving  heater 215 

5.  Temperature  of  water  supplied  by  low-pressure  jacket- 

pump 225 

6.  Temperature    of    water    supplied    by   high-pressure 

jacket,  separator,  and  reheater- pump,  that  derived 
from  separator  being  340*,  and  that  from  jackets 
ao**..  300         " 


•• 


* « 
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7.  Weight  of  water  supplied  to  boiler  by  main  feed-pump        18,863      lbs. 

8.  Weight  of  water  supplied  by  low-pressure  jacket-pump  61$       " 

9.  Weight  of  water  supplied  by  pump  for  bigh-pressure 

jacket,  separator,  and  reheater-tank,  of  which  210 

lbs.  is  derived  from  separator 1,0*5       " 

zo.  Total  weight  of  feed-water  supplied  from  all  sources        30,503       " 

11.  Percentage  of  moisture  in  steam  after  leaving  sepa- 

rator   1.5$ 

DATA  RELATING  TO  WORK   OP  PUMP. 

12.  Area  of  plunger  minus  \  area  of  piston-rod  (A) 307.88  sq.  in. 

13.  Average  length  of  stroke  (L  and  Lt) 3      ft. 

14.  Total  number  of  single  strokes  during  trial  (iVand  Ns)  24,000 

15.  Pressure  by  gauge  on  force-main  (P) 95      lbs. 

16.  Vacuum  by  gauge  on  suction-main 7.5   in. 

17.  Pressure  corresponding  to  vacuum  given  in  preceding 

line(/) 3.69  lbs. 

18.  Vertical  distance  between  centres  of  two  gauges 10      ft. 

19.  Pressure  equivalent  to  distance  between  two  gauges  (s)  4.33  lbs. 

20.  Total  leakage  of  pump  during  trial,  determined  from 

results  of  leakage-test  (C) 3,078      cu.  ft 

21.  Number  of  double  strokes  of  pump  per  minute.. 20 

22.  Mean  effective   pressure   measured   from   pump-dia- 

grams   105      lbs. 

23.  Indicated  horse-power  exerted  in  pump-cylinders....  H7-55  I.H.P. 

DATA   RELATING  TO   WORK   OF   STEAM-CYLINDERS. 

24.  Area  of  high-pressure  piston  minus  i  area  of  rod  {An)  307.88  sq.  in* 

25.  Area  of  low-pressure  piston  minus  i  area  of  rod  (An)  1,250.36  "   " 

26.  Average  length  of  stroke,  each 3      ft. 

27.  Mean  effective  pressure  measured  from  high-pressure 

diagrams  (M.E.P.t) 59-25  lbl 

28.  Mean  effective  pressure  measured  from  low-pressure 

diagrams  (M.E.P.2) 1360  " 

29.  Number  of  double  strokes  per  minute  (line  21). 20 

30.  Indicated  horse-power  developed  by  H.-P.  cylinder. .  C6.33  I.H.P. 

31.  Indicated  horse-power  developed  by  L.-P.  cylinder..  61.82     " 

32.  Indicated  horse-power  developed  by  both  cylinders..  128.15     " 

33.  Feed-water  consumed  by  plant  per  indicated  horse- 

power per  hour,  corrected  for  separator-water  and 

for  moisture  in  steam 15.60  lbs. 

34.  Number  of  heat-units  consumed  per  indicated  horse- 

power per  hour ....   . 15*652.1   B.T.U- 

35.  Number  of  heat-units  consumed  per  indicated  horse- 

power per  minute 260.9       " 
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TOTAL  HEAT  OF  STEAM   RECKONED  FROM  THE  VARIOUS  TEMPERATURES  OF 
FEED-WATER,  AND  COMPUTATIONS  BASED  THEREON. 

36.  Total  heat  of  1  lb.  of  steam  at  120  lbs.  gauge-pressure, 

containing  i.$%  of  moisture,  reckoned  from  o°  F.= 

1220.6— (1.5*  of  866.7) 1,207.6    B.T.U. 

37.  Ditto,  reckoned  from  21 5*  temperature  of  main  feed- 

water  =  1207.6  —  215.9 99i<7 

38.  Ditto,  reckoned  from  225 c  temperature  of  low-pressure 

jacket-water  =  1207.6  —  226. 1 981.5 

39.  Ditto,  reckoned  from  2900  temperature  of  high-pres- 

sure jacket  and  reheater  water  =  1 207. 6  —  292. 3  = . .  91 5.3 

4a  Heat  of  separator-water  reckoned  from  340*= 353.9— 

343-8 10.1 

41.  Heat  consumed  by  engine  (H)  =  (18.863  X  991.7)  + 

(615  X  9815)  +  (815  X  915.3)  +  (210  X  10. 1)  = 20,058,150 

RESULTS. 

Substituting  these  quantities  in  the  formulae,  we  have: 
«.  Duty  =  3Q7-88  X(95+  3.^  +  4-33)X3^4,£o  x  lfmfia> 

20,058,150 

=  I!  3*853,044  foot-pounds. 

c 

_  ,  ,     _  3078  X  144 

2.  Percentage  of  leakage  =  — - - -^—  x  100=2.0^. 

307.88  X  3  X  24,000 

A  L  X 

_  307-88  X  3  X  24,000  X  1.24675 

3.  Capacity  = - ?-H 

10 
=  2,763,716  gallons. 

4.  Percentage  of  total  frictions 

a  p  p  s 

307.88  x  (95  +  3-69  +  4-33>  . 

""1  An  Af.£.P.t  An  \rEjP%     »XI«> 

(307.88  X  59-25)  +  (1250.36  x  13.6) 
=  9-°£- 
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In  the  use  of  a  system  like  the  preceding,  every  precaution 
should  be  observed  in  the  adoption  of  methods,  as  well  as  in 
taking  observations.  The  water  discharged  by  a  pumping- 
engine,  for  example,  should  never  be  obtained  by  computation 
from  the  measured  dimensions  of  the  pump  and  the  observed 
number  of  strokes,  but  should  be  measured  directly.  A  weir 
is  commonly  arranged  for  this  purpose.  Where  the  delivery 
of  the  pump  has  been  actually  measured,  and  the  pump  thus 
standardized,  its  use  as  a  meter  is  less  liable  to  error,  but  it  is 
best  avoided  whenever  possible. 

434.  Standard  Method  of  Testing  Locomotives.- 
The  following  is  a  reprint  of  a  report  of  a  committee  on 
standard  methods  of  testing  locomotives  appointed  by  the 
American  Society  of  Mechanical  Engineers,  and  submitted  at 
the  San  Francisco  meeting  in  1892 : 

Locomotive-testing  is  conducted  under  such  unfavorable 
circumstances  and  surroundings  that  many  of  the  exact  methods 
employed  in  testing  stationary  engines  or  boilers  cannot  be 
used.  It  is  desirable,  therefore,  that  locomotive-tests  be 
always  made  with  a  special  train  when  possible,  so  that  the 
same  cars  shall  be  used  for  the  different  trips,  and  the  weight  of 
train  be  uniform.  The  speed  of  the  train  can  also  be  under 
control,  and  the  tests  not  hampered  by  the  rules  governing  a 
regularly  scheduled  train.  Special  and  peculiar  apparatus  is 
employed  by  nearly  every  different  experimenter  as  having 
some  extra  merit  of  convenience  or  accuracy,  and  we  have 
endeavored  to  ascertain  the  best  practical  instruments  and 
methods  for  the  various  measurements,  and  to  illustrate  or 
explain  them. 

When  a  dynamometer-car  is  not  used: 

As  a  final  basis  of  comparison  of  locomotives,  we  recom- 
mend as  a  unit  the  number  of  thermal  units  used  per  indicated 
horse-power  per  hour.  The  object  in  view  in  testing  a  loco- 
motive will  determine  the  methods  employed  and  the  extent 
and  kind  of  data  necessary  to  obtain.  Some  tests  are  made  to 
ascertain  the  economy  of  a  particular  kind  of  boiler  or  fire- 
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box;  others,  the  value  of  employing  compound  cylinders; 
others,  to  ascertain  the  relative  merits  of  certain  coals  for 
locomotive  use. 

As  a  practical  and  commercial  unit  the  amount  of  coal 
consumed  per  ton-mile  may  be  used. 

For  a  coal-test  we  give  a  separate  method  and  test  blanks. 
Form  D,  for  tabulating  results. 

For  a  unit  of  comparison  of  boiler-test  we  recommend  the 
number  of  thermal  units  F.  taken  up  every  hour  by  the  water 
and  steam  in  the  boiler. 

For  a  measurement  of  the  resistance  overcome  in  hauling  a 
train,  a  dynamometer-car  is  essential,  and  we  give  a  method  of 
operating  a  dynamometer-car  and  of  recording  results. 

For  a  uniform  method  of  recording  results  of  indicator- 
tests,  we  recommend  the  blank  Form  A. 

For  tabulating  general  results.  Form  B  is  presented. 

The  waste  from  the  injector  should  be  ascertained  by  catch- 
ing it  in  a  vessel  conveniently  attached,  or  by  starting  the  in- 
jector several  times  in  the  engine-house  and  catching  the  over- 
flow in  a  tub. 

The  total  weight  of  the  water  caught  divided  by  the  num- 
ber of  applications  of  the  injector  gives  the  average  waste. 
The  observer  in  the  cab  should  keep  a  record  of  the  number 
of  times  the  injector  is  applied  during  the  trips,  and  thus  obtain 
data  for  estimating  the  total  waste. 

FUEL  MEASUREMENTS. 

The  measurement  of  fuel  in  locomotive-tests  is  not  difficult 
so  far  as  a  determination  of  the  total  amount  shovelled  into  the 
fire  is  concerned.  A  weighed  amount  may  be  shovelled  into 
the  tank,  and  the  amount  remaining,  after  a  given  run.  be 
weighed  to  determine  the  amount  used,  provided  no  water  is 
used  to  wet  down  the  coal.  But  it  is  next  to  impossible  to 
determine  the  amount  of  coal  used  at  any  particular  portion 
of  a  run  when;the  coal  is  put  in  the  tender  in  bulk.  If  coal  is 
put  in  sacks  containing  125  pounds  each,  with  a  small  amount  of 
weighed  coal  on  the  foot-plate,  even  with  heavy  firing  it  is 
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found  quite  possible  for  the  fireman  to  cut  open  the  bags,  and 
dump  the  coal  on  the  foot-plate  as  needed.  In  this  way  the 
rate  of  consumption  on  difficult  portions  of  the  run  could 
readily  be  estimated.  The  use  of  water-meters  and  of  coal  in 
sacks  obviates  any  need  of  weighing  the  tender,  and  thus  re- 
moves one  of  the  largest  inaccuracies  incident  to  the  ordinary' 
locomotive-tests.  To  determine  the  amount  of  coal  used  dur. 
ing  the  trip,  it  is  only  necessary  to  count  the  number  of  bags 
which  have  been  emptied.  However,  the  determination  of 
the  amount  of  fuel  used  during  a  run  is  not  all  that  is  neces- 
sary for  a  test.  The  measurement  of  the  fire-line  before  and 
after  a  test  is  very  essential  and  extremely  difficult.  If  the 
run  is  a  long  one,  then  the  errors  in  the  determination  of  the 
fire-line  may  not  be  great ;  but  for  short  runs  there  seems  to 
be  no  way  of  measuring  the  difference  between  the  heat-value 
of  coal  in  the  fire  before  the  test  and  after  with  sufficient 
accuracy  to  give  reliable  data.  In  tests  made  on  a  heavy 
grade,  one  trip  closely  succeeding  another,  it  is  of  course  im- 
practicable to  drop  the  fire  and  measure  the  amount  of  fuel  in 
the  ashes  remaining.  Such  measurements  are  unsatisfactory 
and  inaccurate  in  any  case,  because  it  is  not  practicable  to 
draw  the  fire  without  wetting  it,  as  the  ashes  rise  into  the 
machinery,  and  they  are  too  hot  to  handle.  When  one  run 
succeeds  another  within  a  short  space  of  time,  some  other 
method  is  necessary  for  measuring  fuel  used  than  by  dumping 
the  coal. 

The  test  is  commenced  with  a  good  fire  in  the  furnace,  and 
the  height  of  coal  estimated  by  two  or  more  assistants  engaged 
in  the  trial.  At  the  end  of  the  run  the  fire  should  be  in  the 
same  condition  as  near  as  possible.  No  raw  coal  should  be  in 
the  box  and  steam-pressure  and  pyrometer-pressure  falling. 

APPLICATION   OF  THE  INDICATOR. 

If  the  power  of  the  engine  is  to  be  determined,  the  action 
of  the  valve-gear  examined,  or  the  coal  and  water  used  per 
unit  of  power  in  a  unit  of  time,  the  indicator  must  be  used. 
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This  instrument  should  be  attached  to  a  three-way  cock  just 
at  the  outer  edge  of  the  steam-chest,  in  order  that  the  con- 
necting pipes  (which  should  be  J  inch  in  diameter)  can  go 
directly  in  a  diagonal  direction  to  holes  tapped  into  the  sides 
of  the  cylinder  rather  than  into  the  heads  (Fig.  227).  By  this 
arrangement  the  pipes  are  shorter  than  when  they  pass  over 


the  steam-chest  into  the  heads,  and  have  but  short  horizontal 
portions,  thus  facilitating  the  rapid  draining  of  the  pipes. 
Moreover,  if  a  cylinder-head  is  knocked  out  the  pipes  are  not 
dragged  off,  and  the  operator  and  indicator  escape  injury. 
The  indicator  should  not  be  placed  on  horizontal  pipes  on  a 
level  with  the  axis  of  the  cylinder-heads. 

The  indicator-pipes  and  three-way  cock  should  be  covered 
with  a  non-conductor,  wrapped  with  canvas  and  painted.  The 
indicator  itself  should  be  wrapped  as  high  as  the  vent-holes 
in  its  steam-cylinder. 
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The  indicator-gear  may  be  a  rigid,  true  pantograph  motion, 
either  fixed  or  adjustable  in  height  (Fig.  228) ;  or  it  may  be  a 
simple  pendulum  connected  by  link  to  the  cross-head  with  a 
wooden  quadrant  2  inches  thick,  and  having  a  radius  such  as 
will  make  the  indicator-card  3  inches  long. 

The  cord  of  the  indicator  should  be  8  or  10  inches  long, 
and  connected  with  a  rod  reaching  forward  from  the  panto- 
graph. 

In  order  to  determine  the  steam-chest  pressure,  the  indica- 
tor should    be  so  piped  that  a   steam-chest  diagram  can  be 


drawn  by  it.  A  steam-gauge  on  the  chest  is  inaccurate  and 
difficult  to  use. 

Indicator-diagrams  should  be  taken  at  equal  distances  in- 
stead of  at  equal  time-intervals,  in  order  to  properly  average 
the  power.  They  should  therefore  be  taken  at  mile-posts. 
The  signal  for  taking  diagrams  should  be  given  by  the  observer 
in  the  cab,  who  can  pull  a  cord  and  ring  a  bell  at  the  front  of 
the  engine,  or  blow  the  whistle. 

For  the  safety  of  the  operator  at  the  indicator,  it  is  recom- 
mended that  the  seat  be  on  a  piece  of  boiler-plate  above  the 
cylinder,  and  so  arranged  that  a  piston  or  cylinder-head  can 
pass  out  without  injuring  him. 
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The  person  who  takes  the  indicator-diagrams  should  be 
thoroughly  sheltered  by  a  temporary  box  containing  a  seat 
placed  on  the  front  end  of  the  engine.  Besides  the  usual  indi- 
cator, there  should  be  located  near  the  observer  a  revolution- 
counter,  which  should  be  so  arranged  that  after  starting  out 
the  instrument  will  continue  to  record  the  revolutions  for  a 
period  of  exactly  one  minute,  starting  every  time  from  zero, 
and  when  the  minute  has  elapsed  the  counter  will  stop.  Such 
an  instrument  is  already  in  existence  for  taking  the  continuous 
revolutions  of  dynamos  and  high-speed  engines,  and  little  or 
no  difficulty  would  be  experienced  in  obtaining  an  instrument 
capable  of  taking  the  revolutions  from  some  reciprocating 
part  of  the  machinery. 

It  is  desirable  also  to  have  an  electric  connection  between 
the  indicator  and  the  recording  apparatus  in  the  dynamometer- 
car,  so  that  at  the  instant  an  indicator-diagram  is  taken,  the 
fact  may  be  registered  on  the  dynamometer-diagram,  see 
Article  i8l,page  218;  and  the  cards  should  be  numbered  con- 
secutively,  and  the  record  likewise. 

Besides  the  person  taking  the  indicator-diagrams,  another 
person  should  be  located  in  the  cab  of  the  engine,  whose  duty 
it  should  be  to  observe  the  point  of  cut-off  given  by  the  posi- 
tion of  the  reverse-lever,  the  position  of  the  throttle-lever,  and 
the  boiler-pressure,  all  of  which  conditions  should  be  recorded 
in  a  log-book  for  this  purpose. 

Besides  recording  on  the  dynamometer-diagram  the  fact 
that  an  indicator-card  is  being  taken,  a  bell  should  be  rung 
at  the  same  time,  so  as  to  call  the  attention  of  the  observers  in 
the  dynamometer-car  to  this  tact. 

LOCOMOTIVE-BOILER  TESTS. — GENERAL  DIRECTIONS. 

First.  The  drawing  of  the  boiler  to  accompany  the  report  of 
tests  should  be  particular  in  specifying  the  construction  in  de- 
tail, with  reference  to  coal-burning  and  generating  steam,  such 
as  heating  surface,  grate  area  and  the  distribution  of  openings 
through  the  grate,  volume  of  fire-box,  size  and  thickness  of 
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flues,  size  of  smoke-box,  and  the  arrangement  for  draught, 
together  with  the  thickness  of  walls  between  the  heated  gases 
and  the  water  in  the  boiler;  the  weight  of  the  boiler  itself 
should  be  given,  and  the  number  of  cubic  feet  of  water-space 
and  of  steam-space  in  the  boiler,  the  division  between  the  two 
to  be  taken  at  the  middle  of  the  range  of  the  gauges. 

Second.  Boilers  for  tests  should  be  thoroughly  cleaned  on 
both  sides  of  the  heating  surface,  by  a  removal  of  the  flues, 
before  any  test  is  commenced,  and  these  surfaces  should  be 
kept  clean  by  frequent  washing  during  the  test. 

Exception. — When  it  is  desired  to  make  a  comparison  of 
boilers  for  the  purpose  of  determining  a  difference  between 
them  as  to  incrustation,  they  should  first  be  tested  as  above 
when  clean,  and  then  tested  again  without  cleaning  further 
than  the  ordinary  washing  out  of  the  boilers  after  the  lapse  of 
some  months*  service.  The  results  are  to  be  reduced  to 
evaporation  per  square  foot  of  heating  surface ;  both  boilers 
using  the  same  water  during  the  period  of  testing. 

Third.  In  case  the  measure  of  the  capacity  of  the  locomo- 
tive boiler  for  generating  steam  be  desired,  without  reference 
to  the  engines  forming  the  locomotive,  this  capacity  should  be 
measured  by  the  number  of  British  thermal  units,  taken  up 
per  hour  by  the  water  and  steam  in  the  boiler,  which  may  be 
readily  determined  from  the  observed  data  of  temperature 
of  water  fed  to  the  boiler,  pounds  of  water  evaporated  per 
hour,  and  steam-pressure  under  which  this  evaporation  occurs. 
Use  any  good  set  of  steam-tables,  such  as  Peabody's  or  Por- 
ter's, found  in  Appendix,  or  in  Richard's  Steam-engine  Indica- 
tor. In  such  cases  it  will  be  necessary  to  specify  all  the  perti- 
nent conditions  under  which  such  measure  of  the  capacity  of 
the  boiler  is  made,  so  that  in  comparing  with  the  capacity  of 
another  boiler  all  such  conditions  may  be  made  as  nearly  alike 
as  possible.  It  is,  however,  believed  that  a  measure  of  the 
capacity  of  a  locomotive  boiler,  without  any  reference  to  the 
capacity  or  efficiency  and  method  of  working  of  the  engine 
on  the  locomotive  which  such  boiler  feeds,  will  not  be  of  par- 
ticular value  in  comparison  of  boilers,  unless  the  conditions 
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under  which  the  engines  are  worked  with  different  boilers  are 
identical,  or  nearly  so. 

Fourth.  On  account  of  the  important  influence  which  the 
temperature,  and  especially  the  moisture  of  the  atmosphere, 
has  uppn  the  results  obtained  in  a  boiler-test,  it  is  necessary  to 
compare  two  or  more  boilers  at  the  same  place  and  at  the  same 
time,  to  get  results  which  may  be  strictly  comparable.  The 
temperature  of  the  air  should  then  be  noted  for  record. 

Fifth.  To  properly  determine  the  amount  of  water  fed  to 
a  locomotive  boiler  in  service  on  a  locomotive  during  any  test, 
it  is  necessary  to  use  a  good  water-meter,  which  should  have 
its  maximum  error  determined  by  previous  tests  and  given 
with  the  report. 

Sixth.  The  coal  used  should  be  dry  when  weighed,  and 
placed  in  sacks,  each  containing  ioo  or  125  lbs.,  care  being 
taken  to  insure  that  all  scales  used  are  accurate.  When  an  un- 
usually large  amount  of  coal  is  needed,  a  weighed  quantity  of 
coal  may  be  placed  in  the  front  of  the  tender  and  used  first, 
and  the  test  finished  with  coal  from  the  sacks.  An  analysis  of 
the  coal  used  should  accompany  the  report,  which  should 
show  the  volatile  matter,  the  fixed  carbons,  etc.,  the  moisture, 
and  the  ash  contained  in  the  coal.  The  ashes  should  be  dried 
if  they  contain  any  moisture,  and  carefully  weighed  and  re- 
corded after  each  test-run. 

Seventh.  The  temperature  of  the  smoke-box  gases  should 
be  measured  by  a  good  pyrometer,  located  near  enough  to  the 
flues  in  the  smoke-box  to  get  the  average  temperature  of  the 
gases  after  they  have  passed  the  heating  surface,  and  before 
they  are  mixed  with  the  exhaust  steam.  It  is  suggested  that 
pyrometers,  such  as  that  offered  by  Schaeffer  &  Budenberg, 
or  Weiskopf,  are  suitable  for  this  purpose. 

The  location  of  pyrometers  is  shown  at  /,  Fig.  229. 
These  instruments  cost  about  thirty-five  dollars.  They  should 
register  up  to  10000  F.     See  Article  296. 

Eighth.  The  degree  of  exhaustion  in  the  smoke-box  should 
be  measured  and  recorded  by  means  of  a  simple  manometer- 
gauge.     See  Article  273. 
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Ninth.  The  quality  of  the  steam  furnished  by  the  boiler 
to  the  engines  should  be  determined  by  the  most  approved 
methods:     See  Chapter  XIII. 

Tenth.  Samples  of  gases  passing  from  the  flues  to  the 
smoke-box   should    be   analyzed   and    results  reported.    The 


means  of  taking  such  gases  so  as  to  insure  perfect  samples  is 
to  be  further  considered,  and  definite  means  prescribed.  See 
Article  358,  page  423. 


COAL   TESTS. 


Directions  to  be  observed  in  Supervising  and  Conducting  Coal- 
trials. — The  locomotive  selected  should  be  in  good  condition. 
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and  either  a  new  engine  or  one  that  has  lately  undergone 
repairs. 

The  boiler  should  be  washed  before  commencing  the  trial, 
the  steam-gauge  tested,  the  flues  cleaned,  and  the  exhaust 
nozzles  cleaned  and  measured,  which  operations  should  be  per- 
formed also  whenever  the  kind  of  coal  is  changed.  Instruc- 
tions should  be  given  to  round-house  foremen  that  no  repairs 
or  alterations  of  any  sort  be  made  to  the  engine  without  the 
approbation  of  the  conductor  of  the  trial.  The  same  engine- 
man  and  fireman  should  operate  the  engine  throughout  the 
trial,  and  the  same  methods  of  firing  and  running  should  be 
strictly  adhered  to.  The  run  selected  should  be  one  in  which 
the  same  distance  is  covered  on  each  trip.  The  trains  should 
be  through  trains  and  unbroken  from  end  to  end  of  the  run, 
and  the  same  number  of  cars  and  same  lading  should  be  pro- 
vided each  trip.  The  same  speed  should,  if  possible,  be  pre- 
served on  all  trips. 

The  conductor  of  the  trial  should  be  familiar  with  correct 
methods  of  firing  and  running  locomotives,  and  should  insist 
that  the  fireman  adhere  to  approved  methods  of  firing,  and 
that  the  same  methods  be  preserved  throughout  the  duration 
of  the  trial,  so  that  all  coals  shall  receive  the  same  treatment. 
(See  Chapter  XIV.  on  Heating  Values  of  Fuels,  and  Chapter 
XV,  on  Steam-boiler  Trials.) 

He  should  also  see  that  the  coal  supplied  at  coaling  points 
is  of  the  proper  kind,  and  should  weigh  the  coal  personally,  and 
keep  an  accurate  record  of  the  following  items : 

The  coal  consumed. 

The  amount  of  ash. 

The  amount  of  cinders  in  smoke-box. 

The  water  evaporated. 

The  number  of  cars  in  train. 

The  weight  of  cars  as  marked  thereon. 

The  weight  of  lading. 

The  state  of  the  weather. 

The  direction  and  estimated  velocity  of  wind. 

The  temperature  of  the  atmosphere. 
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The  temperature  of  the  feed-water. 
The  time  on  road. 
The  ftteam-presaure. 
The  exhaust-nozzles. 

The  conductor  should  enter  the  above  observations  in  a 
log-book,  together  with  notes  of  repairs  to  engine,  and  any 
other  items  that  might  be  of  import. 

REPORT  OF   COAL-TRIALS. 

In  order  that  coal-trials  may  be  similar  and  consequently 
comparative,  the  following  data  should  be  observed  (see  Arti- 
cle 343.  page  407) : 

First. 

Dates  between  which  trials  were  conducted. 

Class  of  locomotive. 

Service  in  which  trials  were  made,  mentioning  locality,  etc. 

Name  of  conductor  of  trial. 

Second. 

Coal  A. 
Kind  of  coal. 

Name  of  mine  and  operator. 
Location  of  mine. 

Physical  quality  of  coal  (appearance). 
Steaming  quality  of  coal. 
Kind  of  fire  made. 
Clinkers  and  ashes. 
Cinders  in  smoke  box. 
Cleaning  ash-pan  and  smoke-box. 
Labor  involved  in  firine. 

Coal  fck 
Same  as  above. 

Comparison   of  evaporation   (potowfe  oi  water  evaporated 

per  pound  of  coal). 
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Comparison  of  coal  consumed  per  100  tons  hauled  one  mile. 

Value  coal  A,  ioo#. 

Value  coal  B. 

Comparative  value. 

Coal  A  is  ioo#  more  or  less  valuable  than  coal  B. 

A  table  of  engine-performance  and  a  table  of  general  re- 
sults of  engine-performance  for  each  coal  must  accompany  the 
report.     (See  Form  D,  page  584.) 

WA'i ER  MEASUREMENTS. 

It  has  been  found  during  the  last  year  or  two  that  meters 
are  reliable  and  accurate  within  less  than  one  per  cent  for 
measuring  the  water  used  by  a  locomotive.  (The  experience 
of  the  author  does  not  accord  with  this  statement — see  Article 
214,  page  256.)  The  meters  should  be  specially  made  for  the 
purpose  and,  if  possible,  free  from  any  material  that  is  injured 
by  contact  with  hot  water.  They  should  be  placed  so  as  to  be 
read  from  the  cab. 

In  mounting  these  meters,  all  pipes  should  be  thoroughly 
cleaned  before  they  are  put  into  position,  and  a  sufficiently 
large  strainer  should  be  placed  between  the  meter  and  the  tank. 
A  most  essential  feature  is  to  have  a  good  flap  check-valve  be- 
tween the  injector  and  the  meter ;  otherwise  the  hot  water 
may  flow  backward  and  ruin  the  rubber  recording-disks  in  the 
meter.  As  a  check  upon  the  meter,  however,  other  means  of 
measuring  the  water  should  be  employed.  The  most  convenient 
method  is  to  use  a  float  attached  to  a  wooden  bar  which  slides 
upon  a  graduated  rod,  the  lower  end  of  which  rests  upon  the 
bottom  of  the  tank.  This  rod  is  graduated  to  show  1000  lbs., 
and  subdivided  to  250  lbs. 

The  method  of  graduating  the  rod  is  as  follows  :  Fill  the 
tank,  place  the  bar  and  float  in  the  proper  position  for  read- 
ing, and  mark  the  stationary  rod  zero  at  a  level  with  the  top 
of  the  float  bar.  Draw  from  the  tank  1000  lbs.,  place  the 
measuring  device  in  position  again  and  mark  the  rod,  calling 
this  mark  1.  Again  draw  off  1000  lbs.,  mark  the  rod  2,  and 
so  continue  until  the  water  is  all  drawn.     If  the  tank  has  a  uni- 
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form  horizontal  section,  several  thousand  pounds  can  be  drawn 
off  at  once  and  the  rod  subdivided  accordingly. 

In  general  the  float  is  placed  in  the  man-hole  of  the  tank; 
but  as  this  is  not  in  the  centre  of  gravity  of  the  water-space,  its 
readings  are  not  quite  correct  if  the  two  ends  of  the  tank  change 
their  relative  heights.  This  can  be  overcome  by  having  a  spe- 
cial small  opening  made  at  the  centre  of  gravity  of  the  tank,  or 
as  near  it  as  possible,  and  using  a  small  float. 

Another  but  less  convenient  way  is  to  place  a  glass  tube, 
on  each  side  of  the  tank  opposite  the  centre  of  gravity  of  the 
water-space,  and  to  graduate  scales  behind  them  by  the  same 
method  as  above  described.  The  objections  to  this  method 
are  the  inconvenience  in  reading  the  scales  (especially  at  way 
stations  where  there  is  but  little  time),  their  liability  to  freezing 
in  cold  weather,  and  the  possibility  of  injuring  them  at  any 
time. 

The  float  is  always  convenient  and  serviceable. 

When  locomotive  boilers  are  being  fired  hard,  the  water 
rises  above  the  normal  level,  and  a  measurement  of  water  just 
after  the  injectors  have  been  throwing  comparatively  cold 
water  into  the  boiler  is  not  an  accurate  one  ;  the  water  shrinks 
and  swells  according  as  the  firing  is  hard  or  as  the  locomotive 
is  being  worked.  Hence  measurements  taken  under  these  vari- 
able conditions  are  necessarily  approximations.  There  is  also 
a  continuous  movement  of  the  water  in  the  water-glass,  and  a 
mean  of  the  oscillations  is  not  quite  satisfactory.  Although 
the  amount  of  water  fed  into  the  boiler  can  be  determined  ex- 
actly by  the  use  of  meters,  yet  the  inaccuracies  of  the  location 
of  the  water-line  render  water-measurements  on  short  runs* 
almost  impracticable.  The  six-hour  test  for  a  stationary  engine 
is  considered  satisfactory  when  successive  tests  will  give  the 
same  results  ;  but  in  locomotive  work,  unless  the  engine  be 
kept  quiet,  as  it  would  be  when  tested  in  a  shed,  a  short  test  is 
of  little  or  no  value.  It  may  be  accepted  that  a  determination 
of  the  water-line  by  the  sound  of  the  gauge-cocks  is  too  uncer- 
tain to  be  admissible  in  locomotive-tests  unless  the  run  is  a  long 
one.     In  such  cases  the  total  amount  of  water  used  is  so  large 
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that  any  errors  in  estimating  the  water-level  at  the  beginning 
or  the  end  of  the  trip  practically  disappear. 

A  locomotive  which  is  undergoing  a  test  should  have  a 
water-glass  on  the  boiler.  Behind  this  should  be  a  strip  of 
wood  graduated,  and  surrounding  the  glass  and  fastened  to  the 
wood  should  be  a  copper  wire  at  the  height  at  which  the  water 
should  be  left  at  the  end  of  every  trip.  The  tank-measure- 
ment should  not  be  taken  at  the  end  of  the  trip  until  the  water 
in  the  boiler  is  at  the  standard  height.  The  temperature  of  the 
water  should  be  taken  as  it  enters  the  tank  at  every  station 
where  water  is  taken,  and  tank  reading  should  be  taken  before 
and  after  each  filling. 

Leakage  of  Boiler. — To  test  for  leakage,  keep  up  the  pres- 
sure to  be  carried,  as  nearly  as  possible,  without  blowing  off, 
and  note  the  fall  of  water  in  the  water-glass  in  a  given  time,  say 
four  hours.  Of  course  the  injector  must  not  be  applied  during 
this  interval.  The  water-meter  can  then  be  used  to  determine 
the  amount  lost  by  leakage  by  reading  the  dial,  applying  the  in- 
jector until  the  water  reaches  the  original  level,  and  then  taking 
a  second  reading.  The  difference  will  be  the  amount  of  water 
lost.  All  boilers  lose  more  or  less  from  this  cause,  and  if  the 
test  is  to  be  a  comparison  between  two  different  styles,  the 
necessity  for  this  information  is  obvious. 

******* 

Before  beginning  a  test,  the  pistons  and  the  slide  and  throttle 
valves  of  the  engine  should  be  made  tight.  The  point  of  cut- 
off for  each  notch  of  the  quadrant  should  be  ascertained,  and 
the  cut-off  should  be  painted  in  white  on  the  quadrant,  or  on 
boiler-jacket,  with  pointer  or  lever.  All  leaks  about  the  engine 
should  be  stopped. 

A  graduated  scale  and  index  should  be  attached  to  the 
throttle-rod  to  indicate  its  opening. 

A  special  steam-gauge  with  a  long  siphon  should  be  used  for 
the  boiler-pressure  and  attached  to  the  front  of  the  cab  at  the 
left  side,  so  that  it  will  not  become  incorrect  from  overheating. 
Readings  of  the  gauge,  reverse  quadrant,  throttle-scale,  and 
boiler-height-scale  should  be  taken  frequently,  the  first  as  often 
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as  once  in  two  and  one-half,  five,  or  ten  minutes,  depending 
on  length  and  character  of  run,  and  all  with  each  indicator- 
diagram,  if  the  latter  are  being  taken. 

Just  before  beginning  a  trip  the  water  in  the  boiler  should 
be  at  the  standard  height  and  the  tank  reading  taken  in  order 
to  ascertain  the  amount  of  water  used  while  running,  or  per  in- 
dicated horse-power  per  hour. 

Extraordinary  efforts  should  be  made  to  prevent  blowing  off 
before  train  time  and  while  running.  The  number  of  times 
and  the  length  of  time  safety-valve  is  blowing  off  should  be 
recorded. 

No  water  should  be  taken  from  the  tank  for  any  purpose  ex- 
cept supplying  the  boiler,  and  the  boiler  should  not  be  blown 
off  during  a  test  if  it  can  be  avoided.  If  it  cannot  be  avoided, 
the  water  should  be  at  the  standard  height  before  and  after 
blowing. 

DYNAMOMETER  RECORDS. 

The  dynamometer  for  measuring  the  resistance  of  the  train, 
exclusive  of  the  engine  and  tender  resistance,  should  be  able  to 
record  the  following  data  : 

"  A." — The  pull  upon  the  draw-bar. 

u  B." — The  speed  at  which  the  train  is  running. 

*'  C." — The  location  of  any  point  along  the  line  used  for  ref- 
erence stations ;  and  possibly 

*•  D.M — The  wind-resistance. 

"  A."— THE  PULL  UPON  THE  DRAW  BAR. 

The  force  required  to  move  the  train  or  the  pull  upon  the 
draw-bar  should  be  registered  upon  a  strip  of  paper  travelling 
at  a  definite  rate  per  mile  of  distance  travelled  over  by  the  train. 
The  scale  upon  which  this  diagram  is  drawn  should  be  as  large 
as  is  possible  within  reasonable  limits  ;  a  scale  of  \  inch  per 
IOOO  lbs.  pull  is  probably  as  suitable  as  any  that  can  be  de- 
vised, and  the  maximum  registered  pull  need  hardly  exceed 
28,O0O  or  30,000  lbs.     The  height  of  the  diagram  should  be 
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measured  from  a  base-line  drawn  upon  the  paper  by  a  station- 
ary pen  so  located  that  when  no  force  is  exerted  upon  the 
draw-bar  the  base-line  should  coincide  with  zero  pull. 

"B.M— THE  SPEED   AT  WHICH   THE  TRAIN   IS  RUNNING. 

This  record  should,  if  possible,  be  obtained  in  two  ways : 

First. — By  an  accurate  time-piece,  preferably  a  chronometer 
furnished  with  an  electric  circuit-breaking  device.  It  is  of  con- 
siderable importance  that  the  time-piece  should  have  its  circuit- 
breaking  device  very  carefully  made,  to  produce  exact  intervals- 
of-time  marks,  because,  when  the  matters  of  acceleration  or  re- 
tardation  of  speeds  enter  into  the  data  required,  it  is  important 
that  the  time-record  should  be  correct.  The  question  of  length 
of  intervals  of  time  required  is  open  to  discussion.  In  most 
cases  of  ordinary  work,  five-second  intervals,  or  twelve  to 
the  minute,  are  probably  as  satisfactory  as  can  be  decided 
upon  ;  for  very  careful  work  it  would  probably  be  advisable  to 
have  an  auxiliary  apparatus,  something  like  the  Boyer  speed- 
recorder. 

Boycr  Speed-recorder. — This  instrument  is  constructed  in 
such  a  manner  that  its  accuracy  and  reliability  are  without 
question  when  it  is  properly  mounted  and  cared  for.  It  is  not 
a  delicate  machine,  and  only  needs  ordinary  attention.  Its 
principle  of  operation  is  as  follows :  It  consists  of  an  oil- 
pump  which  works  against  a  fixed  resistance  in  the  shape  of 
an  aperture  through  which  the  oil  flows.  The  faster  the 
pump  runs,  the  greater  is  the  pressure  in  the  oil-cylinder. 
A  piston  in  the  oil-cylinder  which  moves  against  a  spring 
rises  in  proportion  to  the  increase  of  pressure.  As  the  piston 
rises,  a  metallic  pencil  marks  the  movement  on  a  roll  of  pre- 
pared paper,  which  moves  in  proportion  to  the  longitudinal 
movement  of  the  engine.  In  the  cab  is  a  dial  which  indicates 
at  all  times  the  speed  of  the  engine  with  only  a  small  error. 
The  diagrams  record  all  stops  and  make  an  accurate  record  of 
the  rate  of  acceleration. 

Second. — It   would   be  well   to    have,    in    addition  to  the 
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apparatus  just  described,  another  one  which  produces  a  con- 
tinuous curve  upon  the  diagram  paper,  the  ordinate  of  which, 
measured  from  a  base-line,  would  give  the  speed  in  feet  per 
second,  or  any  other  convenient  measurement ;  this  could  be 
obtained  by  modification  of  the  Boyer  speed-indicator. 


"  C." — THE   LOCATION  OF  ANY   POINT  ALONG  THE  LINE  USED 

FOR   REFERENCE  STATIONS. 

These  location-marks  are  most  easily  produced  by  having, 
at  various  convenient  parts  of  the  car,  electric  press-buttons, 
and  having  a  pen  upon  the  dynamometer  which  will  be 
deflected  sidewise  when  the  circuit  is  made  or  broken ;  this 
pen  to  be  operated  by  an  observer  whose  special  duty  it  is  to 
attend  to  this  part  of  the  work. 


"  D."—  WIND-RESISTANCE. 

Very  little  attention  has  so  far  been  given  to  measurements 
of  wind-resistance,  or  the  relation  it  bears  to  the  frictional 
resistance  of  journals  and  wheels,  and  few  experiments  on  this 
subject  are  recorded.  The  subject  is  very  complex,  owing  to 
the  fact  that  it  is  generally  supposed,  and  we  think  with  good 
reason,  that  the  train  is  so  very  largely  surrounded  by  eddies  of 
air,  and  that  it  will  be  very  difficult  to  obtain  any  reliable  data, 
especially  when  it  is  remembered  that  the  clearances  of  a  rail- 
road are  greatly  circumscribed  and  reduced  to  a  minimum,  so 
that  it  will  be  impossible  to  put  any  apparatus  which  measures 
resistance  of  this  kind  far  enough  out  from  the  car  to  get 
reliable  data.  The  apparatus  for  measuring  this  resistance 
would  probably  be  subdivided  into  three  separate  disks,  one 
facing  front  and  two  facing  toward  the  sides  of  the  car,  all 
three  connected  together  to  produce  a  single  resultant  curve 
drawn  upon  the  diagram  paper,  and  the  scale  upon  which  this 
is  drawn  could  probably  be  best  subdivided  into  ten  points,  as 
practised  by  the  United  States  Government. 
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GENERAL. 

It  is  of  very  great  advantage  to  have  more  than  one  relative 
speed  on  the  paper  upon  which  the  diagrams  are  recorded, 
and  the  length  of  the  paper  consumed  per  mile  run  should 
bear  some  convenient  relation  to  the  distance  travelled  over. 

We  would  suggest  that  the  rates  of  travel  of  paper  per 
mile  be  such  that  I  inch  measured  upon  the  diagrams  shall 
represent  ioo  feet  as  the  maximum,  and  that  this  distance  be 
further  subdivided  so  that  \  inch  shall  represent  ioo  feet  of 
track,  and  \  inch  shall  represent  ioo  feet  of  track.  It  is  of 
course  also  necessary  to  have  all  of  the  registering  pens  located 
upon  one  line  transverse  to  the  direction  of  the  movement  of 
the  paper,  as  in  that  way  only  can  simultaneous  data  be 
recorded. 

The  staff  required  to  work  the  dynamometer  is  as  follows: 

One  chief,  who  has  general  supervision  over  the  force,  and 
whose  duty  it  is  to  see  that  the  records  are  properly  obtained, 
and  that  all  the  location  stations  are  properly  marked  upon 
the  diagrams. 

One  outlook,  whose  duty  it  is  solely  to  observe  the  location 
stations,  and  to  locate  them  upon  the  diagrams  by  means  of  an 
electrically  moved  pen. 

Besides  this  it  is  of  considerable  advantage  to  have  a  third 
person  who  is  familiar  with  all  the  mechanism  in  the  car,  and 
who  looks  after  the  proper  working  of  the  mechanical  parts  of 
the  apparatus,  and  assists  the  general  observer. 

TABLE   OF   ENGINE-PERFORMANCE. 

The  following  forms  are  recommended  for  tabulating  the 
results  of  a  locomotive-test,  and  in  order  to  make  the  test  com 
plete  each  test  item  should  be  entered.  It  is  particularly  im 
portant  that  the  "equivalent  evaporation  from  and  at  2i2°per 
pound  of  coal  "  be  entered,  as  it  is  only  by  this  that  evaporative 
comparisons  can  be  made. 
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Form  B. 

LOCOMOTIVE-TtSTS.— Gbneral  Rfsuits. 

..  Railroad  Co. 

[  rM-.  of  locoroolive  No between and 

Bound  18... 

Distance mile*.  Train  No... 

Kind  of  c<  • Coal  analysis Caloriroelric  valor  of  toal  . 


., 

j    Wri|jbl  ii-  ns.n   .n  t.r.i  -■-   Km.  It*  .  including  l«im*m,  leader,  pu 

■•■  - ■■ 

Mu usual  bnilri  p<rouir  by  gauge 


Mjuiouo  numM 


eeloped.  01  throttle  o 


A*e»«t  wiijlnoi  ..nl  (.utn,^  pet  », 

\.:~'M--    ..'    ix :u     ■ 

Weight  ol  asr.e.  i  -   ■' 


•  •nine  :  owl  m  A'e-boi  and  itb-pan 
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STEAM    CALORIMETERS. 

There  is  little  doubt  that  the  throttling  calorimeter  will 
fulfil  all  requirements  for  testing  the  dryness  of  steam  in 
locomotives.  It  cannot  measure  quantitatively  more  than 
about  5  per  cent  of  moisture,  but  it  appears  probable  that 
locomotive  boilers  develop  steam  which  either  contains  a  frac- 
tion of  i  per  cent  of  moisture,  or  the  priming  is  a  sudden  tem- 
porary action,  causing  water  to  mix  with  the  steam  to  such  an 
extent  that  no  quantitative  measurement  of  its  amount  is 
practicable.  Under  these  circumstances  all  that  is  desired  of  a 
calorimeter  is  to  indicate  the  temporary  occurrence  of  this  sud- 
den excessive  priming,  and  a  throttling  calorimeter  has  been 
shown  by  Mr.  D.  L.  Barnes  to  be  capable  of  doing  this,  provided 
the  thermometer  has  its  bulb  in  direct  contact  with  the  steam 
flowing  through  the  calorimeter.  Such  an  arrangement  is 
shown  in  the  accompanying  figure,  of  which  the  following  is  a 
description  abstracted  from  the  Railroad  Gazette  of  November 
27,  1891  (see  Article  330) : 

Calorimeter. — This  instrument  (see  Fig.  230)  consisted  of 
two  pieces  of  brass  pipe,  one  inside  of  the  other,  leaving  an  air- 
space between  the  outer  and  the  inner.  The  outer  pipe  was 
screwed  into  the  dome  and  extended  within  the  dome  to  the 
throttle.  At  this  interior  end  the  two  pipes  were  joined  together 
by  a  cap  which  had  a  perforation  -fo  of  an  inch  in  diameter. 
On  the  outer  end  of  the  inner  pipe  was  placed  a  globe-valve, 
and  next  to  this  and  outside  of  it  a  tee  in  which  was  a 
stuffing-box  and  a  thermometer,  as  shown  in  Fig.  230.  Be- 
yond this  tee  was  another  globe-valve  and  a  short  pipe  of 
large  diameter  to  carry  the  steam-jet  away  from  the  man  in 
charge. 

With  this  device  the  point  of  most  rapid  movement  of  the 
steam  was  located  next  to  the  throttle,  and  any  water  coming 
near  it  would  immediately  pass  through  the  opening  because 
of  the  high  velocity.  The  thermometer-bulb  was  bared  to  the 
steam,  and  no  cups  were  used.  It  was  found  possible  to  shut 
off  the  outer  globe-valve  and  expose  the  thermometer  to  a  full 
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boiler-pressure  without  blowing  the  thermometer  from  the  stuff, 
ing-box.  In  this  way  it  was  determined  that  the  thermometer 
recorded  a  steam-temperature  which  corresponded  to  the 
steam-gauge  in  the  cab. 

With  this   instrument   priming   was  shown   whenever  the 


boiler  was  rilled  to  a  point  where  water  could  be  seen  coming 
from  the  stack.  Immediately  when  the  boiler  foamed,  the 
thermometer  in  the  second  calorimeter  dropped  to  2120.  It  * 
believed  that  this  calorimeter  is  more  accurate  for  locomotive 
work,  because  it  often  happens  that  the  locomotive  primes 
only  at  starting  and  not  for  a  sufficient  length  of  time  to  en- 
able the  throttling  instrument  to  make  a  true  record.  And 
again,  there  are  in  a  locomotive  rapid  changes  in  the  rate  of 
steam  consumption  which  must  cause  rapid  changes  in  the 
quality  of  the  steam. 

435.  Experimental  Engines.— During  the  last  few  year* 
many  of  the  engineering  schools  have  been  provided  with  en- 
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gines  designed  especially  for  experimental  purposes.  These 
engines  do  not  resemble  each  other  in  any  particular  feature, 
but  they  do  generally  differ  from  the  engines  designed  for 
commercial  uses  in  the  provision  that  is  made  for  adjustment 
of  the  various  working  parts,  and  for  varying  the  conditions 
under  which  the  engine  can  be  operated.  Such  engines  are 
usually  supplied  with  all  the  known  devices  for  measuring  the 
heat  transmitted,  the  power  received  and  that  delivered  from 
the  whole  or  any  part  of  the  system. 

Space  cannot  be  spared  for  the  detailed  description  of  any 
of  these  engines,  but  the  following  are  the  principal  dimen- 
sions of  the  Sibley  College  experimental  engine,  shown  as  the 
frontispiece  of  the  present  work. 


GENERAL  DIMENSIONS  OF  SIBLEY  COLLEGE  EXPERIMENTAL 

ENGINE. 

Diameter  of  high-pressure  cylinder 9    inches 

"         "  intermediate-pressure  cylinder 16         " 

"         "low-pressure  cylinder 24         " 

Length  of  stroke 36 

Revolutions  per  minute,  90. 

Diameter  of  fly-wheels 10  feet 

Width  of  face  of  fly-wheels 17 

Number  of  fly-wheels,  3. 

Diameter  of  brake-wheels 4  feet 

Width  of  face  of  brake-wheels 10         " 

Number  of  brake-wheels,  3. 

Diameter  of  high-pressure  crank-pin 3}       " 

Diameter  of  intermediate-pressure  crank-pin , 7         " 

Diameter  of  low-pressure  crank-pin 3 \ 

Length  of  crank-pin 3} 

Length  of  connecting-rods 9  feet 

Diameter  of  main  bearings 7  •• 

Length  of  main  bearings 13         " 

Length  of  pillow-block  bearings ioi       " 

Distance  between  centre  lines  of  high-pressure  and  inter- 
mediate-pressure engines 14  feet 

Distance  between  centre  lines  of  intermediate-pressure  and 

low-pressure  engines 12  feet     6 

Rated  horse-power,  175. 

Floor-space  occupied,  23  feet  9  inches  X  31  feet  7  inches. 


«« 


«< 


ft 
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High-pr essurk  Cylinder. 


Steam-ports 

Exhaust-ports 

Diameter  of  steam-valve  seats 

Diameter  of  exhaust-valve  seats . . . 
Thickness  of  steam-space  in  jacket. 

Diameter  of  piston-rod 

Diameter  of  steam-inlet 

Diameter  of  exhaust-outlet 


Intermediate-pressure  Cylinder. 

Steam-ports .... 

Exhaust-ports 

Diameter  of  steam-port 

Diameter  of  exhaust-port 

Thickness  of  steam-space  in  jacket 

Diameter  of  piston-rod 

Diameter  of  steam-inlet 

D'  meter  of  exhaust-outlet 

Low-pressure  Cylinder. 

Steam-ports 

Exhaust-ports 

Diameter  of  steam-ports 

Diameter  of  exhaust-ports 

Thickness  of  steam-space  in  jacket 

Diameter  of  piston-rod 

Diameter  of  steam-inlet 

Diameter  of  exhaust-outlet 


\  in. 

X  12    inches 

ii" 

X  12       " 

3*      " 

3i      " 

\      " 

*A    " 

3      " 

•    5        " 

1     in. 

X  20    inches 

if" 

X  20     •  •• 

5        " 

5        " 

\\ 

**     " 

6 

i| 

in. 

X  28 

inches 

2i 

<« 

X  28 

i< 

6* 

(i 

6i 

<. 

* 

.< 

*ft 

<• 

6 

r< 

8 

ii 

All  the  moving  parts  were  weighed  before  they  were  put 
in  place. 

The  weights  are  as  follows: 

Fly-wheels 20,807       pounds 

Brake-wheels 5.264 

Crank-shaft  and  eccentrics  complete 9*958 

Total  weight  of  crank-shaft,  fly-wheels,  brake-wheels,  and  ec- 
centrics  36,029 


We 
We 
We 

Wc 
We 
We 


ght  of  high-pressure  piston  and  cross-head 378$ 

ght  of  intermediate-pressure  piston  and  cross-head 503 

ght  of  low-pressure  piston  and  cross-head  790 

ght  of  high-pressure  connecting-rod 281 

ght  of  intermediate-pressure  connecting-rod 341 

ght  of  low-pressure  connecting-rod 282 
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The  connecting-rods  were   suspended  on  knife-edges,  and 
the  time  of  their  vibration  was  taken  as  follows : 


End  on  knife-edge. 


Time  of  200  vibrations. 


sec. 
44*     " 


^-Pressure j  £^  e^  7.7.7.7.. !  \  \  \  \  ^ "  « 

Intermediate-pressure \  *£&  ^-  —  —  -  \  "fr  ft  ~' 

H^pressure j  g^^^; '.  —  ■/.  ////.  *«!?•#  ~ 


Receiver  Dimensions. 


HIGH-PRLSSURE   RECEIVER. 

Length 11  ft.    7 

Diameter 14 

Number  of  tubes 15 

Diameter  of  tubes 1 J 

Receiver  volume  .......        8.2  cu.  ft. 

Heating  surface 62.34  sq.  ft. 


in. 


!• 


i« 


INTERMEDIATE-PRESSURE  RECEIVER. 

Length lift.    7     in. 

Diameter...   20     " 

Number  of  tubes 19 

Diameter  of  tubes 2i  " 

Receiver  volume 15.8  cu.  ft. 

Heating  surface 119.8  sq.  ft. 


The  methods  of  testing  experimental  engines  do  not  differ 
in  any  essential  feature  from  those  for  testing  any  engine  of  the 
same  general  class. 


CHAPTER  XX. 

EXPERIMENTAL  DETERMINATION  OF  EFFECTS  OF 
INERTIA  ON  THE  STEAM-ENGINE. 

436.  Inertia  and  its  Effects.* — The  effect  of  inertia  of  the 
moving  parts  of  the  steam-engine  is  to  modify  to  a  consider- 
able extent  the  resultant  pressures  which  are  transmitted  by 
the  connecting-rod  to  the  crank-pin.  The  exact  solution  of 
this  problem,  including  the  effects  of  friction  and  gravity,  has 
been  accomplished  by  Prof.  Jacobus  and  is  published  in  the 
Trans.  Am.  Society  of  Mechanical  Engineers,  Vol.  XL  Com- 
plete discussions  of  the  effects  of  inertia  will  be  found  in 
various  works  devoted  to  the  steam-engine ;  also  approximate 
methods,  usually  graphical,  are  given  in  these  treatises  which 
are  sufficiently  accurate  for  practical  purposes. 

Prof.  Jacobus  gives  the  following  formula  for  the  approxi- 
mate calculation  of  the  inertia-effects  when  friction  and  gravity 
are  neglected,  and  when  the  rod  is  symmetrical  about  its  centre 
line,  and  the  path  of  motion  of  the  wrist-pin  passes  through 
the  centre  of  the  crank-shaft. 

Let  R  equal  radius  of  crank-circle;  ;//?,  length  of  connect- 
ing-rod ;  0,  the  crank-angle  measured  from  its  position  when 
parallel  to  the  centre  line  of  the  cylinder;  Mf  mass  of  the 
piston,  piston-rod,  and  cross-head  ;  my  the  mass  of  the  connect- 
ing-rod ;  r,  angular  velocity  of  crank-shaft ;  6,  connecting-rod 
angle;  P„  and  Pc9  forces  exerted  by  the  connecting-rod  upon 
wrist-pin  and  crank-pin,  respectively;  Pa,  pressure  of  steam  on 
the  piston  ;   T,  tangential  component  of  the  force  Pe  acting  on 

*  See  Thurston's  Manual  of  the  Steam-engine,  Vol.  II.,  page  425. 
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the  crank-pin ;  N%  radial  component  of  the  force  Pt  acting  at 
the  crank-pin  ;  Z  and  Pk ,  auxiliary  quantities.     We  have 

z__  n*  cos'  6  -  ;/'  sina  V  +  sin*  g 
(  *»  _  sin1  V)%  ; 

/>,  =  (M+  m)t*R{cos  0  +  Z); 
T  =  (Pm-  Pp)  sec  p  sin  (0  +  /?)  ; 
N  =  (Pm  —  Pp)  sec  /*  cos  (&  +  0); 
/>,=  (/>.-/>,)  sec /*. 

When  the  accelerating  forces  are  not  included, 

T  =  Pa  sec  /ff  sin  (0  -f-  /3) ; 
Pc  =  P.  sec  /?. 

In  this  work  is  discussed  only  the  experimental  method  of 
determining  the  inertia  of  an  engine  as  developed  by  Mr.  E. 
F.  Williams  of  Buffalo,  N.  Y.,  and  published  in  the  American 
Machinist  in  1884  and  '5. 

437.  The  Williams  Inertia- indicator. — This  instrument 
draws  a  curve  (see  Fig.  234)  closely  resembling  the  theoretical 
inertia-diagram,  and  similar  in  kind  to  an  indicator-card.  The 
horizontal  length  of  the  diagram  corresponds  to  the  stroke. 
The  abscissa  of  any  point  of  the  curve  identifies  the  position 
of  the  piston  at  a  corresponding  point  in  its  travel,  and  its  ordi- 
nate measures  to  a  known  scale  the  force  required  to  give  to 
a  mass  of  known  weight  (one  or  two  pounds)  the  acceleration, 
positive  or  negative,  of  the  piston  at  that  point  of  its  stroke. 
The  product  of  this  force  into  the  weight  of  the  reciprocating 
parts,  in  pounds,  gives  for  that  point  of  stroke  the  positive  or 
negative  horizontal  force  at  the  crank-pin  due  to  the  inertia  of 
the  parts.  The  instrument  is  shown  in  Fig.  231  attached  to 
the  cross-head  of  an  engine,  and  in  Fig.  232  in  plan. 

The  frame  P  is  rigidly  attached  to  the  cross-head  A  by  two 
studs y  and  r,  the  former  serving  also  as  a  pivot  for  the  arm  />. 
The  upper  end  of  B  is  pivoted  to  one  end  of  a  horizontal  bar 
y  whose  other  end  is  attached  by  a  pin  to  some  fixed  support. 
In  this  way  B  swings  back  and  forth,  its  lower  end,  together 
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with  the  frame  P  and  the  parts  carried  by  it,  travelling  with 
the  cross-head.  Within  the  case  or  cage  d  (shown  in  section 
in  Fig.  233)  the  weight  h  is  free  to  slide  horizontally  on  steel 
friction  rollers,  except  as  controlled  by  the  spring.  This  spring, 
whose  tension  is  known  by  calibration,  is  the  only  means  by 
which  the  motion  of  the  cross-head  is  communicated  to  the 
weight  hy  and  it  must  therefore  be  extended  or  compressed  by 
an  amount  which  measures  the  force  needed  to  overcome  the 
inertia  of  the  weight. 

For  convenience  h  may  be  made  to  weigh,  including  the 
parts  moving  with  it,  exactly  one  pound.  It  is  joined  by  a 
light  rod  e  to  the  bent  lever  a  which  moves  a  pencil  in  a  direc- 
tion at  right  angles  to  that  of  the  cross-head  motion.  By  the 
vibration  of  the  arm  B  the  paper  is  carried  under  the  pencil 
on  the  curved  platform  b  shown  in  Figs.  231  and  232.  This  can 
at  pleasure  be  drawn  upward  by  the  cord  nty  and  kept  in  contact 
with  the  pencil  for  one  or  more  revolutions  while  the  engine  is 
in  motion.  The  paper  is  put  in  place  while  the  engine  is  at 
rest,  and  the  neutral  line  x}  Fig.  232,  is  drawn  by  swinging  the 
arm  B  back  and  forth  by  hand.  As  soon  as  the  engine  is  run- 
ning under  the  conditions  desired,  contact  may  be  made  and 
the  diagram  drawn. 

In  using  the  instrument  so  as  to  make  a  diagram  from  2  to 
3  inches  long,  the  arm  B  may  be  varied  in  length  to  suit  the 
stroke  of  the  engine.  To  maintain  a  given  average  length  of 
ordinates  for  widely  differing  speeds,  the  scale  may  be  changed 
by  changing  the  spring,  or  the  weight,  or  both. 

For  obtaining  the  effect  per  pound  weight  of  the  recipro- 
cating masses,  determine  the  scale  as  follows:  The  force 
exerted  by  an  80-lb.  indicator-spring  when  it  is  compressed  or 
extended  \  inch,  causing  a  pencil-movement  of  one  inch,  is  80 
lbs.  per  square  inch  of  indicator  piston-area.  The  latter 
being  one-half  square  inch,  the  actual  force  on  the  spring 
is  40  lbs.  If,  then,  an  80-lb.  spring  with  a  2-lb.  weight 
be  used,  a  i-inch  ordinate,  will  mean  40  lbs.  exerted  by  the 
spring  in  total,  or  a  force  of  20  lbs.  per  pound  of  the  mass  it 
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Th  US  a  scale  20  means  a  force,  for  each  inch  of  ordinate 
measured  from  the  neutral  line,  equal  to  twenty  times  the 
weight  of  the  moving  body  under  investigation.  In  other 
words,  each  twentieth  of  an  inch  in  length  of  ordinate  repre- 
sents a  force  equal  to  the  weight  of  the  reciprocating  masses. 

An  80-lb.  spring  with  a  i-lb.  weight,  scale  40 


44 

80-lb. 

44 

44 

"  2-lb. 

44 

44 

20 

44 

40-lb. 

44 

44 

"  i-lb. 

44 

it 

20 

44 

20-lb. 

44 

44 

"  i-lb. 

44 

44 

IO 

438.  The  Inertia-diagram  drawn  by  the  Instrument- 
In  interpreting  the  diagram  several  points  are  to  be  noted : 

1.  The  evenness  and  general  form  of  the  diagram  are 
largely  influenced  by  the  smoothness  of  running  of  the  engine, 
which  depends  on  the  accuracy  of  bearing  surfaces,  and  the 
degree  in  which  the  weight  of  reciprocating  parts,  their  veloci- 
ties, and  the  varying  steam-pressures  are  suited  to  each  other. 

2.  The  curvature  of  the  lines  traced  depends  chiefly  on  the 
ratio  of  crank-length  to  that  of  connecting-rod ;  this  ratio 
should  be  determined  by  measurement. 

3.  In  combining  the  diagram  with  an  indicator-card  the 
ordinates  should  represent  forces  in  pounds  per  square  inch  of 
piston-area,  and  in  the  same  scale  as  that  of  the  indicator-card. 
For  this  we  determine  by  independent  measurement  (1)  the 
force  exerted  by  the  spring  for  a  given  length  of  ordinate  from 
the  neutral  line  ;  (2)  the  ratio  of  the  weight  of  the  reciprocating 
parts  of  the  engine  to  that  of  the  parts  of  the  instrument 
moved  by  the  spring  ;  and  (3)  the  area  of  the  engine-piston. 

4.  The  difference  in  length  of  the  corresponding  ordinates 
in  tht  inertia  and  indicator  diagrams,  the  latter  corrected  for 
back  pressure  or  compression,  represents  the  net  horizontal 
force  transmitted  to  the  crank-pin. 

For  combination  with  a  steam  indicator-card,  the  force  per 
square  inch  of  piston-area  is  required.  This  is  best  obtained 
by  getting  the  weight-ratio  or  the  weight  of  reciprocating  parts 
per  square  inch  of  piston-area.  This  multiplied  by  the  scale  of 
the  inertia-diagram  gives  the  engine-scale  or  scale  of  pounds  per 
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square  inch  at  the  speed  at  which  the  diagram  was  taken.  An 
example  will  make  this  clear.  The  inertia-diagram  in  Fig.  234, 
taken  from  a  very  smooth-running  engine,  was  obtained  with  an 
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80  spring  and  a  one-pound  weight.  Hence  the  diagram-scale 
is  40.  But  for  this  engine  the  weight-ratio  was  3.  Hence 
40  X  3  =  120  is  the  engine-scale. 

Having,  now,  this  inertia-diagram  (Fig.  234)  whose  engine- 
scale  is  120,  suppose  we  are  to  combine  it  with  an  indicator- 
diagram  (Fig.  235)  from  the  same  engine  at  same  speed,  and 
taken  with  a  40  spring.     The  scale  of  the  inertia-diagram  can 
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be  changed  from  120  to  40  by  drawing  it  with  the  ordinate  of 
each  point  increased  three  times,  giving  the  curve  ab  in  Fig. 
235.  The  ordinates  to  the  compression  curve  on  the  back 
stroke  can  be  deducted  from  the  corresponding  ordinates  of  the 
inertia  curve  aby  and  the  included  area  shaded,  thus  exhibiting 
the  modification  of  the  steam-forces  by  the  inertia  of  the  recip- 
rocating parts.  By  vertical  measurement  of  the  shaded  por- 
tion, the  true  distribution  of  horizontal  forces  on  the  crank-pin 
during  the  backward  stroke  may  be  obtained. 

Important   Features  of  the  Experimental  Diagram. — Sup- 
pose that  in  Fig.  236  /  and  c  are  the  positions  respectively 


Fig.  236.— Relative  Motion  or  Crank-pin  and  Piston. 


of  the  cross-head  and  crank-pins  with  crank  on  its  centre. 
Then,  were  it  not  for  the  angle  of  the  connecting-rod,  the 
cross-head  pin  would  go  to  /'  when  the  crank  has  moved  to 
c" ,  pp'  being  equal  to  cc\ 

But  its  true  place  is  at  p" ;  thus  in  the  quarter-turn  of  the 
crank  from  c  to  c'  the  cross-head  has  gone  a  distance  /'/"' 
past  its  mid-stroke,  and  is  then  moving  at  the  same  speed  as 
the  crank  pin,  while  its  maximum  speed  was  attained  before 
reaching  mid-stroke.  Again,  on  the  return-stroke,  when  the 
crank  is  lowest,  the  piston  has  not  gone  half-way.  This  shows 
that  the  acceleration  is  greater  when  the  piston  is  at  the  head 
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;nd  of  cylinder.  The  same  thing  is  shown  in  Fig.  237,  xy 
being  much  greater  than  x'y',  while  the  fact  that  point  of 
:rossing  of  yy'  and  xx  is  at  the  left  of  the  centre  shows  that  the 


iero  of  acceleration,  which  of  necessity  corresponds  with  n 
num  velocity,  falls  where  it  should. 


All  this  is  revealed  in  the  same  way  in  the  experimental 
nertia-diagram  Fig.  234,  page  603,  and  the  accuracy  of  the  dia- 
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gram  may  be  further  tested  by  comparing  the  area  below  the 
neutral  line  with  that  above  it  by  means  of  a  planimeter. 

In  Fig.  238  the  inertia-diagrams  for  forward  and  backward 
strokes  have  been  separated.  The  negative  and  positive  signs 
show  respectively  where  the  inertia  opposes  and  assists  the 
steam -pressures.  The  curve  y"y"  belongs  to  the  forward 
stroke  and  y'y  to  the  return. 

In  practical  use  the  diagram  should  be  divided  into  tenor 
more  equal  spaces,  and  the  ordinate  at  the  centre  of  each 
space  being  numbered,  the  crank-positions  corresponding,  may 
be  found   as  shown  in  Fig.  239,  and  the  relative  velocity  of 


piston  and  crank  obtained.  The  method  of  dividing  the  dia- 
gram shown  in  Fig.  238  is  convenient  in  transferring  the  curve 
to  a  steam  indicator-card  similarly  divided.  Care  being  taken 
to  draw  both  to  the  same  scale  and  in  pounds  per  square  inch 
of  piston,  the  inertia  curves  may  be  drawn  on  an  indicator- 
card  arranged  as  shown  in  Fig.  240.  Here  the  back-stroke 
steam-card  has  been  drawn  inverted  and  in  contact  with  the  for- 
ward card  in  its  normal  position,  the  two  back-pressure  lines 
being  made  coincident   and  used  as  the  neutral   inertia  line. 
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The  ordinate  lines  are  then  produced  to  cut  the  line  X'X, 
which  serves  as  a  base-line  from  which  to  lay  off  ordinates  of 
the  net  horizontal  forces  at  the  crank-pin.     The  actual  forces 


at  the  crank-pin  are  thus  more  clearly  revealed  for  both  strokes, 
and  the  areas  above  and  below  X'X'  respectively,  give  the  actual 
work  on  the  crank-pin  for  forward  and  return  strokes. 


CHAPTER   XXL 


THE  STEAM-INJECTOR-THE  PULSOMETER. 


439.  Description  of  the  Injector.— The  steam-injector  is 
an  instrument  designed  for  feeding  water  to  steam-boilers, 
although  it  can  be  and  often  is  used  as  a  pump  to  raise  water 
from  one  level  to  another.*  It  has  been  used  as  an  air-com- 
pressor, and  also  for  receiving  the  exhaust  from  a  steam-engine, 


BU 


3  BOILER 


Fig.  341— The  Mack  Non-lifting  Injector. 

taking  the  place  in  that  case  of  both  condenser  and  air-pump. 
It  was  designed  by  Henri  Jacques  Giffard  in  1858. 

In  its  most  simple  form  (see  Fig.  241)  it  consists  of  a  steam- 
nozzle,  the  end  of  which  extends  somewhat  into  a  chamber 
or  converging  tube  called  the  combining  or  suction-tube;  this 

*  See  Cassier's  Magazine,  January  and  February,  1892  ;  Thermodynamics, 
by  D.  Wood,  page  279  ;   Thermodynamics,  by  C.  H.  Peabody,  page  152, 

60S 
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connects  with,  or  rather  terminates  in,  a  third  nozzle  or  tube, 
A  (Fig.  241),  termed  the  "  forcer."  At  the  end  of  the  combin- 
ing-tube,  and  before  entering  the  forcer,  is  an  opening  connect- 
ing the  interior  of  the  nozzle  at  this  point  with  the  surrounding 
area.  This  area  is  separated  from  the  outside  air  by  a  check- 
valve,  E,  opening  outward  in  the  automatic  injectors,  and  by  a 
globe  valve  termed  the  overflow-valve  in  the  non-automatic 
injector.  The  injector-nozzles  are  tubes  with  ends  rounded  to 
conform  to  the  form  of  the  "  vena  contracta  "  as  nearly  as  pos- 
sible, and  thus  receive  and  deliver  the  fluids  with  the  least  pos- 
sible loss  by  friction  and  eddies. 

Some  of  the  injectors  are  quite  complicated,  and  adjust 


F10.  141.— Th*  SbuiH  Ikjsctiir. 

themselves  automatically  by  varying  the  openings  through  the 
tubes  to  suit  changes  in  steam-pressure. 

Fig.  242  is  a  section  of  the  Sellers  injector  of  1876 ;  in  this 
injector  the  steam-nozzle  Ccan  be  inserted  a  greater  or  less 
distance,  as  required,  into  the  combining-chamber  NN.  The 
overflow  P  is  closed  by  a  valve  K  operated  by  a  rod  L  con- 
nected   to   the   starting-lever   T.      The   tube   NNCO   moves 


6io 
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automatically  to  vary  the  opening  at  C  with  change  of  steam- 
pressure. 

In  some  of  the  injectors  the  tubes  are  so  arranged  that  the 
discharge  of  one  injector  is  made  the  feed  for  a  second  injector, 
This  makes  what  is  termed  a  double  injector,  of  which  familiar 
illustrations  are  to  be  seen  in  the  Hancock,  Park,  and  World 
injectors. 


440.  Thermodynamic  Theory  of  the  Steam -injector-- 
As  a  thermodynamic  machine  the  injector  is  nearly  perfect, 
since  all  the  heat  received  by  it  is  returned  to  the  boiler,  ex- 
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cepting  a  very  small  part  that  is  lost  by  radiation ;  conse- 
quently the  thermal  efficiency  should  be  in  every  case  nearly 
ioo  per  cent.  Its  mechanical  efficiency,  or  work  done  in  lifting 
water,  compared  with  the  heat  expended,  is  small,  because  its 
heat-energy  is  principally  used  in  warming  up  the  cold  water 
as  it  enters  the  injector. 

Let  r  equal  the  heat  of  evaporation  in  B.  T.  U.  of  a  pound 
of  dry  steam;  x,  its  quality;  q>  heat  of  the  liquid  of  the 
entering  steam  in  thermal  units  above  320 ;  qt ,.  heat  of  dis- 
charge-water in  thermal  units  above  320 ;  A,  the  total  heat  in 
a  pound  of  wet  steam  ;  w,  the  weight  of  steam  per  hour 
uncorrected  for  calorimeter-determinations ;  W>  the  weight  of 
water  supplied ;  /,  the  temperature  of  the  feed-water ;  /',  the 
temperature  of  the  delivery.  Then  we  have,  as  the  heat  in 
one  pound  of  the  steam  supplied,  above  320, 

k=xr+q. (1) 

If  the  mechanical  work  consist  of  W  pounds  of  water  lifted  n 
feet  by  pressure  and  s  feet  by  suction,  the  heat  equivalent  F 
of  the  mechanical  work  is 

F=[(n+s)IV+wn]A9 (2) 

if  delivered  from  the  end  of  the  discharge-pipe  without  sensible 
velocity.  In  case  there  is  a  velocity  of  vx  feet  per  second  at 
delivery  from  discharge-pipe,  the  additional  energy  L,  in  heat- 
units,  is 

L  =  A(W+w)v?  +  2g. (3) 

The  heat-units  taken  up  by  the  feed-water  are 

K=Wf-t) (4) 

The  thermal  efficiency  E,  if  the  injector  is  used  for  feeding 
boilers,  is 

F+L  +  K 
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If  used  as  a  pump,  the  heat  K  received  by  the  discharge-water 
is  to  be  neglected,  and  the  efficiency  Ep  is 


F  -     F+L  to 


441.  Mechanical  Action  of  the  Injector. — In  this  case  we 
consider  only  the  impact  of  the  jet  of  steam  at  high  velocity 
against  the  mass  of  water.  The  case  being  similar  to  that  of 
a  small  inelastic  ball,  moving  at  high  velocity,  impinging  on  a 
large  ball. 

Denote  the  velocity  of  the  steam  by  v,  that  of  the  water 
before  impact  by  V,  and  after  impact  by  Vx ;  then  by  the 
principles  of  impact  of  inelastic  bodies, 

wv       WVx^{W+w)V  ,. 

&  g    ~~         g 

When  water  is  supplied  the  injector  under  pressure,  the 
sign  of  Vx  is  positive,  otherwise  it  is  negative.  The  use  of 
this  equation  requires  the  velocity  of  the  steam,  v\  that  of  the 
supply,  Vx ;  and  of  the  discharge,  V,  to  be  given. 

The  velocity  of  the  steam,  v,  will  not  differ  essentially  from 
1400  feet  per  second  for  the  conditions  in  which  it  is  used  in 
the  injector  (see  Article  230,  page  273). 

The  velocity  of  the  ivater  discharged,  V,  from  the  injector 
may  be  found  by  dividing  the  volume  that  is  delivered  in  cubic 
feet  per  second,  c,  by  the  area  of  the  discharge  in  square  feet, 
A  ;  that  is, 


f^=  <  <^xi44=_L_       ....    (8) 

A       3600        a        2$a 

in  which  C  represents  the  discharge  in  cubic  feet  per  hour,  and 
a  the  area  of  the  discharge-nozzle  in  square  inches. 
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The  velocity  of  the  water  supplied,  Vl9  in  the  suction-pipe 
maybe  found  by  ascertaining  the  equivalent  head,  nx ,  that  will 
produce  the  same  velocity.  Up  be  the  absolute  pressure  per 
square  inch  in  the  combining-chamber ;  d,  the  pressure  per 
square  inch,  as  shown  by  a  barometer  or  pressure-gauge,  on 
the  water-supply ;  «/",  the  weight  of  a  cubic  foot  of  water  at  the 
temperature  of  the  supply ;  s,  the  suction-head  in  feet, — then 

^  =  M4£rJ)  _ , (9) 

W 


The  velocity  of  the  suction  is,  however,  expressed  more  con- 
veniently by  considering  a  body  of  water  with  a  head,  s,  acting 
to  accelerate  or  retard  the  whole  mass  of  water  in  the  injector. 
Let  A  be  the  smallest  section  of  the  water-jet,  w"  the  weight 
of  a  unit  of  water  ;  then  the  pressure  due  to  s  feet  of  water 
will  be  saw" .  As  this  acts  on  a  mass  of  water  Vaw"  -7-  g,  the 
velocity  imparted  would  be 

saw"  __sg 


Vaw"       V 


The  total  momentum  produced  by  the  suction  would  be 

W+wtsg\      (     .    W\  s        .     .     x  s  .    x 

in  which 

y  =  W-t-  w. 

The  momentum  produced  by  the  suction  would  be  negative, 

unless  water  was  delivered  to  the  injector  under  pressure. 

As  shown  in  equation  (7)  the  momentum  of  the  suction  is 

WV                                                                         W  V         V 
19  which  for  one  pound  of  steam  would  be 1  =  y—. 

g  w  g  g 
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Substitute   this   value  for  the  momentum  of  the  suction  in 
equation  (7),  representing  W  +  w  by  y.     We  have 


g  '  v-  '  "V         g 


or 


'v  =  {i+y)[v--pj (in 


From  which 


vV  , 

i+y=v*—7g (I2> 

The  plus  sign  to  be  employed  before  s  when  the  suction- 
water  is  supplied  under  pressure ;  otherwise  the  negative  sign  is 
to  be  used. 

If  the  friction  in  the  pipe  be  neglected, 


V=  V2gn, 
and  we  have 


v  V2&1  ,    , 

r= - I (13^ 

J       2gn  —  sg  u 

442.  Limits  of  the  Injector. — Maximum  Amount  of  Water 

Lifted. — This  may  be  obtained  from  equation  (12)  or  (13),  but 

it  can  be  obtained  with  sufficient  accuracy  by  neglecting  the 

WV 
momentum due  to  the  suction-water  in  equation  (7);  in 

this  case 

wv  =  (W-\-  w)Vf 
from  which 


IV        v  v  1400 

~  w  ~  — =.  —  1  = 

iy2gn  V2gn 


y  =  ~^  =  V  ~  *  =  ~J7zr.  ~~  '  =  77T^=  —  *»  nearly.    (14) 
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The  maximum  ratio  of  water  to  steam  is  shown  by  the  fol- 
lowing table : 


Delivery  Pressure 

Maximum  Ratio 

Delivery  Pressure 
above  that  on  the 

Maximum  Ratio 

above  that  on 

of  Water  to 

of  Water  to 

Injector. 

Steam  by  Weight 

1 

Injector. 

Steam  by  Weight. 

IO 

36.5 

55 

15.5 

15 

29.8 

60 

14.7 

20 

25.6 

65 

14.3 

25 

23.8            [ 

70    * 

13.7 

30 

20.9 

75 

13.3 

35 

195 

80 

12.9 

40 

17.87 

85 

12.6 

45 

17.0 

90 

12. 1 

50 

16.2 

100 

11. 5 

1 

i 

The  minimum  amount  of  water  required  must  be  sufficient 
'  to  condense  the  steam,  in  which  case 


W_ 
w 


k-q% 
f-t' 


05) 


in  which  h  is  the  heat  in  one  pound  of  entering  steam  ;  qt ,  the 
heat  of  the  liquid  in  the  delivery,  both  reckoned  from  320 ;  /', 
the  temperature  of  the  delivery ;  /,  that  of  the  feed-water,  so 
that  the  ratio  cannot  be  greater  than  shown  in  equation  (14) 
nor  less  than  that  shown  in  equation  (15). 

Temperature  of  Feed-water. — As  the  temperature  of  the 
feed-water  increases  vapor  is  given  off  which  increases  the 
pressure,  by  in  equation  (9)  on  the  surface  of  the  supply-water, 
and  reduces  the  height  through  which  the  water  can  be  lifted. 

If  the  temperature  of  the  feed-water  is  greater,  the  amount 
required  to  condense  the  steam  must  also  be  greater;  but  as 
the  amount  lifted  by  a  given  amount  of  steam  cannot  exceed 
the  approximate  value  given  in  equation  (14),  we  shall  have  at 
the  extreme  limit  at  which  the  injector  works,  the  values  of  y 
as  given  in  these  two  equations  equal  to  each  other,  from 
which  the  maximum  temperature  of  feed-water  becomes 

t  =  f t~t-  =  t !_-_—,  nearly. 


v-  V 


Moo  —  s  2gn 
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The  following  table  gives  approximately  the  limiting  values 
of  suction-head  in  feet  and  temperature  of  feed-water : 

LIMIT  OF  SUCTION-HEAD   IN   FEET. 


Pressure  of 

Limit  of  Suction- 

Steam-pressure  100  lbs.  Absolute. 

Temperature 

of  Feed-water. 

Vapor.  Pounds 

head  in  case  of 

Delivery  aia#  Fahr. 

Delivery  180°  Fahr. 

Degs.  Fahr. 

per  sq.  inch. 

Vacuum.    Feet. 

Number  of  Pounds 
of  Water  to  con- 
dense one  of  Steam. 

Number  of  Pounds 

of  Water  to  con- 
dense one  of  Steam. 

70 

0.36 

32.96 

7.04 

8.8l 

80 

O.50 

32.6 

7.57 

9.61 

90 

O.69 

32.2 

8.19 

IO.76 

IOO 

O.94 

31.4 

8.92 

12. II 

Iio 

I.26 

30.9 

9.80 

13.84 

I20 

1.68 

29.7 

IO.87 

16.15 

130 

2.22 

273 

I2.20 

19.32 

140 

2.87 

25-9 

13.89 

24.22 

150 

3.70 

24.8 

16.13 

32.3 

160 

4.72 

22.5 

19.23 

48.45 

170 

5.98 

19.6 

23.81 

96.9O 

180 

7- 50 

16.9 

31-25 

190 

9-33 

9.9 

45.46 

200 

11.52 

9-3 

8333 

2IO 

14.12 

1.1 

500.9 

MAXIMUM   TEMPERATURE   FEED-WATER. 


Gauge  Press- 
ure.   Pounds 

Maximum  Temperature  of 
Feed-water.    Degrees  Fahr. 

Gauge  Press- 
ure.   Pounds 

Maximum  Temperature  of 
Feed-water.    Degrees  Fahr. 

per  sq.  inch. 

Discharge 
1800  Fahr. 

Discharge 
2ia°  Fahr. 

per  sq.  inch. 

Discharge 
x8o°  Fahr. 

Discharge 
2i2#  Fahr. 

20 

I42 

173 

70 

109 

139 

25 

137 

168 

75 

107 

137 

30 

133 

164 

80 

I05 

134 

35 

129 

160 

90 

99 

129 

40 

126 

156 

100 

95 

125 

45 

123 

153 

no 

9' 

121 

50 

120 

I50 

120 

87 

"7 

55 

117 

M7 

130 

83 

"3 

60 

114 

144 

140 

80 

no 

65 

III 

141 

150 

77 

107 
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A  series  of  carefully  conducted  experiments*  made  at  Sib- 
ley College,  Cornell  University,  to  determine  the  efficiencies  of 
different  steam  injectors,  confirm  the  results  expressed  in  the 
preceding  computations. 

443.  Directions  for  Handling  and  Setting  Injectors.— 
Injectors  are  of  two  general  classes,  lifting  and  non-lifting.  In 
the  first  class  water  is  drawn  in  by  suction  and  then  discharged 
against  a  pressure ;  in  the  second  class  water  flows  in  under 
pressure  and  is  discharged  against  a  greater  pressure. 

As  there  is  a  limit  to  the  temperature  at  which  water  will 
be  handled  by  the  injector,  variations  in  steam-pressure  will 
affect  the  discharge  and  may  cause  it  to  stop  altogether.  This 
may  be  regulated  to  a  certain  extent  by  manipulating  the 
valves  of  the  steam  and  water  supply ;  some  injectors  are  self- 
adjusting  in  this  respect  and  are  termed  automatic. 

The  general  directions  for  starting  an  injector  are  to  open 
the  overflow,  turn  on  steam  until  the  water  appears  at  the 
overflow,  and  the  temperature  of  the  injector  is  sufficiently  low 
to  condense  the  steam.  Then  close  the  overflow  and  the  in- 
jector should  discharge  against  a  pressure  equal  to  or  greater 
than  the  steam-pressure.  In  many  of  the  injectors  the  over- 
flow valve  will  open  whenever  the  pressure  in  the  injector 
becomes  greater  than  that  of  the  atmosphere.  In  several 
kinds  the  overflow  is  closed  by  a  valve  regulated  independ- 
ently or  connected  by  a  lever  to  the  starting  handle  so  as  to 
be  opened  and  closed  at  the  proper  time  by  the  simple  opera- 
tion of  admitting  steam. 

Injectors  will  not  work  with  oily  or  dirty  water,  and  are 
liable  to  be  stopped  by  anything  that  will  not  pass  the  nozzles. 
In  general  they  are  to  be  connected  by  pipe-fittings  made  up 
without  red  lead  and  arranged  so  as  to  deliver  water  into  a 
pipe  leading  to  the  boiler,  in  which  is  placed  a  check-valve  to 
remove  the  boiler-pressure  when  starting  the  injector. 

444.  Directions  for  Testing. — For  testing  the  injector 
use  two  tanks,  both  of  which  are  to  rest  on  weighing-scales. 

*  Sec  Cassier's  Magazine,  Feb.  1892. 
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Fill  one  of  the  tanks  with  water,  and  locate  the  injector  any 
convenient  distance  above  or  below  this  tank,  and  arrange  it 
so  as  to  deliver  water  into  the  second  tank. 

If  the  water  that  escapes  at  the  overflow  is  arranged  to  run 
into  the  tank  from  which  the  water  is  taken,  no  correction  will 
be  required  ;  otherwise  it  must  be  caught  and  weighed. 

Place  a  valve  in  the  delivery-pipe,  some  distance  from  the 
injector  or  beyond  an  air-chamber,  and  regulate  the  deliver)' 
head  by  partly  opening  or  closing  this  valve.  The  deliver)'- 
pressure,  which  can  be  reduced  to  head  in  feet  of  water,  can  be 
measured  by  a  pressure-gauge  in  the  delivery-pipe  ;  the  suction- 
pressure  is  observed  in  a  similar  manner  by  using  a  vacuum- 
gauge  or  a  manometer. 

The  water  received,  W,  is  that  taken  from  the  first  tank; 
the  amount  delivered,  JV-\-w9  is  that  weighed  in  the  second 
tank ;  the  difference  is  w,  the  steam  used. 

Arrange  thermometers  to  take  the  temperature  of  the 
water  as  it  enters  and  leaves  the  injector. 

Make  runs  with  discharge-pressures  equal  respectively  to 
one-fourth,  one-half,  three-fourths,  once,  and  one  and  one- 
fourth  times  that  on  the  boiler.  During  each  run  take  obser- 
vations, as  required  by  the  blank  log  furnished,  once  in  two 
minutes. 

Determine  the  limits  at  which  the  injector  stops  working, 
for  temperature  of  feed-water,  suction-head  and  delivery-head. 

Careful  trials  show  that  the  thermodynamic  efficiency  of 
any  injector  is  ioo  per  cent ;  by  assuming  this  as  true  the  sec- 
ond tank  may  be  dispensed  with,  and  the  amount  of  steam 
computed  from  its  heating  effect  and  known  quality  on  the 
water  passing  through  the  injector. 

In  the  report,  describe  the  injector  tested,  explain  method 
of  action,  and  submit  a  graphical  log,  with  time  as  abscissa,  as 
well  as  an  efficiency  curve  for  varying  pressures  of  discharge, 
also  for  varying  temperatures  of  discharge. 

Fill  out  the  log  and  make  complete  report,  after  the  stand- 
ard form. 
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445.  Form  for  Data  and  Results  of  Injector-test. 
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446.  The  Pulsometer. — This  is  a  pump  consisting  of  two 
bottle-shaped  cylinders  joined  together  with  tapering  necks, 
into  which  a  ball  C  is  fitted  so  as  to  move  in  the  direction  of 
least  pressure,  with  a  slight  rolling  motion,  between  seats  formed 
in  the  passages.  These  chambers  connect  by  means  of  open- 
ings fitted  with  clack-valves,  E  £,  into 
the  induction-chamber  D. 

The  water  is  delivered  through 
the  passage  H,  which  is  connected  to 
the  chamber  by  openings  fitted  with 
valves  G.  Between  the  chambers  is 
a  vacuum-chamber  J  which  connects 
with  the  induction-passage  D.  Air  is 
supplied  the  chambers  by  small  air- 
valves  moving  inward,  which  open 
when  the  pressure  is  less  than  atmos- 
pheric. 

The  method  of  working  is  as  fol- 
lows: Conceive  the  left  chamber  full  F,G-  *«•— Tm  p»lsoi«t«». 
of  water,  and  a  vacuum  in  the  right  chamber;  steam  enters 
to  the  left  of  the  valve  C,  presses  directly  on  the  surface  of  the 
water,  and  forces  it  past  the  check-valve  G  into  the  delivery- 
passage  H  and  air-chamber  J\  at  the  same  time  the  right 
chamber  is  filling  with  water,  which  rushes  in  and  by  its 
momentum  moves  the  valve  C  to  the  left.  The  steam  in  the 
left  chamber  condenses,  forming  a  vacuum,  and  the  operation 
described  is  repeated,  except  that  the  conditions  in  the  two 
chambers  are  reversed. 

All  the  steam  entering  is  condensed  and  forced  out  with 
the  water,  increasing  its  temperature 

The  analysis  is  very  similar  to  that  of  the  injector,  except 
that  the  steam  acts  by  pressure  instead  of  by  impact.  The 
theory  is  fully  stated  in  "  Thermodynamics,"  by  Prof.  De  Volson 
Wood,  page  293.  Thus:  if  w  equal  the  weight  of  steam,  W 
the  weight  of  water  raised,  /  the  temperature  of  the  supply,  /, 
that  of  the  delivery,  r  the  latent  heat  of  evaporation  of  the 
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steam,  T  the  temperature  of  the  steam,  n  the  delivery-head, 
w,  the  suction-head,  «  +  »,  the  total  head, — no  allowance  being 
made  for  variation, — we  have 

w(T+r~tl)=  W(t,-f). 
The  heat  equivalent  of  the  mechanical  work  done, 

U=A\_Wn,  +(W+«»)»], 
The  heat  expended,  in  thermal  units, 

h  =  w(T -  t  -f  r). 


The  efficiency. 


E  =  ~ 


w{T~t  +  r)        ■ 


Neglecting  the  work  of  lifting  the  condensed  steam. 


The  following  form  for  data  and  results  of  test  is  used  by 
the  Massachusetts  Institute  of  Technology  : 

447.  Form  for  Data  and  Results  of  Test  on  Pulsometer. 

No Dalt 180.. 
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Diameter  suction  and  discharge  pipes ans. 

Transverse  area  of  pipe • sq.  ft. 

Distance  between  pressure-gauges . . .  .ft. 

Barometer  (cor.) ins.;     lbs. 

Number  of  pulses  per  minute 

Width  of  weir ft.     Area  steam-orifice sq.  ft. 

Steam  used  in mins .lbs. 

Water  over  weir  in mins lbs. 

Head  due  to  velocity  in  discharge-pipe .ft. 

Total  lift  =  pressure-beads  4-  velocity-head  +  distance  between  gauges ft. 

Total  work  done  by  pulsometer.    ft. -lbs.;     B.  T.  l\ 

Total  heat  given  up  by  steam B.  T.  U . 

Efficiency per  cent. 

Duty  (ft.  lbs.  per  1,000,000  B.  T.  U.) 


CHAPTER   XXII. 

HOT-AIR   AND  GAS  ENGINES. 

448.  Hot-air  Engines. — Hot-air  engines  consist  of  engines 
in  which  the  piston  is  driven  backward  and  forward  by  the 
alternate  expansion  and  contraction  of  a  body  of  air  caused  by 
heating  and  cooling.     Those  now  on  the  market  are  used  prin- 


cipally for  pum ping-engines,  and  are  arranged  to  use  either 
coal  or  gas  as  fuel. 

449.  Ericsson  Hot-air  Engine. — This  engine  is  shown  in 
Pig.  244  in  elevation,  and  in  Fig.  245  in  section. 
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The  method  of  operation  is  as  follows:  There  are  two 
pistons,  viz.,  A,  the  displacing  piston  or  plunger,  and  B,  the  driv- 
ing-piston. The  driving-piston  is  connected  to  the  mechanism 
as  shown.  The  displacing  piston,  A,  is  a  vessel  made  of  some 
non-conducting  substance,  and  its  office  is  to  move  a  body  of 
air  alternately  from  the  space  above  to  that  below  it.  As  shown 
in  the  figure,  the  piston  A  is  at  the  upper  end  of  its  stroke,  and 
the  piston  B  is  moving  rapidly  upward,  being  driven  by  the 
expansion  of  the  air  in  the  lower  part  of  the  receiver  d.  The 
air  in  the  upper  part  of  the  receiver  is  cooled  by  water  which 
has  been  raised  by  the  pump  r,  and  which  circulates  in  the 
annular  space  xx. 

On  the  return  stroke  of  the  piston  B  the  plunger  A  at  first 
descends  somewhat  faster,  and  thus  by  transferring  air  main- 
tains a  nearly  uniform  pressure  upon  the  piston.  When  the 
piston  B  reaches  the  position  shown  in  Fig.  245  on  its  down- 
ward stroke,  the  plunger  A  will  be  at  the  bottom  of  its  stroke, 
and  all  the  working  air  will  have  been  transferred  above  and 
its  temperature  maintained  at  its  lower  limit,  while  it  is  com- 
pressed by  the  completion  of  the  downward  stroke  of  the 
piston  B,  after  which  the  plunger  will  rise  to  the  position 
shown  in  the  figure  and  the  temperature  and  volume  are  both 
increased  at  nearly  constant  pressure.  The  mass  of  air  in  the 
engine  remains  constant. 

450.  The  Rider  Hot-air  Engine. — In  this  engine  the 
compression-piston  A  and  the  power-piston  C  work  in  sepa- 
rate cylinders,  which  are  connected  together  by  a  rectangular 
passage  D  in  which  are  placed  a  large  number  of  thin  metallic 
plates,  forming  the  regenerator,  whose  office  is  to  alternately 
abstract  from  and  return  to  the  air  the  heat  in  its  passage 
backward  and  forward.  The  same  air  is  used  continuously;  it 
may  be  admitted  to  the  cylinders  by  a  simple  check-valve  O, 
opening  inward.  The  engine  is  used  entirely  as  a  pumping- 
engine,  and  the  water  so  raised  circulates  around  the  compres- 
sion-chamber B. 

The  operation  of  the  engine  is  briefly  as  follows : 

The  compression-piston  A  first  compresses  the  cold  air  in 
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the  lower  part  of  the  compression-cylinder  £,  when,  by  the 
advancing  or  upward  motion  of  the  power-piston  C  and  the 
completion  of  the  down  stroke  of  the  compression  piston  A, 
the  air  is  transferred  from  the  compression-cylinder  B  through 
the  regenerator  D  and  into  the  heater  E  without  appreciable 
change  of  volume.  The  result  is  a  great  increase  of  pressure, 
corresponding  to  the  increase  of  temperature,  and  this  impels 
the  power-piston  up  to  the  end  of  its  stroke.  The  pressure 
still  remaining  in  the  power-cylinder  and  reacting  on  the  com- 
pression-piston A  forces  the  latter  upward  till  it  reaches  nearly 
to  the  top  of  its  stroke,  when,  by  the  cooling  of  the  charge  of 
air,  the  pressure  falls  to  its  minimum,  the  power-piston  de- 
scends, and  the  compression  again  begins.  In  the  mean  time, 
the  heated  air,  in  passing  through  the  regenerator,  has  left  the 
greater  portion  of  its  heat  in  the  regenerator-plates  to  be  picked 
up  and  utilized  on  the  return  of  the  air  towards  the  heater. 

451.  Thermodynamic  Theory.  —  The  thermodynamic 
theory  of  the  hot-air  engine  will  be  found  fully  discussed  in 
Rankine's  Steam-engine  and  in  Wood's  Thermodynamics, 
from  which  it  is  seen  that  these  engines  may  work  under  the 
conditions  of  change  of  temperature  with  either  constant  press- 
ure or  constant  volume,  or  under  the  condition  of  receiving 
and  rejecting  heat  at  constant  pressure. 

The  thermodynamic  efficiency  is  found  by  dividing  the 
range  of  temperatures  of  the  fluid  by  the  absolute  temperature 
of  the  heated  fluid. 

452.  Method  of  Testing. — The  method  of  testing  hot-air 
engines  does  not  differ  essentially  from  that  for  the  steam- 
engine.  An  indicator  is  to  be  attached  so  as  to  measure  the 
pressures.  Knowing  the  pressures  and  volumes,  the  corre- 
sponding temperatures  can  be  computed  from  the  formula 

Y  =  #=  53-2i> 
in  which  /  is  the  pressure  in  pounds  per  square  foot,  v  the 
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corresponding  volume  in  cubic  feet,  and  T  the  absolute  tem- 
perature.    From  this 


The  quantities  which  should  be  taken  in  each  test  are  shown 
on  the  following  blank  for  data  and  results: 

453-  Forms  for  Data  and  Results  of  Test  of  Hot-air 
Engine. 


MECHANICAL  LABORATORY,  SIBLEY  COLLEGE, 
CORNELL  UNIVERSITY. 


Test  of Hot  air  pumping- engine.     Fuel.. 

* *i 


189.. 

Loo  of  Trial. 


*** 

-1* 

't'l  1 

IH'k 

1" 

\c 

1- 

«te. 

iw™ 

T.„p.„,™. 

k™>.,«™ 

Pod. 

Labtc 

£ 

i 

%\i 

III 

a 

| 

1' 

J.ctar 

S5 

£3 

H 

X 

I 

$ 

is 

|s 

i 

RESULTS  OF  TEST  OF  HOT-AIR  ENGINE. 
Data  and  General  Results. 

Diameter  of  working-piston in.;     Area  of  tame 

Diameter  of  plunger in.;    Area  of  same 

Length  of  stroke,  working- piston ft.;     Displacement 

Length  of  stroke,  plunger ft.;     Displacement 

Distance  between  centres  of  gauges. ft.;    Zero  of  weir 
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Symbol. 

Determination. 

1 

8 

3 

H 
k 

Q 

Q' 
X 

k 

G 

B.  T.  U. 

Doty 

M.  E.  P. 

I.  H.  P. 

D.  H.  P. 

E 

E 

• 

"            "         per  hr.  plunger-displacement 

Heat  from  combustion  per  hour 

AVvlaSv    1*1*    JZ*.    *  •  •••            •••••      ■•••••••<•••• 

indicated  H.  P 

"        effective       '*    

Indicated  work,  B.  T.  U 

Total 

Remarks. 


The  indicator-diagram  obtained  from  the  hot-air  engine  will 
depend  largely  on  the  principle  of  operation.     The  form  of  the 


Fig.  348.— Diagram  from  Ericsson  Hot-air  Engine. 


one  obtained  from  the  Ericsson  engine  in  which  there  is  change 
of  temperature  at  constant  pressure  is  well  shown  in  Fig.  248. 
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SPECIAL    DIRECTIONS  FOR  EFFICIENCY-TESTS    OF  THE  RIDER 

AND  THE  ERICSSON   ENGINE. 

Rider  Engine. 

Apparatus. — Steam-engine  indicator  with  16-pound  spring; 
thermometers  ;  low-pressure  gauge. 

Operation. — Build  a  fire  in  the  heater ;  fill  the  jacket  with 
water  by  priming  the  pump;  attach  indicator;  place  gauge 
behind  the  delivery-valve,  and  thermometers  to  obtain  tempera- 
tures of  water  in  supply  and  discharge  pipes ;  open  delivery. 
valve  and  start  engine  by  hand. 

Make  five  half-hour  runs,  increasing  the  head  five  pounds 
each  time,  and  taking  data  every  five  minutes.  To  stop  the 
engine,  open  fire-door  and  blow-off  cock. 

Submit  graphical  log  and  plot  efficiency-curve,  using  heads 
as  ordinates  and  efficiencies  as  abscissae. 

Ericsson  Engine. 

Apparatus. — Indicator  with  10-pound  spring ;  low-pressure 
gauge. 

Operation. — Light  the  gas  under  the  heater ;  place  pressure- 
gauge  behind  delivery-valve,  and  attach  indicator ;  proceed 
with  test  and  report  as  in  efficiency-test  of  Rider  compression- 
engine,  beginning  with  a  head  of  five  pounds  and  increasing 
by  five  pounds  up  to  twenty-five  pounds. 

454.  The  Gas-engine. — The  gas-engine  is  in  many  re- 
spects similar  to  a  hot-air  engine  in  which  the  furnace  is 
included  in  the  working-cylinder. 

There  are  many  types  of  these  engines  now  constructed, 
differing  from  each  other  in  form,  in  methods  of  igniting  the 
gas,  and  in  the  number  of  strokes  required  to  complete  a  cycle 
of  operations.  In  all  these  engines  a  mixture  of  gas  and  air, in 
such  proportions  as  to  be  readily  exploded,  is  drawn  into  the 
cylinder ;  this  is  then  exploded  by  firing  either  with  an  electric 
spark  or  with  a  lighted  gas-taper,  after  which  the  piston  is  im- 
pelled rapidly  forward,  and  the  gas  expanded ;  the  burned  gas 
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is  then  expelled  from  the  cylinder  before  the  introduction  of  a 
new  charge. 

Gas-engines  are  usually  single-acting,  but  a  few  have  been 
made  that  were  double-acting  like  a  steam-engine. 

Dugald  Clerk  makes  the  following  classification  of  gas- 
engines  :  * 

A.  Engines  igniting  at  constant  volume  but  without  previous 

compression,  and  of  which  the  working  cycle  consists 
in — 

1.  Charging  the  cylinder  with  explosive  mixture. 

2.  Exploding  the  charge. 

3.  Expanding  after  explosion. 

4.  Expelling  the  burned  gases. 

Many  of  the  early  engines  were  of  this  type,  of  which  may 
be  mentioned  those  of  Lenoir,  Hugon,  and  Bisschof. 

A  type  of  gas-engine  in  which  the  cycle  is  changed  a  little 
from  that  given  was  successfully  introduced  by  Otto  and 
Langen  in  1866.  In  this  engine  the  piston  is  shot  forward  by 
the  force  of  the  explosion  in  a  long  cylinder,  while  discon- 
nected from  the  motor-shaft,  but  on  the  return  stroke  it 
engages  with  the  motor-shaft  and  completely  expels  the  burned 
gases. 

The  cycle  is  as  follows : 

1.  Charging  the  cylinder. 

2.  Exploding  the  charge. 

3.  Expanding  after  explosion  while  disconnected  from  the 

motor. 

4.  Compressing  the  burned  gases  after  some  cooling. 

5.  Expelling  the  burned  gas.     Work  is  done  only  on  the 

return  stroke. 

B.  Engines  igniting  at  constant  pressure  with  previous  com- 

pression, and  of  which  the  working  cycle  consists — 

1.  Charging  the  pump-cylinder  with  the  explosive  mixture. 

2.  Compressing  the  charge  into  an  intermediate  receiver. 

3.  Admitting  the  charge  to  the  motor-cylinder  in  the  state 

of  flame,  at  the  pressure  of  compression. 

*  The  Gaf-Eagine,  Dugald  Clerk  ;  N.  Y.,  J.  Wiley  &  Sons. 
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4.  Expanding  after  admission. 

5.  Expelling  the  burned  gases. 

To  carry  out  this  process  perfectly  the  following  conditions 
are  required : 

(a)  No  throttling  or  heating  from  the  air  during  admission 

to  the  pump. 
(6)  No  loss  of    heat  of   compression  to   the  pump  and 

receiver-walls. 

(c)  No  throttling  as  the  charge  enters  the  motor-cylinder 

or  the  receiver. 

(d)  No  loss  of  heat  to  the  iron  of  the  motor-cylinder. 

(e)  No  back  pressure  during  the  exhaust-stroke. 

The  most  successful  engines  of  this  type  are  Brayton's  and 
Simon's. 

C.  Engines  igniting  at  constant  volume  with  previous  com- 
pression, of  which  the  cycle  of  operations  is — 

1.  Charging  the  pump-cylinder  with  the  explosive  mixture. 

2.  Compressing  the  charge  into  an  intermediate  receiver. 

3.  Admitting  the  charge  to  the  motor-cylinder  under  com- 

pression. 

4.  Igniting  the  charge  after  admission  to  the  motor. 

5.  Expanding  the  hot  gases  after  ignition. 

6.  Expelling  the  burned  gases. 

The  requirements  for  this  cycle  are  essentially  the  same  as 
for  B,  but  they  are  somewhat  more  contradictory.  In  practice 
the  receiver  is  dispensed  with  and  the  compression  performed 
in  the  motor-cylinder. 

The  most  common  engines  are  of  this  type,  of  which  may 
be  mentioned  Otto's  and  Clerk's. 

For  the  complete  theory  and  a  description  of  most  of  the 
gas-engines  the  reader  is  referred  to  the  work  on  Gas-engines 
by  D.  Clerk.  The  theory  is  also  fully  developed  in  Thurston's 
Manual  of  the  Steam-engine,  Vol.  I.,  and  De  Volson  Wood's 
Thermodynamics. 

455*  Method  of  Testing  Gas-engines. — The  method  of 
testing  gas-engines  is  in  many  respects  the  same  as  for  a  hot- 
air  engine,  but  if  possible  measurement  should  be  made  of  the 
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volume  of  air  drawn  in  as  well  as  that  of  the  gas.  A  complete 
log  of  a  test  is  to  be  found  in  Engine  and  Boiler  Trials,  by 
Thurston,  which  the  student  is  advised  to  consult. 

In  attaching  the  indicator  it  will  be  found  necessary  to  use 
a  heavy  spring  in  order  to  resist  the  effect  of  the  explosion. 
This  spring,  because  of  its  stiffness,  will  show  but  little  work  on 
the  intermediate  strokes ;  for  this  reason  it  is  advisable  to  use  a 
second  indicator  with  a  light  spring,  in  which  is  placed  a  stop 
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Pig.  249.— Plan  or  Arrangement  for  Gas-engins  Trial. 


for  the  piston  so  that  the  spring  cannot  be  compressed  to  such 
an  extent  as  to  injure  it.  A  pyrometer  should  be  inserted  in 
the  exhaust,  and  a  gas-bag  placed  between  the  gas-meter  and 
the  engine.  The  proper  arrangement  of  a  gas-engine  for  trial 
is  shown  in  Fig.  249,  from  Thurston's  Engine  and  Boiler  Trials. 
The  heat-units  per  cubic  foot  of  gas  used  should  be  deter- 
mined by  a  calorimetric  experiment  (see  page  419).    The  actual 


634 


EXPERIMENTAL  ENGINEERING. 


[§455- 


and  ideal  indicator-diagrams  are  shown  in  Fig.  250,  the  differ- 
ence being  in  great  part  due  to  losses  of  beat  in  the  cylinder. 


r'QJ     OJ     04     04     04 04     03      04     04    OJ0C6KFLVOO 

OTTO  CN.QINK.  ATKIltfSON  KNQINC. 

Fig.  350. — Actual  and  Ideal  Indicator-diagrams  from  Gas-knginrs. 


Special  Directions  for  Testing  an  Otto  Gas-engine. 

Apparatus. — Indicator  with  lOO-pound  spring,  and  one  with 
20-pound  spring  ;  revolution-counter ;  gas-meter  ;  air-meter. 

Operation. — Turn  the  gas  on  at  the  meter,  light  the  ignition- 
flame  and  adjust  it  to  a  height  of  about  two  inches ;  depress 
the  governor-blade  and  retain  it  in  a  horizontal  position  with 
the  pawl  which  engages  the  pendulum  ;  open  air-cock  at  bottom 
of  the  cylinder,  and  turn  the  engine  over  several  times,  by  hand 
or  by  power,  at  its  proper  speed ;  work  the  throttle-valve  by 
hand   backward  and   forward  until  an  explosive  mixture  is 
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secured;  set  index  to  the  throttle-valve  at  figure  3;  after 
this  explosions  will  be  regulated  by  the  governor.  Turn  on 
jacket-water ;  take  diagrams  on  both  indicators,  number  of 
revolutions,  number  of  explosions,  and  amount  of  gas  con- 
sumed ;  apply  the  brake  and  make  a  series  of  runs,  each  one 
hour  in  length,  with  observations  at  intervals  of  five  minutes, 
increasing  the  load  from  minimum  to  maximum.  To  stop  the 
engine  at  the  end  of  the  test,  shut  off  the  gas  at  the  outer,  turn 
off  ignition-flame,  and  stop  the  supply  of  jacket-water. 

Compute  and  tabulate  data,  plot  efficiency-curve,  and  calcu- 
late the  hourly  consumption  of  gas  per  I,  H.  P.  and  D.  H.  P. 
Submit  graphical  log. 

456.  Forms  for  Data  and  Report  of  Test  of  Gas-engine. 
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Data  and  results  of  test  of • Gas-engine 

by ,  189.. 

Object  of  test   


Dimensions  of  Engine. 

Diameter  of  piston In. 

Area  of  piston Sq.  In. 

Length  of  stroke Ft. 

Piston-displacement Cu.  ft. 

Clearance " 

"        Percent 

Diameter  piston-rod In. 

crank-pin " 

Data. 


a 


tt 


tt 


tt 


Duration  trial,  hours 

Gas,  total cu.  ft. 

Gas  per  hour 

Air,  total 

Air  per  hour , 

Ratio  gas  to  air 

Jacket-water,  total,  lbs 

per  hour,  lbs 

tempt,  inj F° 

discharge F° 

range F  ° 

Revolutions,  total.   

"  per  hour 

"  per  minute 

Explosions,  total 

"  per  hour. .   

"  per  minute 

Temperature,  exhaust F  ° 

room F° 


<« 
«< 
«< 
ft 


»< 


Gas,      weight  of  cu.  ft. -lbs 

Air,  ••         "  "     

Mixture,    "        '«         "     

Specific  heat,  gas 

"      air 

Thermal equiv.,  cu.  ft.  gas.  .B.T.U. 
Dynamometer  work,  total,  ft. -lbs.. 

"      R5rhr*  "     " 
D.  H.  P 

Indicated  M.  E.  P 

H.  P 

Weight  of  gas  per  hour,  lbs 


<< 


*t 


air 


<« 


<« 


Cubic  foot  gas  per  I.  H.  P 

"     "    D.  H.  P 


<« 


<« 


A.   *i.   *  •  "fr*  Urn   li.    t» «  >••••••*..*• 

A.     Al  •    MT .   "~ ~    \J%     \\ .    MT  •  .  .       ..      •••«... 

Heat  per  Hour. 

Supplied B.  T.  U. 

Absorbed  by  jacket-water. 

Exhausted 

Thermal  equiv.  work 

Radiation  and  loss 


« < 
tt 


Thermal  efficiency 

Thermal  units  per  I.  H.  P 
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125.000 

2.2361 

I. 7IOO 

5-1 

16.022 

20.428 

26.01 

132.651 

2.2583 

1.721$ 

5-2 

16.336 

21.237 

27.04 

140.608 

2.2804 

I . 732S 

5-3 

16.650 

22.062 

28.09 

148.877 

2.3022 

1 . 743S 

5*4 

16.965 

22.902 

29.16 

X57.464 

2.3238 

1.7544 

5.5 

17.279 

23.758 

30.25 

166.375 

23452 

1 • 765a 

5-6 

17.593 

24.630 

31.36 

175.616 

2.3664 

1.7758 

5-7 

17.907 

25.518 

3249 

185. 193 

2.3875 

1.7863 

5.8 

18.221 

26.421 

33.64 

195. 112 

2.4083 

1.7967 

5.9 

18.535 

27.340 

34.81 

205.379 

2.4290 

1.8070 

6.0 

18.850 

28.274 

36.00 

216.000 

2.4495 

1.8171 

6.1 

19.164 

29.225 

37.21 

226.981 

2.4698 

1.8272 

6.2 

19.478 

30. 191 

38.44 

238.328 

2.4900 

1. 8371 

6.3 

19.792 

31.173 

3969 

250.047 

2.5100 

1.8469 

6.4 

20.106 

32.170 

40.96 

262.144 

2.5298 

1.8566 

6.5 

20.420 

33.183 

42.25 

274.625 

2-5495 

1.8663 

6.6 

20.735 

34-212 

43.56 

287.496 

2.5691 

1.8758 

6.7 

21.049 

35.257 

44.89 

300.763 

2.5884 

x.8852 

6.8 

21.363 

36.317 

46.24 

314432 

2.6077 

1.8945 

6.9 

21.677 

37.393 

47-61 

328.509 

2.6268 

1.9038 

7.0 

21.991 

38.485 

49.OO 

343.000 

2.6458 

1. 9129 

7.1 

22.305 

39.592 

50.41 

357-9" 

2.6646 

1.9220 

7.2 

22.619 

40.715 

51.84 

373  248 

2.6833 

I. 9310 

73 

22.934 

41. 854 

5329 

389.017 

2.7019 

1.9399 

74 

23.248 

43.008 

54.76 

405 . 224 

2.7203 

1.9487 

75 

23.562 

44.179 

56.25 

421.875 

2.7386 

1-9574 

7.6 

23.876 

45.365 

57.76 

438.976 

2.7568 

1. 9661 

7.7 

24.190 

46.566 

59- 29 

456.533 

2.7749 

1-9747 

7.8 

24.504 

47.784 

60.84 

474552 

2.7929 

1.9832 

7.9 

24.819 

49.017 

62.41 

493.039 

2.8107 

1. 9916 

8.0 

25. 133 

50.266 

64.00 

512.000 

2.8284 

2.0000 

8.1 

25.447 

51.530 

65.61 

531.441 

2.8461 

2.0083 

8.2 

25.761 

52.810 

6724 

551.468 

2.8636 

2.0165 

8.3 

26.075 

54.106 

68.89 

571.787 

2.8810 

2.0247 

8.4 

26.389 

55.418 

70.56 

592.704 

2.8983 

2.0328 

8.5 

26.704 

56.745 

72.25 

614.125 

2.9155 

2.0408 

8.6 

27.018 

58.088 

73.96 

636.056 

2.9326 

2.0488 

8.7 

27.332 

59-447 

75.69 

658.503 

2.9496 

2.0567 

8.8 

27.646 

60.821 

77.44 

68 x. 473 

2.9665 

2.0646 

8.9 

27.960 

62.211 

79.21 

704969 

2.9833 

2.0724 
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Constants — Gmtmmed. 


n 

mr 

4 

»• 

n* 

<Tn 

h 

9  0 

28.274 

63.617 

81.00 

729.OOO 

3.0000 

2.0801 

9.1 

28.588 

65.O39 

82.81 

753.571 

3.0166 

2.0878 

9.2 

28.903 

66.476 

84.64 

778.688 

3  0332 

2.0954 

9  3 

29.217 

67.929 

86.49 

804.357 

3.0406 

2.1029 

9.4 

29- 531 

69.398 

88.36 

830.584 

3.0659 

2.110$ 

9-5 

29-845 

70.882 

90.25 

857.375 

3.0822 

2.1179 

9.6 

30.159 

72.382 

92.16 

884.736 

30984 

2.1253 

9.7 

30.473 

73.898 

94.09 

912.673 

3- "45 

2.1327 

9.8 

30.788 

75.430 

96.04 

941.192 

3-1305 

2.1400 

9.9 

31.102 

76.977 

98.01 

970.299 

3.1464 

2.1472 

10. 0 

31.4*6 

78.540 

100.00 

IOOO.OOO 

3.1623 

2.1544 

10. 1 

31-730 

80.II9 

102.01 

IO30.301 

3.1780 

2.1616 

10.2 

32.044 

8I.7I3 

104.04 

1061.208 

3-1937 

2.1687 

10.3 

32.358 

83.323 

106.09 

IO92.727 

3.2094 

2.1757 

10.4 

32.673 

84949 

108.16 

II24.863 

3.2249 

2.1828 

10.5 

32.987 

86.59O 

110.25 

II57.625 

3.2404 

2.1897 

10.6 

33.301 

88.247 

112.36 

II9I.016 

32558 

2.1967 

10.7 

33.615 

89 . 920 

11449 

1225.043 

32711 

2.2036 

10.8 

33.929 

9I.OO9 

116.64 

1259.712 

32863 

2.2104 

10.9 

34.243 

93.313 

118. 81 

1295.029 

3.3015 

2.2172 

XI. 0 

34558 

95 • 033 

121.00 

1331.OOO 

3.3166 

2.2239 

11. 1 

34.872 

96.769 

123.21 

1367.631 

3-3317 

2.2307 

11. 2 

35-186 

98520 

125.44 

1404.928 

33466 

2.2374 

"•3 

35.500 

100.29 

127.69 

1442.897 

3.3615 

2.2441 

11. 4 

35.814 

102.07 

129.96 

1481.544 

33764 

2.2506 

«. 5 

36.128 

103.87 

132.25 

1520.875 

3.3912 

2.2572 

II. 6 

36.442 

105.68 

134.56 

1560.896 

34059 

2.2637 

II. 7 

36.757 

107.51 

136.89 

IOOI.613 

34205 

2.2702 

11. 8 

37071 

109.36 

139.24 

1643.032 

3-4351 

2.2766 

11.9 

37.385 

1 1 1 . 22 

141. 61 

1685.159 

3.4496 

2.2831 

12.0 

37.609 

113.10 

144.00 

I728.OOO 

3.4641 

2.2804 

12. 1 

38.013 

114.99 

146.41 

1771.561 

3.4785 

2.2957 

12.2 

38.3*7 

116.90 

148.84 

1815.848 

34928 

2.3021 

12.3 

38.642 

118.82 

151.29 

1860.867 

3  5071 

2.3084 

12.4 

38.956 

120.76 

153.76 

I906.624 

35214 

2.3146 

12.5 

39.270 

122.72 

156.25 

1953.125 

3-5355 

2.3208 

12.6 

39- 584 

124.69 

158.76 

2000.376 

35496 

2.3270 

12.7 

-39  •  898 

126.68 

161.29 

2048.383 

3.5637 

2.3331 

12.8 

40.212 

128.68 

163.84 

2097.152 

3.5777 

2.3392 

12.9 

40.527 

130.70 

166.41 

2146.689 

3.59>7 

2.3453 

13.0 

40.841 

132.73 

169.00 

2197.OOO 

3  6056 

2.3513 

13. 1 

41.155 

134.78 

171. 61 

2248.091 

36194 

2.3573 

A? 

41.469 

136.85 

17424 

2299.968 

3.6332 

2.363J. 
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Constants — Continued. 


n 

~ 

4 

»' 

n* 

<Tn 

• 

13  3 

41.783 

138.93 

176.89 

2352.637 

3.6469 

2.3693 

134 

42.097 

I4I.O3 

179-56 

2406.IO4 

3.6606 

2.375a 

135 

42.412 

143.14 

182.25 

2460.375 

3.6742 

2.38H 

13.6 

42.726 

145.27 

184.96 

2515.456 

3.6878 

2.3870 

137 

43040 

147.41 

187.69 

257L353 

3.7013 

2.3928 

13.8 

43-?54 

M9.57 

190.44 

2628.072 

3.7U8 

2.3986 

139 

43.668 

151.75 

193.21 

2685.619 

37283 

2.4044 

14.0 

43982 

I5394 

196.00 

2744.OOO 

37417 

2.410X 

14.1 

44296 

156. 15 

198.81 

2803.221 

3.7550 

2.4159 

14.2 

44.611 

158.37 

201.64 

2863.288 

3.7683 

2.4216 

14.3 

44925 

IOO.6I 

204.49 

2924.207 

3.7«I5 

2.4272 

14.4 

45239 

162.86 

207 . 36 

2985.984 

3.7947 

2.4329 

14.5 

45-553 

165.I3 

210.25 

3048.625 

3.8079 

2.4385 

14.6 

45.867 

167.42 

21316 

3112.136 

3.8210 

2.4441 

14.7 

46.181 

169.72 

216.09 

3176.523 

3.834I 

2-4497 

24.8 

46.496 

I72.03 

219.04 

3241.792 

3.8471 

2.4552 

14.9 

46.810 

17437 

222.01 

3307949 

3.8600 

2.4607 

15.0 

47124 

176.72 

225.00 

3375.000 

3 • 8730 

2.4662 

15. 1 

47.438 

I79.08 

228.01 

3442.951 

3.8859 

2.4717 

15.2 

47.752 

181.46 

231.04 

3511.808 

3.8987 

2.4772 

15.3 

48.066 

183.85 

23409 

3581.577 

3-9115 

2.4825 

X5-4 

48.381 

186.27 

237.16 

3652.264 

3.9243 

2.4879 

15.5 

48.695 

188.69 

240  25 

3723.875 

3.9370 

2.4933 

156 

49.009 

I9I.I3 

243.36 

3796.416 

3-9497 

2.4986 

157 

49323 

193-59 

246.49 

3869.893 

39623 

2 • 5039 

15.8 

49- 637 

I96.07 

249  64 

3944312 

39749 

2.5092 

15.9 

49-951 

I98.56 

252.81 

4019.679 

3-9875 

2.5146 

16.0 

50.265 

20I.06 

256.00 

4096.OOO 

4.0000 

2.5198 

16.  X 

50.580 

203.58 

259.21 

4173.281 

40125 

2.5251 

16.2 

50.894 

206.I2 

262.44 

425(528 

4.0249 

2.5303 

16.3 

51.208 

208.67 

265.69 

4330.747 

4.0373 

2.5355 

16.4 

51.522 

211.24 

268.96 

4410.944 

4.0497 

2.5406 

16.5 

51836 

213.83 

272.25 

4492.125 

4.0620 

2.5458 

16.6 

52.150 

216.42 

27556 

4574.206 

40743 

25509 

16.7 

52.465 

219.04 

278.89 

4657.463 

4.0866 

2.556I 

16.8 

52.779 

221.67 

282 . 24 

4741.632 

4.0988 

2.5612 

16.9 

53  093 

224.32 

285-61 

4826.809 

4.11x0 

2.5663 

17.0 

53-407 

226  98 

289.00 

4913.OOO 

4.1231 

2.5713 

17. 1 

53.721 

229.66 

292.41 

5000.2II 

4- 1352 

2.5763 

17.2 

54035 

13235 

29584 

5088.448 

4-1473 

2.5813 

17.3 

54350 

235.06 

299.29 

5177.717 

4.1593 

2.5863 

174 

54664 

237-79 

302.76 

5268.024 

4.I7I3 

2.5913 
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n 

*9- 

■» 

«• 

&m 

h 

X7-5 
17.6 

177 
17.8 

X79 

54.978 

55.*92 
55.606 

55.920 
56.235 

24053 
243.29 
246.06 
248.85 
251.65 

306.25 
30976 

31329 
316.84 

320.41 

5359  375 
545i.776 

5545.233 
5639.752 
5735-339 

4.1833 

4.195» 

4.2071 

4.2190 
4-2308 

2.5963 

2.6012 
2.6061 
2.6109 
2.6158 

18.0 
18.1 
18.2 

18.3 
X8.4 

56.549 
56.863 

57. 177 

57.491 
57805 

«54.47 

25730 

260.16 
263.02 
265.90 

324.00 
327.61 

331-24 
3S4.89 
33856 

5832.000 
5929.741 
6028.568 
6128.487 
6229.504 

4.2426 

42544 

4.2661 

4.2778 
4.2895 

2.6207 
2.6256 
2.6304 
2.6352 
2.64OI 

18.5 
X8.6 

X8.7 
18.8 

18.9 

58.119 

58.434 
58.748 
59.062 

59-37° 

268.80 

271.72 

27465 

27759 
280.55 

342.25 
34596 
349.69 
353.44 
357-21 

6331.625 
6434.856 
6539203 
6644.672 
6751.269 

4.3012 
4.3128 

43243   ! 

4-3359 

43474 

2.6448 

2.0495 
2.6543 
2.6590 
2.6637 

190 

I9.i 
192 

19-3 
19-4 

59.690 
60.004 
60.319 
60.633 
60.947 

283.53 
286.52 

289.53 
292.55 
295-59 

361.00 
364.81 
368.64 

372.49 
376.36 

6859.000 
6967.871 
7077.888 
7189.057 
7301.384 

4.3589 
4.3703 
4.3818 
4-3932 
4.4045 

26684 
2.6731 

2.6777 
2.6824 
2.6869 

19  5 

19. 6 

197 

I9.8 

199 

61.261 

61.575 
61.889 

62.204 
62.518 

298.65 
301.72 
304.81 
307.91 
311-03 

380.25 
38416 

388.  OQ 
392.04 
396.01 

74M.875 
7529536 

7645373 
7762.392 

7880.599 

4.4159 
44272 

4.4385 
4-4497 
44609 

2.6916 
2.6962 

2.7008 

2.7053 
2.7098 

30.0 
20.1 
20.2 
20.3 
20.4 

62.832 
63.146 
63.460 

63774 
64.088 

314-16 
317.31 
320.47 
32366 
326  85 

400.00 
404.0I 
408.O4 
4I2.O9 
4l6.l6 

8000.000 
8120.601 
8242.408 

8365427 
8489.664 

4.4721 

4.4833 

4.4944 

45055 
45166 

2.7144 
2.7189 
2.7234 
2.7279 
2.7324 

20.5 
20.6 
20.7 
20  8 
20.9 

64.403 
64.717 
65.031 

65 • 345 
05.659 

330-06 

333-29 

336.54 
339- 80 

343.07 

420.25 
424.36 
428.49 
432.64 
436.81 

8615.125 
8741.816 

8869.743 
8989.912 

9129.329 

4.5277 

4.5387 

4-5497 
45607 

4.5716 

2.7368 
27413 
2.7457 
2.7502 

2.7545 

21.0 
21. 1 
21.2 

31.3 
21.4 

65973 
66.288 

66.602 

66.916 

67.230 

346.36 

349 -67 
352.99 
356.33 
359-68 

44I.OO 

445-21 
449.44 

453  69 
457-96 

9261.000 

9393931 
9528.128 

9663597 
9800.344 

4.5826 
45935 

46043 
4*6152 

4.6260 

2.7589 
2.7633 
2.7676 
2.772O 

2.7763 

31.5 
21.6 

21. 7 

67.544 

67.858 

68.173 

363.05 
366.44 
369-84 

462.25 
466.56 
470.89 

9938.375 
10077.696 

10218.313 

4.6368 
4.6476 

!  4.6583 

2.7806 
2.7849 
2.7893 
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Constants— &*4#at*& 


21.8 

91. 9 

22. 0 
22.1 
22.2 
22.3 
22.4 

22.5 
22.6 
22.7 
22.8 
22.9 

23.0 

23.1 
23.2 

233 
234 

235 
23.6 

237 

23.8 

23.9 

24.O 

24.1 
24.2 

24.3 
24.4 

24.5 
24.6 

*4-7 
24.8 

24.9 

25.0 

25.X 
25.2 

35-3 
*54 

355 
25.6 

25-7 
25.8 

259 


68.487 
68. 80 I 

69.115 
69.429 
69.743 
70.058 
70.372 


70.686 
1. 000 

I-3I4 
1.268 

1.942 


2.257 

2.571 
2.885 

3.199 
3.513 

3.827 

4.142 
4-456 
4.770 
5.084 

5.398 
5-712 
6.027 
6.341 
6.655 

6.969 
7.283 

7-597 

7-9" 
8.226 

8.540 
8.854 
9.168 
9.482 
9.706 


80.  ill 
80.425 

80.739 
81 .053 

81.367 


373.25 
376.69 

380.13 
383.60 
387.08 

390-57 
39408 

397- 6x 
401.15 

404.71 
408.28 
411.87 

415.48 
419.10 

422.73 
426.39 
43005 

43374 
437-44 
441.15 
444.88 
448.63 

45239 

456.17 
459.96 

463.77 
467.60 

471.44 

475.29 
479.16 

483.05 
486.96 

490.87 
494.81 
498.76 

502.73 
506.71 

510.71 

514.72 

518.75 

522.79 
526.85 


475.24 
479.61 

484.00 
488. 41 
492.84 
497.29 
501.76 

506.25 
510.76 
51529 
519.84 
524.41 

529.00 
533-61 
538.24 
542.89 
54756 

552.25 

556.96 
561 . 69 
566.44 
571.21 

57600 
580.81 

585.64 
590.49 

595-36 

600.25 
605.16 
610.09 
615.04 
620.01 

625.00 
630.01 
635.04 
640.09 
645.16 

650.25 

655.36 
660.49 

665.64 
670.81 


0360.232 
0503459 

0648.000 
0793.861 
0941.048 
1089.567 
1239.424 

1390.625 

1543.176 
1697.083 
1852.352 
2008.989 

2167.000 
2326.391 
2487.168 

2649.337 
2812.904 

2977.875 
3144256 
3312.053 
3481.272 

3651.919 

3824.000 

3997.521 
4172.488 
4348.907 
4526.784 

4706.125 
4886.936 
5069.223 
5252.992 

5438.249 

5625.000 

5813.251 
6003.008 

6194.277 
6387.064 

6581.375 
6777.216 

6974 • 593 
7I735I2 

7373979 


4.6690 
4-6797 

46904 
4.7011 

4.7117 

47223 

4.7329 

47434 

4.7539 
4.7644 
4.7749 
4.7854 

4.7958 
4.8062 
4.8166 
4.8270 
48373 

4.8477 
4.8580 

4.8683 

4.8785 
4.8888 

4.8990 
4.9092 
4.9193 

4.9295 
4.9396 

4.9497 
4.9598 
49699 
49799 
4.9899 

5.0000 
5.0099 
5.0199 
5.0299 
5.0398 

5.0497 
5.0596 
5.0695 

5.0793 
5.0892 


*5 


27935 
2.7978 

2.8021 
2.8063 
2.8105 
2.8147 
2.8189 

2 . 8231 
2.8273 
2.8314 
2.8356 
28397 

2.8438 

2.8479 
2. 8521 

2.8562 

2.8603 

2.8643 
2.8684 
2.8724 
2.8765 
2.8805 

2.8845 
2.8885 
2.8925 
2.8965 
2.9004 

2.9044 
2.9083 
2.9123 
2.9162 
2 . 9201 

2. 9241 
2.927a 
2.9318 
2.9356 

2.9395 

2.9434 
29472 
2.9510 
2.9549 
2.9586 
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Constants —  Continued. 


n 

„ 

4 

«* 

«•  . 

+« 

• 

36.O 

81.681 

530.93 

676.00 

17576.000 

50990 

2.9624 

36.1 

81.996 

535.02 

681.21 

I777958I 

5.1068 

2.9662 

26.2 

82.310 

539- 13 

686.44 

17984.728 

C.II85 

2.9701 

26.3 

82.624 

54325 

691.69 

18191.447 

5.1283 

2.973* 

26.4 

82.938 

54739 

696.96 

18399744 

5.I2*> 

2.9776 

26.5 

83.252 

551-55 

702.25 

18609.625 

5.1478 

2.9814 

26.6 

83.566 

555-72 

707.56 

18821.096 

5.1575 

2.9851 

26.7 

83.881 

559-90 

712.89 

19034.163 

5.1672 

2.9888 

26.8 

84.195 

564.10 

718.24 

19248.832 

r.1768 

2.9926 

26.9 

84.509 

568.32 

723.61 

19465.109 

5.1865 

2.9963 

27.0 

84.823 

57256 

729.00 

19683.000 

5.1062 

3.0000 

27.1 

85-»37 

576.80 

734.41 

19902. 511 

5.ao57 

3-0037 

27.2 

85.451 

581.07 

739.84 

20123.648 

5.2153 

3.0074 

273 

85 • 765 

585.35 

74529 

20346.417 

5.2249 

3.0111 

27.4 

86.080 

589.65 

750.76 

20570.824 

5.2345 

3.0147 

27-5 

86.394 

593  96 

756.25 

20796.875 

5.2440 

3.0184 

27.6 

86.708 

598.29 

761.76 

21024.576 

52535 

3.0221 

27.7 

87.022 

602.63 

767 . 29 

21253933 

5.2630 

3.0257 

27.8 

87336 

606.99 

772.84 

21484.952 

5.2725 

3.0293 

27.9 

87.650 

611.36 

778.41 

2x717.639 

5.2820 

3.0330 

28.O 

87.965 

61575 

784.00 

21952.000 

5.2915 

3.0366 

28.1 

88.279 

620. 16 

789.61 

22188.041 

53009 

3.0402 

28.2 

83.593 

624.58 

795 • 24 

22421. .  768 

53103 

3.0433 

28.3 

88.907 

629.02 

800.89 

22  65.187 

5.3197 

30474 

28.4 

89.221 

63347 

806.56 

22906.304 

5.3291 

3.0510 

28.5 

89.535 

63794 

812.25 

23149.125 

5.3385 

3.0540 

28.6 

89.850 

642.42 

817.06 

23393.656 

5.3478 

3.0581 

28.7 

90  164 

646.93 

823.69 

23639.903 

53572 

3.0617 

28.8 

90.478 

651.44 

829.44 

23887.872 

53665 

3.0652 

28.9 

90.792 

65597 

835-21 

24137569 

5.3758 

3.068S 

29.O 

91.106* 

660.52 

841.00 

24389.000 

5.3852 

3.0723 

29.I 

91.420 

665.08 

846.81 

24642.171 

53944 

3.0758 

2Q.2 

91.735 

669.66 

852.64 

24897.088 

5-4037 

30794 

29.3 

92.049 

674 . 26 

858.49 
864.30 

25153.757 

54129 

3.0820 

29.4 

92.363 

678.87 

25412.184 

54221 

3.0864 

29  5 

92.677 

6S3 . 49 

870.25 

25672.375 

54313 

3.0899 

29.6 

92.991 

688.13 

876.16 

25934.336 

5-4405 

3-0934 

29.7 

93.305 

692.79 

882.09 

26198.073 

5-4497 

3.0968 

29.8 

93.619 

69747 

888.04 

26463.592 

54589 

3.1003 

29.9 

93-934 

702.15 

894.01 

26730.899 

5.4680 

3.1038 

30.O 

04.248 

706.86 

900.00 

27000.000 

5.4772 

3.1072 

30.1 

94.562 

711.58 

906.01 

27270.901 

5.4863 

3.1107 

302 

94876 

716.32 

912.04 

27543608 

54954 

3-"lL 
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Constants — Continued. 


m 

MW 

u*  - 

4 

1 

«* 

*i 

a 

30.3 
30.4 

95.190 

95  •  505 

72I.07 
725.83 

918.09 
924.16 

27818.127 
28094.464 

5-5045 
55136 

3X176 
3.I2IO 

30.5 
30.6 

30.7 
30.8 

30.9 

95.819 
96133 

96447 
96.761 

97-075 

730.62 

735.42 
740.23 
745.06 

749 .91 

930.25 
936.36 

942.49 
948.64 

954.81 

28372.625 
28652.616 
28934.443 
29218.112 
29503.629 

5.5226 

5.53X7 
5.5407 
5.5497 
5.5587 

31244 
3.1278 
3.1312 

3.1346 
3.X380 

3I.O 

31. 1 
3X.2 

31.3 
31. 4 

97.389 

97.704 
98.018 

98332 
98.646 

75477 
759.05 
76454 
769.45 
774-37 

961.00 
967.21 

97344 

97969 

'  985.96 

29 7Q 1. 000 
30080.231 
30371328 
30664.297 
30959.144 

5.5678 
5.5767 
55857 
55946 
5.6035 

3.I4I4 
3.1448 

3.I48I 

3.I5I5 
3.1548 

31.5 
31.6 

31-7 
31.8 

31.9 

98.960 

99274 
99.588 
99.903 
100.22 

779- 31 
784.27 
789.24 
79423 
799.23 

992.25 

998.56 

1004.89 

1011.24 

1017.61 

3"55.875 
31554.496 

31855.013 
32157.432 
32461.759 

5.6124 
5.6213 
56302 

56391 
5.6480 

3.1582 
3.1615 
3.1648 
3.I68I 

3.1715 

32.0 
32.1 
32.2 

32.3 
32.4 

100.53 
100.85 
101.16 

101.47 
101.79 

804.25 
809.28 

81433 
819.40 

824.48 

1024.00 
1030.41 
1036.84 
104329 
1049.76 

32768.000 
33076.161 
33386.248 
33698.267 
34012.224 

5.6569 
5.6656 

5.6745 
56833 

5.6921 

3.1748 
3.I78I 
3.1814 
3.1847 
3.1880 

32.5 
32.6 

32.7 
32.8 

32.9 

102.10 
102.42 

102.73 
103.04 

103.36 

829.58 
834.69 
839.82 
844.96 
850.12 

1056.25 
1062.76 
1069.29 
1075.84 
1082.41 

34328.125 
34645.976 
34965 • 783 
35287.552 
35611.289 

5.7008 
5.7096 
5.7183 
5.7271 
5.7358 

3.1913 
3-1945 
3.1978 
3.20IO 
3.2043 

330 

331 
332 
333 
33-4 

103.67 
103.99 
104.30 
104.62 
104.93 

855  30 
860.49 
865 . 70 
870.92 
876.16 

1089.00 
1095.61 
1x02.24 
1108.89 
111556 

35937.000 
36264. 69 X 

36594 • 368 

36926.037 

37259.704 

5.7446 
5.7532 
5.7619 
5.7706 

5-7792 

3.2075 
3.2108 
3.214O 
3.2172 
3 . 2204 

33-5 
33  6 

33.7 
33  8 
33.9 

105.24 
105 . 56 

105.87 
106.19 
106.50 

881.41 
886.68 
891.97 
897.27 
902.59 

1122.25 
1128.96 
1135.69 

1142.44 
I 149. 21 

37595-375 
37933.056 
38272.753 
38614.472 
38958.219 

5.7379 
5.7965 
5.8051 

5.8137 
5.8223 

32237 
3.2269 
3.2301 
3.2332 
32364 

34.0 

34-1 
342 

343 
34-4 

106.81 

107.13 

107.44 
107.76 

108.07 

907.9a 
9U-27 
9x8.63 
924.01 
929.41 

1156.00 
1162.81 
1169.64 
1176.49 
1183.36 

39304.000 
39651.821 
40001.688 
40353  607 
40707.584 

5.8310 

5.8395 
5.8480 

5.8566 

5.8651 

3.2396 
3.2428 
3.2460 

32491 
3.2522 
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345 
34-6 

34-7 

34-8 

349 

35.o 
35-1 
35.2 
35-3 
35.4 

35-5 
35-6 

35.7 
35.8 
35-9 

36.0 
36.1 
36.2 

36.3 
36.4 

39-5 
36.6 

36  7 
36.8 

36.9 

37-0 

37.1 
37-2 

373 
37-4 

375 
376 

37.7 
37.8 

37-9 

38.0 
38.1 
38.2 

38.3 
38.4 

38.5 
38.6 

_3?.7 


08.38 
08.70 
09.01 

09.33 
09.64 

09.96 
0.27 
0.58 
0.00 
1. 21 

1-53 

1.84 

2.15 
2.47 

2.78 

3.10 

3.41 

3-73 
4.04 

4-35 

4.67 

4.08 
530 
5.61 

592 

6.24 

6.55 
6.87 
7.18 

7-5o 

7.81 
8.12 

8.44 

8.75 
9.07 

9.38 

9.69 

20.01 

20.32 

20.64 

20.95 
21.27 
21.58 


4 


934.82 
940.25 
94569 

951.15 
956.62 

962.11 
967.62 

973.14 
978.68 

984.23 

989.80 

99538 
1000.98 
1006.60 
1012.23 

1017.88 
1023.54 
1029.22 
1034.91 
1040.62 

1046.35 
1052.09 

1057-84 
1063.62 

1069.41 

1075.21 
1081.03 
1086.87 
1092.72 
1098.58 

1104.47 
1 I 10. 36 
1116.28 
1122.21 
I 128. 15 

Ji34.il 
1140.09 
1146.08 
1152.09 
1158.12 

1164.16 
1170.21 
1176.28 


190.25 
197.16 
204.09 
211.04 
218.01 

225.00 
232.01 

23904 
246.09 
253.16 

260.25 
267.36 

274.49 
281.64 

288.81 

296.00 
303.21 

310.44 
31769 
324.96 

332.25 
339 -56 
346.89 

354.24 
361.61 

369.00 

376.41 
383.84 
391.29 

308.76 

406.25 
41376 
421.29 
428.84 
436.41 

444.00 
45I-6I 
459-24 
466.89 
474.56 

482.25 
489.96 

49769 


41063.625 
41431.736 
41781.923 

42144192 
42508.549 

42875.OOO 

43243.551 
43614.208 

43986.977 
44361.864 

44738.875 
45118.016 

45499293 
45882.712 

46268.279 

46656.OOO 
47045.881 

47437928 
47832.147 
48228.544 

48627.125 
49027.896 
49430.863 
49836.032 
50243.409 

50653.OOO 
51064. 811 
51478.848 

51895. 117 
52313.624 

52734.375 
53X57.376 
53582.633 
54010.152 

54439-939 

54872.000 

55306.341 
55742.968 
56181.887 
56623.104 

57066.625 
57512.456 
57960603 


5-B736 
5.8821 
5.8906 
5.8991 
5.9076 

5.9161 
5.9245 
59329 
50413 
50497 

59581 
5.9665 
59749 
5.9833 
50916 

6.0000 
6.0083 
6.0166 
6.0249 
6.0332 

6.0415 
6.0497 
6.0580 
6.0663 
6.0745 

6.0827 
6.0909 
6.0991 
6.1073 
6.U55 

6.1237 
6.1318 
6.1400 
6.1481 
6.1563 

6.1644 

6.1725 
6.1806 
6.1887 
6.1967 

6.2048 
6.2129 
6.2209 


h 


3.2554 
3.1586 
3.*6i7 
3.2648 
3.2679 

3.2710 
32742 

3.2773 
32804 

3-2835 

3.2866 
32897 
3.2927 

3.2958 
32989 

3-3019 
3-3O50 
3.3080 
3.3111 
3.3I4I 

3.3I7X 
3-3201 
3.3231 
3.3262 
3.3292 

333M 
33352 

3.3382 
3.3412 

3-344* 

3-3472 
3.3501 
3-3531 
3-35W 
3-359° 

3.3620 

3-3649 
3.3679 
3.3708 

3-3737 

3.3767 
33796 

3  3825^ 
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Constants— Continued. 


.' 

- 

4 

»• 

•• 

<rn 

» 

38.8 
38.9 

121.89 

122.21 

II82.37 
II88.47 

I505.44 
1513.21 

5841 x. 072 

58863.869 

6.2289 
6.2370 

33854 
33883 

39.0 

391 
39.2 

39-3 
39-4 

122.52 
122.84 
123.15 
123.46 

I23.78 

IIQ4.59 
1200.72 

I206.87 

1213.04 

1219.22 

I52I.OO 
I528.8I 
1536.64 

154449 
1552.36 

59319.000 

59776.471 
60236.288 

60698.457 

61162.984 

6.2450 
6.2530 
6.2610 
6.2689 
6.2709 

3. 39" 
3.3041 
3.3970 

3.3999 
3.4028 

395 
39.6 
39-7  J 
39.8 

399 

I24.O9 
I24.4I 
124.72 
I25.O4 

125.35 

1225.42 
1231.63 
1237.86 
I244.IO 
1250.36 

I500.25 
I568.I6 
I57609 
I584.O4 
1592.01 

61629.875 
62099.136 

62570.773 
63044.792 
63521.199 

6.2849 
6.2928 
6.3008 
6.3087 
6.3166 

3.4056 
3.4085 

34"4 
34142 
3.4X71 

40.0 
40.1 
40.2 

40.3 
40.4 

125.66 

I25.98 
126.29 
I26.6I 
X2692 

I256.U4 
I262.93 
I269.23 
1275.56 
I281.9O 

160O.OO 
1608.OI 
1616.O4 
1624.O9 
I632.16 

64000.000 
64481.201 
64964.808 
65450.827 

65939.264 

6.3245 
6.3325 

6.3404 

6.3482 

6.3561 

3.4200 
34228 
34256 
3.4285 

3.4313 

40.5 
40.6 

40.7 
40.8 

40.9 

127.23 

127.55 
127.86 

I28.I8 

I28.49 

1288.25 
1294.62 
I30I.00 
I307.4I 
1313.82 

164O.25 
I648.36 
I656.49 
I664.64 
l672.8l 

66430.125 
66923.416 

67419.143 

67911.312 
68417.929 

6.3639 
6.3718 
6.3796 

6.3875 
6.3953 

3.434X 
34370 
34398 
3.4426 

3*4454 

41.0 
41. 1 
41.2 

41.3 
41.4 

I28.8I 
129.12 

12943 
I29.75 

I3O.06 

1320. 25 
I326.7O 

1333.17 
I339.65 
I346.I4 

I68I.OO 
1689.2I 
1697.44 
I705.69 

1713.96 

68921.000 
69426.531 
69934.528 
70444.997 
70957.944 

6.4031 
6.4109 
6.4187 
6.4265 
6.4343 

3.448a 
345IO 
3-4538 
3.4566 

34594 

41.5 
41.6 

41.7 
41.8 

41.9 

130.38 
I3O.69 
I3I.OO 
131.32 
131.63 

1352.65 
1359.18 
I365.72 
1372  28 
1378.85 

1722.25 
I73O.56 
1738.89 
1747.24 
1755.61 

71473.375 

71991.296 
7251 x. 713 

73034.632 

73560.059 

6.4421 
6.4498 

6.4575 

6.4653 
6.4730 

3.4622 
3.4650 
3.4677 
3.4705 
3-4733 

42.0 
42.1 
42.2 

42.3 
42.4 

131.95 
132.26 

132.58 
I32.89 
I33.20 

1385.44 
I392.05 
I398.67 

I405.3I 
I4II.96 

I764.OO 

1772.41. 

I780.84 

I789.29 

1797.76 

74088.000 
74618.461 

75151.448 

75686.967 
76225.024 

6.4807 
6.4884 
6.4961 
6.5038 
6.5115 

3.4760 
3.4788 

34815 

3.4843 
3.4870 

42.5 
42.6 

42.7 
42.8 

42.9 

13352 

133.83 

134.15 
I34.46 

134.77 

I418.63 

X425.3* 
I432.OI 

I43872 
144545 

I806.25 
I814.76 
I823.29 
I83I.84 
I84O.4I 

76765.625 
77308.776 
77854.483 

78402.752 

78953.559 

6.5192 
6.5268 

6.5345 
6.5422 

6.5498 

3.4898 

34925 
3-4952 
3.4080 
3.5007 
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Constants — Continued. 


n 

MW 

4 

«» 

•» 

rn 

* 

43.0 

13509 

I452.20 

1849.00 

79507.000 

6.5574 

3.5034 

43-1 

I35    40 

I458.96 

1857.61 

80062.99I 

6.5651 

3.5061 

43-2 

135.72 

I465.74 

1866.24 

80621.568 

6.5727 

3.5088 

43-3 

I36.03 

1472.54 

1874.89 

8II82.737 

6.5803 

3.5«5 

43-4 

136.35 

1479-34 

1883.56 

81746.504 

6.5879 

3.514a 

43-5 

136.66 

1486.17 

1892.25 

82312.875 

6.5954 

3.51*9 

43-6 

136.97 

1493.01 

1900.96 

8288I.856 

6.6030 

3.5*96 

43.7 

137.29 

1499.87 

1909.69 

83453.453 

6.6ic6 

3.5223 

43.8 

I37.6O 

1506.74 

1918.44 

84027.672 

6.6182 

35250 

43.9 

137.92 

1513.63 

1927.21 

84604.519 

6.6257 

3.5277 

44.0 

138.23 

1520.53 

1936.00 

85T84.OOO 

6.6333 

3.5303 

44.1 

138.54 

I527-45 

194481 

85766.I2I 

6.6408 

3-5330 

44.2 

138.86 

1534.39 

195364 

86350.888 

6.6483 

3-5357 

443 

139-17 

I54J-34 

1962.49 

86938.307 

6.6558 

3.53H 

44-4 

139-49 

1548.30 

1971.36 

87528.384 

6.6633 

3.54W 

44-5 

139- 80 

1555.28 

1980.25 

83I2I.I25 

6.6708 

3-5437 

44.6 

140.12 

1562.28 

1989.16 

88716.536 

6.6783 

3.5463 

44-7 

140.43 

1569.30 

1998.09 

89314.623 

6.6858 

3-5490 

44.8 

140.74 

1576.33 

2007.04 

89915.392 

6.6933 

3-5516 

449 

141.06 

I583-37 

2016.01 

90518.849 

6.7007 

3-5543 

45-0 

I4L37 

1590.43 

2025.00 

9II25.OOO 

6.7082 

3-5569 

45-1 

141.69 

1597-5* 

2034.01 

91733.851 

6.7156 

3-5595 

452 

142.00 

1604.60 

2043.04 

92345.408 

6.7231 

3.5621 

45-3 

142.31 

1611.71 

2052.09 

92959677 

6.7305 

3.5648 

45-4 

142.63 

1618.83 

2061.16 

93576.664 

6.7379 

3-5674 

45-5 

142.04 

1625.97 

2070.25 

94196.375 

6.7454 

3-5700 

45.6 

143  -  26 

1633.13 

2079.36 

94818.816 

6.7528 

3.5726 

45-7 

14357 

1640.30 

2088.49 

95443993 

6.7602 

3-5752 

45-8 

143-88 

1647.48 

2097.64 

9607I.9I2 

6.7676 

3.5778 

45.9 

144.20 

1654.68 

2106. 8.1 

96702.579 

6.7749 

3.5605, 

46.0 

144.51 

1661.90 

2116.00 

97336.000 

6.7823 

3.5830 

46.1 

144.83 

1669.14 

2125.21 

97972.I8I 

6.7897 

35856 

46.2 

145.14 

1676.39 

2134.44 

986 I I. 128 

6.7971 

3.5882 

46.3 

145.46 

1683.65 

2143-69 

99252.847 

6.8044 

3.5908 

46.4 

145.77 

1690.93 

2152.96 

99897.344 

6.8117 

3-5934 

46.5 

146.08 

1698.23 

2162.25 

IOO544.625 

6.8191 

35960 

46.6 

146.40 

1705.54 

2171.56 

IOXI94.606 

6.8264 

35986 

46.7 

146.71 

1712.87 

2180.89 

IOI847.503 

6.8337 

3.6011 

46.8 

M7-03 

1720.21 

2 IOO  .-24 

IO2503.232 

6.8410 

3.6037 

46.9 

147-34 

1727.57 

2199.6I 

I03 l6l. 709 

6.8484 

3.6063 

47.0 

147.65 

1734.94 

22O9.O0 

IO3823.OOO 

6.8556 

3.6088 

47.1 

147-97 

1742.34 

22I8.4I 

IO4487. Ill 

6.8629 

3-6114 

47.2  1 

148.28 

1749.74 

2227.84 

105154.048 

6.8702 

3.6139^ 
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Constants — Continued. 


n 

MW 

n*  - 

4 

«» 

»' 

V* 

• 

473 

I48.6O 

1757.16 

2237.29 

105823.817 

6.8775  ' 

3.6165 

47.4 

I48.9I 

I764.60 

2246.76 

1 06496. 424 

6.8847 

3.6190 

47-5 

M9-23 

I772.05 

2256.25 

107171.875 

6.8920 

3.6216 

476 

M9 -54 

t779.52 

2265 . 76 

107850.176 

6.8993 

3.624I 

47.7 

149.85 

I787.OI 

2275.29 

108531.333 

6.9065 

3.6267 

47.8 

150.17 

1794  51 

2284.84 

109215.352 

6.9137 

3.6292 

47.9 

150.48 

I802.03 

2294.41 

109902.239 

6.9209 

3.6317 

48.0 

150.80 

1809.56 

2304.00 

110592.000 

6.9282 

3.6342 

48.I 

151. 11 

l8i7.II 

2313.61 

11 1284.641 

6.9354 

3.6368 

48.2 

151.42 

1824.67 

2323.24 

1 1 1980. 168 

6.9426 

36393 

48.3 

151.74 

1832.25 

2332.89 

112678.587 

6.9498 

3.6418 

48.4 

152.05 

1839.84 

2342.56 

"3379  904 

6.9570 

36443 

48.5 

152.37 

1847.45 

2352.25 

1 14084. 125 

6.9642 

3.6468 

48.6 

152.68 

I855.O8 

2361.96 

1 14791.256 

6.9714 

36493 

48.7 

15300 

1862.72 

2371.69 

115501.303 

6.9785 

36518 

48.8 

153-31 

I87O.38 

2381.44 

116214.272 

6.9857 

36543 

48.9 

15362 

I878.O5 

2391.21 

116930.169 

6.9928 

3.6568 

490 

15394 

I885.74 

2401 .00 

117649.000 

7.0000 

36593 

491 

15425 

I893.45 

2410.81 

1 18370. 771 

7.0071 

3.6618 

49.2 

154.57 

I9OI.I7 

2420.64 

119095.488 

70143 

36643 

49-3 

154-88 

I908.9O 

2430.49 

1 19823. 157 

7.0214 

3.6668 

49.4 

155-19 

I9I6.65 

2440.36 

120553.784 

7.0285 

3.6692 

49-5 

155  51 

I924.42 

2450.25 

121287.375 

7.0356 

3-67I7 

49.6 

155.82 

1932.21 

2460.16 

122023.936 

7  0427 

3.6742 

49-7 

156.14 

I94O.OO 

2470.09 

122763.473 

7.0498 

3.6767 

49-8 

156.45 

I947.82 

2480.04 

123505.092 

7.0569 

3.6791 

49.9 

156.77 

I955-65 

2490.01 

124251.409 

7.0640 

3.6816 

50.0 

157.08 

I963.5O 

2500.00 

125000.000 

7.0711 

3.6840 

51.0 

160.22 

2042 . 82 

2601.00 

132651.000 

7.14M 

3.7084 

52.0 

163.36 

2123.72 

2704.00 

140608.000 

7.2m 

3.7325 

53.0 

166.50 

2206.19 

2809.00 

148877.000 

7 . 2801 

37563 

54.0 

169.64 

2290.22 

2916.00 

157464.000 

7.3485 

3.7798 

55.o 

172.78 

2375.83 

3025.00 

166375.000 

7.4162 

3.8030 

56.0 

175  93 

2463.OI 

3136.00 

175616.000 

7.4833 

38259 

57.o 

179.07 

255176 

3249.00 

185193.000 

7 • 5498 

3.8485 

58.0 

182.21 

2642.08 

3364.00 

195112.000 

7.6158 

3.8709 

59.0 

185.35 

2733- "7 

3481.00 

205379.000 

7.6811 

3.8930 

60.0 

188.49 

2827.44 

3600.00 

216000.000 

7.7460 

3.9M9 

61.0 

191.63 

2922.47 

3721.00 

226981.000 

7.8102 

3.9365 

62.0 

194.77 

3019.07 

3844.00 

238328.000 

7.8740 

3.9579 

63.0 

197.92 

3"7.25 

3969.00 

250047.000 

7-9373 

3.9791 

64.0 

201.06 

3216.99 

4096.00 

262144.000 

8.0000 

4.0000 

65.0 

204.20 

3318.31 

4225.00 

274625.000 

8.0623 

4.0207 

66.0 

207.34 

3421.20 

4356.00 

287496.000 

8.1240 

'4.0412 
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Constants — Continued, 


m 

MW 

4 

«» 

»• 

Vn 

h 

67.0 

2T0.48 

3525.66 

4489.00 

300763.000 

8.1854 

4.061$ 

68.0 

213.63 

3631.69 

4624.00 

314432.000 

8.2462 

4.0817 

69.0 

216.77 

3739.29 

4761.00 

328509.000 

8.3066 

4.1016 

70.0 

219.91 

3848.46 

4900.00 

343000.000 

8.3666 

4.1213 

71.0 

223.05 

3059.20 

5041.00 

357911.000 

8.4261 

4.1408 

7a. 0 

226.19 

4071.51 

5184.00 

373248.000 

8.4853 

4.160a 

73  0 

229.33 

4185.39 

5329.00 

380017.000 

8.5440 

4-H93 

74.0 

232.47 

4300.85 

5476.00 

405224.000 

8.6023 

41983 

75-0 

235.62 

4417.87 

5625.00 

421875.000 

8.6603 

4.2172 

76.0 

238.76 

4536.47 

5776.00 

438976.000 

8.7178 

42358 

77.0 

24X.90 

4656.63 

5929  00 

450533  000 

8.7750 

42543 

78.0 

245.04 

4778.37 

6084.00 

474552.000 

8.  318 

4.2727 

790 

248.18 

4901.68 

6241.00 

493039.000 

8.8882 

4.2008 

80.0 

251.32 

5026.56 

6400.00 

512000.000 

8.0443 

4.3080 

81.0 

254.47 

5I53.0I 

6561.00 

531441.000 

9.0000 

4.3267 

82.0 

257.61 

5281.03 

6724.00 

551368.000 

9.0554 

4-3445 

83.0 

260.75 

5410.62 

6889.00 

571787.000 

9.1104 

4.3621 

84.0 

263.89 

5541 -78 

7056.00 

592704.000 

9.1652 

4-3795 

85.0 

267.03 

567450 

7225.00 

614125.000 

9. -195 

4.3968 

86.0 

270.I7 

5808.81 

7396.00 

636056.000 

9.2736 

4.4140 

87.0 

27332 

594469 

7569.00 

658503.000 

93274 

4.4310 

88.0 

276.46 

6082.13 

7744.00 

681472.000 

9.3808 

4.4480 

89.0 

279.60 

6221.13 

7921.00 

704969.000 

9-4340 

4-4^47 

90.0 

282.74 

6361.74 

8100.00 

729000.000 

9.4868 

4.4814 

91.0 

285.88 

6503.89 

8281.00 

753571.000 

9-5394 

4-4979 

92.0 

289.02 

6647.62 

8464.00 

778688.000 

9-59*7 

4-5144 

93  0 

292.17 

6792 . 92 

8649.00 

804357.000 

9-6437 

4.5307 

94.0 

29531 

6939.78 

8836.00 

830584.000 

96954 

4.5468 

95.o 

208.45 

7088.23 

9025.00 

857375.000 

9.7468 

4.5629 

96.0 

301 • 59 

7238.24 

9216.00 

884736.000 

9.7980 

4.5789 

97.0 

30473 

7389.83 

9409.00 

912673.000 

9.8489 

4-5947 

98.0 

307-87 

7542.98 

9604.00 

941192.000 

9.8095 

4.6104 

99.0 

311.02 

7697.68 

9801.00 

970299.000 

9-9499 

4.6261 

loo. 0 

31416 

7854.00 

10000.00 

1000000.000 

10.0000 

4.6416 

LOGARITHMS  OF  NUMBERS. 
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LOGARITHMS  OF  NUMBERS. 


Tin. 

0 

1 
0043 

2 
0066 

3 

01  ;S 

4 
0170 

5 

6 

7 

8 

9 

0353 

0*94 

0334 

0374 

0414 

0828 

0492 

0531 
0899 

0569 

0645 

0683 

0719 

ss 

0793 

0864 

0934 

0969 

1038 

"3 
14 

1 139 

1461 

'1173 
1492 

1206 

"5*3 

"39 
'553 

'W 

■  303 

16.4 

as 

1367 
1673 

"399 

1703 

'430 
1733 

'5 

476' 

1790 

18)8 

1847 

1875 

1903 

1931 

"959 

1987 

3014 

15 

3068 

2095 

2148 

"75 

3337 

"53 

:.-j9 

17 

2304 

2330 

*355 

2380 

2405 

2430 

3455 

2480 

3504 

3539 

18 

3it 

*577 

2601 

2856 

3648 

3695 

3718 

3742 

:V  s 

■■'3 

2810 

2833 

3878 

2900 

3933 

3945 

3967 

2,/i.j 

20 

3010 

3032 

3054 

3075 

3096 

3118 

3'39 

3"6o 

3181 

jaw 

3333 

3*43 

3263 

3*84 

3304 

33*4 

3345 

336S 

3385 

3404 

34*4 

3444 

34^4 

3483 

350a 

3522 

3541 

356° 

3579 

35?8 

13 

3617 

3636 

32s5 
3838 

3674 

369a 

3l" 

37*9 

3747 

37« 

.57S4 

=4 

3801 

3820 

3856 

3874 

3*92 

39°9 

39*7 

3945 

I'M 

=  5 

3979 

3997 

4014 

4031 

4048 

4065 

4083 

4099 

4"  (6 

M33 

26 

4"5° 

4166 

4183 

4216 

4232 

4*49 

4**5 

4381 

■\!->S 

27 

43<4 

433° 

4340 

436* 

4378 

4393 

4409 

44*5 

4440 

4456 

38 

447* 

4487 

4654 

X 

%\ 

4548 

4564 

4579 

4594 

4609 

39 

461+ 

4639 

4698 

47»3 

47*8 

474* 

4757 

3^ 

477' 

4786 

4800 

4814 

4839 

4843 

4857 

4*7» 

4886 

4900 

3' 

49>4 

4928 

494* 

4955 

4969 

4983 

4997 

501 1 

50*4 

5»jN 

31 

5051 
5»*S 

5065 
S'98 

5°79 

509a 

5'OS 

5119 

5»3* 

5'45 

US 

■17a 

33 

5*1 1 

5224 

5*37 

5250 

5*^3 

537° 

5V- 

34 

53<S 

53*8 

5340 

5353 

53« 

5378 

539" 

5403 

5416 

$438 

a 

5441 

5453 

54g5 

5478 

5490 

5501 

5*47 

5539 

Sis' 

X> 

55*3 

S 

5587 

5599 

5611 

56*3 

5658 

:?: 

37 

57°5 
5821 

57' 7 

57*9 
5843 

5740 

575* 

5763 

5775 

38 

S798 

5809 

S«3* 

5855 

5866 

5877 

5888 

^., , 

35 

S9"i 

5922 

5933 

5944 

5955 

5966 

5977 

5988 

5999 

6010 

■","> 

Goal 

6031 

604a 

6053 

6064 

6075 

6085 

6096 

6107 

Mi; 

4" 

6128 

6138 

6149 

6160 

6170 

6312 

623a 

6243 

6*53 

6263 

6*74 

62S4 

6294 

6304 

6314 

f-;,;. 

43 

6335 

6345 

6355 

6365 

6375 

6385 

6395 

6405 

6415 

('■■u; 

■14 

6435 

6444 

6454 

C464 

6474 

64S4 

6493 

6503 

6513 

>V: 

id 

6533 

6541 

6646 

6561 

0571 

6580 

6590 

6599 
»93 

6609 

00 1> 

4& 

6628 

6637 

r  ■<.;<"■ 

6665 

6075 

6684 

47 

48 

6721 
68t3 

6730 
6821 

6830 

6749 
6839 

6758 
6S4S 

6767 

G776 
6866 

6785 
6875 

6794 
6884 

u 

6903 

6911 

69*0 

6928 

6937 

6946 

6955 

6973 

i,.i.Si 

.5" 

6990 

6998 

7007 

7016 

7024 

7033 

7042 

7050 

7059 

7067 

SI 

7076 

^ 

7093 

7101 

7110 

7118 

7116 

7'35 

7'43 

7153 

53 

7168 

7177 

1  '85 

7'93 

7*02 

r- 10 

7318 

7336 

7---:^ 

53 

7*43 

72s  1 

7*59 

7267 

7*75 

7284 

7*9* 

73O0 

73Cl 

7316 

54 

73*4 

73^ 

7340 

7348 

7350 

7364 

737* 

738o 

v,SS 

TV,'' 

b, 

0 

1 

2 

3 

4 

5 

6 

7 

a 

9 
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No. 

0 

1 

2 

3    1    4 

5 

6 

7 

8 

9 

55 

7404 

7412 

74'9 

74*7 

7435 

7443 

745' 

7459 

7466 

747i 

56 

748a 

7490 

7497 

75<>S 

»13 

7S*> 

7528 

753* 

7543 

755" 

57 

7559 

7634 

* 

7574 

7583 

7589 

7S97 

7604 

t£i> 

-?6'9 

;(,;; 

53 

,7049 

7057 

7664 

7672 

7*79 

76S6 

7604 

7;ol 

59 

7709 

7716 

77*3 

773' 

7738 

7745 

775* 

7760 

77*7 

7774 

60 
61 

77S3 

7S53 

7789 
7S60 

$S 

7|03 
7875 

7Sre 
7882 

7818 
7889 

789I 

783a 
7903 

7839 
7910 

7-1- 

6; 
63 

79*4 
7993 

793' 
8000 

7938 
8007 

B3 

SSI. 

7959 
8028 

7966 
8035 

sss 

79S0 

.S04S 

79S; 
805; 

64 

8061 

8069 

8o75 

8082 

8089 

8096 

810s 

8109 

8116 

8133 

65 

8139 

8136 

8143 

8149 

81.56 

8163 

8169 

8176 

BtSl 

8189 

66 

8i9S 

820a 

8209 

8215 

8222 

8228 

8*35 

834' 

8348 

S;;4 

«7 

8361 

8267 

8274 

S2S0 

8287 

8293- 

8*99 

8306 

S3'* 

Sjio 

63 

83»J 

SJ31 

8338 

8344 

*;-,, 

8357 

8363 

8370 

8376 

s  ;v-' 

68 

8388 

8395 

8401 

8407 

S414 

8420 

8426 

8433 

8439 

S44S 

70 

8451 

8457 

8463 

8470 

8476 

848a 

84S8 

8494 

8500 

S:o-, 

7< 

S513 

8519 

!s:s 

8531 

8537 

8543 

8S49 

8S5S 

8561 

m 

73 

«|73 
«33 

8579 

8s8S 

8591 

8507 

8603 

8609 

8615 

8631 

..:  2- 

73 

8639- 

8645 

S5Si 

8657 

S663 

8669 

8675 

86S1 

74 

8692 

8698 

8704 

8710 

87 1  s 

873, 

8727 

8733 

■8739 

B?45 

75 
76 

%& 

8756 
8814 

876a 
8820 

8768 

8774 
8831 

8779 
8837 

8785 

8843 

8791 
8S48 

8797 
8S54 

8S02 

77 

8S65 

8871 

8876 

8882 

88S7 

8893 

8899 

8904 

8910 

8915 

7» 

8931 

&v 

8932 

8938 

8943 

8949 

8954 

8960 

897" 

79 

8976 

8982 

.8987 

8993 

8998 

9004 

S«9 

9015 

w-5 

Bo 

*? 

9036 

9042 

9&47 

9053 

9058 

9063 

9069 

9074 

im 

Si 

yojo 

<w.. 

9101 

9112 

9117 

913a 

9128 

8! 

9138 

9'43 

9149 

9'54 

9' 59 

9165 

9170 

9'75 

9180 

B3 

9191 

9196 

9213 

9217 

9**7 

9*3* 

*# 

9*43 

9248 

9^53 

9*58 

9363 

9369 

9*74, 

9*79 

9*84 

85 

9>94 

9299 

9304 

9309 

93' 5 

9330 

93*5 

9330 

9335 
93*5 

934= 

fi6 

9345 

935° 

9355 

9360 

93*5 

9370 

9375 

9380 

9390 

e? 

9395 

940O 

9405 

9410 

94'5 

9420 

94*5 

9430 

9435 

9+4° 

as 

9445 

945" 

9455 

9460 

94<->5 

9469 

9474 

9479 

9484 

04S) 

£9 

9494 

9499 

9504 

9509' 

95'3 

95'8 

95*3 

95*8 

9533 

9& 

90 

9S4* 

'9547 

955* 

9557 

9562 

9566 
9614 

9619 

9576 
9634 

|& 

9580 
</■■;:• 

•  :_■:<■■ 

91 

9590 

9595 
'It3 

9605 

9609 

93 

9638 

9647 

965a 

9657 

9661 

9666 

06  7  I 

9675 

03 

9685 

9689 

9694 

9699 

9703 

070S 

97'3 

97*) 

97** 

97  r 

91 

973'. 

9736 

974' 

9745 

975° 

9754 

9759 

97*3 

97*8 

"77- 

95 

9777 

£ 

9786 

9791 

9795 
9841 

9800 

9805 

gggg 

9814 

C.StS 

gG 

9823 

9832 

9836 

9845 

9850 

9854 

ySw 

<*--S 

97 

9868 
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fin. 

r>.  l'. 

Cot. 

37"  3^ 

9.7^14 

9.8995 

9-8850 

52°  30- 

i?J  ■%'■■ 

I'n 

w*s 

.fI24 

37°  S<* 

.■is  ■  «■ 

.7.S77 

1.6 
»-7 

*>71 

1.0 

.8901 

»4 
2.6 
2.6 

.1098 

52°I0' 

02°  tf 
5'°  5* 

11.7.V).; 

» 

s^ 

.).S<c:S 

O.I  07  2 

.jy>o 

1..^ 

.I046 

;,S  ■  :■:■' 

.792G 

!*? 

"«MS 

.SoSO 

S'u40' 

.is-1  30' 

-794' 

fcm 

3.6 

5>V 

^  :  .10' 

-7957 

(qiS 

■  .903a 

.0968 

,■-20- 

7973 

«9'5 

.9058 

■0942 

St-itf 

39^  10' 

9.7980 

i-S 

9 

Boo, 

I.O 

.■j.'HtS.l 

2.6 

O.OH  C, 

51Q0' 

.8004 

«91 

.0S0O 

yf  2& 

■9I3S 

26 

.OS65 

IV  '  3"' 

■8035 

W74 

.OS39 

!'/     40' 

2<          X 

)Sr  s° 

40°  0' 

40°  10' 

0.K0S1 

'■5 
'■5 

^i 

I.O 

,.,JtJ 

2.6 

.07SS 

50°  id 
00°  0' 

1 

^-13 

88  ii 

"-'»-.iS 

007IU 

.So'jo 

.07,6 

M 

2.s 

-l""  3"' 

-0685 

!"■  4"' 

40"  50' 

41°  o' 

.,S|,:, 

14 

'■5 

S7S9 

II 

■OJttO 

■94' 7 

ii 

.06.(4 

49r'  «* 
49°  tf 

48=  so1 

'■> 

8778 
8767 

o..:-'-.'-. 

.SlS4 

«S8j 

87,0 

9443 
.94«-1 

a 

J8    4*' 

.8w3 

M 
1.4 

.■?"* 
M 
""■4 
1,4 

»7« 

■n'-'  -to' 

»ni 

4S-1jo' 

+i°  so1 
42°  0' 
+;°  ic/ 

2 

s7:- 
8699 

1.2 

•95 '9 

2-5 

2.6 

.04s  1 

48*10' 
48°  0' 

'<    'Ml 

12°  30' 

.8397 

8676 

I.J 

$3 

2.0 

.0405 

47    40; 

-03' 1 

»=°  5°' 
43-  0' 

r4 
'■3 
M 

8C.S3 

I, 

.9671 

*-5 

»i»9 

47°  irf 

47°  tf 

_9 

Sr.41 

9.9607 

oj-VW.i 

.1;,-  •</ 

■Sj'-'S 

£U 

■13'-    3'v 
11'  40' 

.S391 

.J.J 

1-4 

.1.3 
.1-3 

8<;94 

'■3 

■9771 

2.0 

4.  .■.,.■ 
46  ■  .< 

+3C  S^ 

44°  0' 

#4°  10' 

.8431 

7^3 

2.6 

.0177 

4#>  \d 
46=0' 

| 

S5^ 
8557 

0.015a 

JOtSt 

"■vii 

■8457 

^;j 

-99*4 

*» 

2.6 

aS 

*S»  0' 

"■3 

8S07- 

'» 

■*»n 

45"  -9' 
43:tf 

■)  s.tos 

9 

849J 

Cot. 

i>.  1'. 

Tan. 

Angle- 
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A. 

Bin. 

■'- 

suv 

5o; 

-0' 

80° 

:.("^ 

88° 

So" 
40* 
30J 

M7- 

501 

;,/ 
.^; 

40' 

85c 

50' 
40' 
3°J 
io* 
84c 
50' 
40' 

83° 
40" 

A. 

Sl» 

»■„-. 

A. 

Sin. 

Cus. 

0° 

TO' 
2©' 

4o' 

So" 
t" 

-' 

4'-' 

■z- 

.¥■•' 
V* 

*= 

::■■' 

4° 

xf 

3°! 

■;■'' 
>"' 
5 

10' 

^: 

5f->' 
0- 

>■>' 

50' 
7-' 

.0OOOO0      I 

30" 
V* 

SO" 
8° 
10' 
20* 

30' 
40' 
So" 
B° 

IO< 

-3°* 
4P1 
SO" 
10° 
ic/ 

4£ 

11° 

30- 
40' 
50' 
12° 

IO» 

.";>:■' 
So" 
13c 

30/ 

5^ 
1*° 

ic/ 

JO* 

30* 

40" 

SP 
13° 

.1305 
■1334" 
■■363 
■39' 
1411 
•I44S 
M7* 
1507 
J5.36 
■  5^ 
"593 
.1622 

1674 
1708 

■99'4 
•99" 
■9907 

3"[ 

10/ 
88° 

40* 

x>> 
io< 

HI 

40* 

,20' 
80f 

5^ 

40' 

3°| 
lo" 
70L 
SO* 
40* 
30* 

JO" 

78c 

So' 
40J 

10' 

77c 

20* 
ID/ 

70= 

50; 

v/ 

75 

15 

20> 

■  '.0' 
Stf 

16° 

.10' 

20* 

50* 

17° 

^ 
4°' 
501 
,18° 

^ 
40» 

SO< 
I0C 

40' 
20° 

30' 
40' 
So" 
21° 

i& 
3°' 
40* 
So7 
22° 
Itf 

3? 

.;;S.S 

.965.1 

50' 

40' 

30;, 

■o* 

74 

5°; 

4'-' 
3V 

io* 
73° 

S! 

40' 
30< 

;o' 
10' 
7Li- 

5^ 

'"! 

io1 
71° 

40J 
TO 

■.-; 

IO* 

'!!)■ 
5°' 
30' 

itV 
08c 

>'■•' 

OI 1635 

.0145+4 

9999 

.2616 
-264* 

,;7or 
.272S 
.27^6 

.91.5; 
■5*44 
■036 
.9628 
-96al 
.,(■!   j 

.9903 

•9899 
■9894 
.9850 
.9886 
.9881 
.<)*/■■ 

.yS72 
4S68 
.9363 
..9S58 
•98S3 

.017451 

M^ 

-02327 
.03618 
.02908 

.03199 

9998 

9997 
9997 
9996 

.2784 
2.S12 

'.286I 

>.j.'4 
-'■.'5- 
■*979 
■3007 
■303S 
;oi>. 

■96OS 
.9596 
.9588 
■958O 

■9573 
-9563 

.03490 

,-ri4 

.03781 
.04071 
.04362 
-04653 

04  94  3 

1993 
999* 
9990 
9989 

■9S55 
■9546 
■9537 
■95*8 

.9520 

■  ;;'- 

.^s 

■'765 
■'794 
1 822 

.^43 
■9S38 
■9S33 
.9827 
.9822 

05234 

>■■*. 

■3"  8 

■3M5 
■3' 7; 

'322S 

■95" 
.9502 
■949* 
■9483 
■9474 
■9465 

.05524 
.05K14 

■0&39S 

Ofjf.St, 

9983 
998' 
9980 
W78 

[..]...- 

.9816 

103; 
1965 
1994 
2051 

4git 

.9805 
■9799 

■9793 
■9787 

.u!j.j7(j 

H'>7" 

9974 

'■'71 
,.,(..;, 
9967- 
9964 
9062 

.9455 

.07556 

!oSt36 
.0^4:6 
.0S716     ~~ 

3 -••".; 

33" 

33  i* 
33^5 
3393 

«20 

.9446 
■9436 
.9426 
■94' 7 

_^407 

.-,.;.. 7 

•i.7. 

,,-M 

210S 
*'3< 
2164 

"92 

■977S 
.9769 
■9763 
■9757 
■975° 

.09005 
.09295 
.09585 
.09874 
.10164 

9959 
9957 
99S4 
935' 
9943 
994S 

3448 

3475 

350I 
35*9 

3>>7 

I"i*4 

-■)S>7 

■9377 
■93S7 
■9356 

.n!i6 

2250 

■9744 

"2? 
2306 

*334 
2363 
=  vn 

■9737 
■97  > 
■97*4 
■97' 7 

•10453 

.10742 
.11320 
.1 189S 

9942 
9939 
9936 
993* 

jf,l, 
3638 
3665 
3692 

37 '9 
3746 
3773 

3*8*7 

■93*5 
-93' 5 

.9304 
■9*93 

•'.:<-=  7- 

.2419 

-417 
.7476 
.2J04 

is; 

,;6yl, 

.9689 
.9681 
•9&74 
■9667 

.12.87 

;-l^ 

.12476 
.12764 
-13053 

Ji,21 

«l8 

9'.»'4 

•9*S° 
■9*39 

.25SS 

■y'-'.vj 

Cat. 

sin. 

A. 

(..-. 

Sin. 

A. 

Dm 

SI... 

A. 
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A. 

40' 
So' 
23° 

\d 

20* 

307 
40' 
50' 

24° 

10' 
20' 

40* 

50' 

25° 

10' 
20' 

30; 
40' 

5^ 

20c 

10' 
20' 

30' 
40' 
5o' 

27° 

10' 
20' 

30' 
40' 

50' 

28° 

i& 
20' 
3C 
40* 

50/  + 

29° 

i<y 

20/ 

30; 
40' 

So' 

so°r 


Sin. 


.3827 

.3854 
.38S1 

•3907 

•3934 
.3961 

.3987 
.4014 

404' 

♦4067 
.4094 
4120 
4147 

.4X73 
.4200 

.4226 

•4253 
.4279 

.4305 
•433' 

A3S± 

•4384 

44io 

•4436 
.4462 

.4488 
45 '4 

•4540 

.4566 

.4592 
.4617 

4643 
.4669 

*4<>95 
.4720 
.4746 

•4772 

•4797 
4823 

■4848 

.4874 
•4899 
4924 

•495° 
497S 
Sooo 

Cos. 


Cos. 


•9239 
.9228 

.9216 

♦9205 

.9194 
.9182 
.9171 
•9«59 
•9  '47 

•9 '35 
.9124 
.9112 
.9100 
.9088 

•9075 
■9063 

.9051 
•9038 
.9026 

•9<>'3 
.9001 

IJ988" 

.8975 
.8962 
.8949 
.8936 

■8923 
.8910 

T8S97" 

.8884 

.8870 

.8857 

A843. 

J?82£. 

.8816 
.8802 
.8788 
.8774 
.8760 

.8746 

.8732 
.8718 
.8704 
.8689 

.8660 

Sin. 


30' 
20' 
10' 

67° 

4^ 
30' 

20' 

10' 

A& 
30' 
20' 
10' 

65c 

50; 
40' 
30' 
20' 
10' 

64c 

50; 
40' 

30' 
to' 

id 
63° 

5C/, 
40' 

30' 

20' 
IO' 

62c 

50; 
40' 
30' 
20' 
id 

eic 

50; 

30' 
20' 

IO* 

"aT 


A.     Sin. 


30° 

10' 
20' 
30' 

io' 
SO' 
31° 

10' 

20' 
30' 

40' 

50' 

32° 

id 

20/ 

3o/ 

40' 
50/ 

33° 

10' 
20' 

30' 
40' 
50/ 

34° 

id 
20' 
30' 
40' 
So* 
35° 

io' 
20' 
30' 

40' 

So' 

36° 

io' 

2& 
30; 
40' 

50' 

37° 

io* 
4o' 
30 


5000 


5025 
5050 

5075 
5100 

5'25 
5150 

5'75 
5200 

5225 

5250 

5275 

5299 

5324 
5348 

5373 
5398 
5422 

5446 

547' 
5495 
55'9 
5544 
5568 

1592 
5616 
5640 
5664 
568S 
5712 

5736 

5760 

5783 
5807 

583' 
5854 

5878 

5901 

592$ 
5948 

597^ 
5995 
6018 

6041 
606s 

60S8 


Cos. 


8660 


8646 
8631 
8616 
8601 
8587 

8572 

8557 
8542 

8526 

8511 

8496 

8480 

8465 

8450 
8434 
8418 

8403 

8387 

837' 
8355 
8339 
8323 
8307 
8290 

82^ 

8258 

8241 

8225 

8268 

8192 

8'75 
8158 

8141 

8124 

8107 

8090 

8056 

8039 
8021 

8004 
7986 
7969 

795' 
7934 


Co*. !    Sin. 


eoc 

40' 
30' 

1& 

59° 

50; 
40' 

30' 
20' 
10' 

58° 

50; 
40' 
30' 
20' 
10' 

57c 

50; 
40' 

20' 
10' 

56° 

50; 

40' 
30' 

20' 

ior 

55c 

50' 
40' 

3<^ 
20' 

io' 

54° 

So;. 
40' 

zd 
id 

53° 

50; 
40' 
30' 

~a7 


401 
50' 

38° 

id 

2C/ 

30* 

39° 

id 

2d 
3C/ 

407 
507 

40° 

10' 
20' 

40* 

50' 
41° 

10' 
20' 
30' 
40-' 
50' 

42° 

10' 

20* 
30* 
40' 
50' 

43° 

io* 
20' 

3<* 
4d 

S°> 

44° 

10' 

20* 

40* 
SO' 

43° 


Sin. 


.6088 
.6111 

•6134 
.6157 
.6180 
.6202 

.6225 
.6248 
.6271 

•6293 

.6316 

6338 
.6361 

•6383 
.6406 

.6428 

.6450 
.6472 
.6494 
.6517 

•6539 
.6561 

^p3 
.6604 

.6626 

.6648 

.6670 

.6691 

•67 '3 
•6734 
.6756 
.6777 

.6820 

.6841 
.6862 
.6884 
.6905 
.6926 

•6947 
.6967 
.6988 
.7009 

7030 
7050 

707' 
Cos. 


Cos. 


•7934 
.7916 

-7898 
.7880 

.7862 
.7844 
.7826 
.7808 
.•7790 


30* 
20' 

io* 

40* 
3d 

2d 

I0; 


•777'  I  M' 

50' 


•7753 

•7735 
.7716 

.7698 

7679 

.7660 

T642" 
.7623 
.7604 

•7566 

754L 
.7528 

•7509 
•7490 

7470 

-745' 

743' 
.7442 
•7392 

7373 
•7353 
•7333 

•73'4 

.7294 
•7274 
•7254 
•7234 
7214 

•7'93 

•7'73 

•7 '53 

•7 '33 
.7112 

7092 

.7071 


40' 

30' 
20' 
id 

50° 

40' 

301 
2d 
id 

49c 

4^ 

& 
2d 

id 
48° 

4^ 

2d 
10' 

47c 

20' 
«</ 
46°| 

Ad 

P 

2d 

id 
4601 


Sin.      A. 
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A. 

Col. 

A. 

T11 11.  J    Cut. 

A. 

T;.r. 

Col. 

0 

.;■■■■' 
40' 
s°- 
I 

It)' 

■■:■' 
>■■->' 

a° 

!■■' 

;■-,' 

) 

S0' 

3° 

■■', 
:■' 
i 

-■■■' 
3P> 

■-,'■' 
>•■• 

it/ 

-i 

.;•-■' 

.;...,' 
:■''' 

7° 
30' 

.000000 

do 

90" 

30J 

3°J 

88= 

So' 
40' 

.10' 

87c 

30J 

JO* 

80 

»/ 

40' 

8^ 

5°' 
40' 

84< 

5°' 
40' 

83= 

S°/ 
30' 

.3°' 

aP 

I0» 

30* 

•* 
IO' 

30? 

40' 
50* 

10 

10/ 

so* 
jo" 

11° 

40* 
50' 
12° 

IO- 

3°> 
4^ 
Jrf 
13° 

5i 
40' 

5° 

14° 

lo1 
20' 

50' 
15° 

.1317 
•IMC 
■1376 

7-5958 
7.418; 
7.2687 

3oJ 

82s 

4°j 

10* 
Ki 
50' 
40' 
30J 
■o> 
80° 

5°' 
40' 
30J 

79c 

so' 

g 

7Sr 

So' 

40' 

77c 
50' 
40' 

& 

it 
30; 

£/ 

75° 

1.-, 
.*•' 

& 

ItfJ 

itf 
20< 
30j 
401 

5°' 
17° 

IO* 
20* 

3^ 
AC/ 

a* 

18° 

19* 

20* 

40' 
5°' 
20° 

IO> 

50* 
21° 

',:) 

•2-2 
VJ 

xJ 

:■■■' 

-2679 

3-7321 

7B° 

.;'■•' 

It/ 

74c 
SQ' 

1^ 

3C 
itf 

10' 
7-3 
50;: 

■:■■■ 
,■' 
so* 

7-2 

>-• 
■i1-'' 

.;■■' 
2,,' 
ii/ 

71c 

40' 

:;'' 
40* 

09c 

5'' 
•;■■' 
3b; 

w1 
68^ 

5°' 
40' 
30' 

.002909 
.005SIS 
.008717 
.011636 

°t4>45 

343.773; 

114.5SN7 

^,  ).;„.•■ 
US.  7  501 

.27:1 
.2742 

•*773 

-•S05 

■2S;i 
.j.Sn; 

3.689' 
3.647° 
3-6059 

3-4874 

■UPS 

•435 

.1465 
■'495 

-'554 
I5S4 

7.1154 
64682 
6.8269 
6.6912 
6.5606 
6.434S 
6.3138 

■°'71SS 

57.2.100 

.02328 

491039 
4  =  -!)'"-H 
3S.1S.S5 

3V3''7S 
;i  2j.( 

.3S99 

293' 

•2994 

;us..( 
■3»i 
3'53 
3185 

:--'7 

3-4495 

3-4124 
3-3759 
3-3402 
JL30i2 

3.2709 

1614 

-i6« 

■'$73 
■1703 
■'733 

5-975f 
5.8708 

.'.■.;.(■■,.' 

■°17SJ 
.04075 

.0465S 
-04140 

■■'■■■i.;i' 

22.903s 
21.4704 

3.2371 
3.2041 
3.1716 

3- '397 

■7"3 

-,.<7<. 

'7*3 

.1813 

•'& 
.1883 
.1914 

5'5764 
5.4845 

53093 

.v^57 

.05241 

1.1.0S11 

>-f 

3-0777 

.05  5.^ 

.06116 
.0640S 

17.109. 
16.519.. 
15.604S 
I4.9244 

3281 
33'4 
■3346 

3378 

3-0475 
3.0178 

2.9887 

2.,;.. 

M44 

5-1446 

.15(74 

-»35 
■k>95 

5-o6sS 
4-9*94 

4.9152 
4-S-I7 
4.7729 

'-■'■"'.; 

■  4  ■>»>  7 

hi; 

317' 
35of> 
3S4I 

3607 

2.9c  t: 
2.S770 

2-1 S02 

2.8239 
2.798O 
2.7725 

■"7  -"'5 

.0757S 

.oMu» 

ij.7-"7 
II.7062 

.•  i  .*' 

4.7046 

■i.v 
.3IS6 

.MI  7 

--47 
227s 

.].'■■  ;S2 
4-573" 
4.5'07 
4-4494 

4.;s..7 

■■ '  ;■■! ' 

11  i;..i 

.-.717.; 

.0)P42 

*9335 

.09623 
.09923 
.102:6 

11.05.  ,4 
10.7119 

.S"73 
3706 

373' 
377^ 

;Su; 
3S5,, 

3V- 
3906 
3939 

jm;  ! 

,,,;,.. 

4074 

■:     ■:■ 
2. '>74' 
26511 
2.1,27-, 
.-.6051 

-■?'■'• 
2.5386 
2.5172 
24960 

_2_-i7Si 
2-4545 
24342 

■:,o-.; 

4-3 J '5 

23.;.' 
2370 

■*43* 

3461 

4.3193 

4-'6S3 
4.1 126 

.10510 

■Mr;; 

.H'1-  .■; 
.11099 
.11394 
.Ii&SS 

."983 

S.77'-: 
8-5*5? 

3493 

4>oreS 

2514 

2551 

?;S< 

-164)! 

T679 

3961; 
3.9130 

3.8667 
3.8208 
1 7761 
3-732 1 

.1227S 

S.l-li 

.12574 

.12869 

-1 1165 

7-95  Jo 
7-77^4 
7-SMB 

Cot. 

t».,. 

A. 

CM. 

Tnn. 

A. 

f..(. 

1,111. 

*■ 
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Natural  Functions  of  Ancles— Con  !■/»*«/. 


\. 

T«n. 

Cot. 

V 

TIM. 

Cot. 

A. 

T.n. 

Co.. 

■;o' 
5°* 
•2:t 

IO» 

.1"' 

40' 
;o< 

■2i 

■("! 
■1'J 
s°' 

L'.V 

;,::■' 
■10' 

5°' 
28 

3°' 

40* 

87° 

3o> 

3°! 

40 
50' 

as 
«/ 

■!'■■' 
50' 
■2!> 

.1'' 
40' 
5"' 

80° 

-A142 

-4'7° 

1.414a 

a-3945 
2-375° 

3rf 

67° 

52 
40* 
30' 

TKf 

ee° 

3°j 
65° 

s°! 
40* 
30; 

io> 

N° 
50' 

£ 

20/ 

10* 

68° 

40' 

ao* 
id 
82° 

5°J 
30J 

<S1 

si 

40" 
£l 

60° 

icy 

& 
40* 

So7 
81° 

■0/ 

ao" 

4tf 

50' 

32° 

& 

83° 

IO* 

y/ 
40' 

84° 

4°* 
5^ 
85° 

so* 
301 
4C/ 
SO* 

ae 

irf 
20/ 

5^ 

87° 

10" 

-77-1 

1.7.321 

00° 

40" 

30* 

20* 
It/ 

59 

s°! 

40' 
30; 

68° 

s°! 

40' 

y1 

B7^ 

SO* 
40* 

itf 

68 

5°! 

'to' 
3C 
20* 

BS° 
SO* 

20> 

10' 

H° 

s°I 

40* 
3°J 

lO* 

53° 

*£ 

40' 

30" 

5°' 
88° 
10/ 

M< 

30; 
40' 

39 : 
ic/ 

Jflj 
40* 

40° 

401 

41 

3C 
40/ 
So" 

tap 

20* 
3°' 
40/ 
SO' 

4:j 

^ 

40' 

44° 

.v' 
40* 
46° 

7<73 

■ 

I.303* 
1-3954 

1 .2S7! 

•o1 

2Q-' 
itf 

52 

5°' 

40' 

>--; 

:•:■■ 
31: 

-«: 
40 

30 

ay 

to1 
50 : 

-^; 

40' 

30' 

|C 
4B° 

!»; 

■J-'' 
'■' 

Io- 
cs' 

52 

■;o 
3°' 

:./ 

icy 

47c 

?f,: 
4-1 

>■: 

20 

id 
u 

4.1 

58.2 

5fS' 

5>>gc 
5930 

5_;V". 

1 

7205 
7090 
6977 

JS64 

753 

■434s 

2    ;■;-■: 

7S11 

I.279' 

■4179 
.4314 
■4348 
■4383 

•4417 

z-33^9 
2.3>S3 
j.2998 
2.2817 
22637 

7Srjo 
7907 

7954 
Son 

So.;r 

so-^ 

Si4( 

8195 

8*43 

.VM2 

*34* 
Sjj9< 

■8441 
-8491 
8541 
8591 

S042 
8603 
^744 
8796 
8847 
8899 
so;  ■-■ 

■90O4 
9057 
9110 
9163 

•9*17 
9271 

9325 

93* 

943S 
-949° 
■9545 

■9°S7 

1.272; 
I.S647 
1.3573 

1:497 
I.*4*3 

.6088 
.6l3j 
.6l68 

G.'oS 

; 

*S34 

6319 
6212 

•4453 

2  .2.) 60 

1  234s 

>.227fc 

1.2/  J| 

-4487 

•45" 
•4557 

.4628 

2.1286 
2.2U3 

2- '943 
2- '775 

b*4< 

r 

I-::...  - 

.6371 
.6411 
A45J 
6494 
-6536 
6577 
6619 
6661 

670; 

! 

5900 

5697 

5597 
S497 

.4663 

21445 

1-lylS 

■4099 

-4734 

4S06 
.4S41 

2.1 28  J 
2.1123 
2.O965 

2.0809 
2.0655 

i.i„4; 

£ffl 

1.1  70S 
>I57« 

r 

;  ;.y 

! 

53°' 
5»w 
510! 
5°'3 

4M< 
4-S2( 
473: 

■4S77 

2.O503 

1 . 1  i<:-4 

-49'3 
.4986 
■5059 

2.015,; 

2.0057 
1.9912 
1.9768 

1.143° 
1.1369 
1.1303 

1  "37 

1.1171 

(.74; 

U7S7 
.6830 
.6873 
.6916 

&9S9 

■5°95 

[  .ijUif. 

'■4550 
14460 
'4370 

1.42S1 

l.llu. 

■  ■0977 

i.CKJI. 
l'.Ojlt 

.5.69 

■5*43 
.5180 

1.9486 
"■9347 
1.9210 

1.9074 

1.8940 

.7046 
.7089 

■7'33 

.7177 
7221 
7261; 
■7310 
■7355 
.7400 
■7445 
■749° 

1--.V 

1-4193 
1.401. 

1-3934 
■  ■3848 

•■37''4 

1.1.USO 

•■3597 
'■35  M 
1.3432 
1-335' 

1327c 

-5317 

1.SS07 

1  0724 

■5354 

•5392 
■543° 

■5407 
■5505 

J.S676 
1.8546 
1.8418 
1.8291 
.  '-*'65 

1 .0001 

'•0599 

1.0538 

1.047- 
10411 

5543 

1 .8. 4° 

1. 0,555 

.5696 

•5735 

1.7917 
1.7796 
'■7675 
'■7556 
1-7437 

97'3 
977° 
9827 
9884 

■M42 

1.0395 

i.o.'jf 
1.0.;'. 

1.005! 

■7581 
.7627 
■7673 

1-3'  90 
1.31 11 
'-3032 

•5774 

1.7321 

1.0000 

Cot. 

T*.. 

A.            1  Col. 

Tu. 

A. 

Cot. 

Tin. 

4. 
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TABLE  OF  COEFFICIENTS,  STRENGTH  OF  MATERIALS. 


p«Squuefncti 


Cast-iron 

American  ordnance. 

Repeated!)'  melted 

Wrought- iron — 

Finest  Low-}  with    grain 

Bridge,,,,,:'!-1;;,, :; 

Bars,  finest 

Bars,  ordinary 

Ban,  soft  Swedish 

Wire 

Steel— 

Mild-steel  plates 

Axle  and  rait  steel 

Crucible  tool-    "   

Chrome  "      

Tungsten  "    

Steel  wire 

Piano-wire 

Copper— 

Cast. 

Rolled  

Wire,  hard  drawn 

WtI'.'.Y '.'.'.'.'.'.'.' '.'.'.'.'.'. 

Gun-metal 

Phosphor  bronze 

Zinc,  cast.    .    .. 

Zinc,  rolled 

Tin 

Lead 

Timber— 

Oalt 

White  pine. 

Pilch-pine 

Ash 

Beech 

Mahogany 

Sandstone 

Limes 
Brick. 


3°-4S 


5000 
to 


2J00 


From  Vol.  XXII..  Encyc.  Bt 
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VII. 

TEST  OF  CAST  ALUMINIUM   BRONZES. 
[Made  by  J.  E.  Kress  in  1891  at  Sibley  College  Laboratories.] 


No. 


Material 


Composkioo. 


e 

V 

v 

0. 


I 

2 

3 
4 

5 

6 

7 
8 

9 
10 

11 

12 

13 

14 

*5 
16 

17 


AL  brass. . . 
Al.  bronze. 


Aluminum.. 


n 


Al.  bronze. 


? 
10 

5 
80 

00 

92 

94 

96 
93 

99 

99-3 
10.5 

5 

2 

I 

7 
o 


c 
U 

V 

CU 


3 


? 
90 

95 
20 

10 

8 
6 

4 

2 
O 

o 

89.5 

95 
98 

99 

93 
100 


Strength 
per  Sq.  loch. 


S 

o  a 


*  £ 

8  9 
—  O 
-ft. 


* 

• 

5 

c 

< 

Q0 

** 

0 

0 

c«* 

_  •* 

op 

5  e 

:s  •» 

0  « 

«u 

S^ 

ttt. 

2w 

O  V 

•5  v 

OO. 

H 

C* 

i« 

3* 


Is- 

a— x 


4?, 186 
20,28l 

S.473 
12,018! 

6,856; 

5.242: 
3,094 

2.977 
3.048 

2,234 
1,612 

28, 102 

6,795 
3.448 

2.565 
13,650 

2,297 


62,722; 

46,570, 
33.730. 

18,400 
17,066 

14.154 
II. 913 

16,567 

13,323 

9.776 

9,514 
72,064 

29,132 

24,986 
16,123 

40,794 

16,508 


7.5 

5.7 

391 
26 

54 
50 
58 
25 

25 

2-5 
6.4 

7.1 
21.5 

14.6 

10.5 

18. 1 

17.0 


5-o 

7.83" 

46-3  I 
9.4 

7-7 

1.36 

2.02; 

3.48i 

3.54! 

3-54J 

4-17 
8.9 

34.1   ' 

31-9  ' 
22.2 

28.6 

18.5 


20.8 

12.5 
.66 

1. 13 

I.c6 


36 
12 

13 
17 
14 


1.06 
10.6 

1-45 
1.07 

1.0S 

1.9 

1. 10 


11,859,000 
5,696,800 

12,638,000 

17,180,000 

9,203,600 

S,593»°°° 
9,2^.000 

7.539.300 

5.9°A90° 

5,990,9°° 
5.555.500 
6.900,700 

10,214.000 

17,525,400 

9.46I.OOO 

9-537.900 
5,945-000 


17    Purecopper.     o       100  2,297  16,508    17.0      10.5        1.10    5»94:ow 

; J ; 1 

Nos.   10  and   11  were  commercially  pure  Al,  with  composition  about  as 
follows:  Al,  97  to  99;  silicon,  graphitic,  0.1  to  1.0;  silicon  combined,  0.9  to 2  §; 

iron,  o  cla  to  o. 2  ner  cent. 


iron,  0.04  to  0.2  per  cent. 
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VIII. 
WOODEN    PILLARS. 

Experiment  of  Prof.  Lanza  on  pillars  2  to  14  feet  long,  6\  to  10$  inches  in 
diameter,  in  some  cases  slightly  tapered  at  the  top.  In  all  cases  they  failed 
by  crushing. 

Ultimate  Resistance  to  Compression. 
Pounds  per  Square  Inch. 


Kind  of  Timber. 

Maximum. 

Minimum. 

Mean. 

White  Oak 

Yellow  pine. . . . 

4450 
5452 

3006 
3604 

3470 
4544 

The  following  series  of  tests  were  made  at  the  Watertown  Arsenal  on 
rectangular  posts  with  a  length  of  from  5  to  28  feet  and  a  sectional  area  ranging 
from  27  to  140  square  inches.  In  the  table  /  is  the  length  of  post,  s  the  least 
side  of  cross-section  in  inches,  and  f  the  ultimate  compression  in  pounds  per 
square  inch. 


White  Pine. 

Yellow  Pine. 

t-t-s 

f 

Ratio  of 
Decrease. 

i  +  s 

/ 

Ratio  of 
Decrease. 

O  to  10 
10  to  35 
35  to  45 
45  to  60 

2500 
2000 
1500 
1000 

1 

I.OO 
O.80 
O.60 
O.40 

O  to  15 
15  to  30 
30  to  40 
40  to  45 
45  to  50 
50  to  60 

4000 
3500 
3000 
2500 
2000 
1500 

I.OO 

O.88 

o.75 
O.63 

0.50 

O.38 

LARGE  WOODEN   BEAMS. 

The  following  is  a  general  summary  of  the  tests  by  Prof.  Lanza  on  wooden 
beams  of  an  average  section  of  12  X  4  inches,  and  were  tested  on  span  lengths 
of  about  18  feet. 


Kind  of  Timber. 

Maximum  Fibre  Strain/  =  Me  -+-  /.     Pounds  per  Sq.  Inch. 

* 

Maximum. 

Minimum. 

Mean. 

Safe. 

White  Pine 

5,878 
6,415 

7,659 
11,360 

2995 

3438 
4984 
5092 

4884 
4808 

6075 
7292 

3000 
3000 
4000 

Oak 

Yellow  pine 

5000 
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IX. 

STRENGTH   OF  METALS  AT    DIFFERENT  TEMPERATURES. 

[Experiments  op  A.  Ls  Chatsubx,  Paris,  189c] 

Cast-brass. 
Strength  remains  about  constant  until  500°  C. 


Temperature 

Centigrade. 

DeV 

Breaking-load 

per  Square  Inch. 

Lbs. 

Elongation. 
PerCent. 

15 

155 
230 
480 

540 
690 

19.457 
17,864 

I7,5o8 

X7,693 
11,677 

5,660 

O.24 
O.71 

o.35 
O.89 

0.54 
0.71 

TlN-BRONZE. 


Temperature 

Breaking-load 

Elongation. 
Per  Cent. 

Centigrade. 
Deg. 

per  Square  Inch. 
Lbs. 

Duration  of  Test 

M.    S. 

15 

22,614 

5.7 

8     30 

140 

23,582 

7.08 

5    30 

230 

20.524 

3-9 

6    30 

250 

18,717 

4.28 

21    0 

3O0 

17.124 

2.0 

17    0 

350 

15,574 

1.4 

16    0 

415 

9,031 

2    30 

Aluminium-brass. 


Temperature 

Centigrade. 

Deg. 

Breaking-load 

per  Square  Inch. 

Lbs. 

1 

Elongation  in  3.502    1 

Inches.               1 

Per  Cent.            | 

1 

! 

15 
140 
230 
320 

49^83 
46,168 
42,IOO 
30,380 

1 

30.7 
37.0 
33-2 
15.6 
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IMPORTANT   PROPERTIES  OF   FAMILIAR  SUBSTANCES. 


Metals  from  3a0  to  axa°— 

Aluminium 

Antimony 

Bismuth 

Brass 

Copper 

Iron,  cast 

Iron,  wrought 

Gold* .. 

Lead 

Mercury  at  3a0. 

Nickel 

Platinum 

Silver 

Steel 

Tin 

Zinc 

Stones — 

Chalk 

Limestone 

Masonry 

Marble,  gray 

Marble,  white 

Woods- 
Oak 

Pine,  white 

Mineral  substances- 
Charcoal,  pine 

Coal,  anthracite 

Coke 

Glass,  white 

Sulphur 

Liquids- 
Alcohol,  mean 

Oil,  petroleum 

Steam  at  aia° 

Turpentine 

Water  at  6a° 

Solid- 
Ice  at  3a0  

Gases- 
Air  at  3a0 

Oxygen 

Hydrogen 

Carbonic  acid 


Specific 
Gravity. 

Specific 
Heat. 

Water,  1. 

Water,  1. 

.61  to  a. 65 

•     •  •  •  • 

6.71a 

S:r3 

.0508 

.0308 

0939 

8.788 

.09a 

7.5 

.1398 

7.744 

.1138 

19.358 

■0394 

11.35a 

•0314 

TEH 

.1086 

16.000 

•0334 

10.474 

.056 

7.834 

.1165 

7.391 

.056a 

7.i9« 

•0953 

a.  784. 
3.156 

•  »«49 

.«74 

a.  340 

.3 

a. 686 

.3694 

a. 650 

.8X58 

.86 

•57 

•  55 

.65 

•44 

.9415 

1-43 

.8411 

t.oo 
a. 89 
a. 03 


:1s 

.0006 
•87 

x.ooo 


.92a 


.001 aa 
.00127 
.000089 
.00x98 


'*>3 

.1977 
.aoa6 


.6588 

•847 

.416 

x.ooo 


•504 


.338 
.3413 

3.3936 

.aaio 


Absorbing 
and  Radiat- 
ing Power  of 

Bodies  in 
Units  of  Heat 

per  Square 
Foot  for  Dif- 
ference of  x°. 


.049 

•0397 

.648 

.566 

.1399 


.0265 

•0439 
.049 


.6786 

•735 

■735 

•735 

•735 


•73 
•73 


.5948 

1 
1.480 

x.0853 


Conducting 

Power  in 

Units  01  Heat 

Weight 

per  Square 
Foot  of  Sur- 

in 
Pounds 

face  with 

Difference 

of  1°.  a . 

* 

Per 

cu.  in. 

0.0956 

0.3438 

03533 

0.3930 

5x50 

0.3x79 

333.0 

0.3707 

933.0 

0.2801 

•  *  •  •  •  • 

0.6965 

X13.0 

0.4106 

0.4918 

0.3183 

0.5787 

0.3788 

0.39x6 

0.3637 

335.0 

0.26 

Per 

cu.  ft. 

X74.0 

197.0 

140.0 

38.0 

168.0 

3a. 4 

165.0 

»7 

540 

748 

346 

37.5 

88.7 

6a. 5 

6.6 

180.7 

137.0 

57-5 

55 -o 

.050 

54-37 

6a. 35 

•  •      •  • 

575 

.0807 

.089a 

.00559 

.X334 

Melting 

Points. 

Degrees 

Fahr. 


8io 

476 
1693 

1996 
2350 
4500 
9590 
608 

-39 

•  •  •  • 

3700 

3000 
4000 


See  also  pages  310  and  355. 
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XI. 
COEFFICIENTS  OF  FRICTION.    (Mown.) 


No. 


I 

2 

3 

4 

5 
6 

7 

8 

9 
10 
11 
12 

13 

14 

15 
16 

17 

18 
19 


Surfaces. 


Wood  on  wood,  dry 

••       "      "       soaked 

Metals  on  oak,  dry . . 

««        **      ««     we( 

•'      "    soapy!..!...!!.. 

"  elm,  dry 

Hemp  on  oak,    " 

"     "      wet 

Leather  on  oak 

Leather  on  metals,  dry 

11         "        "       wet... 

"       greasy 

oily 

Metals  on  metals,  dry. 

wet 

Smooth     surfaces,     occasionally 

greased 

Smooth      surfaces,      continually 

greased 

Smooth  surfaces,  best  results. . . . 
Bronze  on  lignum  vilae,  wet.   . . . 


Angle  of 
Repose. 


4> 


Deg 

14  to  26} 

ni  to    2 
26^  to  31 
13!  to  14* 
ui 

Hi  tO  14 

28 

i8i 

15  to  iQi 
29  i 

20 

13 
8i 
8i  to  ui 
i6i 

4      to    4i 

3 
if  to    2 

3? 


Coefficient  of 
Friction. 


/=tan* 


0.25  to  .5 
.2    to  .04 
.5    to  .6 
.24  to  .26 

.2 
.2     tO   .25 

•53 

•33 
.27  to  .38 

.56 

.36 

23 

.15 
.15  to  .2 

•3 
.07  to  .08 

.05 

.03  to  .036 
.05? 


I*/ 


4  to  2 

5  to  25 

2  to  1.67 

4.17103.85 

5 

5  to  4 
1.89 

3 
3.7    to  2.86 

1.79 

2.78 

4-35 

6.67 

6.67  to  5 

3-33 
14.3  to  12.5 

20 
33-3  to  27.6 
20? 


Note. — The  above  table  is  defective  since  the  pressure  per  square  inch  is 
not  given.  The  coefficient  of  friction  diminishes  with  increase  of  pressure,  so 
that  in  some  cases  the  total  friction  remains  constant. 


MOISTURE  ABSORBED  BY  THE  AIR-HUMIDITY.      671 


XII. 
MOISTURE  ABSORBED   BY  AIR. 

1  Quantity  of  Water  which  Air  is  Capable  of  Absorbing  to  the 
Point  of  Maximum  Saturation,  in  Grains  per  Cubic  Foot 

for  Various  Temperatures. 


Degrees 

Grains  in  a 

Degrees 

Grains  in  a 

Fahr. 

Cubic  Foot. 

Fahr. 

Cubic  Foot. 

IO 

I.I 

85 

12.43 

15 

1. 31 

90 

14.38 

20 

I.56 

95 

16.60 

25 

I.85 

100 

19. 12 

30 

2.19 

105 

22.0 

32 

2-35 

110 

25-5 

35 

2.59 

115 

30.0 

40 

3.06 

130 

42.5 

45 

3-6i 

141 

58.O 

50 

4.24 

157 

85.O 

55 

4-97 

170 

112. 5 

60 

5.82 

179 

I38.O 

65 

6.81 

188 

I66.O 

70 

7.94 

195 

I94.O 

75 

9.24 

212 

265.O 

80 

10.73 

XIII. 

RELATIVE  HUMIDITY  OF  THE  AIR. 


Difference  of 

Temperature  of 

the  Air  and 

Dew-point. 

Temperature 

of  Air. 

320  Fahr. 

Temperature 

01  Air. 

700  Fahr. 

Temperature 

01  Air. 

95*  Fahr. 

0 

IOO 

IOO 

IOO 

I 

96 

97 

97 

2 

92 

93 

94 

3 

88 

90 

91 

4 

85 

87 

88 

5 

81 

84 

86 

6 

78 

81 

83 

7 

74 

78 

80 

8 

71 

76 

78 

9 

68 

73 

75 

10 

65 

7i 

73 

12 

60 

66 

68 

14 

54 

61 

64 

16 

50 

57 

60 

18 

45 

53 

56 

20 

4i 

49 

53 

22 

38 

46 

49 

24 

34 

42 

46 
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XIV. 

TABLE  OF   BEAUMrt'S    HYDROMETER  SCALE   WITH   CORRE- 
SPONDING SPECIFIC  GRAVITIES. 

For  Liquids  Lighter  than  Water.    Tkmp.  6o°  Fahr. 


Beauml. 


XO 
II 
12 

13 
14 
15 
16 

17 
18 

19 
20 

21 

22 

23 

24 

25 
26 

27 
28 

29 
30 


Specific 
Gravity. 


I. OOOO 
O.9929 
O.9859 
O.9790 
O.9722 

O.9655 
O.9589 

O.9523 

0.9459 

0.9395 

0-9333 
O.9271 

O.9210 

O.9150 

O.9090 

O.9032 

O.8974 

O.8917 

O.8860 

O.8805 

O.8750 


Beaume* 


31 
32 

33 

34 

35 
36 

37 
38 

39 
40 

4i 
42 

43 
44 
45 
46 

47 
48 

49 
50 

51 


Specific 
Gravity. 


O.8695 
O.8641 
O.8588 
O.8536 
O.8484 
O.8433 
O.8383 
O.8333 
O.8284 
O.8235 
O.8187 
O.8139 
O.8092 
O.8045 
O.8000 
O.7954 
O.7909 
O.7865 
O.7821 

0.7777 
0.7734 


Beaume*. 


52 

53 

54 

55 

56 

57 

58 

59 
60 

61 

62 

63 

64 

65 
66 

67 
68 

69 
70 

7i 
72 


Specific 
Gravity. 


O.7692 
O.7650 
0.7608 

0.7567 
0.7526 

O.7486 

O.7446 

0.7407 
0.7368 

O.7329 

O.729O 

0.7253 
O.7216 
O.7179 
O.7142 
O.7106 
O.7070 

0.7035 
O.7000 

0.6965 

O.6930 


Beauml. 


73 
74 
75 
76 

77 

78 

79 
80 

81 

82 

83 
84 

85 
86 

87 
88 

89 

00 


Specific 
Gravity. 


O.6S96 
O.6863 
O.6829 
O.6796 
O.6763 
O.6730 
O.6698 
O.6666 
0.6635 
O.6604 

O.6573 
O.6542 

0.651 1 
0.64S1 
O.6451 
O.6422 
O.6392 

a  6363 


For  Liquids  Heavier  than  Water. 

Temp.  6o° 

Fahr. 

Beauml. 

Specific 

Beaume1 . 

Specific 

Beaume\ 

Specific 

Beau  ml. 

Specific 

Gravity. 

Gravity. 

Gravity. 

Gravity. 

I 

I.OO69 

19 

II507 

37 

1.3425 

55 

I.6III 

2 

I.OI39 

20 

1. 1600     1 

38 

1. 3551 

56 

I.6292 

3 

1 .02 1 1 

2T 

I. 1693 

39 

I.3679 

57 

1.6477 

4 

I.O283 

22 

1.1788    : 

40 

I.3809 

58 

I. 1666 

5 

I-0357 

23 

1.1885 

4i 

1.3942 

59 

1.6860 

6 

1.0431 

24 

1. 1983 

42 

I.4077 

60 

I.7056 

7 

1.0507 

25 

1.2083 

43 

I.4215 

61 

I. 7261 

8 

1.0583     | 

26 

1. 2184 

44 

1.4356 

62 

I.7469 

9 

1. 0661 

27 

1.2288    • 

45 

I.4500 

63 

I.76S2 

10 

1.0740 

28 

T.2393 

46 

I.4646 

64 

I.79OI 

11 

1.0820 

29 

1.2500 

47 

1.4795 

65 

I. 8125 

12 

1.0902 

30 

1.2608 

48 

I.4949 

66 

1.8354 

13 

1.0984 

31 

1. 2719 

49 

1. 5 104 

67 

I.8589 

M 

1. 1068 

32 

1. 2831 

50 

I.5263 

68 

I. 8831 

15 

1. "53     ; 

33 

1 . 2946 

51 

1.5425 

09 

I.W9 

16 

1. 1 240 

34 

1.3063 

52 

i.  559i     i 

70 

1-9333 

17 

1. 1328 

35 

1.3181 

53 

1.5760 

18 

1.1417 

* 

• 

36 

1.3302 

54 

1.5934 

1 
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XV. 

PROPERTIES  OF  SATURATED  STEAM. 
[From  Charles  T.  Porter's  treatise  on  The  Richards  Sttam-tngin*  Indicator.] 


Press 

Sensible  Heat 

Total  Heat 

Weight  of 

One  Cable 

Foot. 

are 
•bore 
aero. 

Temperature. 

abore 
leroFsbx. 

Latent  Heat 

above 
seroFahr. 

Lbs.  per 
so,,  in. 

Fmhr.  Deg. 

B.T.TJ. 

B.T.IT. 

B.T.U. 

Lbs. 

1 

102.00 

102.08 

J042.96 

1145.05 

.0080 

* 

126.26 

126.44 

1026.01 

1152.45 

.0058 

8 

141.62 

141.87 

1015.25 

1167.18 

.0085 
.0113 

4 

158.07 

153.89 

1007.22 

1160.62 

5 

162.88 

162.72 

1000.7? 

1163.44 

.0187 

6 

170.12 

170.57 

995.24 

1165.82 

:0168 

7 

176.91 
182.91 

177.43 

990  47 

1167.89 

.0189 

8 

183.48 

986.24 

1169.78 

.0214 

9 

188.81 

188.94 

982.43 

1171.37 

.0239 

10 

198.24 

198.91 

978.95 

1172.87 

.0264 

■ 

11 

197.76 

198.49 

975.76 

1174.25 

.0289 

12 

201.96 

202.78 

972.80 

1175.53 

.0313 

18 

205.88 

206.70 

970.02 

1176.73 

.0337 

14 

209.56 

210.42 

967.42 

1177.85 

.0362 

15 

218.02 

213.98 

964.97 

1178.91 

.0887 

16 

216  29 

217.25 

962.65 

1179.90 

.0413 

17 

219.41 

220.40 

960.45 

1180.85 

.0487 

18 

222.87 

223.41 

958.84 

1181.76 

.0462 

19 

225.2a 

226.28 

956.34 

1182.63 

.0487 

80 

227.91 

229.03 

954.41 

1188.45 

-.0511 

21 

280.61 

28^.67 

952.57 

1184.24 

.0586 

22 

288.01 

234.21 

950.79 

1185.00 

.0561 

28 

2(5.48 

236.67 

949.07 

1185.74 

.0585 

24 

237.75 

289.02 

947.42 

1186.45 

.0610 

28 

240.00 

241.81 

945.82 

1187.13 

.0684 

26 

242.17 

248.52 

944.27 

1187.80 

.0658 

27 

244.28 

245.67 

942.77 

1188.44 

.0089 

28 

246.82 

247.74 

941.82 

1189.06 

.0707 

29 

248.81 

249.76 

939.90 

1189.67 

.0781 

80 

250.24 

251.78 

988.92 

1190.26 

.0755 

81 

252.12 

253.64 

937.13 

1190.83 

.0779 

82 

253.95 

255.51 

'935.88 

1191.89 

.0803 

83 

259.73 

257.82 

934.60 

1191.93 

.0827 

84 

267.47 

259.10 

933.30 

1192.46 

,    .0851 

86 

259.17 

260.83 

932.15 

1192.98 

.0875 

86 

260.88 

262.52 

980.96 

1193.49 

.0899 

87 

262.45 

264.18 

929.80 

1193.98 

.0922 

88 

264.04 

265.80 

928.67 

1194.47 

.0946 

89 

265.59 

267.88 

927.56 

1194.94 

.0970 

40 

267.12 

268.93 

926.47 

1195.41 

.0994 

41 

268.61 

270.46 

925.40 

1195.86 

101T 

42 

270.07 

271.95 

924.35 

1196.31 

1041 

43 

271.50 

278.41 

923.33 

1196.74 

.1064 

44 

272.91 

274.85 

922.33 

1197.17 

.1088 

45 

274.29 

276.26 

921.83 

1197.60 

.1111 

46 

275.65- 

_ 

277.65 

920.36 

1198.01 

.1134 
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EXPERIMENTAL   ENGINEERING, 
Properties  of  Saturated  Steam— Continued. 


V..  r- 

SnwtMe  Heat 

ToUl  Beat 

OmShc 

Utnot  BOX. 

*.';*:' 

KreFthr. 

""''"'■ 

Foot 

^r 

Frtr.  Dtf. 

B.T.P. 

BT.U. 

B.T.V. 

Vm. 

47 

37H.98 

279.01 

819.40 

1108.43 

.1158 

48 

278.89 

280.35 

918.46 

1108. 83 

.1181 

49 

279. S8 

281.67 

017.54 

1199.21 

.1204 

50 

£80.86 

232  90 

916  63 

1190.60 

.1S87 

61 

283.09 

284.3* 

015.73 

1190.98 

.1831 

IB 

283.88s 

38.').  40 

914.85 

1200.35 

.1374 

a 

284.53 

8.36.78 

913.93 

1200.78 

.1297 

M 

2S5'.78 

337.95 

913.13 

1201.08 

.1330 

66 

286  88 

289.7.5 

912.20 

1301.44 

.1843 

H 

388.05 

290.33 

911.46 

1301.79 

.1396 

67 

289.11 

291.60 

910.84 

1303.14 

.1388 

DS 

290.81 

202.66 

909.83 

1303.48 

.1411 

68 

291.48 

393.79 

909.03 

1303.83 

.1434 

00 

293.58 

394.01 

008.24 

1303.13 

.1457 

61 

293.50 

296.01 

807.47 

1203.48 

.1479 

68 

294.63 

207.10 

906.70 

1203.81 

.1303 

68 

885.71 

308.18 

903  04 

1204.13 

.1694 

H 

290.78 

299.-34 

903  30 

1304.44 

.1547 

66 

397.77 

800.30 

904.40 

1204. 76 

.1669 

M 

298.78 

801.33 

903.73 

1305.07 

.1693 

07 

390.78 

802.36 

903.01 

1305.37 

.1614 

88 

800.77 

803.87 

002.39 

1205.67 

.1687 

88 

801.75 

304.  !i8 

001.50 

1305.97 

.Iflnfl 

70 

302.71 

803.87 

90U.89 

1206  JO 

.1681 

71 

303.67 

306. ai 

900.21 

1306.36 

.1708 

78 

304,61 

807.32 

899.53 

1206.84 

.17-25 

7:* 

306.55 

808.27 

898.85 

1207.13 

.1748 

74 

800.47 

809.23 

898.18 

1207.41 

.1770 

76 

307.38 

310.16 

897.62 

1307.69 

.1793 

76 

308.29 

311.09 

890.87 

1307.06 

.1814 

77 

309.13 

312.01 

890.33 

1308.34 

.1836 

1-i 

810.06 

812.03 

895.69 

1308.51 

.1857 

79 

310.04 

813.83 

894.65 

1208.77 

.1879 

80 

311.81 

814.71 

894.88 

1209.04 

.1901 

81 

813.07 

315.69 

893.70 

1209.80 

.1928 

313.52 

818. 49 

893.09 

1300.66 

.194* 

814.36 

817.33 

893.48 

1309.83 

.1967 

84 

313.19 

818.19 

801.88 

1210.07 

.1988 

86 

316.03 

319.04 

891.28 

1310.82 

.2610 

88 

816.83 

319.88 

690.60 

1310.57 

.2038 

87 

317.65 

330.71 

890; 10 

1210.83 

.3033 

B8 

318.45 

321.54 

880.33 

1211.06 

.3075 

319.24 

333.36 

838.94 

1211.31 

.son 

W 

320.03 

323.17 

888.37 

1311.65 

.8118 

01 

820.83 

323,98 

887.80 

1211.79 

,ais?. 

88 

321.50 

324 [78 

887.24 

1313.03 

.2160 

08 

822.36 

325.57 

880.68 

1313.36 

.3183 

94 

823.13 

326.35 

889.18 

1212.49 

.3304 

83 

323.88 

327.13 

835.58 

1212.72 

.3224 
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h» 

!kt.itl*>B«t 

Tolil  Hrst 

Weigh!  of 

€:' 

L410M  H«t. 

Km  Pihr. 

KTO  Pi  hi. 

.Foot 

•5W 

rihr.r>«e- 

B.T.U. 

B.T.U. 

B.T.U. 

LU" 

M 

831.63 

837.00 

885.04 

1213.96 

.2245 

S7 

326. 87 

838.87 

884.60 

1218.18 

.3360 

08 

SS6.11 

820.43 

BB3.97 

1313.40 

.3288 

M 

326.84 

330. 18 

883.44 

1213.63 

.3300 

100 

827.67 

380.03 

883.91 

1313.84 

.3330 

101 

B28.29 

381.07 

883.89 

1214.06 

.2351 

10a 

830.00 

332.41 

881.87 

1314.28 

.2371 

US 

838.71 

838.14 

881.85 

1214.50- 

.2393 

10* 

830.41 

333.80 

880.84 

1814.71 

.3418" 

105 

831.11 

334.88 

880.84 

1314.93 

.3434 

US 

831.60 

335.80 

879.84 

1315.14 

.3454 

107 

833.49 

838.00 

879.84 

1215.35 

.3475 

1H 

833.17 

888.71 

878.84 

1315.55 

.2496 

100 

833.es 

837.41 

878.36 

1215.78 

.2616 

uo 

834. S3 

838-10 

877.88 

1215.97 

.2637 

111 

336.19 

838.79 

877.87 

1216.17 

.3568 

11a 

836.83 

889,47 

878.89 

1216.87 

.3578 

11s 

836.51 

840.15 

878.41 

1216.67 

.2689 

1U 

837.18 

840.83 

875.94 

1316.77 

.3619 

US 

837.  SI 

841.60 

876.47 

1218.97 

.3640 

llfi 

838.46 

842.18 

875.00 

1317.17 

.3661 

117 

339.10 

343.83 

874.58 

1217.36 

,2681 

118 

839.78 

343.48 

874.07 

1217.56 

.2708 

110 

340.36 

344.14 

873.81 

1217.75 

.3733 

ISO 

840.09 

344.78 

873.15 

1217.94 

.3749 

131 

341.61 

846.43 

873.70 

1218.18 

.3763 

US 

843.28 

348.07 

872.26 

1318.33 

.3783 

us 

348.85 

348.70 

871.80 

1318.51 

.3803 

1M 

343.48 

847-34 

871.85 

1318.69 

.3833 

US 

844.07 

847.97 

870.91 

1318.88 

.3849 

125 

344.07 

348.60 

870.47 

1319.06 

.3863 

1ST 

346.37 

849.81 

870.03 

1319.36 

.2883 

US 

845.87 

819.88 

869.69 

1219.48 

.2909 

1M 

846.46 

860.44 

869.16 

1319.61 

.2933 

180 

847.0G 

861.06 

868.73 

1319.79 

.2943 

181 

847.84 

851.66 

868.80 

1219.67 

.3061 

188 

348.28 

863.26 

867.88 

1230.15 

.3981 

188 

848.80 

853.86 

667.46 

1320.33 

.3001 

184 

849.88 

858.46 

867.08 

1330.60 

.3030 

135 

349.96 

854.05 

866.63 

1320.67 

.3040 

188 

850.63 

354.64 

866.30 

1230.86 

.8000 

137 

861.08 

855.33 

868.79 

1321.03 

.3070 

US 

861.76 

855.81 

865.38 

1331.10 

.3099 

188 

869.31 

356.30 

864.07 

1331.36 

.3118 

UO 

863.78 

356.06 

864.66 

1231.53 

.8188 

Ul 

363.31 

857.64 

804.16 

1321.70 

.8158 

148 

353  86 

868.11 

868-76 

1231.87 

.3178 

143 

854.41 

368.37 

863.86 

1283.08 

.3199 

Mi 

354.96 

369.34 

863,00 

1223.30 

.3219 
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IV. - 

SentlMe  Hut 

Total  Kut 

(ji-.'i-'rJV; 

Foot 

Sw1 

Tcmpetilnrv. 

HToF.hr. 

L*"n' H™'' 

Em 

icroFibr. 

£«? 

Fihr.  D*s. 

B.T.C. 

B.T.U. 

B.T.TJ, 

LtK. 

i« 

855.00 

850.80 

863.56 

1223.36 

.8339 

i* 

390.08 

860.80 

863.17 

1233.03 

.3290 

147 

856.07 

860.01 

861.78 

1223.69 
1^22.85 

.8379^ 

lis 

857.10 

861.46 

861.89 

.3390 

140 

S57.63 

803.01 

861.00 

1223.01 

.3319 

ISO 

858.16 

863.05 

860.63 

1328.18 

.8340 

1S1 

858.68 

368.10 

860.38 

1333.33 

.8358 

168 

a5O.M0 

363  61 

859.85 

1228.40 

.3376 

138 

350.72 

361.17 

659.17 

1223.6.1 

.8304 

1H 

soo, 88 

361.71 

B50.10 

1323.81 

.8413 

188 

880.74 

865.31 

658.78 

1333.07 

.3tt0 

IBS 

361.86 

865.77 

80S. 80 

1334.18 

.3448 

157 

861.76 

368.30 

857. OS 

1221.28 

.3466 

US 

880.  37 

366. 8-! 

857.61 

1231.13 

.3484 

U9 

808.77 

867.34 

857.34 

1324.58 

.3503 

MO 

863.27 

367.86 

856.87 

1321.71 

.3390 

161 

868.77 

868.88 

606.50 

1231.80 

.3539 

169 

861.87 

868.80 

850.14 

1326.04 

.8556 

168 

861.76 

360.11 

855.78 

1225.10 

.3577 

1M 

865.25 

369.02 

853.12 

1225.34 

.3596 

16S 

860.71 

370  43 

855.06 

1225.49  ■ 

.8614 

M 

366.38 

870.08 

851.70 

1225.61 

.8683 

167 

868-71 

371.18 

851.30 

1325.78 

.8653 

H«8 

867.18 

871.03 

808.00 

1326.03 

.sen 

Iff 

367.68 

870.13 

853.64 

1336. 0B 

.8690 

170 

368.10 

873.03 

808.30 

1236.23 

.3700 

171 

868.63 

878.42 

853.04 

1226.87 

.3727 

17) 

860.10 

373.91 

853. 69 

1226.51 

.3740 

178 

360.67 

374.40 

802.25 

1226.66 

.3763 

174 

870.01 

374.80 

851.00 

1320.80 

.8781 

170 

370.61 

375.8B 

801.00 

1226.04 

.3709 

176 

370. 07 

375,88 

801.33 

1*27.08 

.8817 

177 

871.11 

876.84 

850.68 

1227.28 

.3835 

178 

871.00 

■876.83 

850.04 

1827.37 

.8853 

170 

872.86 

3,77,80 

830.50 

1227.61 

.8871 

ISO 

372.83 

817.78 

640.86 

1257.63 

.3380 

181 

378.27 

878.20 

849.68 

1227.78 

.3007 

,188 

878.78 

878.73 

819.20 

1337.93 

msi 

188 

871.18 

379.10 

648.86 

1328.00" 

.3041' 

181 

871.68 

370.66 

B48-.G3 

1328.30 

.3963 

IBS 

375.08 

880.13 

848.30 

.30  B0 

186 

375.08 

880. GO 

847.88 

1228.47 

.3099 

187 

375.07 

881.05 

847.55 

1328.61 

.4017 

188 

376.11 

381.01 

647.33 

1338.71 

.«<35 

ISO 

376  SO 

881.07 

846.90 

1228.87 

.4053 

ISO 

877.20 

382.43 

846.58 

1220.01 

.4072 

101 

377.72 

833.88 

846. 36 

1339.11 

.4080 

103 

378.10 

383.83 

845,04 

1320.27 

.4107 

108 

378.60 

383.78 

845.63 

1220.41 

.4123 
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Properties  of  Saturated  Steam — Continued, 


Preet> 

nra  ' 

fthova 

Temperature. 

Sensible  Heat 
abovo 

Latent  Heat. 

Total  Heat 
'  abore 

Weight  of 
One  Cubic 

zero. 

• 

aero  Kahr. 

aero  Fahr. 

Foot. 

Lb*. per 
eq.  in. 

Fahr.  Deg. 

p.T.U. 

B.T.U. 

B.T.U. 

»-Lbt* 

194 

879.02 

884.23' 

845.80 

1229.54 

C4148 

195 

879.45 

384.67,' 

844.991 

1229.67 

.4160 

196 

379.07 

385.12. 

844.68? 

1229.80 

.4178 

197 

380.30 

385.56 

844.86 

1229  98 

.4196 

196 

380.72 

386.00 

844.05 

1230.06 

.4214 

199 

381.15 

386.44 

843.74 

1230.19 

U231' 

200 

381.57 

886.88 

843.43 

1280.31' 

^4249 

901 

381.99 

387.32 

848.12 

,1230.44] 
1280.57' 

T4266 

202 

382.41 

387.76 

843.81 

.4288 

208 

382.82 

888.10 

842.50 

1280.70 

.4300 

204 

383.24 

388.02 

842.20 

1280  82 

.4318 

205 

383.65 

889.05 

841.89 

1230.95 

.4355 

200 

384.06 

889.48 

841.59 

1231.07 

'.4352 

207 

384.47 

389.91 

841.20 

1231.20 

'.4369 

208 

384.88 

390.33 

840  90 

123.. 32 

.4886 

209 

385.28 

390.75 

840.69 

1231.45) 
1*3  IJJ^ 

.4403 

,210 

385.07 

o91.17 

840.39 

.4421 

TABLE  No.  2. 

QUANTITIES    OP    HEAT    CONTAINED    IN    ONE     POUND    OF    WATER    AT&VARIOU8 
TEMPERATURES.  .RECKONED  FROM  ZERO,   FAHRENHEIT. 

[From  Charles  T.  Porter's  treatise  on  The  Richard*  8Uam- Engine  Indicator.) 


Temperature. 

Heat  contained 
above  aero. 

Temperature. 

Heat  contained 
above  aero. 

Temperature? 

Heat  contained 
.  above  aero. 

Fahr.  Deg. 

.  B.T.U. 

Fahr.  Dog. 

B.T.L. 

Fahr.  Def .» 

C.T.U. 

35 

85.00 

'155' 

155.33 

275 

276.98 

40 

40.00 

heo 

160.  37 

280 

282.09 

45 

45.00 

165 

165.41 

285 

287.21 

,50 

50.00 

170 

170  45 

290 

292.32 

55 

5500 

175 

.176  40 

295 

297  45 

160 

60.00 

180 

180.54 

800 

302.58 

65 

65.01 

185 

185.59 

305 

307.71 

J70 

70.02 

190 

190.64 

810 

312.84 

75 

75.02 

195 

195.69 

815 

317.98 

80 

80.03 

200 

200.75 

330 

823.13 

85 

85.J04 

205 

205.81 

325 

328.28, 

90 

90.05 

210 

210.87 

380 

383.43 

'95 

95.06 

215 

215. 93 

835 

838.69 

100 

100.08 

220 

221. 00 

340 

843.75 

105 

105.09 

225 

226  07 

345 

348.92 

,110 

,      110.11 

230 

231.15 

850 

854.10 

•115 

■      115.12 

235 

236.28 

855 

859.28 

120 

120.14 

240 

241  81 

860 

864.46 

il25' 

125.16 

245 

246.39 

865 

-869.65 

il30 

130.19 

250 

251.48 

870 

374.84 

1185 

135.21 

255 

256.57 

875 

880.04 

140 

140.24 

260 

261.67 

880 

885.24 

145 

145.27 

265 

266.77 

885 

890.45 

150 

150.30 

270 

271.87 

890 

895.67 
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XVII. 

ENTROPY  OF  THE  LIQUID. 


Atnolutc 

SlCUB 

Entropy  of  the 
Liquid. 

Slum 

Pressure. 

Entropy  ol  Ibc 

Liquid. 

* 

' 

* 

, 

O.I339 

65 

0.4337 

O.3S43 

70 

4403 

IS 

3'43 

75 

4464 

4533 

85 

4579 

3685 

00 

4633 

38ll 

95 

.  0.4733 

105 

0.4780 

□.4S36 

55 

4HJI 

0.4869 

0.4367 

120 

0.4911 

XVIII. 
HYPERBOLIC  NAPERIAN   LOGARITHMS. 
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XIX. 

DISCHARGE   OF  STEAM    IN    POUNDS    PER   HOUR   CALCULATED 

BY    NAPIER'S   FORMULA. 


1 

Pounds  of  Steam. 

Absolute 
Pressure . 

Pounds. 

Diameter  of 

Diameter  of 

Diameter  of 

]    Orifice  /j  inch. 

Orifice  ^  inch. 

Orifice  t  inch. 

I 

1             O.039 

O.158 

O.63I 

*> 

O.079 

O.31O 

I.262 

3 

1             O.I18 

0.473 

I.893 

4 

!             O.158 

O.631 

2.524 

5 

|             O.I97 

O.789 

3-155 

6 

j             O.237 

O.047 

3.786 

7 

O.276 

1. 104 

4.417 

8 

0.3I5 

1.262 

5.048 

9 

0.354 

I.420 

5.680 

10 

0.395 

1.578 

6.3IT 

20 

O.789 

3.155 

12.622 

30 

1. 183 

4  733 

18.937 

40 

1.578 

6.311 

25244 

50 

I.972 

7.880 

31.550 

60 

2.367 

9.467 

37.867 

"o 

2.761 

11.045 

44.178 

80 

3156 

12.623 

50.488 

90 

3.550 

14.200 

56.800 

100 

3-947 

15778 

63.115 

XX. 

PER    CENT    OF    WATER    AND    STEAM    EXHAUSTING    INTO 
ATMOSPHERE.— BY   THROTTLING   CALORIMETER. 

(Per  cent  of  moisture.) 


Tempt,  in 
Calorimeter. 


Degrees  Fahr. 


a»5 

220 

if¥S  •  •       •  •  •   • 

ajo 

»35 

340 

245 

250 

»55 

260 

265 

»70 

»75   

280 


Diff.  i°  Fahr 


Gauge  pressure  on  Main  Steam-pipe. 


40 


•o»33 

.0207 

.0181 

.0154 

.0128 

.0102 

.0076 

.0049 

.0023 

.0005- 

.0030- 

.0057- 
.0083- 
.0109- 
.0136- 


45 


.00052 


•0253 
.0227 
.0201 
0173 
.0147 

.OI22 
OOQ5 
.0069 
.OO42 
.OOl6 
.OOIO- 
.OO37- 
O063- 
.OO89- 
.OIl6- 


50 


.0271 
.0245 
I  .02l8 
I  'Ot02 
I  .O165 
.OI39 
.OII2 
.0086 
.OO59 

.0033 

.OO06 

.0020- 

.OO47- 

.OO73- 

.OIOO • 


.OOO52 


55 


.00053 


.0290 
.0263 
.0237 
.0210 
.0184 
.0157 
.0130 
.0104 
.0077 
.0051 
.0024 
.0002- 
.0029- 
.0056- 
0082- 


60 


.00053 


•  0307 
.0280 

•  0253 
.0227 
.0200 

•  0173 
.0147 
.0120 

°°93 
.0066 
.0040 
.0013 

0013- 
.0040- 
.0067- 


.00053 


65 

70 

75 

.0322 

.0338 

0354 

.0296 

.0311 

.0327 

.0269 

.0284 

0300 

.0242 

.0257 

•0-73 

.0215 

.0330 

.0246 

.0189 

.0204 

.0219 

.0162 

.0177 

.0192 

.0135 

.0150 

.0165 

.0108 

.0123 

.0138 

.oo8t 

.0096 

.out 

.0055 

.0069 

.0084 

0028 

.0042 

•  0057 

.0001 

.0015 

.00  30 

0026  — 

.0011  — 

.0003 

.0053- 

.0038— 

.0024— 

00054 

.00054 

.00054 

80 


.0368 

.0340 
.0313 
.0287 

.0260 

.0233 

.0206 

.0179 

.0152 
.0125 

.0098 

.0069 
.0042 
.0015 

.OOI2- 


OOO54 


The  minus  sign  indicates  superheat. 

This  amount  divided  by  0.48  and  multiplied  by  the  value  of  the  latent  heat  will  give  the 
degree  of  superheat. 
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XXII. 
COMPOSITION  OP  VARIOUS  FUELS  OP  THE  UNITED  STATES. 


Pennsylvania  Anthracite . 

Rhode  Island         "         ... 

Massachusetts        •■         

North  Carolina      "         

Welsh  "         

Maryland  Semi-bituminous 

Pennsylvania     "  

Indiana  ••  \\\\\\\\\\\\\\ 

Illinois  Bituminous 

"      (Block)  Bituminous 

Illinois  and  Indiana  (Cannel)  Bituminous 

Kentucky  (Cannel)  Bituminous 

Tennessee  Bituminous. 

Alabama            "         .7.7.7.7.7.7"  WWW. 
Virginia  \\         

California  and  Oregon  Lignite 


C. 


78.6 

85.8 
93  o 
8vi 

842 
80.5 

75-8 

594 
70.0 
52.0 
6a. 6 
58. a 
595 
48.4 
71.0 

4«-5 

Mo 

55o 
74.0 


H.       O. 


a  5     »-7 


— V 


10.5 
6.0 

7.8 


3-7 
4  5 


a-3 
a  7 


so. a 
38.8 
a8.o 
39  o 
35  5 
37. 1 
366 
48.8 
17.0 

565 
4a. 6 
41  o 
18.6 


50.1      3.9  13.7 


N. 


0.8 


0.9 


S. 


o-4 

3-7 
a.o 

9.i 

0.9 
1. a 


.0 


«-5 


Mots- 

tore. 

Ash. 

I.S 

•  •  •  • 

Ml 

•  •  •  • 

•  •  •  • 

•  •  •  • 

i-3 
»-7 

•  •  •  • 

•  m  •  • 

6-7 
8-3 

i. a 


16.7 


40 
z.8 


a 

9 

x 

4 

3 

a 

ta 


»-5 
1.3 
4.0 

74 
«3» 


Grav. 

"4$ 


»-33 


3* 

3» 

*7 
P 

*r' 

»5 

45 


i.p 


Coal. 


STATE. 


KIND  OP  COAL. 


Pennsylvania. 


.Anthracite 


•» 


Cannel 

M  Connelsville 

M  Semi-bituminous 

M  Stone's  Gas 

u  Youghiogheny. . . 

'•  Brown 

Kentucky Caking 

Cannel 


••         Lignite 

Illinois Bureau  County 

**      Mercer  County. 

•*      Montauk 

Indiana Block 

•*        Caking 

**        Cannel 

Maryland Cumberland. . ., 

Arkansas ..Lignite... ..... 

Colorado "       


tl 


Texas  

Washington 

Pennsylvania Petroleum. 


Theoretical  Valve. 


In  Heat 
Units. 


*4.«99 
»3*535 
14,231 

«3.«43 
«*3« 

«3««55 
1 4.0a  » 

i4,«6s 
13,334 

«4»39« 
15,198 
13.360 

9,3*6 
13,02s 

«3.™3 
xa.659 
**5«8 
14.146 

»3*o97 
ia,a?6 

9*««5 

xa.96« 

«»55« 
30,746 


In  Pounds 

of  Water 

Evaporated. 


14.70 
14.  ot 

14  7* 
13.60 

13  *4 
13.6a 

14.51 

14.76 

ia.75 
14.89 
16.76 
1384 
9.65 

1358 
13.10 

M-3* 
14-64 
13.56 
is. 65 
954 
M&4 
M3S 
13.43 
it. 96 

at. 47 
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ANALYSES  OF  ASH. 


Pennsylrania  Anthracite... 
"  Bituminous. . . . 

Welsh  Anthracite 

Scotch  Bituminous 

Lignite 


Specific 
Gray. 


1-559 
»-37» 

I. TO 
1.27 


Color 
of  Ash. 


Reddish 

Buff. 

Gray. 


Silica. 


7<5.< 


6 
.0 
40.0 
37-6 
19.3 


Alum- 
ina. 


4»-75 
ax. 00 

44  8 
5a.  o 
11. 6 


Oxide 
Iron.. 


9-43 
a. 60 


5« 


Lime. 


1. 41 

•  •  •  • 

ia.o 

3-7 

«3-7 


M 


o-33 

•  • 

trace 
x.i 
a. 6 


0.48 
0.40 


Acids 
S.AP. 


a. 97 
5.0a 
33.8 


XXIII. 

FOR   REDUCING   BAROMETRIC  OBSERVATIONS  TO  THE 

FREEZING-POINT. 


Reading  of  Ba- 

Correction at 

Correction  at 

Correction  at 

Correction  at 

rometer. 

io°  Fahr. 

400  Fahr. 

700  Fahr. 

900  Fahr. 

Inches. 

Inches. 

Inches. 

Inches. 

Inches. 

+ 

27 

,       0045 

O.028 

O.IOO 

O.I48 

27.5 

O.046 

O.028 

O.I02 

O.151 

28.O 

O.O47 

O.029 

O.IO4 

O.I53 

28.5 

O.048 

O.029 

O.I06 

O.156 

29 

O.O49 

O.03O 

O.I08 

O.159 

29.5 

O.050 

O.030 

0.109 

O.162 

30.0 

O.051 

O.031 

O.  Ill 

O.164 

30.5 

O.052 

O.032 

0.II3 

O.167 

3l.O 

O.053 

0 .  032 

O.I15 

O   170 
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XXIV. 
HORSE-POWER  PER  POUND  MEAN  PRESSURE. 
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IflfPfFlllttlRllil 

ipatrtsptmii 

^3lJtltll.lIllllBi 


■>  <  * 

J  as  o 

*fg 

•J,   > 


WlflMPiltlll!!! 


iiiHMiliMttHiM 


!§l??!IM£lf!f!tIPk 


tfltf  lfl!IM!!fiit!l| 


1  If  If  i|f  ||  If  I  l||M  li| 


II  II  II  I!    I 

■   .    -  .M 
1 "«"!!  fitri 


HURIfilHIIIIflllj 


■  1  liftftlf f  f  lit  tl  II  f  IT 


flllllllllfflrjfllllh 


!!!HI!ll!!!II!IMffl- 


glssssgslsgyga'gfyg'g}" 


■:■  -:--,i  ■■-:.  -a.-    -■■  =  ;,  : . / 


■ssiaadwv  no  sxioa 


n 
II" 

n  is  * 

a  f  t 

Ml 

b 

«!! 

If 

El   si 
eE  1* 

1* 

|!  |l 

**i 

*M"i85 

il 

«j 

SiMl 

694 


EXPERIMENTAL  ENGINEERING, 


XXVII. 

HORSE-POWER  LINE-SHAFTING  WILL  TRANSMIT  WITH  SAFETY. 

Bearings,  8  to  io  ft.  centres. 


Diameter  of 

Horse-power 

1 

1    Diameter  of 

Horse- power 

Diameter  of 

Horse  power 

Shaft 

in  one 

Shaft 

in  one 

Shaft 

in  one 

in  Inches. 

Revolution. 

1     in  Inches. 

Revolution. 

in  Inches. 

Revolution. 

« 

.008 

a« 

.216 

5« 

.728 

•A 

.OI56 

3A 

.272 

*A 

2.195 

i  A 

.027 

3tV 

•343 

6tt 

2.744 

1 1* 

•043 

3fi 

34! 

.424 

7A 

3.368 

»« 

.064 

.512 

m 

4.096 

»A 

.091 

4A 
4*1 

.728 

8A 

4.9" 

*A 

.125 

I.  OO 

m 

5.824 

*B 

.166 

sA 

I.328 

9A 

6.848 

For  jack-shafts,  or  main  section  of  line-shafts,  allow  only  three-fourths  of 
the  horse-power  given  above,  and  also  provide  extra  bearings  wherever  heavy 
strains  occur,  as  in  main  belts  or  gears. 


XXVIII. 

HORSE-POWER   BELTING  WILL  TRANSMIT  WITH    SAFETY. 


Horse-power  per  100  Feet. 
Velocity  of  Belt. 

Horse  power  per  too  Feet. 

Width  of 

Width  of 

Velocity  of  Belt. 

Belt 

Belt 
in  Inches. 

in  Inches. 

! 

Single  Belt. 

Double  Belt. 

Single  Belt. 

Double  Belc 

I 

.09 

.18 

12 

I.09 

2.l8 

2 

.18 

.36 

14 

127                 2.55 

3 

.27 

•55 

16 

1-45 

2.9I 

4 

.36 

•73 

18 

I.64 

3.27 

5 

•45 

.91 

20 

I.82 

3.64 

6 

•55 

1.09 

22 

2.00 

4.00 

7 

.64 

1.27 

24 

2.18 

4.36 

8 

•73 

1.46 

28 

2-55 

509 

9 

.82 

1.64 

32 

2.91 

5-82 

10 

.91 

1.82 

36 

3-27 

6-55 

11 

1. 00 

2.00 

40 

3.64 

727 

In  the  calculations  for  horse-power  in  the  above  table,  the  belt  is  assumed 
to  run  about  horizontally;  the  semi-circumference  of  smaller  pulley  has  been 
considered  as  the  ordinary  arc-contact  of  belt.  Any  reduction  of  this  contact 
will  make  approximate  proportional  reduction  of  horse-power. 
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,  Flow  of 268 

,  Humidity  of  (Table) 671 

Orifices,  Flow  through 269 

Pipes,  Flow  in 271 

Thermometer 343 

Alden  Brake 213 

Aluminum  Bronzes,  Test  of  (Table) 666 

Anemometers,  Calibration  of 279 

,  Description  of 278 
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Belts,  Friction  of 173 
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Boilers,  Efficiency  of 443 
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,  Method  of  Standard  Testing 445 
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Brake,  see  Dynamometer. 

Brick,  Method  of  Testing 158 

Bridge  Materials,  Method  of  Testing 148 
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Constants,  Numerical  (Table) 640 


Deflectometer  for  Transverse  Testing 115 
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,  Alden  Brake 213 
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,  Operation 215 
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,  Pump M7 
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698  INDEX. 

FACE 

Dynamometers, Transmission,  Emerson's  Power-scale. 231 

,  Lewis,  The 224 

,  Morin's  Rotation 219 
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,  Relation  to  Theory xviii 
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,  General  Requirements 106 
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Extensometers,  Sibley,  The 113 

,  Thurston,  The 109 
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Factor  of  Safety 59 

Fatigue  of  Metals 146 

Favre  and  Silbermann's  Calorimeter. 416 

Flexure,  Table  of  External  Moments  of 69 

Fluids,  Compressible,  Flow  of 267 

Flue-gas  Analysis,  see  Gas  Analysis. 

Forging-test  of  Materials 146 
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for  Approximate  Calculation 11 

Fracture,  Character  of,  in  Materials 123 

Friction,  Angle  of  Repose.     Definition  of 170 

,  Belts,  Friction  of 173 

,  Coefficient  of,  Definition  of 170 

"     (Table) 670 

,  Collars,  Friction  on 173 
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,  Formulae 171 

,  Journals,  Friction  on 172 
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,  Lubricants,  Friction  of 174 
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,  Normal  Force,  Definition  of 170 
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,  Rolling  Friction 173 

,  Teeth  of  Gears,  Friction  of 173 

,  Total  Pressure,  Definition  of 170 
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,  Composition  of 414 

"(Table) 688 

,  Heating  Value  Determinations 410 

,  Heat  of  Combustion 408 

,  Temperature  produced  by  Combustion 412 

,  Total  Heat  of  Combustion  with  Oxygen  (Table) 410 

Furnace,  Efficiency  of 444 
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Gas  Analysis,  Computations 436 

,  Form  of  Report 439 
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,  Determinations  of 354 

,  Speci  fie  (Table). 669 

Hiin's  Analysis  of  the  Steam-engine : 

Compound  Engine,  Application  to 545 

Example 54 

Non-condensing  Engine,  Application  to 545 

Report,  Forms  for 540 

Theory  of 532 

TripIe»cxpafltkMi  Engine,  Application  to 545 


n 


INDEX,  70I 

PAGE 

Horse-power  of  Belting  (Table) 694 

,  Electrical  (Table) 693 

,  Indicated,  Dynamometric 460 

of  Shafting  (Table) 694 

per  Pound  M.  E.  P.  (Table). 690 

Hot-air  Engines 624 

,  Ericsson 624 

,  Rider 625 

,  Thermodynamic  Theory 627 

,  Testing 627 

,  Form  for  Data  and  Results 628 

,  Indicator-diagram 629 

Humidity  of  the  Air  (Table) > 671 

Hydraulic  Machinery,  Classification 279 

Hydraulic  Motors,  Classification 279 

,  Forms  for  Report  of  Tests 298 

,  Formula 280 

,  Hydraulic  Power  System 281 

,  Hydraulic  Ram 293 

,  Directions  for  Testing 297 


I 

Impact  Machine,  Heisler's  Directions  for  Testing  by 143 

Test,  Method  of  A.  S.  M.  E 101 

Inertia  Diagram 601 

Indicator,  The  Williams 599 

,  Moment  of,  Experimental  Determination 70 

"  (Table) 68 

Indicator,  Dimensions  of  Parts  of  (Table) 470 

,  Operation  and  Attachments  of 485 

Pencil-movement,  Test  for  Parallelism 481 

Reducing-motion ;..,..  472 

Spring,  Calibration  of 479 

,  Standardization  of 478 

Drum-motion,  Accuracy  of 481 

Drum-spring  Tension  (Table) 482 

Drum-spring,  Adjustment  and  Calibration 484 

,  Steam-engine,  Arc 469 

,  Bachelder 469 

,  Calkins 467 

,  Crosby 465 

,  McNaught 461 

,  Perfection 468 


702  INDEX. 

PAGI 

Indicator,  Steam-engine,  Richards 462 

,  Straight  Line 469 

,  Straight  Ly ne 468 

,  Tabor 464 

,  Thompson 463 

,  Watt 461 

Indicator-diagrams,  Adiabatic  and  Saturation  Curves 497 

,  Compound  and  Triple-expansion  Engine 507 

,  Clearance  from  the 502 

,  Condensation  and  Re-evaporation 503 

,  Discussion  of  the 505 

,  Form  of  the 495 

,  Measurements  of  the 493 

,  Parts  of  the 489 

,  Steam-chest  and  Crank-diagrams 509 

,  Steam  Consumption  from  the  Diagram 499 

Injector,  Description 608 

,  Forms  for  Results  of  Test 619 

,  Handling 617 

,  Limits 614 

,  Mechanical  Action 612 

,  Tables  of  the  Limits  of  the 616 

,  Testing 617 

,  Thermodynamical  Theory 610 

Investigation,  Methods  of xriii 

Iron,  Admiralty  Tests  of 152 

Iron  in  Bridge  Materials,  Tests  of . ....  148 


L 

Least  Squares,  Method  of 1 

Locomotive  Testing,  Boiler  Leakage 5S6 

,  Boiler  Tests 377 

,  Calorimeter,  Application  of 593 

,  Coal  Tests 580 

,  Form  of  Report 584 

,  Dynamometer  Records 587 

,  Fuel  Measurements 573 

,  Indicator,  Application  of  the 574 

,  Performance,  Form  of  Report  of 591 

,  Speed  Measurements 588 

,  Standard  Method 57* 

,  Water  Measurements 583 

,  Wind  Resistance,  Measurements  of 589 


INDEX.  703 

PAGB 

Logarithms  (Table) 653 

Logarithms  (Hyperbolic  Table) 684 

Logarithmic  Functions  of  Angles  (Table) 655 

Lubricant  Testing 175 


M 

Materials  of  Construction,  Tests  of,  Admiralty  Tests 152 

,  Brick  Tests 158 

,  Bridge  Materials  Tests 148 

,  Cement                       "    161 

,  Coefficients  (Table)  ••    665 

,  Compression              "    134 

,  Drop                          "    144 

,  Impact                       "    143 

,  Mortar                        '•    161 

,  Paving  Material         "    159 

.Pipe                           "    154 

,  Stone                          •«    155 

,  Special                        "    145 

,  Tension                      •'    125 

Tests  for  Different  Materials  (Table) 148 

,  Torsion  140 

,  Transverse 135 

Measures,  U.  S.  Standard  and  Metric  (Table) 638 

Meters,  Gas 275 

,  Water 255 

Measuring  Machine,  The  Sweet 52 

Melting  Points  (Table) 671 

Micrometer  Calipers 51 

Micrometer  Screws,  Accuracy 50 

,  Cornell  University,  Errors  of 51 

,  Description 50 

Moisture  absorbed  by  Air  (Table) 671 


O 

Observations,  Rejection  of  Doubtful 13 

Oils,  Acid  Test 186 

,  Adulteration  of 176 

,  Burning  Point. 182 

,  Chill  Point , 186 

,  Coefficiency  of  Friction  104 

,Cold  Test ..   ..  185 


704  INDEX. 

PACE 

Oils,  Density 176 

,  Durability 198 

,  Electrical  Conductivity 1S6 

,  Evaporation 1S4 

,  Feed,  Limited  Test  with 203 

,  Flash-point 1S2 

,  Form  for  Report  of  Test 205 

,  Gumming  Test 182 

,  Heat,  Effect  of 182 

,  Viscosity 177 

,  Viscosity,  Method  of  Measuring 181 

,  Table  of  Determinations 1S1 

Oil-testing 175 

Oil-testing  Machines.  Ashcroft's 199 

,  Boult's  199 

,  Rankine's 1S7 

,  Riehle's , 196 

,  Thurston's 1S9 

Oil,  Viscosimeters  for  Testing,  Gibbs' 179 

,  Perkins' 179 

,  Pipette,  The 17S 

,  Standard  Orifice,  The 180 

,  Stillman's 180 

,  Tagliabue's 179 


Paving  Materials,  Method  of  Testing 159 

Pipes  and  Pipe-fittings,  Method  of  Testing 147 

,  Cast-iron,  Specifications  for 154 

Pitot's  Tube 264 

Planimeters,  Adjustment 42 

,  Calibration 44 

,  Coffin,  The 33 

,  Mean  Ordinate  by  the  Polar 31 

,  New,  The 36 

,  Polar,  The 24 

,  Roller,  The 37 

,  Special 49 

,  Suspended,  The 33 

Pressure-gauges 3*3 

Prony  Brake *>? 

Pulsometer,  The 621 

Tests,  Form  for  Data  and  Results. 622 


V 


INDEX.  7°5 

PAGE 

mping-engines,  Testing 552 

naps,  Classification 300 

,  Duty  and  Capacity 300 

,  Efficiency  Test 302 

,  Form  of  Report  of  Tests 304 

,  Piston  Displacement,  Measurement  of  Delivery 302 

,  Slip 302 

,  Testing,  Directions  for 303 

,  Work,  Measurements  of  Useful 301 

nching  Test  of  Materials 146 

rometers,  Air 353 

,  Calorimetric 353 

,  Clay  Wedgewood's 352 

,  Electric 357 

,  Hoadley's  Calorimetric 354 

,  Metallic 352 

,  Siemens' 357 


0 
ality  of  Steam,  ///  Calorimeters. 


R 


diation  of  Heat  (Table) 669 

silience  of  Metals 58 

(est"  of  Metals 147 

jidity  of  Materials 58 

,  Modulus  of 59 

,  by  Swinging  under  Torsion 73 

yet-iron,  Tests  for. 150 

•pe,  Form  of  Test-pieces 120 


S 

turation  Curves 497 

siting,  Horse-power  of  (Table) 694 

de-rale,  The 20 

edfic  Gravity  (Table) 669 

ecificHeat  (Table) 669 


706  INDEX. 

Speed-recorder,  Autographic 51S 

Steam,  Consumption  of,  from  the  Indicator-diagram 499 

,  Discharge  of  (Napier's  Formula,  with  Table) 274 

,  Entropy  of  the  Liquid  (Table) 273 

,  Flow  through  ata  Orifice 272 

Pressure,  Relation  of,  to  Temperature 311 

,  Units  of 30S 

Properties  and  Thermodynamic  Conditions,  Definitions ,..  312 

Tables,  Bud's , 67S 

Porter's 673 

Relative  Accuracy  of 316 

Steam-engines,  Effects  of  Inertia  on  ....... , 598 

,  Efficiencies  of 511 

,  Experimental 594 

at  Sibley  College,  Dimensions  of $95 

,  Testing  of,  see  Engine-testing. 

Steel,  Admiralty  Tests  of 152 

Bridge  Materials,  Tests  of 150 

Lloyd's  Tests 153 

Stone,  Testing  of 155 

Strain,  Definition  of 59 

Strain-diagram,  The 59 

,  Autographic 125 

,  in  Tension 124 

Strength  of  Materials,  Coefficients  of 5$ 

"  (Table) 66$ 

,  Definitions 57 

,  Temperature,  Variations  of  (Table) 66$ 

Stress,  Definition  of 5& 

in  Materials,  Thermodydamic  Relations  of. 76 

Stresses,  Combined 74 


Tachometer,  The 262 

Temperature,  Effect  on  Strength  of  Materials 147 

Tensile  Strength,  Notation  and  Formulae  62 

Tension  Tests,  Method 125 

,  Object 125 

,  Report,  Form  of .129 

,  Specimens,  Form  of... 116 


INDEX.  707 

I' AGE 

Testing  Machines,  Calibration 79 

,  Description 78 

,  Emery,  The 84 

,  Government  Specifications 82 

,  Olsen,  The 92 

,  Riehle,  The 89 

Test-pieces,  Form  of. 116 

Thermometers,  Calibration 352 

,  Method  of  inserting,  in  Steam-pipe 370 

,  Table  of  Boiling-points 393 

Thermometers,  Air 343 

,  Construction 348 

,  Correction  of  Determinations 349 

,  Form  of  Report 351 

,  Formulae 346 

,  Practical  Uses 349 

Thermometers,  Alcohol    343 

Thermometers,  Mercurial 341 

Torsional  Stress,  Formulas 71 

Torsion  Test,  Method  with  Thurston's  Machine 140 

,  Object 140 

,  Record,  Form  of 142 

,  Specimens,  Form  of 122 

,  Strain-diagram,  The 98 

Torsion  Testing-machines,  Olsen 101 

,  Riehle 99 

,  Thurston 99 

Traction-dynamometer 218 

Transverse  Stress,  Formulae 66 

Transverse  Tests,  Deflectometer  for 115 

,  Object 135 

,  Report,  Form  of I37 

,  Specimens,  Form  of 122 

Turbines,  Classi  fication 287 

,  Fourneyron's 290 

,  Reaction  Wheel. ...  : 291 

,  Testing,  Directions  for *  297 

.Theory , 288 


Valve-setting 5  28 

Venturi  Tube* 249 
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Vernier,  The 23 

Vernier  Caliper,  The 49 

Viscosity  of  'Metals 60 

Viscosimeter,  see  Oil  Viscosimeter. 


W 

Water  Computation  Table 691 

Water,  Diaphragm.  Flow  through  Perforated 252 

,  Discharge  Formulae 242 

,  Measurement  of  Flow,  General  Methods 253 

,  Nozzles,  Calibration  of 259 

,  Efflux  through 247 

,  Orifices,  Flow  through. 259 

,  Pendulum,  The  Hydro  metric 267 

,  Pipes,  Flow  in 250 

,  ,  Measurement  of  Flow  in 260 

,  Pitot's  Tube 264 

,  Pressure,  Flow  under 24S 

,  Streams,  Measurement  of  Flow  in 262 

,  Tachameter,  The 262 

,  Venturi  Tubes,  Calibration  of 259 

,  Efflux  through 247 

Water-meters,  Calibration 258 

,  Classes 255 

,  Errors 256 

Water-motors,  Method  of  Testing 291 

,  Backus,  Special  Directions  for  Testing 296 

,  Pelton,The 296 

Water-pressure  Engines,  Description 281 

,  Direction  for  Testing 297 

Water-weirs 254 

Water-wheels,  Breast 285 

,  Impulse 2S6 

,  Overshot 283 

,  Poncelet's 285 

,  Undershot 285 

,  Vertical 28a 

Weights  of  Materials  (Table) 669 

Weirs,  Accuracy 254 

,  Calibration 258 

,  Errors,  Effect  of.. 255 
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Weirs,  Formula * 344 

,  Head»  Measurement  of 353 

,  Hook-gauge,  The 254 

Welding  Test  of  Materials 145 

Wooden  Pillars,  Strength  of  (Table) 667 

Wood  Test-pieces,  Form  of 118 
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